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PBEFACE 

The Author, in the preface to the second German edition, 
gives a sketch of the purposes which he hopes that the pre- 
sent book will serve. He says, a truth which all experience 
confirms, that the mere verbal teaching of physical laws is 
seldom of much use, tending frequently merely to confuse 
the student ; while the simple performance of an experiment 
gives him conedence in himself and in the laws he is investi- 
gating, and leads him, by means of measurements which can 
be independently verified, to that knowledge of his powers 
which is so important when he has to do any original work. 
Since the greater part of the treatise is devoted to measure- 
ments of physical quantities, we have thought its object 
better expressed by the title we have given it than by a 
literal translation of the German one. 

Descriptions of apparatus are but rarely given, as students 
mostly have instruments provided for them, and seldom have 
to make their own apparatus, or to put it together. 

The mathematical knowledge required is but very ele- 
mentary, as the proofs of the formulse are only given when 
they present no complex arguments. 

The present edition is translated from the seventh German 

edition, published in 1892, in the preface to which Dr. 

Kohlrausch explains that the scope of the work has been 

somewhat enlarged, so as to include not only the necessary 
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practice for students, but also to some extent explanations 
and directions referring more definitely to investigation and 
research. This widening of aim has naturally produced a 
considerable increase of matter, and the present edition con- 
tains nearly four times the number of pages that the first 
(German) one did in 1869. 

From the same cause the bibliography has been consider- 
ably extended, regard being always had, as the author is 
careful to state, to the accessibility and serviceable character 
of the reference, without any expression of judgment as to 
priority. 

Dr. Kohlrausch has also obtained for special sections of 
the work the collaboration of distinguished specialists, among 
whom we may mention Pfaundler, Dorn, Hallwachs, Neumayer, 
aud W. Kohlrausch. 

A good deal of new matter has been embodied in the 
tables, which have also been corrected to the present state of 
knowledge. 

For the sake of facilitating the use of this edition, where 
the former ones have been employed the arrangement and num- 
bering of the sections have been as nearly as possible retained. 

Some notes, appendices, and tables, signed "Tr,," have 
been added by the translators, for which they alone are 
responsible. 



Aiigust 1894. 
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1. — ^Errors of Observation. Mean and Probable 

Error. 

To measure a quantity is to express it by a number which 
states how often the suitably chosen unit is contained in the 
quantity. 

The numerical value of a physical quantity is affected 
with error from the inaccuracy of the observation. If the 
same quantity have been repeatedly measured, we require some 
means of calculating the most probable value in order to ob- 
tain, from the amount of agreement of the observations, an 
opinion as to the probable limits of error. 

When all the separate determinations are, in the opinion 
of the observer, entitled to an equal degree of confidence, the 
arithmetical mean of the separate determinations gives, as is 
well known, the most probable value of the requited quantity, 
— ^that is, all the separate values are added together, and the 
sum divided by the number of determinationa 

We may here insist upon the fact that it is generally quite 
inadmissible arbitrarily to exclude from a series of observations 
some of the number, simply because they do not agree with the 
greater number. The probability of an increased error being 
introduced by the irregular numbers will be compensated by the 
very process of taking the arithmetical mean, for as single ones 
among a greater number they have a small influence upon the 
mean value. 

If now the separate determinations be compared with the 
mean value, there will be found greater or less differences, the 
" errors " from the amount of which the probable error of an 

B 
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observation as well as that of the result can be found by the 
following rules. First, the sum is taken of the sqwires of the 
errors. The sum divided by the number of observations 
diminished by 1 gives the square of the mean error; the 
square root of it is the Toean error of a single observation. If 
now this mean error be divided by the square root of the 
number of observations, we obtain what is called the mean 
error of the remit. r 

Multiplying the mean error by 0*674 (or ^, or with 
sufficient accuracy for most purposes by -1), we get the probable 
error. This last expression means that it is as likely that the 
actual unknown error is less than the " probable error " as it is 
that it is greater. By prefixing the sign ± we indicate 
that the mean value is as likely to be too great as it is to be 
too little within the limits of the probable error. 

Let us then call 

n the number of observations ; 

3„ ^ S, . . . Sn the deviations from the arithmetical mean ; 

^ the sum of the squares of the errors ; i.e. 

then the mean error of a single observation c = ± / — _ ; the 
mean error of the result obtained by taking the arithmetical mean 

^^'^V n(n-l) 

the probable errors amount to |^ of these. 

On the calculation of errors with several unknown quantities 
see 3. 

It will be obvious that only that part of the error is 
expressed by quantities thus calculated, which is introduced 
by true uncertainty of observation — that is, by such errors as 
give too great a value as often as too small a value. But 
there may exist constant errors, the cause of which may be in 
the indications of the instrument, or which may be so related 
to them that the observer makes errors which preponderate in 
one definite direction. It is an important problem either to 
find out such errors and then correct the result, or to make such 
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combinations of the results or such changes of method that the 
constant errors are thereby eliminated. 

Example, — The density of a body was determined ten times, 
with the results given in the first column. 



Found. 


Difference 5 
from the Mean. 


fi 


9-662 


— 


0-0019 


0-000004 


9-673 


s.-*- 


091 


083 


9-664 


+ 


001 


000 


9-659 


— 


049 


024 


9-677 


+ 


131 


172 


9-662 


— 


019 


004 


9-663 


— 


009 


001 


9-680 


+ 


161 


259 


9-645 


— 


189 


357 


9-654 




0-0099 


0-000098 


Mean 9-6639 


iSf= 0-001002 



Then since n=lO we have 



*i. t r. .' /0-001002 _^nAn 

the mean error of one observation = w —rj: — =— - = ±0*011 



the mean error of the result 



- V ] 



001002 



10x9 



= ± 0-0033 



probable error of one observation = 0*674 ^Z q " ^ 0-0071 



probable error of the result = 0*674 



/ O'OOl 
V lOx 



0010^ 
9 



= ± 0-0023 



According to this we may wager one to one that the error 
which aflFects the separate determinations of the •density of this 
body, with the instruments, care, and experience supposed 
above, is less than 00071. It happens accidentally that just 
half the above differences are smaller, the other half greater, 
than this amount. 

The probable .error deduced from a series of only 10 ob- 
servations can only be considered as an approximation. It 
was really superfluous to calculate it out to three places as we 
have done. Similarly the approximate value ^ might have 
been used instead of 0*674. 



n 
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The determinations given above were made by different 
observers, using different sets of weights and different ther- 
mometers. Errors of the balance, which affect the determina- 
tion of the density in one direction only, are not in question. 
An error with effect in one direction only, though not a con- 
stant one, might however arise, for example, by the buoyancy 
of air-bubbles not completely removed from the body when 
weighed in water, for from this cause the density must always 
be found too small. 

" WcigfU" of an Observation, — ^The separate results from 
which the final result is calculated are not always equally 
reliable. We seek to take account of this circumstance by 
assigning to each separate result a different " weight," that is, 
in taking the mean of the observations, by multiplying by 2 or 
3, etc. (weight 2 or 3, etc.). This is, of course, only done 
where the separate results are already deduced from several 
observations. The " weight " is then simply set equal to the 
number of observations. For by calculating in this manner 
the end result is the same as if the mean had been taken 
of all the individual results. There may be other causes 
also which produce a different degree of certainty in the 
results, and lead to the assigning of different weights ; the 
decision of this question must be left to the judgment of 
the observer. 

If the mean error, e, of a result is known, the weight p is 

proportional to -^ ; see also 3, III. The arithmetical mean 
of several results r^, r,, etc., of weights p^, p^, etc, is naturally 

2>i + Pj + etc. 



2. — Influence of Errors of Observation on the Eesult. 

We frequently do not find a result directly by observation, 
but must deduce it from an observed magnitude, or even from 
several such, by calculation. Thus the density of a body is cal- 
culated from several weighings, the modulus of elasticity from 
measurings of length, the strength of a galvanic current from 
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the deflection of a needle, according to certain formulse. 
Hence arises the problem to determine to how great an extent 
the result will be in error when the observed magnitudes are 
afTected by a certain error. 

The object of this calculation of errors may sometimes be 
to form a judgment as to the accuracy of the result itself. 
Further, we learn from it what abbreviation of the calculation 
we may allow ourselves without unduly increasing the in- 
accuracy. In cases where the measurement is the result of 
several observations, it also shows us over what part we must 
expend the greatest care. Finally, it is frequently in our 
power to vary the proportions of the experiment in different 
ways : this calculation of errors alone gives us the information 
as to what choice of ratio is most advsuitageous, i.e. which gives 
the least influence upon the result to errors of observation. 

Such are, for instance, the considerations from which the rule 
given on p. 243 is derived — that in determining the horizontal 
intensity of the earth's magnetism, it is best to take the distances 
of the deflecting magnet in the ratio 4:3. In the same way also 
are got the rules, that the measurement of the strength of a 
galvanic current with a tangent galvanometer furnishes the most 
accurate results with an angle of deflection of about 45"^ ; that the 
two current strengths, from which the resistance (p. 322) or the 
electromotive force of a galvanic battery are determined are 
most advantageously in the ratio 1 : 2, that the damping ratio 
of an oscillating body is most accurately observed when the ratio of 
the two elongations is 2*8, etc. 

If we call the observed magnitude x, and the requfred 
result JT, where x and JC represent the correct values, JC will 
be some function of x — i.e, will be given by some mathematical 
expression in which x occurs. If now we call / the error of x, 
the error introduced by it into X which we call F, is found by 
putting X +f instead of x in the expression from which X is 
calculated. We shall now have a result somewhat different 
from Xy the correct value ; the magnitude of this difierence is 
manifestly the error F. 

Since the errors of observation are small quantities, this 
calculation may be much simplified. We first note the fol- 
lowing rules :— 
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1. In determining the errors in the result, it is sufficient 

to use an approximate value for the observed magni- 
tude, which we have called x. Indeed we are always 
compelled to do so, since the true, accurate value is 
not known. 

2. Correction terms (4) which occur in the formula for 

the result -T, may, if we are not inquiring into their 
influence, be neglected in calculating the error. 

3. When a measurement depends on several independent 

observations, the final result will be an expression com- 
pounded of the separately observed quantities. Several 
of these may be affected by errors. But if the influ- 
ence of the errors introduced by one of the magnitudes 
is to be determined, the others need not be taken any 
account of. 

[ 4. The error in the result which arises from an error of 
observation varies proportionally with this latter. In 
other words, the difference which we have above called 
F may be represented as a product of which the error 
/ of the observed magnitude is one factor. 

5. From this it follows also that the errors of the result 
which arise from errors of observation, equal in magni- 
tude but opposite in sign, are also equal in magnitude 
but have contrary signs. 

It occasionally happens that the error of the result is not pro- 
portional to the error of observation, but^ for instance, to its square, 
or to the product of several errors. In such cases rules 4 and 5, 
and occasionally 3, are of course inapplicable. 

The calculation may almost always be made very much 
shorter by the use of approximation formulae for calculating 
with small magnitudes. These may easily be constructed by 
the aid of the differential calculus. If / be the error which 
occurs in the observed value, the error F of the result JT is 
obtained by multiplying the partial differential coefficient of JT 
with regard to jc by /. Therefore 
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In order to bring the expression for the error to a simple 
form, without the use of the differential calculus, it will very 
often, if not always, be possible to adopt the plan for the 
calculation of correction quantities given at the end of this 
article: by suitable transformationfl we must arrange that 
the error of observation /occurs only as a small quantity added 
to or subtracted from 1, upon which for further reduction 
the formulse given below, or special ones, may be at once 
used. 

When the result has been got from several observations 
combined, we may, according to No. 3 (see p. 6), investigate 
the influence of the single errors separately. Each of them 
may of course make the result either too small or too great, 
and the total error will be larger or smaller according as the 
signs happen to be the same or different. The maximum of 
error will be obtained when the partial errors have the same 
sign. The error probacy arising is found by adding the 
squares of the partial errors, and taking the square root of the 
sum. The employment of these rules in a special case will 
serve to explain this sufficiently. 

We choose as our example the determination of the density of 
a solid body which sinks in water, by the ordinary method^ in 
which the body is weighed in air and in water. We will determine 
the effect of an error in weighing upon the density deduced from 
this weighing. If we call the weight of the body in the air m, and 
the weight in water m\ the density is 

m 



771 — m' 



To this formula must of course be added the corrections depending 
upon the loss of weight in the air, and upon the expansion of the 
water; but according to No. 2, p. 6, we need not trouble with 
these in the simple calculation of the error. 

According to No. 3 we may consider the errors in m and m' 
separately, since they are independent of one another. Let us 
therefore find first the influence upon the result of an error in the 
weight in air. If we had committed the error / in this weighing, 
we should, instead of the true weight tti, have found m+/, and 

should therefore obtain the density ^ , 
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Using fonnula 8, p. 11, we will write for this 



m 



rn-Ki' ^ ' 



The first term of the last expression is, however, the true re- 
sult ; so that 

is the error produced by the error +/ in weighing the body in air. 
The differential calculus gives at once the same result. 



P=f-r:r = -/, 



dm '^{m- wCf 

Secondly, let us consider an error committed in the weighing 
in water, which we will call /'. Setting therefore m' +/' instead 
of m', the result affected with the error will be, as above, 

mm m 



m-{m'-^f) m-jii-f (ja-m'){\-^^ 

wi /- f\ m ., m 

-' ( 1 + -^ — ' ) = ■/ + / 7 ^ 

m-m\ m-m / m-m '' {m-mY 

That is to say, by observing the weight in water as too great by 

m 
f\ we shall make the result too great by P =/' 



(m - m'Y 

If, finally, we inquire as to the total error, which is compounded 
of the two errors of observation / and /', this has obviously its 

maximum value ± -r-- ,n, when either m was found too great and 

ym — my 

m' too small or vice versd. The probable total error is 

(m - m'y 

We will take, as a numerical example, the determination of the 
density of the same body of which we have already spoken, p. 7. 
We have there determined the amount of the error by the differ- 
ence of the results which we obtained from their mean value. We 
want now to see what amount of error is to be expected from 
inaccurate observation in the weighing. 

The weight of the piece was, in round numbers. 

In air = 243,600 mgrs. 
In water = 218,400 mgrs. 
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The greatest error in weighing, with the balance made use of, with 
moderate care, for loads such as the above, may be reckoned at 5 
mgrs. when weighing in the air, at 8 mgrs. when weighing in water ; 
which latter operation, on account of the friction of the water, is 
less accurate, whence 

/=5mgrs. /' = 8mgrs. 

(The errors mast be reckoned in the same units as the observed 
weights themselves.) 

The stated quantities substituted in the formulsB given above 
give, 

as the error depending on m, ± — ^ = ± 0'0017 = i^ 



8 X 24360 
252002 



„ „ 771', ± ^^^..^ = ± 0-0031 = F 



In the most unfavourable case the total error amounts to 0*0048, 
but in the most probable case = ± JW+F^ = ± 0'0035. 

As, therefore, single ones of the above given determinations give 
considerably greater differences, there must have been present other 
sources of error besides the uncertainty of the weighing — (bubbles 
of air, inaccuracy in determining the temperature, mistakes in 
reckoning up the weights). 

As a second example, the measurement of the strength of a 
galvanic current i with the tangent galvanometer may serve. If <f> 
be the angle of deflection of the needle, we have 

i = C tan <fij 

where C is a factor constant for the same instrument. If an error 
/'occur in the reading ofif of the angle <^, the error J^ in i follows 
from 

or by fi^hnula 10 (p. 11), 

i-\-F=C (tan <t> + — ^-r) ; therefore 



F^cX-=i- f - 2/ 



coi?4> sin <l> , cos <l> sin 2<^ 

. v. , is therefore the error, expressed as a fraction of i, which 
8tn 2<p 

corresponds to an error / in the reading off of the deflection. 

Hence we have the very important rule for the use of the tangent 

galvanometer — that angles of about 45° are most advisable for the 

accuracy of the measurement, because the denominator sin 2<fi has 

its maximum value (viz. 1) when <^ = 45^ 
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Bulbs for Approximation when Calculating with Small 

Quantities. 

When, in a mathematical expression, some numbers are very 
small in comparison with others, the expression may often be 
brought into a form more convenient for calculation by the use of 
formulsB of approximation. It will very frequently recommend 
itself as the simplest to first give the expression such a form that 
the corrections are contained in terms added to or subtracted from 
1, and very small compared with 1 ; this is not unfrequendy 
the form in which it is already given. It will then often be 
possible to make use of one of the following formulae to simplify 
the expression. 

In these formulae let the magnitudes denoted by S, c, ( . . . be 
very small compared with 1, so small that their second and higher 
powers S^, €^ . . . as well as their products 8c, 3( . . . which, again, 
are very small compared with S, c . . . themselves, may practically 
be completely neglected compared with 1. 

If, for example, 8 = 0001, 8^ = 0-000001 ; if further, € = 0-005, 
Sc = 0*00005 ; — it often happens that things which affect a quantity 
to the extent of some thousandths are important, whilst some 
millionths more or less are a matter of complete indifference. It is 
usually easy to measure a length of 1 meter accurately to the tenth 
of a millimeter. It would not do, therefore, to neglect a correction 
of a thousandth of the length, or 1 mm. But one, or several, 
millionths of the total length — i.e. thousandths of a millimeter — 
will most rarely have any practical influence, since the errors of 
observation are much greater. 

On this supposition it may be easily shown that the following 
formulae hold good, in which the expressions to the right of the 
sign of equality will usually be more convenient for calculation. 

Where the sign :i: or 7 is placed before a quantity, either the 
upper or lower sign must be taken all through the formula 

(l + 8)"*=l+m& 
therefore in different cases 
(1 + 8)2 = 1 + 28. 

h/TTs = 1 + i8. 

1+8 
1 



(l-8)"*=l-m8. 


(1) 


(1-8)2=1-28. 


(2) 


^^l-8 =1-J8. 


(3) 


1-8 =1-^ 


(4) 


- 1 4. OS 


fK\ 
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^ = 1 - J8. -==; = 1 + JS, etc. (6) 



n/1+8 * Vl-8 

{l±S){l±€){l±Q... =l±8±€if... (7) 

(1±.)(1±,)... =li8±C...:FC:F,... (8) 

Thus also we may, instead .of the geometrical mean of two 
quantities p^ and i^gy ^^7 slightly different from each other, use 
the arithmetical mean 

Further, 

sin (z + 8) = sinx + B cos z; sin 8 = 8 

cos (z + 8) = cosz-8 sin x; cos 8=1 

tan{z + S)=ztanz + —^; tan 8 = 8 (10) 

in which 8 signifies a small angle measured in terms of the angle 
(57°'3), for which the arc is equal to the radius. 
As a second approximation 

8in8 = 8(l-l^); co»8=l-J82; ton8 = 8(l + J8«) (11) 
KnaUy, 

nailog {z + 8) = natlog Z + -; natlog {l+8) = 8 (12) 

z 



3. — ^Determination of Empirical Constants by the 

Method of Least Squares. 

I. If the same magnitude has been measured several 
times, the arithmetical mean gives the most probable value. 
But frequently the required magnitude is not the immediate 
object of the measurement, but must be deduced, by calcu- 
lation, from the observations, according to known physical 
laws, and then the arithmetical mean is not always sufficient 
to find the most probable result from repeated measurements. 

Mathematically considered, the quantity sought occurs 
here as a constant in an equation which also contains the 
observed magnitudes. Not infrequently other unknown con- 
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stants occur in this equation^ and are to be at the same time 
determined, or at least eliminated. For this purpose at least 
as many observations are required as there are unknown 
quantities ; and if tKere be only just as many, we must, by 
substituting the observed values in the mathematical ex- 
pression, make as many equations as there are unknown 
quantities, and deduce the latter &om them in the ordinary 
way (see also III., p. 17). But when a large nimiber of obser- 
vations has been made, we must, in order to utilise all the 
materials, employ another method— of which the use may be 
facilitated by various devices, especially by adapting the 
observations to a plan determined beforehand. 

The calculation of probabilities by the method of least 
squares afifords a systematic course of proceeding by which 
the calculations may be made without bias. Of course it may 
frequently be found that by this method we are also led into 
tiresome calculations, which form another proof of the advan- 
tage afforded by a plan completely thought out before the 
observations are made. 

As an example we take the simple problem of determining the 
length of a rod at 0^, and its expansion for 1° of temperature, from 
a number of measurements at different temperatures. If we call 
the length at 0° = a, and the expansion for 1"" = i, we have for the 
length i/j at any temperature x 

y = a + bz 

a and b are two unknown constants, for determining which two 
observations would be sufficient Suppose, for example, we had 
observed the lengths y^, y^ at the temperatures x^^ x^ respectively, 
we should have 

yi = a + fecj, ^2 = ^ + *^2 

therefore ^^ ^^2-^2^1 ^ b = ^-^^^^ 

But more than two observations may have been made ; suppose 

besides the pairs given above, x^ y^ x^j y^, etc If the observations 

were free from error, the quantities sought, a and &, would have 

! the same numerical value when calculated from any two pairs; 

and, on the other hand, every value of y, calculated by this formula 
from the corresponding value of x, would be identical with the 
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observed valua But, in reality, we find that on account of errors 
no values for a and b completely satisfy ail the observations. 

The fundamental law of the method of least squares is: 
The constants must be so chosen that the sum of the squares 
of the errors is a minimum. That is to say, with every differ- 
ent value of the constants the values calculated from the law 
by means of them will differ from the observed values by 
different amounts (the errors). The most probable values of 
the constants are found when the sum of the second powers of 
all the differences is the smallest possible number. 

If we denote the mathematical expression of known form, 
which gives the dependence of the observed magnitude y, on 
another, x (or on several others), by the general expression 
/{x), the magnitudes we seek occur in it as constants which we 
call a,b,,.. Our equation then is 

y =f{^) 

Let several values y^, y^yVz be observed corresponding 

to the known values a^, a:2> ^s • • • • ^7 ^^^ above law the 
numerical values of a, & ... . are to be so determined that when 
they are substituted in f{x), the sum of the squares of the 
differences betw^en the calculated and observed values has the 
smallest value possible. Therefore we must have 

{y, -/M* + {yj -/M* + % -/(«»)}* + • • + {y« -/(^)}* = 

a minimum, 
or, introducing the symbol of summation, 

2 {y -/(«)}* = a minimum. 

We must keep in mind that all the values of x and y are 
known, observed quantities. For the methods by which in 
case of necessity the equations are previously brought to the 
same degree of accuracy, see IV. 

By a law of the differential calculus, this condition pro- 
duces as many equations as there are quantities a, & . . . to be 
determined. We differentiate the expression 2{y -/(«)}* with 
respect to a, & . . . considering these as the variables, and equate 
each partial differential coefficient to zero. 
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The equations from which a,h.., are to be detennined 
become therefore 

d^jy^mi^O, ^/M.^ 0. aud so on. 
da ' do ' 

We have thus found a way, free from any uncertainty, by 
which we can make equal use of as many observations as we 
please. 

Of coui'se it may happen, with complicated forms of /(a:), 
that the equations derived by differentiation with respect to 
a,h... are not capable of direct solution. In such cases we 
must find a solution by trial and approximation. In the 
important case, however, where f{x) has the form, /(«) = 
a + hx + coi? + da? + . . . the direct solution is always possible. 
See also III. and IV. 

Let us illustrate the problem by the example given above. 
Let the lengths of the rod observed at x^, a;^, 973 . . . x^, be ^^ y^^s 
. , . i/n- According to the law of expansion with temperature 
y=:a + bXf and so what we have above called /(a;) is here/ (a;) = 
a -\- bx. We have therefore to determine a and b, so that 

(yj - a - bx^y + (y2 " ^ " ^^ "*■ • • • + (yn - ^ - bxn)^ = a minimum, or 
briefly 2 (y - a - bxf = a minimum. 

Differentiation gives 

with respect to a, 2(y - a - &c) = 
with respect to b, la(jf - a - 4a:) = 

or observing that with n observations 2a = an, 

Sy - an - 6Sx = 
2a^ - a2a; - bla?- = 

By solving these equations with respect to a and ft, we have 

2a; 2a;y - 2y 2a^ 



a = 



J = 



(2a:)2 - n2a;2 
205 2y - nlay 



(2r)2 - n2a;2 

As an example, suppose the length of a measuring rod, which is 
to be corrected by comparison with a normal scale. 
At temperature (a:) = 20" 40** 50** 60** 

the length has been found = 1000-22 1000*65 1000*90 1001-05 mm. 
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In order to shorten the calculations we take as y only the ob- 
served excesses of the length above 1000 mm. We shall then 
have for a the excess of the length at (f above 1 meter. 

The calculation is performed as follows : — 





X 

20 


y 

+ 0-22 




400 


4-4 




40 


0-65 




1600 


26-0 




60 


0-90 




2500 


45-0 




60 


1-05 




3600 


630 


1x = 


170 


2y = 2-82 


Sc2 = 8100 


Say =138-4 


iherefc 


)re a = 


170. 138-4 -2-82. 8100 ^,^^ 

170^-4.8100 =-<^196°^^- 




6 = 


170. 2-82-4. 138-4 
170^-4.8100 


= +0-0212 mm. 





The length of the rod at is therefore 999*804 mm. and at the 
temperature t, 999-804 + 00212 t. 

If now the lengths are calculated for 20**, 40®, 50**, 60**, we 
shall find — 



X 




y 


Error 






Calculated 


Observed 


A 


A« 




mm. 


mm. 


mm. 




20** 


1000-228 


1000-22 


+ 0-008 


0-000064 


40 


1000-652 


0-65 


+ 0002 


0004 


50 


1000-864 


0-90 


- 0-036 


1296 


60 


1001-076 


105 


- 0026 


0676 




2A2 = 


= 0-002040 



The student may verify that any alteration of a or of & increases 
the sum of the squares of the errors. 

Exactly the same method of proceeding would be employed to 
find the modulus of elasticity of a rod, or to determine the relative 
rate of two clocks. 

For the expansion of fluids with temperature, and in many 
similar cases, it is usual to use as approximations an algebraical 
formula of a higher degree, e.g. y = a + fee + ca?. The determina- 
tion of a, 6, c from any number of observations is essentially 
the same as above, only more complicated and tiresome. 

In such cases, and when the method of least squares has 
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often to be used, even in simple cases, Gauss's method of 
calculation (IV.) is more convenient and safe. 

With regard to the numerical calculations the following 
practical rules should be observed. The constants a, &, and c, 
as well as the observed values, are often of various orders of 
magnitude. Thus in the example given above the tempera- 
tures are counted by tens, while the elongations (y) reach at 
greatest 1 nmi. It is more convenient to have the magnitudes 
similar in amount, which may be brought about by multiplying 
or dividing by powers of 10. Instead of bx we may, for 

oc 
instance, write 106 x — -. Had this been done we should 

10 

have had 2, 4, etc., instead of 20, 40, and the calculation 
would have been easier. The result 106 would then have to 
be divided by 10. 

The so-called mean error of an observation is obtained in 
this method irom the sum of the squares of the differences 
between observed and calculated magnitudes, if n = number of 
observations, m that of the constants a, 6, c . . . to be deter- 
mined by the formula 



/ 



V + V+ ..An» 

n — m 



Therefore in the above example, where ;i = 4, m = 2, we 
have 



/0-00204 ^^^o« 
^^-2"= ±0-032 



muL 



11. Calculation by Equal Intervals. 

If the observed quantities are separated by equal intervals, 
the calculation is simplified. This not infrequently occurs ; 
for instance, when a periodic phenomenon is observed, and the 
time between two consecutive occurrences is determined [time 
of oscillation or rotation (62)] ; or when the distance between 
pairs of points is to be determined, of which many occur con- 
secutively, and of which the places can be measured on a 
measuring rod [distance of the nodal points of waves (37)]. 

Taken more generally, if one quantity vary proportionally 
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to another, a number of points separated by equal intervals 
must be taken in the variation of the latter, and the values of 
the first quantity which correspond to them must be observed. 

So in the previous example the lengths of the bar might be 
measured at equal intervals of temperature. 

The values of the observed quantity y may be thus found 
as a series yi, y2 • • • • yn-i» Vn* ^^ these values were accurately 
observed, the intervals yj — yi, ys — y^ . . . . Vn—yn-^v should 
be equally great. Actually, they are unequally great, and it 
is their most probable value which we seek. To take their 
arithmetical mean would obviously amount to the same as if 
we noted only the first and last values, and neglected all the 
intermediate ones. To utilise all the observations, it is necessary 
that we should calculate the interval as 

g (»--iXy>>--yi) + (n-3)(yn-i-y2)+ — 

w(«2-l) 

The weight of the result thus obtained is P = -^ i ; the 

^ 12 

mean error of the result amounts, when e is the mean error of 

e 
the single observation, to -ff = — t= • 

Let t signify the number of the observ^ation, and y^a + ht, 
then I is the interval sought. Therefore 

<i= 1> ^2=" 2 • • • • ^n-i = «- 1, tn = n. 

If, then, in the value given for h (p. 14), the following be 
substituted, the formula above given follows : 

2^=1 + 2+.... +?i= \n{n + 1) 
2/2=12 + 22+ +7i2 = |«(n+l)(2»+l) 

2y=yi + y2+ Vn 

2^y=yi + 2y2+ f^vn 

III. Solution of Equations, when Approximations for the 
Unknown Quantities can be assumed. 

We will first show how the determination of the constants 
of an equation may be made to depend upon the solution of 
linear equations. 

c 
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Let an observed magnitude u be connected with other 
observed magnitudes r, 8, t, by a law of known form. This 
law contains the constants A, B, C, which are to be determined 
from the observations. In physical problems a larger number 
than 3 seldom occurs, but such cases would be treated exactly 
as our example. There must of course be at least as many 
observations as constants to be determined. The observed 
magnitudes are denoted by i^r^^i^i, u^r^jt^t etc., and the depend- 
ence of the magnitudes on each other by 

It will generally be the case that r, 8, t, and frequently 
also u are readings of instruments such as clock, balance, 
measuring rod, divided circle, thermometer, manometer, rheostat, 
galvanometer, etc., r, s, t need not be independent of each other. . 
A common case, for instance, is that in which r=l, s = q, 
t = g^, where q may be a temperature, load, time, pressure, 
scale reading, etc. Or, if «e is the deflection of a magneto- 
meter by a magnet at distance I, we may have r = Z'*, s = Z"*; 
while A may then signify the magnetism of a bar, and £ 
the distance apart of its poles, u might also represent a 
density, an electric current or resistance, a refractive index, 
etc., eta 

The equations are frequently incapable of a direct solution. 
If, however, approximate values of the required constants 
A, B, C have been obtained, the problem can be reduced in the 
following manner to the solution of linear equations which is 
always possible. 

Let the approximate values be A^B^C^ the true values 
will then be A^A^ + a, B^B^ + fi, 0=C^ + y. These cor- 
rections a, )9, 7 are therefore now the unknown quantities, 
and are to be determined. For this purpose, take the partial 
differential coefficients of the function u with regard to A, B,C, 
considering these for the time being as the variables, but after 
differentiation substituting for them A^B^C^, 

We call the values so defined of the diflTerential co- 
efficients 

du _ du _^ j^ du _ 
dA"^' dB' ' dC"'' 
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In these three expressions the . observed numbers must be 
substituted for r,8,t ... , e.g. r^, s^, t^. . . , then r^, 8^,t^..., etc. 
The magnitudes thus obtained are represented by a^, J^, c^ . . . , 

Finally, we call u^ the value obtained for the function u 
when aJSqCq are substituted in the expression / whilst u is 
the true actually observed value, u jmd u^ diflFer from each 
other by a quantity r, so that 

r = « - «Q 

According to Taylor's theorem, if r, a, )8, 7 are small enough 

By substituting the observations in these equations, as 
many equations as observations are obtained, in which, except 
«» A 7> everything is given numerically. 

etc., etc. 

EXAMPLB. 

Let the temperature of a body cooling in constant conditions 
of its surroundings (or the position of a " damped " magnet needle, 
or of a body moving in a viscid medium, or the progress of a 
slowly proceeding chemical reaction, etc.) be for the time i given 
by the expression 

i* = ^.10-^ + (7 

Let approximate values A-^ f^, and Cq have been obtained by the 
combination of three observations. We have then 

r=tt-ilolO-^-Co 

" d4~^" ' "'dB- loge ."'dC 

If there are only as many observations as unknown 
quantities the equations can be solved in the ordinary manner ; 
in other cases the method of least squares may be used 
(see I. and IV.) 

It is scarcely necessary to remark that, where u is already 
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given by the formida u=:Ar + £8+Ct (e.g. u=A + Bs + C^, 
where 8 represents, for instance, a temperature) the mutual 
reductions are not necessary. Nevertheless, a similar method 
may frequently be advantageous, viz. to obtain approximations 
for A, B, (7, and to perform the calculations with the re- 
mainders, so that smaller numbers may be introduced which 
can be calculated mentally or with tables. In this case — 

du I du du . 

This is obvious without emplo3ring the differential calculus, 
for if 

The advantage gained will be seen from the example on 
p. 14. The formula was u = A + BL An approximate value 
for B is plainly obtained from the two observations ^^ = 20, 
t^j= 1000-22, and ^^=60, 2^^=1001-05, viz. — 

-, 1001-05 -1000-22 0-83 ^^,, 
From observation (1) an approximation is then found for A. 



therefore 



Aq = 1000-22 - 20 X 0-021 = 999-8 



t«o = 999-8 + 0-021^ 



smce now 




du ^ r du , 
dA dB 






the equation 


becomes 










tt-'Wo=r = a.l+)8« 






u 


t 


«o = 999-8 + 0-021^ r 


a 


b 


mm. 




mm. mm. 






1000-22 


20 


1000-22 ±0-00 


1 


20 


1000-65 


40 


1000-64 + 0-01 


1 


40 


1000-90 


50 


1000-85 + 0-05 ' 


1 


50 


100105 


60 


100106 -001 


1 


60 



where now all can be mentally calculated; most simply by 
expressing r in hundredths of a millimeter, and & in 10 
degrees as units, and finally dividing the calculated values ^of 
a and /8 by 100 and 1000 respectively. 
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IV. Gauss's Method for the Solution of Linear 
Equations using Least Squares. 

Let there have been n observations made, and, in case of need, 
brought into a linear form with approximate values in the way 
given in IIL Let the equations to be solved for a, yS, 7 be : 

• ••••■• 

It will usually suffice to calculate out a^ . . . ft^ . . . c^ . . . 
80 far that the number of figures about equals that of the 
remainders r. It is a great advantage when the approximate 
values are so nearly true that the remainders contain two or at 
the most three figures. The squares and products can then be 
taken from tables or worked with logarithms. In these calcula- 
tions, as already stated, no further abbreviations should be made. 

All equations shoiQd be of the same probable degree of 
accuracy. If there is any reason for ascribing a different 
degree of accuracy to the different observations, the equations 
must be reduced to equality in this respect by multiplication 
by the square root of the weight proper to each. 

The procedure of p. 13 may serve to solve the equations 
according to the method of least squares, noticing that the 
expressions 

correspond to the 

r, dhc . . . , a^y . . . 
in this section. 

For a larger number of unknown quantities, however, indeed 
even for our three, the following solution is more convenient. 

On the left hand is the series of main calculations ; on the 
right a check on their accuracy which is worked out along 
with the main calculation. First, the sums of the squares or 
the products of corresponding magnitudes are to be calculated, 
which are denoted in the following obvious abbreviated 
manner: — 

airi + cy:j+ . . . +antn = ar, etc. 
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Calculation. 

We require m ^ ^ m 

bb Ik 
cc 



6r 
ct 
rr 



rr is only needed for the final 
control. 



Control. 

Let a + b + c=S 

further in the same way as before 
a^Si + a^i+ . . . +a,|S'»=a-S,etc. 

Then we must have 

aa + ah+ <xc = aS 

ac + bc + cc =scS 
ax •¥ bx+ci = xS 

The normal equations for the detennination of a, fi, y are 
then: 

<ut.a + ah.p + nA,y = at 
ah,a + bb.p + bc,y = 6r 
oc.a + bc,p + ccy = ct 

The solution proceeds as follows : 

Calculate out — 



The following calculations are 
made — 



66 --^06 = 661 
aa, 

be - ^^ oc =s 6^1 
Tz aJb — r~ 



cc- 



flkj — 



aa 



CLC = cc^ 



— ac — — 
aa 



Finally — 



661 

cTi — — ^bt-^^ct^ 
bb. 



bS--^aS = b;Sj 



aa 



aa 
aa 



Then the following must be true — 

W^Jtb^bS^ 
bc^ + ccy^ = cSi 
bt^ + ct^^-tSi 

^-.^6^^«^2 
661 

iSl- ^bS[^tS^ 
661 

Then we must have — 

CC2 = CaS^2 ^^'^ ct^^tS^ 
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From these the unknown quantities a, /9, 7 are obtained 



^^ 



cc, 



i 






ax ah cui 

aa '^ CM a>a 



Control of the whole Calculation, — Let the substitution of 
fit, /8, 7 in the original equations leave the errors — 

fi«aai + /36i + yci-ri, f 2 = oag + ^63 + ycg - r^, etc. 

Then we must have 



CXo — 
"Cto 



r + !„ + + f = rr-^=^ar--=i6ri--==2. 

The weights of the values of a, /3, 7 thus obtained are 



Py^CC. 



V 



hb-t ca . bb-, 

CC, cc , ob —oc.oc 



The squares of the mean errors of a, )8, 7 are obtained 

/ s 2 2 \ 

by dividing the expression (f +f +. . . f )-r(w — 3) by 

p^fP^p ; 3 is here the number of the constants determined. 

In case the corrections a, jS, 7 thus obtained by the use 
of least squares are not sufficiently accurate, the values 
A^ + a, B^+fi, C^ + y, which result must be again considered 
as approximations to A, B, C and the calculation repeated. 

Plan of the Calculation, — It is advisable when making 
these calculations to write the numbers always in the same 
order, e.g, (omitting the lines over the sums of the products). 

logaa 

log ah logbb^ 

log ac logbci log cc^ 

logaS logbSi 

log at logbti logct^ 



, ac . bti 

log — 
^ aa 



loff'^ 



CCc 



aa 



ah 
bb 



ac 
be 



aS 
bS 



ax 
bx 



ab , ab 
—■ah — oc 
aa aa 



ah CI oh 
— aS — ax 
aa aa 



Diff. = 661 bc^ 

CC 



bS^ 
cS 



bx, 
ex 



xS 



XX 



ac 
— ac 
aa 



ac a ac 
--cS —ax 
aa aa 



ax a ax 
—aS —ax 
aa aa 



Diff. = cc, cSi 



ex. 



xS, 



K 



bc^. ^ ftcj , 6r, , o, bXi 



W^^ 2^'^ i^ ^'^s^.''^ 



Diff. = cc 



2 



cSc 



CXc 



xS. 



2 



—=eXK 



CC 



2 
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4. CORBBCnONS AXD THE CALCULATION OF COBBECnONS. 

The result soiight is almost neTer giTen directly by the 
observations; much more frequently these are affected by 
circumstances which must not be neglected in accurate deter- 
minations. With greater pretensions to accuracy, the number 
of influencing circumstances which must be considered in- 
creases as well as the difficulty of eliminating them, so that 
frequently the most important part of the work is introduced 
by these earredions. Hence also it is necessary first to deter- 
mine their influence, and then to take them into the calcula- 
tion, so far as is necessary, in as simple a manner as possible. 
How £Bur we can go in taking account of corrections depends 
of course upon the limit which is here imposed upon us by 
the deficiencies of the observations, as well as by our in- 
complete knowledge of the laws of nature and of the numeri- 
cal values which they involve. But, on the other hand, it is 
fi^uently unnecessaiy to carry the accuracy of the correction 
to this limit Plainly it is always sufficient to attain to such 
a degree of accuracy that the n^lected part of the corrections 
is materially less than the possible influence of the errors of 
observation upon the result Hence we may use for correc- 
tions abbreviated methods similar to those used for errors. 
Practice in these calculations is an essential condition for 
accurate and yet ready physical work. 

One of the simplest physical measurements, for example, 
is weighing (^ determining ^Ihe mass of a body. Here we 
have first the errors of observation, which are made up of 
those due to the inaccuracy of our readings and of our judg- 
ment about them, and to some faults of the balance which 
cannot be calculated — as friction, change of the ratio of the 
balance-arms, etc. It is also impossible to prepare a set of 
weights free from error, or even to draw up perfectly true 
correction tables for them. As we do not suppose specially 
good instruments or accurate observations, other errors un- 
avoidable, but determinable in their amount, which therefore 
can be eliminated from the result, become noticeable. It is 
therefore always requisite to take account of them, where we 
make any pretensions to accuracy. To this part belongs first 
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the inequality of the arms of the balance, which, at least with 
large weights, has usually a marked influence. It is eliminated 
by the rules given in 11. 

But, secondly, the weights and the body weighed suffer a 
loss of weight on account of the air which they displace, 
which — even in the use of ordinary shop-scales which show 
1 grm. with loads of 1 kgr. — may become greater than the 
errors of weighing. In order, now, to reduce to the weight 
in vacuo, we must know the density of the air, a magnitude 
which may vary within certain limita But although the 
complete neglect of the correction is only admissible in a very 
rough weighing, it is, on the other hand, easily seen that for 
common use, even in scientific investigations, the alteration of 
the density of the air is not of sufiQcient importance to be 
considered, and we may give a mean value to the correction. 
n, therefore, we confine ourselves to a correspondingly ap- 
proximate calculation of the correction, a very considerable 
improvement of the result may be effected in about a minute. 

The labour is somewhat greater, if the mean value will 
not be sufficient. In this case, the temperature and height 
of the barometer, at least, must be observed. The observed 
height of the barometer must not, however, be taken as the 
real height, since both the mercury and the scale expand by 
heat ; this expansion must be taken into consideration. The 
variation of gravity on the earth's surface would also have to 
be brought into the calculation. Finally the density of the 
air varies with the humidity, and therefore in very accurate 
weighings this also must be taken into account. 

Now, if all these observations and calculations were carried 
out with complete accuracy, they would become very laborious. 
But after we have informed ourselves as to what degree of 
accuracy we deske or can attain in the result, and as to the 
influence of the corrections, we can determine what degree of 
approximation is admissible or necessary, and, with some 
practice, attain the result with small troubla 

In the same way, corrections come into most physical 
problems. It is especially the changing temperature which, 
in many ways, influences the measurements, and therefore 
frequently furnishes a reason for corrections. 
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It is usually possible to make use of the processes de- 
scribed on p. 10 and the formulae for approximation there 
given, for shortening the calculation of corrections. 

Examples. 

(1.) It ia well known that we call 3a the coefficient of the 
cubical expansion of a body, when a is used for the linear coeffi- 
cient Strictly speaking, when the linear dimensions are varied in 
the ratio 1 + aif, the volume changes in the ratio (1 + a£f = 1 + 3a^ 
+ ZaV + a?fi. But for almost all solid bodies a<0 00003, so that 
even for a change of temperature of 100°, the neglected part 3a^/^ 
< 0*00002 7, or 3yi0o of the total. Therefore it is only when such 
small quantities are under consideration that the abbreviated calcu- 
lation must not be employed. Then, however, it must also be 
taken into the calculation that the coefficient of expansion itself 
varies a little with the temperature. The term a'^ is entirely 
without noticeable influence. 

(2.) In 21 we treat the expansion of the mercury as a cor- 
rection by putting - — g/ ~ ^ "" ^'QQQ^^^^ (formula 4, p. 10), 

in the reduction of the height of the barometer to 0°. Here we 
neglect thd higher powers of 0*00018^. .But it will be seen that 
the next power amounts, for f = 30, to only 0*00003 ; therefore 
multiplied by Z= 760 mm., about -^ mm., a quantity which may 
almost always be neglected. 

On the other hand, it would frequently be inadmissible to 
treat thie expansion of a gas, which is about twenty times greater, 
in a similar manner. 

(3.) When the weight of a body has been determined by double 
weighing (11), and the weight has been found on the one side ^^ on 

the other p^ the actual weight is, strictly speaking, ^Jp^jp^ . Instead 
of this geometrical mean, the arithmetical \ (p^ +P2) may without 
hesitation be used (formula 9, p. 11). For, csSlingp^^p-^-S, and 
Pi-P^^i for which p = Hp^ +^^2), we have 

n/^= ^?- ^ -P^/^2 -p(i - Ay ^^™^^ ^'^ 

Now the balance must be very badly adjusted for 6 to be as 
much as t^P- In this case i -5 would be half a millionth — 

pr 

a quantity which, in comparison with 1, need never be considered 
if such a balance be used. 

Other examples will be found below in the different problems. 
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6. — Interpolation from Observations. 

A magnitude y, which depends on another x, often has to 
be determined for some exact value of x. Similarly the 
problem to be solved by observation majr consist in deter- 
mining under what circumstances a certain well-defined 
position of the object of observation is produced. It is never- 
theless often troublesome, and sometimes indeed impossible, to 
r^ulate the circumstances to the quite accurate fulfilment of 
this condition. Thus it is usually difficult to maintain the 
temperature of a body accurately at a prescribed degree at 
which, perhaps, its volume, its elasticity, or its electrical con- 
ductivity, is to be determined ; in a weighing, to employ such 
weights that the index stands accurately at zero, is tedious 
and in some circumstances unattainable. This is also the 
case when galvanic resistances have to be so balanced that 
a galvanometer needle points to a definite division, for in- 
stance to 0°. ' 

In such very frequent cases it is often possible from 
neighbouring observations to interpolate the exact relation 
required, and thus to attain essential advantages in the sim- 
plicity of the required instruments, in the expenditure of 
time, and even in exactness. 

Let Xq be the point at which the instrument should stand, 
and y^ the required quantity corresponding to x^. Instead of 
y^ we have actually observed 

y^ giving the result x^ 

If these two positions lie so near to each other and to x^ that 
within these limits the variation of a; is proportionate to y, one 
has obviously 

(yo-yi):(«o-«i) = (y2-yi)-(iC2-ai) 

whence 

yo=yi+(^o-'^.)^' 



x^- ^1 



ofa;^ 



It is most advantageous to take x^, and x^ at opposite sides 

V 

For examples, among others, see 8 and 70. 
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If the proportional increase of y and x which we have 
assumed is not fulfilled, the interpolation is less simple. If 
the law of the increase is not known, at least three observa- 
tions near together are required. Formula for numerical 
interpolation are given by Lagrange and Gauss (see Wein- 
stein, Phygikalische Massbestimmung, § 291); but in this case 
a graphic method of interpolation is mostly used. The observed 
values of x and y are plotted, as abscissae and ordinates, on 
paper ruled in squares, the points obtained (crosses form the 
best marks) are joined by a curve, and on this the value y^ 
which corresponds to the abscissa x^ is measured. Errors of 
observation are rendered visible, where many observations are 
made, as irr^ularities in the curve. This construction may be 
used to eliminate the errors, but must be employed cautiously. 

6, — Rules for the Numebioal Calculations. 

The numerical calculation of the result can only be per- 
formed with a limited number of figures^ a circumstance which 
renders absolute accuracy in the calculations impossible. This 
would also in most cases be of no advantage. 

It is generally well to keep to the rule , that the result is 
to be brought out to so many figures, that the last of them, on 
account of the errors of observations, makes no pretension to 
accuracy, but that the last but one may be taken as pretty 
accurate. In doubtful cases one place too many should be 
taken rather than one too few. 

All the figures, however, should be correct as to the work- 
ing. Hence it follows that a long calculation, e,g. with 
logarithms, must be gone through with at least one place more 
than is to be given in the result, for by the neglecting of 
further figures the last place may by degrees become wrong to 
the amount of several units. The extra place is discarded in 
the final result, increasing the last but one by 1 if the figure 
rejected be 5 or more. 

Of course ciphers added, or those prefixed to a decimal, 
will not be counted in the number of figures. 

Mistakes are made in this respect, especially by beginners, 
in the most different directions. 
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For example, let the volume v of a rectangular body be 
determined by measurements of its three dimensions. Let 
these be 10*5, 15'7, 30*9, The accurate numerical result 
would be ^?=5093*865 cubic mm. It would be labour 
thrown away to calculate at such length, and useless to record 
such a result. For, suppose an error of ^ mm. had been 
made in the measuring, the result might have been 50 
cubic mm. too great or too small ! It suffices, therefore, to 
reckon t?=5090, or at most 5094, and to abbreviate the 
multiplication, or to use 4 figure logarithms. 

On the other hand, divisions are often carried out to too 
few places. The same observer who, as above, multiplied to 7 
figures, determines, say, a specific gravity by weighings to -^ 
mgr. with a delicate balance, and contents himself with 
calculating it as 2*5, whereas he might probably have been 
correct to the 4th decimal place. The beginner in physical 
measurement should carefully see to the right handling of the 
figures, and for this purpose take note of the rules in 2 and 4 
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WEIGHT AND DENSITY. 

7. — Adjusting and Testing a Balance. 

By the weighing of a body is meant the determination of 
the ratio of its weight or its mass to a unit of weight or mass, 
e.g, the gram. 

We assume that we have a correct set of weights, which 
permit the divisions and multiples of the unit to be made up. 
On the reduction of the weighing to vacuo, and the correction 
of a set of weights, see 11 and 12. 

The descriptions which follow refer, so far as any special 
construction is kept in view, to the form of the balance com- 
monly used in chemical analysis. 

Adjustment of the Balance. — There is usually a level or 
plumb-line attached to the balance-stand by the maker, which 
is adjusted by means of the foot-screws. Where this arrange- 
ment is wanting, a level is placed in the balance case, and the 
adjustment attained by it. 

The beam is now released, and, correcting any excess of 
weight on either side, the observer makes sure that the 
balance has a stable position of equilibrium. Should the 
equilibrium be unstable (the balance "s6^"), the movable 
weight in the middle must be screwed down until the defect 
is remedied. 

The sensitiveness can be regulated by screwing up the 
movable weight as far as is necessary. The time of an oscilla- 
tion increases with the increase of sensitiveness ; it should be 
made, in balances of the ordinary form, about 10 to 15 
seconds (in Bunge's and other short-beamed balances 6 to 10 
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seconds). Slower oscillations occasion loss of time in weigh- 
ing, and usually cause irregularities in the adjustment which 
make the larger deflection useless. 

When a suitable time of oscillation has been attained, the 
pointer is made to point to the middle division of the divided 
scale, or swing equally on both sides of it, when the balance 
is unloaded. This is effected by the arrangement provided 
for the purpose (screws or movable weights at the end of the 
beam, slot in the central screw-head, or movable arm). When 
the desired object is nearly attained by means of the movable 
weight, the last fine adjustment to the zero may be made with 
the foot-screws, shortening one by as nearly as possible the 
same amount that we lengthen the other. 

Testing the Balance, — The balance must fulfil the following 
conditions before it is taken into use : — 

i. It must, when repeatedly stopped and again released, 
always take up the same position (it must be seen that the 
three knife-edges are carefully cleaned). 

iL When the balance is swinging freely, the distance it 
swings should diminish but slowly, and this condition must be 
fulfilled even with the greatest admissible load. 

iii. When the stopping apparatus is raised, the pointer 
should stand immediately over the middle division ; and when 
it is lowered, the two pins on which the beam rests when 
stopped should release it at the same time. 

iv. The equjdity of the arms should then be made sure of, 
which is known by the fact that weights (which should not 
be too small), which are in equilibrium, produce the same 
position in the balance when they are interchanged with each 
other (10). 

V. The effect of a weight must be unaltered, in whatever 
part of the scale-pan it is placed. In table balances and 
those of similar construction great errors may be introduced 
from this cause. Even in the ordinary balances slight differ- 
ences occur which are most simply avoided by the introduc- 
tion of a loose link between the scale-pan and its support. 

The following minor points are to be considered in pro- 
curing a balance : — The apparatus for moving the rider should 
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be provided with stops to prevent it striking the beam. It 
should also, as well as the apparatus for stopping the beam, 
and the doors of the case, have an easy quiet motion. To 
avoid parallax in reading, the extremity of the pointer should 
move very closely in front of the divisions, or, still better, 
above theuL As to the size of the divisions, about a milli- 
meter is to be recommended. It is less important that the 
two pans should be of the same weight, than that the shorter 
pan provided for specific gravities should be accurately equal 
in weight to one of the longer ones. 

Use of the Balance, — It should stand on a table protected 
from the tremors of the floor. If it is impossible to help 
weighing in a heated room, or one into which the sun shines, 
we must at least protect the balance from unequal heating. 
To preserve from rust, and to exclude as much as possible the 
influence of hygroscopic moisture during weighing, a vessel 
filled with caustic potash or calcium chloride is placed in the 
balance-case. 

Weights must only be put on when the balance is stopped. 

When the larger weights are to be put on, or when the 
load is to be taken off the balance, the pans also should be 
. stopped if any apparatus is provided for the purpose. Swing- 
ing of the scales during weighing may give rise to errors. 
After every weighing with large weights \ye must make sure 
that the zero-point is unaltered, or make a new determination 
of it. It is a matter of course that the final weighings are 
performed with the case shut. 

For the most delicate weighings a mirror attached to the 
balance beam may be used instead of the pointer, the position 
being read with a telescope on a scale. (See 48 to 60.) 

8. — ^Weighing by observing the Swinging of a Balance. 

The ordinary operation of weighing in which weights are 
added, and at last the rider is moved until the pointer of the 
balance swings equally on both sides of the middle division, 
has several defects. Firstly it demands, on account of the 
unavoidable alteration of the zero point, frequent readjustment 
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of the balance, which takes up much time. In the next place, 
it is only applicable to balances provided with riders. Thirdly, 
the process takes a long time, and requires several careful 
observations, which nevertheless are of no use in determining 
the result. Finally, it is £is a rule better to make a measure 
depend, not on a trial whether two quantities are equal, for 
equality is only approximately attainable, but on a trial as to 
how much they differ. The following method of weighing, by 
observing the oscillation of the pointer and by interpolation, 
escapes these objections. 

The first thing to be done is the determination of the 
zero point, by which we mean the point of the scale at which 
the index comes to rest when the balance is unloaded. Since 
we cannot and should not wait until the motion ceases to 
determine this point directly, we must deduce it from observing 
the division to which the index attains when swinging. The 
extent of the swing may amount to from 2 to 5 scale 
divisions. 

Where we require only moderate accuracy, it is enough to 
observe two successive points at which the index turns, and 
to take their arithmetical mean. It is better to observe 
several points of turning on both sides, taking care, for the 
sake of simplifying the reductions, that the first and last shall 
be on the same side, le. we make an uneven number of 
observations. Five or seven are always enough. We then 
take the arithmetical mean of the observations on the one 
side, that is, the 1st, 3rd, 5th ; and of those on the other, viz. 
the 2nd and 4th ; and again take the mean of these two 
numbers. This is the required zero-point. In order not to 
have to distinguish the deviations to the right and left by 
signs, we call the middle point of the scale not but 10. 



Eocarnpk 

Turning-points. Means. Zero. 

No. 1. 2. 3. 4. 5. 

10-4 10-3 10-3 10-33 q-, 

91 9-2 915 '* 

We now place the body on the one scale, and bring the 
balance nearly to the zero-point (within one or two scale 

D 



34 PHYSICAL XEASUBXHESTS 

divisions) by weights in the other, and at last by moving 
the rider from one division of the beam to another, and make 
another set of oliservatiuns of the swinging as above, then 
take off or add one or more milligrams, according as the 
weights were too heavy or too light, nntil the position of 
equilibrium &lls on the other side of the zero-point, and 
determine it by again olieerving the excursions of the index. 

The required weight p^ of the bixly — 1>, the number of 
weights that must be added in order that the balance when 
loaded may settle to the zero-point — is given, by a simple 
interpolation from these observations (5). 

Let there have been found 

the zero . . . ^„ 

with the weight P the position £ 
with the weight p the position f 

we have, since for small deflections the difference of the 
positions of equilibrium is proportional to the difference of 
the weights — 



^0-' 



^Po-P 



£-e P-p 
therefore Po = l' + (^ ~ P^p — 

The above differences must all be taken with the proper 
sign, on which accoimt it is simpler to have the scale divisions 
so numbered that increased reading corresponds to increased 
weight. 

The operation may also be expressed somewhat more 
simply, thus: — The two observations with different weights 
give the difference rf = (jF— r) {P^p) of position (the devia- 
tion), which corresponds to 1 mgr. increase of the weight (the 
sensitiveness). If, further, we determine by subtraction the 
number of di^'isions A = (r^ — c) at which the point of equili- 
brium is from the zero-point with one of the weights (it is 
immaterial which, but to simplify the calculation the nearest 
to the zero is usually chosen), the number of milligrams 
which must be added (or subtracted), so that the balance may 
settle to the zero, is given by division = -^/rf. Compare also 
the beginning x>f the next article. 
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Example. — The value for the zero has been determined above 
to be 974. 

Weight. Turning-point. Mean. Point of Eeet 

mgr. , ^ X. 

^^^^ 10-3 10-2 10-25 ^^^ 

3037 ^'^ ^'^ ^'^ ^"^^ 9-95 

^^^^ 10-5 10-5 10-50 ^^^ 

Deviation for 1 mgr. = 0*91 scale division. 
3037 mgr. were accordingly too heavy by 

9-95 -9-74 0-21 ^ „^ 

-o-9T- = o-^ = ^'2^°^^^- 

,\ weight Pq = 3036-77 mgr. 
Or by the previous formula, 

i?o = 3036 + ^^^ = 3036-77. 
•^" 0*91 

With a little practice time is saved by this method of observa- 
tion, since the performance of the reductions soon becomes quite 
mechanical, whilst the accuracy is greater than in the ordinary 
method. 

It is immaterial whether the weights are reckoned in grams 
or milligrams, but one settled method should be kept to. The 
recording of the observations should also be kept in a regular 
form as above. 



9. — Determination of the Sensitiveness of a Balance. 

By the sensitiveness of a balance we mean the diflTerence 
of indication for 1 mgr. diBference in the weight. The deter- 
mination of this quantity with various loads is important as 
a criterion of the excellence of the balance, and further, as a 
means of simplifying the process of weighing. For if we 
possess a table in which the change of position for 1 mgr., 
when different weights are on the balance, is given, it is enough 
for each weighing, in addition to determining the zero-point, 
to make one single observation of the position with nearly the 
right weight 

The method of procedure is self-evident. The load for 
which the sensitiveness is to be determined is put into each 
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pan, and into one a small excess, so that the position of equi- 
librium is from 2 to 4 divisions from the centre. This posi- 
tion is accurately determined according to 8 ; we call it e. Now, 
by adding a weight of a milligrams to the other pan, the 
position of equilibrium is to be brooght to about as far on the 
other side of the centre, and observed as before. If this 
position be called e\ the required sensitiveness is 



When this quantity has been determined for different loads 
(with the ordinary balances used in analysis, at intervals of 
10 grms.), the results are entered graphically on paper ruled 
in squares, the loads as abscissae, the sensitiveness as ordinates. 
Through the resulting points draw a curve, from which the 
sensitiveness may be determined for any particular load. 

On the regulation of the sensitiveness see 7. 

The dependence of the sensitiveness on the load arises 
from the relative positions of the middle and end knife-edges. 
On the grounds of convenience a sensitiveness independent 
of the load is to be desired in fine balances, which requires 
the three edges to be in the same plane. But as this con- 
dition can, strictly speaking, be fulfilled for only one definite 
weight, on account of the bending of the beam, the best 
makers are accustomed to produce it for a mean load. Hence 
there is at first a slight increase of sensitiveness with increased 
load, and then for still greater weights a decrease. 

10. ^DBrERMINATION OF THE EaTIO OF THE ArMS OF THE 

Balance. 

The two arms of the balance are inversely as the weights, 
which, when placed in the corresponding pans, bring the 
balance to the zero -point (8). Since, usually, the absolute 
accuracy of the set of weights cannot be assumed, the follow- 
ing method is used : — 

The zero is observed ; then in each pan weights are placed 
of the same nominal value, about equal to half the maximum 
which the balance will carry, and made equal by adding 
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milligram weights, or moving the rider until the balance is 
in equilibrium, in which proceeding we should, for the sake of 
accuracy, use the method of interpolation (8). The zero-point 
must be sufficiently often tested, and if any small alteration 
is found, the mean of the positions before and after the 
weighing should be used. Then the weights are interchanged 
and again made equal. If we call the two nominally equal 
weights p and P, and have found that the balance is in equi- 
librium when 

Left. Right 
in the first weighing ^ + Z = P 
in the second weighing P=p-^ r 

we have, if L and i2 denote the lengths of the arms of the 

balance left and right — 

E , l-r 

A small excess of weight on one pan may be considered 
as a negative weight on the other (see Example). 

The ratio of the arms can also be deduced from the double 
weighing of a body (see 11, 1). 

Proof. — According to the law of the lever — 

i(p + = P.P. 
Z.P = P(p + r), 

from which, by fonnul» 8 and 3, p. 10, we have 

l-r 



R_ /p + l _ / l + Ijp _ 



1 + 



2p 

EzamjjiU. — 

Left. Right. 

(60 gnns.) (20 + 10 + . . .) + 0*83 mgr. 

(20 + 10 + . . .) (50) + 2-56 mgr. 

1= -0-83 r = 2-56 
R , -0-83 -2-56 , n^^^^oo^ 

Z=^-^ -100000- = ^-^-^^^^^^^ 

^^ ^=1-0000339. 

Ji 
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Id *m Hxre fTA:rp> zbe f ^^ e a bi hMktts yfzr.jfv the weights 

rted whh tL-cae £^-3r«&5. 

From liie -ieiemiiLJkrfoc h foZi-ws icirieciiritlT .see 11) — 

<50 j = |20 - 10 - . -> - 0-S6 



IL — Ai^zz.ZTE WeIjHISS cr a R:ifT- 



L ELDOSAnos OF THE Iyr>;,rALrrT or thk Asms of the 

Balance. 

The ai'Z«arent weight as f:'.iiid br tlie weighing is mnldplied 
by the ratio of the arms of ihe lolance, usii:^ as numerator the 
length of that arm to which iLe weights are attached. The 
following methods make cs independent of this ratio, which, 
moreover, in accoiate weighing, cann«:>t l^e considered invari- 
able. 

1. DoiiUe TVeujhi"^. — ^The KJv is weiirhed first on the 
right-hand scale, then on the left-hand one. K p^ and p^ be 
the weights which must he placed on the right-hand and left- 
hand pans respectively to Kdance the body, the required 
weight P of the body is the arithmetieal mean P^^^^p^+p^)- 
The zero-point of the balance need not be determined. 

From this we can also immediately find the ratio of the arms of 
the balance if Pi and p^ are referred to the true zero of the balance 
(Formula 3, pi 10). 






+Pi-Pl 



2^ 

2. Bi/ Taring. — The body being upon one pan is balanced 
by loading the other pan in any convenient way ; it is then 
taken away, and weights are put in its place until the former 
reading of the balance is obtained The weights put on give 
the weight of the body. 

11. Ekduction to the Weight is vacuo. 

The object of weighing a body is to determine its mass, 
i^. its equality with the mass of the weights. Instead of 
ef{uality of masses we may also say equality of iceights provided 
that the weighing is performed in vacuo, in which case the mass 
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of a body is proportional to its weight. In the air both the 
body and the weights lose weight equal to the weight of the 
air which they respectively displace. 
If we call 

m = the apparent weight of the body in air, Le, the weights which 

bsilance it in the air ; 
A == the density of the air. (A = 0012 as a mean value. See also 

16 and Table 6) ; 
8 = the density (specific gravity) of the body ; 
S = the density of the weights ; 

the weight in vacuo will be 

There is therefore to be added to the apparent weight m a 

correction m\ ( — -j, which is so itiuch the greater as the diflFer- 

ence between $ and 6 is greater. It is almost always sufficient to 
use the mean value 0*0012 for X. In this case the correction for 
brass weights may be taken from Table 8. 

Proof, — The volume of the body is V= M/s, that of the weights 
V = m/8. Every body loses, in the air, the weight of the air which it 
displaces ; the body therefore which we have weighed loses XF, the 
weights Xv. Since the weights, after subtracting these losses, are 
equal, we have 

ikT- \F=m-kv, or m(i - ^) =m(l -^) 

therefore, on account of the smallness of A in comparison with s or 
S, we have, by formula 8 (p. 11) 

8 /. X A> 



«-.-|=K-j-s) 



1-- 

8 



Example, — The correction of the apparent weight w of a quantity 
of water when weighed with brass weights (5 = 8*4), amounts to 

w . ^'^^12^Y--~J =«;. 0*00106, t.e. 1*06 mgr. in every gram. 

Where the question is not of the absolute weights, but only of 
ratios of weights, as in chemical analysis, the loss of weight of the 
substance in the air must still be taken account of, though that of 
the weights may be neglected. 
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If, for example, a dilute solution of silver be analysed by weigh- 
ing a quantity of the solution and the silver chloride (density = 5 '5) 
obtained from it ; and if P and p be the observed weights, these 

are, reduced to vacuo, P(l+ 0*0012) and pil + j. The 

proportion of sUver chloride amounts therefore to 

/ 0-0012 \ 

The uncorrected value pjP would therefore be about O'l per cent 
too great. The customary neglect of such a simple correction must, 
in view of the costliness of the balance, the care spent on the 
weighings, and the great pretension to accuracy implied in the 
large number of decimals generally given in the result, be con- 
sidered inadmissible. 

As to the question of principle whether the gram is a unit 
of weight or of mass, consult the introduction to the appendLx 
on the absolute system of measurements. In ordinary cases 
of measurement it makes, as a rule, no difiTerence whether we 
speak of weights or masses, no errors arise from either designa- 
tion. For a chemical analysis, or any other operation giving 
a percentage composition, it is plainly quite immaterial whether 
we use weights or masses. Similarly we shall obtain the same 
numbers whether we speak of the specific gravity of a body or, 
under the name density, of its specific mass ; provided that we 
compare this property of the body with that of water as unit, 
as is always the case. It is only when the weights serve 
actually for measuring Force, as in measuring Work, Pressure, 
Elasticity, that we must strictly distinguish the cases. 



12. — Table of Cokrections for a Set of Weights. 

The operation of determining the errors of a set of weights 
usually depends on the performance of as many weighings as 
there are weights to be corrected, and on the formation of the 
same number of equations from them, from which the ratio of 
the arms of the balance, and that of the weights to each other, 
is deduced. 
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In the sets of weights commonly used in analysis, the 
manner of proceeding is as follows : — 
The larger weights are distinguished as 



50' 20' 10' 10" 5' 2' r V 



in 



A double weighing is perfonned with 50' on one side, and the 
rest of the weights on the other. Suppose it has been found 
that the balance is in equilibfium, ie. the pointer is in the 
same position as when the balance is unloaded, when 

Left. Right 

60' 20' +10'+ . . . +rmgr. 

20' + 10'+ . . . +/mgr. 60', 

then the ratio of the arms of the balance is (10) 

R , l-r 
= 1 + 



L 100,000 

and 60' = 20' + 10' + . . . + ^{r + 1) 

In the same way 20' is compared with 10' + 10", and 10' with 
lO'' and also with 6' + 2'+ . . . The ratio of the balance arms 
is somewhat dependent on the load, but when B/L has been deter- 
mined, a single weighing is sufficient for the smaller weights. A 
weight Pf on the right pan, is, on account of the length of the arms, 
reduced to pEIL when weighed on the left hand. 

Example. — Let r= - 0*63 mgr. 1= + 2*73 mgr., then 

50' = 20' + 10' + 10" + 5' + 2' + 1' + r + 1'" + 106 mgr. 

and y = 1-0000336. 

Further, in the comparison of the 6 grm. weight with the sum 
of the small weights let it be found that the balance is in equi- 
librium when 

Left Eight 

5' + 0-31 mgr. 2' + l'+r+l"' 

then on a balance with equal arms equilibrium would be obtained 
when the weights were 

6' + 0-31 mgr. and (2' + 1' + 1" + 1'") (1-0000336) 

or2'+l' + r+l"' + 0-17mgr. 
consequently 

5' = 2' + 1' + 1' + 1'" - 0-U mgr. 
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Suppose that from these weighings we have found 

50' =20'+10'+ . .. +^ 

20' =10' +10" +B 

10" = 10' +G 

5' + 2' + l' + r+r"=10' +D 

where of course A^ B, C, D may be either positive or negative. 

From these equations the values of the 5 weights must be ex- 
pressed in terms of some unit — the sum of the single grams 
being provisionally considered as one weight. If a comparison 
with a normal weight be not made at the same time, this unit 
is so chosen that the correction of the separate weights shall be 
as small as possible, which is the case when the whole sum is 
assumed to be correct — Le. when we consider 

50' + 20' + 10'+ . . . =100grm. 

Calling now yV(-^ + 2B + iC+2D) = S 

we have, as can be easily proved 

10' =10grm. -6^ 

10" =10 „ -S+C 

5'+ 2' + ... = 10 „ -S+D 

20' =20 „ -25+ 5 +(7 

60' =50 „ -55+^ + i^ + 2a+J9 = 50 + |-^. 

The proof of the correctness of the numerical work is easily 
found from the above to be that the sum of the corrections, when 
expressed as numbers, must equal 0, and the four equations given by 
observation must be fulfilled. 

Again, the following equations having been obtained by com- 
paring the weights 5', 2', 1', 1", 1'" with each other. 

5' =2'+l'+ r+l"' + a 

2' =r+i" +& 

r =1' +c 

1"' = 1' +rf 

As in the previous case calling 

^ (a + 25 + 4c + 2rf + iS^- D) = s 



we have 



r = 1 grm. - s 

V =1 „ -5+C 

1"' = 1 „ -5 + d 

2' =2 „ -25 + 6 + c 

5' = 5 „ - 55 + a + J + 2c + (?. 
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In the same manner we proceed with the smaller weights, only 
remarking that usually the inequality of the arms of the balance no 
longer needs consideration. 

We have hitherto assumed the sums of the larger weights 
to be correct, in order to have corrections as small as possible. 
For most purposes (chemical analysis, specific gravity) which 
only require relative weighings, this assumption may be made. 
In order to refer the table of errors to an accurate gram 
weight, it is necessary to compare the weights, or one of them, 
with a normal weight (11). The calculation is easily got from 
the above. 

A similar method of testing a series of weights of any other 
arrangement will be easily found. 

To distinguish the weights of the same nominal value, the figures 
should be difierently engraved, or they should be provided with 
distinguishing marks, otherwise accidental marks 'must be looked 
for. In the case of weights which consist of pieces of foil, the 
turning up of different comers may be made use of. No regard 
need be paid to the loss of weight from weighing in the air, for 
the larger weights are all of the same material, and with the 
smaller ones the difference is without noticeable influence. For 
testing the smaller pieces a lighter balance is, when possible, made 
use of, i,e. one which is more sensitive, with the same time of 
oscillation. The weighings are made by observations of the swing 
after (8), and the observation of the zero-point should be frequently 
repeated. It is customary to use the weights in a fixed order, so 
that each total weight will always be made up of the same indi- 
vidual weights ; it is easy therefore to calculate the table of errors 
for the total weights by taking it for every 10000, 1000, 100, 10, 
and eventually for single milligrams. 



13. — Density or Specific Gravity. 

By the density or specific gravity of a solid or liquid 
(Tables 1 and 2) is meant the ratio of its mass to that of an 
equal volume of water at 4°. This latter has therefore the 
density 1, and the choice of any other temperature than 4'' 
(such as 0° or 15°) must be pronounced unscientific, since the 
density of water at this temperature forms the basis of the 
metrical system. 



44 PHTSIGAL MEASUBEMENTS 

Instead of the ratio of the masses we may use that of the 
weights in vacuo. If the metqr and gram system of weights 
and measures be used, we may call the density the ratio of the 
weight to the volume, or, in the case of homogeneous bodies, 
the weight of unit- volume. In this case, mgr. and mm., gr. 
and cm., kgr. and dm., naturally belong to each other. Though 
the two terms density and specific gravity are in ordinary use 
synonymous, it should not be forgotten that in principle they 
are not identical. 

The reciprocal of the density, i,e. the volume of unit mass, 
is called the specific volume of the substance. Atomic or 
molecular volume is the specific volume multiplied by the 
atomic or molecular weight of the body, or, what comes to the 
same thing, the atomic or molecular weight divided by the 
density. 

A gas is measured, unless otherwise stated, at 0° and 760 
mm. pressure. Mostly, however, a gas is compared, not with 
water, but with dry atmospheric air (for chemical purposes 
with hydrogen) of the same temperature and pressure, in which 
case the statement of the conditions is not needfuL According 
to Avogadro's law equal volumes of different gases contain at 
equal pressure and temperature an equal number of molecules ; 
in other words, the molecular volumes of all gases and vapours 
are equal (16). 

I. Methods of Determining Densities. 
(For corrections see under II. and III.) 

A. For Fluids. 

1. By weighing a volume measured in a graduated vessel 
such as a flask, tube, or pipette. The density of a quantity 
m grms., which has the volume v cc, is s = m/v. On account 
of capillary attraction it is advisable to measure the volume in 
a graduated tube by diflference, always reading off the position 
of the horizontal part of the surface (cf. 19). 

2. The weight m of the fluid filling a given vessel is deter- 
mined, and also the weight w of the water filling the same 
vesseL Then the density s = mjv. 

Any small flask filled to the brim or to a mark on the 
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1\ 



S^ 



neck easily affords results correct to the 3rd decimal The 

vessels called Pyknometers, or specific gravity bottles, which 

are filled either completely or to a mark give better results. 

The third and fourth forms 

%ured are the most accurate, 

in which one opening serves 

to admit the fluid, the other 

to let out (or suck out) the air. 

The 4th (Sprengel- Ostwald) 

is hong from the balance by 

a wire. The temperature is 

determined by immersion of . 

the whole in a bath. 

3. A body (e.g. a piece of 
glass) is weighed in the air, 

in the liquid, and in water. If we find the loss of weight in 
the liquid to be m, that in water w, we have again s = m/v. 

Mohr's Balance. — A weight of glass is balanced on a 
beam divided decimally, llie loss of weight of the body in 
water is equal to the weight of the largest rider ; the others 
are 10, 100, and 1000 times lighter. The divisions of the 
beam on which the riders must be placed, in order to compen- 
sate for the loss of weight of the glass in any fluid, gives 
iDunediat«ly the decimals of the specific gravity. The follow- 
ing conditions are necessary to its accuracy : — 

i. The weights or riders must be in the proportion 
1:10:100. 

IL The divisions must be at equal intervals ; In order to 
test this a small balanced pan is hung on the other end of the 
beam, the heaviest rider placed on divisions 1, 2, etc, succes- 
sively and the weights noted, which must be placed in the pan 
in order to balance. These also should be in the proportion 
1 ; 2, etc 

iii. The balance must, in water of temperature t, show that 
density which corresponds to ( in Table 4. If instead of Q it 
reads C, all results must be multiplied by QJQ^. A good Mohr's 
balance wiD give the fourth place with considerable accuracy. 

4. Scale areometers (hydrometers) give by the division to 
which they sink either the density, or the specific volume, i.e. 
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the reciprocal of the density, the percentage of a solution, or 
the " so-called degrees of density." For the relation of these 
scales see Table 2. Areometers should be read through the 
fluid, the eye being level with the surface, so that it appears 
as a line. They should stand, in water of temperature t, at the 
number which corresponds to ^ on Table 4. Other points of 
the scale must be proved with fluids of known specific gravity. 
5. The heights of columns of different fluids in tubes 
communicating with each other are, when equilibrium is 
established, in the inverse ratio of the densities. 

B. For Solids. 

1. WEfGHING AND MEASURING THE VOLUME. If m grms. 

of the body measure v c.c. the density is s = mjv. The measur- 
ing, when the body is of a regular shape, may be done by a 
scale ; when the body is irregular the volume may be measured 
by observing how much the surface of a quantity of liquid con- 
tained in a graduated tube rises when the body is put into it 
This method is specially applicable to substances in small pieces. 
For substances soluble in water, some other fluid, eg. alcohol, 
petroleum, or a saturated solution of the substance, may be used. 
The volume may also be determined by immersing the 
body in water exactly filling a vessel with well-defined outflow 
and weighing the water which runs out. 

2. Pyknometer. — Let the flask weigh P when filled with 
water, P' when the body is placed in it and the rest filled with 
water, while the body itself weighs m. 

Then w = P+m — P' and s = mjw. 

The method is specially applicable in the case of small 
bodies, but then a flask as small as possible should be used. 

3. Weighing under Water. — If m be the weight of the 
body, and it loses the weight w when weighed in water s = mjw. 

With the Bcdatice. — ^The body is hung to one of the pans 
of the balance by a thread or wire as thin as possible. The loss 
of weight of the wire is to be subtracted from w. This can 
easily be obtained by calculating the weight of the immersed 
part of the wire from the ratio of the immersed part to the 
whole length, and dividing by the density of the wire (Table 1). 
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When weighing in water the oscillations quickly decrease ; 
the position is observed when the balance has come to rest. The 
thread should be as thin as possible, and only cut the surface 
of the water in one place, in order not to increase the capillary 
attraction, which otherwise would impair the accuracy of the 
weighing. 

Bodies soluble in water are weighed in some other fluid of 
known density, and the result obtained as above multiplied by 
this density. 

Bodies lighter than water are sunk by being fixed to 
another of suflBcient weight, e.g, a metal clamp or bell of wire 
net under which the body is placed. The extra weight may 
remain in the water through all the weighings. 

Instead of hanging the body to the pan of the' balance, a 
vessel of water may be placed upon it, and the increase of 
weight determined when the body is suspended in it by a 
thread from a fixed stand. This increase is equal to the 
apparent loss of weight of the body in water. 

With Nicholson* 8 Hydrometer, — The upper pan is weighted 
at each operation until the instrument sinks to a mark on 
the stem — (1) by weights, (2) by the body + weights, 
(3) by weights while the body ig under water lying on the 
lower pan ; (1) minus (2) gives the weight of the 
body, (3) minus (2) the weight of the water displaced. 
Changes of temperature impair the accuracy the more 
the smaller the body is as compared with the hydro- 
meter. Eubbing the stem with spirits of wine makes 
the certainty of the adjustment greater. 

With Jolly's Spring Balance, — A spiral wire 
carries two pans hung one above the other, one 
always immersed in a vessel of water. We observe, 
exactly as with the hydrometer, the weights which 
must be put upon the upper pan to bring a mark 
upon the lower end of the wire to the same position. 
As fixed index, a mark upon a piece of looking-glass 
may be used to avoid parallax. It is possible to 
read to -^ mm. ^^' "• 

A simpler method of weighing with the spring balance 
without weights depends on the fact that the elongation x is 



48 PHYSICAL MEASUREMENTS 

nearly proportional to the weight p by which it is produced, 
so that 'p^A.x, We can determine A once for all by means 
of a known weight. Since in determinations of density the 
unit of weight is eliminated we can take the scale division of 
the balance as unit. If the balance sinks by the laying on of 
the body on the upper pan, x divisions and a?', when it is on the 
pan under water we have therefore s = xj{^ — tS), 

More accurately ^ = Ax + Bs^* A and B are determined 
by two experiments, in one of which the load producea about 
the maximum depression, the other about half From these a 
table can be easily constructed which gives the load corre- 
sponding to any depression. 

In all cases air -bubbles adhering to the bodies must be 
removed by repeatedly dipping them in and teiking out again 
or by the application of a brush. 

11. Density. Reduction of the Weight to that of 

Water at 4° and in vacuo. 

The methods for determining densities given in A and B 
under 2 and 3, require a correction, which is applied according 
to the following general rule : — 

We must first take account of the fact that the water is 
usually at some other temperature than + 4°. The density Q is 
found from the temperature by the help of Table 4. In the 
second place, the weighings are to be reduced to weighings in 
vamo. Table 6 gives the density X of dry air for various 
temperatures and pressures. It is almost always enough to take 
the mean value X = 00012. The neglect of the expansion of 
the water may affect the result to the extent of -J per cent, the 
loss of weight in air about 2 in the second place of decimals. 

We will call 

Q the density of the water employed (Table 4) ; 

X the density of thie air compared with water (mean value A = 

0-0012); 
m the apparent, i.e. uncorrected, weight of the body in air, or, in 

the case of a fluid, the apparent loss of weight of a body 

immersed in it ; 
w the apparent weight of the volume of water of density 0, equal 

to the volume of the body. 
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As t^ we may therefore have 

1. In the ease of fluids — the observed weight of the water 
in specific gravity bottle, or of that displaced by the piece 
of glass weighed in the fluid and water. 

2. In the case of solids — the observed loss of weight of the 
body in water when a determination is made by the method of 
Archimedes with balance or areometer ; or the weight of the water 
displaced by the body when the specific gravity bottle is used. 

mjw is the rough, uncorrected specific gravity ; the accurate 
value is 

vr ' w \ wJ 

For the calculation see also the next section. 

It will be seen that the influence of the loss of weight in 
the air vanishes when the density is 1. It reaches in the case 
of platinum (m/w= 21) the value 0*024. If, in addition, the 
expansion of the water by temperature be neglected, the result 
may be too great by about 008. 

(See E. Kohlrausch, Prdktische Regeln zur genaueren Bestim- 
mung des spedJUchen GeuricJUes, Marburg, 1856.) 

Proof, — If the body, solid or fluid, have the weight m in the air, 
and displace the quantity of air I, it would, in vacuo, weigh m + L 
In considering the determination of m we may distinguish three 
cases. If we have determined the weight of an equal volume of 
water by weighing, the weight in vacuo is w + l. If we have 
measured the apparent loss of weight w oi s, solid by immersion in 
water, this must be increased by /, since the weight in vacuo would 
be so much greater than in the air. In the same way, thirdly, if 
we have determined the density of a fluid by finding the apparent 
loss of weight of the same body when weighed successively in 
water and the fluid, each of these must be increased by L 

If, however, the water have not the density 1, but Q, the 
same volume of water at 4° would weigh {w + l)/Q, In all cases, 
therefore, the true density s of the body is obtained by the formula — 

s= jQ 

w + I 

But since (to + l)/Q is the volume of the displaced air, calling its 
density (compared with water) = A, 

I = -TT-A, or I = 



E 
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and Bubstituting this value in the above expression we obtain 

vy 

Example. — Suppose a piece of silver weighs 

mgr. 
in air m= 24312 

in water at 19**-2 =21916 



the apparent loss of weight in water, w,= 2376 

The uncorrected specific gravity will therefore be — 

m 24312 



w 2396 



= 10-147 



We obtain the corrected value, taking = 0-99843 for 19''-2, from 

Table 4 

s = 10-147 (0-99843 - 0-0012) + 0-0012 = 10-120. 



III. Correction for Changes of Temperature of Observa- 
tions WITH THE PyKNOMETER OR IMMERSED WEIGHT. 

If the temperature of the specific gravity bottle alters 
between the different weighings, a further correction becomes 
needful on account of the expansion of the water and glass. 
The weight of water which the flask would contain at any 
given temperature can be calculated in the following manner 
from the weight, taken once for all, of the bottle when full of 
water at any one temperature. 

Let us call the temperature and density of the water at the 
time the weighing was performed t^ and Q^ (Table 4), the weight 
of water p^y and the corresponding quantities for another tem- 
perature t, Q, p. p is to be calculated. 

(1.) If only the most considerable correction — riz. that 
depending upon the expansion of the water — is to be con- 
sidered, we have 

P=Po' QIQo ^r approximately p=Pq +Pq(Q - Q^) 

(2.) If we have regard to the expansion of the flask, we know 
that the volume is greater in the proportion l + 3/3{i — t^) 
for t than for t^ where 3^ denotes the coefficient of cubical 
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expansion of the glass. This may usually be taken as ^q^qq . 
We have therefore 

p -n{^ + m^ - g}| =Po -^nim^ - <o) + - Qq] 

(3.) These directions have special importance in deter- 
minations of the density of small solids, since by not apply- 
ing the corrections we might be led to altogether erroneous 
results. The apparent weight w; of a volume of water equal 
to that of the body is obtained by the following formula : — 

t(; = m + P,-P + (P,-7r)[0-eo+3)S(<-<o)] 

In this formula 

m = the weight of the body in air ; 

Pq = the weight of the bottle when full of water ; 

P = the weight of the bottle with the substance, and filled up 

with water ; 
TT = the weight of the empty flask (need only be approximate). 

Further, the temperature and density of the water are — 

^o» Go *** *^® weighing with water alone ; 
/, Q „ with water and the substance ; 

3^ = the coetficient of cubical expansion of the glass. 

Proof. — It is obvious that, if p^ and p be the weights of the 
water at t^ and ^^=^^{1 -^^^{1- Q}QIQq. This expression can be 
simplified by bearing in mind that 3J9, the coefficient of cubical 
expansion of the glass, is always a very small number ; and further, 
that Q and Q^ only differ very little from 1. For by writing 
1 + (0- 1) for Q, and 1 + (^o- 1) for Q^ we obtain by formula 
8 (p. 11)- 

By formula 7, therefore, the above expression becomes 

p =i>o[i + m* -to)+Q- <?o] =n +Po[mt -to)+Q- Qo] 

ue, the expression given under (2). 

The glass with the water would therefore, at the temperature /, 
weigh 

Po + {Po-^)[mi-io) + Q-Qo] 
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But when the body, of the weight m, has been introduced into 
the vessel, the weight w of water has overflowed, and the whole 
now weighs P. Obviously therefore 

P-^w = P, + (P,-^)[mt-Q + Q-Q,] + m 

from which the expression for w given under (3) follows. 

It will be seen at once that the weight tt of the empty vessel need 
only be determined approximately, for it only occurs multiplied by 
a factor of the dimensions of a correction. 

(4.) Correction for changes of temperature in determining the 
density of fluids with the specific gravity bottle or the glass 
weight. Both corrections are plainly identical. 

Let the weight of water in the bottle (or the loss of weight 
of the glass weight) be p^ at temperature t^. 

At the temperature t let the weight of the fluid (or the 
loss of weight of the glass weight) be m. 

Calculate out w=p^[l + 3/3 (t — t^)] and finally if Q^ be the 
density of the water at t^ (cf II.) 

5 = -((2o- 0-0012) + 0-0012. 

When s differs but little from 1 the 0*0012 disappears. 



IV. Reduction to a Normal Temperature. 

8 is determined for temperature t. For a solid body ^ is of 
course its temperature in the water. 

Hence the density S at any other temperature T is found 
with the aid of the cubical coefficient of expansion a (or 3)9, 

Table 9) 

S=s[l + a{t-T)] 

Most fluids have an irregular expansion which must be 
taken from formulae or tables. Let the volumes of the same 
quantity of fluid at T and ^ be F" and v 

then S = 8rp. 

(Cf Table 9; also Hofmann-Schadler, Tabellenfilr Chemiker; 
Gerlach, SaJzlomngen ; Landolt u. Bornstein, Tabellen 30, etc) 
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14. — ^Determination with the Volumenometer (Say ; Kopp). 

A volume of air F" is shut off at the atmospheric pressure 
of H mm. of mercury (height of the barometer). If this 
measured volume V be increased by t? cc. and the diminution 
of pressure h mm. be observed, we have 

K, on the other hand, V be diminished, and an increase of 
pressure h be observed — 

V^'O r 

When the volume of the empty vessel has been found, 
the body is placed in it and the same process is gone through. 
The difference of the values found is the volume of the body ; 
the density is therefore the weight (in grammes) divided by 
this difference. 

In order that the results may be satisfactory, v and h 
should not be too small. 

Any alteration of the temperature of the enclosed air, 
through the influence of neighbouring bodies, etc., must be 
avoided during the experiment. 

(Pf. Myers on Volumenometer devised by Stroud. PM. Mag. 
xxxvL 195.) 

16. — Calculation of the Density of the Air or of a 
Gas from its Pressure and Temperature. 

Let d^ be the density (as compared with water) under the 
pressure of 760 mm. of mercury and at 0° (Table 1); then 
for the pressure H (20) and temperature t, the density d is, 
according to Marriotte's and Gay-Lussac's laws — 

dr. H 



rf = 



"0 



1 + 0-00367/ 760 



The values of the expressions 1 + 0-00367/ and J5r/760 may 
be found by Table 7. 0-00367 is nearly 11/3000 or 1/273. 
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The density of dry atmospheric air for 760 mm., and 0'' 
in latitude 45"^ is, according to Begnault 

A^= 0-001293 

To the temperature t and pressure ff, reduced to 0"" and cor- 
rected for diiference of gravity to 45° latitude; corresponds 
therefore the density 

(I) 0-00129 3 ^ 

^ ^ " 1 + 0-00367i ' 760 

Table 6 is calculated from this formula for convenience of 
reduction. 

The density of other gases at H and t as compeared with 
that of water is most readily obtained by multiplying X by the 
density of the gas as compared with air, which is given in 
Table 1 * 

The more easily liquefied gases have a somewhat greater 
coefficient of expansion. With increasing pressure or decreasing 
temperature the coefficients slightly increase. 

If a volume of gas v is measured over a liquid (e.g. 
water) so that the volume v is saturated with the vapour of it, 
we obtain according to Dalton's law the pressure of the dry 
gas by subtracting from the total pressure the tension of the 
vapour of the liquid. In the case of water see Table 13 ; for 
other fluids see Landolt and Bornstein, Table 22, etc. 

Density of Moist Air, — The density of water vapour is 
about l^ths of that of air of the same pressure and temperature. 
The density of moist air is therefore found, if the tension 
(pressure) of the vapour of water in it is e, (28) by subtracting 
^ from the total pressure (height of the barometer), and 
using the value of H thus corrected in the formula given above, 
or in finding the density from Table 6. 

If e is not known the air may be assumed, on an average, 
to be half saturated with water vapour. This assumption is 
very nearly made, for ordinary temperatures, by taking for 3 

* The density of the air depends, of coarse, on its composition. If, for in- 
stance, in a room the amount of carbonic acid were five times as great as the 
normal quantity, Xo^ould become about =0*001294. For most purposes even 
such change of composition would be of no consequence. The greatest differences 
from the mean density in the open air were found = ±1/3000 (Jolly). 
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the undiminished height of the barometer, but making the 

formula 

.^. . 0001295 H 



X = 



1 + 0-004< 760 



Moist air may be as much as 1 per cent lighter than dry air 
under the same conditions of temperature and pressure. 

16. — ^Determination of Vapour Density, 

By vapour density is meant the density of a vapour (or 
gas) referred to dry atmospheric air of the same temperature 
and pressure (tension). The vapour density is equal to the 
molecular weight divided by 28*9 ; thus for water If^O it is 
18/28-9 = 0-623. 

In chemical work it is usual to take as the unit, not air, but 
a gas of half the density of Hydrogen ; i.e, the density as referred 
to air is multiplied by 28*9 (since air is 14"44 times as dense 
as hydrogen). The vapour density is then simply equal to the 
molecular weight. 



A. By Weighing a Xhoivn Volume of Vapour (Dumas). 

For this purpose a light glass flask of from t^ to ^ liter 
capacity is used, e.g. a glass bulb with a tube blown on^and 
drawn out, after drying, to a point with an 
opening of about a square mm. 

The dried vessel is weighed. Then a 
few grams of the fluid under examination are 
introduced. For this purpose the glass is 
warmed and the fluid sucked up as it cools. 
The bulb is then provided with a suitable 
holder (Fig. 3) and placed in a bath so that 
the open point reaches out of it ; the bath is 
heated at least 10° to 20° above the boiling- 
point of the fluid. When all the fluid is 
evaporated, the bulb is hermetically sealed 
by drawing out the point in the blow-pipe 
flame. The temperature of the bath and the height of the 
barometer are read off at this instant. 




Pig. 8. 
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After removal from the bath some of the fluid condenses 
in the bulb. By inverting the bulb, the drop of liquid is allowed 
to run to the point to make sure that this lets no air in. The 
cooled and well-cleaned bulb is then, with the piece of the 
point removed in sealing, again weighed, observing the height 
of the barometer and the temperature of the balance case. 
Lastly, the point of the bulb is held under water, from 
which the air has been removed by boiling or by the use of 
the air-pump, or else in mercury ; a file-mark is made on it, and 
it is broken off below the liquid which rises into the bulb. 
The filled bulb, and the point which has been broken ofiF, 
are again weighed. (See III. as to residual air.) 

Instead of the glass bulb a vessel provided with two tubes 
closed by ground stoppers may be used with advantage, as it can 
be more conveniently dried and filled, and serves for repeated 
experiments (Pawlewski). 

We call 

(1.) m, the weight of the bulb when full of air ; 

(2.) m' „ „ „ vapour; 

(3.) M „ ,, „ water (or mercury) ; 

(4.) t and h the temperature of the vapour, and the height of 
the barometer at the moment of sealing. 

(5.) f and h\ the temperature in the balance-case and the height 
of the barometer at the weighing with the vapour. If the 
tension e of the aqueous vapour in the balance-room be 
observed (28), f of its value must be subtracted from h' 
(but not from h) (1 5). 

(6.) A,' the density of the air, which may be determined from f 
and h' by the foregoing article, or taken from Table 6. 

I. ApproxiTTuUe Formula. — The vapour density is, if water 
was used — 

/m'-m l^ \V 1+0-00367/ 
W-mX'"*" / b l+0-00'367/' 

If mercury be used instead of water 13'56/X' must be written 
instead of 1/X'. 

Proof. — If D and L denote respectively the weight of the 
vapour and of the air contained by the bulb, we plainly have 
D- L^m' -TTij therefore D-m'-m^-L. The vapoiu" density d 
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would, if the vapour and the air had both had the temperature t' 
and pressure h\ be given simply by 

(? = i)/X = (m'-m)/i+l 

or since L = \\M - m) by 

But since the vapour at the time of sealing had t<emperature / and 
pressure h instead of /' and 1/ this d must be further multiplied by 

V_ 1 + 0-00367/ 
h ' l-^ 0-00367^ 

II. Accurate Formvla. — Eegard is had to the expansion of 
the glass and water with the temperature, and to the loss of 
weight of the water when weighed in air. (We neglect .the 
change of the loss of weight of the bulb and weights with 
the change of temperature and pressure ; and that the drop 
of the fluid which remains in the bulb has a density differing 
fix)m that of water.) 

In addition to the notation above (1) to (6), we have — 

(7.) Q = the density of the water used for weighing (Table 4), 

[Mercury, Tables 1 and 9]. 
(8.) 3)3 = the coefficient of cubical expansion of the glass j 
average 3^ = 1/40000 = 0*000025. 
Then — 

Proof, — As in 13. 

III. It frequently happens that the atmospheric air is 
not completely expelled by the boiling of the substance in 
the bulb, which is known by the bulb not becoming com- 
pletely full when the point is broken under water. If we do 
not intend to take account of this, the globe must be filled up 
with the wash bottle before the weighing, and the calculation 
proceeded with according to the preceding formulae. Otherwise 
the bulb must, after breaking off the point, be immersed so far 
that the inner and outer surfaces stand at the same height, 
and weighed filled to that extent. Then the rest is fiilled with 
water, and the we%ht M determined. We will put 
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(9.) The weight of the bulb partially filled with water (or 
mercury) = M\ 

Then the vapour density is — 

Q 

(m' - m)p + 3f - m' 

<^" ^> 6^ 1 ^ 0-0036 77 ^^ ^ ^^^^ -t)}^{M-Ar) 

(Cf. R Kohlrausch, PraktiscJie Regdn zur gervaueren Bestim- 
mung des specijischen Gewichtes. 

Proof. — ^The volume of the included air-bubble, deduced from the 
weights M and My is, at the time of filUng, = (3/- M')I{Q - X') ; 
it was therefore at the time of sealing 

^ M-M h' 1 + 000367 . t 
^" g-V ' h 1+000367 . r 

The expression for d calculated above is therefore the density of a 
mixture of the volume v of air, and V-v oi the vapour ; and if we 
call the density of the pure vapour d^^ 

Fd = v + {F-v)d^ 
from which 

d, = (Vd-v)l{F-v) 

Here if for d we substitute the value found by 11., for v the 
value found above, and put 

r= (ilf - m)/{Q - A') {1 + 3/J(^ - 0} 

we obtain after some transformations, with the aid of the approxi- 
mation formulae (p. 10) the formula given first. 

Example, — The following data are given (the weights expressed 
in grams) — 

m =29-6861 (air). 

m' =29-8431 (vapour). 

M = 142-41 (completely with water). 

if' = 141-32 (partially with water). 
Further 

6 = 745-6 mm. t = 99°-5 (at the sealing). 

b' = 742-2 mm. f = 18°-7 (at the weighing of the vapour). 

e = 94 mm. 

The temperature of the water used for the weighing = 17*" -4 
whence (by Table 4) = 0-9988. 
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We find (16) A' = 0-001182 (not taking account of e); 
\ =0-001176 (taking account of e). 

The accnrate formula III. gives (taking account of e) the vapour 
density 2-777, 11. gives 2-755, I. gives 2-765. Neglecting e makes 
the numbers 0-006 greater. 

The density referred to Hydrogen = 2, or the molecular weight 
of the vapour is therefore (p. 55) 

/* = 2-777 . 28-9 = 80-3 
The expression 1 + 0-00367/, which occurs frequently, is found 
in Table 7. If this be not used, it is more convenient to put rjiirv- -r 
. ^ . , 1 + 0-O0367C 
•"^^•^f 1+0-003677 



B. 2^ MeaairemeTii of the Volurtu of Vapour from a Weighed 
Qaantiiy of Fluid {Qay-LvsstK, SofmaniC). 

A small quantity of the fluid of which the vapour density is 
to be detennined ifi introduced into a thin-wall^ 
bulb of glass, or, still better, a very small (from 
0-1 to 0'2 cc.) flask with a ground stopper, and its 
weight determined. The bulb and its contents are 
then placed in a glass tube full of mercury, dry and 
free from air (19), inverted in a vessel of mercury. 
The tube is graduated in cubic centimeters from 
the closed end, or in mm. simply, which can after- 
wards be calculated into volumes (19) remem- 
bering that the glass expands 0000025 for each 
de^ee. If the fluid be very volatile, the bulb 
(or stopper) bursts as it rises, in which case 
the tube must be held sloping, so as to be com- 
pletely full of mercury, to avoid breakage. The 
upper part of the tube is now heated in a 
suitable vapour bath (water, amyl alcohol 137°, 

aniline 183°, see Table 16a; an inverted con- 

denser must be used with the two last fluids) 

to a temperature at least 10° to 20° above that at which the 

whole of the liquid is evaporated. 
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If now we call 

m, the weight of the evaporated substance (in gnns.) ; 

V, the volume of the vapour (in c.c.) ; if v^ is the volume at 

15° of the part of the glass tube filled with vapour 

v = «Jl+0-000025(/-15)}. 
i, the temperature of the vapour ; 
b, the height of the barometer in the room ; 
h, the height of the mercury over which the vapour is, above that 

in the bath ; b and h being reduced to 0° and in delicate 

measurements to 45° latitude (20). 
e, the tension of the vapour of mercury for the temperature t 

(Table U); 
the desired vapour density (see beginning of article) is 

m 1^+ 0-00 367 . t 760 
" V "0-001293 b-h-e 

, m I 
or a = — • -r- 

V A 

in which X can be taken from Table 6 for tem- 
perature /, and height of barometer b-h-e. 

C. Displacement Methods. 

(1.) By Displacement of Air (V. Meyer). — 
The volume of the vapour of a weighed small 
quantity of the substanoe is determined by the 
quantity of air displaced during the evapora- 
tion. A glass (or, for high temperatures, 
porcelain) bulb with a vertical tube, provided 
with a narrow side tube of about 1 mm. 
diameter, is well dried, a pad of asbestos 
placed in the bottom, and brought to the 
requisite temperature above the boiling-point 
of the substance under experiment in an air 
bath, or in a bath of vapour either of water, 
aniline 183°, sulphur 448"*, or in a bath of 
melted paraffin up to about 350*", or lead 
over 330° (see Table 16a). The experimenter 
then waits until the temperature becomes con- 
stant, i.e. until no more bubbles of air are driven out of 
the side tube, the end of which is under water. 
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The substance is weighed ; when necessary, in a little wire 
basket or little glass tube ; if it is fluid in a little flask or in 
a little completely filled sealed glass globe which is broken 
by the expansion of the substance. The cork is lifted, the 
substance rapidly dropped into the bulb, and the cork 
immediately replaced. At the same instant a measuring glass 
filled with water is pushed over the end of the gas delivery 
tube and receives the air expelled by the evaporating 
substance. It is essential that the operation should be 
performed quickly, the temperature of the bath should there- 
fore be considerably above the boiling-point of the substance 
(long-continued expulsion of air may indicate a decomposition 
of the substance). The volume of air in the measuring 
cylinder is now read ofT. 

Calling 

m, the substance employed in grms.; 
Vf the measured volume of air in c.c. ; 
tj the temperature of the room ; 
Hy the pressure on the air to be measured in mm. of mercury 

at 0^; 
the required vapour density is — 

The vapour has expelled a volume of air, which, under similar 
conditions, possessed the same volume as the vapour. Consequently 
the weight of the substance m divided by the weight of this 
volume of air gives the required vapour density. The measured 

. , . , 0-001293 .H , . , ^ . ^u 

air, however, weighs v.- 7;:7^/^2./\ — 7^ » which at once gives the 

above expression. The factor 0*004 is taken instead of the co- 
efficient of expansion 0*00367 to allow for the moisture of the 
air. This at ordinary temperatures corresponds approximately to 
the assumption that the air in the bulb is two-thirds saturated, 
while that in the tube over the water is completely so. 

(Cf. V. Meyer, Beriehte der Deutschen Chem, Ges,, 1878, p. 2253, 
and 1888, p. 2018). 

The pressure -ff is naturally that of the barometer b, 
diminished by the pressure h of the water column below the 
measured air, calculated into millimeters of mercury. 
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Therefore 



13-6 



If, before reading off the volume, the measuring tube be 
plunged into the water, so that the inner and outer water 
surfaces are at the same level, H. equals simply the barometric 
pressure J. 

For more accurate measurement and calculation, the 
volume t?' of the substance thrown into the bulb must be 
considered. If we further suppose that the bulb be filled 
with dry air, then with sufficient accuracy 

587800 m 



d = 



V f/ H-e 



1 + 0-00367< 1 + 0-00367f 



where e is the tension of aqueous vapour for the temperature t 
(Table 13) and t' the temperature of the bath, which need only 
be approximately known. 

(2.) By Displacement of a Metal. — The evaporating body of 
known weight (see B and C, 1) displaces a fluid which itself 
has only a small vapour tension (at low temperatures Mercury, 
Hofimann, see Table 14; at higher temperatures Wood's 
Metal, V. Meyer). 

Calling 

772, the weight of the evaporated substance ; 

M, 8 and M\s', the weight and the specific gravity of the metal 

before and at the time of the displacement ; 
t, the temperature of the room ; 

T, the temperature of the bath — e.g. 448° for boiling sulphur ; 
b, the height of the barometer ; 

h, the height of the fluid metal in the other limb of the apparatus ; 
the density is 

m 760(1 +0-003677) 



d = 



M M' / lis! \ 

ii ^ [1 + 0-000025(r- 0] - 4- ( ^ + 7^) 0-001293 



for the last factor see Table 6. The specific gravities are, at 

temperature ty 

Mercury 13-60 (1 - O'OOOISO 

Wood's metal 9-6 (1 - 0-00009/) 
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17. — Determination of the Density of a Gas. 

A. By Weighing. 

In order to determine the density of a permanent gM, 
a glass globe with a tube, melted on (best closed by a stop- 
cock), is filled with the gas by first filling the globe with 
mercury, inverting in it a mercury-trough, and displacing 
the mercury by the ascending gas. The globe is closed and 
weighed (m'). Then the gas is displaced by a sufficient 
current of air (air of the balance-room, not dried), and the 
globe weighed open (m). Lastly, weighing the globe filled 
with mercury gives the weight M, As in 16, A, let b and t 
represent the height of the barometer and the temperature 
at the instant of shutting in the gas, where the height of the 
remaining column of mercury has already been subtracted. 
t' and V are similar data for the weighing of the globe full of 
gas. The density of the gas is then calculated according to 
formula L or IL, pp. 56, 57. 

A small quantity of mercury left in when filling with 
gas is without influence if it is left unaltered in all the 
weighings. 

U a sufficiently large quantity of the gas is provided the 
glass globe with two necks described in 16, A, or the pyknometer 
figured in 13, can be used and the air driven out by a steady 
current of the gas. If the gas is heavier than air the openings 
are held upwards and vice versa. If the globe filled with air 
weighs m, filled with gas m', with water (or mercury) M, the 
calculation is simply by the formula given under 16, A. If the 
experiment is so arranged that the temperature and atmo- 
spheric pressure is the same at the time of both fillings and 
weighings, the density of the gas is simply found (formula in 
16, A) as 

M -m A 

The variations of the atmosphere are eliminated by using as a 
tare for the globe, a closed one of the same size. If then dry 
air is used in filling the globe the corrections on account of 
b, e and t disappear. 
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B. By observing the Time of Escape of a Gas (Bunsen). 

The densities of gases are approximately in the inverse ratio 
of the squares of the velocity with which they escape under 
equal pressure through a fine opening in a diaphragm. If 
therefore the time which a given volume of gas requires to 
escape is compared with that required by an equal volume of 
air under the same conditions the ratio of the times squared 
gives the density of the gas. 

According to Bunsen, a glass cylinder with a stop-cock 
closed at the upper end with a piece of thin metal 
foil melted on in which a very fine hole has been 
made, is taken and filled successively over pure 
mercury (19) with air, and the gas to be examined, 
both dried and rendered free from dust by passing 
through cotton wool. A stop-cock with two openings 
is convenient for the filling. The cylinder is now 
plunged so deeply into the mercury that the float 
is invisible and the stop -cock is opened. The 
position of the surface inside the cylinder cannot 
be read off directly on 8W5Count of the opacity of 
the mercury, but is observed by the aid of a float 
which is carried by the mercury within the cylinder 
and is provided with several easily visible marks, 
one at the upper end, the others some cm. above 
the lower end. The times are observed at which 
these marks appear above the surface of the outer mercury. 
Some marks just above those observed should be noted to 
give warning of the emergence. 

Example. — « Air Carbonic Acid. 

Emergence of the upper mark . 14*3 sec. 42*5 sec. 

lower „ . 51*2 „ 87*8 ,. 



Pig. 6. 



36-9 „ 45-3 „ 

The density therefore of the carbonic acid referred to air is 

•507 



.-r?4|)*...: 



\36 

referred to Hydrogen = 2, or Molecular weight = 1 '507 .28*9 = 43 "6. 
See Bunsen's Oasometry. 



Cr 



-^ 5 . MEASUEEMENT OF SIZE 

18. — Measures of Length. 
The Divided Bvie. 

1. Direct JReading. — With regard to this most usual 
measurement it is only the principal source of error, the 
parallax in the reading ofif, which needs notice. In order to 
bring the object to be measured into the same plane as the 
divisions it is, in addition to the ordinary means, specially 
suitable to use a transparent rule which can be placed with 
the graduations on the object. 

A graduation on the surface of a mirror before which the 
object can be fixed avoids the parallax if the image of the eye 
which is being used coincides with the point to be read off. 
When the graduation is not on a mirror a small piece of 
looking-glass can be laid upon it. 

The most complete freedom from parallax is obtained by 
observing the graduations through a telescope pointing perpen- 
dicularly to the measure, and movable parallel with it. 

2. Comparator. — The comparator which is most simple in 
use carries on the normal measuring rod a sliding piece with 
microscope attached. Such a comparator may generally be 
constructed out of a cathetometer by substituting a micro- 
scope for the telescope, and fixing the rod in a horizontal 
stand. The condition of accurately parallel sliding movement 
in the sliding piece must be the more strictly fulfilled the 
greater the distance of the object to be measured from the 
graduation. 

The measurement is independent of the exact parallelism 
of the movement if the object and the normal measuring rod 
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are interchanged under the comparator. For this purpose either 
the microscope movable over the graduation may be used, or a 
pair of fixed microscopes clamped to a bar. Deviations fix)m 
exact divisions of the measuring rod may in both cases be 
determined by means of a micrometer of known scale value in 
the eyepiece of the microscope (see below) ; in the first case in 
addition with the vernier attached to the sliding pieca 

In accurate measurements with a vernier it must not be 
overlooked, firstly, that the vernier itself must be verified ; 
secondly, that from a table of the errors of the measure the 
error of that par:biculax division at which the vernier stands 
must be taken. 

Verniers which are divided to read to tenths have either 
^JJ or ^ of the interval of the main divisions as their unit. 

jSL? JCf iW 25 



'i'i'i'i'i' | iiil|""'i ' i'nl'i 



VViV^ 
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Fig. 7. 

Both of the verniers figured read 0*7. With verniers 
reading to -^ mm. it is easy to estimate yJiy ^d^- froni the 
distances of successive divisions. 

3. Dividing Engines. — These can be used for measuring, 
especially for small lengths, if a microscope with cross wires 
in the eyepiece is fixed either on the carriage or the stand. 
The value of the screw thread is determined on a divided rule. 
To avoid " lost time " it is well always to work in one direction. 

4. Microscope, — For small lengths a microscope with an eye- 
piece micrometer is the best to use. With a micrometer 
divided on glass laid on the stage, the values of the scale divi- 
sions of the eyepiece micrometer are first determined and then 
are used in a manner easily seen. The eyepiece micrometer 
may itself consist of a scale on gl6iss or of a cross of wire 
movable by means of a micrometer screw, the displacement 
being read off on the divided head of the instrument. 

It must not be overlooked that a constant magnifying 
power requires the relative position of the eyepiece niicrometer 
and the objective to be invariable. 

5» Verification of a Divided Measuring Bod, — If a measur- 
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ing rod already verified is available the problem of preparing 
a table of corrections for another rod is already solved above. 
If not, the nominally equal divisions are compared with one 
and the same length a, and determined by means of their 
mutual ratios. Both the comparators mentioned under No. 2 
afford the means for accurate measurements of this nature. If 
the length L contains n subdivisions a^, a^ . . . a^ and it was 
found that a^^a + h^, a^z=a + S^, etc. . . to a„ = a + S» — ^put 



Then 



8 = ^81 + 82 + .. .«n) 



a, = -i - 8 + 81, a^^-L-h-^B^ etc. etc. 
n ' n 



In order, in a great number of comparisons, to avoid the 
accumulating of errors, the larger as well as the smaller 
divisions are compared. For instance, in the case of a rod 
divided into mm., all the dm., all the cm., and all the mm. are 
compared — the last by No. 4. Each larger division is, in the 
calculation, first treated as a whole with respect to its sub- 
divisions. 

(For more accurate methods see Benoit^ Trav. et M6m, du Bureau 
intemat. des paids et mesureSj vol. ii. p. C. 35, etc. ; or Benoit> Constr, 
des tltdUms prototypes de resistance J^ledr., p. 71, etc.) 

6. Preparation of Divided Measures. — ^The ordinary dividing 
engine consists of a carriage with engraving tool movable on 
a screw of known thread. To eliminate "lost time" each 
division is approached from the same direction. For wood, 
ivory, and soft metal, a steel graver serves, in other cases a 
diamond tool must be used. Glass is usually coated when 
warm with a thin layer of wax, in which when cool the 
divisions are made. The divisions are etched in with solution 
of hydrofluoric acid applied with a brush, or by the vapour of 
hydrofluoric acid (from fluorspar and sulphuric acid) in a lead 
trough. 

Bunsen copies the graduation of an original measuring rod 
by means of a long lath with two points fixed in it. The 
original rod and that to be divided are fixed in the same 
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straight line, one of the points is set in the division and a short 
mark made in the wax with the other. 



Contcict Measures. 

The instruments known under the name of lever and 
screw gauges serve to measure with greater or less accuracy 
the distance from each other of the two end surfaces of a 
body. In the use of them the principal thing of consequence 
is to prove the correctness of the zero-point or apply to the 
measurements the necessary corrections. 

7. Spherometer. — ^The screw is used in the spherometer for 
delicate measurements of thickness. The principle of this 
instrument, which takes many forms in construction, is that at 
a definite height the point of the measuring screw comes into 
contact with a suitable object. The contact is recognised by 
the fact that the instrument no longer stands steady, but 
rocks upon the movable point or is easily turned round it. 

If a glass plate is placed between the point and the 
support, the contact is sharply evidenced by the displacement 
of the interference bands between the plate and the support, 
specially plainly seen in the light of the sodium flame. 

Or else a contact lever or contact level is the object 
with which the contact is made. In this case the adjustment 
is always to the same reading of the pointer, or the same 
position of the bubble. 

When a body, the thickness of which is to be measured, is 
introduced between the point and the support, the screw must 
be turned back through a distance equal to this thickness in 
order that the contact may be again produced as before. The 
number of whole revolutions of the screw is counted or is read 
off on the scale by the side ; the divisions of the screw-head, 
which revolves in front of a fixed index, furnish the fractions 
of the revolutions. The number of revolutions multiplied by 
the length of the screw-thread gives the thickness required. 
The diameter of wires, etc., is measured between edges or plates. 

On the measurement of radius of curvature see 43, I. 

8. The contact-comparator for the comparison of larger 
measures has also contact levers in combination with a micro- 
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meter screw. The methods of measurement are in principle 
simple. 

Corrections, 

9. T&mperature. — The lengths of bodies vary with the 
temperature. If /S is the coefficient of expansion of a rod 
(26 ; Table 9), Z the length at a temperature ty V at t' 

V - ^[1 + ^{i - 1)] 

If, with a measure of which the coefficient of expansion =^^ 
and the normal temperature t^ a length was found apparently 
= i at temperature t, the true length is 

see also the example to 3. 

10. Moisture of the Air, — Wood and ivory are also 
dependent on moisture in the matter of their form. In the 
direction of the grain, maple and pine are little affected, 
mahogany, oak, and walnut on the other hand considerably. 

11. Flexure, — The length of the axis of a rod alters but 
little by moderate bending. The distance of points out of the 
axis may however be increased or diminished in an easily 
perceptible manner. It is usually advisible when a measuring 
rod is used in a horizontal direction to support it in two 
places each -I of the length from the end. The rod is also 
best kept in the same manner. 

18a. — Cathetometer (Dulong and Petit). 

The cathetometer serves to measure vertical distances. A 
horizontal telescope which can rotate round a vertical axis is 
movable by a sliding carriage on a vertical measuring rod. 
The cathetometer can not be used with confidence at a great 
distance from the object to be measured on account of 
inaccuracy of the adjustment, the bending of the measuring 
rod, and the large errors produced by tremors. The adjust- 
ment of the instrument is performed as follows : — 

1. The telescope is movable round its own axis. The 
cross wires are first of all so adjusted that during this rotation 
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a point under observation does not appear to change its 
position with regard to the cross wires. 

2. The similarity of the cylinders in which the tube of the 
telescope turns is proved by the level placed on it, which must 
give the same reading when the telescope is reversed in its 
bearings and the level replaced in its original position. 

3. The axis of rotation of the cathetometer is made 
vertical by so regulating the foot-screws that the bubble of 
the level keeps a constant position with regard to the gradua- 
tions on it during a revolution. On the best order for the 
adjustments and the correction of the level itself see 88. 

4. The vertical position of the measuring rod is sufficiently 
recognised, or in case of need corrected, by means of a 
plumb line. 

5. The horizontal position of the axis of the telescope is 
assured when by (1) the optical axis corresponds with the axis 
of figure ; and by (2) the bearing cylinders of the telescope are 
equally thick and the level on the telescope shows the same 
reading on reversal. Or since by (4) the axis of rotation is 
vertical ; a point is observed, the instrument turned through 
180°, and the telescope reversed; the previously observed 
point must then have the same position with regard to the 
cross wires. 

6. The assumed parallel movement of slide and carriage is 
proved by the constant reading of the level. In case of need, 
especially when the height to be measured is a great distance 
from the instrument, the position of the telescope must he 
corrected for each observation by means of the level, or the 
measurement is repeated with the telescope reversed and 
turned through 180°, and the mean taken of the two readings. 

7. On temperature corrections see 18, 9. 

18b. — Ophthalmometer (Helmholtz). 

This instnmient is used for the measurement of small 
distances ; it consists of two equally thick glass plates, placed 
near each other in front of the object-glass of a telescope. 
They can be simultaneously rotated round a common axis 
through equal angles but in opposite directions. The amount 
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of rotation is read off on a divided circle. In the zero 
position both plates lie in the plane perpendicular to the optic 
axis of the telescope. The two points the distance of which 
is to be measured are observed through the telescope, and the 
glass plates rotated until the images of the points, displaced by 
the refraction in the obliquely placed glasses, coincide. The 
distance of the object from the instrument is without influence 
on the results. 

If <^ = the angle of rotation from the zero position ; 

a = the thickness of the plates ; 

n = the refractive index of the glass ; 
the linear distance e of the two points is 



« . . >Jn' - sin'<l> - cos<l> « • , /, ^^^ \ 

s/n — s%n 9 \ V w — sin 9/ 

The constants of the ophthalmometer 2a and n may either be 
directly measured for the glass plates used (18, particularly 
18, 7, and 39a and 40, II.) Or, better, the adjustment is made 
on various intervals in a mm. scale ; of these determinations, 
of course, at least two are requisite. If more are made 2a 
and n are deduced by the method of least squares (3, III. 
and IV.) 

Since the absolute symmetry of the instrument cannot be 
assumed it is well to perform each measurement 'twice with 
reversed inclinations of the glass plates, and take the mean of 
the two values of ^. 

19. — ^Determination of Capacity by Weighing. 

Measuring vessels as met with in commerce are often very 
incorrect,* weights are much more reliable. 

A volume is determined or corrected by weighing with 
water or mercury. 

If the fluid used to fill the vessel has in air the net weight 
m gr. and the density s (12) the volume in c.c. is 



«; = — (1 +--7-) 



* Glass-blowers usually deduce the c.c. from the apparent weight of water at 
15* weighed in air. From this cause the liter is 1 *9 c.c. too large 1 
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if X is the density of the air (000 12 ; 16 and Table 6) and S 
that of the weights used (see 10, and Table 8). I 

For s in the case of water see Table 4. In the ease of 
water weighed against brass weights we have with sufficient 

X X 

accuracy — - = 0*00106 (p. 39), and we may calculate the 

8 

density simply as v = w(2'00106 — s). 
A gram of water at 15° as determined by the balance corre- 
sponds to the volume 1*0019 c.c. For other temperatures 
the numbers, all reduced to the volume of the glass at 15°, 
will be found in the second part of Table 4. 

In the case of mercury of temperature t the density is 

s=13*596(l--0*0001810 and --^=-0*000055. 

s 6 

A gram of mercury at 15° has the volume 007375 c.c. 

PUKinCATION OF MeRCUBY. 

Mercury is dried on the surface with blotting-paper, more com- 
pletely by warming in a clean iron or porcelain dish to about 150~ 
with stirring. Dust is removed by filtration, most simply through 
an ordinary filter (taking more than one where the weight is great), 
with one or more fine holes in the point. Grease is removed by 
shaking with some caustic soda or potash solution or benzol and 
alcohol, followed by repeated shaking with water. Foreign base 
metals and oxide are got rid of by shaking the mercury with dilute 
nitric acid or solution of ferric chloride or bichromate of potash, 
again followed, of course, by thorough washing, by shaking 
with water. Or the mercury is passed in fine streams 
through a column of 1 to 1^ meter of these Hquids and 
then through water. The tube is bent at the bottom so 
that the mercury may retain the column of fluid by its 
pressure, and any excess flow away. Noble metals are 
Pi 8 removed by distilling the mercury, best in vacuo, ue. in 
apparatus similar to a barometer. 
See e.g. Weinhold, Carl Rep, ix. 69, 1873; xxiii. 791, 1887. 
Leonh. Weber, %b. xv. 1, 1879 ; Dunstan and Dymond, PhiL Mag, 
xxix. 367, 1890. 

Even very slight impurity is rendered evident by the fact that 
the mercury does not flow cleanly, and after long standing shows a 
cloudy or sluggish moving surface. 

If the volume of the vessel at temperature ^^ is to be 
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calculated from the observed volume at temperature t, we have 

if )8 is the coefficient of linear expansion of the vessel. For 
glass we have as an average 3fi= 1/40000. 

It is obvious that in the case of vessels to be used as 
measures of volume by pouring out the contents the net weight 
of the fluid used for filling must be got by subtracting from 
the gross weight the weight of the loetted vessel. 

The influence of the meniscus is most practically eliminated 
by always reading off in the same way ; as a rule it is best to 
use the horizontal plane touching the meniscus. The con- 
stancy of direction of sight in the observation which is neces- 
sary to prevent parallax is obtained by using a telescope which 
is movable along a vertical rod ; or more simply by always 
bringing the point to be observed to coincide with the same 
distant point. 

In the cfidibration with mercury of a graduated cylinder it 
is possible, according to Bunsen, to replace the repeated weigh- 
ing of the mercury by a more simple method. A small glass 
tube is prepared, sealed at one end and ground flat at the 
open end, which, closed by a glass plate, contains a known 
volume of mercury (sp. gr., see previous page). The measure 
of mercury is poured into the vessel to be calibrated, the posi- 
tion of the surface observed, and the process repeated again 
and again. The influence of the meniscus may be determined 
by pouiing a dilute solution of corrosive sublimate on the 
mercury by which the surface is rendered flat (Bunsen's 
Gasometry). 

19a. — Calibration of a Narrow Glass Tube. 

The tube, cleaned and well dried by means of a current of air, 
is laid horizontally on a measuring rod (with a mirror to avoid 
parallax in the readings) and a thread of pure clean mercury 
introduced which can be moved along the tube. This can be 
effected either by inclining the tube or with the aid of a piece of 
indiarubber tube fixed on the end of the tube ; the end of the 
indiarubber tube is closed with one hand and the thread of 
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mercury moved backwards or forwards by pressing or releasing 
the pressure with the other. 

In order to divide the tube into equal volumes the thread 
is brought into successive positions nearly continuous with 
each other and its length noted at each. These lengths then 
correspond to equal volumes. In the division into many sub- 
divisions the errors of reading accumulate. It is in this case 
better to combine observations with longer and shorter threads. 
In order, for example, to divide into twenty-five parts it is 
well to begin with a thread one-fifth of the length of the tube 
and then subdivide the resulting divisions with a thread one- 
fifth of the length of the first. 

The results are embodied in a table or a curve on paper 
ruled in squares from which intermediate values can be inter- 
polated. 

For more delicate methods of calibration see Marek, Carl, Rep, 
XV. 300, 1879 ; Benoit, Trav. et Mim,'du Bureau iniemat. des Poids 
et Mes. iL 35. 

Absolute Calibre, — A mass of mercury of m mgr. (11 and 19) 
has at temperature t the volume v = m(l + 0'0001810/13-596 
= m(l + 0-0001810 . 007355 cubic mm. The mean sectional 
area of the measured length is, if ^ mm. is the length of the 
thread, vjl square mm. 

The radius r of a circular tube of section q is found directly 
asr= j^q/^. 

Section Found by Weighirig a Tube. — If a circular tube of 
external radius i2, length Z, and specific gravity of the sub- 
stance of the tube s, has the weight m, the internal sectional 
area = JB^TT — m/fe. This method is available for tubes with 
thin walls. For ordinary glass s may be taken 
= 2-5. 

Optical Detertiiination of Internal Diameter. — If 
. I X ^ ^^be is examined from some distance the apparent 
Y) ) internal diameter is equal to the true diameter 
multiplied by the refractive index of the tube, 
assuming that the internal and external surfaces 
are circular in section. In the case of ordinary 
glass, therefore, the true diameter is two-thirds of the apparent. 
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The diameter can thus be determined approximately by means 
of a measure held in front, or more accurately by the ophthal- 
mometer (18b). To prevent deception by reflections the tube 
is held in front of a uniformly lighted surface. 

By the Capillary Rise. — If a fluid of sp. gr. s and capillary 

constant a (water 78, alcohol 2*3 ) rises to the height H 

\ mm/ ^ 

in the well-wetted tube, the radius of the tube is r = 2a/JIs 
(see 37b). 

Temperature, — For 1° the diameter of the glass increases 

^y i2o\)00 > ^^® a^ea by flo^oo ' 



Or ^ o 



4w C ^ 

^ i?: ^ 



^ S ^ 






ATMOSPHERIC PRESSUEK 

20. — Height of the Barometer. 

By the height of the barometer is understood, generally, the 
height of a column of mercury at 0°, which balances the 
atmospheric pressure. On account of the variation of gravity 
which may amount to ^ per cent, the condition must be added, 
for accurate physical purposes, that the force of gravity acting 
on the mercury shall be that experienced at the level of the 
sea in latitude 45** (see 5). 

That the barometer is free from air is easily known by the 
sharp ring with which the mercury strikes the glass on in- 
clining the instrument. The presence of vapour of water 
above the mercury is indicated by the deposit on the glass 
on inclining the tube in the case of large quantities only. 
If the height of the mercury can be again read after diminish- 
ing the space above the mercury, either by pouring in more 
mercury into the open arm or by plunging the tube more 
deeply into the cistern, a smaller reading will be obtained in 
presence of air or water vapour. 

On the vernier see 18. 

The readings of the barometer require the following cor- 
rections. 

1. Temperaiure of the Mercury. — Mercury expands O'OOOISI 
of its volume for each degree of temperature. Therefore, if I 
be the height of the barometer as read ofif at the temperature 
t, its value, reduced to 0°, is (4, Example 2) — 

6 = Z-0-000181 .l,t 

It is commonly sufficient to use for I in the correction 
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member the value 750 mm., and perform the correction by 
subtracting 0*135 . t mm. 

2. Temperature of the Scale, — ^The length of the scale must 
also in accurate measurements be reduced to its normal 
temperature t^, by the addition of I3(t^t^l, where /3 denotes 
the coef&cient of expansion (lineal) of the material of the scale 
(0-000019 for brass, 0000008 for glass). If, as is usually 
the case, the normal temperature be O'', the height of the 
barometer completely corrected for temperature becomes — 

6 = Z- (0-000181 -/S)tt 

The correction amounts therefore 

for a brass scale to - 0*000162 . I , t 
for a glass scale to - 0*000173 , I , t 

values for which are to be found in Table 11. 

3. Capillary Depression of a Cistern Barometer. — To correct 
for this there must be added, to the reading given by the top of 
the meniscus, the amount in Table 15, corresponding to the 
internal diameter of the tube and the height of the meniscus 
of mercury. 

The only completely certain method is to use a so-called 
normal barometer, the wide tube (25 mm.) of which prevents 
any noticeable depression. The comparison of another in- 
strument with a normal barometer eliminates the capillary 
depression of the former. 

4. Tension of Mercury Vapour, — At a high temperature t 
this causes a slight depression (Table 14), which is corrected 
with suflBcient accuracy by adding 0*001^ to the observed 
height. 

5. Variation of the Force of Oravity, — The pressure of one 
and the same column of mercury is at different places pro- 
portional to the force of gravity which obtains there. Calling 
the force of gravity at the level of the sea in latitude 45"*, g^^ ; 
and that in latitude ^ and at a height above sea level of H 

meters g, 

g^ = 980*6 cm./sec.2 

and 

-^ = 1 - 0*0026 cos 26 - 0*0000002ff 

9^5 
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The observed height of the barometer must therefore be 
multiplied by this expression, the last term of which, however, 
need only be used in the case of very considerable altitudes, 
to obtain the height which the same atmospheric tension 
would produce in latitude 45° at sea level. 

The height of the barometer, 6, expressed in cm., thus 
reduced gives the pressure in grams, i.e. the weight per square 
centimeter as h . 13'596. The pressure in the absolute cm.- 
grm.-sec. system, i«. the force in dynes per square centimeter, 
or in [cm.~^ grm. sec.~^ (Appendix 6) is 6 . 13'596 . 980*6 
= 6x13332. 

A normal atmosphere corresponds to the pressure 

76 . 13-596 = 1033 grm.-wt/sq. cm., or 76 . 13332 = 1013200 

[cm.-^ grm. sec.""] or dynes. 

The remarks under 1 to 5 are applicable to all accurate 
measurements of pressure by columns of mercury. 

6. An aneroid barometer is verified or provided with a 
table of corrections by comparison with a mercury barometer. 
The instrument is placed, for example, imder the air pump, 
connecting with the receiver a sufficiently wide glass tube in 
wljich mercury is sucked up, and the height of the colxmm 
thus raised subtracted from the barometer reading — applying 
the corrections 1 to 5. The temperature correction of an 
aneroid must be determined empirically. 

21. — Measurement of Heights by the Barometer. 

If the height of the barometer be observed at the same 
time at two dififerent stations, or if the mean height of the 
barometer at each be known, the difference in height of the 
stations may be obtained by the following rules. We denote by 

^0 and bi the two barometer readings [reduced to the same 
temperature, and, if necessary, corrected for the tension 
of the mercury vapour (previous article) ; as well as for 
any difference of scale in the two instruments] ; 

to and ti the temperature of the air at the two stations ; 

h the required difference of height in meters ; 

and for convenience calling, further, 
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t = the mean of the tempejiutures of the air at the two places, — 
therefore ^=i(^o + 

I. It is usually reckoned that 

A = 18420 met (log. bo - log. h,) (1 + 0-004 . t) 

from which, for dififerences of height not exceeding 1000 
meters, we may obtain the more convenient approximation — 

A = 16000 met ^^' (1 + 0-004 . 

II. In these formulse gravity at sea level in latitude 45° 
and a mean amount of moisture in the air are assumed. 

If now 

<f> be the geographical latitude ; 

H the mean height above the sea of the two places in meters 

(the influence of this is scarcely ever perceptible) ; 
finally e^ and ei the tensions of the vapour of water at the two 

stations (28) ; 

and calling for shortness 

'-KM) 

the difference of height is 

A = 18405 met (log. ho- log. h,) (1 + 0-003670 
. (1 + 0-0026 COS. 2<f> + 0-0000002£r+ p) 

The logarithms in this formula are the common Briggs's 
logarithms. 

For convenience of carrying, the height of the barometer 
in measurement of heights is also deduced from the boiling- 
point of water. Tables 13a and 13b give the corresponding 
boiling-points and pressures. Since 1 mm. of pressure 
corresponds to ^ of a degree, it follows that very sensitive, 
accurately verified thermometers, as well as the greatest care, 
must be, employed in the temperature determination (22) if 
we wish to arrive at a tolerably «u2curate result. 

Proof of the Hypsometric Formula. — ^The density of atmospheric 
air (16 and 20) in latitude </>, the height i/, with the height of 
barometer b, the temperature t, and .the. tension e of the aqueous 
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vapour; caUing, for shortness, 0*0026 . eos 2<f> = S, 0*0000002 = €, 
and 0*00367 = 0, is 

0*001293 h-y. 



1 + at 760 



■(l-S-ciT) 



Now the density of mercury at O'' is 13*596 ; it follows, if the in- 
crease of height dH diminish the height of the barometer h by db 
(ie. dH and db are the heights of the columns of air and mercury 
respectively which are in equilibrio) — 

„ 0*001293 ,^ ^.l-a-cJ?-^ 
- "^ = 13*5967760 (^ - «^> -IT^ ^^ 

Here, besides b, we have e and / varying with J7, but according 
to an unknown law. Hence we take for t the constant mean 
value, and put « in a constant ratio to the height of the baro- 
meter, e^kb. If, then, we calculate out the numerical factor, 
and consider the small quantities fit;, 8, and cJ?, according to p. 10, 
as " corrections," we may write — 

db 
- 7993000 (1 + a/) (1 + 8 + f i) ^ = (1 - cJT) dH 

Integrating now between the limits bo and b^ on the left-hand side, 
and Ho and Hy on the right, we have — 

7993000 (1 + a/) (1 + 5 + p) (log. bo - %. b,) = 
iH,-Ho)[l'Hff,-^Ho)] 

the logarithms being natural logarithms. 

Finally, putting natural log. ^ = 2*3026 log.^o b, and considering 
ic (Hi + ^o) = €jff as a correction, we obtain 

H.-Ho^h^ 18405000 mm. {hg. bo - log, ^)(1 + a/)(l + 8 + cfi^ + fit) 

The approximation formula for unknown humidity is got 
by assuming the air half saturated, and neglecting the influence 
of the aqueous vapour on the density and the coefficient of 
expansion (15). 

The approximation formula under I. without logarithms, which 
is applicable for small differences of height, is only the differential 
formula given above, which omitting the corrections for gravity 
and humidity and the sign becomes 

7993000 (l+d^db/b'^dH 

dH is the difference in height ; for the difference of the height of 
the barometer db we write ^o~^i ^^^ ^or the mean height b, 
K^o + ^i)* Keducing mm. to meters removes the 3 ciphers, and 
7993 is taken as 8000 for a round number. Hence the approxi- 
mation formula follows at once. 
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22. Mercury Thermometer — Freezing-point and 

Boiling-point. 

Temperature is scientifically defined by means of the 
expansion of a perfect gas (hydrogen) by making equal 
increments of temperature correspond with equal increments 
of volume or pressure in the gas. In addition, the two fixed 
points for water^ — the freezing and boiling points under the 
normal pressure, — are taken as the fundamental data of the 
thermometric scale. We use the centigrade scale, i.e, we call 
the temperature of melting ice 0*" and the temperature of 
water boiling under a pressure of 760 mm. (20) 100°. 

The scale of the mercury thermometer which is generally 
used has not an exact agreement with that of the air thermo- 
meter because neither the mercury nor the glass expands 
uniformly (see 24). The first problem is to make the 
mercury thermometer correct in its own readings. 

A. Freezing-poirU, 

The thermometer is plimged into clean melting snow or 
clean (washed) finely crushed, or, better, scraped or filed ice ; 
moistening with distilled water is advisable. The column of 
mercury must be as completely as possible immersed in the 
ice; thermometers must be immersed beyond the zero 
and only during the reading oflf be as far as necessary 
freed from ice, not removed from it, since by this means warm 
air reaches the mercury. Special attention is required to any 
melting of the ice away from the bulb of mercury which 
may introduce considerable errors in warm places. 

G 
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The point at which the mercury column stands when the 
thermometer has taken up the temperature of the ice corre- 
sponds with the temperature 0''. 

The warmer the aurrounding air is the more carefuUy must 
the foregoing precautions he observed. 



B. BoUing-paint. 

The thermometer is placed in the steam from water boiling 
vigorously in a metal vessel or in one of glass with pieces 
of metal in it. The temperature of the steam is found from 
the pressure under which the water boils — i.e. from the height of 
the barometer corrected (20) — by the aid of Table 13b. With- 
out tables, the boiling-point may be determined to within y^ 
of a degree for any pressure between 715 and 770 mm. by the 

formula — 

<=100V0**0375(6-760) 

The bulb of the thermometer must not dip into the boiling 
water, but must be slightly above the surface. If the water is 
not pure, the thermometer must be protected from the spray. 
Here also the whole column of mercury should be exposed to 
the steam. The opening for the escape of the steam 
must be so wide that there is no additional pressure 
in the vessel, or this additional pressure is measured 
by a water manometer communicating with the in- 
terior of the vessel, and ^ of the height of the 
column of water raised added to the height of the 
barometer. The flame should be kept at some 
distance from the parts of the vessel which are not 
in contact with water. In such a vessel as is here 
figured the bulb may be farther from the surface 
of the water than the distance given above. 

The thorough heating of the thermometer requires 
some time, 'specially in the case of enclosed thermo- 
meters. The reading should not be made until the 
position is constant. 

In exact determinations the reading is best made 
with a telescope. The thermometer is adjusted in a 
vertical position by means of a plumb-line, window-frame, or 
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Bomething similar, and the telescope is placed at the height of 
the division to be read. A simpler means to avoid parallax is 
to attach a small slip of looking-glass to the thermometer by 
two indiarubber rings and hold the eye so that its image 
corresponds with the top of the colimm. In using a lens to 
read the d^ree, the curvature of the mark when at any 
other height gives the means to recognise the proper position. 

Example. — The reduced height of the barometer was 742 mm. 
The thermometer in the steam stood at 98^*8. The boihng-point 
is found from Table 13b to be 99*''33 (from the formula given above, 
100 - 0-0376 X 18 = 99-33). It follows that 100* is denoted by the 
division 98*8 + 0*67 = 99*47, or the correction of the thermometer 
reading = +0'53. 

C, Alteration of the Fixed Points. 

(1.) In the case of long columns the position of the thermo- 
meter with respect to the vertical has, on account of the 
pressure of the mercury, a small influence on the reading of the 
mercury. This influence must of course be determined empiri- 
cally. If it is found that a thermometer gives for the same 
temperature a reading S higher in the horizontal position than 
when vertical, the correction to the vertical position amounts 
when the inclination is ^ to S ^'ti ^. 

(2.) On account of the gradual contraction of the blown 
glass the two fixed points of new thermometers first of all rise, 
and by nearly equal amounts. Long heating, say to the boiling- 
point, with slow cooling appears to accelerate the contraction. 

(3.) Since the expansion of the glass, after a subsequent 
heating of the finished thermometer, has an effect which takes 
time to completely disappear, each heating leaves behind an 
enlargement of the bulb, and thereby a lower position of the 
mercury, a so-called depression of the zero which sensibly 
disappears usually in the course of some hours, but, after long 
heating, only after months. 

The amount of this depression depends upon the amount 
and duration of the previous heating. After long-continued 
heating the depression reaches a quantity which is nearly pro- 
portional to the previous rise of temperature (Pemet). 

Long heating to 100"" produces depressions, varying with 
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the sort of glass, up to 1°. Even the temperature of a room 
or of the body is therefore not without perceptible influence. 

If a thermometer that has been heated is placed in a 
constant low temperature, the enlargement of the bulb (the 
'* fatigue " dilatation) begins at once to disappear ; the thermo- 
meter therefore soon begins to slowly rise. 

If the thermometer were kept some time in boiling water 
and then placed in ice, it would after a short time take up a 
minimum reading and then begin to slowly rise again. This 
lowest reading is called " the zero of maximum depression." 
It characterises a thermometer with as much deflniteness as 
the freezing-point which would be shown after very long 
standing in the ice, and since this latter, in thermometers 
which had been considerably heated, would demand a very 
long time to attain, the observation of the zero of maximum 
depression offers advantages. 

Glass like the Jena normal thermometer glass shows very 
sl^ht depression. 

(4.) Continuance in a very high temperature may be fol- 
lowed by a raising, in some cases considerable (up to 20°), of 
the fixed points. Thermometers for high temperatures should 
be, before use, heated for some days. 

D. Definition and Calculation of Temperature. 

We assume for this purpose an accurately calibrated ther- 
mometer (23). The ordinary definition of temperature makes 
the thermometer, at any temperature, come to rest. The zero 
is that point at which the mercury stands after remaining a 
long time in ice ; from this point to that attained after long 
boiling there are 100 degrees, and the temperature scale is now 
simply calculated from equal .volumes between these fixed 
points. 

Against this must be urged that the interval between the 
boiling-point (100°) and that zero-point which the thermo- 
meter shows immediately after the determination of the boiling- 
point is constant, and is much more easily determined than the 
interval actually used, because the operations for this require 
a long time ; further, the other temperatures which the instru- 
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ment has previously had influence the readings. On this 
account delicate thermometric measurements of recent date 
require the following definitions (Pemet) : — 

(1.) A d^ree is the one-hundredth part of the interval 
between the boiling-point and that freezing-point which is 
found immediately after the boiling. 

(2.) Temperature t is always reckoned from that zero-point 
which is found, or would be found, immediately after the tem- 
perature determination. (The zero in this definition is there- 
fore a variable point.) This depressed zero lies at about 
d,t^/ 100^ below that determined after a long rest, where d is 
that depression below the zero after standing, which is pro- 
duced by long heating (say for half an hour) to 100°. 

K The Exposed Fart of the Column of Mercury. 

A considerable diifficulty in the way of accurate measure- 
ment of temperature arises as a rule when any long portion of 
the column of mercury is not immersed in the space to be 
experimented on. Since the apparent coefficient of expansion 
of mercury in glass, ix, the diflference of the coefficients of 
expansion of volume of the two substances amounts to 
0'000156, there must be added to the reading ^ of a thermo- 
meter 

0-0001 5 6a(< - g 

if ^0 is the temperature of the exposed part of the column of 
mercury and a the number of degrees occupied by it. The 
accurate determination, however, of the mean temperature of 
this exposed part is difficult. 

(1.) A small auxiliary thermometer is taken and its bulb 
placed at about the middle of the exposed column ; or better, 
several are placed at different, points along it, and the temper- 
ature of the column determined by the auxiliary instruments. 

(2.) The following procedure is more trustworthy (Mousson, 
Wiillner). The temperature of the room is taken as the 
temperature of the column, but the length of the column at 
this temperature is taken, not as the whole length exposed, 
but a constant quantity a determined as follows is subtracted 
from it. If the thermometer show in a warm bath of con- 
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stant temperature (such as the boiling-point vessel, p. 82) 
the degree T when it is completely immersed, and only t when 
A degrees are exposed, and if t^ be the temperature of the air ; 
then plainly 

^ 1 T-i 

''" 0-000156 ' <-To 

The quantity a thus found is therefore, in the use of this 
thermometer, always to be subtracted from the length a of 
the exposed mercury column, but the air temperature is taken 

as V 

(3.) On the use of a correction tube in the thermometer, 

see Guillaume, Comptes Rendvs, cxiL 1, 87, 1891. 



Literature relating to C. and D. — J. Pemet> Carl Rep, xi. 
257, 1876; Meteor. ZeUschrift, 1877, pp. 129, 206; Travaux et 
m^maires du bur, intemat. des poids d memres, i. 1881. Also Thiesen, 
Grunmach, Wiebe, Weinstein, Metronomische BeUrdge, No. 3, Berlin, 
1881 ; Wiebe, ZeUs(Anftfur Indrtmenienkunde, 1888, p. 373 ; 1890, 
p. 207 (on alteration of freezing-point). 

23. — Calibration of a Thermometer. 

From the irregular section of the tube there arise in 
ordinary thermometers errors which, at high temperatures, 
sometimes amount to more than 10 degrees. We are to 
prepare, for a thermometer in which only a correct linear 
division and a scale nearly corresponding to the true tem- 
peratures are assumed, a table of corrections, by which the 
readings can be reduced to those of a normal thermometer — 
i.e. of one of which the and 100 correspond to the freezing 
and boiling points, and of which all the scale divisions have 
equal volumes. 

We must therefore calibrate the tube — that is to say, 
compare the volumes which correspond to the divisions of the 
scale at different places. For this purpose a thread of 
mercury, separated from the rest, is made use of (see also 19a). 

Separation of a Thread of Mercury of any Desired Lefngtk. — 
The thermometer is turned upside down, and a slight tap given 
against the end. Then either a thread will separate, or the 
whole of the mercury will flow down, separating from the 
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walls of the bulb at some point. The separation is usually 
determined by a microscopical air-bubble adhering to the glass, 
which expands to a larger size. If the mercury separates from 
the glass in the bulb, we try, by suddenly turning the ther- 
mometer upright, to make the bubble formed there rise to the 
opening of the stem ; this can always be done, with patience. 
The mercury, then, divides at the opening of the tube. 

Suppose the thread to be too long, say p degrees longer 
than was desired. The bulb is warmed while the thread is 
separated ; the air is pushed forward by the rising mercury. 
Then the thread is made to run rapidly back to the rest of 
the mercury, and the position of its upper end is observed at 
the instant of meeting. The little bubble of air remains 
adhering to the glass at the point of the stem where the 
junction took place. The thermometer is now cooled p 
degrees, and again reversed and shaken, when a thread of the 
desired length is separated. 

If, on the other hand, the thread be p degrees too short, it 
is united to the rest, the thermometer warmed p degrees, 
when the desired length can be separated. 

Even if this manipulation should not succeed at first, it 
will always, on repetition, be possible to get a thread accur- 
ately of any length to the fraction of a degree. For very 
short threads, however, the process often fails; so that in 
such a case we must make use, as shown below, of combined 
observations with threads of different lengths. 

Placing and Reading the Thread. — By gentle inclining and 
shaking, one end of the thread can be adjusted to any desired 
division with great accuracy. In accurate observations, especi- 
ally with the telescope, it is sufficient to place it nearly on the 
division, and estimate the tenths of a degree at both ends of 
the thread. It is a matter of course that the observations 
may be repeated and made more accurate by taking means. 

To avoid parallax when reading off, the thermometer is laid 
upon a piece of looking-glass and the eye so placed that its 
image coincides with the division to be read. 

It is convenient to place the thermometer perpendicular to 
the line joining the eyes, so that there is no need to shut one 
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eye during the . reading. Or a lens is fixed and the thermo- 
meter is pushed along parallel to its length. The greatest 
accuracy is secured by reading with the telescope. 

Observation and CaJcidatian. — The calibration may be 
executed in many ways. In every case it is advisable to 
completely arrange beforehand the plan of the reduction, 
because otherwise one might afterwards be led into com- 
plicated calculations. The calculation will always be simplified 
by making the freezing and boiling points the extremities of 
compared volumes. Observations, according to the following 
plan, are sufficient for ordinary purposes, and the more so 
because completely corrected mercurial thermometers may 
differ not inconsiderably on account of the sort of glass of 
which they are made (see 24, end). 

Let a be the interval by which we wish to calibrate, and 
let a divide 100 without remainder, then n= 100 /a, a whole 
number. We separate a thread of about this length a ; this 
we place successively at the marks of the graduation from 
near to a, a to 2a, and so on (see below as to very faulty 
thermometers). In each position let the thread occupy the 
following number of divisions : — 

a-\-\ from the mark to a 
a + 8^ „ „ a to 2a 

• • • • • 

a + S„ „ „ (n-l)atolOO 

Let it have been further determined (22) 



that the temperature 0"" corresponds to p^ 

„ 100° „ 100+i?i 



The quantities h^ 82 • • • ^ ^^U ^ Po ^^^ Pi *^® therefore 
small numbers, expressed in scale-divisions and fractions, and 
may be either positive or negative. 
If, then, we use the abbreviation — 

n 

(the sum of S being only taken between 0° and 100"*) the 
correction-table of the thermometer is — 
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Diyision. CJorrection. 

-i?o 

• • « •  

ma ms—po — S^-- Sf— . . " 8fn 



% 



V 



Or again, the correction for ma being A^, if that for 
(m— 1) a be A^.i 

The VEilues under the heading " Correction " are therefore 
those numbers which must bo added to, or, when n^ative, 
subtracted from the corresponding reading, in order to obtain 
the corresponding reading of a mercurial thermometer accurate 
as to calibration, zero and boiling point. 

For the intermediate d^rees, a table is interpolated in the 
usual manner, best graphically. 

Proof, — The thread of mercury used for the observations, laid 
end to end n times, takes up the volume of the tube from division 
to 100, increased by 8i + Sa+ . . +S„. But since 0° is at 
division po and 100° at 100 +^i, the increase of the volume of 
mercury from division to division 100 answers to an increase 
of temperature of 100 +i'o~i'i» so that the increase of the volume 
equal to the length of the thread means an increase of tem- 
perature — 

Therefore a rise of the mercury 

from to a corresponds to an increase of temperature a + s-S^ 
„ a to 2a „ „ „ a-¥8'-Sa 

• •■••• 

and finally, 

from division Temperature increase. 



to a a + 

to 2a 2a + 

• • • • 

to ma ma + 



2s - Si - 8, 

WIS — 5, — 6^ — . . . Bp^ 



The expressions to the right of the stroke would be the ther- 
mometer corrections, if the division also meant the temperature 
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0°. Since the temperature -po corresponds to this, po must be 
subtracted from each of them. 

Example, — A thermometer graduated to the boilmg-point of 
mercury is to be calibrated at intervals of 50"", which is enough 

for ordinary purposes. Here, therefore, ^ = "jc7r'^2. A thread 

of about 50° long was separated, and occupied the spaces — 

from 0-0 to 50-9 8, = + 0-9 

„ 60-0 „ 100-4 5,= +0-4 

„ 100-1 „ 150-3 S,= +0-2 

„ 149-8 „ 199-6 84= -0-2, etc. 

In addition, the temperature 0° was found to be at the division 
+ 0-6, and 100° at 99*7 ; therefore 

;7o = + 0-6, p,^ - 0-3 
Therefore — 



"~ n " 2 




— T 1 X 


The table of corrections is therefore — 






Division. 




Correction. 


-0-6 




= -0-6 


50 1-1-0-6-0-9 




= -0-4 


100 2-2 - 0-6 - 0-9 - 0-4 




= +0-3 


150 3-3 - 0-6 - 0-9 - 0-4 - 


0-2 


= +1-2 


200 +1-2 + 1-1 -0-2 




= +2-5, etc. 



The correspondence of the calculated correction for 100 with the 
determination of the boiling-point furnishes a partial proof of the 
accuracy of the calculation. 

Thermometer with Larger Corrections. — ^As will be seen the 
method assumes that the thermometer to be calibrated is not 
very irr^ular in the diameter of the tube. For we have not 
taken into account that Sj, S21 ®te-> ^^ actually not d^rees of 
temperature but scale divisions, nor that many points of the 
scale were either not covered or were covered twice. The 
more inaccurate the thermometer the less would these 
simplifications be justified. 

It will mostly suffice in such a case to proceed thus: Firstly, 
the freezing-point and boiling-point are determined. Then' a 
thread is separated nearly of such a length that, laid n times 
end to end, it would just cover the space from the freezing- 
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point to the boiling-point. It is then observed in such 
positions, beginning with the freezing-point, that each nearly 
adjoins the previous one. The calculation is then just the 
same as before. The corrections given by the table, however, 
are not for the points o, a, 2a, etc., but for the points near 
them at which the ends of the mercury thread were. The 
preparation of a convenient table of corrections is performed 
as before graphically. 

Cdlibration by several Threads. — ^We do not always succeed 
in separating a thread as short as the interval a by which 
we wish to calibrate. We must then use several threads, 
the lengths of which are different multiples of a. By one 
thread ka in length we can compare the capacity of the 
tube the scale-space between and a with that between 
ka and (k+ l)a, and so on, by bringing the thread first be- 
tween and ka, and then between a and (A-hl)a; for the 
volume which is left empty by moving the thread is equal to 
that which is freshly occupied at the other end a. For 
example, a thread of say 40** long can be used to compare 
to 20 with 40 to 60. 

In order, however, to refer all the divisions to a common 
measure more threads must be used of the lengths, e,g, 2a and 
3a, With these the volumes to be compared are all in the 
shortest possible manner referred to one and the same interval 
e.g. to the middle one, and then the table of corrections can be 
calculated out in the manner set forth above. An example 
will make this sufficiently clear. 

Example. — A thermometer is to be calibrated for every 20 
degrees from to 100 by means of two threads of 40"* and 60^ 
long. We take the middle part, that from 40 to 60, as the unit 
volume with which we are to compare the others. The observa- 
tions, therefore, are reduced to those numbers which a thread of 
mercury F, which exactly fills the space from division 40 to division 
60, would have afforded. According to the above given notation, 
therefore (p. 88), 

S, = 

Now, let the column of about 40"^ in two positions occupy the 
spaces from +0*3 to 40-0 and 20*7 to 60*0. The column F 
would therefore have extended from + 0*3 to 20*7 ; therefore, 
8» = + 0-4. 
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In just the same way we reduce the space from 80 to 100 to ^ 
by observations between 40 and 80, 60 and 100. Suppose it has 
been found 

5,= -0-7. 

Now, we take a column 60^ long, place it between and 60 and 
20 and 80. By this we get 60 to 80 in terms of to 20, and, 
since the latter space has already been compared with 40 to 60, 
to F, Let the included spaces be — 

to 60-2, and 20 to 79*6 ; 
therefore to 20 = 60*2 to 79-6. 

But the column F is longer than to 20 by 0*4 ; it would therefore 
have extended from 60*2 to 80 ; 

therefore 84 = - 0*2. 

Finally, in the same manner let observations between 20 and 80 
and between 40 and 100 have given — 

S,= +0-3. 

Further, let the temperature 0** be at + 01, and 100* at 100*8; 
therefore — 

i?o= +0-1, i?i= +0-8. 

The number of spaces compared between and 100 is n=:5. 
From this we calculate (p. 88) — 

+ 0-1 - 0-8 + 0-4 + 0-3 + 0-0 - 0-2 - 0-7 ^ , ^ 

s= = -0-18. 



And the table of corrections is obtained by using the formula. 

Division. Correction. 

-0-10 

20 - 0-10 - 0-18 - 0-4 = - 0-68 

40 -0-68 -0-18 -0-3= - M6 

60 -M6- 0-18 + 0-0= -1-34 

80 -1-34 -0-18 + 0-2= -1-32 

106 - 1 -32 - 0-18 + 0-7 = - 0-80 

The last number is a proof of the correctness of the calculation. 

ThermoTfieter for Calorimeter, — In a thermometer for this use 
it is only the interval from 12° to 25° which has to be dealt 
with. In order to obtain this in a simple manner a thermometer 
has first of all the point 50 determined with a column of 50**, 
then with a column of half and a quarter the length the points 
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25 and 125. A point near 17 is obtained with a column of 
about 33° the length of which is determined by adjusting three 
times between and 100, by measuring with it backwards 
from 50. In this manner 12*5, 17, and 25 are obtained. 
The calorimeter thermometer is then referred to the one thus 
calibrated by comparison. 

For more delicate methods of calibration see v. Oettingen, Tiber 
die correcHon des ThermameierSf Dorpat, 1865 ; Thiesen, Carl, Rep, xv. 
285, 1879 ; Marek, ib, 300. 

Comparison of two Thermometers, — The table of corrections 
for a thermometer may also be deduced by comparison with a 
standard thermometer. The two instruments are placed in a 
vessel, not too small, filled with fluid, and protected as much 
as possible by felt or otherwise from loss of heat. The bulbs 
of the two thermometers should be close to each other in the 
liquid, which should be set in motion by stirring before each 
reading. At high temperatures the comparison may easily, in 
spite of all precautions, be inexact (see also the end of 22). 

Greater certainty is attained by the use of a boiling fluid 
than by a bath of fluid. It is best used in a vessel with an 
inverted condenser, into which the two thermometers are 
introduced. 

Thermometer with Nitrogen, — These are used so that the 
division of the mercury column at high temperatures may be 
avoided. No column can be separated in them. The verification 
is therefore confined to comparison with another thermometer 
of which the corrections are already known, or with an air- 
thermometer (24). The boiling temperatures of fluids with 
high boiling-points may also be used. 

Many standard thermometers have a graduation calibrated, 
but otherwise arbitrary. If the temperatures 0° and 100° are 
at p^ and piy a reading p of the thermometer corresponds to 
100(;>-i?,)/(??i-p,). 

24. — ^AiR Thermometer. 

The use of the air thermometer rests upon the assumption 
that a perfect gas (hydrogen, approximately also dry air) ex- 
pands, at constant pressure, proportionally to the rise of tem- 
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perature. The expansion amounts for each degree to 0'00367 
of the volume at O'* (hydrogen 0*00366). If the volume is 
kept constant the pressure varies in the same proportion. 

The simplest air thermometer (the very convenient form 
given to it by Jolly) depends upon the latter law. A glass 

globe of about 50 c.c. capacity filled with dry 
air, is in communication, by means of a capillary 
tube, with a vertical glass tube I., in which the 
air is confined by mercury. By the raising or 
-" lowering of the surface of the mercury in II., 
which is joined to I. by an indiarubber tube, the 
surface of the mercury in I. can be adjusted to a 
(J J ] mark near the opening of the capillary tube. 

For very high temperatures vessels made of 
porcelain or platinimi are used — air pyrometer. 
First Method, — ^To graduate the instrument, 
the bulb is surrounded with melting ice (22a), 
the mercury is adjusted, and the height of the 
barometer b^ and the height h^ of the mercury in II. above 
that in I. observed. We will call 6^ + ^^^ = ^^, where h^ is 
negative when the surface in II. is the lower. All the heights 
b and h must be reduced to 0° (20). 

If, now, any other temperature t which is to be measured 
be communicated to the air in the bulb, the mercury adjusted 
to the mark, and the heights b and h be observed, calling 
b + h^ff, we have — 



 



y 



Fig. 11. 



t = 



H-m 



0-00367 Hq-SPH 



If the coefficient of cubical expansion of the glass is not 
known for the sort of glass used (26, II.) we may reckon 
3)8 = 0'000025. Up to temperatures of about 60° we may 
calculate it with sufficient accuracy by the more convenient 
formula — 

It is here assumed that the volume of the capillary tube 
up to the mark to which the mercury is adjusted may be com- 
pletely neglected in comparison with that of the bulb. 
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If not, the value of t, given above, must be multiplied by 

, f/ H 1 

1 + • — 



V Hq 1+0-00367^ 



where ^ = the volume of the bulb, z/ that of the connections 
up to the mark, and if = the temperature of the room. 



^' 



The ratio - is found by weighing with mercury. If p be 

the weight of the mercury in the bulb alone, and P the weight 
when the apparatus is filled up to the mark — 

v" p 

The measurement of the boiling-point of water (Table 13b) 
serves to verify the formula for t. 

Proof. — The quantity of air remains constant. If v be the 
capacity of the bulb at 0^ d^ the density of the air for 0^ and 760 
mm., the quantity of air is given, if we call 0*00367 = a, by — ^at the 
first observation — 

760\ l+a/7 
at the second by- 



760 L 1+ai 1+ai'J 



J 

By equating the expressions, dividing by y^, and multiplying both 

sides of the equation by , we get — ' 

or separating t — 

From this we get the first of the expressions given above by putting i 

— = 0. In order to obtain the correction, we write the left-hand 

V 

side of the equation — 
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In the multiplier of the small magnitude - we may neglect the 3)3 J7, 

which occurs in the denominator, in comparison with oHq', and 
finally we get (Formula 8, p. 11)— 

as was to be proved. 

Second Method, — Instead of assuming the coefficients of ex- 
pansion 00 0367 and 3/9, it is better to determine the freezing- 
point and boiling-point of the instrument. If Hq is the pressure 
for 0° and H^ that for t^ the temperature of the boiling water, 
the pressure H corresponds to the temperature 



'H^ - HJL Hq VO 00367 % 1 + 000367^/ J 

Here 003 6 7 and 3^ only occur in correction terms. 

Comparison of Mercury and Air Thermometers, — The air 
thermometer is now generally taken as the standard instru- 
ment Mercury does not expand exactly uniformly compared 
with air. According to Regnault its volume, which between 
0° and 100° increases by 001816 may be expressed at tem- 
perature t of the air thermometer as 

* t;« = Vo{l + 0-0001 79< + 0-000000025?) 

or up to ^= 100 by the expression frequently more convenient 

log vt ^logv^-^- 0-000078^. 

It is unfortunately impossible simply to refer the mercury to 
the air thermometer by these expressions, because the expansion 
of the glass also is not uniform, and is very different according 
to the sort of glass. Almost all mercury thermometers give 
readings rather too high between 0° and 100° if the calibration 

* According to Recknagel and WilUner it is better to use an expression with 
four terms : 

1 +0'0001802.^ + 0*0000000094^>+0'00000000005^^ according to Recknagel. 
l + 0-00018116< + 0-0000000116i«+0-000000000021^ according to Wiillner. 

Bosscha puts log Vt= log Vq+0 '00007 S6L The mean coefficient of expansion of 
mercury between 0° and 100'' is, according to Wiillner and Bosscha, rather greater 
than that used by Regnault, namely =0*0001825. 
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and the freezing and boiling points are correct, or at least the 
corrections of 22 and 23 have been applied. Up to 150° the 
variations remain as a rule smaller than 0°*5 ; up to 250° 
they may amount to 4°; and up to 350° to 10°. 

If the difference of a corrected mercury thermometer from 
an air thermometer at 50"^ be observed as A, the difference B 
for a temperature ^, up to 120°, may, according to Bosscha, be 
calculated to a good approximation by the formula 

In this relation also the Jena glass gives good results. 

According to Wiebe (Zeitsch, fur Instr. Kunde, 1890, p. 
245) the corrections of a mercury thermometer made of Jena 
glass, to the air thermometer are, in hundredths of a degree — 

Temperature -20° 0+20 40 60 80 100 120 
Correction +15 -8-11-10-5 +5 

140 160 180 200 220 240 260 280 300° 
+ 9+10 +6 -4-21 -46 -82-130-190 



25. — Determination of Temperature with a 

Thermo-element. 

In experiments where the great mass or the bulk of 
a mercurial thermometer prevents its use, the electromotive 
force, developed at the point of contact of two metals (bismuth 
— antimony ; iron — german-silver ; platinum — iron ; platinum 
— palladium) by difference of temperature, may often be made 
use of. Two wires of equal length (e.ff. iron and german-silver) 
are soldered together at one end, and at the other to copper 
wires. If the fonner soldering be placed at the point of whic^i 
the temperature is to be measured, and the other two kept at 
a known temperature (say by ice at 0°), an electromotive force 
results. This is measured by connecting the ends of the 
copper wires with a galvanometer and observing the deflection. 

For small differences of temperature (up to about 20°) 
the current strength may be taken as proportional to the 
difference of temperature. It is therefore only necessary to 

H 
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measure the current strength for a known difference once^ in 
order to deduce the temperature from any observation. A 
galvanometer of moderate resistance, reading by a mirror (66), 
should be used. It is well to use only copper connections. 

For greater differences, or when the ordinary thermo- 
multiplier is used, in which the current strength cannot be 
calculated from the deflections, a table is constructed em- 
pirically by observing the deflections for certain known tem- 
peratures. From this a table for use is interpolated either by 
calculation or graphically. 

A convenient form of the thermo-element is the follow- 
ing : — a and h are the iron and gemian-silver wires (for 
use in mercury, iron and platinimi), which are passed 
through a cork into a small glass tube full of alcohol 
or petroleum, within which they are soldered to the 
copper wires, which are brought through the other 
cork. In the alcohol a small thermometer can be 
placed. 

[For the measurement of high temperatures the 
couple platinum and platinum with 10 per cent of 
rhodium as suggested by Le Chatelier is very con- 
venient. The galvanometer recommended is a modi- 
fication of that of D'Arsonval, with a resistance of about 300 
ohms, and the instrument is calibrated by observing the point 
of arrest when the junction is placed in a melted metal of known 
melting-point as it cools down. This point corresponds to the 
melting-point of the metal, and from a number of such points 
a curve may be constiTicted differing very little from a straight 
line above 300*^. The couple may either be placed in a 
peculiarly shaped recess in the cmcible of metal, or may be 
placed in a porcelain tube and plunged into the metal ; see 
Eoberts-Austen, Proc. Eoy, Soc,, xlix. p. 347, 1891 ; Proc, Inst 
Mech. Engineers, 1891, p. 543, and 1893, p. 102 (T?-.)] 



a 



V 

Fig. 12. 



26. — Determination of the Coefficient of Expansion 

BY Heat. 

The linear coefficient of expansion (/8) is the increase of 
unit-length of the body for a rise of temperature of I*' ; the 
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cubic (3^) the increase of unit volume by a rise of temperature 
of 1®. For liquids the expansion is always reckoned by 
volume. 

I. By 'Meamring the Length, 

If the length of a rod = I, and if it increase X in length 

for a rise of f, the coeflBcient of expansion i8 = jT (see also 

the example in 3). The small expansions require delicate 
means of measuring them. If a contact lever be used, and 
the angle a through which it is turned be measured, \=^t sin a, 
where r = the distance of the point of contact from the axis on 
which the arm turns, and where also it is assumed that at one 
of the temperatures the lever arm is perpendicular to the 
direction of the rod. 

The angle is conveniently measured by observing a scale 
reflected in a mirror fixed to the lever. We assume that at 
one of the observations the point at which a perpendicular 
from the mirror falls upon the scale is seen in the telescope, 
and that the distance between the scale and the mirror, ex- 
pressed in scale -divisions as units, = J?. If the motion of 
the image for the change of temperature amount to e scale- 
divisions, a = ^ tan "^e/E. Since when a is small we may put 

2 sin a for tan 2a, we should have in this case X = - • - • 

2 H 

(See also 3, 48, and 49.) 

For large differences of temperature the expansion is no 
longer accurately proportional to the increase of temperature ; 
the length at the temperature t is then taken as 

1 = 1^(1 +I3t + p'fl) 

and the two coefficients fi and ^' determined from at least 
three observations. (See 3.) 

II. By Weighing. 

It is very often needful to obtain an accurate knowledge of the 
coefficient of expansion of glass ; this can be obtained by a pro- 
cess of weighing. A bulb with a drawn-out point is weighed, 
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and filled at two dififerent temperatures with mercury (19). 
To fill the bulb, it is first warmed and the point plunged into 
mercury, of which, as the bulb cools, a quantity is drawn up 
into it. This is repeated until the bulb is completely full ; 
at last, boiling the mercury. The bulb is plunged into warmed 
mercury and left there till it has cooled down to the lower 
temperature t By weighing, the net weight p of the mercury 
is obtained. Then it is warmed to the temperature if, which 
causes a certain quantity of mercury to overflow, and the 
weight p' of the remainder is determined. Then the cubical 
coefficient of expansion is calculated thus — 

ZB = 0-000182^ - ~- . ^^ 
^ p t -t p 

For the proof see next page. 

If the weighings are performed with the bulb filled with 

water free from air at two temperatures t and ^, the same 

formula holds; only we must use instead of 000182 the 

mean coefficient of expansion for water between t and f. 

1 xf — v 
This is obtained from Table 5 as -, — • or from Table 4 



as 



a-/ 



t'-t s 



I 



Since, at high temperatures, the expansion of mercury, 
and still more that of water, far exceeds that of solids, very 
accurate determinations of temperature are necessary. 

The coefficient of expansion may also be obtained from 
the determination of the densities s and s' at the temperatures 
t and ^', viz. 

(13, 2 and 3 for soUds and 13, III.) 

III. JExpansion of Liquids. 

(1.) A glass vessel with drawn-out point or in the form of 
the fig. on p. 45, when entirely filled, contains at the ordinary 
temperature t the weight of liquid p; and at the higher 
temperature t' the weight p\ If 3/8 is the cubical coefficient of 
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expansion of the glass (see above) the mean coefficient of ex- 
pansion of the liquid between t and t' is 

«-S/?^ 4._L- lz£ 

For if V and 1/ denote the volumes of the same quantity of 
liquid at the temperatures t and t' 



v' -V 



a = 



But plainly p'/p = [1 + 3fi{f — t)]v/v\ therefore 

v'/v=plp'-^3l3{t^-t)plp' 

from which the formula easily follows. 

(2.) If a glass weight be weighed in the liquid at two 
different temperatures, and p and p' are the respective losses of 
weight, the formula is the same as under 1. 

(3.) A glass bulb with a narrow divided tube (dilatometer) 
is filled up to the tube and the position of the liquid observed 
at the temperatures t and f. If the observed volumes are v 
and v' the mean coefficient of expansion is 

3/?- + --7 — - 

'^V V t - t 

The bulb is calibrated with mercury and the tube with 
a mercury thread, which is weighed (19 and 19a). It is still 
simpler to examine a fluid of known coefficient in the 
apparatus, and from this to calculate the ratio of the volumes. 

26a. — Melting-Point or Freezing-Point. 

By this name is known that temperature at which the 
solid and liquid portions of the substance can exist together 
(Table 16a). Mixtures of several substances, such as most 
fats, paraffin, or glass have usually no definite melting-point, 
but a temperature interval within which they soften. 

Melting-point of a Body. — The method of making a deter- 
mination varies much according to the nature of the substance, 
especially as to the temperature of the melting-point. For 
instance, a small quantity of the melted substance may be 
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drawn up into a glass tube drawn out to a fine point and 
allowed to solidify. The solid state will mostly be dis- 
tingmshed from the liquid by the drop becoming cloudy. 
The tube is placed along with a thermometer in a beaker 
filled with water, petroleum, paraffin, etc., which can be 
gradually warmed, stirring all the time, and the temperature is 
noted at which the drop becomes clear or movable. The first 
observation only serves for an approximation. Temperatures 
of solidifying are on the whole uncertain, and may be 
considerably lower than the melting-points. 

Larger quantities of a substance are gradually heated along 
with a thermometer. At the point of melting the temperatxire 
remains for some time stationary. 

The determination of high melting-points, for which the 
method given above, as also the use of the mercury ther- 
mometer, is out of the question, is a matter of difficulty. On 
air pyrometer, see p. 94. An approximation may be arrived 
at by means of the resistance of a platinum wire (71, e) or by 
the current from a thermo element of metals with high 
melting-points placed in contact with the substance imder 
investigation, which can be melted on a thread of asbestos. 
A wmdow of mica allows the interior of the furnace to be 
kept in sight. [See also Tr, note on the platinum, platinum- 
rhodium thermo couple, 26.] 

Freezing-point of a Solution, — The solution of a substance 
in any solvent lowers the freezing-point by an amount t, which 
at first is proportional to the quantity of the substance 
dissolved. In the same solvent, further, the lowering of the 
freezing-point is inversely proportional to the molecular weight 
M of the substance dissolved (Eiidorff, Coppet, Eaoult). K 
therefore^ grms. of the substance be dissolved in 1000 grms. 
of the solvent and M be the molecular weight of the substance, 
and therefore fi =p/M the number of so-called gram-molecules 
dissolved in 1000 grms. of solvent, we have according to what 
has been stated above 

where (7 is a constant depending on the solvent, and amounting 
to the following in the cases given. 
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Water 


(7=1-87 


Freezing-point 


Benzol 


5 


,, 


Acetic acid 


3-9 


„ 


Formic acid 


2-8 


„ 



f W-b 



The freezii^-point of the solvent used must of course be 
determined specially since the differences to be measured are 
small . 

The molecular weight may thus be deduced from the 
lowering of the freezing-point But it must be noticed that 
many bodies, especially electrolytes (salte, alkalis, acids) are 
excepted from the law. The actual lowerii^ is in these cases 
greater than that calculated from the formula with the 
chemical molecular weights. This is explained on the 
assumption that such molecules are decomposed, " dissociated," 
in the solution. The excess of observed lowering of freezing- 
point divided by the calculated number would give the 
decomposition or " degree of dissociation " (Arrhenius). 

The freezing-point is measured by gradually cooling the 
solution with constant stirring, a delicate ther- 
mometer being immersed in it. The tempera- 
ture usually at first sinks some degrees below 
the freezing-point without solidification taking 
place ; when the separation begins the tempera- 
ture rises suddenly to the freezing-point, which 
is then read off. 

Beckmann's arrangement here figured facili- 
tates this difficult measurement. An inner 
cylinder contains the solution (which is poured 
in through a side tube), a stirrer and the 
thermometer. From the column of mercury of 
this thermometer suitable portions can be 
detached accordii^ to the freezing-point of the 
solvent used. The lowering is of course 
reckoned from the position of the column of 
mercury in the freezing pure solvent. The 
substance to be dissolved is introduced by the 
side tube. This cylinder is iixed in a some- 
what wider one, leaving an air space by which to separate 
the solution and the freezing mixture, which is placed in a 
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wider jar surrounding the whole. The temperature of the 
freezing mixture should not be too much below the freezing- 
point of the solution (S"*), since otherwise this would appear 
too low. 

(Of, Beckmann, ZeitscL/iir Phydk. Chem, ii. pp. 638, 715, 
1888.) 

27. BOILING-POINT OF A FLUID. 

The boiling-point is the temperature of the vapour which 
rises from a fluid boiling under the pressure of 760 mm. of 
mercury at 0° (20). The direct readings of the thermometer 
require two corrections. 

(A.) A part of the column of mercury is usually out of 
the vapour. For this correction, see 22, E. 

(B.) The boiling-point must be reduced to 760 mm. (20) 
from the actual height of the barometer 6 at the time of 
observation. It is indeed only very rarely that the rise of 
the boiling-point in proportion to the increase of pressure is 
known, which would be necessary to the accurate correction. 
But since the boiling-points of most fluids which have been 
investigated vary according to nearly the same law in the 
neighbourhood of 760 mm. — on an average, that is, this 
temperature increases by 0*0375, or ^ of a degree, for 1 mm. 
increase of pressure — a probable correction may be applied by 
adding to the observed temperature 

0-0376 (760 -J) 

If the boiling-point of a solution be determined under 
height of barometer h (using an inverted condenser to prevent 
an alteration of the concentration), and if the vapour tension 
e of the solvent (Tables 13, 14) be known for the temperature 
at which the solution boils, the alteration € of the tension pro- 
duced by the dissolved substance is 

(see 27a),. 

The thermometer should only be immersed in the vapour of the 
fluid, except in the case of solutions, when it must be immersed in 
the fluid. In this case it is advisable, in order to avoid overheating, 
to surround the bulb with asbestos (Beckmann). Regular boiling 
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is ensured by pieces of platinum foil in the liquid, but only for a 
time ; a platinum wire melted into the bottom of the flask is more 
effectual (Beckmann, Zeilsch.f, Phys, Chem. iv. p. 532, 1889). 

[Where pumice stone can be used, a little, rather coarsely 
powdered, is very effectual in producing regularity in the boiling 
(Tr.)] 

27a. — Vapoub Tension. 

The vapour tension of a body is given by the height of 
the column of mercury (strictly speaking reduced to 0° ; see 
20, 1) which balances the tension. 

A Torricellian vacuum is prepared by almost filling with 
dry mercury (19) a glass tube of about a meter long and 10 
mm. wide, sealed at one end, sweeping out the air which 
adheres to the glass by a large air bubble run up and down 
the tube, or more completely by boiling, and then inverting 
the tube thus completely filled and closed by the finger into 
mercury. The height IT of the column of mercury is read off 
on a mm. scale behind the tube, or engraved on it, or with a 
cathetometer (18a). This must be nearly the height of the 
barometer at the time. Into the vacuum is introduced the 
substance, free from air, by a s yrin ge in the case of a fluid, 
inclining the tube till the mercury completely fills it in the 
case of very volatile substances, otherwise the tube may easily 
be broken. It is more convenient and safer if the tube has 
at the upper end a narrow neck, widening out again into a 
small funnel, with a stopper ground into the neck. The 
stopper may very well be a thermometer, and is made air- 
tight by pouring a little mercury into the funnel on to the 
joint On this the fluid to be investigated is poured, the 
stopper cautiously lifted until the mercury and a portion of the 
fluid have entered, and then again a little mercury poured in. 

The height J? ' of the column of mercury is again read. 
jff— -ff' is the vapour tension of the substance. 

If any alteration of the height of the barometer has taken 
place the same alteration must be made in ff. If the excess 
of fluid above the mercury has the height A, we must add 
A.«/13'6 to -ff' where s is the specific gravity of the fluid. 
At higher temperatures the vapour of the mercury itself has 
a sensible tension, which may be found from Table 14, and 



I 

pressure 
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must be added to H'. The readings are all made at the top 
of the mercury meniscus. Since the surface tension of the 
mercury is altered by the drop of fluid, and as this in like 
manner possesses a surface tension, accurate measurements 
require a wide tube (15 to 20 mm. See 20, 3). 

The smaller the " vacuum " the greater are the errors 
arising from any residue of air. The stopper may in case of 
need be rendered air-tight by means of some lubricating 
material which is not acted upon by the fluid, e.g. tallow or 
vaseline. Before reading ofif, a fresh portion of the fluid 
should be brought to the surface by inclining the tube or 
plunging it deeper into the mercury vessel. 

Fluids with high vapour tensions may be examined in the 
closed limb of a vertical siphon tube. The vapour tension is 
in this case equal to the atmospheric pressure db the difference 
in height of the columns of mercury in the two limbs of the 
tube. If the observation is made at higher temperatures the 
height of the mercury must be corrected for this. 

The boiling-point of a fluid (27) is that temperature at 
which the tension of the vapour is equal to the atmospheric 



Vapour Tension of Solutions (Babo, WiQlner, Baoult). — If 
a not volatile substance, e.g, a salt, is dissolved in a fluid 
which by itself has the vapour tension e, the tension will be 
diminished by the quantity e = c . fijQi + f/) where fi and /a' 
signify the gram-molecules in a volume of the solution of 
dissolved substance and solvent respectively. That is to say, 
if the solution contains the quantity p of the substance and jt/ 
of the solvent, and the corresponding molecular weights are 
-Wand M\ we have fi=p/M and f/=:^p'/M^. The lowering 
of the vapour tension can therefore be used for the deter- 
mination of molecular weights according to the following 
rule: — Let p parts by weight of a substance be dissolved 
in jp' parts of a fluid, let the vapour tension of the fluid 
be e (Table 13, 14), and that of the solution be smaller 
by the amount e. Then the molecular weights are in the 
proportion 

M _^p e-€ 

M'"p'' ~r 
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For concentrated solutions variations arise, and for electrolytes 
the remarks on p. 103 hold good. 

Method by Boiling, — The alteration of the vapour tension 
of a solution can be determined as follows : — A short siphon 
barometer tube of at least 10 mm. diameter (and better 15 
mm.) is filled with mercury, a sufficient quantity of the 
solution is introduced into the tube, and the whole hung in a 
chamber heated to the boiling-point of the solvent by a rapid 
current of its vapour. The difference of level of the mercury 
in the two limbs of the tube gives the alteration of the vapour 
tension of the solution. For corrections, see p. 105. 

, Example, — A solution of j? = 20 grms. of cane sugar, in 2?' = 100 
grms. of water. The difference of level of the mercury amounted 
to 7*5 mm., and in the closed tube a column 11 mm-, high of the 
sugar solution stood over the mercury. The sp. gr. of the 17 per 
cent solution at 100° being taken as 1, there must be added to the 
7-5 mm. 11/13-4 = 0-8 mm.; € therefore is 8-3. The height of the 
barometer e was 747 mm., therefore 

^^^ ^^^p' -r - ^® 100 ■~8-3"~ - ^^^• 

Actually ^'12^22^11 = ^^2. 

On the observation of lowering of vapour tensions, Beckmanu, 
Zeitsch.fur Phys, Chemie, iv. p. 532, 1889. 



28. — Determination of the Humidity of the Air 

(Hygrometry). 

The magnitudes to be here determined are — 



(1.) The density of the vapour of water in the air — i.e. 
the weight in grams of the water contained in 1 c.c of 
air. Since this number is very small, it is usual to multiply 
it by 1000000, by which we obtain the weight of the water 
in 1 cubic meter of air, expressed in grams. This is called 
in meteorology the absolute humidity of the air. We shall in 
the rest of this article call it / 

(2.) The relative humidity, degree of saturation, or the 
ratio of the amount of water actually existing in the air, to 
the amoimt which would saturate it. This quantity is 
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obtained from the absolute humidity / and the temperature of 
the air, for which latter the maximum amount of vapour /q is 
taken from Table 13, by calculating it a8//^. 

(3.) The tension e of the water vapour in the air, measured 
in mm, of mercury, which depends on the absolute humidity /, 
and the temperature t, according to the formula — 

e = 0-943 (1 + 0-003670./, 
or /= 1-060. 



1 + 000367< 



so that the determination of t, and either e or/, suffices for 
the calculation of all the quantities, (e and / have nearly the 
same numerical value.) 

For the vapour density of water is 0*623 ; therefore 1 cubic 
centimeter of water vapour of the tension e, at the temperature t, 
weighs, since it follows, at ordinary temperatures, Mariotte's and 
Gay-Lussac's law (16), 

1293 e _ I'OeOg 

1 + 0-00367/ ' 760 " 1 + 0-00367/ ^™" 

It is convenient to remember that e in mm. and / in grams 
per cubic meter are, for temperatures from 6° to 30**, when the 
air is saturated nearly equal to the temperature expressed in 
centigrade degrees. 

I. Dew-point HygroTiieter (Daniell, Eegnault). — With these 
instruments the dew-point — i.e, the temperature t, at which 
the air is saturated with vapour — is determined directly. In 
Table 1 3 we then find the corresponding quantity of vapour / 
in a cubic meter of air, or the density multiplied by 1000000, 
and also the tension e of the vapour saturated at t ; and this 
is, without any further calculation, the actual tension in the 
atmosphere. The density needs a correction, because the air 
in the neighbourhood of the instrument is cooled, and there- 
fore made denser. The contained water as taken from the 
table for t is therefore too great, and must, since the vapour 
expands practically like a permanent gas, be multiplied by 

1 + 0-00367. T 273 + T , . • -^ 4.1. ^ 
r:^ — = —- , where t signifies the temperature 

1 + 0-00367.^ 273 + ^ ^ ^ 

of the air. 
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The instrument is so arranged that the polished surface 
reflects to the eye either the light of the 'sky or a flame. The 
temperature of the polished surface is then made to sink by 
the evaporation of ether until a dimness, due to the water con- 
densed on the metal, makes its appearance. Then the evapora- 
tion of the ether is interrupted, the temperature rises, and the 
reading is taken at which the deposit begins to disappear. After 
some preliminary trials it is easy to bring the temperatures of 
the appearance and disappearance of the dew within a small 
fraction of a degree of each other. The mean of the two is 
then the dew-point t of the air. If such a regulation of the 
flow of water from the aspirator of Eegnault's hygrometer can 
be arranged that the deposit of dew sometimes appears and 
sometimes disappears, the temperature as read ofif is the dew- 
point without any further trouble. Care should be taken that 
the moisture arising from the body, breath, etc., is kept as far 
as possible from the surface on which the dew is to be formed. 

II. Aitguste's Psychrometer [in England usually called 
Leslie's], — ^The humidity of the air is determined from the 
rapidity with which water evaporates in the air, which 
rapidity, again, is measured by the cooUng of a thermometer 
the bulb of which is kept wet. 

If then 

t = the temperature of the air (dry bulb reading) ; 

f = the wet bulb reading ; 

e = the maximum tension of water vapour at the temperature t\ 

as taken from Table 13 ; 
b = the height of the barometer in mm. ; 

the actual tension of the vapour e is obtained by the for- 
mula — 

e = «' - 0-00080 . 6 . (< - f ) 

Or when t' is below freezing-point e = c' — 0'00069 . & . (^ — 0- 
From e the absolute humidity / may be calculated by the 
formula on the previous page. 

The above constants are for observations in the open 
air in moderate motion. In still air a larger number must 
be used ; that for a small closed room may be as much as 



110 PHYSICAL MEASUREMENTS 

0*0012. Observations in a room are best arranged to fulfil the 
conditions of the constant 0*00080 by moving the thermometer 
about (swinging like a pendulum). 

On account of the many sources of error to which this 
method of determining e is subject, it is quite sufficient to 
use for h a mean height of the barometer. If we take 
6 = 750, e = e' — 0-6 (< - 1'), or, under freezing-point, 0-52 {t - 1'). 
The value of / may be approximately found by the formula 
/=/-.0-64 (t-i), taking from Table 13 the value of/ 
corresponding to t\ If psychrometer determinations be made, 
in a moderately large, closed room, the tension c will be 
found with sufficient accuracy as e = e' — 0*8 (< — t'). 

Example, — It has been found that ^=19''-50, r=13'^-4:2, the 
height of the barometer 6 = 739 mm. We find in Table 13 for t\ 
e'= 11-44 mm. From this we must take 0*00080 x 739 x 6*08 
= 3'59 mm.; therefore the tension of the water vapours = 7*85 
mm. From this the water contained in 1 cubic meter at the 
temperature 19°'5 is found, according to p. 108, to be — 

1-060. 7 -85 ^ g 



1 + 0-00367 . 19-5 cb,m. 

The relative humidity is 7-8/16-7 = 047. 

T. , , r 1 / 0-480?> it-t') , ^ ^ ^ 
Regnault s accurate formula e-e - ^ - (or below freezing- 
point 689 instead of 610) gives practically the same results, except 
at very high temperatures, as our expression. 

III. Absorption Hygrometei\ — The water contained in 1 
cubic meter of air may be obtained directly by drawing a 
measured quantity of air through a tube filled with calcium 
chloride, concentrated sulphuric acid on pumice, or anhydrous 
phosphoric acid, by means of an aspirator, and determining 
the increase of weight due to the absorption of the water. 

IV. Hygroscopic Bodies. — The form (curvature, length, twist) 
of a hygroscopic body depends on the moisture of the air. 
The scale which generally gives the relative humidity in 
percentages must be graduated empirically. From time to 
time the saturation point of the instniment must be verified 
in a chamber completely saturated with vapour of water. 
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29. — Determination of Specific Heat. Method by 
Mixture. Water Calorimeter. 

Unit of Heat or Calorie. — This is usually taken as the 
quantity of heat which warms unit mass (1 grm. or 1 kilo. ; 
gram or kilogram-calorie) of water by 1°. But this quantity 
itself depends upon the temperature. For a long time the 
heating of water from 0° to 1° has been taken as the standard 
according to the procedure of Regnault in his pioneer work 
on the subject. If now, as is usual, measurements are made 
with water at the temperature of the room, the numbers found 
must be reduced to the capacity for heat of water between 
0° and 1°. But the ratio deduced by Eegnault for this 
purpose has been made quite doubtful through later ex- 
periments. 

Other propositions have therefore been made and partly 
carried out, and there are used at present — 

(1.) The water calorie from 0° to 1°. 

(2.) The method of mixture compares the capacity for heat 
of the object with that of water at the temperature of the 
room. From this point of view the water calorie from 1 5° to 
16° or thereabouts is taken. 

(3.) In that method which is the most accurate of those at 
present employed, that namely by melting ice, it is convenient 
to make the comparison with water from 0° to 100°. Under 
the name " Mean Calorie " the one-hundredth part of this 
quantity of heat referred to the unit of mass of water is 
preferred by authorities in this field of investigation. 

(4.) A further step can be taken by abandoning the 
heating of water and introducing as the standard the quantity 
of heat required to melt the imit of mass of ice under the 
term of Ice-calorie. This is =79*9 mean calories. 

(5.) The use of the ice - calorimeter is freed from all 
assumptions, if as unit of heat a quantity be taken such that 
by using it to melt ice 1 grm. of mercury at 0° will enter the 
calorimeter on account of the diminution of volume of the 
water. This calorie contains 64*8 mean water-gram-calories 

(31). 

(6.) From the scientific standpoint that amount of heat * 
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should be taken as the unit which is equivalent to the unit of 
work. The unit of work is that which at a plax^e where the 
acceleration by gravity = 1 cmjsec^ would raise 1 gram through 
1 cm. The absolute mechanical calorie would be nearly equal 
^ ^^^ 42260000 P^^^ ^^ ^^® mean water-gram-calorie (see 
Appendix 7). 

Of these calories 1, 2, and 3 are the practical ones. Un- 
fortunately at the present time nothing certain can be said as 
to their relation to each other. From the specific heat of 
water for various temperatures given below * referred to that 
at 0° as unit, we should conclude that the specific heat of 
water slightly decreases from 0° to 20° then gradually rises up 
to 100°. Accordingly we may provisionally assume the water- 
calorie at 0° (No. 1) and the water-calorie at the temperature 
of the room (No. 2) as nearly equal ; if any distinction is to 
be made the latter would perhaps be ^ per cent smaller. The 
mean water-calorie (0° to 100°) is apparently larger perhaps 
by 1 per cent. 

The specific heat, c, of a body is the amount of heat or 
number of calories which heats the unit of mass (grm. or kilo, 
according to the definition of the calorie) by 1°. Since the 
capacity for heat of the body is not quite constant, but usually 
increases more or less with the temperature, it must be stated 
for what temperature the number given is true. By the 
method of mixture what is usually measured is the amount of 
heat given off between 100° and 20°, therefore c will be the 



* The following are the results given by eight observers. The observations 
of Baumgartner and Mlinchhausen have been calculated by Pfaundler and Wiillner. 
From Regnault*s observations Bosscha has deduced the altered numbers. 
Dieterici's tables depend on Rowland's determinations of the mechanical equiva- 
lent of heat We have no detailed account of Bartoli and Stracciati's observa- 
tions. The specific heat of water is given as — 



Observer 


AtO' 


10* 


20' 


SO* 


40' 


00' 


80* 


100' 




Regnault 


1-0000 


1-0005 


1*0012 


1-0020 


1*008 


1-006 


1*009 


1*013 


Pogg. Ann. Ixxix. 254 


Bosscha 


1*0000 


1*002-2 


1*0044 


l-006rt 


1*009 


1-018 


1-018 


1*0*22 


M „ Jub. 649 


Baumgartner < 1*0000 


1-0031 


1-0062 


1-0092 




• • 


• • 


1*031 


Wied. Ann, \iii, 652 


Henrichsen . 1*0000 


1*0036 


1-0079 


1*0131 


1*019 


1*033 


1*051 


1*072 


„ „ vill. 91 


Miinchhausen (1*0000) 


. , 


1*0085 


1*0127 


1*017 


1-0-25 


• • 




«, „ X. 289 


Velten . . 


i-oooo 


0-9S76 


0-9794 


0*9746 


0-973 


0*975 


0*980 


0*985 


,. „ xxi. 47 


Dietericl . . 


1-0000 


0-9943 


0-9893 


0*9872 


0-993 


1*006 


1*018 


1*031 


M ,, xxxiii. 441 


Bartoli and ) 
Stracciati ) 

* 
• 


1-0000 


0i>949 


0-9929 


0*9953 


 R 


• • 


• • 


•  


Beibl. 1891, 762 
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mean specific heat between 20° and 100°, which will be 
approximately that at 60°. 

The product of the specific heat and the atomic (or mole- 
cular) weight of a body is called ita atomic (or molecular) heat. 
The atomic heat of the aoHd elements is about 6-3, with con- 
aiderable divergence in some cases, for example, of C, B, and SL 

/. Solids. 

The body to be examined is we^hed, heated to a measured 
temperature T, and placed in a weighed quantity of water of 
temperature t. Let t be the common final temperature of 
body and water. 

Then if 

M be the weight of the body, 

m the weight of the water increased by the water equivalent of 
the rest of the calorimeter (see below), 
the BpecifielieatC of the body between rand fiagiven by the formula 



For m(j - () is the amount of heat which the water receivea ; 
CM(T-t) that which is given up by the body, and these quantities 
are identical 

The heating of the body is performed in a vessel heated 
from the outside by boiling water or by the steam from boiling 
water aad carefully pro- 
tected from currents of 
air through it (Renault, 
Neumann, Pfaundler) and 
must be continued until 
the thermometer in the 
enclosure is stationary. 
During the observation in 
the calorimeter the water 
is kept in motion with a 
small stirrer. It is ad- '* ^*' 

vantf^eous to keep the calorimeter covered, since evaporation 
would cause an error. 

If water cannot he used some other fluid {e.g. turpentine. 
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aniline, toluol) of known specific heat (Table 16) must be 
taken, and the weight of the fluid used multiplied by this 
number. 

Water Equivalent. — It must be noticed that the walls of 
the vessel and the thermometer participate in the warming. 
The vessel is made of thin sheet metal {e,g. brass or thin silver). 
If 7 be the specific heat of the metal employed (Table 16), /i 
the weight of the vessel, the quantity of heat necessary to heat 
it from ^ to T will be /A7 (t — t). The quantity of heat /L17, 
which raises the temperature of a body 1°, is called its vxUer 
equivalent The equivalent weight of the thermometer must 
be determined by experiment. For this purpose it is heated, 
say by plunging it into heated mercury or over a flame, about 
30°, and then quickly transferred to a weighed quantity of 
water, and the rise of temperature produced is observed. This 
multiplied by the mass of the water, divided by the loss of 
temperature of the heated thermometer, gives its equivalent 
weight. 

It will often be sufficient to calculate the water equivalent 
of the thermometer from the volume v cc. of the immersed 
part of the thermometer as 4 6 t? (Pfaundler). 1 c.a of mer- 
cury has the water equivalent (Tables 1 and 16) 13"6 x 0*034 
= 0*46 and 1 cc. of glass has by chance nearly the same, viz. 
2*5 X 0'19 = 0*47. We may determine v by plunging the 
thermometer into a calibrated tube. 

For 7/1 in the above formula must be put the sum of the 
water equivalents of the solid parts of the calorimeter thus 
detennined once for all, added to the net weight of the water 
used for filling the instrument. 

Loss of Heat. — The vessel for the water is constructed of 
thin polished metal to diminish the radiation, and is placed 
on a badly conducting support (3 corks or crossed silk 
threads). The unavoidable interchange of heat between the 
calorimeter and its surroundings is, according to Rumford, 
eliminated by making the initial temperature t of the calori- 
meter about as much below that of the room as the final 
temperature t is to be above it. For this purpose the rise of 
temperature which may be expected is approximately deter- 
mined by a preliminary experiment, or where the specific 
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heat is to some degree known it may be calculated. In 
order, in addition, that this device may at least approximately 
suffice, the rise of temperature in the calorimeter should not 
exceed a moderate quantity (5° or at most 8*"). The time 
also, which is necessary for the transference of the heat from 
the body to the water should be small, on which accoimt the 
substance, especially if it is a bad conductor, is used in small 
pieces, which are either placed in a little basket of wire 
gauze or threaded on a wire. The water equivalent of the 
basket is included in the calculations in a manner easily 
seen. 

A method more free from objection is the following : — Let 
the initial temperature t of the calorimeter be so low that the 
final temperature r still remains a little below that of the 
surroundings. Thus, therefore, the observation is always made 
with a rising thermometer which is more reliable. A further 
advantage arises from the fact that the observation of the 
final temperature t can be longer continued until the observer 
is sure that no more excess of heat remains in the body. 
The whole procedure is then as follows : — 

The thermometer is observed say every minute for from 
5 to 10 minutes before the heated body is introduced, and the 
rise of temperature per minute and the excess of temperature 
of the surroundings thus determined. The body is put in 
at a noted time and the rising temperature now observed 
every 20 seconds. From this the temperature correction 
is easily calculated (see the example below). During the 
whole time the water is regularly stirred. 

If the calorimeter is open, some heat is lost by evaporation, and 
in such a case the process is completed by an observation of the 
course of the temperature after the heating. For detailed direc- 
tions as to the improvement of the results by avoiding loss of heat 
see e,g, Miiller-Pfaundler, Physik ii. p. 297; Wiillner, Exp. Physik, 
iii. 4th ed. p. 438. 

Example,— {I, ) Water equivalent of the vessel and stirrer. — 
Both parts were made of brass and weighed together, /a = 1 9 grams 
The specific heat of brass is y = 0*094 ; the equivalent therefore is 
fiy.^19 X 0-094 = 1-8 g. 

(2.) Equivalent of the thermometer. — The thermometer was 
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warmed to ^5°, and plunged into a small vessel containing 20 grams 

of water of the temperature of 16^^*25. The temperature then 

rose to 17° '10. The equivalent of the thermometer therefore 

amounts to — 

^^ 17-10 -16-25 ^^ 
20 • —rz — z-=-z — = 0-6 grm. 
45-17-1 r 

(3.) The body weighed JItf = 48-3 grams. 
The water weighed 74*0 g. ; 

therefore m = 74-0 + 1 -8 + 06 = 76-4 „ 

The temperature of the hot body 7= 99''-7 

The initial temperature of the water t= 12^05 

The final temperature t = 17***46 

Hence we find the specific heat — 



>9 



^ 76-4 17-46 -1205 „ ,^,, 
^°48^- 99-7 - 1746 'Q-^Q^^ 

(4.) Correction on account of interchange of heat — 
The temperature of the surroundings = 18°'0. 

Times 25 m. 26 m. 27 m. 28 m. 29 m. 30 ul 

Thermometer 1154 11-65 11 75 11*88 11-96 12-05 

At 30 min. the hot body was introduced and the following 
readings were then obtained :— 

Times 30m. 20s, 4jOs. 31m. 20s, 40s. 32m. 20s. Jfis, 33m. 
Thermr. 12-05 147 159 168 172 173 17*4 17-44 17-45 17-46 

In the first set of observations the mean temperature 11"" -8 was 
6° '2 below the temperature of the surroundings. On this account 
the thermometer rose in 5 min. 12-05 - 11*54 = 0-51. Con- 
sequently the gain of temperature per degree of excess in 1 
minute = 0-5/(5 x 6-2) = 0°0164. 

Therefore in th& 1st 2nd 3rd minute 

the mean temperature =14-9 172 17-4 

was below that of the 

surroundings 0= 31 0-8 06 

The rise of tempera- 
ture = 00164.0= 0-051 0013 0-010 altogether 

0°-07. 

The observed t= 17-46 must therefore be corrected by - 0-07 
and gives the truer =17-39, and from the previous formula the 
true (7=0-1027. 
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II. Liquids. 

(1.) The specific heat of a liquid may be determined exactly 
as above described, if it be enclosed in a vessel, heated in it, and 
with it plunged into a water-calorimeter. The water equiva- 
lent of the vessel is brought into the calculation quite simply. 

(2.) K a sufficient quantity of the fluid is available the 
calorimeter is filled with it, and a weighed body of known 
specific heat is heated and plunged into it as above described. 
The body must be a good conductor, — ^for instance, a wire 
basket with fragments of glass or copper. 

If M, T, C be the weighty temperature, and specific heat of the 
heated body ; 

t = the initial temperature of the fluid ; 
r = the final teI^perature ; 
m = the weight of the fluid ; 
w = the equivalent of the solid parts of the calorimeter ; 

the mean specific heat between t and t of the fluid is — 

^M T-r w 

c = C— • 7-- 

m r — t m 

It is convenient to use as the heated body a glass globe con- 
taining about 180 grams of mercury, and provided with a narrow 
tube marked in two places corresponding with temperatures of 
about 80** and 25^ This is heated in a mercury-bath, or 
cautiously over a flame, until the mercury in the apparatus is 
above the higher mark. It is then allowed to cool, and at the 
moment when the mark is reached is plunged into the liquid. 
The liquid is kept stirred, and when the mercury reaches the 
lower mark the globe is removed and the temperature again 
observed (Andrews ; Pfaundler). 

Let m, w, t, T have the same signiflcation as before ; and if 
a parallel experiment performed with the same heated body, 
and with a quantity m/ of water in the same vessel, gave the 
initial and final temperatures tf and /, we have at once 



= — I (m +tD) 7-t(7 I 

mL T-t J 



^^^ {om + tr)(T - = K + «^)(^' - 
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29a. — Specific Heat. Galvanic Method (Pfaundler). 

Two fluids contained in similar vessels are warmed by 
the same current of electricity (63) which traverses the same 
resistance of platinum wire, or, better, one of an alloy of 
platinum and silver in each fluid. The two quantities are 
suitably so chosen that the rise of temperature to be expected 
is about the same in each case. The initial temperature is 
then made as much below the temperature of the room as the 
final temperature will be above it. By this means the loss 
of heat during the experiment and the alteration of the 
resistance of the wire by temperature are in some d^ree 
eliminated. 

The quantity m of the fluid tc^ether with the water 
equivalent w of its vessel and thermometer is heated from 
^ to T ; the other quantity m', with the water equivalent ti/ of 
its vessel and thermometer from ^ to •/. 

Then 

cm + w _t' -f 
c'm' •¥%(/ r-t 

If the fluid wf is water, we have 

1 n , ,sT-r T 

c = — I (m + w) 7 - w I 

m L T-t J 

Possible irregularities in the relative conditions are most 
simply eliminated by reversal of the fluids and taking the 
mean of the two results found. 

Errors may arise from possible differences in the tempera- 
tures, and therefore the resistances, of the wires, produced by 
unequally rapid cooling, and from the possibility that part of 
the current may be conducted through the fluid instead of 
through the wire. Pure water conducts very badly ; a leaking 
of the current need not be feared if the tension in the wire is 
under 2 volts (63, I.) The resistance should not be made too 
great. In fluids which conduct the current, glass spirals filled 
with mercury may be used. The ratio of the resistances JR/H! 
of the two wires may be obtained during the experiment by 
shunting a portion of the current (71, III. and 71a), or by 
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arranging the wires as arms of a Wheatstone's bridge (71b). 
(t' — 0/(t "" Hiust then be multiplied by RjB!. 

(See Miiller-Pfaundler, Lehrhuck der Physik.^ 8th ed. ii. 2, p. 311.) 

30. — Specific Heat. Method by Cooling. 
(Dulong and Petit.) 

Here the times are compared in which heated bodies, which 
cool under the same conditions, experience the same fall of 
temperature. The process only furnishes useful results in the 
case of liquids or solids of good conducting power. 

A small vessel of thin polished metal, in which a thermo- 
meter is placed, is filled with the substance. Solid bodies may 
be powdered and tightly rammed down. It is then warmed 
with the substance in it, and introduced into a metal receiver, 
which can be exhausted of air, and the temperature and the 
time are observed. The receiver ia kept at a constant tempera- 
ture by surrounding it with a large quantity of water or with 
melting ice. 

For quantities of liquids not too small the rate of cooling 
in the air in one and the same closed metallic vessel may be 
observed. 

Let there be two sets of observations with the vessel filled 
with two diflferent substances. We will call 

m and M the quantities used to fill the vessel ; 

w the water equivalent of the vessel and thermometer 

(p. 114); 
z and Z the times during which the bodies cool from the 

same initial to the same final temperature ; 
c and C the two specific heats ; 
then — 



^^L^^^^^-*'] 



For the times necessary to the same amount of cooling are pro- 
portional to the quantities of heat given off — ue. 

z _ mc + w 
Z'MCTw 
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If, therefore, we know C ; e.g, by using water, C= 1, we can 
from this find c. 

Errors of observation have the least influence when the 
excess of the first temperature over that of the surroundings 
is two to three times that of the second. 

If the temperature of the surrounding walls of the receiver 
be not the same at the two experiments, the temperature of 
the substance must be taken as the excess over that of the 
receiver. 

Some time must be allowed to elapse after warming the 
body before commencing to observe. It will always be best 
to make a set of observations by noticing the temperature say 
every 30 seconds. Then a curve is constructed from these 
observations by putting the times as abscissae, the temperature 
as ordinates, and from the curves are taken the times which 
correspond to equal initial and final temperatures (or excess of 
temperature over that of the surrounding bodies). Thus we 
can, from one pair of observations, obtain a large number of 
determinations, of which the mean is afterwards taken (see 
also 3, III.) 

The two experiments may also be performed at the same 
time in two vessels as nearly similar as possible. The ex- 
periment is repeated with the fluids changed and the mean of 
the times taken for each fluid. By this means any want of 
similarity in the vessels is eliminated. 

31. — Specific Heat. Ice-Calommeter. 

Old Method (Lavoisier and Laplace). — ^The body, of weight 
m, heated to the temperature ^°, is placed in dry ice at 0°. 
If, by this means, the quantity M of ice be melted, the specific 
heat of the body is measured in mean water calories, p. 111. 

^ilf 79-9 
'~ m t 

The unit-weight of ice at 0° requires 79*9 calories to become 
converted into water at O*'. 

The access of heat to the ice-calorimeter from the outside 
is avoided by surrounding it on all sides with melting ice. 
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In order to determine the quantity of ice melted by 
weighing, or taking the volume of the water, with anything 
approaching to accuracy, we must, on account of the adhesion 
of the water to the ice, use a lar^e quantity of the body. 

For approximate determination, we may employ a piece of 
ice with a smooth surface, with a hollow in which the heated 
body is placed. During cooling, this is enclosed with a smooth 
cover of ice. Afterwards the melted water is absorbed with 
a cold bit of sponge and weighed in it (Black). 

Bmuen'B Ice- Calorimeter {Pogg. Ann. vol. cxli. p. 1 ; 
[PhU. Mag. 1871]). — In this form of instrument the quantity 
of ice melted is determined by the diminution of volume 
which is experienced when water passes from the solid to 
the liquid state. If a mixture of ice and water contract 
V ac., whilst a body of the mass of to g. cools fixim C to 0°, 
the specific heat of the body is — 

_ V 881 
m t 

1 g. of ice has, according to Bunaen, the volume 10908 c^i^., 
whilst 1 g. of water at 0° has the volume TOOOl c.e. By 
melting 1 g. of ice, which re- 
quires 79 '9 units of heat, there — 
occurs therefore the diminution 
of volume of 0-0907 cc The unit c 

tore diminiehes the volume = 

Bunsen's calorimeter consists c 
a J c, made of glass, sealed toge 
blowpipe ; rf is an iron piece ct 
h c and d are filled up to the 
with boiled mercury. Above tl 
in 6 water freed from air by boilii 
the ice is formed by a freezing mi 
in a. 

When in use the instrument, 

in a holder, is surrounded with n. ^ 

or pure ice, and the calibrated scale-tube a 

pressed through a long cork fixed in d until the mercury 

stands sufficiently far along the divisions. "When the vessel 
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a has been filled up to a with water or some other fluid 
which does not dissolve the body to be experimented on, 
this latter is heated, and let fall into a, which contains a 
little of some soft substance to prevent breakage, and a 
cork is then inserted. The mercury in 8 sinks, and finally 
becomes stationary. If the movement of the mercury amount 
to e scale-divisions, and if the volume of 1 division be A, 
v = Ae. 

Calibration of the Tube. — We get A by determining the 
weight, II grams, of a thread of mercury which occupied n 
divisions. If t be the temperature at the time when this 
measurement is made — 

M1+000018T) 
"*~ 13-596n c.c.(19) 

If now in the equation for c, Ae is substituted for v and for 
13-596/881 we write 0'01544, the value in heat unite 
(gmL-calories) JC of 1 scale-division is— 

K= ft 1-^Q000;8- and then simply c = KeM 

Empirical determination of K. — A light glass bulb (0*5 to 
1 cc) is filled, leaving a little space for expansion, with water, 
weighted with some platinum, heated to the temperature t 
(p. 113) and introduced into a. If t^ is the sum of the water 
equivalents, e' the scale movement produced, then 

K = wtle' 

Method by iveighing, — Instead of reading off the thread of 
mercury in the tube, this suitably bent and quite full is 
plunged into a vessel containing mercury and the conount 
of the metal sucked up on the introduction of the warm 
body determined by the difference of the weights of the 
vessel. 0*01544 grm. of mercury corresponds to the gram- 
calorie. 

Slight impurities of tlie snow or ice with which the 
calorimeter is surrounded are sufficient gradually to alter 
the position of the thread of mercury. The rate of change 
must be observed, and taken into account for the time of the 
experiment. 
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Or the freezing-point of the water is so far depressed by 
increasing the pressure by increasing the column of mercury 
until the movement of the end ceases (Dieterici). The 
capillary tube is for this purpose bent twice, so that the 
horizontal part with the scale for the reading, or the opening 
into the vessel, can be placed higher or lower. 

{Of. Bunsen, loc, cU,; Dieterici, Wied. Ann. xxxiii. 418, 
1888, xxxviiL 1, 1889; SchuUer and Wartha, ib. ii. 359, 
1877 ; where also the determination of the heat of chemical 
combination is treated.) 



81a. — Specific Heat. Vapour Calorimbter 

(Joly; Bunsen). 

The body m is suspended from a balance by a fine wire in 
a space into which steam from boiling water can be suddenly 
introduced through a wide tube. The amount 
of water w condensed on the body is weighed. 
Unit weight corresponds to 536 calories. The 
specific heat, therefore, if the initial temperature 
is t^ and the temperature of the steam T, is 
(Table 13 a) 



w 536 



m T-L 




2 



The steam escaping round the suspending wire •*=_ 
is drawn oflF by a water pump, or by the draught Zll \j 
of a chimney from the opening, which is provided "^ Nr 
with a plug of plaster having a hole bored through ig) 

it. To guard against the water dropping from the ^ ^^ 
body, a little saucer of thin platinum-foil is fixed 
beneath it, the water equivalent being subtracted from ttw, (29 ; 
Table 1 6). Before weighing, the current of steam is diminished, 
otherwise the apparent weight is influenced. 

The method must be used very carefully, but then appears to 
furnish very accurate results. 

Joly, Proc. Boy. Soc. xli. 352, 1886 ; xlvii. 218, 1889 ; Bunsen, 
fFied. Ann. xxxi 1, 1887. 
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3lB. — Thebmo-Chemical MEAsaREMEirrs. 
For measurmg the production of heat in chemical reactions, 
the ice -calorimeter is often suitable, allowing the chemical 
process to take place on the body previously cooled to 0° in 
the instrument. A more simple apparatus is the following 
(NemBt) : — Within a wide glass there is supported on corks 
a beaker holding about a liter. Throi^h a 
wooden cover are passed a delicate thermo- 
meter, a stirrer, and a thin -walled teat -tube 
in which the reaction takes place. If the 
heat of dilution or solution is to be measured 
the substance is placed in the test-tube, and 
when equilibrium has been established in the 
temperatures the bottom is broken. Only small 
differences of temperature are employed- 

In this case the heat developed is calculated 
as follows (29, I.). Let the fluid m in the 
beaker have the specific heat c, the introduced 
body m' the specific heat e' ; the sum of the water equivalents 
of beaker, test-tube, stirrer, and thermometer be w (p. 114), and 
the temperature rise from t to t, then the heat developed 
amounts to 

(cm + e'm' + mj)(t - i) 

Precautions and corrections as to interchange of heat enter 
into the calculations just as on p. 114. 

32, — CONDDCTiNG Power for Heat. 
Comparison of Vie Conducting Power for Heal of Two Sods. — - 
The conducting power for heat or the coefficient of conductivity 
k is the quantity of heat which passes in unit of time through 
unit of section, when perpendicular to this section there is 
unit fell of temperature, i.e. when over the unit length the 
alteration of temperature ia 1. By dividing k by the density, 
multiplied by the specific heat, we obtain what is called the 
coefficient of temperature conduction, A method first used 
by Despretz, which, however, requires great precautions to 
furnish useful results, is as follows : — 
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We assume that the two rods have the same section, 
and we give them a similar condition of surface by polishing 
and electroplating with silver or .nickel. The two ends of the 
rod are brought to different temperatures, say by surrounding 
one end with boiling water and the other with melting ice. 
An inferior method is to leave one end exposed to the air, and 
heat the other by a lamp which bums very regularly. The 
middle part of the rod, at which the following determinations 
of temperature are made, is protected by screens from the 
radiation of the source of heat. 

The distribution of temperature, after a time, becomes 
constant. When this state has been ai-rived at, the tempera- 
tures of three points of the rod equally distant from each other, 
I. II. III., are measured. The excess of temperature over 
that of the surroimding air may be called u^, u^, u^. 

Let us call 

The same course of proceeding is now gone through with the 
other rod. The excess of temperature at the three points 
at the same distance from each other as before we call U^, 
CTg, tTg, and also — 



Then the two conductivities k and K are in the ratio — 



K^ r %(yt+ ^/n«~l) T 

Proof, — ^When the thermal condition of the bar has become 
stationary, each element of length dx of the rod receives by conduc- 
tion in the unit of time as much heat as it gives off to the 
surroundings. This last quantity is a.u.dx, if a represents the 
"external conductivity" referred to unit of length of the rod. 

dhi 
The former is kq,j-^dx, a and the sectional area q are the same for 

both rods. Equating the two expressions furnishes the differential 

equation -j-^ = r- . u ; of which the complete integral is 

Where C■^^ and Cj are two constants depending upon the heating of 
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the end surfaces. If we call it^, u^ u^ the temperatures for three 
sections lying at the distance I from each other, we obtain by 
putting x,z + l, and x + 2lin the above equation after elimination of 
C, and Ct the expression — 



V^i'\,- \/s-'= 



+ e V *« = (^ + tt3)/^*2 ~ ^^ (^®® above) 
Hence 






a 



= » + Jii^ - 1 or r- Z^ = [fo<7.(n + s/n^ - I)]* 

The logarithms are the natural logarithms. The equation with 
K and N substituted in the case of the second rod, and divided 
into the first, gives the expression which was to be proved. 

The temperatures are determined by means of thermo-elementsi^ 
(25), one junction being inserted in small holes in the rod, whilst 
the other connections are in the surrounding air. It is even 
sufficient to hang the thermo-element, which may consist of quite fine 
wires of German-silver and iron, over the rod, having the junction 
lying on the rod and keeping the wires in place by small weights. 

£ee also Wiedemann and Franz, Fogg, Ann. Ixxxix. 497, 1853. 

AbsoltUe Cond%Lctivity. — If the external conductivity a of a 

I'od is known it follows from the last equation in the proof 

given above 

^ a P 

" 9. [log,{n + V'iiF^l)f 

A rough determination of a/q can be made as follows : — The 
rod is unifonnly heated, supported as before, and the excess of 
temperature above that of the air u\ «", , . . observed by 
means of a thermo-element at several times t\ T. . . . The 
temperature diflferences should be of the same order of magni- 
tude as the Wj, u^, w,, observed previously. If further the 
density is s and the specific heat c (Tables 1 and 16) we have 

a loq,u' - hg.u" , , , , . 
- = cs • „ _ , — {naiural lags.) 

For if in time dt the temperature alters by du the amount of heat 
given ofif by unit length of the rod is on the one hand = audi and 

on the other = - qcsdu. Hence — = — -dt of which the intesral 

^ u qcs ° 

is log.u = C 1, and therefore log.u' - log.u" = — (r - f). 
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In the accurate measurement of the absolute conductivity 
the external conductivity is either eliminated by periodic heat- 
ing of one end of the rod, or the determiuation is rendered 
independent of it by making the observations extremely rapidly 
after the sudden heating of one side of a body. The problem 
is one of exceeding difficulty. 

See Angstrom, Pogg. Ann. cxiv. 513, 1861, and cxxiii. 628, 
1864; Heinrich Weber, Pogg, Ann, cxlvi. 257; Kirchhoff and 
Hansemann, Wied, Ann. ix. 1, 1880; R Weber, Wied. Ann. x. 
103, 1880; Lorenz, Wied. Ann. xiii. 422, 1881. 

Cf. Table 10. 
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ELASTICITY AND SOUND. 

33. — ^Determination of the Modulus of Elasticity 

BY Stketching. 

The modulus of elasticity or coefl&cient of elasticity which 
denotes the elastic strength of a material is deduced from 
the elongation which a cylinder (wire or rod) undergoes by 
means of a stretching force. If q denote the sectional area, I 
the length of the cylinder, X the elongation produced by the 
force Py the modulus of elasticity is 

\ q 

In other words : the modulus of elasticity is the ratio of the 
tension exerted on a cylinder of unit length and unit sectional 
area to the elongation produced by it. Or equally well : the 
modulus of elasticity is that weight which must be hung on 
a wire of unit sectional area in order to double its length ; 
provided, of course, that with such stretching the elongation 
remained proportional to the load. 

The magnitude of the number JS obviously depends on the 
units in which the section and the weight are measured. 

Ordinary Technical Definition, — It is usual to take the 
square millimeter and the kilogram as imits which is denoted 
by kg — wt/mm^ placed after the number (Table 17). Strictly 
speaking the variation of gravity should be taken into account 
and the observations reduced, for instance, to latitude 45* 
(p. 77). But the measurements are not usually so exact as 
to make this correction noticeable. 

Modulus of Elasticity in the ''Absolute System,'* — Considering 
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the gram, kilogram, etc., not, as above, as units of weight, 
but units of mass, the weight P of a body is g.P, where g is 
the acceleration by gravity. The force 1 would produce a 
stretching, etc. g times smaller, and the modulus of elasticity 
appear g times larger than beforfe. A modulus of elasticity, 
therefore, which is expressed in kg.-wt.jmm} units must, in 
order to reduce it to the " absolute " cm.-grm.-sec. system, be 
multiplied first by kg.jgrm.^ 1000, then by cm^jmm^^^ 100, 
and finally by ^ = 981 cm^/sec^ altogether therefore by 
98100000. The number [If] thus obtained signifies, 
according to Clausius, the number of " dynes " with which a 
wire 1 square centimeter in section must be stretched in 
order to double its length, that is, the number of grams which 
must be hung to it to effect this, but at a place where the 
acceleration by gravity amoimts to 1 cm./sec.^ [jB] divided by 
the density gives the square of the velocity of sound in the 
material in (cm. /secy. (See Appendix 6, also 10a.) 
We shall retain the ordinary technical definition of K 
Determination of the Modvliis of Elasticity, — The upper end 
of the wire or rod under experiment is fixed to the wall or 
some solid support, and the lower end loaded, when necessary, 
with a weight sufficient to keep it stretched. An additional 
weight is now put on to the lower end and the elongation 
thereby produced is measured. Calling 

P, the additional load ; 
/, the length ; 
ky the increase of length caused by P expressed in the same 

unit as I ; 
q^ the sectional area of the wire in mirL* see below ; 

the modulus of elasticity E of the stretching is 

I P kg.-wt. 

Jar = r- 5- 

A q mmr 

If the upper end of a thin wire can be assumed to be perfectly 
fixed the elongation may be measured by the displacement 
of a mark on the lower end. Any yielding of the support can 
sometimes be obviated by applying to it, by means of a 
cord and pulley, a force in an upward direction about equal 
to the stretching load applied to the wire. It is usually, how- 

K 
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ever, better to make a mark on the wire near the upper end 
and near the lower end, and determine their distance from each 
other with each load. 

For measurements with a microscope movable on a 
measuring rod (cathetometer), or better with two fixed 
microscopes provided with eye-piece micrometers, the marks 
may be fine lines scratched on the wire with a diamond or 
fine file or suitable marks on pieces of paper cemented to the 
wire. The greatest elongation used in the measurement must 
always be within the limits of elasticity ; that is to say, the 
wire must, on the removal of the weight, return to its original 
length — a condition the fulfilment of which should be verified 
after the experiment. The limit of elasticity may be vddened 
by loading the wire heavily before the experiment. Even 
with hard metals the weight employed in the measurements 
should not exceed half the breaking-strain. (See Table 17 for 
the tensile strength of some substances.) 

On account of elastic " fatigue " the elongations of most 
materials increase more or less — least with steel — in the 
course of time. It is usual to allow the load to act for as 
short a time as possible ; the slight alteration of temperature 
which accompanies the elongation has no noticeable influence 
on the results. Strictly speaking, two moduli of elasticity 
should be distinguished, one with brief loads the other with 
more lasting ones, of which the latter may be less by 
possibly 2 per cent. 

The accuracy of the results will be considerably increased 
if the length be observed under many loads. (See the example, 
or, for the calculation by the method of least squares, 3.) 

The law that the elongation is proportional to the load is 
only an approximation. The elongation X actually increases a 
little faster than the load. This can be nearly expressed by 

A = -(P + ^.P2) 

See J. 0. Thompson, Wied, Ann, xliv. 555, 1891. 

Determination by bending a Stretched Wire. — The elongation 
of thin wires can be determined by clamping the horizontally 
stretched wire firmly at the ends and placing a weight in the 
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middle so that it becomes bent. Let I be the whole length of 
the wire. Let two different weights P^ and P^ produce the 
fall H^ and R^ respectively at the middle point of the wire, 
to be measured from the line connecting the points of fixing ; 
the modulus of elasticity is then {H^ and H^ being small 
compared with 1) 

1 I H, H, 
S'q' H^^-H^^ 

For greater depressions this result must be multiplied by 

The two parts of the numerator differ but little, so that 
-Hj and JE[^ must be accurately measured. 

The proof is as follows. The elongation of each half of the wire 
^ris plainly k= s/(^rf + H^-^l, or approximately, according to 
formula 3, p. 10, 



A = il{ v/1 + 4^2yZ2 _ 1) = 1^(1 + 2EyP - 1) = H% 
Kesolving the weight P^ into two tensions along the two halves 
of the wire, we have for one of these the value ~ — ^~-jj 

or, when // is small, P^ . y^. Let the original unknown tension of 
the wire be P^. We have therefore 



similarly 






Subtraction eliminates the unknown P^, and the expression for 
E given above is obtained. 

Measurement of the Sectional Area, — The section of a wire 
can be determined by measuring its diameter, using for small 
sizes a contact lever or microscope (18). But the area may 
also be obtained by weighing. If s (13b 2, and Table 1) be 
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the density of the substance, and if, farther, h mm. 'of the wire 
weigh m mgrm., the sectional area is ; = mjhs mm^. 

Example. — Two meters of an iron wire weighed 1310 mgr. ; the 
density was 7*61 ; the section was therefore q= 1310/(2000 . 7*61) 
= 0-0861 mm2 

The following observations were made in the order of the 
numbers : — 

No. Load. Length. No. Load. Length. "by^^g^" 

1 0-5 kg. 913-80 mm. 2 2-5 kg. 914-91 mm. 1-11 mm. 

3 0-6 „ 913-86 „ 4 26 „ 914-95 „ 109 „ 

6 0-7 „ 913-90 „ 6 2-7 „ 915*00 „ MO „ 

7 0-8 „ 913-98 „ 8 2-8 „ 91509 „ Ml „ 

The elongation for P = 2*00 kg. is therefore, taking the mean, 
A. = 1*102 mm. Consequently the modulus of elasticity is (p. 128) 

^ = r f = 1 •102^.00861 = 1^260 [lcg.^.lmm.^-\ 

In the absolute cm.-grm. system this modulus is (p. 129) 

[E] = 19260 . 98100000 = 1890 . \0\<mr^ g. sec.-^] 



34. — Modulus of Elasticity by Longitudinal Vibrations. 

A rod held at the centre, or a wire stretched and held firm 
at the two ends, is made to give out its fundamental note by 
rubbing, a rod being rubbed at the free end, a wire in the middle. 
The wave-length is then equal to twice the length of the rod 
or wire 2/. If therefore N be the pitch of the note, i.e. the 
vibrations per second, the velocity of sound in the material is 

If I be measured in cm. and a be the density of the substance, 
the modulus of elasticity in absolute units (p. 129, and App. 
10 a) will be 

[E] = uh = in'^Ps[c7rL-'^g. sec.'^] 

[JE] divided by 98100000 gives the modulus i? in the practical, 
technical [kff,-wtlmmy\ units (p. 128). This comes to the same 
thing, as is readily seen, as measuring I in meters, and there- 
fore expressing u in m./sec. and then reckoning directly 
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The longitudinal vibrations are produced by rubbing with a 
woollen cloth, which for metal or wood is sprinkled with resin, 
for glass is damped. 

The note is determined by comparison with a tuning-fork 
of known pitch. The estimation of intervals, which is an 
uncertain matter, may be reduced by the use of a monochord 
to a comparison of lengths (37a, 4). 

It is often difficult to determine the particular octave in 
which the note lies, as the pitch is mostly very high. An 
error in this wiU be easily noticed, because it always makes 
the result at least four times top great or too small. For the 
determination of the pitch of a note by dust figures see 37, for 
graphical determination 37a. 

The modulus of elasticity deduced in this manner may 
differ somewhat from that found by the elongation method, 
firstly on account of the warming and cooling by compression 
and extension, and secondly because between putting on the 
load and taking the reading of length some time elapses, 
and during this time a slight elongation may take place through 
the elastic "fatigue" (p. 130). 

Example, — The above-mentioned iron wire, of the length of 
1*361 meter, gave the note A^^^ which is found by Table 18 to be 
produced by 1865 vibrations per second. The specific gravity is 
7*61 ; therefore 

„ 4 X 18652 ^ 1.3512 ^ 7-51 jcg,-wt. 

E = :r7rz-z = 20000 ^ 



9810 sq. mm. 



36. — Modulus of Elasticity by bending a Rod. 

I. Bod clamped at tlie end. — ^A horizontal rod is clamped 
tightly at one end, and the position of the free end observed 
on a vertical scale {e,g. on a scale engraved on a mirror close 
behind it, or by means of a cathetometer). It is then loaded 
with a weight of P kilogrammes on the free end, and the 
amount of deflection 8 thus produced is observed. Let the 
free length of the rod be Z. Then the modulus of elasticity 
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E, if the section of the rod be a rectangle with the vertical 
side a and the horizontal h, is 

if the section be a circle of radius r, instead of a?h write 3r*7r. 

Thin Wires. — This method of determination is also specially 
applicable to thin wires. The diameter is obtained from the 
weight and the specific gravity. Deviations from exactly 
circular figure are eliminated by making a second experiment 
with the horizontal and vertical diameters exchanged in posi- 
tion. 

II. Bod supported at both ends. — The difficulty of getting a 
perfectly tight clamping is avoided by laying the rod with both 
ends loose upon two solid supports. Let the distance of the 
two supports from each other be I. A weight F is then hung 

from the middle of the rod and produces the deflection ^ , best 

read off on a mirror scale close behind, and we have, for 
rectangular section (vide supra), 



4 s a% 

Reflection. — It is far more accurate to measure, instead of 
the depression of the centre, the inclination of the ends (Kirch- 
hoflf, Pscheidl). Let the load P produce the angle of inclina- 
tion ^ in an end surface, then 

eJ-tI ^ 



4 a^h tiin <t> 

To measure ^ a little vertical mirror is fixed to the end of the 
rod and the rotation observed with a telescope and vertical 
scale (48y 49). It is better to observe at both the ends and take 
the mean. Or instead, two mirrors may be fixed at the two 
ends, facing each other, but slightly inclined to each other so 
that the ray of light from the scale is reflected from one to the 
other and thence to the telescope (A. Konig, Weid. Ann. xxviii 
p. 108, 1886). The scale and telescope now of course stand 
opposite each other. If A be the distance of the scale from 
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* 

the mirror facing it, and d the distance apart of the mirrors, 
both measured in scale-divisions, we may write with sufficient 
accuracy 

P ia expressed in kg., all lengths in mm., in order to get our 
result in the ordinary unit of the modulus of elasticity (p. 128). 

The formulae given above assume that the deflections are 
small compared with the length. We must also make sure 
that the change of form is within the limit of recovery — i.e. 
that on taking away the weight the original form is resumed. 
Small sections are determined by weighing (p. 131), and the 
above formulae may then be simpUfied by remembering that 
ah and r^ir are the respective sections of the rods. 

If the height a of the rod cannot be neglected in com- 
parison with the length I the value of E calculated from the 
formula given above must be multiplied by 1 + Sa^^. 

{See Koch, Wied. Ann, v. 353, 1878.) 

The equation under I. for rectangular rods is got thus : — When 
the rod is bent the fibres at the top are stretched, those at the 
bottom compressed, the middle layer remains of unaltered length. 
We denote by x the horizontal co-ordinate of a point of this "neutral 
plane " measured from the fixed point, and by y the vertical co- 
ordinate ; and then the curvature of the rod at any point will 

be T^) for we assume that the bending is small. If now z be the 

distance of a fibre from the neutral plane (above being reckoned 
positive, below negative), a small portion of the fibre is stretched 

or compressed in the ratio 2; y| to its original length. A lamina 

of the breadth 5, and thickness dz, seeks therefore to draw itself 

together with the force Ez j^ bdz, and these forces in the laminae, 

distant + z and - z, produce a couple equal to 2Ez^ j\ bdz. The 

couple, therefore, developed in one entire section of height a and 
breadth b, 



a 



^^»3A-^nS 
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This couple, produced by the elasticity, must be equal to the 
statical moment P(l-x), exercised by the weight at the place, 
therefore — 



whence 



and 



dx" E a%\ 2/ 

_12 P_ /^_A 



therefore the depression S and deflection tan # of the end, where 
x = l 

^ 4 PP , , _ 6 PP 

c = vi • -57 and tan ^ = ^ —^ 

E a^ E a% 

whence follows the formula in I. 

These expressions relate to a rod fixed at one end. But since 
a rod when lying loose on both ends may be looked upon as if 
drawn up at each end by a force equal to \P and fixed in the 
middle, the effective length therefore becoming |Z, the inclination 
tan <f> will be eight times and the deflection s sixteen times smaller 
than tan ^ and S, Hence the formula under II. 

Sections of other Shape, — If the section is considered as a 
plate which possesses unit mass with unit surface, -^^i is 
the " moment of inertia of the section " of rectangular form 
referred to the horizontal line passing through its centre of 
gravity (64). Calling this K we may write 

IIP? JLi:^ 

ZS K ^^ 48 s Z 

In this form the equations are valid for rods of any form of 
section if the horizontal axis is a principal axis. For instance, 
the moment of inertia of a circle is ^r*7r, whence the formula 
given for circular sections result. 

Q^ov the influence of structure on determinations of elasticity 
and the modulus of elasticity of crystalline bodies, see the works of 
W. Voigt in Wied. Ann, and GotL Nacht.) 
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36. — Modulus of Torsion by Oscillation. 

Let there be hung on a wire of radius r and length I a 
mass of moment of inertia K^ referred to the wire as axis of 
revolution (64). Let the time of an oscillation under torsion 
be t sec. (62). Then if r and I be measured in cm., K in 
grm. cm.*, the modulus of torsion in the absolute system is 

Kl 
\1P\ = 27r^ \c,m. -^ ^. sec -2] 

The practical, technical number is obtained by measuring 
r and I in mm. and K in kg.-mm.*, also adding the factor 
1/^=1/9810. 

^==91t0 • ^ = 0-0006405 g[^..t(;^.-m7n. -2] 

If a cylinder with its axis vertical be used as the weight 
K^ ^MB^ where JS is the radius in mm., M the mass in kg. 
Again as on p. 129 [-P] = 98100000 F. 

Explanation. — The modulus of torsion, or second modulus of 
elasticity F, has the following significance. Imagine a plate of 
unit area cut out of the substance, in which a line is drawn 
normal to the principal sarfaca Let one principal surface be 
fixed and a force k be applied to the opposite one in its own 
plane and distributed uniformly over it. By this means the 
layers of the plate will be displaced with respect to each other, and 
the line which had been normal will now make a small angle 8 with 
the normal Then F is the ratio of the force k to this angle, or 
h = FB. 

To the modulus of elasticity E, obtained by stretching, the 

second modulus F is related as follows : — The stretching of a rod 

by a hanging weight is accompanied by a lessening of its diameter, 

as is known by experience. If I be the length, d the diameter, 

and B this diminution, which is produced by the extension A, 

and if we take the ratio of the contraction of diameter to the 

8 X. 
increase of length as 3- j = fh then according to the theory of 

elasticity F^^- . By experience fi - , therefore in any 

<iE 
case F l„ For the mean value ft = J, F = ^E. (Poisson. 

>Ji5r 

Compare also Clebsch, Theorie der Elasticildt, §§ 3 and 92.) 
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The moment of rotation exerted by the torsion of a wire may 
be calculated from F, if we imagine the wire to consist of thin con- 
centric tubes. Let one of these tubes have the inner semi-diameter 
py and the outer p + dp. On the surface of this tube let a straight 
line be drawn parallel to the axis of the tube. If we now twist 
the wire, so that the lowest section is turned through the angle 
0, this line will be turned into a screw line, which has the in- 
clination ~ to the vertical. 

This is also the angle of displacement 3 of the layers of which 
we have previously spoken. Therefore the torsional elasticity 
of the lowest section of the tube 27rpdp will seek to turn back to 

its original position with a total force F^ 2'irpdp, Since p is the 

radius of the tube, this force produces the moment of rotation 

2TrF I p^dp. 

Such a moment of rotation is, however, experienced by each 
tube in its end-section, so that the total moment of rotation of a 
wire of length Z, and radius r, with an angle of torsion <^ equals 



2.Ff/}dp = F'!^i> 



With the help of App. 9 and 10 this gives directly the period of 
oscillation t, bearing in mind that if the forces are expressed by 
weights as in elasticity, the moment of rotation must be multiplied 
by the factor g. 



37. — ^Determination of the Velocity of Sound by Dust 

Figures (Kundt). 

The velocity of sound in dry atmospheric air at 0° is 331 

m./sec., but in dry air at temperature ^ it is 331 ^1 + 0*00367^ 
and with ordinary humidity and moderate temperature approxi- 
mately u= 331 j,Jl + 0'004:t m./sec. (see 15). 

This number may be used to determine the velocity of 



Fig. 18. 



sound in a rod or tube rubbed longitudinally. The rod is 
laid horizontally and fixed in the middle. One end, H, is 
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rubbed longitudinally (p. 132), the other is inserted into a 
glass tube, at least 25 mm. wide, closed at the other end by a 
tight-fitting movable plug S. The tube must be well cleaned, 
and covered on the inside with lycopodium, siKca, or sifted 
cork-dust. On rubbing the rod the impulses of the free end 
produce stationary air-waves in the glass tube, by which the 
powder is arranged in regular figures. By altering the position 
of S the place is easily found at which the agitation of the 
powder is most energetic, and at this the plug is left. The 
tube may also be permanently closed at 8, and the whole slid 
back and forwards over the rod, instead of using a movable plug. 
A light cork or cardboard disc may be fixed to the end of a 
rod of small section in order to facilitate the communication of 
the impulses to the column of air. If afterwards the distance 
/ between two nodes, that is half the wave-length, is measured 
by laying a divided scale imdemeath, and if i be the length 
of the rod which is rubbed, the velocity of sound in this 
latter is 

u = 331 >/l + 0-004^ -r [meter] ; 
and therefore the ordinary modulus of elasticity (p. 128) — 

9810 Lwm.2j 

where s denotes the density of the rod. 

To obtain the length of the waves as accurately as possible, 
the distance of two nodes, distant several {n) wave-lengths 
from each other, is measured and divided by n. On the 
calculation by the measurement of a greater number of nodes, 
compare 3, 11. 

Example, — ^A glass rod 900 mm. long gave, at the temperature 
17°, a distance between two nodes of 62*9 mm. The velocity of 
sound in the glass was therefore 

900 



331 \/l + 0-004 . 17 . -^^r^ = 4890 meters per sec. 
and the modulus of elasticity of the glass — 

= 6580 r*^1 



^^4890«.2-7_^,,, Vk-^- 



9810 
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Comparison of the Velocity of Sound in different Cfases. 

The wave-lengths given by the same rod, rubbed as above 
described, in two di£ferent gases are obviously proportional to 
the velocities of sound in these gases. 

We have the following general relations : — If 

h is the pressure of the gas in mercury at 0° ; 

c the specific gravity of the gas during the experiment; 

o-Q that at 0° at 0'76 m. pressure ; 

t the temperature ; ^ 

c' and c the specific heats at constant pressure and constant 

volume (Table 36) ; 
^ = 9*810, the acceleration by gravity ; 

then the velocity U is given by the following formula : — 

^^2 ,13-596c'. ^^_. ,„-_ ^_^ 1+000367^ c' 
[/2 = gh--—- = 9*810 X 13'596 x 0*76 

1 + 0*00367< (f 



= 101-37 



<^o 



These relations may serve either to calculate the velocity 
of sound in a gas for which o-q and (//c are known, or vice versd 
to determine from the observed velocity the density or the 
ratio of the specific heats. 

37a. — Determination of the Number of Vibrations of 

A Musical Notk 

(1.) Oraphically. — The number of vibrations of a body 
giving out a note may be determined by allowing it to trace 
a curve on a moving smoked surface (e,g. a rotating drum) by 
means of a light flexible attached point. At the same time, 
some arrangement of known periodic time makes marks side 
by side with this curve. The number of waves between two 
or more time -marks are then counted. For the calculation 
compare 3, II. 

The marks may be made, for instance, by an electro- 
magnetic marker, of which the circuit is closed at every swing 
of a seconds pendulum by means of a mercury cup ; or the 
circuit is made through the primary of an induction coil, of 
which the ends of the secondary are connected, one with 
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the smoked drum and the other with a writing point near it. 
The sparks then mark the time. 

A tuning-fork, of which the number of vibrations is akeady 
known, may be used to mark the drum along with the vibra- 
tions to be determined. 

(2.) By a Stroboscope, — The velocity of revolution of a 
stroboscope disc is so regulated that the vibrating tuning-fork, 
string, spring, etc., when viewed through the disc with either 
naked eye, telescope, or microscope is apparently at rest. If 
several images at rest are seen, the velocity is reduced until one 
single image appears, or else the result is divided by the number 
of images. If the disc has m apertures and the number of 
revolutions = k per second, the number of vibrations is 
iV^= mk. The number of revolutions is obtained either by the 
use of some counting apparatus, which is read during a 
measured time, or those of a more slowly moving wheel in the 
clockwork are counted, the ratio of the two numbers being 
known. 

It is more exact and convenient to regulate the speed of 
revolution only so far as to leave a slow stroboscopic move- 
ment of the vibrating body. If then during the time t seconds 
s stroboscopic vibrations are observed, and in this time the disc 
has made S revolutions, 

N={mS±8)/t 

The upper sign is to be chosen if, when the speed of rotation 
is increased, the stroboscopic vibration becomes slower, and 
vice versd. 

(3.) With the Syren, — A syren with clockwork counter is 
kept at the same pitch as the tone to be determined, and the 
rotations during a number of seconds are counted. By 
repeated observations tolerably trustworthy results are obtained. 

(4.) By Beats. — Tuning-forks, or other sources of musical 
notes of periods nearly equal, or in a simple ratio, may be 
compared by the number of beats which they give together, 
each beat denoting an advance of a whole vibration by one of 
them. If it is doubtful which tone is the higher, one of them 
may be made a little flatter. If the beats become slower the 
tone so altered was the higher, and vice versd. The pitch of 
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a tuning-fork may be lowered by gentle warming or by 
attaching a little wax. 

(5.) MoTiochord. — A stretched string (monochord) of the 
length / m., of which 1 ul weighs py stretched by a weight P, 
gives a primary tone of the number of vibrations 



2/V V 



The elasticity of the string itself makes the number of vibra- 
tions somewhat greater. Thin brass wire is the most suitable. 



CAPILLAEITY AND FEICTION. 

37b. — Determination of a Coefficient of Capillarity. 

The coefl&cient 'of capillarity may be defined as the weight 
of fluid which is supported by the unit of length of the line 
of contact of its surface with a thoroughly wetted plate. Or 
what is the same thing, if according to the law of Laplace the 
pressure of cohesion d arising from the curvature of a surface 
be given by the least and greatest radii of curvature r^ and rg 
as 



d 






then a is the coefiBcient of capillarity. 

In practice it is usual to express the lengths in mm., the 
forces or weights supported in mgr. The coefificient of capil- 
larity is then given as \iiigr.<vt.lmm.'\ In passing over to the 
absolute system, the factor 10 is introduced from the reduction 
of mm. to cm., that of xrJW ^^^^ ^agr. to grm., finally from 
gram- weight to dyne the factor 5rc=981. The coefficient of 
capillarity [a] in this system is therefore 9*81 times larger 
than the a usually given. 

I. From the Rise in a Capillary Tube, 

A narrow tube of circular section is carefully cleaned and 
then immersed for a long time in the fluid to be investigated, 
BO that it is thoroughly wetted by it. Water and many 
solutions in water are specially hard to produce actual wetting 
with. The capillary tube is then placed vertically so that a 
column of fluid which does not reach the top of the tube 
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remains raised in it. Let the height of this column be J71 
If 8 be the specific gravity of the fluid and r the inner radius 
of the tube in mm. the coefficient of capillarity is found as 

H must be large in comparison with r. The height H must 
be taken as ^ above the lowest point of the meniscus. 

Proof, — Since the interior circumference of the tube is 2irr and 
the amount of fluid raised is irr^Hs, the quantity of fluid which is 
supported by the unit of length of the circumference of the tube is 
^rHs^ or since the radius of curvatiure of the hemispherical sur- 
face is r, the pressure (negative) due to the curvature is d = a.2/r, 
which must be equal to the negative hydrostatic pressure Hs, By 
another and older definition the product rJS is called the coefficient 
of capillarity = a^. These two coefficients are in the proportion 
8:2. 

Cf. Quincke, Pogg, Ann. clx. 341, 1877. 

Radius of the Tube. — If a thread of mercury, which at 
temperature t occupies I mm. of the tube, weighs m mgr. we 
have in mm. 

^ = V;;T— 1T6"- orfor/=15r = 01532^-^ 

It is only the radius of the upper end of the capillary column 
which is wanted, so that the length of the mercury should 
be measured when the middle of it coincides with that point 

II. From the H&ight of an Air Bubble or a Drop of 

Liquid (Quincke). 

(1.) Air Bvbbles. — The fluid must be contained in a trough 
with a vertical plane glass side. In the fluid is produced 
under a horizontal plate immersed in it a broad air bubble, 
which should have a diameter of 20 mm. or more. If h 
be the vertical distance from the flat, lowest surface of the 
bubble to the plane of widest horizontal extension we have 

a = \s.h^ 

For a correction which reduces the observation to an infinitely 
large bubble cf. Quincke, he. dt. p. 354. 
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(2.) Drops, — A fluid, forming a drop upon a flat support 
which it does not wet, may be investigated by means of this 
drop in exactly the same manner. Here h denotes the vertical 
distance of the top of the drop to the point of greatest horizontal 
extension. The method can be used for melted metals of 
which drops have sohdified on a warm plate. The heights are 
measured with a cathetometer (cf. Quincke, loc. cit,) or with a 
spherometer, in which the end of the screw is provided with a 
fine point or with a small horizontal disc. 

Angle of Capillarity. — If in addition the whole depth of 
the bubble, or height of the drop A' is known, the niarginal 
angle O between liquid and plate is obtained by 

e 1 K 

cos- = -7=T 

III. From the Length of Ripples (L, Matthiesen). 

Waves on the surface of a fluid are propagated partly by 
gravity, partly by the surface tension. If the wave-length be 
X and the number of vibrations JV, the velocity of propagation 
of the wave, u or JVX, is, according to W. Thomson, given by 



•*-^*'-»(l;nT) 



In the case of very short waves, a few mm. in length, the first 
member may be neglected, and we obtain lP\^=:ga. 2'ir/\s, 
putting therefore ^ = 9810 mm./sec.^ we have 

1 X?N^ 1 
" = 2^ * -y- = 6l600 '^'^ rngr.^.lmrn. 

Two light rods, which are fixed to the ends of a tuning-fork of 
known N (37a; N from 125 to 250), are brought into contact 
with the surface of the liquid and the fork is sounded 
Stationary half-waves are then set up between the points, for • 
which X may be measured with compasses or scale. 

Cf. Matthiesen, Wied. Ann. xxxviii. 118, 1889, where T is put 
for a/s. 

L 
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IV. By Dropping. 

The lower end of a wire of radius r mm. (p. 131) is melted 
in a small flame of as low a temperature as possible until the 
melted drop falls ofiF. If the drop weighs m mgr. 

. = ^[™,.--./»n.] 

The method is plainly subject to many sources of error. 
Quincke, Pogg. Ann, cxxxiv. 365, 1868. 

37c. — Determination of the Coefficient of Friction of 
A Liquid by Outflow through a Capillary Tube 
(Poiseuille, Hagenbach). 

The coefl&cient of friction iy is defined as the force which 
opposes the movement of a layer of liquid of unit surface in 
steady movement of velocity 1 at the distance 1 from a fixed 
layer, keeping parallel with it. The lengths are usually 
measured in cm., the forces technically in grm.-wt Expressed 
in the absolute system the coefficient of friction is therefore 
^ = 981 times larger than in the technical definition. 

A volume of fiuid v escapes in time t, through a capillary 
tube of length I and radius r or section q (19a) under the 
constant pressure p 

1 TT r* 1 1 o2 

« = ---;>. T or = - — ^.2?.T. 

7/ O fr 7^ OTT k 

7j is the coefficient of friction, I/77 may be called the " fluidity " 
of the liquid. 

(1.) Determination of rf. — A capillary tube with circular, 
cylindrical bore is connected with a reservoir containing the 
liquid. The free surface of the latter is maintained at the 
constant height A. In order to avoid the opposing force of the 
surface tension of a drop the exit from the tube takes place most 
suitably in a wider vessel, h is then the difference of the heights 
of the free surfaces in the two vessels. If h is not constant 
the mean height during the experiment is taken. With the 
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specific gravity of the liquid = s the pressure amounts to hs. 
If in T sec. the volume v escapes we have 

In the absolute cm.-grm.-8ec. system, therefore 

. . 981 q^hsT _i . 

ivl = -g^ "j^ [cm. . s^m. sec, ^J 

(2.) Belative Determination. — Let a capillary tube be 
permanently connected with a reservoir, and allow the liquid 
at each experiment to escape during the fall of the surface 
between two marks. Let Tj and r^ be the times needed for 
this, Sj and s^ the specific gravities of the liquids, then the 
coefficients of friction are in the proportion 

For water at temperature t, lengths and volumes measured in 
cm., time in sec. (0. E. Meyer, Grotrian). 

0-00001091 



1 + 0-0249(< - 18) + 0000132(< - 18)2 

From this, by making a comparison with water, the friction can 
also be determined absolutely. 

Ccnrection for Velocity. — The above formulae are for the case 
of sufficiently narrow or long tubes, i,e. for small velocity of 
flow. If the energy of movement of the liquid is an appreci- 
able fraction of the work done by the force due to the pressure 
the value of rf found as before must be multiplied by 

_ v^ _ _ 0-000082 . t^ 

g is the acceleration of gravity. For cm. and sec. ^=981, 
hence the factor 00 082. 

Cf. Hagenbach, Pogg. Ann. cix. 385, 402, 1860; 0. R Meyer, 
Wied. Ann. ii. 387, 1877. 



9 - 



V 



• 



o 



^ LIGHT. 



38. — Measurement of an Angle of a Crystal by 
Wollaston's Reflecting Goniometer. 

The instrument is so placed that its axis is parallel to a 
distant horizontal mark, 0, such as a window-frame or roof- 
ridge, perpendicular to the line of sight We assume that 
the edge of crystal has been already fixed, according to 
the instructions given on the next page, parallel to the axis. 
Holding, now, the eye close to the crystal, the observer turns 
the axis un,til the image of the upper mark, as seen in one of 
the crystal-faces, coincides with a lower horizontal mark, 17, 
seen directly. The edge of the floor or the reflected image 
of the upper mark, as seen in a properly inclined mirror 
fastened behind the goniometer, may be used for this purpose. 
The position of the index (vernier) is then read off on the 
graduation of the circle. Then the circle with the crystal is 
turned imtil the image of 0, as reflected in the other face of 
the crystal, coincides with J7, and the index again observed 
The angle through which the circle has been turned is the 
supplement of the angle made by the faces. 

For accuracy in the measui*ement of the angle there is 
usually, inside the axis on which the divided circle turns, a 
second axis concentric with the first. On the use of this axis 
for the repetition of the measurement of the angle see 88. 

Adjustment of the Edge of the Crystal Parallel to the Axis of 

Rotation, 

Two axes of rotation, perpendicular to each other, would 
be sufGicient to give the edge to be measured any position 
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(WoUaston's original arrangement). But in this case the 
desired adjustment can only be attained by trial. If, 
however, a third axis of rotation be added, the edge to be 



b— 




f 

c 



Fig. 19. 

measured may be made parallel in a regular manner 
(Ifaumann). 

A is the axis of the circle ; a b c the axes for the adjust- 
ments ; k the crystal held upon a piece of wax. 

(1.) By turning round c a position is found in which the 
axes of A and b coincide, i,e. in which turning A does not disturb 
the milled head b from its place. Then by turning a the face I. 
of the crystal is placed parallel to A. (See below.) 

(2.) The axis c is turned through an angle of from 60° to 
90** ; the face I. will usually be found to have altered its 
position with regard to the axis A. By turning 5 it is again 
placed parallel to A. The face I. is by this means made 
parallel to A and 5, and therefore perpendicular to c ; turning 
e will then no longer affect the position of I. 

(3.) By turning c the face II. is made parallel to A. 

In each successive adjusting of an axis, those already 
brought into position must not be altered. 

In order to tell whether a face is parallel to the axis A, 
two points in the upper and lower marks are noted, one 
of which is perpendicularly under the other in the plane of 
the divided circla If one of the horizontal window-bars has 
been used as a mark, it will be most convenient to make use 
of one of the vertical bars, and for the lower point that at 
which a plumb-line hanging from it cuts the lower mark. 
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With the roof-ridge a chimney is chosen, or a lightning-con- 
ductor, and underneath, its image in the fixed mirror. The 
face of the crystal is parallel to the axid, as soon as by a 
suitable rotation round A the image in the face of the upper 
point is made to coincide with the lower one. 

On the measurement of angles by reflection compare also 39, L 

39. — Determination of a Refractive Index with, the 

Spectrometer (Goniometer). 

General Bvles. 

(1.) Collimator, — The slit of the instrument must always, 
as seen through the lens belonging to it, represent an object 
at an infinite distemce. To obtain this the telescope must 
be focussed for parallel rays. For this purpose the cross- 
threads of the telescope are first focussed clearly by moving 
the eyepiece or the cross-threads. The telescope is then 
pointed to a very distant object and drawn out so that the 
image of this object has no parallax with respect to the cross- 
threads, — that is, that they do not move over each other on 
moving the eye from side to side. If the cross-threads caa be 
illuminated, their own image in a plane-mirror may be used 
instead of a distant object. Compare also No. 8 of this section. 
Finally the telescope is directed to the slit, and the tube carry- 
ing the collimator lens so drawn out that the image of the 
slit shows no parallax with the cross-threads. It then repre- 
sents an object at an infinite distance. 

(2.) niitmination of the Cross-Threads, — ^This illumination 
is effected by an inclined plane glass plate placed between the 
eyepiece and the cross. Hays of light fall upon the glass 
plate from a flame placed at one side, and are thence reflected 
to the cross and the object glass. If the telescope is adjusted 
for infinitely distant objects, the rays which come from a point 
of the cross emerge from the object glass as parallel rays, and 
give, if reflected again into the telescope — say from the face 
of a prism — a distinct image of the cross-threads. If this 
image coincides with the cross the line of vision is per- 
pendicular to the reflecting plane. 

(3.) Beading the Circle. — The provision of two opposite 
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verniers on a divided circle has not only the object of lessen- 
ing the errors of reading, but specially of eliminating any 
accidental eccentricity of the graduation with regard to its 
axis. "We must therefore at each observation read both verniers, 
which need not at all necessarily be distant exactly 180° from 
each other ; but to avoid future uncertainty, it must be noted 
to which vernier each reading belongs. The required angle of 
rotation may be- found by taking the mean of the angles given 
by the two verniers, or somewhat more conveniently by reckon- 
ing the degrees always by vernier I., and only taking the mean 
in the fractions (minutes) before subtracting the readings. 

(4.) In order to prove whether the line of sight of the 
telescope is perpendicular to its axis of rotation, illuminated 
cross -wires in the eyepiece are employed. A small plane 
parallel-sided glass plate, silvered on both sides (48), is placed 
on the table of the instrument, best on a little stand witli 
levelling screws, otherwise, fixed with wax, and so adjusted 
that the image of the cross -wires, as seen through the 
telescope, coincides with the wires themselves. It is obvious 
that on turning the telescope 180° the cross must again coin- 
cide with its image if the telescope is perpendicular to its axis 
of rotation. If this is not the case, half the deviation must 
be corrected by incHning the mirror, and half by inclining the 
telescope, and the proof again attempted, and so on till it 
succeeds. 

If glass with quite parallel surfaces cannot be obtained, the 
plate must be cut so that the images are side by side, when it 
can still be used for testing the spectrometer. 

(5.) That the axis of rotation of the table is perpendicular 
to the line of sight of the telescope is proved by turning the 
table with the mirror through 180° after adjusting the image 
of the cross-threads, when the images should again coincide. 

(6.) If the mirror itself is provided with a little stand with 
levelling screws, it may, lastly, be used in an obvious manner 
to prove whether the plane of the table is parallel with the 
line of sight of the telescope. 

(7.) To make a reflecting surface (prism-face, etc.) parallel 
with the axis of rotation of the instrument, the illuminated 
cross -threads of the adjusted telescope may be used as above 
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described, or the slit may be made to serve the same purpose 
as follows. First, the adjusted telescope is directed to the 
slit, and that part of the slit which coincides with the cross- 
threads of the telescope is marked by a horizontal thread. 
Then, when the image of the slit is observed in the reflecting 
surface, the cross-threads must appear at the same height if the 
surface is parallel to the axis of the instrument. 

If two surfaces of the same body (prism) are to be adjusted, 
one of the faces is set at right angles to the line joining two of 
its three levelling-screws. This face is then first adjusted by 
these screws, and then the other by the remaining screw, the 
two first being left unaltered during the second operation. 

(8.) Testing the ParaUelism of the Surfaces of a GUlss 
Plate. — This may be tested by the telescope with illumin- 
ated cross-wires as follows. (1.) By suitable focussing the 
reflected image of the cross-wires must appear clear, single, 
and undistorted. (2.) When by focussing the eyepiece all 
parallax between the cross- wires and their reflected image has 
been removed, it should be equally absent in the reflection 
from the opposite side of the glass plate. In this case the 
telescope is at the same time focussed for an infinite distance. 

Determination of the Refractive Index. 

The body of which the index of refraction is to be 
measured must have the form of a prism, which is got, in 
the case of a solid by grinding, in the case of a liquid by 
pouring it into a hollow prism with plane-parallel glass sides. 
The problem divides itself into two parts : the measurement 
of the angle of the prism, and the deflection of the ray of 
Ught. 

I. Meas2creine7it of the Angle <f> of the Prism. 

(a.) When the Telescope of the Spectrometer is Jixed, and the 
Circle is movable. — The prism is so placed that by rotating the 
circle one of the surfaces takes approximately the former place 
of the other. By means of the footscrews of the leveUing- 
stand upon which it is placed, the prism is adjusted with its 
refracting edge parallel to the axis of rotation of the circle, as 
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described in No. 7. Then, by turning the circle, the image of 
some distant vertical object, or of the slit or illuminated cross- 
wires of the spectrometer, reflected from one face of the prism, 
is made to coincide with the cross-wires, and the position of 
the circle is read with the vernier. The same is repeated with 
the other face ; the difference of the two readings, regard being 
had to any passing of the zero-point of the graduation, subtracted 
from 180'' gives the required refracting angle of the prism tf). 

(b.) When the Prism is fixed and the Telescope movable vnth 
the Vernier or the Circle. — The prism is placed with its 
re&acting edge towards the slit, so that the line bisecting it 
would approximately pass through the slit or some distant 
object. The cross-wires of the telescope are made to coin- 
cide with the image of the object or slit reflected from the 
two piism-faces successively, and the difference of the readings 
is double the refracting angle. 

The object must be at such a distance that the size of 
the prism is of no account in comparison with it. If the 
slit be used its tube must be so drawn out (section 1) that 
the rays from it passing through the lens fall parallel on the 
prism, so that it may appear as an infinitely distant object. 
The illuminiated cross of the telescope also serves for the 
purposes of the measurement by making the cross coincide 
with its image as reflected successively in the two faces. The 
angle through which the telescope is turned is the supplement 
of ^. It is obvious that the angle of a crystal can be 
.measured by either of these methods if the instrument possess 
an arrangement for fixing and adjusting the crystal between 
the slit and telescope. 

II. Measurement of the Angle of Deviation, 

The direct adjustment of the telescope upon the slit gives 
the direction of the imrefracted ray. There are four methods 
by which the deviation of a ray which has passed through the 
prism, and thence the refractive index, may be found. 

(a.) Minimum Deviation (Fraunhofer). — The prism and 
telescope are so arranged that the refracted ray appears in the 
telescope, the prism is then slowly rotated, following the 
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movemeut of the image by the telescopa The prism is fixed 
in that position which produces the minimum deviation (that 
is, where the image moves in the same direction whether the 
prism be turned to the right or left), the cross- wires and the 
image of the slit are made to coincide, and the circle is read 
off. This reading, subtracted from that when the telescope is 
pointed directly to the slit, gives the angle of deviation S. It 
is better to determine B at the minimum deviation on both 
sides of the direct line of the collimator and take the half of 
the difference between the readings of the telescope in the two 
positions. The refractive index /a is then calculated, calling 
the refracting angle of the prism ^, by the formula 

_ sin J(8 + <l>) 
sin ^if> 

Proof. — The minimum deviation of a ray passing through a 
prism is produced when the ray makes, within the prism, equal 

angles with the two refracting faces, and 
therefore also with the two normals. 
These latter angles are ^<^ (see fig.). 
Let the angle of incidence, and there- 
^''>> ^-'''''^^''\ ^ fore of eniergence, from the prism be 
^^.^^^w^^^I^^^^^^^X^"'"-^^ <*» ^^®^ ^y ^^® ^^ ^^ refraction 




Fig. 20. 



Sin a = fjL sin -. 



The angle of deviation 



of the ray is 8 = 2a - <^, therefore sin |(S + <f>) = si7i a =^ fi sin ^, from 
which the formula given above follows. 

(h.) Position of Peiyendicular Emergence 
(Meyerstein). — The prism is placed with 
the face which is turned towards the 
telescope perpendicular to it, ie. so that 
the reflected image of the cross -wires 
coincides with the same as seen directly 
The method assumes that the cross-wires 
can be illuminated. If we have, again, 

the angle of deviation S (fig.)i and the refracting angle of 

the prism ^, 




Fig. 21. 



fM = 



sin (8 + <f>) 
sin <f> 
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(c.) The Ray reflected on its ovm Path (Abbe). — The telescope, 
with iUummated cross-wires, is first arranged perpendicular to 
a face of the prism and the reading taken. The position is 
then found at which the rays from the cross- wires which have 
entered the prism by this face, and been reflected by the other 
again, emerge and fall on the cross-wires (the adjustment is by 
the image reflected in the further prism face). The two posi- 
tions of the telescope make the angle 6 with each other. Then 

__ sin c 
'^ sin <f> 

This follows from the figure to (b.), when <^ + S = €. Cf. Abbe, 
Apparate zur Bestimmung des Brechungsvermogens, Jena, 1874. 

(d.) Critical Incidence (F. Kohlrausch). — A broad pencil of 
light falls " critically " on one of the faces of the prism (I. in 
the figure), e.g. from a flame coloured with sodium placed in 
the plane of the face. Looking through the 
other face of the prism the light is then 
seen sharply cut ofiF. The telescope is 
adjusted to this boundary between light and 
dark. Let the angle which this direction 
S makes with the normal Z to the face IL 
amount to a. 

When the angle of the prism is diminished 
beyond an angle dependent upon fi the limiting ray S passes 
to the other side of Z, and a must then be reckoned negative. 

With the illuminated cross-wires a can be measured direct 
by making the adjustment to the normal Z by (2). 

In the absence of these the method is, after observing 
through face II., to observe through I. with the light entering 
IL For this purpose either the prism may be rotated leaving 
the telescope fixed, or the telescope rotated round the prism 
until it again reaches the limiting position between dark and 
light Let this angle of rotation reckoned round face III. be 
ccdled w, then 

a = 90° - i(«^ - </>) 

and fi is calculated by the formula 

2 1 _ f^^^ <t> + sin a\* 
\ sin <f> J 
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For (see fig.) fA^sin a/ sin p, and from the fact of the critical 
incidence on L, /x = l/sin ((f> - )3). The elimination of fi from the 
two equations gives the expression as above. Cf. F. Kohlrausch, 
Wied, Ann, xvi. p. 606, 1882. 

The methods under (c.) and (d.) require no slit, but are 

mostly only available in homogeneous light. Method (d.) also 

. requires no illuminating arrangement in the eyepiece of the 

telescope, and can be carried out with any telescope, and a 

graduated circla 

(a,) and (d,) are available for glass prisms with angles up to 
70° or 80°, though one of about 60° is advisable. (6.) and (c.) 
can only be used for prisms of at most 40° in the angle, and 
in the case of the more highly refracting glasses only to 35.° 

The index of refraction must of course refer to light of 
one particular colour. In sunlight, which can be thrown 
horizontally on the slit by means of a heliostat, Fraunhofer's 
lines are used. The figure contains the most important of 
these in the visible part of the spectrum, approximately in 
their positions in the prismatic spectrum. For the sake of 
easy remembrance, it may be noted that ADFGH lie at nearly 
equal intervals from each other. 

In order to see A and a the slit must not be narrow, and 
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Fig. 28. 

a piece of red glass should be held before it. With a narrow 
slit and greater magnifying power D is seen to be a very closely 
double line. 

Failing sunlight the line A can be furnished by the potas- 
sium flame, B by the sodium flame, F a line in front of Q 
and h by the electric spark, in a narrow Geissler's tube 
fiUed with rarefied hydrogen. The thaUium and Uthitun Unes 
also which do not coincide with any of Fraunhofer's are 
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together with D, and Si*h (which, however, is but feeble), well 
adapted for the definition of refractions. Cadmium and zinc 
(Table 1 9 a) give in the electric arc a large number of lines in the 
ultraviolet spectrum. To make the ultraviolet light visible a 
" fluorescent eyepiece *' is used, which contains, in the position of 
the cross-wires, a fluorescent screen of gelatine or uranium glass. 
Ultraviolet light is absorbed by glass to a considerable extent, so 
that the use of quartz for the prisms and objectives is advisable. 

The difference of the indices of refraction for two par- 
ticular colours {e.g. for B and H Fraunhofer's lines), is called 
the dispersive power for these colours. 

To reduce an index of refraction measured in the air to its 
equivalent in vacuo, it must be multiplied by 1*00029, the 
index of refraction for light passing from a vacuum into 
atmospheric air. 

See Tables 19, 19a and 20. 

The index of refraction fj, is obtained as a function of the wave- 
length A by the series 



39a, — Index of Eefbaction of a Plate under the Microscope. 

Let the plate have the thickness d and the index of refrac- 
tion to be determined fi. 

Seen through the plate an object appears nearer than in its absence 
by a = d(jjL- 1)//a. 

For if in the two, reaUy very acute, right-angled triangles which 
have e as their small perpendicular side, we assume 
the hypothenuses as sensibly equal to the other sides 
d and d-a, we have for the sines of the angles of 
incidence and refraction respectively e/d and e/(d - a). 
We have therefore 

fi^^dKd-a) OT a = d(jjL-l)/f£ 

(1.) A microscope is focussed accurately 
upon an object When the plate is intro- 
duced between the object and the objective 
the distance between them must be increased 
by a certain amount a in order that the sharp focus 




158 PHYSICAL MEASUREMENTS 

may be restored. The index of refraction of the plate is 
then 

d 

(2.) Distinct marks are present on both the upper and 
under sides of the plate. In order to change the focus from 
the one to the other let a movement h be necessary. Then, as 
is easily deduced from the previous formula, 

d 

(3.) A plainly visible mark is placed on the upper surface 
of the plate with white paint, and the microscope focussed 
upon it. Now, in order to see the image of the mark reflected 
from the under surface of the plate the distance between ob- 
jective and plate must be diminished by a. The index of 
refraction of the plate is 

U 
a 

a 

In method 3 the observation is made in a top light, and the 
under side of the plate is blackened, or better silvered (48). 

To determine the amount of the displacements with accuracy 
the fine adjustment of the microscope may be used, if the 
value of the screw thread is known and the head of the screw 
is graduated. 

The adjustment is most accurately made with cross-wires 
in the eyepiece, which show no parallax with respect to the 
image. An objective of short focus and not too great aperture 
is most suitable. With thick good plates even the third deci- 
mal may be relied upon. 

On the determination of the index of refraction of a liquid from 
the axial angle of a crystal, see 47, end. 



40. — Determination of the Eefractive Index from the 
Angle of Total Reflection (WoUaston). 

When a ray of light moves in a medium of index of refrac- 
tion fly and reaches the limiting surface between this and a 
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second of smaller index of refraction /i^, total reflection 
occurs as soon as the angle of incidence on the surface becomes 

greater than 5i?i~^~. Hence the observation of the limit- 
ing angle <I> of total reflection gives the equation 

^ = sin ^ 

from which, if the index of refraction of one of the media is 
known, that of the other can be calculated. 

This method of determining an index of refraction generally 
requires more simple instrumental means than those of 39, and 
possesses the advantage that it can be used in the case of bodies 
not perfectly transparent. Any exact determination must of 
course refer to light of some particular colour (p. 156). 

I. With the Prism, 

(1.) Index of Refraction of the Prism. — One face I. of a 
prism is illuminated from the interior, i,e. through the third 
face with diffused (sodium) light, while the telescope of the 
spectrometer is directed towards face IL The limit of total 
reflection from I. then appears as a sharp boundary between 
bright and less bright. The telescope is adjusted to this 
boundary line. The direction of the telescope is then obviously 
the same as >Si in the figure to 39, II. {d.\ and the index of refrac- 
tion of the prism is obtained exactly as there described, and 
by the same formula. 

(2.) Index of Refraction of another Body, — The body is 
cemented with some highly-refractive liquid on to face I. of 
the prism, and the process of the preceding paragraph gone 
through. Deceptive light from other faces is shut oflf by 
blackening them. 

If /Lti be the index of refraction to be' determined in the 
body, II the greater one of the prism, <^ the angle of the prism, 
a the angle which the direction of vision of the limit of total 
reflection makes with the normal to the face of the prism 
towards which the telescope is pointed (fig., 39, II. d.) we obtain 

/i^=sm <l> V yx2 _ sin ^a - cos if), sin a 
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For fi = fjLjsin{if>-fi) = sin a/sin fi from which the ezpreasioa 
follows. 

Cf. F. Kohkausch, Wied, Ann. xri 607, 1882. 

IL With the Total-reJUctometer {F. Kohirausdi). 

The body is so attached to the instrament that the aris of 
rotation lies in the plane of the reflecting surface (see below). 
The back of the body and its surroundings are blackened with 
Indian ink. A small glass vessel filled with some highly 
refractive fluid such as carbon disulphide, or bromnaphthalin 
(Groth), is then inverted over the body, and surrounded with 
very translucent tissue-paper (moistened, if necessary, with 
petroleum), which is lighted on one side with the sodium flame. 

By trial, such a position of the lamp, and such 
an inclination of the reflecting surface, is found 
that the eye, through the telescope which has 
been focussed on an object at a great distance, 
sees the field of view in the face divided into 
a brighter and a dimmer half. By rotating the 
body the dividing line is brought into the line 
Fig. 25. Qf sight, and the position of the verniers on the 
divided circle and the temperature are read oflf. The same 
process is then repeated on the other side of the glass vessel. 
The angle between the two positions is 2<I>, double the limiting 
angle of total reflection between the fluid and the body, there- 
fore /*! = /It sin <E> if /A be the index of refraction of the liquid. 

Adjustment of the Instrument. — ^The circle is rotated 90° from 
its principal position, so as to get a free sight, and the tele- 
scope is focussed for parallel rays (39, 1). To prove whether 
it is parallel to the plane of the divided circle, the telescope 
is directed to a well-marked distant point The free line 
of sight to the same point must then lie in the plane of the 
circle. 

The circle is now again brought into position and the body 
fixed to the carrier with cork, etc., so that the reflecting surface 
is brought to coincide with the axis of rotation and made 
parallel with it. This is known to be the case by the aid of a 
fixed mirror parallel to the axis. The image of the eye or of 
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a MtHe flame must appear at the same height in the mirror 
and the face of the body. 

The smaller or more imperfect the reflecting surface' (as 
is generally the case in natural crystals), the greater care must 
be taken that the surface and the line of sight of the telescope 
actually pass through the axis of the instrument. 

The refractive index of pure carbon disulphide is 1*6276 
for 20^ C, and diminishes for each degree of increased tem- 
perature about 0*00080. The temperature must therefore be 
carefully observed. A screen with a thick glass plate, placed 
before the flame, diminishes the heat derived from it. At the 
same time the screen serves to render the background of the 
little flask dark. 

Crystals, — ^Doubly refracting objects in general give two 
limits corresponding to the two indices of refraction. Uniaxial 
crystals are most conveniently examined on a surface per- 
pendicular to the principal axis (see 46a). The horizontally 
polarised ray (that is, the ray disappearing at the vertical 
position of the greater diagonal of Nicol's prism) is the 
ordinary, the other the extraordinary, one. If the crystal 
surface is parallel to the optic axis, both indices are obtained 
when the optic axis is parallel to the axis of rotation. In 
this case the extraordinary ray is horizontally polarised. 

A crystal surface, however placed, yields in all directions 
the ordinary ray ; but each surface contains also a direction 
perpendicular to the optic axis (for instance, in the cleavage 
surface of a rhombohedron that of the bisecting line of the 
lateral angle ; in the surfaces of the quartz pyramid, that of 
the bases of the triangles). If this be placed horizontally, 
the observation gives both indices of refraction. 

If we have an optically biaxial crystal cut parallel to 
a principal plane (46a), we obtain two indices when an axis 
of optical elasticity is placed horizontally. A direction of the 
surface perpendicular to this yields the third refractive index, 
and one or other of the former ones. 

Fluids. — (1.) In order to determine the index of re- 
fraction fi of the liquid in the little flask a little plane 
plate of known index of refraction {e.g. rock crystal with 
the indices 1'5442 and 1*5533 for sodium light) may be 

M 
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limit of total reflection maj be made to coincide with any 
line. 

A box consisting of two plane-parallel plates fixed parallel 
to each other, with a fihn of air between them, if brought into 
the trough and treated in a manner exactly similar to that 
just described, gives at once, from the half angle of rotation ^, 
the index of re&action /i of the fluid in relation to air. 



/* = 



sin<f> 



Cf. K Wiedemann, Pogg. Ann. cIviiL 375, and Terquem and 
Trannin, ibid, civil. 302. 



40a. — Determination of Small Variations in the Index 
OF Refraction by Interference (Jamin). 

The '' interference refractor " consists of two similar, thick 
(e.g. about 3 cm.) plane glass plates with parallel sides, which 
are most advantageously silvered on the back, placed facing 
each other and parallel, making an angle with the line joining 
their centres of from 45° to 50°. A ray of light falling on 
the first plate a£fords by reflection at the two surfaces two 
rays. After falling on the second plate each ray again divides 
into two, of which those figured emerge at the same point and 
in the same direction. These rays, if the plates are slightly 

turned from their parallel position, 
give rise to a system of interfer- 
ence bands. We may place in the 
path of the two rays two bodies 
optically similar. If now variations 
^' ' take place in the path of one of the 

rays, on account of changes of temperature, pressure, concen- 
tration, etc., while the system of bands is being watched, a 
movement is seen to take place among them. The alteration 
of the index of refraction corresponding to the alteration of 
the conditions may then be determined from this displacement, 
the length of the body producing it, and the wave-length of 
the light used (see under II.) 
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L Adjustment of the Apparattis. 

The two plates may stand upon a horizontal plane surface. 
They are either mounted together on a heavy stand, or else, to 
allow a choice in the dimensions of the bodies introduced 
between them, on separate stands, in any case, however, on a 
very firm support. 

If a sodium flame, which it is best to surround with a 
black cylinder provided with a suitable opening, be placed 
about 150 cm. behind the first plate, the interference bands 
are seen either at once or after a slight rotation of the second 
plate on looking at this plate with the eye adjusted for dis- 
tant vision. The rotation of the plate is continued until 
the bands appear sharply defined, parallel to each other 
and straight; their direction is in most cases of no con- 
sequence. It will, however, mostly be preferred to place 
them either horizontally or vertically (see below, and p. 167), 
which can always be easily effected by rotation round the 
two axes. 

The best means of observation is a firmly fixed telescope, 
of which the object-glass is covered with a cap provided with 
a narrow opening placed perpendicular to the bands. If 
fractions of the breadth of the bands are to be measured by 
the telescope (a compensator, see the end of the section, may 
also be used for this purpose), a micrometer in the eyepiece 
is advisable. 

After the introduction of the experimental tubes, etc., 
between the plates, and, if necessary, placing suitable screens 
to cut off the two outer images, the direction and distance of 
the bands and the telescope receive their final adjustment. 

Too many bands in the field of view may easily give rise 
to errors in counting their movements, and some may, if 
needful, be screened off. 

If it is necessary to carry out the observations in white 
Ught (see III.), wide horizontal (p. 167) bands are first of all 
produced, using sodium light. On substituting white light it 
is possible by very slow rotation of the second plate round its 
vertical axis to bring coloured bands into the field of view. 
The colourless band in the midst of this system is brought into 
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the centre of the field, and the telescope focussed for the 
greatest distinctness upon it 

Under some circumstances an arrangement of the instru- 
ment with parallel white light (sunlight) will be preferred (see 
Quincke, Pogg. Ann, voL cxxxii. p. 50, 1867). The heating 
of the apparatus and the variations of the temperature of the 
place of observation produced when an intense source of light 
is used, maj easily bring about a disturbing movement of the 
bands. 

A trough with a solution of alum in front of the source of 
light, and confining the use of the light to the actual time of 
the observation, are in addition advisable even in the case of 
feeble lights. 

XL Meamrement in the Case of Steady, Uniform Variations. 

If the changes in the conditions of a body, which produce 
the change of index of refraction in the substance, take place 
so continuously and uniformly in all parts of the body that 
the movement of the bands can be followed, as for example in 
the alteration of the pressure of a liquid, the gradual rare- 
faction of a gas by slowly pumping it out, etc. ; the measure- 
ment is very simple. The number of bands is counted by 
which the system (in sodium light) is displaced relatively to 
the cross-wires of the observing telescope during the alteration 
of condition in the body, estimating the fractions of the width 
of a band or measuring them with the eyepiece micrometer. 

If then 

L = the length of the layer traversed, 
X = the wave-length of the light used (Table 19a), 
s = the number of bands displaced, 
/xj and fiQ =■ the indices of refraction after and before the alteration^ 

we have 

k 
/*i-Mo = «^ 

For if Ap = X/fiQ and A^ = X/fi^ the wave-lengths in the original 
and the sJtered state we have obviously 

s = L/K^ - L/Xq = (^ - /io)i/A 
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III. MeasureTTient in the Case of Alterations not Uniform, 

The movement of the bands cannot always be followed 
{e.g. when a salt is dissolved in a liquid, or when a solution is 
replaced by a more concentrated one). The displacement of 
the bands c€innot then be counted directly, but may be obtained 
as follows : — 

Let white light be used. The coloured bands then pro- 
duced afford a means, by the difference of their appearance, of 
numbering the corresponding bands in sodium light, which are 
not there distinguishable, by taking as zero a black band near 
the position of the colourless band seen with white light. The 
displacement of this zero produced by the change of conditions 
in the substance is found by counting the bands (as seen in 
monochromatic light) displaced by rotating the second plate 
on its vertical axis until the zero as seen with white light 
again appears on the cross- wirea We thus obtain, subject to 
a correction, the number of bands by which the monochromatic 
band system has been displaced. From this number the alter- 
ation of the index of refraction is determined as in II. 

The bands must be horizontal in order to show in white light. 
The difference of phase which two interfering rays receive on 
passing through the refractor (see Vordet-Exner, loc, cit.) is 

<l> = 2ijd {cos h - cos V) 

where /a is the refractive index, and d the thickness of the plates, 
and ( and V the angles of emergence from the first plate and 
entrance into the second respectively. If </> is to be equal to 
we must have h = V. This happens for any ray which travels in a 
plane with which the normals to the plates make equal angles, and 
which is at right angles to the plane in which they lie. The plates 
most therefore be inclined to each other in the vertical direction, 
but the bands are then horizontal. 

The correction mentioned consists in the alteration of the 
number of bands observed as above by a whole number of 
band breadths, and owes its origin to dispersion. 

Our measurement is effected by the compensation of two 
opposing differences of phase as we saw. This compensation 
is not possible for all the colours of white light at the same 
time, since the two opposing parts of the apparatus (refractor 
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and interposed body) do not introduce the difference of phase 
for the different colours in the same proportion. We obtain 
rather for that difference of phase resulting from the opposing 
actions of the two parts which has the same magnitude for aU 
colours a colourless band. 

If, for example, one of the parts introduces differences of phase 
in the red and blue in the proportion of 7 : 9*8 to each other, and 
the other in the proportion 7 : 10 ; on the introduction of 7*5 and 
10*5 wave-lengths respectively in the first case, and - 7 and - 10 
in the second, the resulting difference of phase in the case of ripd 
and blue will be equal and amount to +0*5. For the other colours 
of the source of lights there will then usually ensue a nearly equal 
difference of phase, so that we obtain a black band, corresponding 
to the difference of phase 0*5. 

This difference of phase which corresponds to the 
achromatic condition varies with the increase of the compen- 
sated difference of phase. The achromatic line therefore 
alters its position uniformly over the compensated system of 
bands obtained with sodium light moving gradually from one 
band to another, passing in the process through different 
stages of brightness from black to white, which correspond to 
the brightness of its position in the monochromatic system. 
When it falls on a dark bsmd the coloured system of bands is 
arranged synmietrically with regard to a black line ; when it 
falls on the middle of a light band the line is white. The 
zero point therefore of our counting of the bands moves slowly 
along the system. 

Cf. Sirks, Togg. Ann, cxl. p. 621 ; cxli. p. 393, 1870. The 
observation of this movement also gives the alteration of the 
dispersion (see Hallwachs, fFied, Ann. 1892). 

To obtain the amount of this correction an auxiliary 
experiment is performed, in which the alteration in the body 
investigated is brought about in sufficiently small stages until the 
achromatic line appears black. The change is then continued 
further until the colourless line after passing through the 
white stage again appears black. From this is obtained the 
magnitude of the alteration in the conditions of the body, or 
the corresponding shift of the bands for which the colourless 
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line is displaced by the breadth of one band in the direction 
to be observed. 

We can then, when in an experiment the total displace- 
ment of the bands is found, always say what was the original 
number of one of the dark bands near the achromatic line, i.e. 
how far distant this is from the zero first chosen. 

If the change of condition consists in a change of con- 
centration in a solution, the corresponding movement of the 
colourless line is fairly independent of the original con- 
centration. 

According as the zero is displaced by the alteration in the 
body in the direction of the movement of the bands, or in 
the contrary direction, the altered number of the dark band 
accompanying the achromatic line which is chosen for the 
adjustment must be subtracted from or added to it 

Since the fractions of the breadths of the bands are 
measured directly with the eyepiece micrometer, the observa- 
tions with the system of bands in white light are only used 
to obtain the whole numbers of the displacement, our cor- 
rection is therefore confined to a whole number of wave- 
lengths. 

Cf. Siertsama, Der Jamirisdie Interferentialerefrador^ Proefschrift, 
Groningen, 1890; Hallwachs, loc. cU. 

Jamin's Compensator, — This may be used with advantage in 
many cases to compensate the differences of phase instead of 
the rotation of the second plate (see Quincke, loc, cU, p. 204). 
If the compensator is to be used for white light, what has 
been said above as to the movement of the colourless line must 
be considered in its empirical graduation. 

Cf. further on the general theory of the apparatus: Verdet- 
Exner, WeUentheorie d. lichteSy i. 94, 1891; Ketteler, FarbeTizerdrenung 
d. Case, p. 29, 1865; Zehnder, JFied, Ann, xxxiv. 91, 1888. 



41. — Spectrum Analysis (Bunsen and KirchhofiF). 

The apparatus for spectrum analysis requires, besides the 
telescope F and slit s previously mentioned as forming the 
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spectrometer (39), a third tube JR with a micrometer scala 

This is reflected in the face of the prism 
which is next the telescope. 

L Adjustment of tJie Apparatus. 

This is accomplished in the following 
manner, the order of the operations being 
specially observed : — 

(1.) The slit must appear as a very 
distant object. If the right adjustment be 
indicated on the tube, the telescope need only be focussed so 
as to give a sharp image of the slit, otherwise the telescope 
must be focussed on some distant object, pointed to the slit, 
and the latter drawn out till it appears clear and sharp. 

(2.) The prism must be adjusted to the position of mini- 
mum deviation. To attain this end, where the prism has not 
been fixed in the proper position by the maker, the slit is 
illuminated with the sodium flame, and the prism placed ap- 
proximately in its right position before the collimating lens ; 
and when the direction of the refracted ray has been found 
with the naked eye, the image of the slit is sought with the 
telescope. The prism is then turned (following the image, if 
necessary, with the telescope) until the image stops and begins 
to move backwards, and is then fixed in this position. 

(3.) The reflected image of the scale should be clearly 
visible. It is illuminated by a lamp placed about 20 cm. 
from it. When, by turning the tube, the image is found, the 
tube is drawn out till the scale appears distinct The images 
of the slit and scale should not alter their relative positions in 
the telescope on moving the eye before the eyepiece. 

(4.) The sodium line should be made to fall upon some 
particular division of the scale — ^that adopted by Bunsen and 
Kirchhoff being the 50th. This adjustment is made by turn- 
ing the tube carrying the scale, which should then be clamped. 



II. Valuation of the Scale. 

In order to know the points of the scale which corre- 
spond to the lines of the different chemical elements, their 
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flames should be observed separately, and the position on the 
scale (with their brightness, width, colour, and sharpness) of 
the lines should be noted. It is more convenient to employ 
for this purpose the copies which are published of Bunsen and 
Kirchhoff's maps, or Table 19, which is referred to the same 
scale. For this purpose the scale of the apparatus may be 
reduced to that of the charts in the following manner : — 

The positions of a few known lines near the ends and in 
the middle of the spectrum (say a, 2>, F^ G, H, in sunlight, or 
Kay Li a, Na, Sr S, JTyS, see p. 156), are observed on the scale of 
the instrument. The observed positions are laid down on 
square-ruled paper as abscissae, and the corresponding positions 
on Bunsen's scale as ordinates, and a curve drawn through 
the points obtained. This will seldom differ much from a 
straight line. On this the position on Bunsen's scale, corre- 
sponding to any observed position on that of the instrument, 
will be found as the ordinate. In many spectroscopes the 
scale is made nearly to agree with Bunsen's. When this is 
the case, Na is made to coincide with the 50 th division, and 
the scales are compared by a series of observations. The curve 
is more conveniently constructed, for the corrections only of 
the scale, by taking the differences from Bunsen's scale a^ 
ordinates in the graphical construction (see Table 19). 

III. The Analysis. 

The lines due to the bodies when placed in a Bunsen's gas- 
flame are observed on the scale, and the bodies identified by the 
agreement of the lines with those due to known substances. 
In doing this the following remarks must be attended to : — 
First, not only must the positions of the observed lines be 
noted, but, approximately at least, their brightness, width, and 
sharpness. For instance, Sr jS and Zi a fall very near to- 
gether ; but while Sr /S is hazy, Li a ia quite sharp. Bands 
may be represented graphically by making the intensity of the 
light at any point the ordinate at the point, and so draw a 
curve to represent the spectrum (Bunsen). 

For distinguishing the alkaline earths, it is best to make use 
of the (faint) characteristic lines in the blue part of the spectrum. 
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The bodies are alwars placed in the front border of the 
flame on platinnm wire, the glowing solid part so far down 
that it does not give any disturbing oontinnons spectnuiL 
It is advisable to nse, first of all, a narrow dit, in order to 
separate lines lyii^ close together, and then to repeat the 
observation with a wider one, to detect lines of feeble bright- 
ness. Similarly it is well to emplov, first, a small gas-flame 
for easily vaporisable bodies (K, Li), and then a laiger one for 
those which are less so {Sr, Ba, Ca). The spectra of the latter 
often require a longer time before they make their appeaianca 
The bodies are nsoally employed as chlorides ; sodium and 
potassium, however, on account of the decrepitation of the 
chlorides, are more conveniently used as carbonates. The 
enfeeblement of the spectrum, in the course of a long experi- 
ment, is often due to the fact that the chlorides by ignition 
are converted into the less volatile oxides. The intensity of 
the light is in this case momentarily restored by moistening 
the bead with hydrochloric acid. Compounds, such as the 
sulphates of the alkaline earths, which are by themselves 
scarcely volatile, and are not decomposed by hydrochloric acid, 
are ignited in the lower reducing part of the flame and then 
moistened with hydrochloric acid. 

The most effectual way of cleansing a platinum wire from 
substances which volatilise with difficulty, is dipping it into 
hydrochloric acid and pure water and long ignition in the point 
of the flame, or before the blowpipe. 

Extraneous light must be carefully cut off,-^ — by a black 
screen behind the lamp, by a cover for the prism, which only 
leaves a passage for the light through the three tubes, and, 
lastly, by a black paper shade hung from the telescope. The 
last renders unnecessary the wearisome closing of the eye which 
is not in use. The scale should never be more strongly illu- 
minated than is necessary for recognising the divisions and 
numbers. In order to see very faint lines, the light passing 
through the scale may be entirely cut off. 

The Bunsen's gas-flame itself gives a number of feeble 
lines, principally in the green and blua In order that these 
may not mislead the observer, they should be previously 
observed and the strongest noted. The lower part of the flame. 
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too, in which these lines are the strongest, is not used for the 
observation. The sodium line also is seen in most prepara* 
tions ; indeed, the air itself frequently contains so much sodium 
that the reaction occurs without any visible cause for it being 
present 

Ultraviolet Spectrum. — This is investigated with the aid of 
a fluorescent eyepiece (p. 157), or else by projection on a 
fluorescent screen, or by photography. That no light may be 
absorbed, apparatus of quartz should be used, and reflection 
gratings instead of transmitting ones (Rowland). 

Absorption Spectra, — The spectrum analysis of white light 
which has passed through coloured bodies, especially solutions, 
may also be of importance. Sharp lines are here but seldom 
produced. 

On the measurement of the intensity of light in the 
spectrum, see 47a, III. 



42. — ^Wave-Length of a Eay of Light. 

(1.) Diffraction Gratings. — Upon the table of the spectro- 
meter (39) is placed a plate of glass ruled with a very fine 
grating of lines (Nob^rt's test-lines) parallel to the slit, the plate 
perpendicular to the tube carrying the slit, the engraved face 
turned towards the telescope. The telescope is first focussed on 
a very distant object, and the slit adjusted to this focus (39, 1). 
Using, then, homogeneous light, we shall observe, in suitable 
positions of the telescope, besides the middle bright image of 
the slit, a first, second, etc., fainter image on each side of the 
middle. Let I be the distance between the lines in the 
grating on the glass plate, S^, S^, S, . . . the angles of devia- 
tion of the images from the middle one, the wave-length of 
the l^ght used is — 

X=il sin ^^ \l sin ^^ = \l sin 83, etc. 

For in each of these directions the distances from the 
separate spaces of the grating to the telescope difier from each 
other by whole multiples of a wave-length. The light-vibra- 
tions which reach the telescope (adjusted for parallel rays) in 
one of these directions are therefore in the same phase, and so 



n 
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reinforce each and form an image. Any other direction con- 
tains diffracted rays at irregular distances from the separate 
spaces ; the rays are therefore in very difierent phases, and so^ 
when collected by the telescope, destroy one another. 

The grating is known to be placed accurately perpendicular 
when corresponding images on each side have the least distance 
from each other. 

Light not homogeneous is dispersed by the grating into 
spectra, in which, according to the formulae given above, the 
light consisting of the longer waves (red) appears most de- 
flected. In using sunlight in which the Fraunhofer's lines 
(p. 156) are used for the definition and adjustment of the 
colour, the first spectrum and the greater part of the second 
are pure ; beyond this the spectra interfere with each other. 
In order to recognise the lines from the map on p. 156, it 
must be remembered that the interference spectrum appears 
more and more contracted the more the violet end is ap- 
proached. 

Reflection Gratings act in the same way as the above when 
the reflection of the light in the plane of the grating i& taken 
as the source of light. Of. Quincke, Pogg, Ann, cxlvL 43, 
1872. 

(2.) Nevjton's Rings. — Let a spherical surface of large radius 
of curvature r (43) lie upon a plane surface. Let the ring, 
7? in number, which is observed when viewed vertically, have 
the diameter a^, the ring {p + k) the diameter a^. Then the 
wave-length of the light used is 

X = (a,2 - a^^)lhr 

43. — Measurement of a Eadius of Curvature. 

I. WUh the Spherometer, 

The spherometer (18, 7) is first adjusted upon a surface 
known to be a plane (39, 8), and then upon the surface to be 
measured. Let the positions of the central point in the two 
cases difler by a height A. Let, further, I be the side of the 
equilateral triangle formed by the three fixed points. The 
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measurement of I is most simply performed by pressing the 
points on to paper. The radius of curvature is 

k h 

For if £ be the altitude of the triangle, with the side / we have 

2rh = im + h\ Since, further, if* = f Z« 
the above expression follows. 

II. By Reflection (R. Kohlrausch). 

The determination of the radius of curvature with the 
spherometer is limited to large surfaces. In order to determine 
that of a small surface, if reflecting, and not too little curved, 
we may proceed as follows : — 

The object is fixed so that the surface to be measured is 
perpendicular, and two lights are placed at some distance in 
front of it, at the same height as the object, and at the same 
distance from it. Half-way between the lights is placed a 
telescope focussed upon the surface. Lastly, immediately in 
front of the surface, and parallel to the line joining the lights, 
is placed a small scale divided on glass. The lights produce 
two images reflected from the surface, of which the distance 
apart is observed on the small scale with the telescope. 
If then 

I = the distance of the images from each other ; 
L = the actual distance of the lights from each other ; 
A = the distance of the point midway between the lights from 
the surface ; 

the radius of curvature r of the surface is — 

2AI , 
r = J — -Tj for a convex ; or 

r = -= — —, for a concave surface. 
L+21 

The less the curvature, the greater must be the distance A, 
in order that the formulae may hold good. On another account 
also the distance should not be (oo small, viz., because the 
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images would not then be sharply visible at the same time 
as the scale. This objection may be lessened by stopping 
down the aperture of the object-glass of the telescope. 

For lights, the flat flames of petroleum or gas lamps are 
very convenient if the edge be turned to the reflecting 
surface. With but little error we may employ the bars of 
a window, in front of which the observer is placed with the 
telescope. 

Helmholtz's ophthalmometer (18b) is more accurate and 
more convenient than scale and telescope. 

When the curvature of lenses is determined after this 
manner, there are also images reflected from the further sida 
In the case of biconvex or biconcave lenses, it is easily seen 
which are the images to be employed by their erect or in- 
verted position. These images disappear on blackening the 
hinder surface. 

Proof for the above Formula for a Convex Surface. — The distance a at 
which the virtual image of the line L joining the lights is formed be- 
hind the surface is given by 1/a = 1/-^ + 2/r, whence a = Ar/(2A + r). 
On the other hand, the length A. of the image is obviously given by 
A. : i = a : ^, therefore A. = La/ A. 

The image X appears projected on the scale, with the length 
I = \Aj{A + a) = Lal{A + a), whence by substituting the above value 
of a 

I = ^rLI{A + r) or r = 2All(L - 20- 

For concave surfaces in a similar manner. 



III. Surfaces of Slight Curvature, 

A telescope is focussed so that an object (say a divided 
scale) at the distance A is clearly visible. With the telescope 
thus focussed, let the image of an object reflected from the 
mirror be clearly seen when the distance between object and 
mirror is a, that between the mirror and the object-glass of 
the telescope e. The radius of curvature r is then found by 

r=^2a-i 

A -e-a 

It is well to have e about =AI2. 
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If r is positive it denotes a concave surface, negative a convex. 
The absence of parallax between the cross-wires of the 
telescope and the image is the test of distinct vision. 

IV. From the Focal Length. 

With slight alterations the focal length of a concave 
mirror may also be obtained by 44, 1 and 3-6 ; that of a 
convex one by 44, 9. The radius of curvature is equal to 
double the focal length. 

 

V. Testing Plane Surfaces, 

See the method 39, 8. 

A telescope adjusted for a very great distance may also 
be used to observe the image of a distant object reflected in 
the surface when this is held close in front of the object-glass 
of the telescope. The image must show no parallax as com- 
pared with the cross-wires. With some practice the naked 
eye wiU give fairly sharp results by this method. 

A small plane mirror may also be tested by throwing 
with it an image of the sun upon a distant wall. The image 
must be round, and of the apparent angular diameter of the 
sun, taking the mirror as the centre. 

If a truly plane glass surface is available the surface to 
be tested is laid upon it and illuminated with sodium light. 
The interference bands which appear must be straight and 
parallel 

44. — The Focal Length of a Lens. 

The focus of a lens is the point at which rays parallel to 
the axis on incidence cross after emergence. The distance of 
the focus from the lens is the focal length. In concave lenses 
the focal length has the negative sign. The "number" of a 
spectacle lens is its focal length expressed in inches. 

The " strength " of a lens is determined by the reciprocal 
of its focal length ; a lens or combination of lenses which has 
the focal length / meters, is said to have a strength oi ijf 
diopters. The strength of a system of lenses placed one 
behind the other is the sum (having regard to the signs) of 

N 
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the separate strengths if the thickness of the combination is 
small compared with the focal length. 

The two radii of curvature, r and / of a lens, and the 
focal length, are related to each other and the refractive index 
fi of the glass as follows : — 

-;^=(/X-l)(-+ -) 0r/A=-;^ , + 1 

When a surface is concave its radius of curvature must be 
taken as negative. 

The focal length is dififerent for difiTerent colours, and 
must therefore, strictly speaking, be defined for a special 
colour (sodium flame or red glass). 

In all experiments the axis of the lens (the line joining 
the two centres of curvature) is brought into the line joining 
the image and object, as otherwise the distance will be found 
too small. 

(1.) With the Sun. — The focal length of a convex lens 
may be measured by forming with it an image of the sun on 
a plate of ground glass, and holding it at such a distance that 
the image is sharp and clear. The distance of the. plate from 
the lens is the focal lengtL 

(2.) With Telescope. — A telescope is focussed on some 
very distant object. Now placing the lens in front of 
the object glass of the telescope, and looking through it at 
some plane object (e.g. a sheet of paper with writing on 
it), this will, at a certain distance from the lens, be clearly 
visible. The distance thus found is the required focal length. 

(3.) From the Distance between Object and Imajge. — On one 
side of the lens is placed a light, and on the other a white 
screen at such a distance that a dear image of the light is 
formed upon it. In order to recognise the central adjustment 
the reflected images of the object in the two refracting surfaces 
are used. Looking at the lens from the side of the object these 
images must lie in one plane with the eye and the object. 

Taking a and b as the distances of the light and the image 
from the lens, and / the required focal length — 

111 ^ ah 



j a V '^ a + b 
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(4.) By DiffereTice of Position of the Lens. — If an object is at 
a constant considerable distance I from a screen^ there are two 
positions between them which a lens may occupy when 
forming a distinct image. If the distance between these two 
positions be e the focal length of the lens is 

,2> 



/=iO-n 



As the object we may use cross -wires and instead of the 
screen another cross, using a lens and determining- the coin- 
cidence of this and the image by the absence of parallax. 

This method (Bessel, cf Oudemans, Wied. BeihL 1879, p. 
183) has the advantage that the displacement e can be more 
accurately measured than the distance from the lens. 

Proof. — The distances of object and image from the lens in this 
experiment are plainly ^(Z + e)and i(^-«). Hence l/f=2/{l-e) 
+ 2/{l + e) =r 4V(^2 - «2), q.e.d. 

(5.) IVom Hqtuxiity of Object and Image. — ^When the size of 
the image is equal to that of the object, the distance between 
them is equal to four times the focal lengtL 

Thicker Lenses or Systems of Lenses. — The methods given above 
assume that the thickness of the lens is so small in proportion to 
the focal length that it may be neglected. When this is not the 
case,, we understand by the focal length the distance of the point 
of convergence of parallel rays from the principal plane of the lens 
or system of lenses. The principal plane may be found by con- 
struction, by producing the directions of incidence and emergence 
of a ray falling on the lens parallel to its axis till they cut each 
other, and drawing a plane through the intersection perpen- 
dicular to the axis of the lens. The point of intersection of the 
axis and the principal plane is called the principal point. In 
lenses of ordinary glass (ft = 1 '5) of which the radius of curvature 
is large compared with the thickness d, the two principal points 
are at a distance from each other of ^d, and further, if both sur- 
faces are equally concave or convex, each is at a distance of ^d from 
the surfaces. A plano-convex or plano-concave lens has one of its 
principal points in the curved surface and the other at ^d from it 
within the lens. 

The following methods give the true focal lengths of lenses 
or combinations reckoned from the corresponding principal 
points : — 
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(6.) From the Sizes of much Magnified or Diminished Images. 
— On one side of the lens a brightly -illuminated scale is 
placed, a little farther from it than the focal length (the scale 
is best of glass with transmitted Ught). On the other side of 
the lens a white screen is placed at such a distance that a 
clear and greatly magnified image of the scale appears upon it 
Then taking 

/, the length of a division of the scale ; 
Z, the length of its image ; 
A^ the distance of the screen from the lens ; 

the required focal length / is 

Conversely, also, we may place a sharply-defined object at a 
great distance from the lens, and measure its image, now 
much diminished on the other side of the lens. For this 
purpose it is best to use a scale divided on glass, read by 
means of a lens which must be so placed that the divisions on 
* the glass and the image of the object are clearly visible 
through the lens. We must then take, in the previous for- 
mula, I for the length of the image, and L for that of the 
object, and A for the distance of the latter from the lens. 

Proof. — The distances A and a of the image and the object 
from the principal plane of the lens are connected by the formula^ 

-J + - = - . Their magnitudes are in the ratio 7 = — • By putting 

'- = -j^ in the first equation we get the expression as above. 

Since A is large compared with the thickness of the lens, we may, 
instead of the unknown distance from the principal plane, use the 
distance from the lens. 

(7.) Meyerstcin's Method, — (a.) For lenses of long focus, e,g. 
object-glasses of telescopes, let two small millimeter scales 
divided on glass be fixed on a long wooden stand at a distance 
c decidedly greater than four times the focal length. The 
engraved sides of the scales are turned towards each other. 

Let now the lens be moved about between the scales until 
the (diminished) image of the one falls in the plane of the 
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other, which is recognised by the disappearance of the parallax, 
and the ratio of image to object be determined = v ; let also 
the distance from the object of some point firmly connected 
with the lens, e.g, some point on the edge of the cell, be 
measured =a. 

Let now the lens be reversed and the operation repeated ; 
the agreement of the two values of v shows the accuracy of 
the adjustments. Let the distance of the point connected 
with the lens from the object be now 1/ and we have for the 
focal length 

•^" l/v-v 

(6.) In the case of the eyepieces of telescopes and micro- 
scopes, and the objectives of microscopes, the image is too 
small to be measured as above ; in addition, the position of the 
image often falls in the interior of the combination. 

We may here with advantage use a microscope of low 
power with an eyepiece micrometer and laid horizontally, 
and, as the object, rectangular blocks of suitable size or bits of 
coloured paper on a white ground. We obtain v at once from 
the size of the object, and the size of the image measured by 
the micrometer divisions of known valua a and b' are easily 
measured direct In order to obtain c the lens is removed 
and the distance from the object to a needle-point placed in 
the position where it is in good focus, measured. 

Cf. Meyerstein, TFied. Ann, i. 315, 1877. 

(8.) Abbe's Method. — Let the ratio v^ of magnified image to 
object be determined for some position of the lens, etc. ; let 
the object be moved by a measured amount A and the ratio v^ 
found. The focal length is 

The apparatus ia the same as for Meyerstein's method. 
The method has the advantage that no determination of the 
place of the image is necessary. 

Abbe has constructed a special apparatus (focometer) for 
the convenient performance of the measurement 



182 PHYSICAL MEASUREMENTS 

(9.) Diverging Lenses. — A concave lens, which gives no real 
image, is used in combination with a stronger convex lens of 
known focal length, and the common focns of the two 
determined by one of the methods (1) to (4). If, then, 

/*= the common focal length ; 
^=that of the convex lens alone ; 

the focal length / of the concave lens will be found by 

fF F' ^^ *" F' -F 

(10.) Finally, the focal length of a concave lens may also 
be obtained by measuring the circle of light formed by the 
diverging rays of the sun when thrown on a screen at a given 
distance. If 

• 
d = the diameter of the aperture of the lens ; 

D = the diameter of the circle of light ; 

A = the distance of the screen from the lens ; 

we have for the focal length — 



d-D + O'OOdiA ' 



0'0094 is twice the tangent of the apparent diameter of 
the sun. When the lens is deep and not too small, this 
term may be neglected, and we thence obtain the simple 
rule, to take for the focal length that distance at which 
the circle of light on the screen is double the aperture of the 
lens. 

(11.) Focal Length of Weak Lewises {cf. 43, III.). — Let a 
telescope be focussed for distinct vision of an object at the 
distance A from the object-glass. The lens is now introduced 
close in front of the object-glass, and the distance of the object 
varied until it again appears distinctly focussed. Let this be 
the case for a distance A\ The focal length of the lens is 
then 

f__AA;_ 
^"A-A' 
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Negative focal length denotes a diverging lens. Distinct 
vision is recognised by the absence of parallax between the 
image and the cross-wires. 

[Thompson's Focometer, — S. P. Thompson describes {Jour, 
of Soc. Arts, xl. p. 22) another method of determining not 
only the focus but also the positions of the principal points 
of any lens, simple or compound, thick or thin ; and an in- 
strament designed to facilitate the measurements. 

The method depends upon the fact that the conjugate' foci 
with equality of object and image, the symmetric poirUs as he 
calls them, are as far from the principal focus on each side as 
this is from its corresponding prindpcd point. 

The lens is fixed on the instrument between two glass 
micrometer scales carried by supports which slide independently 
on the longitudinal graduated frame of the instrument, but 
are also, when suitably clamped, moved equally in opposite 
directions by the right and left handed parts of a main screw, 
or for less accurate work by an arrangement of the nature of 
" lazy-tongs," as suggested by Everett, or by clamping the two 
scales to the two parts of a cord passing round a pulley at one 
end of the apparatus, as originally used by Thompson. 

The one micrometer is placed in the principal focus of the 
lens, which is found by using as an object a set of black lines 
on glass placed in the focus of a collimating lens, and moving 
the micrometer until there is no parallax between its divisions 
and the image of the black Unes. The reading on the 
graduated beam is then taken, say F^ 

The object and collimator are then placed at the other side 
of the lens, the first micrometer turned out of the way by a 
hinge arranged for the purpose and the position of the principal 
focus in the other direction determined in the same manner F^. 
By means of a plumb line the position of some point of the 
lens, e,ff, one surface of it, is found to be at ^ on the 
scale. 

The two micrometer supports are then clamped to their 
respective ends of the screw, and turning this so as to make 
the micrometers travel outwards, a position is reached at which 
the image of one micrometer exactly coincides with the other 
one. Call the readings S^ and S^, 
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/, the focal length, is F^ — S^ or S^ — F^ so that we may 
take the mean. 

f/the distance between the principal points is 

The positions of the principal points on the graduation are 
2F^ — 8^ and 2F^ — S^, and their distance from the point of the 
lens determined (at A) can be thus found.] (TV.) 

46. — Magnifying Power of an Optical Instrument. 

I. Lens, 

The magnifying power of a lens is calculated from the 
focal length, which, for a thick lens or a combination of 
lenses, must be determined by (6) of the previous article. 
CalUng 

/=the focal length ; 

^ = the least distance of distinct vision with the naked eye ; 

the magnifying power of the lens is — 

A , 

For ordinary eyes the least distance of distinct vision may be 
taken as 25 ohl 

Proof. — If a small object of the length I be placed at a distance 

a under the lens, so that its (virtual) image appears at the distance 

111 
A^ we have- = -^ + T. Let the image have the length L^ and 

LA A 

the magnification will bej = -=l+-T. 

II. Telescope. 

The magnifying power is the ratio of the angle which a 
distant object subtends, when seen through the telescope, com- 
pared with that which it subtends as seen with the naked eye. 

(1.) The following method is universally applicable for 
determining the magnifying power : — The telescope is placed at 
a distance, which must be great compared with the length of 
the instrument, before a measuring rod (a paper scale, a slated 
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roof, or the pattern of a wall-paper will answer the purpose), on 
which two points must be sufficiently marked to be seen with 
the naked eye. Looking now at the scale through the telescope 
with one eye, and with the other unassisted, the two images are 
seen superposed. If, then, the distance between the two points 
appear to correspond to n divisions of the scale, as seen through 
the telescope, while the actual distance is N divisions, the 
magnifying power is — 

N 
m = — 
n 

The observation will be much facilitated by drawing out 
the eyepiece of the telescope, so that the two images are not 
displaced relatively to each other by a movement of the axis 
of the eye, A short-sighted eye must, of course, be assisted 
by spectacles. 

(2.) At short distances, the following method (Walten- 
hofen's) may be used : — The telescope is focussed for a very 
distant object, and then a thin convex lens of low power 
(spectacle glass of about 2 m. focal length) is fixed in front of 
its object-glass. The telescope is then pointed to a scale at 
such a distance that the divisions appear well defined. Just 
as in No. 1, an observation is made with both eyes. If n 
divisions, as seen in the telescope, coincide with N as seen with 
the naked eye, and if the distance of the scale from the object- 
glass be a, and from the eye A, the magnifying power of the 

telescope is — 

N a 

n A 

(3.) In telescopes with convex eyepieces the following 
simple method is almost always applicable : — First, the tele- 
scope must be focussed for an object at infinite distance. The 
object-glass is then taken out and replaced by a c£trdboard 
screen with a rectangular opening, or by a transparent scale. 
The remaining lenses of the telescope will form a real image of 
the screen or scale which is measured on a small glass scale 
placed in front of the eyepiece, using a lens for observing. 
The size of the image divided into the actual size gives the 
desired magnifying power. 
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The circular opening of the cell of the object-glass may 
itself be used for the above-mentioned screen if we are sure 
that the rays coming from its edges are not cut off by the 
diaphragms of the tube, as is frequently the case. A screen 
of angular form shows at once if this is the case. 

Proof for Kepler's Telescope, — If jP be the focal length of 
the object-glass, / that of the eyepiece, the magnifying power is, 
as is well known, Fjf The distance of the eyepiece from the 
objective is, when a distant object is distinctly seen, A = F+f. 
The object of the length L in the place of the object-glass 
gives therefore an image of length l=fZ/(A^f)=fL/F 
(see previous article. No. 6). Therefore L/l = Fjf 

(4.) The following method (Gauss) is more accurate, depend- 
ing on the principle that a telescope focussed for an infinitely 
distant object gives, when the rays pass through it in a revised 
path, a reduction of size which is equal to title magnifying in 
the ordinary use of the instrument The angular magnitude 
of a distant object is measured by means of a theodolite, first 
directly, then through the telescope placed, reversed, in front of 
the theodolite. The quotient of the two angles gives imme- 
diately the astronomical magnifying power. 

In a limited space the method may be carried out modified 
as follows: — A horizontal bar with two (or better, several) 
marks on it symmetrically placed with regard to the centre is 
placed at a distance of at least 1 meter in front of the eye- 
piece of a telescope focussed for a distant object. Let the 
distance of these marks apart be a. In the theodolite placed in 
front of the object-glass let these marks appear under the 
angle &, The corresponding angle at which the rays enter the 
telescope 6 is given by the fact that they must pass through 
the diaphragm of the eyepiece. If A be the distance of this 
from the bar we have 

ian \4> = iajA 

and the magnifying power of the telescope = ^Z®. 

Instead of a theodolite a spectrometer telescope may be 
used, or still better, a reading telescope, moved by a micrometer 
screw, and with a mirror attached to it, reflected in which a 
scale is read off by means of a second telescope. 
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(5.) The focal lengths of the separate lenses and their dis- 
tances being known, the power may be calculated. For example, 
that of an astronomical telescope with a simple eyepiece, or 
of a GaLQean telescope, is the focal length of the objective, 
divided by that of the eyepiece. Practically, the results of 
these and similar rules are of little use, since the focal length 
of the Galilean eyepiece cannot be measured directly, and eye- 
pieces with convex lenses are mostly of a compound nature. 
The exact measurement of the distances, frequently very small, 
between the lenses in the eyepiece offers great difiBculties ; and 
besides this, without determining the position of the principal 
points, only a rough residt can be obtained from the formulae. 

(6.) The Size of the Field of View, — If I be the actual 
distance from each other of two points at the ends of a diameter 
of the field of view and a their distance from the telescope, the 
size of the field of view expressed in degrees is 57°*3 . Ija. 

In practice a measuring-rod fixed at some distance is again 
the inost convenient object to employ. If a great distance is 
not available, a weak lens in front of the object-glass may be 
used as in No. 2, and the scale brought to the distance for 
distinct vision ; a is then the distance of the scale from the 
lens. 

III. Microscope, 

(1.) The magnifying power of a microscope may be taken 
as the ratio of the angle under which Bf small object is seen in 
the microscope, to that which the same object would subtend 
at the distance of 25 cm. 

The method of determining the power of a microscope is 
the same as that described in No. II. (1). An object (stage 
micrometer) the length of which is known, is brought under 
the microscope. At 25 cm. below the eyepiece is fastened a 
rule. Whilst one eye sees the object through the microscope 
the other sees the rule, and measures upon it the projection of 
the image visible in the microscope. If the image appear N 
divisions in length, whilst its actual size is n divisions, the 
power is Njn, 

Better still, a small mirror, the silvering of which has been 
rubbed off in the middle, may be fixed over the eyepiece at an 
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angle of 45°, and the scale set up 25 cm. to one side, so that 
with the eye the same object under the microscope and the 
reflected image of the scale are both visible at once. 

Instead of comparing the image of the object with a scale at 
the distance of 25 cm. it may be drawn upon a surface at that 
distance from the eye and the drawing measured. 

(2.) Upon the measurement of lengths with the microscope 
see Xo, o . 

(3.) Angle of Aperture and Numerical Aperture of a Micro- 
scope Objective. — The angle of aperture (2u) is the angle between 
the extreme rays which, proceeding from a point distinctly seen 
in the axis of the instrument, can pass through the microscope. 

I^et fi be the index of refraction of the medium from which 
the rays enter the objective. Then a = fi sin u is called the 
numerical aperture of the objective. In dry combinations 
/it= 1 and therefore a<l. In immersion lenses fi depends on 
the fluid used (water, oil of cedarwood, or monobromnaph- 
thaUn), and here we may have a>l. 

Upon the numerical aperture depends the so-called resolv- 
ing power of the microscope, ^.e. the size of the smallest object 
distinguishable by it. 

The lines of a grating distant e will be separated using 

central Kght when €^\/a, with suitable oblique illumination 

when € ^ X/2a where \ is the wave-length of the light in air 
(Abbe). 

According to Lister the numerical aperture of a dry objec- 
tive can be determined by laying the microscope horizontal, 
and moving before it, in the dark, a flame until one half of the 
field of view appears bright, and in the same plane perpendi- 
cular to the axis placing another flame in such a position that 
the other half is also illuminated. If the distance of the flames 
be e and the plane in which they are be distant A from the 
point of distinct vision, we have tan u = e/2-4. 

Apertures above 1 are measured by the apertometer of 
Abbe, which is always available. On a semicylinder of glass 
of 9 cm. diameter and 1*2 cm. in height a reflecting prism of 
45° is ground on the edge which forms the diameter, and the 
centre is marked by a little aperture in a silvered cover-glass 
cemented on to it 
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The upper surface has two graduations corresponding to 
the angle of aperture and the numerical aperture; two 
blackened brass plates bent at right angles serve as indices. 

The apertometer is placed upon the stage of the microscope 
which is focussed (if an immersion lens is used the proper 
fluid being interposed) to distinct vision of the little aperture. 
Taking away the eyepiece and looking down the tube we see 
with low powers the image formed by the objective of the two 
indices, the points of which are adjusted to the edges of the 
field of view and the division read. 

With higher powers the images are too small to be ob- 
served with the naked eye, and an auxiligtry microscope is used, 
which in Zeiss's instruments is formed by screwing a special 
low power objective into the lower end of the draw-tube and 
using an eyepiece. In other instruments a suitable objective 
may be fixed into the draw-tube with cork. 

46a. — Angle of Polarisation of a Body. 

The light reflected from a mirror is completely polarised at 
that angle of incidence or reflection at which the path of the 
ray which enters the body is at right angles to that which is 
reflected. Hence it follows, calling this " polarisation " angle 
G> and the index of refraction /a, 

fjL = tan 0) 

If /It is known, &> can be calculated from this, or fi can be 
found when a> is given. 

In order to measure o) directly a Nicol's prism is used, 
the polarisation direction of which (the longer diagonal of the 
face) lies perpendicular to the plane of incidence of the light. 
The mirror is illuminated by a broad source of light, such as 
translucent paper before a sodium flame, and the reflected light 
is observed through the Nicol's prism. At the right position 
an ill-defined dark band appears in the field of view ; the line 
of vision corresponding with the middle of this makes the 
polarising angle with the normal to the surface which can be 
determined as follows with the spectrometer (39). The Nicol 
is fixed (in accurate measurements, in conjunction with a 
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telescope), and the mirror fixed to the spectrometer axis and 
provided with a mark in the axis, is tamed from one minimnin 
of brightness to the other upon the opposite side, of coarse 
moving the source of light The movement has amounted to 
2». 

In the case of the sai£M»s of fluids 2» is determined by 
setting some vertical rotating observing instrument (WoUaston s 
goniometer, theodolite, spectrometer, turned over) on the dark 
spot from both sides. 

4S. — OpncAL Rotating Power. Saochabimetst (BiotX 

If the field of view of a polariscope with crossed Xicol 
prisms become light when a transparent body is inserted, this 
is either doubly refracting or " optically active," ix. it rotates 
the plane of vibration of the polarised light A substance is 
said to have ^ right-handed " rotation when the plane of vibra- 
tion is displaced in the opposite direction to the spiral of a 
corkscrew, i.e. when, to the eye receiving it, it appears turned 
in the direction of the motion of watch-hands. 

The angle of rotation produced by the unit of length of the 
active substance is called the specific rotation. K a solution 
of an active substance in a neutral medium be in question this 
angle of rotation must be divided by the amount of the sub- 
stance in unit volume of the solution. The specific rotation 
multiplied by the molecular weight of the substance is called 
the molecular rotation. 

The rotation depends greatly upon the colour of the light 
The amount of rotation is greatest in the case of the most 
refrangible light Red light for the investigation is obtained 
by a glass coloured with suboxide of copper held before a white 
flame or by the lithium flame, yellow by the sodium flame, 
green by the thallium. Many green glasses also, or stained 
gelatine films, give fairly homogeneous light On observations 
with light of a spectrum see the end of this section. 

Solutions of su<:]:ar are those most frequently observed for 
rotating power. We shall confine ourselves to the instruments 
which are used for this purpose. The rotation of other bodies 
can be measured in exactly the same way. 
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The specific rotation of cane sugar dissolved in water is, for 
the yellow sodium flame, 66°*6/dm., ix. the Angle of rotation 
a produced by a solution containing in 100 c.c. z grm. of sugar 
is for a length of solution of I dm. 

a = 0**-665 . si, whence s=l '504 -, 

For white light (average) 

a = 0°'7lzlj whence 2; = 1*41 y 

* 
Strictly speaking, the rotation increases a little faster than the 
amount of sugar. For sodium light a more accurate formula is 
(Schmitz) 

s= 1-501% 0-00031 f^y 

The specific rotation of quartz in the direction of the axis 
is for sodium light 21*''7/mm. 

Taking the rotation for the yellow sodium hght as unity, the 
rotations for other colours are almost exactly in the same ratio in 
the case of both quartz and sugar, on the average about as follows : 

Middle Red Yellow Green Blue Violet 

Rotation 3/4 1 4/3 5/3 9/4 

From this, with the "help of the numbers already given, the 
appearance of the colouring can be deduced. 

The rotative power d can be expressed as a function of the 
wave-length k (Table 19 a) by the formula d = a/k^ + b/k\ 

Accurate particulars for quartz are given in Table 20 ; for other 
bodies cf, Landolt, Optisches Drehungsverfnogen, 1879; Landolt u. 

Bomstein, Tabdlen, pp. 97-101. 

» * 

The instruments for measuring the rotation (sacchari- 
meters) have either a divided circle on the polarising arrange- 
ment, by the rotation of which the rotatory power of the 
substance is measured (Mitscherlich), or a "compensator" 
(quartz wedge), the pushing in of which answers the same 
purpose (Soleil). 

I. SaccJiarimeter with Rotating NicoL 

(1.) The original instrument of Mitscherlich consisted 
solely of a fixed polarising prism F and an ocular prism A 
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• 

rotating over a divided circle K, A soda flame (Bunsen's 
gas -flame with soda bead on a platinum wire) is placed 
behind the instrument in front of a black screen. The blue 

, light of the Bunsen's flame itself may 

j^ I be suitably absorbed by a yellow 

I j glass or a cell containing solution 

T^r n ^ P 'a=T of bichromate of potash. Then a 

P '» \^ A tube, empty or filled with pure water, 

! is placed between the Nicol's prisms 
y of the instrument, and. the Nicol in 
the eyepiece turned until the middle 
of the field of view appears dark. Finally the tube is filled 
with the solution of sugar (very thoroughly mixed) and put into 
its place again. The field of view, with the first position of the 
index, appears bright The number of degrees through which 
the index must be turned to the right (in the direction of the 
hands of a watch), that the centre of the field may be dark 
again, is the required angle of rotation a. 

If we intend the zero of the circle to be also the point 
from which the angle is measured, the index is put to zero 
without any sugar solution, and the farther Nicol turned 
untU the centre of the field is dark. 

For many eyes the use of a weak lens or spectacles in 
front of the eyepiece is an advantage. 

The angle' of rotation of a solid body, e.g. a plate of quartz 
cut perpendicular to the axis, is measured exactly as above by 
introducing the body between the two polarising prisms. The 
quartz plate must be placed exactly at right angles to the 
axis of the instrument if very deceptive appearances are to be 
avoided. The plate may be adjusted by observing the reflected 
image of the eye or of a small flame held just in front of it. 

When white light is used, since the colours are rotated 
differently, there is no longer after the introduction of the 
rotating solution any position in which the field is dark, but 
a change di colour follows the rotation of the prism in the 
eyepiece. The adjustment is made for the "sensitive tint" 
in which the yellow is extinguished, i.e. a violet passing 
rather abruptly into red on one side and blue on the other. 
For the calculation the constant is 1'41 (p. 191). 
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The question as to whether the rotation is "left" or 
" right '* handed is decided by the fact that it is whichever 
direction the eyepiece Nicol must be turned through to produce 
the ''sensitive" change from blue to red. Finally, should 
there be a doubt as to whether the angle of rotation is greater 
or smaller than 180°, two observations are made, one with 
red light (ruby glass) and one with the soda flame. The two 
rotations are approximately in the ratio, yellow : red = 4:3. 

A greater sharpness of the adjustment is attained by the 
following modifications of Mitscherlich's instrument 

(2.) DoMe Quartz Plate. — Two quartz plates of equal 
thickness, most suitably 3 "7 5 mm., cut from right and left 
handed crystals respectively, are placed side by side in front of 
the polarising prism, accurately perpendicular to the line of 
sight 

Whether the Nicols are crossed or parallel, both plates 
appear, with the soda flame equally bright, with white light 
equally coloured. Plates of 3 7 5 mm. in thickness produce 
with parallel Nicols the so-called "sensitive tint," and are 
also very sensitive in sodium light, which they rotate through 
about 80^ 

When a rotating substance has been introduced the two 
halves become dissimilar. The eyepiece Nicol is now turned 
through the rotation angle a of the substance, and equality 
is again established. If the rotation of the substance is 
considerable the dispersion of the colours of the white light 
thereby produced prevents an exact equality of the halves 
of the plate. In this cas^t is better to conduct the obser- 
vations with monochromatic light 

(3.) Polaristrobometer (Wild). — This instrument gives by 
means of a Savart's plate (two quartz or calcite plates cut 
at an angle of 45° to the axis with their principal sections 
at right angles), a field of view with bands which in homo- 
geneous light are bright and dark, in white light coloured. 
The eyepiece is first so far pulled out that the bands appear 
as sharp as possible. The adjustment for saccharimetry is for 
the disappearance of the bands in the middle of the field of 
view. Since it is the NicoVs prism furthest from the eye 
which is rotated, the rotation as seen from the eyepiece end 
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must be taken in the direction contraiy to that of the hands 
of a watch. The bands disappear in four positions 90"" from 
each other. As to the question whether the angle of rotation 
a is greater or less than 90% see section (1). 

The instruments frequently have a second graduation which 
when a tube 200 mm. long is used gives directly the sugar 
in 1 liter of solution. 

(4.) Half-Shadow Apparaius of Laurent, — Sodium light is 
used. Half of the field of view is covered by a plate of 
crystal (mica or quartz cut parallel to the axis) which dis- 
places the two component rays into which the ray is divided 
on its passage through the plate (fig., a) by half a wave-length 
with respect to each other. On emergence the components 
a 6 unite again to a single wave the plane of vibration 
T/ Vt of which is therefore rotated with respect to that 
-jh "4- of the incident ray (fig., 6), so that rajrs emerge from 
' ' 1^ the covered and Uie uncovered halves with different 

^ ' directions of vibration, as in the case of the double 
quartz. The zero is that position of the eyepiece with which 
the two halves appear equally bright. The sensitiveness of 
the change of brightness depends upon the position of the 
plate of crystal with regard to the pokuriser. The best position 
for the strength of light used is found by experiment, and 
the instrument fixed at this. The zero is then determined. 

When a rotating substance is introduced the analyser must 
be turned back through the rotation angle, in order to again 
produce equal brightness in the halves of the field. 

(5.) Half-Shadow Apparaius of Zippich. — ^The light passes 
first through a large polarising prism with perpendicular faces 
(Glan's prism), then through another similar one which only 
takes in half the field of view. The first prism can be rotated 
round its axis by means of a lever, so that the angle between 
the two planes of polarisation can be varied. 

The observation requires homogeneous light, which, how- 
ever, may have any wave-length. 

The instrument is adjusted to equality of brightness in the 
two halves of the field, with and without the intervention of 
the active substance ; the angle between the two readings gives 
at once the amount of the rotation. 



*> 



OPTICAL ROTATING POWER. SACCHARIMETRY 195 

If the substance is clear the angle between the planes of 
polarisation in the polariser is made small since the adjust- 
ment is then sharper ; with cloudy substances the angle must 
be Ifirger in order to obtain enough light. Finally, the zero 
must be found, which of course depends on the position of the 
Nicol's prism. 

(6.) A Comu-Jelletfs prism also gives two halves of the 
field of view which must be adjusted to equal brightness. 

II. Saccharimeter wUh Qtiartz Wedge (Soleil). 

The rotation of the plane of polarisation by a solution of 
sugar may be compensated by a plate of quartz of opposite 
rotation, and this not only for monochromatic but also for 
any light, since the dispersion of the colours by quartz is very 
nearly proportional to that by a solution of sugar. Wedge- 
shaped quartz plates, of which any desired thickness can be 
introduced, permit the rotation in the sugar to be deduced 
from the thickness necessary to compensate the rotation. 

Description of SoleiFs Saccharimeter. — ^The light enters through the 
polarising Nicol P, and passes thence through the double quartz 
plate D (see I, 2). Then follows the tube E, which can be filled 
with the solution. Then the compensator, consisting of a plate of 
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right-handed quartz Q and the two wedges of left-handed quartz Ky 
which can be pushed over each other by a rack and pinion, thus 
forming a left-handed plate of variable thickness. In the mean 
position the resultant thickness is the same as that of the right- 
banded quartz Q, so that Q and K together are without any action. 
This position should correspond with the zero of the graduation 
connected with the rackwork. After these comes the analysing 
Nicol A having its plane of polarisation parallel to that of P. 

Since the solutions of sugar, etc., may be coloured, and since 
also all eyes are not equally sensitive to the same changes of colour, 
the. violet transition tint is not always the most delicate. On this 
account there is, as a rule, at the eye-end (in many instruments on 
the other hand in front of the flame) a colour-regulator F, consist- 
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ing of still another quartz plate and NicoVs prism, hj the rotation 
of which the colour of the field of view is altered. This rotation 
has of course no effect on the zero of the instrument. 

The tube, empty, or filled simply with water, is put in 
position, a white lamp flame or daylight used as the source of 
light, and the small telescope connected with the eyepiece 
(not shown above) drawn out until the quartz plates appear 
sharply bounded. In order to obtain the most suitable tint 
the semicircles' are brought by means of the rack to not quite 
the same colour. By turning the colour-regulator (see abore) 
that tint is obtained which gives the greatest difference of the 
parts of the field. 

By sliding the wedges the colours are made the same ; the 
graduation is then read, the solution of sugar introduced, the 
adjustment again made and read off, boty readings being 
several times repeated. / 

In the instruments with quartz compensation, which are 
most. used, the motion through one division corresponds to a 
revolution of the yellow sodium lighl 



in the Paris instruments (Soleil Duboscq) of 0°*217 
in the Berlin instruments (Soleil Ventzke) of 0''*346 

The sugar contained in 100 cc. of the solution in grammes, 

will therefore be, using a tube 200 nmu long, when the 

displacement from the position when the tube is empty ia p 

divisions — 

Soleil Duboscq z = 016^5. p 
Soleil Ventzke z = 0-2605 ,p 

For specimens of sugar, therefore, in which the percent- 
age of pure sugar is to be determined, the rule h : dissolve 
16'35 (or 26-05) grms. of the sugar to 100 cc. of the solu- 
tion; the displacement then gives the percentage of poie 
sugar. 

To test the ftccuracy of the divisions, a " normal solution " 
of pure sugar containing 16-35 (or 26*05) grma in 100 cc 
is used. The displacement must amount to 100 divisions. 
Divisions of unknown value are determined by experiments 
on solutions of known strength, or on plates of quartz. 
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If we wish the zero of the divisions to coincide with no 
sugar in the solution, the index is placed at the zero, when the 
empty tube is in its place, and the polarising prism rotated 
until the semicircles have the same colour. 

DetermincUion of Sugar in the presence of other optically 
active Stibstances. — The eUmination of the influence of other 
optically active substances, besides cane-sugar (e,g. inverted 
sugar or dextrin), depends upon the fact that the cane-sugar, 
rotating the plane of polarisation to the right, is, by warming 
for ten minutes to about 70'' with hydrochloric acid, changed 
into inverted si^gar, which has left-handed rotatory power. 
Whilst the rotatory power of solutions of cane-sugar is inde- 
pendent of the temperature, that of solutions of inverted sugar 
varies rather considerably with changes of temperature. An 
inverted solution I mm. long, which contains in 1 c.c. z grms. 
of what was originally cane-sugar, rotates the plane of polarisa- 
tion of the sodium flam6, at the temperature f, through the 
angle (Tuchschmid) 

(0°-2933 - O^'-OOSSeO zl 

Hence the practical rule: — After the rotation (i,e. the 
angle a or the displacement p of the quartz wedge) has been 
determined with the usual solution, 100 c.c. of the solution 
are taken, mixed with 10 cc. of strong hydrochloric acid, and 
kept for 10 minutes at a temperature of 70°. When the 
fluid has cooled, a tube one-tenth longer than the former one 
is filled with it (or if the same tube be used, the angle ob- 
tained must be multiplied by 1*1), and the rotation to the left 
a' (or y), which now is produced, is observed. Let the tem- 
perature of the solution at this latter observation be ^. The 
rotation due to the cane-sugar alone id then 

a + a (or^ +^') 
1-442 -000505<' 

For if the rotation due to substances not sugar which we 
wish to eliminate is called = jS, we have (p. 191 and above) — 

a = 0-665;?/ + j8 

a' = (0-2933 - 0-003360 zl^-p 
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Consequently — 

a + a = (0-9583 - 0-003360 zl 

= (1-442 - 0-005050 . 0-665;?/ 

But 0*6652^ is the rotation due to the sugar alone. 

Determination of Rotation in the Spectrum. — ^If the polarisa- 
tion apparatus of Mitscherlich is used with compound light 
(sunlight), that which has traversed the instrument may be 
decomposed by means of a spectroscope. The " crossed " 
position of the Nicols is shown by the whole spectrum becom- 
ing dark. The introduction of a rotating substance makes 
the spectrum bright If the analyser is turned to follow the 
rotation, a dark band appears in the spectrum, which on further 
rotation of the Nicol passes from the red to the violet end. 
The middle of this band corresponds with that light which is 
completely extinguished. By the position of the analyser at 
the time the rotation for this particular colour is therefore 
measured. 

46a. — Investigation of Doubly Eefracting BoDiEa Ee- 
cognftion of the optical characters of uniaxial 
Crystals. 

A body refracts light either singly or doubly ; the former 
when it is amorphous or crystallised in the cubic or regular 
system, the latter when it belongs to one of the not regular 
systems of crystals or when it has received different properties 
in different directions from other causes, such as pressure, 
strain, rapid cooKng. 

Bodies are separated into these two classes by the aid of 
the polarisation apparatus, i,e. a combination of two arrange- 
ments which polarise the light. For this purpose may be used 
Nicol's prisms, tourmaline plates, unsilvered and usually black 
glass plates from which the light is reflected at an angle of 
incidence of 56°, or sets of glass plates laid over one another, 
through which the light passes at the same angle of incidence. 
Doubly refracting prisms of calcspar or quartz divide the 
light into two rays vibrating in planes at right angles to each 
other ; the colour separation produced at the same time may 
be removed by a glass prism cemented on. For many pur- 
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posea a pencil of light with difiPerent directions in the crystal 
(large field) is required, to produce which convex lenses are 
inserted between the crystal and the polariser (Norremberg's 
polarisation microscope). For observations on small bodies in 
polarised light with the ordinary microscope, a Nicol's prism is 
introduced between the mirror and the body, and another is 
placed over the eyepiece of the microscope, or immediately 
behind the objective. 

The polarising arrangement nearest the eye is termed the 
analyser, the other the polariser simply. 

The polarising apparatus is mostly used with the polarising 
arrangements " crossed^ when the field of view appears dark. 
The two planes of polarisation of the arrangements, in ^this 
case at right angles to each other, are called the '' principal 
planes " of the apparatus. 

Whether a body is singly or doubly refracting is determined 
with the prisms crossed A singly refracting substance leaves 
the field of view dark, with the exception of those few bodies 
which exert a rotatory power on the Kght (46) without double 
refraction. A doubly refracting body makes, generally speak- 
ing, the field of view bright or coloured. Only in special 
positions, and then only in a small field of view, does the 
darkness continue. 

If a plane plate of a doubly-refracting crystal be employed, 
the light divides in its passage through the plate into two 
series of waves, polarised at right angles to each other. The 
planes of vibration are easily recognised when the plate is 
placed between the polarising arrangements. For then the 
plate has two different positions differing by 90"", at which the 
field of view, or at any rate the middle of it, remains dark. 
In these positions the planes of vibration coincide with the 
principal planes of the apparatus. 

Uniaxial Crystals, — One of the two planes of vibration 

must be a '^ principal plane," i.e. must contain a principal axis. 

If the middle remains dark throughout the rotation of the 

plate, it shows that the plate is cut perpendicular to the axis. 

atus with large field (tourmaline pincette, polarisa- 

ope) the darkness extends from the centre of the 

r in the two principal planes of the apparatus (the 
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dark cross) ; the four quadrants are traversed by rings which 
in monochromatic light (red glass held before the eye) are 
alternately light and dark, in white light are coloured. Bodies 
such as quartz which rotate the light do not usually show the 
black cross in the central part of the field. 

The more closely the rings lie together, so much the greater, 
when plates of equal thickness are compared, is the " double 
refraction," i.e. the difiference between the velocities of the 
ordinary and the extr«.rdinary ray. 

Preparation of a Plate of a Crystal, — ^This is done in the case of a 
hard crystal with a wire or saw with emery, or by grinding on a 
stone or on a glass plate with emery, or in the case of softer sub- 
stances with pumice or simply upon a ground-glass surface. A 
superficial polish is then given with rouge, tripoh or putty powder, 
or with very soft bodies without any polishing material upon a 
glass plate closely covered with linen or paper, in order to observe 
imder the polarisation apparatus whether the plate is correct in 
direction. If not, the surfaces are corrected until the right direction 
is obtained and the poHsh completed after thorough fine grinding, 
best with straight movements of the crystal, often changing the 
direction of them. Alcohol may be used in the grinding and polish- 
ing if the body is attacked by water. In the last case the finger 
may be covered with india-rubber. Rouge or tripoli are used dry. 

Recognition of Positive and Negative Crystals, — A crystal in 
which the extraordinary ray is more refracted than the ordinary 
one is called positive and vice versd. 

The sign is recognised by means of a so-called quarter- 
undulation or circularly-polarising mica film, i,e, a film of such 
a thickness that the two vibrations which traverse the plate 
experience a difference of phase of a quarter of a wave-length. 
This mica-film is placed anywhere between the prisms, in such 
a position that the plane of the optic axes of the mica is at an 
angle of 45° with the principal planes of the apparatus. The 
crystal plate being examined then no longer shows the black 
cross with similar quadrants of rings, but the parts of the rings 
are displaced relatively to each other in alternate quadrants, 
and in the neighbourhood of the centre, which is now bright, 
are two dark spots. If these spots lie in the plane of the 
optic axes of the mica the crystal is negative and vice versd. 

Mica can be easily split to the required thickness. It is 
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known to be suitable for use, and the direction of its optic 
axes is determined most simply by using it on a known crystal 
(e.g. calespar, negative; quartz, positive). The plane of the 
axes may also be determined from the figure given in con- 
verging light (see next page). 

The phenomena are explained on Fresners hypothesis as follows : 
Assume that the crystal is negative, that therefore the extraordinary 
ray, i.e. the ray vibrating radially in the apparatus, has a greater 
velocity than the ordinary ray, with its vibrations tangential At 
a certain inclination to the axis (ie. in the interference figure, at a 
certain distance from the centre which must lie inside the first dark 
ring), the ray with radial vibrations will have gained on the other 
by ^X ; for the first dark ring corresponds to a difference of phase 
of iA. 

Now in a plate of mica a ray with vibrations parallel to the 
plane of the axes is propagated more slowly than in other directions ; 
our quarter-undulation plate therefore retards vibrations in its axial 
plane a fourth of a wave-length compared with the vibrations of 
the other component. If now of the above-mentioned rays of which 
the radial component is accelerated ^X in the crystal, those are 
received into the eye which lie in the plane of the axes of the mica, 
it is seen that the difference of phase is increased by the mica. The 
two dark spots therefore appear near the centre of the field in the 
plane of the axes of the mica. 

It follows of course that a positive crystal must behave in an 
exactly opposite manner. Similarly it is easily seen that the 
diameter of the rings is increased by one-fourth of the distance 
between them in two quadrants, and in the two others diminished 
by an equal amount. 

On the measurement of refractive indices of crystals com- 
pare 40. 

47. — ^Determination of the Angle of the Optic Axes 

OF A Crystal. 

Let a plate be cut from an optically biaxial crystal 
perpendicular to the bisectrix of the axes. When the prisms 
of a polarising apparatus are crossed (46a), such a plate 
gives, if the field of view is sufficiently large, a system of 
bright and dark (or coloured) lemniscates traversed by a 
black cross or by hyperbolic dark brushes. The vertices of 
the hyperbolas round which the lemniscates contract denote 
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the optic axes of the crystal. When the line joining the 
images of the axes coincides with the plane of polarisation of 
either polariser or analyser the dark cross appears (a). If the 
crystal plate is rotated through 45"" from this position, the 





Fig. 82. 

dark h3rperbolic brushes appear symmetrically disposed rela- 
tively to the lemniscates. This appearance depicted in 5 is 
the most suitable for the measurement of the angle between 
the axes. A mark is made on the plate perpendicular to the 
line joining the optic axes. 

A small arrangement made of brass consisting of a divided circle 
on the axis of which the plate of the crystal is fixed with wax or 

cork, and which can be fixed by means of a 
ring on the lower part of the Norremberg 
apparatus, is easily prepared. A special appar- 
atus for determining the angle of the axis is 
prepared by Fuess after Groth's directions. 




Fig. 88. 



In order that the figure, as in ft, may be 
obtained, the axis of the circle must make 
an angle of 45° with the principal planes of the prisms. 
The plate is now fixed to the axis of the circle so that the 
marked direction lies in this latter, and one of the optic axes 
(vertex of the hyperbola) is brought to coincide with the cross- 
wires in the field of the apparatus. The reading of the circle 
is then taken. The angle a through which the plate must be 
rotated in order that the other vertex may fall on the cross- 
wires, is the apparent angle of the optic axes, ^.e. the angle 
after their emergence into the air of the rays of light which 
traverse the crystal in the directions of its optic axes. 

If the mean index of refraction fi of the crystal is known 
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(40, II. ; Table 20), the true angle a^ of the optic axes in the 
crystal is found from the expression 

sin i<io = — sin ia 
/* 

In the case of axes witjh a larger angle 
between them of course only one axis is visible 
at a time. If the angle is still greater it may 
happen that on account of refraction and total 
reflection, no light which has traversed the crystal ^ ^^ 
in the direction of the axes can emerge into the 
air. In this case the measurement can be performed in a 
fluid contained in a vessel with two plane glass faces per- 
pendicular to the line of vision. The process is otherwise the 
same as before. Let the axial angle here observed be a\ we 
then find a, if iV is the index of refraction of the fluid, from 
the equation 

sin^a-N sin Ja 

Since the angle of the axes is different for diflerent colours 
accurate measurement requires light of definite colour, e.g. 
that of the sodium flame or that produced by passing the 
light through glass coloured red by copper. The displacement 
of an axis when observed in different colours is called the 
dispersion of the axes for these colours. 

The measurement of the same axial angle {e.g. in sulphate 
of baryta), in air a, and in a fluid a\ affords a convenient 
means of determining the refractive index N of the fluid, 
with the help of the equation given above. 



47a. — Photometry. 
I. By Illumination at varying Distance, 

If two sources of light at the respective distances a^ and a^ 
produce the same illumination on a surface, the intensities of 
the lights are in the proportion i^ : i^ = a^ : a^. For 
estimating the equal illumination the following means are 
used. 

(1.) Shadow Photometer (Eumford). — ^A dark rod not too 
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thin is placed upright before a white screen. The sources of 
light are so placed that the two shadows of the rod are quite 
close to each other. The distances are then so regulated that 
the two shadows appear equally dark, taking care that the 
rays of Ught from both sources reach the screen in the neigh- 
bourhood of the shadows at the same angle. The distances 
are of course measured from each light to the shadow cast by 
the other. 

(2.) IllumincUion of Two Surfaces. — ^Two equal portions of a 
surface are illuminated under equal angles by the two sources 
of lights of which the distances a^ and a^ are so proportioned 
that the brightness of the surfaces appears equal (Foucault). 
Stray light must be shut out in this experiment. Either the 
surfaces are inclined to each other, illuminated from the 
outside and observed from the middle line (Eitchie), or they 
are separated by a partition and the transmitted light 
compared. 

In Leonh. Weber's photometer two pieces of milk glass are 
illuminated, the one by a constant (Benzine) flame, the other 
by first one and then the other of the lights to be compared. 
A prism with total reflection brings the images of the glasses 
near each other. By regulating the distances equal brightness 
is produced. This photometer may also be used for the 
measurement of the illumination of surfaces in any position 
by making the distance of the benzine lamp variable ( Wicd. 
Ann. XX. 326, 1883). 

(3.) Comparison of Reflected and Transmitted Light (Bunsen). 
— A small paper screen made unequally translucent in different 
parts, either by means of a circular, or, better still, ring-shaped 
spot of grease or steaxin, or even by covering a part of a thin 
paper with a second thickness. 

On one side of the screen at a fixed distance is a constant 
source of light such as a candle, small gas flame of constant 
height, or benzine or petroleum lamp which has been lighted a 
quarter of an hour previously. The two lights to be compared 
are successively placed on the other side of the screen at such 
distances, rj and r^, that the diflerent parts of the screen 
appear equally bright when looked at from the same direction. 

A better arrangement than the paper with a spot of grease 
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is a combination of two prisms, which in a central circle where 
the glasses are plane and in contact allow the light to pass 
through whilst outside the circle total reflection 

occurs. TAT 

The lights to be compared are placed right 
and left of the screen T, which is equally white 
on the two sides. Si and S2 are similar mirrors. 
The side Ti of the screen is seen through the 
prisms on looking through the face A, the sur- 
face T2 on the contrary, is seen by total reflection 
in the front prism. The circle becomes invisible 
when Ti and T2 are equally brightly illuminated (Lummer and 
Brodhun). 

Cf. ZeUschr. fur Instrumrkunde^ ix. 44, 1889; xii. 41, 1892. 

Comparison of Lighta of very Differ&rvt Intensity. — ^The two 
sources of light are each compared with a lamp of which the 
brightness is most suitably about the geometrical mean of 
those of the two lights. The two ratios are then multiplied 
together. 

11. By Polarisation, 

If the plane of vibration of polarised light passing through 
a polarising apparatus makes an angle <^ with the plane of 
vibration of the latter the fraction co^^ will be transmitted if 
we neglect the loss by reflection (Malus). 

(1.) Let the one half of a field of view be illuminated by a 
constant source of polarised light, the other half by a less 
bright source of light which is to be compared with the former. 
Let this field of view be observed through a Nicol's prism, and 
let the halves appear equally bright when the plane of polarisa- 
tion of the prism makes an angle ^ with the vibration plane 
of the polarised beam. The other light is then substituted at 
the same distance. Let the angle 02 produce equality in the 
two halves. Then 

(2.) Two beams of light are polarised in planes at right 
angles to each other, and are arranged to illuminate the two 
halves of a field of view which is observed through a Nicol's 
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prism capable of rotation. This is turned until the two halves 
are equally bright. If ^ and ^2( = 90'~^i) ^ ^^ angles 
which the vibration plane of the Nicol makes with those of 
the two beams of light, we have iii^^ co^{f>2 : cos^^ = tav?ji^ . 
Errors may be recognised and eliminated by reversing the 
positions of the sources of light (Zollner). 

(3.) Equal quantities of light polarised in planes at right 
angles to each other behave when mixed together as ordinary 
light. The equality of the two parts can therefoi'e be recog- 
nised through the polariscope {e,g. Savart) by the disappearance 
of the interference phenomena (Arago; Wild, Pogg. Ann, 
cxviii 193, 1863). 

AbsoltUe Unit of Light. — ^An invariable source of light has 
not yet been completely attained The old " normal candle " 
of spermaceti is still used, of which the flame should have a 
certain height (English candles 45 mm.) and the consumption 
of spermaceti during the experiment is controlled by the 
balfuice. Hefner's lanip burning amyl acetate is, however, now 
frequently used. With a wick 8 mm. thick it gives a flame 
40 mm. in lengtL The intensity of the light is affected by 
the amount of carbonic acid in the air {Electrotech, Z. S. 1884, 
p. 20). 

The light emitted by 1 sq. cm. of platinum just melting 
(Violle) is of course a normal unit but seldom available ; it is 
much to be desired that a sufl&ciently simple and trustworthy 
form might be found for it. 

III. InteTisity of Coloured Light in the Spectrum, 

According to Vierordt. — Instead of the scale in the spectro- 
scope (41) there is an apeiiure movable laterally with a con- 
stant source of light (parafSn lamp) behind it, the white image 
of the aperture being reflected by the prism face upon the 
part of the spectrum to be examined. Of the light which falls 
on it such a fraction is allowed to pass through that the image 
just becomes invisible on the spectrum. The intensity of the 
light in any particular part of the spectrum is proportional to 
this fraction. 

The subduing of the light is effected by a suitable combina- 



PHOTOMETRY 207 

tion of dark glasses, of which the transmitting power has been 
determined by I., 1 or 2. If some of the glasses have 
separately the transmissions di, d^ d^, etc., they have placed 
one behind the other diXd2Xd^X . . . 

The above method is simple as to the means employed, but 
of course imperfect as to the results. If the slit of the spec- 
troscope consists of two parts which can be separately varied 
in width and the respective widths measured, two spectra in 
contact may be obtained from two sources of light to be com- 
pared. By so regulating the widths of the two halves of the 
slit that at any place the brightness of the spectra is the same, 
the intensities of the lights for this colour of the spectrum 
are nearly proportional to the widths of the slit. Great differ- 
ences of light are previously diminished by dark glasses. 

Cf. YieroTdt, Fogg. Ann. cxxxvii. p. 200, 1869 ; cxl. p. 172, 1870. 

The more complete methods mentioned in II. 2 and 3, Cjan 
also be used for the comparison of the intensities of particular 
colours in the souixjes of lights, by the introduction of prisms. 
This is carried out in the spectrophotometers of Glan ( Wied. 
Ann. i. p. 351, 1877), and Wild (jb, xk. p. 452, 1883). 

Glan's photometer has a slit divided into an upper and 
lower part. Through these two parts enter the two beams of 
light which ai-e to be compared, one of them thrown on to its 
part of the slit by a total reflecting prism. In their passage 
through the tube of the collimator, the two beams are polar- 
ised in planes at right angles to each other, the other com- 
ponents being screened off. 

In the telescope the spectra of the two lights appear one 
above the other ; by a proper drawing out of the collimator 
tube they are brought into contact at any desired colour, and 
by movable screens the other parts of the spectra are hidden. 
A scale permits the description of the colours by numbers, just 
as in the spectroscope. 

In front of the collimator tube is placed a graduated 
circle with a Nicol capable of rotation. This is adjusted so 
that the two halves appear equally bright. If this takes place 
with a rotation of (f>, from the zero of the Nicol, the ratio of 
intensity for the two lights ia = k tan^(f>, where A is a factor 
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not differing much from 1, which results from the unequal 
diminution of the two beams in the instrument. 
Otherwise the ratio would be 

C08^{90 - <f>)/cos^<l>=-tan^<t> 

The zero position of the Nicol can be found by the maxi- 
mum darkness produced in one of the halves of the field of 
view. The factor k is found by producing equal brightness of 
the two halves when illuminated by the same flame behind 
very homogeneous milk glass. The angle of rotation required 
in this case being ^^, k = cotan^if)^, 

IV. Determination of a Coefficient of Absorption wUh the 

Spectrophotometer. 

If out of a quantity of light s, passing through a body of 

the length S, the small quantity a- is absorbed, - . - = ^ is 

S s 

called the coefficient of absorption of the body for the light 

used. A depends upon the colour. By passage through a 

thickness d, the intensity i of the incident light is reduced to 

K we measure i/i' we therefore find 

A=^ log{nat)j, = ^ • 230 log^, 

using the ordinary logarithms in the second formula. 

i/i' is measured as above, by passing the original light 
through the one part of the slit, while the other part is 
covered by the absorbing body. 

Loss of Light in Reflection. — ^With every passage through the 
surface dividing two media of different refractive power, there 
is a loss of light, since of the light incident perpendicularly, 

1 \ 2 

the fraction f ^- ) is reflected ; where u is the refractive 

index between the media. For glass therefore 

[0*-l)/0*+l)]« = (0-5/2-5)« = ^ 
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When fi is known the losses can be calculated and the cor- 
rections arising can be introduced. They can also be avoided 
by making them practically equal for the two paths of the 
light. For this purpose the two halves of the slit are covered 
with layers of the body of unequal thickness, but similarly 
bounded, and the difference of thickness put for d in the cal- 
culation. In the case of absorbing glasses, one-half may also 
be covered with a thin colourless glass, and the loss then 
neglected. 

47b. — Production of Elliptically Polarised Light, and 
Investigation of State of Polarisation (Babinet's 
Compensator). 

Form of Vibration of the lAght after passing through a Plate of 

Crystal, 

Plane-polarised light, ix. vibrating in only one plane, of wave- 
length A, traverses a plate of a double refracting crystal not in the 
direction of an optic axis. The vibration is divided in the crystal 
into two components vibrating at right angles to each other. The 
planes passing through the direction of the ray, and also contain- 
ing these components, will be called the principal planes. 

(1.) If the plane of vibration of the incident light coincides 
with one of the principal planes, the hght is not altered. 

(2.) It is also unaltered at emergence if the difference of phase 
of the two vibrations produced in the crystal amount to A, 2A, 
3A, etc 

(3.) Let the difference of phase amount to ^A, IX, etc ; in 
this case the emergent light is plane-polarised, but in "general in a 
plane different from that of the incident hght. If the plane of 
vibration at incidence make the angle <^ with a principal plane, 
the plane of vibration of the emergent light will make the same 
angle <^ with that principal plane, but on the opposite side. 
Special case : <^=45°; the emergent light has its plane of polarisa- 
tion turned through 90°. 

(4.) Let the plane of vibration of the incident hght be inchned 
45** to a principal plane. Let the difference of phase be ^A, |A, 
^A, etc. The emergent light is circularly polarised, ie. the paths 
of the points of the ether are circles. ^X, -f^X, etc., produce a 
circular movement in a direction contrary to that produced by fX, 
^X, etc. Similarly the direction of vibration is reversed when the 
plane of vibration of the incident light is altered by 90°. 

p 
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(5.) In all other cases elliptically polarised light emerges. If 
the inclination of the plane of vibration to the principal planes 
amount to 45*^ {cf, 4), the ellipses are the narrower the nearer the 
difference of phase is to 0, ^A, A, -fA, etc., and the more nearly 
circular the nearer the difference is to ^A, f A, f A, etc See also 
fig., p. 211. The ratio of the axes of the vibration ellipse for the 
difference of phase kk is 

^ = tanhir 





I. Production of Elliptically Polai'ised Light with the 

Compensator. 

Babinet's compensator gives the power of interposing in 
the path of a ray of light a plate of crystal of any desired 
effective thickness, and hence conferring upon the light different 
vibration forms. 

For this purpose two very acute quartz wedges of equal 
angle, and equally thick in the middle, are placed one behind 
the other. The sharp edges are laid parallel to each other on 
opposite sides. The two wedges have the optic axis parallel 
to one face, but in one case, parallel to the edge, in the other 
at right angles to it. The longer wedge is movable by a micro- 
meter screw in the direction of its length, the 
movement being read off on a divided head. On 
I — ^A looking through an eyepiece Nicol with its plane 
of polarisation (longer diagonal of the rhombus) 
inclined at an angle of 45° to the principal section 
of the quartz, and always (by means of a wire 
in the eyepiece) in the direction of the middle of 
Fig. 86. ^jjg ^xed quartz wedge, the light emerges im- 
altered when equal thicknesses of the two wedges are at this 
place superimposed. By moving the one wedge a difference 
of phase in the two components proportional to the displace- 
ment is produced. 

To determine first the value € of a division of the graduated 
head (of course for light of some definite wave-length) expressed 
as difference of phase, the incident light is passed through a 
Nicol with its polarisation plane also at an angle of 45"" with 
the principal section, and the observation riiade through the 
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eyepiece Nicol, the prisms being "crossed." Somewhere in 
the field of view a dark band will then appear, which by 
means of moving the wedge is brought upon the wire. Let 
now the reading of the divided hesui be Pq. Now the head is 
turned until the next dark band is upon the wire. Let the 
reading now, of course counting the whole revolutions, be pi. 
Since between Pq and pi the difference of phase has obviously 
been altered by one whole wave-length \, the displacement by 
one division means a difference of phase of ^/(Pi'-Pq) and 
1 

€ = . 



The dispersion of the quartz being small, e is nearly pro- 
portional to the wave-length of the light employed. 

The figure annexed depicts the vibration state of the Ught in 
the range between two dark bands for the case that the incident 
light vibrates from the left above to right below {ie, according to 
Fresnel, that the short diietgonal of the polarising Nicol is so situated). 
In the dark band the hght is unaltered (2) ; midway between the 
bands, on account of the acceleration by ^X, plane-polarised light 
with its plane turned through 90° is produced (3). 

At i distance from each an acceleration of ^X and f A is produced, 
and therefore circularly polarised hght. 

In the one half the vibration is left-handed, in the other right- 
handed. 

The figure corresponds to the case in which, passing from left to 

+i\ +ix +i\ +x 

dark Fig. 87. dark 

right, the horizontal component of the vibration is retarded with 
respect to the vertical. But since in quartz, as a positive crystal, 
the extraordinary ray, viz. that vibrating parallel to the optic axis, is 
the most retarded, the edge of that wedge of which the optic axis 
lies in the length of the wedge is to the left. 

JRatio of the Axes of the Ellipse. — The ellipticity of a beam 
of light is determined by the ratio ajh of the two principal 
axes of the ellipse. When the divided head reads p there 
is at the cross-wires light of the axis ratio (see above, 5) — 

^ = ton [€. 180^(1? -2^o)] 
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Determination of the Zero-Point. — At the dark places the 
difference of phase is a whole multiple of the wave-length ; but 
whether 0, \ 2\ etc., cannot be determined in homogeneous 
light. In order to find that band in which the difference of 
phase is equal to 0, i.e, where the quartz wedges are equally 
thick, we need only use white light. Then only one really 
dark band is found which determines the zero-point The 
others are coloured on account of the differing wave-lengths of 
the various colours. 



II. Investigation of the Vibraiion Form of a Beam of Light. 

We assume the light to be homogeneous and of the wave- 
length taken above, for which e was determined. Further, this 
light is not, for instance, ordinary light mixed with polarised, but 
light with a definite vibration ellipse as produced from plane 
polarised light by passage through some crystal such as mica. 

Position of the Axes of the Vibraiion Ellipse. — Let the 
compensator be adjusted with the divided head accurately at 
the point ^\ (fig., previous page), at which plane polarised 
light is converted into circular polarised — in other words, at 
the division j^o + id^i^i^o)- I^^ ^^^ compensator be now 
directed to the light to be investigated. Let the compensator 
be capable of rotation round its visual axis. On thus rotating 
the dark band generally moves ; let the rotation be continued 
till it falls on the wira The two principal sections of the 
comparator coincide in this position with the two axes of the 
vibration ellipse. The analysing Nicol is rotated so that the 
bands are maintained as dark as possible. If at no position 
of the comparator does a band reach the wire the analyser is 
turned through 90° when such will be the case. 

Special Cases. — (1.) If the field of view does not alter when 
the whole compensator is rotated, circular polarised light is 
indicated. If in this case the analyser is rotated alone, a dark 
band coinciding with the wire alternates with two occurring 
at equal distances on each side. (2.) On the other hand, if on 
rotating the whole compensator, an alternate occurrence of 
bands symmetrically right and left of the wire are observed 
instead of moving bands, this shows plane polarised light. 
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Hatio of the Aooes of the Ellipse, — In order to determine 
this we carefully rotate the compensator into that position at 
which the band is as dark as possible. Let the plane of 
polarisation in the analyser form an angle with the principal 
section of the compensator of ^, then 

Axis parallel to this principal section _ 
Axis perpendicular to this principal section 

(On the theory of Babinet's Compensator, see e,g, Dorn, in 
Appendix to Neumann, Forleswfigen uber Optik ; C. Schmidt, Zeitschr. 
/. Instr.-Kunde, 1891, p. 439.) 
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METHODS OF OBSERVATION FREQUENTLY EM- 
PLOYED IN MAGNETIC AND ELECTRICAL WORK 

48. — ^Angular Measurement with Telescope, 

Mirror, and Scale. 

This method may be employed with great advantage in 
many magnetic and galvanic observations, but its application 
is limited to the measurement of small angles. 

A small vertical mirror is attached to the suspended 
magnet, etc., of which the horizontal deflection is to be 
measured, and, in order to simplify calculation, it should be 
near the axis of rotation of the latter. At a distance of 
from 1 to 5 meters from the magnet is fixed a horizontal 
scale at the same level as the mirror; and its reflected 
image is observed with a telescope provided with cross-wires. 
The scale must be so placed that when the magnet is in its 
position of equilibrium, to which the othier positions are 
mostly referred, that point of the scale from which a per- 
pendicidar would cut the mirror shall be visible on the cross- 
wires of the telescope. We may call this point briefly the 
" middle scale division," and the corresponding position of the 
magnet its " mean position." 

ArrangemeTU of the Telescope and Scale. — The telescope 
is first focussed approximately for twice the distance between 
the mirror and scale. It is then pointed to the mirror, and 
so placed that its objective is visible, in the mirror, to an 
eye immediately over the middle scale division, or conversely 
that this is seen from near the telescope. The image of the 
scale will then be visible in the telescope, or will appear by 
a slight movement of the latter. Lastly, the fine adjustments 
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must be made ; the cross- wires must be clearly focussed, and 
the telescope then drawn out till the scale and cross show no 
parallax ; that is, till their relative position is unaltered by 
moving the eye before the eyepiece. 

If observers requiring different foci take turns at reading, 
clear definition must be obtained in each case by moving only 
the eyepiece between the eye and the cross-wires. In the 
selection of a telescope care must be taken that the eyepiece 
is adjustable in this way by screwing or sliding. 

The measurement of angles with mirror and scale may also 
be carried out by the use of a well-defined source of light (slit, 
thread in front of a flame), which is reflected from the mirror 
on to a scale, a lens being placed so that the rays pass through it 
both in passing to and from the mirror. [The focal length of the 
lens should be equal to the distance between the scale and the 
mirror.] When the lens is correctly adjusted, a clear image of 
the mark is obtained on the scale, the displacement of which is 
made use of in the same way as the image in the telescope. 
[This plan has also the advantage of being easily seen from any- 
where in front of the scale, and therefore by many people at the 
same time.] 

Receipt for Silvering Glass (after Boettger). 

(1.) 5 grm. argentic nitrate is dissolved in distilled water, and 
ammonia added to the solution till the precipitate first thrown 
down is almost entirely redissqlved. The solution is filtered 
and diluted to 500 c.c. 

(2.) 1 grm. of argentic nitrate is dissolved in a little water, 
and poured into half a liter of boiling- water ; 0*83 grm. of Bochelle 
salt is added, and the mixture is boiled for a short time, till the 
precipitate contained in it becomes gray, and is then filtered hot. 
It may be kept in the dark for some months. 

The glass plates, thoroughly cleaned (with nitric acid, caustic 
soda, alcohol), are placed in a shallow vessel, and covered a few 
millimeters deep with equal volumes of the two solutions, or still 
better, suspended in it face downwards. In an hour the reduction 
will be complete ; the plates are rinsed and the operation repeated 
until a sufficient coating of silver is obtained. When the silvered 
surfaces are dry, they may be cautiously polished with the palm of 
the hand. If the silver be only required as a coating of the back 
surface, the polishing is of course superfluous. In this case also 
the operation may be shortened by heating the second solution to 
about 70"" C. before mixing. The silver may then be varnished 
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over as a protection, but thin mirrors are apt to be warped by the 
contraction of the varnish. 

The thin glasses used for covering microscopic objects make 
good mirrors, but those only which give a clear image of the scale 
can be employed. 

Other recipes with sugar-candy and caustic alkaline solutions 
(free from carbonic acid !) are given by Martin, Pogg, Ann, czz. 
335, 1863 ; and Lohse, Jdhrbuehfur Phatographie, 1887. 



49. — Eeduction of Observations with the Scale 

TO Angulab Measube. 

We will reckon all angles of rotation from the "mean 
position" (see p. 214) as zero, and denote by ^ the angle of 
deflection through which the magnet, etc, is turned from 
this position. As scale deflection, we take the difference n 
of the observed from the middle scale division. 

(1.) For small deflections the angle is proportional to 
the scale-reading; and, indeed, it A he the distance of the 
reflecting surface from the scale, expressed in scale divisions, 
(millimeters, if it be a millimeter scale), the value of 1 division 
in degrees of arc is 

_ 28° 648 1718^-9 103132" 
' A ' A ' A 
Also e 

(2.) For greater deviations we may employ the series 

^ 28^-648 A 1 «^ , «* \ 
^--A-'V-^^A-^^A^-J 

ton^ = 2^(l-ij, + i^,..) 

For deflections not exceeding 6^ the first term of the 
correction is usually sufficient 

Hence we reduce a scale-reading e to the corresponding 
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arc, tangent, sine, and sine of half-angle, by subtracting ^, J, 
^, or ^ -^2 respectively from e, 

(3.) For deflections of any magnitude whatever 

tan 2<l> = -jj or <^ = J tanr^-^ 

The last formula is given by simple geometrical con- 
siderations, the others by taking the first two terms only of 
the series for the development of ^, tan (f), etc. 

In Table 21a corrections for reduction to arc are given for 
different distances between mirror and scale. In order to 
reduce to tangents, the amount of the correction must be 
reduced one-fourth. The table is most conveniently used in a 
graphic form, so that the value for any given deflection can 
be deduced from the curve. 

The measurement of distance between scale and mirror 
with an accuracy of 1 mm. presents no difl&culty either with 
a steel tape, a wire which is afterwards compared with a scale, 
or with two rules which are slid one over the other. For 
more exact measurement, two short contact rules may be 
employed, of which one touches the mirror and the other the 
scale, and from which, by means of fine wire, we plumb 
down on to a sufliciently long rule, or to two points, on the 
floor of which the distance may be exactly measured. 

Paper-;scales are liable to alter in length with time to a 
material extent, and milk-glass mm. scales, such as those of 
Hartmann and Braun, are much to be preferred. 

Corrections required under various Circumstances, 

(a.) For the Thickness of Covering Glass, — If a glass plate of 
thickness d and refractive index n be placed in the path of 
the ray, it is necessary to deduct d{n-~l)ln or for ordinary 
glass about ^. (Compare 39a, 1.) 

(6.) For Thickness of Mirror, — ^The distance from the scale 

of a glass mirror, silvered on the back, is not that measured 

from the front, with the actual thickness of the glass added, 

S 
but only its optical thickness -, or approximately §S. If it 

n 
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is impossible to measure the thickness with a rule, this " optical 
thickness" may be measured direct as half the distance of 
a point on the surface from its image in the mirror. (Com- 
pare 39a, 3.) 

(c.) For Inclination of the Mirror. — Calling the height at 
which the vertical plane of the scale is intersected hj the 
normal of the mirror N, that at which it is intersected by a 
horizontal passing through the mirror J?, and that of the line 
of sight of the telescope F, the actual scale-distance Aq must 
be calculated from the measured horizontal distance of the 
scale from the mirror, as 

{d.) For Curvature of the Mirror. — If a curved mirror be 
attached at a distance of a from the axis of rotation, the 
measured distance A must be increased by A^a/r if r be the 
radius of curvature of the mirror (43, III.). For convex 
mirrors r is negative. Since mirrors are easily deformed by 
the pressure of their fastenings, this correction may become 
important in cases of considerable excentricity from the axis of 
rotation. 

60. — ^Determination of the Position of Equilibrium of a 

Swinging Magnetic Needle. 

The position of equUihrium, or point of the scale on which 
a magnetic needle would settle when it came to rest, may be 
determined from observations of the moving needle in the 
following manner : — 

(1.) Observation of Turning-Point, — If the oscillations are 
rapid or large, a number of successive turning-points of the 
cross-wires (i,e, points at which the direction of motion is 
reversed) are observed on the scala From any^three of these 
the position of equilibrium may be found by taking the 
arithmetical mean of the first and third, and again that of the 
second and the number so obtained. Compare, besides, the 
article (7) on the determination of the position of equilibrium of 
a balance, which is completely applicable to the present case. 

(2.) Observation of Position, — If the motion of the needle 
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be 30 slow that the position of the cross-wires on the scale 
can be exactly observed at any moment, the arithmetical mean 
between two successive readings, diflfering by the time of one 
oscillation, will give the position of equilibrium. 

(3.) Damped Magnetic Needles. — These two rules are only 
applicable when the amplitude of swing diminishes very slowly. 
If, however, the magnet be damped and rapidly brought to 
rest {e.g, by surrounding it with a copper frame), the position of 
equilibrium p^ is found from two successive observations, p^ 
and p^ dififering by the time of one oscillation, by the 
following formula : — 

Here k is the " ratio of damping," that is, the ratio of one arc 
of oscillation to the next following. Compare the example in 
the following article. The reduction of scale-readings to 
angular measure is rarely necessary. 

To bring the needle to rest, a magnet is frequently em- 
ployed, which is approached or withdrawn at the same level 
as the needle. A galvanic current passing near the needle, 
and closed and broken at the right moments, may be employed 
for the same purpose. 



61. — ^Damping and Logarithmic Decrement of a , 

Magnetic Needle. ' 

The diminution of the arcs of oscillation of a magnetic 
needle which is damped by a copper case, or by the surround- 
ing coils of a multiplier, is of great importance in galvanic 
and magnetic measurements. The damping is caused by the 
reaction of the currents induced in the neighbouring con- 
ductors by the moving needle ; and the law of damping, given 
by the theory of induction, shows that the arcs diminish in a 
geometrical series. The constant relation k of an arc of oscil-. 
lation to that next following is called the ratio of damping, and 
the logarithm \ of the latter the logarithmic decrement of 
the needle (Gauss). 

The determination of this magnitude is most simply accom- 



220 



PHYSICAL MEASUREMENTS 



plished by observation of a series of turning-points of the 
needle. The difference of two successive turning-points, which, 
if the oscillations be large, must be corrected to angular 
measure (article 49), gives the arc If a^ be the amplitude 
of the mth, and a. that of the nth oscillation, 



an/ 



and A = 



log. dm - log. On 



n — m 



Errors of observation have the least influence on the result 



a 



when — is about 2*8. 



a. 



From a longer series of observations (best an uneven num- 
ber) the required magnitude may be deduced as in the follow- 
ing example, in which 7 observations of turning-point are 
contained in the first column. The second colunm gives the 
distance of the turning-point from the middle scale division 
(in this case 500); the third and fourth the correction 
(article 49), to reduce the scale-readings to numbers propor- 
tional to their angular values. The distance of the scale 
from the mirror is 2600 scale divisions; and the correction to 
reduce the deflections to arc is therefore ^/2600* (49). In 
column 5 are the six corrected arcs, combinations of the first 
and fourth, second and fifth, etc., of which each gives a value 
for k and X. In the sixth and seventh columns is shown the 
method (60, 3) of calculating the position of equilibrium frt)m 
the two turning-points when the ratio of damping, i= 1*151, 
is known. 



Eaumpl 

Obflerred 
turning- 
points. 

285-0 
710-0 
341-2 
662-5 
383-9 
625-7 
415-6 



n 

215 
210 
159 
162 
116 
126 
84 



^i Ck>Trected 



0-5 
0-5 
0-2 
0-2 
0-1 
01 
0-0 



285-5 
709-5 
341-4 
662-3 
3840 
625-6 
415-6 



Arcs 
a 

4240 
368-1 
320-9 
278-3 
241-6 
210-0 



a 



2-161 

197-1 
171-1 
149-2 
129-4 
112-3 
97-6 



Position of 
EquiUbriuDu 

512-4 
512-5 
5131 
513-4 
513-3 
513-2 



Mean = 513-09 
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We obtain therefore — 

from 1 and 4, \ = i{log. 424-0-%. 278-3) = 0'0610 
„ 2 „ 5, „ 3681 241-6 0*0609 

„ 3 „ 6, „ 320-9 210-0 0*0614 

Mean X = 0*0611 
ife=l-151 

With increasing angle of oscillation, the damping somewhat dimin- 
ishes, and in a ratio approximately proportional to the square of the 
angle. This is the more noticeable, the narrower and higher the 
damper or multiplier, and the longer the swinging magnet. A 
part of the damping is always dependent on the resistance of the 
air. If the damping be required which is due to the multiplier 
alone, one series of observations must be made with open, and 
another with closed circuit. The logarithmic decrement of the former 
subtracted trom that of the latter gives the required decrement due 
to the multiplier alone. 

By employing natural logarithms or multiplying the value of k 
as found above by 2*3026, we obtain the "natural logarithmic 
decrement." (Compare also 78.) 



62. — Period of Oscillation. 

The time of oscillation erf a body oscillating about its 
position of equilibrium is the time between one elongation 
(turning back, greatest deviation from the point of rest) and 
the next on the opposite side.* The instant of turning, 
however, is unsuitable for direct observation, as at that 
moment the motion of the body is insensible. On the other 
hand, it passes a point near its position of equilibrium with 
the greatest velocity, so that the instant of this crossing may 
be exactly observed. From the times of two successive passings 
of the same point in opposite directions, that of the inter- 
mediate turning-point is simply found as the arithmetical 
mean. 

A point near the position of equilibrium is marked on 
the scale (by hanging over it a dark thread), and the times 
at which it ia passed are observed by the ticking of a 

* In Acoustics and Optics double this interval is sometimes taken as the 
period of oscillation. 
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seconds clock. The mean of eaxjh successive pair of obser- 
vations is taken, and the differences between these means 
give the time of oscillation. The tenths of seconds are esti- 
mated bj the relative distances of the cross-wires from the 
mark at the ticks of the clock preceding and following the 
passing. 

If from a consecutive series of n values so obtained the 
mean be again taken, it wiU only yield the same result as if 
the difference of time between the first and last observation 
were divided by n. The intermediate observations will there- 
fore be useless. To render the whole available, the observa- 
tions may be divided into two parts, and the differences of the 
corresponding numbers in the two halves taken, and &om these 
the arithmetical mean reckoned and divided by ^ti. 



Example — 



Time 
of crossing 
(observed). 



m. 
10 



11 



sec. 

3-3 
16-5 
29-9 
430 
56-6 

9-9 
23-3 



No. 



Time 

of turning 

(calculated). 

m. sec. 



1 


10 


9-90 


2 




23-20 


3 




36-45 


4 




49-80 


5 


11 


3-25 


6 




16-60 



Time of oscillation. 



39-90 



sec. 



from Nos. 1 and 4, 


3 


= 13-30 


• 


2 


99 


5, 


4005 
3 


= 13-36 


i9 


3 


it 


6, 


40-15 
3 


= 13-38 










Mean 13 34 



(For the use of the method of lea,st squares in such obser- 
vations, see 3, II.) 

It is best of all to obtain two widely -separated and 
exactly-determined times of elongation from repeated obser- 
vations, in the following manner: — We observe twice (or 
for great accuracy even more frequently) an even number of 
successive times of passing the marked point, and from each 
pair lying symmetrically about the middle elongation we take 
the arithmetical mean, and from these, again, the mean of the 
whole. 
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Example — 





FiKST Set. 






Second Set. 


No. 


Times of 
passing. 


Nos. 


Means. 


Times of 
passing. 


Means. 




m. sec. 




m. sec. 


m. 


sec. 


m. sec. 


I. 


7 40-7 






10 


10-5 




2. 


49-0 








18-9 




3. 
4. 
5. 
6. 


55-6 o A 
8 4-0 t'l' 
10-7 f ^• 
18-8 ^- ^• 

Mean of whole 


7 59-80 
59-85 
59-75 




25-6 
33-9 
40-6 
48-9 


10 29-75 
29-75 
29-70 




7 59-80 


10 29-73 



These two means are the times of two elongations, as 
exactly as they can be deduced from these observations. The 
diflference between them, 149 9 3 sec, divided by the number 
of intermediate oscillations, gives the time of oscillation. It 
is not necessary actually to count these oscillations, as the 
number may be deduced from the observations themselves. 
An approximation to the time of oscillation is easily obtained 
from either series. Taldng, for example, the first : from the 
first and last pairs of observations are obtained the times of 
two elongations — viz. 7 m. 44'8 sec. and 8 m. 14-7 sec, be- 
tween which four oscillations have occurred. Hence the time 

29*9 

of oscillation is — r~ = '7'47 sec If this number and the 

4 

observations were perfectly exact, 7-47 would divide 149*93 

without a remainder, and the quotient would be the number 

of oscillations sought Performing the division we find 20-07, 

a value so near to the whole number 20 a.s to leave no doubt 

that this is the number of oscillations in 149-93 sec. The 

exact time of oscillation is therefore 



149-93 
20 



= 7-496 



In the estimation of the number of oscillations between the 
sets, the care required will naturally increase with the number, 
and, other things being equal, with the rapidity of the oscilla- 
tion. The possibility of an error will be diminished if we 
observe at each passage whether the motion corresponds to a 
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greater or lesser period, and also by our accostommg ourselves 
always to begin with a passage in the same direction. The 
required number of oscillations will then necessarily be even. 

In order to eliminate errors of observation, a large even 
number, 2m, of sets of observations may be made, and No. 1 
combined with m + 1, 2 with 7n + 2 . . . . m with 2m, and the 
mean of the single results taken. 

This method obviously requires that the oscillations should 
be sufficiently slow for the time of each to be observed (many 
observers will find this difficult even with a period of 7 sec). 
It may, however, be employed for more rapid oscillations, by 
each time omitting 2 (or any even number of) passings, and 
foiming the set, for instance, of Nos. 1, 4, 7, 10, 13, and 16, 
which are reckoned precisely as above, except that the result 
is of course divided by 3. 

Short oscillations, of a period not exceeding a few seconds, 
are more conveniently observed at the turning-point, than in 
passing the centre, and best at one side only, and if necessary, 
omitting intermediate oscillations, as described in the preceding 
paragraph. 

The time of oscillation of a "damped" needle with the 
logarithmic decrement X is to that without damping as 
V7r^ + (2-306X)2 to tt (61, 78). 

It is manifestly unimportant to the method whether the 
observations are made with mirror and scale, or with the 
naked eye. 

If the time of oscillation be very near a second, or an exact 
multiple or sub-multiple of one, the method of coincidences 
may be employed. In this case, the times must be noted at 
which the passage of the position of equilibrium exactly 
coincides with the beat of a seconds clock. The time of oscil- 
lation is then given by dividing the number n of seconds 
between two such coincidences by 7i-|- 1 or n — 1, according to 
whether the oscillations are quicker or slower than those of 
the pendulum (compare 3, II. on the calculation). 

If a watch or chronometer be employed instead of a clock, it is 
convenient to count 5 or 10 ticks after the passage of the marked 
division before noting the time, so as to allow time to look from 
the telescope to the watch. If an absolute time be wanted, this 
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must, of course, be subtracted from the mean result. A spot of 
light reflected on the scale from a lamp (as in Thomson's galvano- 
meters) is often conveniently substituted for the telescope. 

Reduction of the Time of Oscillation to that in an infinitely 

Small Arc, 

In the form of oscillation common to magnets, bodies with 
bifilar suspension, the ordinary pendulum, and in general to 
all cases where the moment of rotation is proportional to the 
sine of the angles of deflection, the time of oscillation increases 
slightly with the amplitude. As we usually require the limit- 
ing value to which the time approaches when the oscillations 
are very small, we must apply a correction to the observed 
values which are obtained from larger amplitudes. 

Taking 

t = the observed period of oscillation ; 

a = the arc through which the magnet vibrates ; 

the time of oscillation, in an infinitely small arc, is — 



<o = /-(i5/n«^ + -^7i*^)« 



To facilitate the calculation, the quantity within the brackets 
may be found in Table 21, calculated for arcs up to 40°; 
an amplitude which should never be exceeded. 

The method of observation with the telescope and scale 
possesses the advantcige that the oscillations (of from 50 to 
300 divisions of the scale) are so small that the first term 
of the formula of correction is sufficient. We may therefore 
write, if 

p = the arc of oscillation in divisions of scale ; 
A — the distance of mirror from scale ; also expressed in divi- 
sions of scale — 

t f' 

^«"^"256Z2 

The value of a (or p, as it is written in the above formula) 
may be taken as the mean of the arcs of the first and last 
observed oscillations. The observations must be so arranged 
that the amplitude does not diminish by more than one-third 
during the experiment. 

Q 
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If we call the mean of the first and last arcs of oscillation 
a, and their difference d, we may substitute for a ov p with 
greater and always with sufficient accuracy 






The complete formula for reduction of time of oscillation 
to that in an infinitely small arc is — 

/ = ^o(l+i^^'^.+ 64^^'«*j ) 

The formula given above is obtained from this by perform- 
ing the division, omitting all powers beyond the 4th, which 
is practically always admissible. The reduction formula for 
scale observations may readily be found with the help of 
article 49. 

63. — BiFiLAR Suspension (Harris, Gauss). 

In order that a heavy body suspended by two threads may 
be in a position of equilibrium, the threads must both be in 
the same vertical plane. Let 

e^ and e^^ be the horizontal distances of the upper and lower 

ends of the two threads, 
h the mean length of the threads. If the threads deviate from 

the perpendicular, h is the mean perpendicular distance of 

the upper and lower ends. 

For small rotations of the bifilar body, the backward mo- 
ment of rotation is proportional to the sine of the angle of 
rotation. If the length of the threads is very great in pro- 
portion to their separation, this is also true for larger deflec- 
tions. 

Let P be the sum of the vertical tensions of the threads. 
Then for the angle of deflection a, the backward moment of 
rotation is 

P ^^ sin a 

4/1 

P is the weight of the suspended body, plus half the weight 
of the threads. In the " Absolute" system of measure the 
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weight must be considered as mass, and multiplied by the 
acceleration of gravitation (App. 6 and Table 8a). 

The tension of the two threads is equal when the centre 
of gravity of the suspended body lies in the mean vertical 
between them. This condition is tested by supporting the 
body on a point in the mean vertical, when its position ought 
not to be altered. 

Stiffness of the threads has the same influence as shortening 
thenL Let p be the radius, and E the modulus of elasticity. 
We must then deduct from the measured length 






Since the ordinary modulus of elasticity is expressed in 
kilograms and square millimeters, that expressed in grams and 
centimeters will be 100,000 times greater, as, for instance, 
for iron E= 200 X 10^ brass 90 x 10^ etc., p in cm. and P 
in grm. gives S in cm. 

Elasticity of Torsion. — The moment of torsion of the two 
threads together amounts to (36) 

bh 

or, where a is small, to sin a. In the " Absolute" system this^ 
must be multiplied by the factor ^( = 981 cm./sec,^. The 
total " directive force" to be multiplied by sin a is therefore 

^ = ^^7A^) + -5^^A 

where m is the mass of the suspended body increased by half 
the mass of the threads. 

Example. — The brass suspending wires of 300 cm. length, are 
001 cm. thick, or p - 0*005. The bifilar body weighs 100 grm. 
Then 



/ 27rx S 
Again 



90 X 10^ 
8 = 0-0052 ^ -" -^^^ '"^ =0-19 cm. 



^E^ = ?-^^981 X 90 X 107 . 0^^ 2-3 (cm.^g.secr^) 
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The wires together weigh 0*42 grm., therefore m= 100 + 0-21 
= 100*21 gmL Lastlj, let ^^ =: «, = 12 cm. ; then 

The total directive force amounts therefore to 11831 {cmJ^.secr^ 
(Compare F. Kohlraosch, ITied. Ann. xviL 737, 1882). 

Directive Force from Observations of OseHlaium. — If JT, the 
moment of inertia of the bifilar body in relation to its axis of 
rotation, be known, the directive force D may be deduced 
from the period of oscillation t as (54, App. 10) 

This method is advantageous in cases whei-e the suspending 
wires are thick, or their separation small. 



64. — ^Determixatiox of Moment of Ixestia. 

The moment of inertia of a material point, referred to an 
axis round which it revolves, is Pm, where wi = the mass of 
the point, and I its distance from the axis. That of a 
number of points rigidly connected, or of a body, is the sum 
or integral of those of all the individual points. It must of 
course be expressed by some units of length and mass. 
This is most briefly expressed by writing alter the number 
for the moment of inertia [g.em.^ or [mg.mm.\| (see Appendix 
10). 

I. CalcuUitvm of Moment of Inertia, 

In bodies of regular form and homogeneous composition 
the moment of inertia may be found by calculation. 

In the following formulie, which embrace the more frequent 
cases, m is always the mass of the body, and iT its required 
moment of inertia. 

TTiin Bar of length /, and of uniform width. Beferred to 
an axis at right angles to the rod, and passing through its 
centre K=m - P^ 12. 

Right-angled Parallelopipcdon, — a and h are two adjacent 
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edges. The moment of inertia round an axis passing through 
the centre of gravity, and parallel to the third edge (that is, 
perpendicular to a and b), is 

a^ + b^ 



K=m 



12 



Cylinder or disc of radius r referred to the axis of the 
cylinder — 

Beferred to an axis perpendicular to the middle of the axis 
of the cylinder {I being the length of the cylinder) — 

^='"(12 n) 

Hollow cyliTider of radii r^ and r^. Moment of inertia 
referred to the axis — 

Seferred to a line perpendicular to the axis — 



J. (P V + r,'=\ 



Sphere of radius r, referred to a diameter — 



Note, — If, as in the foregoing examples, the moment of inertia 
K^ relative to an axis passing through the centre of gravity, be 
given, the moment of inertia K^, relative to any other axis parallel 
to the first, may be obtained by adding to K the product of the 
mass of the body m and the square of the distance a between the 
new axis and the centre of gravity ; that is — 

II. Determination by Loading (Gauss). — The moment of 
inertia may be found experimentally in the following maimer : — 
The time of oscillation t is observed, and the moment of 
inertia then increased by a known amount K'y without 
altering the directive force, and the time of oscillation if 
observed again. 
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The required moment of inertia of the body alone is then — 

This method is specially applicable to bodies hung by 
a thread, so as to turn about a vertical axis, particularly 
therefore to magnets. The known moment of inertia may 
be added by weighting the magnet with a ring of known 
dimensions and weight, or by hanging two similar cylindrical 
weights upon points, or by threads, at equal distances from 
the axis of revolution (the suspending thread), and so that 
the axes of the cylinders are vertical The turning forcse is 
unaltered by the added weight, as only the horizontal force 
is taken into consideration. The moment of inertia of the 
two cylindrical weights together is — 

m being the mass of both together, I the horizontal distance 
of the centres of suspension (points or threads) of the weights 
from that of the magnet (its axis of revolution), and r the 
radius of the cylinders. 

The expression assumes that the weights turn with the 
magnet, being attached either bifilarly, suspended on points 
with great friction, or fixed pins. If they were suspended by 
quite thin threads, so that they did not turn perceptibly on 
their axes with the motion of the magnet, we should substitute 
K' = m?. I is determined by measuring the whole distance 
between the points of suspension of the weights and halving 
it. In bifilar suspensions, the distance of the two threads on 
each side is measured, and the mean taken as 2L Fixed 
weights may hav.e turned circles from which the distance of 
their centres may be measured. Eccentricities of the centres 
of gravity are compensated by turning the weights 180°. For 
further details on the general question of the co-oscillation of 
attached loads, see Kreichgauer, Wied, Ann. xxv. p. 289, 1885. 

Example. — 

Diameter of cylinders 1*00 cm. . r= 0*50 cm. 

Their combined weight 50 00 grm. . wi = 50*00 grm. 
The measured distance apart of their 

axes = 10026 cm. . . . Z= 5 "01 3 cm. 
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jr' = 50-00 ^6-0132 + ^^ = 1262-8 [g.cm.^] (or 126280000 [mg.mm.2]) 

Farther, the periods of oscillation are found to be — of the unloaded 
magnet, < = 9-737 sec. ; of the loaded, t'= 14267 sec. 
The required moment of inertia is — 

Q.7072 

III. By BifiLar Suspension (F. Kohlrausch). — A bifilar sus- 
pension is assumed in which the body can be laid. From its 
weight and the dimensions of the threads, the directive force 
D^ is calculated according to 63. The time of oscillation 
being t^, the moment of inertia of the suspension (end of 63), is 

i>j2 



^0- -^2 



The body of which the moment of inertia K is required is 
next laid in the suspension, so that its centre of gravity lies in 
the mean vertical of the threads. Calling the directive force 
now D and the period of oscillation ti — 

K is referred to a vertical axis passing through the centre of 
gravity. 

On the observation of rapid oscillations, compare p. 224. 

If the body to be determined is already magnetised it may 
be observed in two opposite meridional positions. If tj and ^2 
are the respective periods of oscillation — 

66. — Coefficient of Torsion of a Suspended Magnet (Gauss) 

The moment of torsion of the thread and the moment of 
rotation of terrestrial magnetism are proportional to each other 
for small deflections. The relation of the former to the latter 
is called the ratio or coefScient of torsion, and is measured in 
the following manner : — The position of the magnet is first 
observed ; then by turning the upper or lower points of attach- 
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ment of the thread, a measured torsion a is cominQnicated to 
it, and the position of the magnet is again observed. Calling 
^ = the angle throng^i which the torsion deflects the magnet, 
the required coefficient of toraon O 



a — ^ 

In instruments for fine measurements the suspending fibre 
is attached, either above or below, to a graduated circle, hj 
turning which any degree of torsion may be produced. The 
angle of rotation read on this circle is cl In the absence of 
such a circle the magnet must be turned once entirely round 
without moving the upper attachment of the thread ; a will 
then be 360. 

The deflection is measured with mirror and scala If 
this be e, with the scale at the distance A, the angle 

^= 57''3 X —  . If a be a whole rotation, the calculation 
^ 2A 

may be simplified by writing a = 2Tr = 6-28, and ^ = 



2A 

The moment of torsion of the suspension may also be de- 
termined independently, by hanging to the thread a mass of 
known moment of inertia (K 54, L), and observing the period 
t of its oscillations. The moment of torsion is then, in absolute 
measure, d^Ti^k^'^ (App. 10). If, at the same time, we know 
the directive force of the magnet to be suspended, for instance 
from the magnetic force of the bar Jf, and that of terrestrial 
magnetism IT, as Z> = J/B'(62, or App. 16), the coefficient of 
torsion is 8 = d^'(I) + d). 

The lighter the magnet, the smaller may we make the co- 
efficient of torsion, since the tensile strength increases as the 
square, but the moment of torsion only as the fourth power of 
its thickness. Cocoon fibres have very variable moments of 
torsion according to their origin. Fine fibres of 10 cm. long, 
from the interior of a cocoon, may have moments of torsion as 
low as d = 0*0001 cm. g., so that frequently their coefficient 
of torsion may be neglected ; while others reach ten times that 
amount, and their tensile strength is also very variable 



L ? 



I' 



I 



■' - MAGNETISM. 

66a. — Generax. 

The maximum permanent magnetism of a steel bar depends 
on its mass, dimensions, and hardness. Slender form is favour- 
able to high magnetic moment ; and in general, for constrained 
magnets great hardness is desirable. With regard to qualities 
and hardness of steel, compare Holbom, Zeita,/. Indr. 1891, 
114. 

The magnetic moment, divided by the mass of the bar, is 
known as its specific magnetism. Its extreme Umit, which 
however cannot permanently- be maintained, is about 200 
[cm. g.] (App. 15) per grm. of iron (v. Waltenhofen). In 
magnets of very elongated form, a permanent magnetism of 
about 100 may be reached, but in ordinary bars it does not 
often exceed 40. 

A freshly magnetised bar loses a part of its magnetism, at 
first rapidly, but afterwards more slowly. Long boiling facili- 
tates the attainment of a permanent condition. After first 
magnetising, the bar is boiled for some time, re-magnetised, and 
the boiling repeated, and so on ; the final boiling being con- 
tinued for six hours or more. Magnets thus treated are much 
more constant than the ordinary ones (Strouhal and Barus, 
Wied, Ann. xx. p. 662, 1883). 

Separation of Poles, — For magnetic action at a distance, we 
may suppose the two magnetisms of an ordinary magnet to be 
concentrated in two points or poles, which are separated on 
the average by about ^ of the length of the bar. (Compare 
App. 15 and 62b.) 

Suspension of Magnets, — Where a long suspension, as for 
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instance from the ceiling, is prar.cica' le, the laig»- magnets are 
best suspended bj hani brass wire, which combines great 
tensile strength with a mf>ierate m':«iiilas of elastidtr (Table 
17^- In other cases, cxoc^^n teres (end of 66), or 
f'Ondles of them, most be employed. These may be 
fjrme«l hv win-Jinz a long ^Ire rjund two glass rods 
tixel at the re»|:iired dist*ince apart, on the edge of 
the ta'-le. After winiinj the necescjarr number of 
turns, the en«is of the fibre are knotted together, the 
tension is e«;aaliied as much as mar lie, and the oater 
end of the bun«lle is l>»ped round the upper or lower hook of 
the sus^HErusion, the tension 1^'ing arain equalised as &r as 
possiMe ^jefore tightening the loc»p. 

Single fibres are looped as in the anne^^ed figure, and aie 
finally drawn tight, but not so much so tliat the hamging 
A ^ thread cannot still be drawn up. Hanging in loose 
loops is to be avoideiL Free ends of fibres must be 
cut close ofi' to avoid friction- 
Fa /'i-a^i//n.5 of Trrfvs.*rial Ma mutism, — The change- 
alileness of terrestrial ma^rnetism mar at times seriouslv 
interfere with ol»6ervations. Ordinarily these are at a 
minimum about noon, but such disturljances may occur 
at any hour. 

A^.atisation of Magndic Nttdle^, — Occasionally, and 
' especially for galvanometric work, a diminution of the 
earth's directive force is desirable. For this purpose pairs of 
needles with opposing poles may be employed ; the needle may 
be surrounded with a " guard ring " of soft iron, which, by its 
own magnetisation, neutralises that of the earth ; the needle 
may be hung bifilarly in the reverse position to that it naturally 
assumes ; or, finally, a compensating magnet is fixed in a suit- 
able position, not too near the needle, and exerting on it a 
magnetic force opposing that of the earth- In both the latter 
cases the effect of variations of declination are of course in- 
creased. It is needless to point out that similar means can be 
employed either to strengthen the directive force, or to give 
the needle another azimuth than that of north and soutL 

IvMrv^mtnis for Terrestrial Magnetism, — Compendious in- 
struments for the obser\'ation of declination, and in some cases 
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for that of intensity also, have been contrived by Fox, Lament, 
Meyerstein, Neumayer, Weber, Wild, and others. 



66. — Magnetic Inclination. 

Inclination is the angle which the direction of terrestrial 
magnetic force makes with the horizontal (Table 24). 

The placing of the divided circle in the magnetic meridian 
is accomplished by the aid of an ordinary compass-needle, for 
which an accuracy within 1® is sufficient. 

The numbering of the divisions of the circle varies in 
different instruments. It is convenient when in each quad- 
rant the divisions are numbered from the horizontal as zero ; 
and for simplicity we will suppose, in the following, that this 
is the case. 

An inclination instrument with fixed circle is first placed 
vertical by a plummet hung from the uppermost division of 
the circle. In an instrument with rotating circle the axis of 
rotation must be made vertical, which is shown to be the case 
by the bubble of a spirit-level applied to the instrument taking 
the same place in all positions of the circle. A systematic 
method is described under 88, 1. 

In each position of the needle, both points must be read 
and the mean taken. 

On account of possible lateral eccentricity of the centre of 
gravity, the needle must now be turned round (with a movable 
circle, the circle and needle together must be turned 180**), by 
which we also eliminate the deviation of the geometric from 
the magnetic axis of the needle (and, with movable circles, 
any deviation of the line joining the upper and lower 90° 
divisions from the axis of rotation of the instrument). Any 
longitudinal displacement of the position of the centre of 
gravity requires for its elimination a reversal of the magnetism 
of the needle. 

We must observe the angles — 

(1.) <^i in the first position of the needle. 

(2.) i{/^ when the needle is turned 180" round its magnetic axis, 
and again replaced in the instrument ; or, with movable 
circle, when the latter, with the needle, is turned ISO"*. 
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(3.) <^2 ^Iien the magnetism of the needle is reversed by strok- 
ing with a bar magnet in position 1. 

(4.) ^2 vben the re-magnetised needle is placed in position 2, or 
the circle turned 180°. 

I. If these angles are nearly alike, the inclination i is the 
arithmetical mean — 

II. In any case it may easily be managed by grinding the 
side of the needle before the observation that <f>i and ifr^ and 
also ^2 ^^^ "^2) ^^ nearly alike ; and then — 

tan i = ^[tan i(<^ + ^J + tan i(<^2 + i/^^], 

III. Should, however, ^i and -^j also differ considerably, 
we must write — 

cot a^ = ^ (cot <^ + «>/ ^j) 
cot a^ = \ (cot <f>^ + cot ^j) 

and calculate lastly — 

tan t = i (tan a^ + tan a^ 

Formulae II. and III. are obtained by supposing the un- 
known displacement of the centre of gravity resolved into its 
components, parallel and perpendicular to the magnetic axis 
of the needle, and considering the conditions of equilibrium 
between magnetic force and that of gravitation. 

Were there, for instance, only a longitudinal displacement 
I of the centre of gravity towards the north pole of the needle, 

then taking <f>i the observed angle, p the weight 
of the needle, M its magnetic movement, and C 
the total intensity of terrestrial magnetism (59, 
and App. 16), we should have — 

pi cos (t>y — MC sin (<^ - 1) 

 

If now the magnetisation of the needle be 
reversed, so that the displacement of the centre of gravity is 
towards the southern end, we have — 

pi cos <f>2 = MC sin (i - fjy^) 

By cross multiplication of these two equations, and elimin- 
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ation of the sines by division hj eo$ i cos if>i cos ^2> ^^ 
obtain — 

tan i - tan <fi2 = tan <f>j^- tan i , 

from which II. follows. III. is deduced similarly. 

It is assumed that the magnetic moment of the needle is 
the same before and after remagnetisation, which is very nearly 
the case if it be performed by carefully and equally stroking 
a thin needle. It is, in any case, advisable that the dis- 
placement of the centre of gravity should not give rise to too 
great differences of position before and after rem^netisation. 

The stroking itself is performed in the following manner : 
— ^Holding the needle by one half, with the 
fingers near the axis of rotation, the other half 
is drawn lengthwise completely over the pole 
of a magnet, as in the figure. So, for instance, 
the two surfaces of one end should be twice ^' *^' 

gone over ; then those of the other end four times, and then 
the first twice again. 

On account of the friction it is well to deduce the position 
of rest of the needle from observations of oscillation (8). 

For complete directions, see Gauss's Works, voL v. p. 444. 



67. — Declination of Terrestrial Magnetism. 

By " declination " is understood the angle which the magnet 
makes with the astronomical meridian; and to indicate the 
direction of the deflection, the angle is counted from the latter 
to the former. With us, therefore, the declination is *' west." 
As we cannot be certain of the position of the magnetic axis 
of a needle, we must, for exact determination, observe the 
magnet in two positions. 

For the measurement (after Gauss) we require a theodolite 
with a horizontal circle, and a sight -mark, of which the 
astronomical azimuth from the place of the theodolite is 
known ; and which may be either cross-wires in the focus of a 
lens in the observatory, or a distant terrestrial mark, the 
azimuth of which has been fixed by the aid of the pole-star, 
or of the sun (compaure 88 and 89) ; and lastly, a magneto- 
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meter, of which the needle can be turned ISO"" on its axia 
The theodolite is placed nearly in the same magnetic meridian 
as the suspending thread of the needle, and its telescope at 
the same height as the magnet. 

We assume, as is most convenient, that the magnet has a 
longitudinal sight, which at the end towards the theodolite has 
a lens of the same focal length as the length of magnet At 
the other end is a mark (screen with small opening, cross- 
threads, or divided glass), which, seen through the lens, appears 
as a distant object A mirror attached to the magnet, of 
which the normal is nearly coincident with the magnetic axis, 
will answer the same purpose if the cross -wires of the 
theodolite can be iUuminated ; the telescope being focussed on 
the reflection of its cross- wires. 

The theodolite is divided so that the number increases in 
turning the telescope the same way as the sun (that is, from 
left to right). 

After adjusting vertically the axis of rotation of the 
theodolite, the telescope is pointed so that the terrestrial mark 
appears on the cross-wires. Let the reading of the circle be 
now = a. It Z he the astronomical azimuth of the mark, 
counting from north to west (see previous page), the theodo- 
lite must be turned to the division a + Z in order that the line 
of vision of the telescope may point north. 

The telescope being directed to the mark on the magnet, 
let the reading of the circle be a^ 

The magnet is turned on its axis 180°, or so that the side 
is uppermost which was previously below, and the telescope 
directed s^ain to its mark. Let the reading of the circle be 
a^. The readings a^ and a^ always differ but very slightly. 

Now clearly the westerly declination will be — 

when the suspending thread has no torsion. To determine 
and eliminate the latter, we must measure the angle to which 
the thread has been twisted in the observation. For this 
purpose the magnet must be taken from its stirrup, an un- 
magnetised bar of equal weight substituted for it, and the 
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turning of the stirrup by this change measured on a divided 
circle laid underneath. Should this angle of rotation = <^ in 
the same direction as the s\m's daily course, the declination 
will be — 

© being the ratio of torsion (66). 

Variations, — To measure variations of declination, a 
magnetometer is employed which consists of a suspended magnet 
provided with a mirror, and a fixed telescope and scale (48). 
If A be the distance of the scale from the mirror measured in 
scale divisions, and the rates of torsion (56), a scale division 
has the value in absolute angular measure (App. 3) of 
(l + ©)/2^; or, in minutes of arc, of 1719 (l + ^ij/A (49). 
On the observation of oscillating needles see 60. 



68. — Surveying with the Compass. 

Table 23 contains the angles of deviation of the magnetic 
from the astronomic meridian, for the (geographical) latitudes 
and longitudes of Mid-Europe. The declination so obtained 
will never, out of doors, differ from the actual more than ^°. 
This possibility of determining an astronomical direction with 
the magnetic needle is of the greatest value in surveys where 
only moderate accuracy is required. Table 23a gives similar 
information for N. America, but probably with somewhat less 
accuracy. 

On the use of the instruments concerned we will not 
touch further than to say that the universal directions for 
instruments for angular measurement are applicable to them. 
The accuracy is principally dependent on the length of the 
compass-needle, since the shorter it is the greater is the 
possible differeuce between its magnetic and geometric axes. 

The influence of friction on the point is lessened by 
slightly shaking the compass before reading. It is obvious 
that both ends of the needle should always be read. 

It is perhaps not superfluous to note, that a compass on 
any stand capable of rotation, may take the place of a divided 
circle, the ends of the needle serving as indices. 
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69. — Measurement of Horizontal Intensity of the 

Earth's Magnetism (Gauss). 

The intensity of the magnetic force at any place, or the 
strength of a magnetic field, is the force which it exerts on a 
unit magnetic pole. The unit pole again is defined as exerting 
on a similar pole at unit distance a unit force. (Compare 
App. 14 to 16.) 

The measurement depends on two observations — viz. 

of a time of oscillation and of an angle of deflection. From 

the first may be obtained the product P= JfT, of the horizontal 

intensity T of the earth's magnetism, and the magnetic 

moment M of the swinging magnet, if the moment of 

M 
inertia of the magnet be known. The ratio ^ = — is found by 

observing the deflection of another magnetic needle, caused 
by bringing the first to a measured distance from it. From 
these two numbers M may be eliminated by division and T 
determined. 

Gauss reckoned all times in seconds, lengths in millimeters, 
and masses in milligrams. According to present usage, the 
numerical example is given in centimeters and grams, which 
yield a number for the earth's magnetism one-tenth of Gauss's. 
(See Appendix 14 to 16, and Table 28.) 

I. Detei^miiuitioii of MT by Oscillation, 

The period of oscillation of the magnet, suspended by a 
thread (66a), and swinging in a horizontal plane, is determined. 
If, then, 

^ = the period of oscillation in seconds, and reduced to an 

infinitely small arc (52) ; 
K= the moment of inertia of the magnet (54) ; 
G = the ratio of torsion of the thread (55) ; 

the required product — 

MT= =F 

For the directing force acting on the magnet is MT(1 + 6), 
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and the square of a time of oscillation divided by i^ gives 
the ratio of the moment of inertia to the directing force 
(Appendix 10). On the determination of MT with the 
balance compare III. 

M 
II. Determination of — hy Defledion. 

By allowing the magnet used above to act from two pairs 
of equal distances on a magnet needle which can oscillate in 
a horizontal plane, and each time observing the angle through 
which the needle is deflected, we obtain the ratio of the 
magnetic moment M to the horizontal force of the earth's 
magnetism according to the following rules. (For the effect 
of torsion of the suspending thread, see pp. 232, 243.) 

First Position — 

c is the centre of the compass : — 

N 



a a' c V 



S 

The line NS represents the magnetic meridian, i,e. the 
position which the free needle takes. The deflecting magnet 
is placed east or west of the compass-needle, and on the same 
level, so that its centre is in the positions a, a\ &', 6, succes- 
sively ; the distances of the centre of the magnet from that of 
the compass are equal in pairs, ac = be, cic = 6'c. 

The bar is placed, for instance, at a, with the north pole 
westward The position of the compass -needle is read off 
at both ends. The deflecting bar is turned round ISC, so 
that its opposite pole is towards the compass-needle, which 
is now deflected in the opposite direction, and again read at 
both ends. The difiTerences of the two positions of each 
end are halved, and the arithmetical mean of the two halves 
taken as the angle of deflection for the position a of the 
deflecting magnet. 

It is supposed in the foregoing that the circle of the com- 

R 
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pass is divided in one direction from 0° to 360°, the most 
convenient arrangement. If, as is sometimes the case, there 
are two zeros, from each of which it is numbered to both 
sides, instead of the half differences of the readings, we must, 
of course, take their half sum. Exactly the same is done for 
the positions a'. If, and 6. The arithmetical means of the 
nearly equal angles for a&, and for a'h\ must then be taken 
(each will thus be the result of 8 single observations). 
If we take 

ft 

<^ = the mean angle of deflection for a and h ; 
^' = „ „ a' and h' ; 

r = half the distance ah in millimeters ; 
/ = „ a'V „ 

then the required number — 

M_.r^ tan <f>-r^ tan <t> _ 

The required horizontal intensity or strength of field is then 

Proof for a Short Needle, — If a short needle, lying in a Hne 
with the magnetic axis of a bar magnet of magnetic moment M, 
with poles east and west, at a sufficient distance r from the centre 
of the needle, be deflected through the angle <^, then, according to 

Gauss (compare Appendix 15 and 16), tow <^ = ^ ■=■( 1 + ^ ), where 

7/ is a constant for each magnet. This, combined with the corre- 
sponding expression for the distance /, permits of the elimination 

Af 
of the constant rf, and we obtain r^ tan <f> - /^ tan <f) = 2 -^ (r* - /*). 

Second Position — 

M 

-^ may also be obtained by placing the deflecting magnet^ as 

in the annexed diagram, at equal distances successively north 
and sovih of the compass (7., and obtaining two pairs of 

, such observations for different distances as before. The 

p same mode of procedure must be followed as has been 

'j, previously described, both in regard to the observation 

, and in calculating the mean value. Using also the same 

notation as before for the distances of the centre of the 
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deflecting magnet from the compass — yiz, r=J ab, / = i a'b' ; 
and further, taking <^ and <f> for the mean angles of deflection for 
the positions ab and a'h\ then according to Gauss, 

M^r^ tan <f> - r^ tan <f> 

By reading the angle of deflection from both ends of the 
needle, and taking the mean, the influence of any eccentricity 
of its centre with regard to the graduated circle of the 
compass disappears. The poles of the deflecting magnet are 
reversed, to eliminate the effect of any unsymmetrical mag- 
netisation in itself. The same thing is accomplished for the 
compass-needle by causing the deflections alternately to each 
side. It is obvious that, at the same time, the exactness of 
the results will be increased in proportion to the eightfold 
repetition of each single reading. 

Favourable Distances. — In order that the errors of observa- 
tion may have the least possible influence on the result, it is 
best that the ratio of the two distances r// should equal 1'4. 
The angles of deflection should be sufficiently large, but to 
produce this the deflecting bar must not be brought so near 
the needle as to make the lesser distance / less than 4 times 
the length of the bar, since otherwise, in addition to the term 

V 1 

•4 (v.s,) a second with -- of material value, would have to be 

added. At the above distance, however, the deflections of a 
compass with divided circle are too small to allow of any 
high degree of accuracy. 

Beading by Mirror. — Should the deflections be measured 
by a magnetometer with mirror and scale (40, 49), its coeffi- 
cient of torsion ^ (56) must be taken into account by multi- 
plication of the tangent by 1 + ^. At the same time, 
variations in declination must be eliminated by suitable 
change of the deflections, or the simultaneous observation of a 
variometer. 

Simplification when the same Magnet is repeatedly used, 
— The deflection at two different distances is necessary for 
the elimination of the unknown distribution of magnetism 
in the bar and the needle, which is accomplished by the 
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foregoing fonnola. If the same bar and needle be repeafeedlj 
used for the determination of T, the obserration and calcula- 
tion may be simplitied. It is only neceaaaiy, once for all, 
to make the observation for two different di<rtanrpR From 
this is calculated the factor if — 

_ , ^r * tft^^-f^ tan ^ 
'^'^'r'^ tJH 4; -f* tarn 4^ 

If, then, the angle of de^~iation 4> be foond for one soitable 
distance B of the bar, we have simply 

J/ , F^V^n^ 

Jp 

or, similarlj, omitting the factor ^, by the 2nd metiiod 
(p. 242). 

Simplificalion hy IjitnAudion of Polar Separation. — ^The 
magnetism of slender bars may be considered in r^ard to 
action at a distance, as being concentrated in two points 
called poles or distance-poles. In ordinary magnets these 
poles are about ^ of the length of the bar from the two 
ends, and the polar separation is about f of the total length. 
If this be denoted for the bar by C and for the needle by I, 
the correction-factor 17 for small deflections (62b, and App. 15), 

will be, — 

in the first arrangement 1^= |0 - \i* 
in the second arrangement 1; = |C + f C. 

Ch/mges in Gauss 8 Formula^ — For short needles, the 
following formula are more exact than those previously given, 
and especially so for short distances of the magnets. 

First Arrangement Second Arrangement 

r~*Lr*/a7K^-*-r'* ten </>'-* J T '^\jan4r^ - tan 4^'-*J 

or by observation from one distance R only : 
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Correction on AccourU of Ivduced Magnetism in the Bar. 
— During the oscillations, the magnet lies north and south, 
and its magnetism is therefore somewhat strengthened by the 
earth's induction. It amounts therefore to M(l + A) where 
A denotes the induction -coefficient of the horizontal com- 
ponent of the earth's magnetism. The value P therefore, 
which has been determined (p. 240) represents, not MT 
simply, but MT(1 + A), and therefore we have not 

r=N/P/G, but 

V QV 1+A 

The correction for T on account of induced magnetism is there- 
fore Vl/(1 + A), for which (Formula 6, p. 11) we may write 

l-^A 

On the measurement of A see 81a. For ordinary magnets, 
A may be approximately estimated by the rule that the mag- 
netic field l[cm. g.] induces approximately in 1 grm. steel, a 
magnetism of 0*25 [cm. g.]. If therefore the magnet weighs 
p grm. and the terrestrial magnetism is T^ MA = 0*25 pT 
or A = 0-25 pT/M. 

The observations of oscillation and deflection should, of 
course, be made in the same place. Iron articles, which might 
exercise a local influence (and especially articles in the pocket 
of the observer, or steel spectacles, and notebooks bound with 
iron wire), must be removed from the neighbourhood Varia- 
tions of magnetism of the earth or of the bar (the latter 
specially through change of temperature) are most likely to be 
excluded when the two sets of observations follow each other 
as closely as possible. As regards accurate corrections compare 
61 and 62a. 

Example — 

(I.) Determination of MT. 

Moment of Inertia, — The magnetic bar is a right-angled parallele- 
piped, of which the length a= 1000 cm., and the breadth b = 1'26 
cm. Its weight ?»= 119-86 grm. By (64, p. 228) its moment of 
inertia — 

i:=119-86(10002+ 1-2571 2 = 1014-4 cm. V 
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Raty) of Tf/rmm of Stigpmdin^ Thread. — ^It was found that a sin^ 
complete rotataon of the thread produced a deflectioa c^ the magDet 
of 1*'4. By 55 the ratio of torsion — 

1-4 

G= — — = 0-0039 

360-1-4 "'^''^ 

Time of Osdllaiion. — ^This was found to be (52) 7-414 sec, where 
the mean are of oscillation was 30'. This, reduced to an infinitelj 
small arcy gives for time of oscillation — 

/=7-414 - 7 414 X 0-0043 = 7-382 ««. 
Calculation of MT. — ^The required value i 



,^- w^K 3-14162x1014-4 ,„,^, , , , 

<*(l+6) 7-382* X 1-0039 ^' 

(IL) Deierminniirjn of -= 

A compass stands on the 50th division of a rule divided into 
centimeters, and lying east and west The same magnet as was 
used in the determination of MT is placed with its centre succes- 
sively on the 10th, 20th, 80tb, and 90th divisions, twice on each 
division — once with its north and once with its south pole towards 
the compass (see Fig. on p. 241). In these positions the following 
observations of the needle are made : — 

When the magnet was placed on 100 the readings 

Ist end 2nd end 

N pole towards needle 99°*4 279'*-8 

S pole towards needle 79°-9 260°-6 



Half difference 9°-75 9*^-60 

Mean 9°-67 

In a similar manner is found, when the centre of magnet lies — 

at 20 cm. 22=41 ) "^^ T^'"^ *"! therefore- 
ort oo'-ftT ( <^ =22 -54 for r =30 m. 

„ OU „ ZZ 0< > ., QO.77 r' — A.t\,m 

„ 90 „ 9°S7J </>- 9 " „ r-40cm. 

Therefore — 

M , 40«ten9°-77-306ton22°-54 ^„„„ , 
f = ^ 40^ - 30^ = 5388 m.» 

and /1«^^_0-184<{ ^ 
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The expression tj (p. 242) is, according to these experiments, 

AM oni SQS  ton 22°-54 - 40« . tow 9°-77 „„ , ' j 
'' = *^ "" ^" 40«. ton 9°-77-30». ton 22-54 = ^^^ '^ 

In fact, calculation by the formula 

r"* 1 + 36-3/900* ^'""^l +36-3/1600 

results in the same value 5388. 

Calculation with Polar Separation, — ^The length of magnet =10*0 
cm., that of needle = 2*0 cm., therefore the two polar distances are 

C=jx 10 = 8-3 cm. I = J>c 2-0 = 1-7 cm. 

If we suppose that we have only a single observation, viz. that 
of the angle of deflection ^ = 9'''77 at the distance jS=40 cm., then 
(p. 244) 

y = P»/an^n-i '' ^ J =5510(1-0-0101)2=5399 

In order not to be obliged to calculate into minutes the 
fractional parts of the degrees as read off, we may make use of 
the excellent " five figure" tables of Bremiker. 



III. Determination of MT with the Bdlan>ce (Topler). 

A delicate balance, free from iron, is capable of rotation 
on a vertical axis. The beam is in the magnetic meridian, 
and with it the magnet M is rigidly connected in a vertical 
position ; the moment of rotation exerted on the beam by the 
earth's horizontal magnetic force acting on if is if . 21 If the 
entire balance is turned through 1 8 0^ the same moment of 
rotation acts in the opposite direction. Different weights will 
therefore be required to produce equilibrium in the two posi- 
tions. 

If this difference be m grm. and I cm. be the length of the 

balance arm, and lastly 5^=981 am^jsec?, the acceleration of 

gravity, clearly 

ifH"= J grrd \g . cm.^jsec.^'] 

Compare Topler, Wied. Ann. xxi. 158, 1884 ; Freyberg, ibid. xxv. 
511, 1885. 
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59ji. — Thi ILl -ym. Thei-iit 



tbe ^prCCTMi^rt^r. •,»:: :-rt«rr7r.::-i::n cf fe-Iiii^r:-:-^ o umpire ST. 

o'/^ri'at: /a cf j^rl>i of 'its^iilliti-.n azi L-ci^tn: of inerria of 
a iij^Tvrt : ar-i 5rr< i^dlr. iL^r of i-e «ief e.ti n of a needle. 
Tl.e ar.zle of i-rf-r^.ti n is o^^^rvt-l wi:L ihrr telr^xp* c«f the 
th^^i li^e ::^lf. :he rr-rnt: l. cf i^ illiii^iLiied cTc^s-wires of 
which ia a nJn^-r a:^a«:h€»i to rh^ n^eile i39^ 2) ^jt a sight <:«ii 
the Utt^fT ^i-oiipjire S7» s^rrin^ f- r rxict a■i7:l^^Il^cI. 

In iL^ much-ns^i Lamocis ih-e-i-i-Iiie, ihi* lelesor-pe rams 
tag^ih*rr with the Tr..%^>rt«.'i^yter and the lais on which the 
deti^tij:^ n^^'net is !^i Hence the nee^ilrf at the moment of 
ol>!^r»'at:on ia brc'j^ht perpp^n-ii-jTilar to the line Wtween it and 
the deSeC'tiii^ ma^et, and instead of the tan^trnt, the sine of 
the an;:!^ mu.5t be taken, the cal-jdation being made by the 
formula 



i^(i.y=ir*..^ 



The second term of the correction with l.V*, which other- 
wise might be of infinenee, most be eliminated by making the 
needle 2"1 times smaller tlian the magnet, in which case their 
lengtlis mutually nearly compensate each other. 

The quantity iy is determined, once for all, as in S9, p. 242, 
l/y oljsenations at two distances. As there described, the 
needle is deflected Ix^th from east and west, and each time in 
two positions of the magnet The corrections for induced 
ma^etism, and for want of symmetry, here need merely be 
noted. 

A considerably improved form of magnetic theodolite, as 
regards transport and convenience, has been constructed by 
Neumayer. The needle, which is observed by an attached 
mirror, is reversible, but moves on a point The thread-sus- 
pension is only employed in observing the oscillation. 
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S. Eschenhagen in Kirchhoff's Ardeitung zur Beutsches 
Landes- und Volksforschung, p. 118. 

Note. — As regards the form of magnetometer used by the 
English Government, which is similar to that of Lamont, above 
described, see Admiralty Manual of Scientific Inquiry, and Airy on 
Moffnelism, p. 57 — Trans. 



60.^Determination of Horizontal Intensity by the 
Compensated Magnetometer (W. Weber). 

The compensated magnetometer is principally intended for 
the comparison of horizontal intensity at different places, but 
will also serve for absolute determination. It consists of a 
compass and a frame carrying four magnets of similar form to 
the compass-needle. The two smaller of these are twice the 
length, breadth, and thickness of the compass-needle, while the 
lai-ger are threefold. When the frame is placed with its four 
holes on corresponding pins on the compass, the smaller bars 
are east and west of the needle (p. 241), and the larger ones 
north and south (p. 242). The deflecting force of all the bars 
must act in the same direction, and therefore the poles of the 
smaller magnets must be in the opposite direction to those of 
the larger ones. The distance between the larger bars should 
be about 1*20 times that of the smaller ones. 

Observation of Deflection. — The compass is so placed that 
when the frame is set upon it the line connecting the larger 
magnets is north and south. The frame being put on, the 
position of the needle is observed, the frame is turned 180** in 
its plane, and the position again noted, both ends of the needle 
being read each time. The half difference of these two posi- 
tions is the angle of deflection <^. 

Observation of Period of Oscillation, — A small pin is screwed 
into one of the holes near the large magnets, and by this the 
frame is hung in a stirrup attached to a cocoon thread. A 
mirror may also be screwed into another hole near the point 
of suspension for observation with telescope and scale. To 
determine the moment of inertia, two cylindrical weights are 
employed, which are hung by cocoon threads over the outer 
end-surfaces of the frame. 
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I. Comparison of Horizontal Intensity at Two Places. 

The horizontal intensities of the places are inversely pro- 
portional to the tangents of the angles of deflection — 

T^_ tan<t>^ 
T^'~tan4>^ 

DiflFerences of temperature may be calculated for, provided 
" the temperature coefficient" of the magnets is known (62a). 
If, however, the magnetism of the bars be altered, we must 
also observe the times of oscillation, t^ and t^, of the frame in 
the two places, when all four magnets have their poles in the 
same direction. Then 

^2 ^1 tan <f>^ 

II. Determination of Absolute Horizontal Intensity. 
K we call 

2r the distance of the centres of the smaller (east and west) 

magnets from each other ; 
2R that of the larger magnets ; 
<f> the angle of deflection ; 

t the time of oscillation with magnets all in the same direction ; 
r that when the smaller magnets are turned 180° ; 
6 the ratio of torsion of the thread in the first case ; 
K the moment of inertia. 

We then have the absolute horizontal force — 



j,^jr_ / K / r'-f T'(l~2e) + <' \ 
tr^ tan<f\ r^ '^ 2B^ ) 

Compare also Fogg. Ann. Bd. 142, S. 551. 



60a, — Determination of Horizontal Intensity by the 
BiFiLAR Method (F. Kohlrausch). 

I. Determination of MT, Absolute BifUar Magnetometer. 

The stirrup of a bifilar suspension is directed east and 
west. A magnetic bar is placed in it, and the scale is then 
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read. The position of the magnet is reversed, end for end, 
and the scale is read again. Half the angle between the 
two positions is = a (48, 49). 

If the directive force of the bifilar suspension, determined 
after 63 = D; the terrestrial magnetism T, and that of the 

bar M, 

MT=D.tana 

II. Determination of MjT. 

The above magnet, directed east and west, deflects a short 
magnetometer needle, which is situated north or south of 
the magnet, as in the second arrangement at the considerable 
distance r, through the angle ^ ; being the coeflBcient of 
torsion of the needle (66), and £ the separation of poles 
of the bar (that is f of its length ; p. 244, and 62b). Then 

M 
T 



,=7^(l +1^(1+0) ton <^ 



By multiplying the two equations, M is obtained ; division 
yields 

D to/n a 



r= 



'*0+e)(i + i5) 



tan<f} 



The effect of magnetic variations in both earth and bar 
will be avoided if a and <f> are observed simultaneously, that 
is, if the bar deflects the magnetometer while it is itself bifilarly 
suspended. The observation is made with the magnetometer 
placed to the north and south, r being half the distance 
between the two positions of its suspending thread. 

For repeated estimations it is most convenient to employ 
two magnetometers at once, a being taken as the mean of the 
two deflections. To eliminate dissymmetry of magnetism the 
two magnetometers are once made to change places. If the 
mean deflection in the normal position is a, and in the changed 
one a\ the deflections in the first position must in future 
be multiplied by 

, a — a 
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Corrections, — By the reaction of the needle on the magnet, 
and by the oblique position of the latter during simultaneous 
observation of a and <^, a slight correction is involved. If k 
denotes the ratio of the magnetism of the needle (or of both 
needles together where two are employed) to that of the earth, 
the above value of T^ must be multiphed by 

( 1 — 2 — j {cos a — 2 tan a tan ^). 

As a rule this correction is small. 

Scale-Distances, — If the scale-distances of the bifilar and 
unifilar are nearly equal, it is only necessary to measure the 
diflference between them, which is easily done by means of 
stretched threads. 

First Position. — The unifilar magnetometer may also be 
placed east and west of the bifilar magnet, in which case 

-,2_ 2D tana 

"■7^(1 + e)(l - |£2/i^ km4> 

and the correction factor for T^ becomes — 



( 1 + -3) (<^5 a+ ^tanatan 4>). 



Compare F. Kohlrausch, Wied, Ann. xvii. 765, 1882. 

Eing Magnet, — It has been proposed in this method to 
employ as bifilar magnet a wide ring of steel wire, which is 
suspended and magnetised horizontally, and can be inverted ; 
and which deflects a small magnetometer in its centre. 
Adhering to the foregoing notation, in which r now represents 
the radius of the ring, if a and <f> are nearly equal — 

^•^(i+e)^*^*^ 

W. Stroud, Proc. Boy. Soc. xlviii. 260, 1890. 

61. — Temporary Variations in Intensity of Terrestrial 
Magnetism. Durability of Magnets. 

The magnetic variometer depends for its accuracy on the 
constancy of its magnetism, which is never complete. On a 
method of increasing it see 66a. 
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I. Bifilar Varwraeter (Gauss). 

A magnet is bifilarly suspended by two threads not widely 
separated. The lines joining the two upper and the two lower 
points of attachment of the threads are rotated with regard 
to ea^h other till they form such an angle that the moment of 
rotation caused by terrestrial magnetism is balanced by that 
from the torsion of the threads and the weight of the sus- 
pended magnet when the latter is in an east and west position. 

The slight rotation (read by mirror and scale) which is 
then caused by variations in the horizontal intensity of 
terrestrial magnetism may be taken as proportional to this 
variation. Increasing intensity moves the north pole of the 
magnet towards the north; it is therefore convenient when 
motion in this direction corresponds to increasing numbers 
of the scale. 

Estimation of the Scale- VaJtce E. — The change of intensity 
which' corresponds to a deflection of the needle through one 
scale-division, expressed as a fraction of the intensity itself, 
is E, When therefore the scale division P corresponds to an 
intensity T, P' denotes an intensity T\ 

r=r[l+^(P'-P)] 

1. A magnet of polar separation £ (^ of its length) is 
allowed to act on the bifilar variometer from a sufficient 
distance r to the north or south, and in the same horizontal 
plane. Turning this magnet ISO** {i.e, end for end) cor- 
responds to a movement of the bifilar needle over n scale- 
division. If I be the separation of poles of the bifilar needle 
the scale-value — 

^ 14^/ ,€« gPN 

M is the magnetism of the deflecting bar, which need 
not be known absolutely, but only relatively to terrestrial 
magnetism, and may be determined by a simple deflection 
(59, II., 62, 11.) 

Proof, — ^The bar M^ acting from the great distance r, in its two 
positions increases or diminishes the intensity T by '2M/r^, Since 
the deflection is altered n scale-division by reversing the position of 
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M^ one division denotes a change of iM/nr^, or in parts of the in- 
tensity itself, iM/{ni^T\ Q.E,D. On corrections compare 69, 11, 
and App. 15. 

2. With the Torsion Circle. — If the instrument has a 
graduated torsion circle, F may be calculated from the angle 
of torsion a, that is, from the angle made by the vertical 
planes of the upper and lower points of suspension, as 

E=-^cotay where A represents the scale-distance. 

The angle of torsion is measured by turning the magnet end for 
end (i.e. 180°) in the bifilar suspension, and rotating the torsion 
circle tUl the bar again lies east and west. The angle of this 
rotation is 2a. The method assumes suspending threads of feeble 
torsional elasticity, e.g. long or thin brass wires. 

The bifilar magnet stands always so nearly perpendicular to the 
meridian that the moment of rotation of terrestrial magnetism may 
be eicpressed by Tm. The bifilar moment of rotation is i^ sin a (63). 
Therefore Tni=D sin a. If T now changes to r(l + J^) and a into 
(a + 1/2 A) ; that is, when the instrument turns through one scale- 
division, we have 

Tm{\ + E)^D sin\a + -^j =i>(si»a + ^awaj 

Dividing both sides by Tm = D sina gives E as above. 

On the valuation of scale -divisions by torsion- and oscillation- 
observations, compare Gauss, Besidt d. Magn. Fei-eins, 1841, p. 1, 
or Abk. vol. V. p. 404, and Wild, Carl. Repert. xvi. 325, 1880, and 
further, F. Kohlrausch, JVied. Ann. xv. 536, 1882. 

Temperature Correction. — A rise of temperature weakens 
the bar-magnetism, and causes the eaith's magnetism to appear 
smaller. The expansion of the stirrup and wires has also a small 
influence. If /a be the temperature coeflicient of the magnet 
(62a), /8 the coefficient of expansion of the stirrup, and fi^ 
that of the wires, 1** of temperature -change requires a cor- 
rection of (jji,+ 2^ — l3')/E scale -divisions. If stirrup and 
wires are of brass, the expression becomes = (/*+ 0000018)/-E 

II. Deflection Varioineter (F. Kohlrausch), 

A magnetic needle may be directed perpendicularly to the 
meridian by a deflecting magnet instead of bifilar suspension, 
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cuid similarly forms an intensity variometer. For temporary 
observation such an instrument is eeisily improvised 

ScaU' Value may be determined exactly as in 1, 1. 

Fowr-har variometer. — Four similar magnets are fixed on a 
horizontal frame capable of rotation, so 
that two are in the positions of the first, 
and two of the second arrangements. 
The former are at a distance 1*12 times 
greater than the latter, and therefore 
exert round the central point a directive 
force of the greatest possible constancy. 
This directive force must be somewhat 
greater than the earth's, which may be 
contrived by suitable placing of the 
magnets. In the centre, as magneto- 
meter, is suspended a magnetic mirror, which is observed with 
a telescope and scale. 

Adjustment, — ^The instrument is set approximately in the 
right azimuth, and its axis of rotation set vertical by means of 
the level and foot-screwa The exact adjustment in meridian 
is effected as follows : The frame is set to the zero of its 
divided circle, and in such a way that its magnetism works 
against that of the earth. The entire instrument is then 
turned till the needle takes the same direction as the magnetic 
bars, and is there screwed fast. The zero of the scale is now 
in the meridian. 

The frame alone is now turned to an angle ^, at which the 
needle hangs vertical to the meridian, and is fixed in this 
position. If the* scale -distance is A scale -division, the scale 
value is 

E=^-T—: tan d} 
2A 



E may be made as large as is desired by so placing the mag- 
nets that <^ is very small. This is the case when their 
directive force little exceeds that of the earth. 

Temperature Correction. — Higher temperatures cause the 
earth's magnetism to appear too great The influence is esti- 
mated in winter by alternate observations in cold and warm 
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rooms. If pi and p^ are the scale-readings at temperatures 
t^ and t^ the correction for V is (pi— P2)'(^ — ^. If at a 
fdtore time another scale-valne E^ is emplo jed, this expression 

must of course be multiplied by -^ 

Compare F. Eohlrausch, Wud. Ann. xr. 540, 1882. 



61a. C03fPAKIS0X OF THE HOSIZONTAL INTENSITT TS TwO 

Places. 

1. jSy Oscination&, 

The same magnetic needle is allowed to oedllate at both 
places ; the ratio of the intensities is as 

When accuracy is required, temperature and variations in 
terrestrial magnetism (62a and 61) must be taken into 
account 

2. Bt/ Deflections, 

If an identical east-and-west directive force deflects the 
needle ai and C4 in the two places, then (60, 1) 

7*1 : T^=ian a^ : tan Oj. 

Local Variometer (F. K.) — ^A much greater sensitiveness is 
attained when a magnetic needle is deflected about 90"", as in 
61, 2. The 4-bar variometer, as is obWous, may also be 
employed as a local variometer. We will here assume a 
simpler form with a rotatable magnet below a compass, but the 
first form, with mirror, is used in precisely the same way in 
principle. 

1. The Avis of JSe^ation of the instrument is made rertical 
by the aid of a leveL 

2. Suitable Distance of Magnet. — ^The action of this when 
in the meridian must be somewhat stronsrer than that of the 
earth. For this purpose it is placed with its X pole to the 
north, and its distance firom the needle is regulated tiU the 
north pole of the magnet points to the south. The greater 
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the sensitiveness required, the less must be the excess of direc- 
tive force of the magnet over that of the earth. 

3. AdfustmerU to the Meridian. — ^The magnet is turned to 
the zero of its divided circle, and the whole instrument is 
rotated till the needle stands parallel to the magnet. We 
will suppose that it is then also at the zero of the compass 
circle. 

4. Angle of Deflection <f> of the MagTiet, — ^The magnet is turned 
to one side, till the needle points to 90°, and one stop of the 
magnet is fixed in this position. The euijustment is similarly 
made on the other side, and the instrument is ready for use. 
The half of the angle of rotation between the two stops is <^. 

5. Comparison of T in Two Places. — The variometer is set up 
at place of comparison 1, adjusted as in 3 to the meridian, 
and the magnet is turned first to one stop and then to the 
other (4). We will read the needle-point at that side of the 
compass on which the numbers increase towards the north. 
Let the N pole of the needle read here p^, and then, after 
turning the magnet, the S pole ^„ both being expressed in 
degrees of arc. Taking the difference, Pn^P$ = ^v 

Bringing now the variometer to point 2, we proceed exactly 
in the same manner, readii^ both poles in the different posi- 
tions of the magnet, and taking the difference to which in this 
case we may assign the value Sg* Then the relation of the two 
magnetic fields will be 

Tj _ 1 + tan <{) X tan ^B^ 
T^ 1 + tan <{) X tan ^Sg 

for which, S^ and Sg are small, we may substitute 

?^^ = [0-0087 X tan <I>]{S^ - 8^) 

The reduction factor 0*00 8 7 X tan ^ has the convenient value 
0-0050 when <^ = 29°-8. 

Proof. — Let the magnet exert on the position of the compass a 
directive force / on a unit needle. Then obviously / cos <j>=T 
where T denotes that strength of magnetic field in which the needle 
would be deflected 90° by the magnet tm-ned to <^. Let then at 
place 1 a north-component T^-T act on the needle, and perpen- 
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dicular to it a component J sin<f}==T tan <j>. If the needle then sets 
itself at an angle c^ with the east and west direction, 

tan €i = (^1 - T)I{T tan <f>\ and (T^ - T)/T= tan<f>xtan €^ 

Similarly for the place 2. Since c^ and €^ denote our ^S^ and ^8^ 
the above equation is easily derived. The practical equation for 
small angles is obtained by setting tow JS = J8/57'*-3 = 0-00878 
(p. 11). 

Temperature. — The influence of temperature is determined 
in a warm and cold petroleum bath, in a manner similar to 
that described at the conclusion of 61, and is taken into account 
in calculation. If the readings at the different places follow 
each other rapidly, it is better to keep the temperature of the 
magnets constant, wrapping them if necessary in felt or 
wadding. 

Compare F. K., JFied, Ann. xix. 138, 1883 ; and xxix. 51, 1886. 

62. — ^Determination of the Magnetism of a Bar in 

Absolute Measure. 

I. The method described in article 69 or 60a is com- 
pletely applicable to this case. It is only necessary to elimin- 

M 
ate T from the two numbers MT=F and y^ = by multi- 
plication, and we obtain M= wPQ. But AT, as we have seen, 
is the magnetic moment of the bar employed for deflection 
and oscillation, expressed in Gauss's absolute measure (compare 
App. No. 15, and Table 28). 

The magnet employed on p. 245 has the magnetic moment 

M= Vl8301 X 5388 = 9930 cm.«^.* sec.;^ 

II. Determination by Observations of Defection. 

As the magnetism of bars varies with time and change of 
temperature, great exactness is seldom demanded, and since the 
horizontal intensity for the place of observation is approxi- 
mately known (Table 22), the observations of deflection (69, II.) 
alone are often sufficient. 
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In most cases it is enough to observe a single deflection at 
one distance. If we call 

r the distance of the centre of the magnet from that of a 

short needle ; 
<f> the angle of deflection of the latter by the magnet ; 
£ the separation of poles — that is, ^ the length of the 
magnet, 
the magnetic moment M of the magnet is given by 

if the deflecting magnet be east or west of the needle, as in 
the figure on p. 241, or by 



ilf=r^r(l+|l)to<^ 



if it be north or south (p. 242). If a magnetometer be used, 
the expression must be multiplied by (1 + ©) (66), on account 
of the torsion. 

In the examination of a magnet not in the form of a bar, 
as, for instance, a magnetic mineral, the magnetic axis of which . 
cannot be determined from its form, the body is turned into 
that position in which it produces the gi'eatest deflection. By 
this means we obtain at the same time the position of the 
magnetic axis. 

III. Determination by Oscillation. 

In a bar of regular form we may calculate the moment of 
inertia K (64), and then we have from the time of oscillation t, 



M= 



m\l + 6) 



IV. Determination by Bifilar Suspension 
may be carried out according to 60a, I. 

V. With the Balance (Helmholtz). 

Three bar magnets are required. Let the required mag- 
netic moments be M^ M^ M^ the polar separations being Cj i^ £g 
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respectively. The bar -Jfj is hung verticedly from one end of 
a sensitive balance free from iron, and the bar M^ horizontally 
from the other end, parallel to the beam, and at the height of 
the middle point of M^, The balance is now brought into 
equilibrium. One of the bars is now turned so as to reverse 
the position of the poles, which destroys the equilibrium, and f 
gruL must be added to one side to restore it. Let the accelera- 
tion of gravitation be g (about 981 cm. j sec?). The distance 
between the two knife-edges, which must be considerable in 
proportion to the length of the bars, is r cm. From this we 
may obtain the product of the magnetic moment of the two 
bars in absolute cm. g units by the formula — 

MM=^— "^S^ =P 

5^ 10% 
2'7^"*' 3 r^ 

To eliminate want of symmetry on the magnetisation, the 
experiment may be repeated, reversing the position of the 
other magnet, and taking the mean of the two values. 

In a similar manner the values M-^ M^ = P^^ and M^ M^ = 
P^ may also be obtained. 

From the three equations we have 



fi = 7:^12^1^3, and so on. 



Compare Helmholtz, SUzungsher. d. Berliner Akad. xvL 405, 1883. 

62a, — ^Temperature Coefficient of a Magnet. 

The temperature coefficient may be defined as the decrease 
in the magnetism of a bar produced by a rise of V, divided by 
the total magnetism. The higher the specific magnetism, 
the smaller in general is the temperature coefficient. In good 
magnets it ranges from 0*0003 to 0*001. 

The methods given in 62 will determine the relation of the 
magnetism of a bar to its temperature, but not with sufficient 
accuracy ; and therefore we must increase the deflections pro- 
duced by change of temperature. 
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I. Compensation (Weber). 

The bar of which the changes are to be measured is placed 
so as to deflect a short-needled magnetometer from one side 
and at a moderate distance r, and the large deflection so 
produced is brought again nearly to zero by aid of a com- 
pensating magnet. The first bar is now raised to the difierent 
temperatures t^ and t^, and at each the deflection is read on 
the scale. Let n be the difference of the two readings, and A 
the distance of scale. The temperature coefiBcient ft will 
then be 



k-h 



the factor C being obtained as follows : — 

1. If the magnet from a similar distance deflects a short 
needle ^, then 

1 



C= 



2A tan <^ 



2. If the magnetism of the bar is known, £ being the 
separation of its poles (p. 244), we have 



for the first position ^~ 1? IT v ^ " i"^ 



r r8 /, , €2\ 



for the second position ^ — m Ys.K^ "^ ^ lA 



3. The bar and the compensating magnet are alternately 
approached to the magnetometer in such a way that the 
approach of the one deflects towards one end of the scale, and 
that of the other in the opposite sense, till the needle is finally 
brought near to its original position. If N denotes the sum 
of the various changes of scale-reading caused by the approach 
of the bar (not of the compensating magnet), corrected 
according to 49, p. 216, to quantities proportionate to the 
tangents of the deflections, then obviously 
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II. By BiJUar Suspension (Wild). 

The bar to be examined is hang in a sensitive suspension 
directed from east to west, and the room is raised to different 
temperatures. 

Let B be the scale-value determined after 61, L ; then if 
a difiference of temperature t^^t^ makes a difference of 
position n, 

/*=— --2i3 + i9' 

fi being the coefficient of expansion of the suspension, and fff 
that of the suspending wires. 

The observations must only be undertaken at a time of 
great tranquillity of terrestrial magnetism, or its variations 
(61) must be taken into the calculation. 

Compare Wild, Carl. Rep. ix. 277, 1873. 

III. By 90° Deflection of a Magnetometer (F. Kohlrausch). 

The bar is placed horizontally at the height of the (short) 
magnetometer needle, with its centre in the meridian of the 
needle, and so placed that, acting conjointly with the terres- 
trial magnetism, it makes it set east and west The bar forms 
in this position the angle ^ with the meridian. It is then 
warmed t degrees, which alters the reading of the magneto- 
meter by the angle e. The temperature coefficient is then 

For a small ^ the method is very delicate. 

On details and corrections compare F. Kohlrausch, Wied. Ann. 
xxii. 420, 1884. 

62b. — Separation of Poles of a Magnet. 

By poles are understood the points in which the two 
magnetisms of a slender bar may be conceived to be con- 
centrated as regards their action at a distance, where the 
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fourth power of the relation of the length of the magnet to 
the distance may be neglected. 

Let the magnet produce on a short needle at the same 
level, at the distances a^ and a^, measured from centre to 
centre, the deflections <f>^ and <f>^. Let the polar separation 
of the needle, that is, ^ of its length, be I. Then calculate 
the expression — 

^ ^ ^ a^ tan <\>^ - a^ tan <^ 

The pole separation is then given, in accordance with Gauss's 
formula (p. 244), by the following expressions — 

For observations in the first position 3^^= + 2t/ + § I*, 

second position £^ = - f 77 + 4 P. 

According to the altered formulsB (p. 244), we must reckon for the 

first position £« = 4 — ij- — sJ^ r^ + 1 1* 

'^ Oj"* tan </>j* - a^ tan </>2* 

... -.0 . a^ tan <f)J - a^^ tan <t>J . ,0 

second position £2—4 _i ^1 — , - .— » ■^-^— + 4 l^ 

tan <^2^ - tan <^* 

Li order to eliminate unsymmetrical distribution of 
magnetism, the double deflection produced by turning the bar 
180° (end for end) is always observed. It is also placed 
successively on both sides of the magnetometer, a^ or a^ 
denoting in each case half the distance between the two 
corresponding positions of the bar. 

In exact measurements, the variations due to change of 
temperature of the magnet, and those of the earth's horizontal 
intensity, must be eliminated. This is accomplished most 
simply by the simultaneous employment of two magneto- 
meters, on which the magnet acts fiom two positions 
symmetrical to the central point between them. If H be the 
distance of the two magAetometer threads from each other, and 
J^ the distance over which the magnet is moved, aj = ^ 
{E-'E^y and a^ = i^E+E^, After the first set of observa- 
tions, the magnetometers are exchanged, the observations are 
repeated, and the mean of the corresponding deflections is 
tcdsen. The distance of the scale need only be known 
approximately. On reduction see 49. 



GALVANISM. 

63. — General Bemares ok Galvanic Wobk. 

I. Ohm's Laws. 

In Simple Undivided Circuits. Eesistance, Current, Strength, 

Electromotive Force. 

(1.) The electrical resistance w o{ s. cylindrical conductor 

which is traversed uniformly by the current from end to end 

is directly proportional to its length I, and inversely to its 

I 
sectional area q; or w = a- -. The factor a- varies in value 

in different substances, and is called the specific resistance of 

the body. As we ordinarily take - as the conductivity ; so 

w 

we may call k= - the specifi^c conductivity of a conductor. The 

a 

section of fluid columns is determined by weighing the 

contents of the tube (19 and 19a). 

Besistance of Widenings. — If the current passes from the 
flat end of a cylinder of radius r into a wide space of specific 
resistance c, the resistance will be the same as if the cylinder 
were lengthened by 0*80 x ra ja. If the space in which the 
current expands is filled with the same material as the 
cylinder, the equivalent lengthening amounts to 0'80r 
(Sayleigh; compare also Maxwell, § 309). 

Other Forms. — A conductor of any form, of which the 
places of ingress and egress of the current are exactly defined, 
has a definite resistance, which equals the specific resistance 
a multiplied by a factor dependent on the form. This factor 
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is called the resistance - capacity of the space which the 
conductor occupies. In a cone, for example, of length I and 
radii of ends r^ and r2, when the current passes uniformly 
through the end surfaces, it = l/irir^ir) ; in a hollow cylinder 
of length h and radii r^ and ra, which is uniformly traversed 
radically by the current (as the fluid in a galvanic element 
of ordinary form), it is = (log. not. r^ — log, not. T^jiinh). 

Units of ResistaTice, — Those of practical importance are : 

(a) The ohm (App. 21), which for the present is legally 
defined (in Germany) as a column of mercury of 1 sq. muL 
in section, and 106'0 cm. in length at 0° C. 

(6) Siemens's mercury unit, which is the resistance of a 
colunm of mercury of 1 sq. nmL section and 1 meter in length, 
at 0° C. 

(c) The British Association unit =1-0487 Siem. = 0-989 
ohm. Thus we have 

Legal Ohm : B. A. Unit : Siemens = 1-0600 : 1-0487 : 1. 

Table 25 gives the specific resistance o* of the more im- 
portant materials in terms of the ohm, as well as /c = l/o*. 
The resistance of a cylinder of I meter length, and q mm? 
section, is axl/q, or l/xq ohm. By multiplication by 1*06 
the resistance is reduced to Siemens's units. o*/lO,000 is the 
resistance of a cube of 1 cm.^ in ohms, and is also called 
" specific resistance." <r x 100,000 is the resistance of such a 
cube in absolute cm,/sec. units, or the specific resistance in 
the cm, g. sec. system. 

The last columns of Table 25, and for electrolytes. Table 
26, contain the conductive capacity in relation to quicksilver 
at O'C, A = /c/l-06. 

Jtmstance of a Copper Wire of 1 m. Lmgth and d mm. 
Diameter. — Section q = d^trj^ = '7 8 5c? mm.^ Conductivity 
of the best conducting copper is /e = 58, or in terms of 
mercury A;=58/l-06 = 55. The resistance is therefore 

If 1 m. copper wire weigh p grm., d^=^/7, and the 
resistance is 0'15/p ohm. 
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1 cm.^ of the best conducting sulphuric acid of IS"" C, of 
which / = 0-01 meter, 2 = 100 mm.^, A; = 0000069 has the 
resistance 

l/kq=l/0'69 = l'45 Siem. units = 1-45/1 -06 = 1-37 ohm. 

(2.) The total resistance of a circuit is the sum of the 
resistances of all the separate parts. 

(3.) The electromotive force of a battery is equal to the 
difference of potential or tension of its poles when the circuit 
is open and no current passing. The total electromotive force 
of a series of cells is the algebraic sum of all their separate 
electromotive forces. If the poles of a constant cell of 
electromotive force JS and internal resistance w^ be connected 
through an external resistance Wi, the potential of the poles 
= Hw^/iw^ + w^). 

(4.) The current-strength or intensity i is directly pro- 
portional to the electromotive force JE, and inversely so to 
the resistance 2^, or i = CEjw, The numerical value of C 
depends on the units employed, which, according to Weber's 
system, are so chosen that unit electromotive force, acting 
against unit resistance, produces unit current. In this case 
C = 1 and i = Ew. Such systems of units are carried out 
in the "absolute" system of measures, as well as in the 
technical system, in which current-strengths are measured 
in amperes, resistances in ohms, and electromotive forces in 
volts (comp. App. 19-21). Thus 

the current strength 1 am. = volt/ohm =0*1 [cm. g. sec] 

„ resistance 1 ohm = volt/am. =10® „ „ 

„ electromotive force 1 volt = am. x ohm =10® 



>> » 



These are the proper theoretical definitions. Since, how- 
ever, the ohm is "legally" defined (in Germany) as I'D 6 
m./mm.2J5f^ at 0° C. (probably about 0'003 mm. too small), 
it becomes necessary to distinguish between the value of the 
theoretical volt founded on the cm. g. sec system, and the 
technical or legal volt. The technical volt hitherto adopted 
is on the above assumption about xtAjtt smaller than the 
theoretical.* 

* Probably the legal ohm will be altered to 1063 m. Hg., and the ampere 
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The equation i = E/w holds for a conductor of resistance 
w, even when it has in itself no JEMF, if H denotes the 
difference of potential or tension between the two ends 
of w. 

Hence follows the law, that in the Wheatstone bridge 
(Fig. at end of I.), when the bridge-current i vanishes, wjw^ = 
w^jw^ ; since the potential at the two ends of the bridge- wire 
must now be equal, say P. If the potentials at the two 
other points of division are Pi and P^, then, since obviously 

t4 = ii and ^2 = ij, (Pg - ^)M = \P - A)/^8» ^^ (A — ^)M = 
{P'-Pi)/wiy from which the law follows. 

Derived Currents in Divided Circuits, 

If a current J between two points of the undivided con- 
ductor branches into several paths of the resistances w^, 
w^ , . . , and in which correspondingly we have the currente 



1 2 



(5.) The sum of the divided currents is equal to the un- 
divided current, ox i^ + i^ — J, 

(6.) The divided currents are inversely proportional to the 
relative resistances of their respective paths (or directly to 

their conductivities), i. : i" : . . . = — : — : . . . . 

(7.) The total conductivity of the divided circuit is the 

sum of all the conductivities of the single branches : - = 

1 1 ^ 

— -h — + 

OhrrCs Law according to Kirchkoff, 

The laws given above, from 2 to 7, are combined in the 
two following, which give directly the equations for currents 
in divided conductors. 

A. At any point of division, the sum of the current- 
strengths in all the branches = 0, taking the currents towards 
the juncture as of opposite sign to those from it 

B, If we consider any part of the conductor which forms a 

defined as that current which will separate 1*118 mg./sec. silyer ; but it will 
always be necessary to distinguish between theoretical and legal values. 
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closed dicoit in itseli^ and reckon in it all the electranociTe 
forces and currents in one direction as positiTe, and in the 
other negative, the sum of the prodocts of the indxvidaal 





Flg.4IL Flg.44. 

resistances into their respective current-stiengths is eqnal to 
the smn of the electromotive forces. 

For instance, in simple divided drcuit, Rg. 43 — 



whence 






thus, for instance, J : i^ = lir^ + w^ : ir^ 

Or, again, in Wheatstone's bridge, Fig. 44, if we denote the 
divided currents and their corresponding resistances by 
similar numbers 

/- 1,-1*3 = JW-^^l^^-^ijao^^e 

J'-i,^-i^ = iw -iitri + t5tr3 = 

t + tj - t^ = iw - ijtc^ + i^w^ = 

Whence it follows that when the bridge - current i = 0, 



^1^2 = ^3^4- 



IL Galvanic Batteries. 



As the fluid in which the zinc is immersed, dilute sul- 
phuric acid is almost always used, seldom stronger than 
of a sp. gr. 1*06, t.e. about 1 volume of the strong add to 
20 volumes of water. For feeble currents a much weaker 
acid is mostly sufficient. The mixture of the acid and 
water produces a considerable rise of temperature, on which 
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account the acid is poured slowly with constant stirring into 
the water. 

The solution of sulphate of copper in the Daniell's cell 
should be saturated (sp. gr. about 1*2, or 1 part crystallised 
salt to 3 parts water). It becomes exhausted by the current, 
and therefore the battery becomes inconstant The strength 
of a Daniell's cell usually increases for a time on first 
setting up. 

For bichromate cells, Bunsen prepares 1 lit of fluid as 
follows: — 92 grms. of powdered bichromate of potash are 
rubbed down to a uniform paste with 94 c.c. of strong 
sulphuric acid. To this is added 900 c.c. of water, keeping it 
stirred, and continuing the stirring until all is dissolved. If 
the zinc is to remain a long time in the fluid, this must be 
further diluted with water. Strong constant currents must 
not be expected from the bichromate battery. When the 
solution has become quite dark by use, the cells are enfeebled 
and inconstant. 

For small currents of high EMF, the medical trough 
batteries of Spamer with chromic acid are convenient ; and 
for electrometric charges the little Clark cells of Quincke. 

ClarKs Normal Cell, — Pure quicksilver is covered with a 
saturated solution of zinc sulphate made into a paste with 
pure ffgJSO^ (mercurous sulphate free from mercuric) and solid 
ZnSO^. Pure zinc plunged into this paste forms the nega- 
tive pole, while a platinum wire fused through the bottom of 
the cell, or carried down into the mercury in a glass tube 
from above, is the positive pole. The element is sealed with 
parafiBin. 

HdmholtTls Calomel Cell. — Zinc, 5 to 10 per cent solution of 
zinc chloride, finely powdered calomel, quicksilver. This gives 
feeble currents, which are very constant for a long period. 

Zinc is aTnalgamated by first producing a clean metallic 
surface by brushing and dipping in dilute sulphuric acid, and 
then either rubbing on metallic mercury or dipping the zinc 
into a solution of mercuric chloride or nitrate. Zincs should be 
brushed and washed immediately after use. 

Many carbons lose their efficiency by long use. We may 
try to clean them by filing off the surface or by heating. 
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Porous cells which are to be washed are best kept for a 
considerable time under water, after surface rinsing, and letting 
the water soak through. This prevents the efflorescence of 
the salts on the upper edges, which soo^^.'^poils the celL 

In putting up batteries, the porous cells must be moistened 
first with the dilute sulphuric acid, not with the copper solu- 
tion or nitric acid. The cells should be filled ^ tx) ^ deeper 
with sulphuric acid than with the other heavier liquids, to 
lessen their difFiision to the zincs. 

In order to cover platinum or silver foil with platinum 
black (to " platinise "), the foil is placed in a dilute solution 
of platinic chloride, to which a little hydrochloric acid has 
been added, and is then made the negative electrode of a 
current, or is touched under the surface of the fluid with 
zinc. 

Electromotive Force of Cdls. — The Clark-element, when 
rightly prepared, is said to be reliable to xxJW' ^^^ ^^7 ^^^ 
feeble currents (not exceeding at most O'OOOl amp.) At the 
temperature t, its ^Jfi^= 1-437 -0-0010 (^-15) legal volts 
(Lord Eayleigh ; v. Ettinghausen). The FhysikaliscfUechnische 
Eeichsanstalt verifies Clark-elements. 

Ordinary Daniell-eleraents have an EMF oi 1*08 to 1"12 
volts. Strong acids increase the EMF\ strong copper solution 
may reduce it with weak currents. According to Kittler, 
pure amalgamated zinc, dilute sulpuric acid of 1*075 sp. gr. 
or 11 per cent S^SO^y and concentrated copper solution of 
1'20 sp. gr., and pure copper deposited by the current, give an 
EMF of 1*18 volts, temperature having but little influence. 

Bunsen*s or Grove's cells give about 1*9 volts; fresh 
chromic acid cells 20 volts, and a well-charged accumulator 
nearly 2 volts, even with a strong current. 

Within the customary dimensions, Daniell's cells have a 
resistance of 03 to 0*6 ohms, Bunsen's from 0*1 to 0*2 
ohms. The character of the porous cell is of considerable 
influence. 

Such cells as those of Smee, Leclanch^, etc., are inconstant, 
that is, they give a higher EMF with open circuit or with 
feeble currents than with more powerful onea 

SmaU Electromotive Forces, — These may be obtained by 
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divided circuits. The circuit of a constant (Daniell) cell is 
closed through a resistance (rheostat or bright 
wire), and two points Pj and P^ of this circuit 
are employed as poles. If -& be the HMF of 
the cell, B the total resistance of the circuit 
(rheostat and cell), and z the resistance between 
the points where the circuit is divided, the HMF 
between these points is given by the expres- 
sion Ez/B, and the resistance hy z(l -zJE). 

For if i be the current in an added circuit of resistance w 
(compare end of I.), 

i = Ez: [w{R -'Z)^wz + {R- z)z] = Ez/B : [w + z{l - z/B)]. 

Thermo-demejUs, — ^The thermo-electromotive force for 1° C. 
temperature is in absolute cm. g. units, or in 10"^ volts 
approximately for 

Cu/Fe German sU./Fe PtjFe PtjPd 6 per cent IrPtjPd Bi/Sb 
1300 2500 1800 800 1200 9000 

For Cu/Fe and Pt/Fe the FMF sinks with increasing tem- 
perature, for PtjPd it rises, for German silver/i^e it usually 
rises, but very slightly. 

III. Galvanic Connections. 

The simple touching of two solid conductors does not 
generally give a satisfactory connection. Where a firm connec- 
tion cannot be made, the touching parts should be of platinum. 

Even when using binding screws, the surfaces must be 
brightened, and the screws firmly tightened. 

The plugs in rheostats are set in firmly with a slight turn 
in the hole. They should be frequently wiped with a clean 
cloth or with blotting-paper, and from time to time rubbed 
with the finest' emery-paper. 

Even mercury only gives a safe junction when the metal 
touching it (brass, copper, platinum, iron) is amalgamated. 
For this purpose the surfaces are cleaned with acid (platinum 
by ignition), and rubbing with mercury or dipping into a 
solution of that metal. 

Platinum is best amalgamated by electrolysing an acid solu- 
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tion of mercurous nitrate. Iron must be previously tinned. 
Commutators require special care in this respect. 

The contact of a metal with carbon should generally be 
over a large surface. 

Tfie Disturbing Influence of Conducting Wires on the needles 

of a galvanometer may mostly be 
avoided by placing wires carrying 
the current in opposite directions 
close to each other. In any case 
single wires should not be led near 
^^ *^ the needles, and large loops, espe- 

cially vertical ones, should be avoided. The simplest commu- 

1 2 
tator consists of a board with 4 mercury cups « . , of which 

we can connect by means of a pair of metal bridges either 1 
with 2, and 3 with 4, or 1 with 3, and 2 with 4. The wires 
from the battery are connected with 1 and 4, and the ends of 
the circuit with 2 and 3. 

IV. Galvanic Resistances. 

The most important point in the choice of materials is 
their constancy, nextly, that they should be only slightly 
influenced by change of temperature, and finally, that they 
should have a high specific resistance. Ordinarily, alloys of 
copper, nickel, and zinc are employed, and more recently with 
the addition of manganese. Grerman silver (Cu, Ni, Zn) has 
proved very satisfactory with regard to the constancy of its 
resistance. Its temperature -coefiicient, i,€. the amount by 
which its resistance is increased for 1° C. expressed as a frac- 
tion of its whole resistance, is on the average 0*0004, but 
may vary between 000023 and 0*0006. In the alloys 
" nickelin" and " platinoid " it is about 0*00023. The smaller 
the conductivity, and the less is the influence of temperature 
(compare Table 25). Eecently copper-nickel and copper- 
manganese alloys have been used to some extent, which in 
certain proportions (Table 25) have the great advantage 
of being scarcely influenced by temperature within wide 
limits. The constancy of the manganese alloy is, how- 
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ever, very uncertain (compare Feussner, EL Techn, ZS. 1892, 
p. 99)* 

New wires su£fer at first a noticeable change in resistance, 
and the winding itself is not without influence. Long-con- 
tinued warming to 10 0"" C. is said to favour the attainment of 
a constant state. 

Resistance coils are wound " bifilar," that is, the wire is 
bent in its middle, and, beginning from that point, is wound 
double ; or two wires are wound together and the ends 
soldered. 

This arrangement has two advantages. The coils, when 
currents are passing, exert no magnetic influence around them- 
selves, and, when the current-strength alters (as on closing and 
opening the circuit), they are not exposed to the disturbing 
electromotive forces of the extra current, which may easily 
lead to error. 

On the othdr hand, long bifilar coils, especially if carefully 
wound, have a considerable electrical capacity, and the pheno- 
mena of discharge may similarly cause disturbances. 

The resistance of a rheostat plug of the ordinary form, if 
carefully handled, should not exceed ■^j}xrG ^^^^• 

Small resistances are often conveniently arranged by con- 
necting in parallel circuit. Small changes in a resistance, w, 
are most simply made by connecting a large resistance, R, in 
parallel, when the united resistance is wRI{R + w), or approxi- 
mately, w(l ^w/B). 

Ten equal resistances, w, which can be arranged at will in 
parallel or series, give a choice of 94 different resistances 
between lOi^and w/10 (compare F. K., Wied. Ann, xxxL 600, 
1887). 

Seating by the Current. — In w ohms a current of i 
amperes evolves a heat of 0*24 wi^ gram-calories per sec. 
Wire of d mm. diameter without loss of heat would be warmed 
by i ampere per second; if copper, about 0*008 ^^/(^*; if 
iron, 0*06 t^/rf*; and if good German silver, approximately, 
0'15 i^jd^ degrees. Resistance- wires for strong currents are 
supported in free air, or in an oil or petroleum bath. Net or 

* "Manganin" resistances cannot be allo'wed to approaoh 100° C. without 
injuriously affecting their constancy at varying temperatures. — Trans. 
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perforated conductors are good from their rapid loss of heatw 
Freely stretched wires of copper or German silver, of 1 mm. 
diameter, change their resistance for a steady current of 1 

am. about y^itu* 

Shunts, Divided Circuits. — The frequently recurring 
necessity of dividing a current may generally be met by 
the use of a single rheostat (set of resistance coils), if it be 
led in at an appropriate point, and for this purpose suitable 
connections should be provided. It is very useful to have at 
least several plugs fitted for this purpose with connecting 
screws. The annexed figure shows how an ordinary rheostat 

can be so used to produce a shunt 

^^ """^ — "^-^2% ^f (^y) 1® ohms, with a parallel 

'^ ^"^ circuit of (say) 900 ohms. The 




^ arrows denote the principal current 

The usefulness of a rheostat for 
such purposes is further increased when the single decades 
(tens, units, etc.) are divided by extra plugs, so that each 
division can be used independently. It is then possible, for 
instance, to insert a resistance in a circuit, to divert a branch 
circuit from a portion of the principal one, and in this also to 
insert a resistance (Hartmann and Braun). 

V. Efficiency of Batteries and Galvanometers. 

Strong currents in conductors of low resistance depend 
principally on the size and nearness of the metal plates in 
the battery, and on the conductivity and degree of concen- 
tration of the copper solution or the nitric acid. For 
weaker currents in conductors of high resistance these cir- 
cumstances are of less importance than the number of con- 
secutive cells. 

In a battery of several elements, when the greatest current 
in a given conductor is to be aimed at, they must be so 
arranged (by connecting the cells either consecutively or in 
multiple series) that the interior resistance may be as nearly 
as possible equal to the exterior, n cells have, when con- 
nected in single series, n^ times the resistance which they 
have when all their similar poles are connected together. 
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The above rule for the maximum current assumes that 
the eflBciency of the separate cells does not vary with the 
strength of the current. In reality, however, when the cur- 
rents are strong we obtain better results when the interior 
resistance is smaller than the exterior. 

The decomposition of water requires at least 2 Bunsen's 
or Grove's cells or 3 Daniell's. 

Dynamo Currents are usually inconstant from the irregu- 
larity of the gas-engine or other motor. Increasing the 
moment of inertia by the addition of a fly-wheel is useful. . 
The currents may be made very constant when accumulators 
in suitable number are employed parallel with the dynamo. 
For physical purposes, uniform tension machines (77a) are 
best suited. The dynamo should be so chosen that accumu- 
lators may be charged without direct coils, but with a purely 
" shunt" winding. 

AccumtUators. — The acid must always cover the plates by at 
least 1 cm. For refilling 5 per cent acid is generally suitable ; 
but the strength of the added acid must be so chosen that 
the liquid in the charged accumulator has a density of 1*16, 
and in the uncharged of 1'13. The charging should always 
be continued if possible till gas is evolved. If the elements 
are not used, they should be charged weekly or fortnightly till 
gas is evolved, and should never stand uncharged. Cells which 
are short-circuited inside (which become warm in charging, 
and lose their charge rapidly) should be at once emptied. 

The Thickness of Wire for winding galvanometers (or electro- 
magnets) should be so chosen that the resistance should be 
-nearly equal to that of the remainder of the circuit. In a 
similar way the different coils often provided on galvanometers 
must be used parallel or in series, so as to attain the greatest 
sensitiveness. 

The Magnetising Force (magnetic field), within a long 
bobbin, is at some distance from the ends, almost constant, 
and equals 4:7mi where n is the number of windings per unit 
of length, and i the current-strength in absolute measure. In 
the end-surfaces the value is 27mi (compare App. 1 9). 

For methods of measurement in the forms which have 
become established for technical purposes, see, among others, 
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A. Kittler, Hdb. d. Electrotechnik, Stuttgart, 1886 ; Grawinkel 
and Strecker, HUfsbuch fur die Elektrotechnik, Berlin, 1888 ; 
Uppenborn, Kalender fwr Elektrotechniker. 

64. — Tangent-Galvanometer (Pouillet and W. Weber). 

The tangent-compass, or tangent-galvanometer, consists of a 
wide multiplier fixed with the plane of its coils in the mag- 
netic meridian, and with a short needle in the centre. 

I. Relative Measurement of Current. 

For many purposes relative measurement, or determination 
of the ratio only of current-strengths is sufficient 

If two currents passed through the galvanometer deflect the 
needle respectively a and a', their relative strengths (inten- 
sities, quantities of electricity in unit of time) are proportional 
to the tangents of the angles of deflection, or — 

i:i' = tana:tana 

Narrow coils of ellipsoidal form also cause deflections following 
the law of tangents (Riecke). 

II. Absolute Measurement of Current. 

The magnetic or Weber's unit of current-strength may be 
defined as that current which exerts a unit magnetic force. 
From a measurement by the tangent-compass the value of the 
current may be calculated in this unit in the following manner. 
Calling — 

n the number of the circular windings of the multiplier ; 

R their mean radius in millimeters ; 

H the horizontal intensity of terrestrial magnetism (69 and 

Table 22); 
^ the angle of deflection of the needle ; 
then the strength i of the current which produces this deflec- 
tion is, in magnetic measure — 

i = - — tan a = (7 tan a 
2nir 

RW 

and we may call the reduction-factor of magnetic measure. 

2n'ir 
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ToTsiim of Thread, — If the needle be hung by a thread of 
torsion-coefl&cient (66), 5(1 + 0) must be written in place 
oiH, 

Proof, — ^The current i traverses the length 2nRir at the distance 
R from the short needle M^ and tends to turn the needle perpendi- 
cularly to the plane of the coils, and exerts on it, when deflected 
through the angle a from their plane, a moment of rotation 
iM, ^nRirjB? cos a = iM , 2ivjr/R cos a, a is also the deflection from 
the magnetic meridian, and the earth's magnetic force produces a 
moment of rotation, MH sin a, in the contrary direction. The 
formula is obtained by combining these results (compare App. 16 
and 19). 

DiffererU Current-units. — If R and H be measured in mm., 
mg., the results are given in the unit formerly used by Gauss 
and Weber. From the now customary meeisurement in cm. g. 
a unit 100 times greater is obtained, which is denoted by 
[cm.* mg.* sec."^], or, shortly, [cm. g.] (App. 19). That the 
reduction-factor for [cm. g.] is 100 times less than for [mm. mg.] 
is obvious, since R and £[ are each ten times smaller (69). 

The current 1 ampere is ^ part of 1 [cm. g.], there- 
fore the reduction -factor for the tangent -galvanometer to 
amperes, when the measurements are in cm. g. is 

Determination of the Radius, — ^This is either measured 
directly with rule, compasses, tape, or comparator, or cal- 
culated from the length I of the wire, which forms n coils as 
R = l/2nir. Thin wires must be measured and wound at the 
same tension. 

The Intensity of Terrestrial Magnetism, — The reduction- 
factor of a tangent-compass will, of course, vary with time and 
place, since it is dependent on the intensity of terrestrial mag- 
netism. For places where ff has not been determined, it 
may be taken from Table 22 — all local influences, such as 
iron objects, and especially long iron conductors, being as 
much as possible removed from the neighbourhood. 

The place may be tested as regards constancy of H and 
compared in this respect with one out of doors by 61a. 
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Eiamjiy, — ^A mulaplkr ii formed by viiiiiri^ a wire 1 948*0 
long in 24 cirmUr eoCi. Then E= ^. l\ ^. . = 12^^ 



45 X 3 1416 

£r= 0'1920. the strengdi of m currai; wideh prodnees tiie defiectioo 
a i% in magnetic measure in mm. mg. srstem — 

2 X 24 X 31416 - ^^ 



Adzozit^ 7^:'\i4 lA^yrtiiT*, — ^An error of readiii^ of 0"'l 

for a defection of 5 10 15 20 30 40'' 

or S5 S'j 75 70 60 50' 
an error in resuli of 2 1 0*7 oo 0-4 0*35 ^^ 

Henc« both Terr small and rerr large defections are disadran* 
taj<eoiis to accuiacT. For 30 cnL diameter and for conents d 
about = I ampere. c«:>ils a = 5 i are suitable. It is nwiBtiUn %, 
therefore, for cunents of very di^erent intensities* to employ 
galvanometers of di^'erent de^^rees of sensitiveness ; that is» with 
coils of different diameters or of di^erent len^hs, or the instru- 
ment may be so constructai that the current may be passed 
thnjugh a greater or less number of coils as required, and prefer- 
ably so that these coils can be used either parallel or in series. 
The results of di^erent instruments may l«e compared with each 
other by passing the same current through loth at <MioeL It 
for instanc-e, we oV«:ain in this manner a defection of cij in L 
instrument and of oj in IL, the tangents of the angles of de- 
flection of L must be mulriplied by tq:\ a^ tan a^ to make the 
results comparable with th'^se of XL Similarly, different coils 
of the same instrument are compared by passing the same 
current through them in series, in the same and in opposite 
directions. 

Tangent galvanometers have been constructed with multi- 
pliers which can be inclined : in this case C must be increased 
proportionally to the reciprocal cosine of the angle of inclina- 
tion (Obach). 

Formul/E of Correction for Lck/u of XeoVe and Section, of 
Coils. — It is assumed in calculating the above formula that the 
section of the coil is very small compared with its diameter. 
It frequently happens that this condition is imperfectly ftil- 



TANGENT-GALVANOMETER 279 

filled in coils of many windings. If the coil is of rectangular 
section of breadth h and thickness h, a correction of the first 

order may be made by multiplying C by 1 + 1^"^ ~ ^p^ ^^' ^'^ 

K the length of the needle is not very short compared to 
the diameter of the coil, we must add to the above expression 

the factor (1— ^-=5), and, instead of tan a, must write 

( 1 + ^6^2 ^^ ®) ^^^ *• Here I is the polar distance of the 

needle ; which in slender needles is about f of their actual 
length (65a and App. 15). 

The complete formula, assuming that the corrections are 
smaU, will be — 

Tangent Galvanometer with Rectangular Hoop, — R is the mean of 
the inner and outer radii, h the thickness. 

1. Instead of --^h^lB? substitute -^h^/R^ on account of 
the distribution of the current 

2. The hoop is divided, and has " leads " parallel to the middle 
radius, of the length I and their central lines separated a ; in this 
case + al/2irR . (R + ^1)/{R + ly must be added within the brackets 
of the correction. F. and W. Kohlrausch, JFied, Ann. xxvii. 21, 
1886. 

The corrections for length of needle disappear when 
a=27^ 

A needle of l^-^R gives deviations from the law of 
tangents up to 1 per cent. Excentric suspension of the needle 
about ^ the diameter of the coils, to one side of their plane, 
greatly diminishes this error, but absolute measurements of 
current-strength cannot well be made (Gaugain, Helmholtz). 

Leads. — The reduction formulae assume that only the 
current in the coils of the instrument acts on the needle. 
Especially where the coils are few, care must be taken that 
the currents in the external conducting wires connected with 
the instrument do not affect the needle. This is most 
certainly accomplished by placing those leading to and from 
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the instrament eloee beside each other ; or still better, twisted 
together. 

C*oti):^''t^ior. — If the pLine of the coils is not accurately 
in the macmetic meridian, or the suspending thread is strongly 
twisted, deflections, especially if large, are too great to one 
side and too small to the other. By this the right position 
may often W more accurately fixed than by adjusting to zero, 
which in a short needle is unreliable. The correct deflection 
is obtained when the current is passed successively in 
opposite directions and the mean of the two deflections taken. 
It is convenient for this purpose that a commutator (63, 
IIL) should be permanently connected with the galvanometer, 
which will allow the current to be reversed without altering 
any other part of the circuit This gives the additional 
advantage of a double degree of accuracy, and renders it 
mmecessary to observe the zero-point exactly; and lastly, a 
well-arranged commutator serves conveniently to open and 
close the circuit 

RewUng. — ^Two pointers perpendicular to the axis of the 
needle (glass threads) are convenient For exact measorement 
the two opposite points should always be read. (Compare 
p. 151.) Parallax is avoided by laying a small piece of 
looking-glass on the galvanometer. 

To bring the needle to rest, a small magnet may be 
employed, which is brought near or withdrawn as required. 
The conunutator may also, with practice, be employed for 
the same purpose by reversal of the current, the circuit 
being at first merely interrupted, and only closed at the 
instant when the needle begins to return from an oscillation 
to the opposite side. 

On the employment of mirror for reading see 48 and 48. 

IIL Measurement of Strong Currents by "Shunts," 

The following remarks apply not only to the tangent- 
galvanometer, but also to other types. If the galvanometer is 
too sensitive, it is possible for many purposes to remedy it, 
by passing a portion only of the current through the galvano- 
meter, and the remainder through a suitable shunt or resistance 
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connecting the binding screws of the galvanometer. So 
long as the resistance of the shunt bears the same relation to 
that of the galvanometer (temperature !) the instrument may 
be used for comparison of currents just as without one. 

For absolute measurement the relation of the resistance z 
of the shunt to that 7 of the galvanometer must be known ; 
the entire current is greater than that measured in the 
proportion 

v = '- or 1 +- 

z z 

The current as calculated from the deflection of the galvano- 
meter must therefore be multiplied by this shunt-factor v. 
If 

y:2:=9 : 1 or 99 : 1, etc., t?=10, 100, etc. 

Small resistances must be so intercalated in the circuit that 
the resistances of the connections are not injurious. This is the 
ease, for instance, when the connection for a large weakening 
of current is made as shown in the figure. The entire current 
is passed through a short wire, while the connecting wires of 
the galvanometer are also inserted 
in the binding screws. In order 
that the required shunt resistance 
should not be too small, a resist- 
ance may also be added to the 
galvanometer, which is then in- 
cluded in 7 (Fig. to 63, IV.) '=^~" P,g 47 
The metal of the shunt wire 

must be insensitive to change of temperature, or so thick that 
it is not warmed by the current to a disturbing extent. 

In order to measure currents up to 200 am. with a 
tangent-compass with a single coil, we may take n (say 10) 
wires of equal length, and solder n-1 (say 9) well together 
at the ends so that they Ue parallel. The remaining wire, 
divided in two, and also soldered at the ends, joins the 
connection with the galvanometer, as much being cut away 
as corresponds to the resistance of the hoop of the instrument. 
The shunt -factor is then n (say =10). Wires of 2 mm. 
diameter will suffice, since all are equally heated. 
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On the airanjrement ojii^pAri F. K-, El«dr(Aedkiu Zeiii. 
1SS4, p. 1:1 

65. — Sexe-Galvaxomtixe iK-uillttK 

In measurement, the relative posiuon of the needle to the 
coils is kept constant bj turning the laner after the deflected 
nee>ile. The moment of rC'Uiion exerted br the current on 
the needle is therefore pPjp*>rtionaI to the corrent-strengtL 
Since the opposing moment of rotati«jn of the earth s magnetism 
is proportional to the sine of the angle of rotation a, we have 

i=C.^'ii a 

Since the sine at iiiost = 1, the limits of application are 
small. If the nee»Jle hiis also a divided circle, stronger cnnents 
can be measured with inclined positions of the needle (say 
45' and 70). In order to determine the reduction-factor 
between observations in two diSerent positions of the needle, 
the angles of rjtation of the coil o^ and a^ for the same current 
at difierent inclinations of the needle may be determined 
Then the factor P = soi a^ sin a^ 

On the aljsolute determination of e compare 69. The ad- 
vantage of the sine-^vanometer is the strict accuracy of the 
law of sines : disad^^antages are the tedious adjustment and 
the double sources of err»jr. 

On the related torsion-gidvanometer see 77. 

66. — Miebor-Galvaxomkters. 

When the obsenations are limited to the small angles 
which are obsen^ed with mirror and scale (48, 4S), the current 
is proportional to the tangent of the angle of deflection a, or, 
for angles not exceeding a few degrees, practically to the 
deflection e measured in divisions of the scale, therefore 

i = C . ton a, or also, \ = c 2Ae = C. e 

if ^ be the distance of the scale. On the determination of 
the reduction-factor in absolute measure compare 68. 

The limits within which this proportionality may be 
assumed are, generally speaking, the wider, the shorter the 
needle, and the larger the coils. Close and broad coils are, 
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however, also favourable. The deviation from it is ap- 
proximately proportional to the square of the deflection, or 
i=Cn{l + G'n^). This may be tested, or the reduction-factor 
C^ determined, by the use of a constant battery (Daniell), which 
is closed through the galvanometer and different rheostat 
resistances. The current is then inversely proportional to the 
total resistance (battery, galvanometer, and rheostat). For 
sensitive galvanometers, the required rheostat resistance is so 
large that a merely approximate knowledge of the two former 
is sufficient. 

On a more exact simple method compare F. K., JFied, Ann, 
xxvi. 431, 1885. 

Mirror-Galvanometers with Movable CoUs (Wiedemann) are 
enipirically adjusted. The deflections are compared for the 
same current with the coils in many positions of the gradu- 
ated bar, and the results are tabulated graphically or other- 
wise. If r be the radius of the coils, and a its distance from 
the short needle, the deflections are approximately proportionate 
to (a^+r'yl 

On commutators compare 64, II. ; on the measurement of 
stronger currents by dividing the circuit, 64, III. 

66a. — Electrodynamometer (W. Weber). 

The dynamometer consists of a fixed and a movable coil 
of wire, the latter being normally at right angles to the plane 
of the former, and both of which are traversed by the current 
to be measured. Directive force is given to the movable 
coil either by bifilar suspension, or by the elasticity of torsion 
of a suspending wira 

I. Dynamometer with Deflection. 

The small deflections a of the movable coil (measured 
with mirror and scale) are proportional to the square of the 
current-strength i, or 

where C is a factor for the particular instrument. The sensi- 
tiveness of the instrument is varied by altering the distance of 
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the bifilar snspensioiiy or, in single wire instruments, by changing 
the suspending wire. C then increases with the square of the 
thickness of the wire, and is inversely proportional to the 
period of oscillation. On the absolute determination of 
compare 69. 

Change of direction of the current in the entire instrument 
does not alter the direction of dedection. Only the outer coil is 
therefore connected with the commutator. For small currents 
the dynamometer is insensitive, since the deflection is propor- 
tional to the square of the current-strength. 

For exact measurements precautions are necessary in respect 
of terrestrial magnetism and the elastic after-action (*^ memory "). 

Alternating Currents. — The most firequent application of 
the instrument is for the measurement of currents which 
follow each other rapidly in alternate directions, but of equal 
strength. The dynamometer does not measure the strength of 
such currents in the ordinary sense, but the mean energy of 
the current This is proportional to the sum of the products 
of the squares of the current-strengths and their related time- 
elements, spread over the unit of time, or equal to the mathe- 

1/-' 

matical expression -iirdf, where t is the current-strength, and 



It'- 



r its period. Indeed the square root of this expression is 
caUed the " mean current-strength "of an alternating current 

In alternating currents the self-induction of the coils must 
be taken into account Especially the division of the current 
between the instrument and a shimt may vary much firom 
that calculated firom the resistances. 

Further, it must be remembered that when the coils are 
not accurately perpendicular to each other, currents in the one 
exert induction on the other. To prove whether they are 
perpendicular, an alternating current is passed through the 
outer coil only, while the inner forms a closed circuit in 
itself, when the latter should not be deflected. 

IT. Dynamometer \r\th Zero-Reading (Siemens). 
The current-strength is measured by the angle of torsion 
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<f> of an elastic suspension - spring, by turning the torsion- 
circle of which, the deflected coil is brought back to zero. The 
current-strength is i = C^<f). 

The axis of the movable coil must lie north and south, so 
that it may be unafifected by terrestrial magnetism. The 
mercury in the connecting cups must be clean. 

On the determination or control of C compare 69. 

III. Ulectrodynamic Balance. 

The force exerted by a fixed upon a movable coil is 
measured. The best form is that of Lord Rayleigh. A flat 
coil is hung from a balance between two larger equal and flat 
coils, of which the axes all lie in the same vertical. The 
separation is so regulated that the force is a maximum. The 
force acting on the movable coil is equal to the square of the 
current-strength multiplied by the number of windings and a 
factor, which essentially may be calculated from the relation 
between the radii of the two coils. The double force is 
measured, which is exerted on the balance when the direction 
of the current is reversed. 

On absolute measurement with the balance compare Mascart, 
Exner's Eepertorium^ xix. 220, 1883; on the above arrangement 
of Lord Rayleigb's, FhU, Trans, ii. 411, 1884; especially also 
Heydweiller, Wied. Ann. xliv. 533, 1891,Jwhere an arrangement 
of a similar electrodynamometer without a balance is also described. 

67. — Bifilar-Galvanometer (Weber). 

The current i passes through a coil hung by two con- 
ducting-wires, and of which the plane of the windings is north 
and south. The total area of the windings being / (83), fi is 
the magnetic moment of the coil, and terrestrial magnetism 
£[ causes the moment of rotation fiH. 

D being the directive force of the bifilar suspension, 
determined after 63 from the weight and the measurement 
of the wires, or from the time of oscillation and the moment 
of inertia, an angle of deflection a corresponds to current- 
strength 

i^HfE. tan a. 
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Absolute Measurement with the Tangent Compass and 
BiJUar- Galvanometer, — Since JI occurs in the numerator of 
the reduction -factor of the tangent -compass (64, II.), it is 
possible by the simultaneous employment of the two instru- 
ments to measure a current absolutely without knowledge of 
the terrestrial magnetism (compare 77b). 

Finally, the area of the windings of the bifilar galvano- 
meter also falls out when the following method is employed. 
Let a tangent-compass of n coils of B diameter be placed at the 
distance a north or south of the bifilar galvanometer, so that 
its needle is deflected by the current in both instrument& 
Let ^ be the angle of deflection when both causes are acting 
in the same direction, and <f) that when the current is passed 
through the tangent galvanometer only. We then obtain % 
independent off and H by the following equation — 

•2 _ ^^_. (faw ^ - t an <^)g 
~~ Sirhi^a^ tan ^ + tan ^ 

Proof simple. — On some corrections compare 77b. 



67a. — Other Forms of Current Measures. 

(1.) Galvanoscope with Close Coils. — If this is used for large 
deflections it must be graduated empirically by comparison 
with one of the above instruments, or with the voltameter 
(68, 69). The current -strength is generally no simple 
function of the deflection. Galvanoscopes with astatic pairs 
of needles usually suffer change of sensitiveness by passage 
of strong currents. Galvanometers with slow - swinging 
needles are called " ballistic." 

(2.) Needles with Horizontal Axes, — These are under the 
directive influence of the current, of terrestrial magnetism, 
and of gravity. For constancy of indications it is necessary 
not only that the magnetism of the needle and the position 
of its centre of gravity in relation to the axis should remain 
unaltered, but in most cases that its position with regard to 
the magnetic meridian should not be changed. 

(3.) Current Measures with Directive Force hy a Magnd. 
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— Especially for the measurement of powerful currents, a 
stronger directive force than that of terrestrial magnetism is 
given by suitable steel magnets near the needle. The indica- 
tions of such instruments are less influenced by disturbances 
of terrestrial magnetism, but are dependent on the constancy 
of their magnets (see 66a.) 

(4.) Current Measurer ivith Soft Iron. — Instruments in 
which the cun*ent acts on soft iron, first magnetising and then 
deflecting or attracting it, are unchangeable with time, and 
sufficiently accurate for many measurements. For feeble 
currents the forces are approximately proportional to the 
square of the current -strength, and in consequence the 
deflections are too small for use. Alternating currents act on 
such instruments, but it would be scarcely possible to graduate 
accurately for them. 

(5.) Galvanometer with Soft Iron Needle (Bellati). — A 
suspended iron wire needle forms an angle of about 45° 
with the plane of the coils. A current magnetises the iron, 
and in consequence increases its deflection. The direction of 
deflection is independent of that of the current, and the 
instrument may therefore be used for alternating currents. 
An ordinary galvanometer with needle in oblique position is 
also affected by alternating currents (Cheesman). 

Compare Giltay, fFied, Ann. xxv. 325, 1885. 

(6.) Spring Current- Balaivces, — An iron body, suspended 
in a vertical coil by an elastic spring, is drawn in more 
or less deeply according to the strength of current. The 
elasticity of steel springs is very constant. Those of German 
silver used for smaller forces have a slight elastic after-action 
(" memory "). The graduation of the instrument is empirical 
(69). The indications are very constant if the iron is pushed 
deeper into the coil before reading, otherwise with increasing 
current it hangs slightly behind, and the indications are a 
little low. For weak currents the remarks above are applic- 
abla Permanent steel needles are also adapted for use with 
weak currents. If long unused, they must be remagnetised 
by a strong current through the coil. 



^ 
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T.y Oy'rtl T'.Up\'yy*^., — A mimur is ooonected with the 
anoarxre of a telrpbonic arrangement in which the length of 
the ima^ of a sm^ sc>nice of light can he obso-ved. The 
period of oscillation of the armature can be varied, and the 
instnin^ect reacts with aliemaiing crurents which sjuchronise 
with it. 

IL Wicn, WujL A%u. xm. 553 ; xlir. 6S1, 1S91. 



68L — CrxEEST AlEASUKEMEyr with the Voltamkter 

(Para-iay). 

If the products of chemical dcci3niposit:'.»n produced bj 
a current be measured bv a voltameter, thev alwavs bear an 
exactly defined relation to the current -strength, and form a 
measure comparable with the magnetic by the aid of the 
following rules : — 

(1.) The decomposition in a given time by different cur- 
rents is projiortional to the current-strength. 

(2.) The decomposition-products of the same current in 
different electrolytes are chemically equivalent (Faraday's 
law). 

(3.) A current of 1 am. or 0*1 [cnL*g.*sec."*J decomposes 
or separates 

Mixed Gftses 
SQrer. Copper. Water. at 0° C and 

760 mm. 

in 1 second I'llS mg. 0*3279 mg. 0*0932 mg. 0*1740 cc 
in 1 minute 671 „ 19*67 „ 5*59 „ 10*44 „ 

This quantity, the electrochemical equivalent (Weber) of a 
substance for 1 am., mav be called A^ 

The current t which is to be measured is passed through 
the fluid for the time r ; the decomposed or separated quantity 
is m. Then the current-strength is 

1 m 1 w» - , . - 

t= -7 - anL ox———: - [cnL^i:.* sec. , 

A T 10-^ T ** ^ • ^ 
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I. Silver Voltameter, 

15 to 30 per cent solution of silver nitrate, of sp. gr. I'lo 
to 1*35, with a silver anode. The precipitate on the kathode is 
weighed. A convenient form is a silver or platinum crucible 
as kathode (PoggendorflF) ; a rod of pure 
silver forms the anode. A suspended glass 
cup catches any portions which fall from 
the anode. The precipitate is washed with 
hot distilled water, till the cooled washings 
show no reaction with hydrochloric acid, 
dried by heat, and weighed about ten minutes 
after cooling. Strong currents are apt to 
cause the growth of silver threads on the ^' 

kathode, which grow towards the anode, and vitiate the results. 



II. Copper Voltameter. 

Almost saturated solution of pure copper sulphate in water ; 
about 1 grm. cryst. salt dissolved in 3 c.c. water ; sp. gr. about 
1*16. Anode of pure copper; kathode, copper, or platinum. 
The kathode is rinsed and rapidly dried, first between blotting- 
paper, and then if possible under the air-pump, or in the 
desiccator, and weighed to determine increase. 

The current-strength must be proportioned to the size of 
the electrodes ; and in order that the precipitate should adhere 
firmly, must not exceed 1 am. for each 25 sq. cm. of the 
kathode. With weak currents too large electrodes may also 
cause losses proportional to the time, since the usually acid 
copper solution may dissolve a quite material weight of the 
electrodes. 

Compare Gray, PhU, Mag, xxv. 179, 1888; Vanni, Wied, Ann. 
xliv. 214, 1891. 

III. Water Voltameter, 

10 to 20 per cent solution of pure sulphuric acid (1*07 to 
1*14 sp. gr.), decomposed between bright platinum electrodes. 
With strong currents the mixed gases are measured. With 

u 
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cloeely approached electrodes of about 15 sq. cm. each, cunents 
up to 40 aiiL may be measured without inoonveuient heating. 
The instrument shown in the figure (from which the little 
stopper must be removed during use) is refilled by simply 
inverting. 

The volume, measured by temperature t, under pressme of 
-. p^ mm. mercury of 0* C, is reduced to 0~ C. 

• »» and 760 mm. by the formula (Table 7^ 



m = 



1 -r 0-003674 /'760 



To find the pressure p^ we take the height h 
of the acid in the tube above the free surface, 
S the density of the fluid, and b the height of 
the barometer (20) ; then from b most be 
deducted Sk/lSG. 

Secondly, we must deduct the tension of 
aqueous vapour in the gas. If the gas were 
collected over water, it would be saturated with 
aqueous vapour. The vapour tension over the acid is smaller, 
and its ratio k to the maximum tension e of the vapour (Table 
13) at the given temperaturo is a proper firaction, and is for — 




Fig. 49. 



or sp. gr. 



0, 18, 27, 33 per cent HjSO^ 
10, M3, 1-20, 1-25 
1-0 = 0-9, 0-8, 0-7 



The pressure of the dry gases is therefore ^^ = 6 — Sh/lS'6 
— ke, or very approximately ^^ = J — A/12 — 0*9 e. 

Table for 15 to 20 per cent Sulphuric Acid, — The volume of 
moist mixed gases which are evolved by 1 am. current is not far 
from \ c.c./sec. under the usual conditiona The foUowing 
table gives, for various pressures p^ and temperatures t, the 
corrections which must be applied to the measured volume, 
in order to obtain the corrected volume Iq, with which to 
calculate i = 5*0 v^jr am. 

For this purpose we must add to or subtract from each 
measured c.c. as many thousandths as aro given in the table 
under the corresponding pressure j> and temperature t, p 
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being the observed total pressure of the volume of gas, that 
iB,p = b — hjl2 (see above). 



Compare F. K., Elecirotechn. Zeits. 18S5, p. 190. 

With weak currents only the liberated hydrt^n must be 
collected, and calculated to the volume of mixed gases by 
multiplication by §, because the oxygen is partially 
absorbed by the water, on account of the formation 
of ozone. The graduated limb of voltameter in 
the figure may be refilled with the liquid by merely 
turning on one side. 

Since the polarisation of oxygen and hydrogen 
on platinum amounts to nearly 3 volts, at least 
three Daniell or two Bunsen cells are necessary for 
decomposition. 

Example. — v= 198 c.c. mixed gases in t= 117 
sec. at ( = 17°-8, and 6= 754 mm. The column 
of liquid (20 per cent H^O^ below the gas, 
A = 1 1 2 mm. The pressure of the damp gases, 
therefore, p = 754 - 112/12 = 745 mm. The tension of 
aqueous vapour at 17°"8 (Table 13), e= 15'1, and the pressure 
of tbe dry mixed gasea p^ = 754 — 0-88 X 15-1 = 732 mm. 
The volume of dry mixed gases is, therefore. 



19; 



732 



1 + 0-00367 X 17-8 760 
1 1790 



179-0 C.C 



0-1740 117 ' 



■79 am. = 0-879 cm.g. 



By the table the correction for ^ = 745 mm. is= +51 at 



1 
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15% and = +28 at 20** C, and therefore at l7=-8= +38. 
Therefore 

ro=198 X l-038 = 205-5, and i=5 x 2055 117 = 8-78 am. 



68a. — Cubkkxt-Measubemknt with thk Khbostat bt a 

KKOWN ELBCrBOMOnYB FORCB. 

The current t, which is to be measored, flows through a 

resistance B^ which can be iraried at 
will The two ends of B are also con- 



!I 



^ T^ nected by a derived drcoit which in- 

^ I I clndes a galvanometer, and a known 

Fte.5L electromotive force £, which acts in 

the reverse direction to that of the 
current B is varied till no current passes through G, when 



From KirchhofiTs second rule, p. 267 b, it follows directly 
that in the circuit BOE, when there is no current in GE, 
Bi = E. 

E and B measured in volts and ohms give i in amperes. 

A Daniell or chromic acid cell, an accumulator, or, most 
reliable of all^ a Clark cell may be used as ^. On the 
electromotive forces of these elements see p. 269. 

B may be an ordinary set of resistance coils, or a stretched 
bright wire with a movable contact, of which the resistance 
per unit of length is known. 

Sources of error may arise, firstly, from the heating of B ; 
and, secondly, the element E may be traversed by currents during 
the determination of the magnitude of B, which, if they are 
not very feeble, may weaken the electromotive force of a 
Clark celL It is therefore advisable, during the rough testing 
of B, to insert a large resistance in the circuit of E (see 
figure and remarks, pp. 273, 274), which is removed in making 
the final adjustment 

On a compensation apparatus see Feussner, Zeiis. fur InsL 
1890, 1. 
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69. — Comparison and Absolute Determination of Galvano- 
meter Constants, and Graduation of Current- 
Measures. 

Empirical Determination of a Reduction-factor, 

The law for the deflection of a galvanometer or dynamo- 
meter, etc., being known, the current-strength i is 

i=: C a OT C tan €i, or C sin Oy or C \/^ etc. 

but in manj cases the reduction-factor cannot be calculated, 
and must, therefore, be determined empirically in one of the 
following ways : — 

I. With a Normal Galvanometer. 

These methods are also applicable to the comparison of the 
constants of two galvanometers. 

(a) In a Single Circuit — The instrument of unknown re- 
duction-factor G is inserted in series in the same circuit with 
one of known factor G^. If the latter indicates the current- 
strength t, and the former the deflection a, then according to 
the nature of the instrument, 

• • • 

% % t 

C=-OT. or —=, etc. 

a tan a ^a 

Or again, if a and o^ are the deflections of the two instru- 
ments, 

C7 : Cj = Oj : a 

Instead of the deflections, or scale-readings, or angles 
of torsion, or weights, a and Oi, tangents, sines, square roots, 
etc., must be written according to circumstances. 

(6) By Successive Intercalation. — Only accurate and con- 
venient for very sensitive galvanometers. The same constant 
cell has its circuit closed first through one, and then through 
the other instrument. The two resistances being W and fTi, 
we have G \ Gi = a^W^: aW. 

(c) With Shunt — ^For instruments of very unequal sen- 
sitiveness. The instruments are connected in series, the more 
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aensitive with a diant-cirenit of resistance z (p. 231^, while 
itB own resistance is 7. Then 

{d) In FaraUd Circuit. — A conent is divided through the 

two galvanometers, if heoessaiy, with the addition of rheostat 

resistances. The total resistances of the two branches are «r 

and iTj. Then 

C: Cj = ajir^: ate 

The use of a commntator is mostly advisable, and especiallj 
to eliminate the action of the galvanometers on each other. 

IL With thr VoltartiftKr. 

A current is passed through the galvanometer and a vcdta- 
meter for a measured time, the deflection a being noted, and 
the current-strength t through the voltameter being detennined 
by 68l The reduction-foctor is then, according to the nature 
of the galvanometer, 

C= i tan a, or C= i a, etc 

Since a current, especially when passing through a volta- 
meter, is seldom quite constant, the needle, eta, is observed 
from minute to minute, and the mean of the a, tan a, etc, is 
taken (see above, on parallel circuits). K terrestrial magnetism 
comes into account, a commutator eliminates the effects of 
changes of the zero point 

ILL With a hunrn Elfdromotivt Porcc 

(1.) Direct, — ^For sensitive galvanometers we may employ 
the very simple, and often sufficiently exact method of connect- 
ing up a battery of known electromotive force (Daniell, aocomu- 
lators, or for the most sensitive instruments, Clark) through 
the galvanometer and a large known resistance. If the foice 
be E volts, and the resistance W ohms, the current-strength 

i=-^.ain., and again, C=-, etc 

/r a 
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W is the added resistance of galvanometer + rheostat + 
battery. With very sensitive galvanometers the latter may 
often be neglected. 

(2.) With Shunt, — It is shown in 68a how a current- 
strength may be measured by a known electromotive force. 
It is only necessary to include the galvanometer to be tested 
in the circuit i with a suitable battery, and, if necessary, a 
rheostat for regulating the current. With reliable elements, 
and carefully employed, the method is very usefuL 

Compare among others, Grotrian, JFied. Ann. xxxi. 624, 1887. 
On testing the constancy of a reduction-factor by thenno-elements, 
see W. Kohlrausch, EL teck Zeits. 1886, p. 273. 

Oradiuition of a Current-Measurer. — ^This problem occurs 
with regard to instruments of which the action of the coils 
cannot be calculated, as is most generally the case. For the 
current-measurers mentioned in 67a the entire scale must be 
graduated empirically. For this purpose the instrument is put 
in a circuit with a normal galvanometer as in I., or with a 
normal element as in III., and a number of readings are made 
with diflferent current -strengths, perhaps with a temporary 
graduation in degrees or mm., and from these the divisions for 
round numbers of current-strength are interpolated. The most 
serviceable way of doing this is to set out on curve-paper the 
current-strengths as abscissae, and the observations as ordinates, 
and through the points so found to draw a curve from which 
the required scale can be taken. 

On the ballistic galvanometer, see 78a. 



70. — ^Determination of Galvanic Eesistance by 

Substitution. 

The proof of equality between like resistances is required 
both for copying resistances, and for the determination of an 
unknown resistance by comparison with one which we can in- 
crease at will by known amounts (set of resistance-coils, 
rheostat). We will first consider this simplest case. 

Two resistances must be equal, which, when substituted for 
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each other in the same circuit, give the same current-strength 
A circuit is formed, consisting of a galvanic cell £, a galvano- 
meter 0, and the rheostat B. The resist- 
ance, W, to be measured is shown in the 
figure as intercalated, but may be excluded 
jf by the use of a shunt without sensible 
resistance or other similar device. First, 
the position of the galvanometer-needle 
must be noted when W is included in the 
circuit and the rheostat plugged (cut out). 
W is then excluded, and an amount of rheostat resistance 
added in its place sufficient to bring back the needle to its 
original position. 

This added rheostat resistance is equal to the required 
resistance JV. 

If the resistance of the rheostat cannot be altered by suffi- 
ciently small intervals, but can only be altered by jimips — as in 
resistance-coils with plugs — we must make use of interpola- 
tion (6). The position of the needle is observed with the 
nearest resistances above and below that required, and if the 
difference of deflection is small, the increase of resistance may 
be taken as proportional to the decrease of deflection. If the 
observed position of the needle be 

a with the required resistance W; 

o^ and a^ „ „ rheostat resistances E^ and ^2 I 

then ,,^ ^ ^ ^ ^ V a — a. 

For accuracy and quickness, interpolation is always to be 
preferred. 

Example — 

Included in the circuit /F i?j 14 ^2 1^ ohms 

Deflection 45°-3 47°-9 44''-5 

»^= 14 + 1^ = 14-76 ohms 
3*4 

The method gives results of fair accuracy if the resistances 
are not too smalL A constant element is necessary (Daniell). 
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Slight changes in the latter are ehminated by repeating the 
observation and taking the mean, and the disturbing effect is 
also diminished by rapid observations. For this reason it is 
best to make a rough measurement of W before the final 
determination. 

When the resistance to be measured is small it is often 
necessary to include in the circuit a constant resistance in 
addition, because otherwise the galvanometer-needle would be 
deflected beyond the graduation. In this case, however, the 
measurement will be less sensitive. It is better, therefore, to 
bring back the needle to the graduation by means of a magnet 
placed near it, or, what is better, a smaller measured electro- 
motive force is arranged as in Fig. 45, p. 271. 

Shunt. — ^Lastly, it is often advantageous, especially with 
small resistances, to place the rheostat and 
the resistance to be measured in a shunt- 
circuit joining the two terminals of the 
galvanoscope, as shown in the figure. The 
equality of deflection shows that of the ex- 
changed resistances as above. 

Specific Resistance, — If a wire of length I 
and sectional area q mm.^ has the resistance 
W, its specific resistance is s=W.q/l as 
compared with mercury if the rheostat used ^*^* ^' 

ifl based on Siemens's mercurial units. If the rheostat is 
in ohms, <T=^W,qjl is the specific resistance in relation to 
the ohm which is, of course, 1"06 times smaller than the 
mercurial. -K'= 1/s or fc=l/a is the specific conductivity 
(comp. p. 265). 

71. — ^Determination of Eesistancb by Measuring Curreiitts. 

Such methods are of importance, among other cases, in 
measuring the resistance of conductors which are influenced by 
the current, as, for instance, that of electric lamps while in use. 

I. Direct Method (Ohm). 
A circuit is made, including a battery and galvanometer. 
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and when neceasajj also an a«i-iid'>Qal lesKSCance, and the 
earrect-nreiirih is m-eascred. Lee it be v^ The leatssance 
to be iDea^urevl, IT, is next inclcded, and the ccirent-strength 
a(!ain measTired is t' A known resistance £ is substrrcted fcr 
JF; and gives a cxurent-sneiigth of L Then 

For c/, t, i^. we natmallT take the angles of defieetion, or 
their tangents or sines respectively. The method <hiIt gires 
good results with large resistances, as the electromotiTe force 
of almost all elements varies with the enrrent-straigtlL If 
the resistances to be compared are very large, the remaining 
resistance may sometimes be neglected: in this case / 
disappears, and we have simply W=Ii i i^ 

IL Mdh"^s triOi Diridfd CircuiU. 

1. A constant current is passed through a galvanometer G 

(tangent-compass) and the resistance to 
be measured, arranged in series. From 
the two ends of the resistance, a derived 
circuit is carried through a second sensi- 
tive galvanometer g (mirror galvano- 
meter), of which the reduction-factor in 
comparison with the principal galvano- 
meter is known, and through a large 

added rheostat-resistance Let 7 be the total resistance of 
the derived circuit, J the strength of the principal current, 
and i that in the derived circuit The required resistance is 
then 

W=rfiXJ-i). 

The comparison of the two galvanometers is inconvenient, 
but for many purposes, as, for instance, that of measuring the 
resistance of glow lamps, which require a powerful current, 
it is advantageous that only a small portion need pass through 
the comparison-resistance. 

2. The derived circuit as above contains a potential 
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measurer (" voltmeter ") (76a, 77) of the resistance of 7 ohms, 

and shows the potential P volts. The strength of the main 

p 

current is e/am. Then the required resistance is f — ^r ohxa. 

J -Ply 

This method is distinguished from No. 1 only by the name of 
" voltmeter." 

3. The following method is of frequent and satisfactory 
application. The resistances to be compared, say a known 
and an unknown, are intercalated one behind the other in the 
same constant circuit. The two ends, first of the one, and 
then of the other resistance, are connected by a derived circuit 
of very great resistance, and containing a sensitive galvano- 
meter or voltmeter. Assuming that the resistances to be 
compared are very small in relation to that of the derived 
circuit, they bear the same proportion to each other as the 
observed currents or potentials in the latter. 

The employment of a commutator to the galvanometer (or 
indeed to the entire derived circuit) is convenient, but the 
latter is only permissible when it is certain that the needle 
of the galvanometer is not influenced by the current in the 
principal circuit. 

See also methods with the electrometer, 84 and 86a. 

The above equations are proved by the Ohm-Kirchhoff laws, 
63,1. 

71a. — Differential Galvanometer. 
I. Comparison of Resistances. 

Two resistances are equal when, if inserted as two branches 
of a circuit, the current divides itself equally between them. 
The equality of the two currents is determined by the differ- 
ential galvanometer (Becquerel), the coil of which consists 
of two wires of equal length wound together. One current 
passes through one wire, and the other through the other, in 
opposite directions; and thus, when the currents are equal, 
they neutralise each other's influence on the needle inside the 
coils. The two currents, therefore, are known to be equal 
when the needle is undeflected. 

The annexed figure shows the connections for measurement 
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of resistances. G represents the two coils of the differential 
galvanometer, with their ends brought oat (which, of course, 
may be differentlj arranged, and most be found bj experiment). 

The current of the battery E divides between 
the two middle terminals, and passes through the 
coils in opposite directions. From the outer 
ends one -half of the divided current is led 
through W, the resistance to be measured, and 
the other through the rheostat R, uniting again 
at the opposite pole of the battery. The amount 
of rheostat resistance intercalated to bring the 
needle back to its normal position is equal to the resistance W, 
The method of interpolation may be employed here (p. 296). 
The connecting wires of W and R must be of equal resistance. 
Testing the DiffercTitial Galvanometer (Bosscha). — In this 
method the differential galvanometer is assumed to possess two 
properties — ^first, that the current-strengths are equal when 
the needle is uninfluenced. This is tested by passing the 
same current through both coils in opposite directions ; that 
is, counting the terminals of the galvanometer from left to 
right, 1 and 2 must be connected with each other, and 3 
and 4 each with a pole of the battery. The needle should 
remain undeflected. Secondly, that the resistances of the 
two coils are equal The previous requirement being ful- 
filled, this may be tested by allowing the current from one 
battery to divide itself through the coils, 
as in the figure just given, but without any 
resistance introduced when the needle must 
again be undeflected. Any required cor- 
rection of the instrument should be made 
in the above order. 

Commutator. — Lastly, we may be in- 
dependent of the exact fulfilment of these 
conditions if we connect W and R with a 
conmiutator, so that their positions may be 
easily reversed. W and R are equal when 
reversal of their position does not influence Ftg.5«. 

the deflection of the needle. 

Again, if i2 be a rheostat, and the needle remains at rest 
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when J2j is inserted in one position of the commutator and 
with E^ in the other, then 

The advantages of the method are its sensitiveness and 
independence of the element 

Shunt Arrangement of Differential Galvanometer. — ^When 
the resistance to be measured is smaller than the resistance 
of one branch of the galvanometer a greater sensitiveness is 
attained by the following arrangement. The two branches 
of the galvanometer are included in the circuit of a battery, 
not side by side, but one after the other, but so that the 
current may traverse them in opposite directions. The two 
resistances W and -B to be compared are arranged as " shunts " 
of the two galvanometer branches, as in Fig. 58 (Heaviside). 

Small resistances frequently cannot be sufficiently securely 
connected. The shunt method renders connecting resistances 
to a great extent harmless, if the differential 
galvanometer has itself a great resistance 
(Kirchhoff). 

Crossed Shunts, — Eesistances of connections 
are completely eliminated if the derived 
circuits in the previous figure are so changed 
that each multiplier is connected with both 
resistances (F. K.). Let it be found that no 
deflection takes place when W and R^ are ^ 
inserted. Now, by means of a suitable com- 
mutator, the connections of the source of current E with 
A and -B' are reversed, without any other change in the 
circuit. The deflection is now zero when W and R^ are 
inserted. Then — 

JF^\{R^ + R^) 

Small errors of the differential galvanometer are also 

eliminated, so that resistances of 0*01 ohm can easily be 

compared to xxriiRF ^^ their value. 

Compare F. K., Wied, Ann. xx. 76, 1883; Ezner EeperL xix. 
594, 1883. 

Prodiiction of Small Changes of Resistance. — It is often not 
possible by ordinary methods to make slight changes in small 
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resistances, if we have none sa£cienilT small at our dispoeaL 
A small resistance, tr, is, however, easQj altered slightly bj 
osing a rheostat as a shonL K the latter has the resistanoe 
R, the two together are R\^ (£ + vi. In order to equalise 
two small and sLi^htl v unei^aal resistances, ir and ir^, the larger, 
tr, has R added as a shunt, so that the two together are equal 
to «7*. Then 

IL 0/mpo.riion of U/i^qiial Rtsistances (Kirchhoff)L 

The two resistances W and R, which are to be compared, 

are connected, one behind the other, in a circuit, and firom the 

ends of each of them a derived circuit is carried throug|i the 

^^^ two coils of the differential galvanometer in 

^Cf^ opposite directions, sufficient resistance being 

, inserted in the shunt of the greater resistance 

. ^ to cause the needle to show no deflection. 

If now an addition of 7 is made to the 
resistance of one shunt, p must be added to 
that of the other to bring the needle again to 
rest Then 

W'.R^y.p 

Fig. 68. 

for the currents in the derived circuits are 
equal when their resistances bear the same proportion as 
W\R If these shunt resistances are at the first observa- 
tion w and r, and at the second tr + 7 and r + p, then 

W: R=v:: r=(tf + y) : (r-»-p) = y : p. 

The method eliminates the resistances of connections, but 
the difierential galvanometer must be exactly adjusted to 
equal current-strength. Equal resistances are not required, 
By momentary closure of circuit extra currents may be pro- 
duced, which disturb the results. 

Compare Strecker, fried. Ann, xxv. p. 46-1, 1885. 

With the DiffererUial Inductor. — Let an induction coil 
(81) consist of two equal wires wound with each other. Two 
opposite ends of the two wires are connected directly with 
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one terminal of a galvanometer, the other ends with the 
resistances to be compared, and thence to the other terminal 
of the galvanometer. If the two resistances are equal the 
needle experiences no current by an " induction impulse." 

Wound resistances of many coils cannot be thus deter- 
mined without further precautions on account of the extra 
currents. 

71b. — Wheatstone's Bridge. 

I. Comparison of Resistance. 

With the current-division figured at the side, the current- 
strength in the branch of the " bridge " is equal to zero if 
the resistances are in the proportion 




This follows immediately from the laat 
equations on p. 268 by putting i = o. 

If, therefore, a and h are two con- 
ductors of equal resistance, c the resist- ^ ^ 
ance to be determined, and d the rheostat 
resistance, and further, E represents a battery, and Q a gal- 
vanometer, c will be equal to that rheostat resistance which 
must be introduced to make the current in O vanish. The 
arrangement of the resistances may also be so varied that the 
known equal resistances are in the branches a and c, while 
those to be compared are in h and d. If the resistance in the 
undivided conductor is greater than that in the bridge the 
arrangement a = 6 gives the greatest sensitiveness and vice 
versd. 

The sensitiveness depends, of course, on the magnitude 
of the branch resistances as well as on their ratio to the 
resistances to be compared and to that of the galvanometer. 
It ia well, therefore, to prepare separate pairs of equal resist- 
ances (e.g. 1, 10, 100, 1000 mercury units or ohms, of which 
the most suitable may be chosen for use. 

Regarding the best arrangement of the measurements, cf. Pogg. 
Ann. vol. cxlii. p. 428, 1872. 
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IntA'^Mtvfi^ — If we cann:: nL-ike up the exact lesstanoe 
hr thf; rter/n-it, we o\z^%iii it hj in:erpoLiri--n fr>m two appnm* 
matirisr o^'^serrations i5>. With a c»>nimcra:or the f*>llowiiig 
m^lh^A is used: — ^TLe galvanoaieur readings €^ and ^, are 
ol>$erved with the nearlr correct rht^oetat resistance R, This 
reftLatance -B is then increase-l br the relatiTelr small quantity 
i and the readin^.'s 'fj* and e^^ are ol^served. The figures 1 
and 2 in<^Iicate the p^isitions of the commotatar. The desired 
resLitance is then er^ual to 



« + 5 



^1-^ 



(^1 - ^.) - (^' - ^2*) 



Coniftfj/fisfm afUr Foster. — In the figure, a and d are the 
resLstancf^s to be comjjared, and h and c two other nearlr equal 
on<^, AB is a wire stretched over a 
divide^l scale, on which a contact is 
movable, connecting it with the galvano- 
sc^ijje. Let the current in the bridge 
vanish when the contact is at x. Ex- 
changing a and d, a new position x^ of 
the contact is required to make the 
current cease. If r be the resistance 
of one scale-division of the measuring wire, and if the num- 
l^ering increase from ^ to i?, obviously a — d = r(a^—x), for the 
entire resistance of the circuit aABd is unchanged. 

r is determined either after Matthiessen and Hockin, 
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p. 307, or a known resistance is measured as a, while a thick 
copper connection is used at d. 

Momentary Closure. — In order to avoid the production of 
alterations of temperature by the current it is advisable, in 
using the differential galvanometer or the bridge, to use the 
current only for an instant, and therefore induction currents 
(81) may be used. 

This method, however, causes errors if the resistance of a 
coil of wire is to be determined, because of the production of 
extra currents which influence the first deflection of the 
galvanometer. With Wheatstone's Bridge this source of error 
is avoided if we arrange, by means of a suitable key, that the 
connection with the bridge is completed an instant later than 
that with the battery. (In that in the figure, ah, ah make 
the battery contact while a' and g complete that of the bridge, 
c is a piece of non-conducting material on which the finger is 
pressed. — Tr,) 
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Fig. 62. 
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Measurement of very great or very small Resistances, — 
Here it may be advisable to choose the branch resistances a 
and h unequal in a known ratio (1 : 10, 1 : 100). In this case 
the possibility of a control by substitution is done away with. 

When the resistances to be measured are those of short 
thick wires, it is often impossible to make their connections 
with the rest of the conductors 
sufl&ciently perfectly conducting. 
The following variation of the 

bridge connections makes us in- . ^ ivn p o\ 

dependent of such connection- 4' i ) ^ \ r^C 

resistances (W. Thomson). 

Let A B and B Che the wires 
to be compared, connected at B 
with each other, and at A and C 
with a celL Further, let the 
two branches marked w and those marked W be respectively 

X 




Fig. 63. 
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equal resistances of not too small amounts. In & is a sensitive 
galTanometer. Fonr points M^ X^ P^ Q aie then fimnd faj 
trial, at which the last-named branches^ well connected with 
the' wires, make the corrent in G Tanish. The lesistanoes M 
y and P Q are then equal to each other. 

EL CoiAparivm of Uii^'/ii'*! R*si>iaiiC'.~< (TTheatstone- 

Kirchhotfl 

In the figure a and b represent two resistances, of which 
the ratio can be easily varied. This is the case when 
a and h together consist of a stretched wire of unifonn 
diameter of German sHver, or still better, some aUoj unin- 
fluenced by temperature (Tab. 25^, in which we may take the 
resistance as pmrortional to the length. On the wire is a 

movable contact (platinum), to which the 
connecting wire of the galvanoscope is 
attached. P| and P^ are the source of 
current, and the galvanometer. It is in- 
different in principle which of the two 
places is occupied by each, though under 
some circumstances the sensitiveness is 
greater in one or the other case. If the 
TXZ.M. battery is at P^ the sliding contact is 

more certain in action, which is a great advantage, while by 
the other arrangement errors due to heating of the wire are 
more easily avoided. The two resistances to be compared are 
inserted at W and i?, and by experiment a position found for 
the contact in which no current passes through the galvanoscope 

Then fF:R = a:b 

On the calculation compare Tab. 37, and Obach, HUfsiaidn, 
Munich, 1879. The scale may also be divided to give the relation 
a h directly. 

The connecting wires of R and W have no influence 
when their resist€uices are in the same ratio 93 R:W. Hence 
it is advisable roughly to determine this ratio by a preliminaiy 
experiment, and to approximate to it that of the lengths of 
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Fig. 05. 



wire (of the same sort) on each sida For this purpose it is 
convenient to join R to Why a, single wire, and to connect 
the galvanometer wire to it by means of a movable binding 
screw. 

The accmticy of placing the contact increases with the length 
of the wire. Stretched wires cannot exceed 1 m. long without 
inconvenience. The winding of the wire 
in a decimal number of turns on an in- 
sulating drum capable of rotation (wood, 
marble) allows the emplojnnent of much 
greater lengths, and is a great con- 
venience. Contact is made by a spindle 
with a nut fixed on it which runs on the 
wire; and a connection with the axis 
without resistance by a large number of 
spring wires which press upon it. At It 
a plug rheostat can be intercalcated. 
fF is the required resistance, and for the 
purpose of direct comparison another 
resistance can be inserted to the left. P^ and Pg ^^ source 
of current and galvanoscope ; compare on this point remarks 
above. 

Additional Resistances. — Accuracy may be increased by re- 
sistances which can be inserted to right and left of the wire, of 
the resistance of which they are suitable multiples. In order to 
increase the accuracy of comparison in the neighbourhood of 1 : 1 
and 1 : 10, for instance, two resistances, each of 4 '5 times that of 
the wire, are needed, which are introduced, either on each side, or 
both at one side, as required. 

See also the arrangement of bridge-wire of Siemens and 
Halske, etc. 

Comparison of Nearly Equal Resistances, — The inequality 
of the two halves of the bridge-wire (which must always be 
expected) may be eliminated by reversing the position of the 
resistances, and taking the mean of ajh and hja. 

Calibration of Wire, — Compare 71d, II. 

Employment of Rheostat — A rheostat may be employed 
in place of b and a known resistance (1, 10, 100) in that 
of a. 

Comparison of Short Thick Wires (A. Matthiessen and 
Hockin). — Let A B and -B (7 be the two pieces to be compared. 
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D JE ^ stretched bridge-wire. Taking a position Pp a point M^ 
is sought at which the current in the galvanometer disappears. 




/>iV. 



Fig. 66. 



Similarly the pairs of points F^ Af^, P^ if^, and P^ M^ are de- 
termined. Then the resistances are in the ratio 

Pi Pg : P3 P4 = M^ M^ : M^ M^ 

for the vanishing of the current in G shows that in the 
corresponding points of contact there are equal electrical 
potentials (63, I. 4). 



71c. — Comparison of Resistance by Damping. 

A needle swinging inside a closed coil induces currents in 
it which react upon the needle in opposition to its motion. 
The logarithmic decrement (51) of small oscillations in a 
wide multiplier is constant and inversely proportional to the 
total resistance 7 + 2^ of the coils and connecting wire 
(78, 7). 

w^ and w^ are the resistances to he compared. The logarithmic 
decrement is observed : 

Aq when the multiplier, of which the resistance is «;^ is dosed 
by a wire of no sensible resistance ; 

A^ when the resistance w^ is included ; 

Ao when w^ is substituted for w^ ; 

A with the open multiplier, and through the mechanical resist- 
ance of the air ; 
then — 

Wj \)""'\ ^~^ 
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The above formula follows at once from the equation — 

(A^-V):(^-^'):(^2-^')=l/r:V(y + ^i): 1/(7 + ^2) 
Or if we wish to compcure the resistance with that of the 
multiplier itself, by which it may be measured if the latter 
is known, or vice versd, we have^ 

This method is only applicable to small resistances, since with 
large ones the damping is too feeble to be exactly measured. 

The time of oscillation, and, at the same time, the damping, 
may be increased by astatising the needle (66a). When X is 
large a correction of Jx^ must be subtracted from X. 

71d. — Calibration of a Eheostat or Bridge-wire, 

I. Plug Rheostat. 

To test and form a table of corrections for a rheostat the 
parts of like nominal value are compared with each other. 
Simple substitution (70) gives results of no great accuracy. 

In the employment of the differential galvanometer or bridge, 
the shunt-circuit passes out by one of the plug-blocks of the 
rheostat. If the rheostat has no provision for this (as should 
always be the case), a point must be sought at the attachment 
of the wire, or a place must 
be scraped bright. It is not 
necessary that this connection 
should be quite without resist- 
ance. 

Comparison in the Bridge 
(71b, L). — The pole -wires of 
the battery are connected be- 
tween the two equal resistances 
R and R, and to a point in 
the rheostat, on both sides of 
which nominally equal resistances R^ and R^ are unplugged. In 
order to eliminate inequalities of -B, Ry the commutator without 
resistance^ C is arranged to exchange the connections of 5^, R^ 
with jB, R, The positions of the needle e-^ and e^ with the 
commutator in first and second position are observed. A 
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small known resistance S (1, or 01, or 0*01) is added (if 
possible to the smaller resistance Ei), and again the needle- 
positions e'j and e'^ are read. Then (p. 304) 

Also a suflBciently long (p. 307) bridge-wire (lengthened 
at each end), in place of Bit, gives very accurate • results, and 
saves interpolation. 

The Differ&ntiod Galvanometer may be substituted for the 
bridge with about the same accuracy. For arrangement see 
71a, under "Commutator." BW is the rheostat. 

Small Besistances, — For the sub-divisions 0*1 to I'O or 2*0 
the diflferential galvanometer in shunt, or in crossed shunt 
(p. 301), is most accurate (compare same page on the produc- 
tion of small resistances) ; but the derived circuit method, 71, 
II. 3, is simpler, and generally sufficient. 

CalctUation of Tailes of Correction. — The customary order 
5, 2, 2, 1 being assumed, the single resistances are marked 
and distinguished by indices. Taking a second 1 (for which the 
sum of the tenths may be used), we iSnd by observation that 

2^ = 2' +f3 

2'=r+l" +y 

r = r +8 

In addition it has been determined by comparison with a 
standard resistance, or with a higher section of the same 
rheostat, that the sum of the units has an error of p 

5' + 2'+2''+r=10 + p 

The factor must now be calculated, 

a + 2/? + 4y + 65 + p 

^= To 

from which is deduced the table of corrections (see 12) 

5' = 5 - 5(r + a + /J + 2-/ + 38 
2'' = 2-2cr + p + y + 8 
2'=2-2(r + 7 + 8 
r =l-o- + 8 
and r=l -o- 
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In the arrangement 4, 3, 2, 1 we compare 4 with 3 + 1, 
3 with 2 + 1, 2 with 1 + 1', and 1 with 1', where 1' is the 
sum of the tenths. 

The tens, hundreds, etc., are treated in the same way. In 
rheostats which are influenced by temperature it is advisable, 
for the sake of small corrections, to take the sum of the entire 
resistances (or the four largest) as correct. Normal temperature 
is then that at which this sum is actually correct. On tem- 
perature-coefficient see 7lE and Table 25. 

The plugs must be carefully kept clean, and tightly put in. 
During rise of temperature they easily loosen themselves. A 
good plug has a resistance of ^^5^ to j^q^qq ohm. 

On a source of error from unsuitable connections between the plug- 
blocks and the resistances see Dorn, IFied, Ann. xxii. 558, 1884. 

II. Calibration of a Wire. 

(1.) With two Knife-Edges, — A constant current is passed 
through the wire. A sensitive galvanometer of great resistance 
is connected with two knife-edges, which are fixed at a con- 
stant distance from each other. These edges are placed on 
diflferent parts of the wire, and the indication of the galvano- 
meter noted. These are proportional to the resistances of the 
portions of the bridge-wire between the edges (71, 99, 11.) The 
constancy of the cuirent must be tested; most simply, by 
returning from time to time to the same length of wire. In 
order to prove whether the wire is of uniform section, the 
knife-edges are moved along the wire, noting whether the 
galvanometer remains constant (Braun). 

In roller wires, it is particularly easy to apply the above 
method to whole turns of the wire. 

(2.) With the Differential Galvanometer, — The connections 
to each multiplier are provided with edges, which are placed 
on the wire so that the needle remains at rest. The two 
lengths have then the same resistance (p. 300). Very high 
resistance of the galvanometer is assumed, so that resistances 
of connections may be neglected. The following method is 
independent of these. 

(3.) By the Bridge Method of Matthiessen and Hockin, p. 307 
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Fig. 68. 



(Stroxihal and Barus). — As many approximately equal resist- 
ances as the number of the sections of the wire to be tested 
are connected in series by mercury cupa The method is now 
carried out as shown by the Fig. 65, p. 307, the same one of 
these resistances being compared successively with each length 
of the wire, and moved forward a place after each determination. 
{TFied. Autl x. 326, 1880.) 

(4.) After Foster, — AB is the wire to be calibrated, A'S^ a 
second wire. Pj and P^ are the source of current and galvano- 

scope. The resistance W 
is a fraction, say ^ or 
^ of AB ; t^; is a stirrup 
of thick copper wire. W 
and w can be changed 
without resistance. 

The lower contact (C) 
is first placed near to A, 
and the upper one {Cf) is 
moved till the current vanishes in G. W and w are now 
exchanged, Cf allowed to stand, and C moved till the current 
vanishes ; the resistance of the length of wire over which C 
has moved is obviously = W-w, Cis now allowed to stand, 
W and w brought to their original positions, and (/ moved till 
the current again disappears ; W and w are again exchanged, 
and C moved over a second length of wire, which is again 
= W-Wy and so on. 

Foster, ^terf. Ann. xxvi. 239, 1885; also earlier Jottr, Telegr. 
Eng, 1872. See also, loc. cU.y the 
method of determining small resist- 
ances. 

(5.) With the Eheostat, — If a 
calibrated rheostat is at hand, a 
table of corrections is simply made 
in the following manner. The 
rheostat resistances R^ : R^ are un- 
plugged (perhaps successively 1:9; 

2:8; 3:7, etc., as a check, out of different decades), and 
the corresponding ratios a:h=^R^\R^ are determined. The 
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conducting wires to E and li are sufficiently thick for their 
resistance to be neglected, or they are determined and added. 
Points near the ends are determined with B^: R^=l : 99, and 
so on. 

(6.) With a Number of Tiearly Equal Besistances (Heerwagen). 
— A number iV (perhaps 10) nearly equal resistances (pieces of 
wire with amalgamated copper stirrups), connected in series 
with mercury-cups, give every ratio m:n o{ the wire where 
Til -h 71 = JV, in the following manner. Two groups of m and n 
resistances are compared with the wire. Single pieces are 
then exchanged between the two groups, and the comparison 
is again made, and so on till every piece has been included n 
times in the one, and m times in the other group. In this 
way we obtain m + n independent positions of the contact, of 
which the mean divides the wire exactly in the proportions 
m :n. 

Heerwagen, Zeits, fur Instr, x. 170, 1889. Also discussion of 
the exactness of various methods, iUd, 



7lE. — Temperature-Coefficient of a Conductor. 

The resistance of most metaUic conductors increases with 
the temperature. If a conductor, at the temperatures t and 
if has the resistances w and v/^ the temperature-coeflScient is 
the factor a in the equation v/ = w\l -h ait! — 0]- I* ^ ^> 
w and v/ are observed (71a and b), then 

^1 vf -w 
w t' -t 

For t a mean temperature of 15° or 18° is practically chosen. 

For changes of temperature a petroleum bath surrounded 
with felt may be employed. If the coefficient is to be very 
accurately determined, a correspondingly delicate method must 
be chosen. With small resistances it is specially necessary 
to see to the constancy of the connections, and to exclude 
thermo-currents. 

To examine a sample of wire, two equal pieces are cut off, 
of which one is placed in a constant cold bath, while the 
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other is heated and the resistances compared. The small 
differences are best measured by using a rheostat as a shunt 
to the greater of the two (compare end of 71a I.). 

If we have a normal wire of resistance W and temperature- 
coeflScient -4, the wire to be examined is brought to neajrly 
the same resistance, and the two are warmed together. If at 
the temperatures t and f the differences of resistance between 
the normal wire and that examined equal 7 and y\ then 

_ . 1 y' - 7 

With great changes of temperature the coeflScient is not 
quite constant. For exact representation we call w^ the 
resistance at 0° C. and write 

Measurevient of very High or Low Temperature. — ^After 
determination of the resistance as a function of temperature, 
we may conversely employ the conductor as a measure of 
temperature. If the coefficients a, /8 ... are sufficient for a 
wide range of temperature, they are probably also approxi- 
mately accurate for still wider limits. In this way, with, for 
instance, a platinum wire, temperatures may be measured 
which are beyond the range of any other thermometer. For 
this application a graphic representation of the temperature as 
a function of the resistance is most convenient, and from the 
curve a table may be constructed. (On the measurement of 
high temperatures compare also p. 98, and Callender, Phil, 
Trans. 1887, p. 161 ; and ibid. 1892, A, p. 119.) 

Electrolytes. — The resistance of these diminishes rapidly 
with temperature. The temperature-coefficient in these cases 
is better referred to the change of conductivity, which generaUy 
appears more uniform than that of the resistance. If k and 
A/ are the conductivities at t and if, we inay write A/ = i[l -fa 
{t^ ^t)\ or more accurately, k:=k^\+a;t + pt^. On the 
measurement see 72. 

Temperature -coefficients of some substances are given in 
Tables 3a, 25, and 26. 
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71f. — Mercury Resistances (Siemens). 

On the preparation of pure quicksilver see 19. 

Glass Tubes, — Tubes are mostly employed of sectional area 
between ^ and 3 mm.^ those of the most uniform bore being 
selected by means of a preliminary calibration with a thread 
of mercury. The ends of the tubes are ground flat, or slightly 
convex, on a disc of copper with fine emery on a lathe. 

MeasureTneTU. — The length I of the tube may be measured 
to two glass plates attached to the ends with a very thin layer of 
cement. Two points opposite each other on the inner surfaces 
are measured (18). The mean area q is found from the weight 
of quicksilver filling the whole tube with plane ends (19). 

The resistance -capacity of the tube is Ijq if its form be 
strictly cylindrical. 

Caliber Correction, — On account of the unequal section a 
caliber-factor C comes in, which is greater than 1. A thread 
of mercury, which on the average is n times shorter than the 
tube, takes in adjacent portions the lengths X^, Xg, . . X». C is 
then in the first approximation 

(7=l/n2.(Xi + A2+. . . +Xn)(l/Ai+1/A2 + . . . + An) 

A more convenient expression is obtained for calculation 
if we write X^ = Z/?i + S^ X^ = l/n + S^ , . ., viz., 

A quicksilver filling of the tube has (I in meters, q in 
mm.^) at temperature t the resistance (Strecker) 

«?= C. Z/g . (1 + 0-00090^ + 0-0000045/2) Siemens's units. 

Arrangement, — The ends of the tube are fitted with corks 
in small tubulated cups, provided with amalgamated platinum 
electrodes (p. 271). The joints are made tight with collodion 
or gutta percha, and the whole placed in a bath. 

Resistance of Widenings, — The resistance of a conductor 
which consists of a cylinder and a wide space limited on one 
side with a plane surface is about a O'SO/ttt greater than the 
resistance of the cylinder alone. In this expression a- is 
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the specific resistance of the conductor. This may be taken 
into calculation by adding 0*80 T^ + r^ to the length of the 
tube where r^ and r^ are the radii of the two ends of the 
bore. 

On more exact formulae for calibration and practical rules see, 
among others, Siemens, Fogg, Ann. ex. 1, 1860; Eayleigh and 
Sidgwick, Phil, Trans, 1883, i. 173; Strecker, Wied, Ann, xxv. 
252, 456, 1885; Benoit, Consirud, des Etalons Proioiype^ etc, 
Paris, 1885. 

72. — Resistance of an Electrolyte. 

I. With a Constant Current. 

When the resistance of a fluid which is decomposed by 
the current is to be measured, account must be taken of the 
opposing electromotive force of polarisation arising on the 
electrodes. The simplest method is that of substitution 
(70) in the following modified form : — 

Let the fluid have the form of a column of constant section, 
and let an electrode be movable longitudinally in it. For this 
purpose either a rectangular trough filled to a certain height 
(Horsford) is taken, or, better, a glass tube. If the decomposi- 
tion is accompanied by evolution of gas, the glass tube is bent 
into the form of a U, and placed with its branches upright. 
In the one limb is a fixed electrode, in the other an electrode 
which can be moved in it. The straight part of the last- 
mentioned limb is calibrated by measurement or weighing of 
successive portions of water or mercury. The fluid thus con- 
tained is included in a simple circuit with a rheostat, a 
galvanometer, and a galvanic cell. The position of the needle 
is then observed when so much of the column of fluid is in- 
cluded that the deflection of the needle is a convenient amount ; 
then the one electrode is approached to the other by the 
length /, and such an amount JR of rheostat resistance thrown 
into the circuit that the same deflection of the needle is pro- 
duced. The resistance B is then that of the fluid between the 
two positions of the movable electrode. If E is given in 
Siemens's units, we obtain the specific conductivity k (63) of 
the fluid compared with that of mercury, as A = Z/i&j^, where q 
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is the area of the section in mm.^ and I the length in m. 
Compare end of 70. q is determined by weighing (19). If 
the cylinder has the length / and volume V, l/q = P/ V. 

Since the conductivity of fluids varies greatly with their 
temperature, this must be observed, and be kept constant by 
placing the tube in a water-bath provided with a thermometer. 

Since the polarisation is constant only with great current 
intensity at the electrodes, and since evolution of gas mostly 
occurs, platinum gauze, or a spiral wire with its plane in the 
section of the column of fluid, may be used instead of a platinum 
foiL (For the process with Wheatstone's Bridge, see Tollinger, 
WieA. Ann, i, 510.) 

liesistanee of Cones, — Glass tubes have usually a conical 
section. The resistance of a cone of length I, and with the 
terminal faces of area q^^ and q^, has a resistance -capacity 
y = l/ slq^^ \ or if F be the volume, and we write q-^q^ — 1 = S^, 

7 = — 1^1 + Js ^^i~V j or approximately 7 = -p |_1 + jg J 

1 « 

The resistance is then 7s or 7/A. 

11. With Alternate Gurrerds (F. Kohlrausch). 

The influence of polarisation is avoided, and the resistance 
of an electrolyte may be measured directly, just as that of a 
metallic conductor, by using currents rapidly alternating in 
direction and of exactly equal strength, between electrodes of 
great capacity. Such electrodes may consist of platinised 
platinum foil (for "platinising" see 63), of from 10 to 20 
cm.2 area. The currents may be produced by a " sine inductor," 
consisting of a coil, within which a magnet rapidly rotates (see 
Pogg. Ann. Jvhelhand, p. 290). The induced currents of an 
induction apparatus with a rapid current interruption may also 
be used. 

The rheostat wires must be stretched or wound double 
to avoid the production of extra-currents. 

For measuring (or observing) the alternating currents, the 
electrodynamometer (66a, 67a, 5) or the telephone may be 
employed. 

The Electrodynamometer in the WTieatstone Bridge, — ^This 
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arrangement makes the measurement independent of the con- 
stancy of the current source. 

The whole dynamometer is not included in the bridge, 
because it is not sensitive enough near the zero, but only one 
coil, while through the other is passed the undivided induction 
current. 

In the figure, J is the apparatus for the production of the 
alternating currents, a the outer, i the inner coil of the dyna- 
mometer, F the fluid, the 



resistance of which is to 
be measured, R a known 
rheostat resistance of be- 
tween 10 and 1000 mercury 
units or ohms, ABC are 
the bridge resistances, either 
a stretched wire, with sliding 
contact or two constant re- 
sistances (71b, to which also we refer for remarks on the 
reversal of the resistances, equalising the connecting wires, etc. 
When the dynamometer shows no deflection, — 

F\R^AB\BC 

For the sake of increased sensitiveness, the movable coil 
may be hung by one wire only,* while the other contact may 
be made by a platinised platinum wire dipping in dilute (15 
per cent) sulphuric acid. To avoid fluid friction the wire must 
pass through the surface of the liquid at the centre of rotatioii. 

On the vertical ad- 
justment of the coils 
compare 66a, I. 

Telephone. — The Bell 




ng. 70. 





telephone is a coAvenient and sensi- 
tive indicator for rapidly alternating 
currents. The secondary coil of the 
induction apparatus J is connected, as 
in the figure, with the fluid resistance 
F, the known resistance 72, and the 

sliding contact of the bridge oJ. When the latter is so adjusted 

that the telephone is silent F.R=a\b, 



Fig. 71. 
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Not every telephone is suitable. The sensitiveness depends 
on the strength of the magnet, the position and character of 
the diaphragm, and the resistance of the coil. Usually a cheap 
conunon telephone is suitable. The use of soft conducting 
iwrires to the telephone, removal to a sufl&cient distance from 
the interrupter, and stopping the ear not in use with cotton 
-wool, are useful precautions to avoid interrupting noises. The 
telephone must be at some distance from the induction coil to 
prevent its excitement by induction. 

The Sound-minimum, — Sometimes no position of the con- 
tact will completely abolish sound in the telephone. With 
good electrodes and medium resistances, say 20 to 1000 ohms, 
the minimum should be sharply defined. The causes of want 
of sharpness are various. Residues of polarisation on the elec- 
trodes may interfere, especially with small fluid-resistances. 
With rheostat coils of many windings, on the one hand extra- 
currents (self-induction), and on the other electric charges 
(capacity) may interfere ; and the latter especially with careful 
double winding. It may therefore be an advantage that coils 
of many turns (1000 ohms and more) should be wound some- 
what irregularly, so that the two halves of the wire do not 
always lie side by side ; or that they should be wound with 
a single wire, of which the direction of winding is changed 
at the completion of each layer (Chaperon). The bath in 
which a badly-conducting electrolyte is immersed may also 
give rise to disturbance from electrical charges, which are 
diminished by the employment of distilled water, or, better, of 
petroleum. 

Containing Vessels for the Electrolyte, — ^To make a complete 
absolute determination of conductivity the fluid must be con- 
tained in a vessel of which the resistance-capacity can be 
calculated, such, for instance, as a cylindrical tube of known 
area of section. If this be of 10 to 20 cm.^ observations of 
difierence can be made, as in I. (p. 316), which are independent 
of all assumptions. A narrow cylindrical tube may also be 
used connecting vessels containing the electrodes, as in the last 
figure, in which case the resistance-capacity of the widenings 
(p. 315) must be addjed to that of the tube. More con- 
venient are vessels, as shown in the figure (of which the first 
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three are for liquids of very low conductivity, the third that of 
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Pig. 72. 

Arrhenius), of which the capacity 7 is determined empirically 
as follows. 

Empirical Determination of the Resistance-Capacity 7. — 
The vessel is filled with a liquid, of which the specific con- 
ductivity K has been previously determined, or with one of 
the following solutions, the resistance of which is sufficiently 
determined without an accurate quantitative analysis. Ac- 
cording as vessels of greater or less " mercury resistance " are 
to be measured* a better or worse conductiag fluid is chosen to 
fill them, so that the total resistance may have a suitable 
magnitude. 

At temperature t the conductivity K referred to mercury 
at 0° is of 

Sulphuric Acid of 304 per cent H^SO, Sp. Gr. = 1-224 
107*. X'=692 + 11-3 (/-18); 

Saturated Solution of Common Salt of 26*4 per cent NaCL, 
Sp. G^. = l•201— 
10^i^=202+4•5 (<-18); 

Solution of Sulphate of Magnesia of 17*3 per cent Mg.SO*, 
(anhydrous) Sp. Gr. = M87— 

10^^=46•0+l•2(/-18)j 

Acetic Acid of 16 6 per cent Gfifi^ Sp. Gr. = 1*022 — 
10^ii^= 1-52 + 0027 (i-18); 

Saturated Solution of Calcium Sulphate CaS04 — 
107.^^= 1-77 + 0-045 0-18); 

Saturated Solution of Strontium Sulphate SrSO^ — 
10^i:=0•121 +0-028 (^-18). 
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In making the last solutions, and especially that of SrSO^, 
very pure water must be used. The saturation is soon com- 
plete if the powdered substance be used, and the presence 
of a moderate proportion of powder does not influence the 
conductivity perceptibly. The powder is repeatedly washed 
^th the solution till a constant resistance is obtained. 

To obtain the specific conductivity as referred to the legal 
ohm, the above numbers must be multiplied by 1*0 6, and, for 
the accurate ohm, by 1'063. 

If the fluid in the vessel shows a resistance of W Siemens's 
units, the resistance -capacity of the latter, 7 = TTiST. If a 
vessel of known capacity is at hand, that of any other is 
most easily obtained, by inserting the two,, both filled with the 
same liquid, in place of F and B (Fig. 71, p. 318). The 
capeusities are then proportional to the resistances. 

J)etermination of the CoTiductivity of a Liquid. — If this has 
the resistance w when contained in a vessel of resistance- 
capacity 7, its specific conductivity k = ffjw. 

In narrow vessels cuiTcnts must not be used stronger, or 
of longer duration than necessary, to avoid evolution of too 
much heat. 

For electrostatic methods see 84, III. 

DistUled Water may be deprived of the carbonic acid 
generally present by passing a current of air through it. 

Compare F. K. and Grotrian, Pogg, Ann, cliv. 3, 1875 ; F. K., 
Wied. Ann. vi. 36, 49, 1879; xi. 653, 1880; xxvi. 168, 1885. 
On Influences on the Sound-minimum see also Elsas, JVied. Ann. 
xliv. 666, 1891. 

73. — Measttrement of the Internal Eesistance of a 

Battery. 

The methods I. to III. only give useful results with very con- 
stant batteries of considerable resistance. IV. and V. are not 
simple of execution. VI. is generally simpler and more exact 
than the rest. 

I. With the Galvano7rieter. 

The circuit of the battery to be examined is completed 
through a galvanometer (64 to 67), and, if necessary, a suflS- 

Y 



n 



322 PHYSICAL MEASUREMENTS 

cient additional resistance is added to reduce the deflection to 
a convenient amount. The current-strength J is then ob- 
served. Then, in the same circuit, an additional resistance R 
of known amount is included ; most advantageously, such as 
to reduce the current-strength t, now measured, to about half 
its former amount. From these two observations the total 
resistance W of the circuit in the first observation is 

obtained — 

W = i^i/(/-t) 

From the quantity JF, so calculated, we deduct the resist- 
ance of the galvanometer, previously measured, and also any 
additional resistance included in the first experiment, and so 
obtain that of the battery alone. 

II. Wiih Galvatwsco'pe and Rheostat 

A circuit is formed, including an even number of cells, the 
galvanoscope, and a known amount of rheostat resistance, and 
the deflection of the needle is noted, w^ is the total resist- 
ance of the circuit outside the battery (viz. of galvanoscope, 
rheostat, and connecting wires). 

Secondly, the cells are arranged in pairs, with all the zincs 

5il mk ^^ ^^^ same side, as shown in the annexed cut, 

I — I L for a battery of four cells, and the needle again 

|— brought to the same deflection as before ; to effect 

I — I y which, a different amount of rheostat resistance 

ik %k will be required, and lo^ is now the collective 

Fig. 78. resistance of the external circuit. Then the 

resistance v) of the battery in the first experiment is — 

III. With Divided Circuit (Siemens). 

The battery is closed through a gal- 
vanometer and a derived circuit. If the 
position of the shunt be changed so that 
the needle resumes its original position, 
the former resistance on the side of the cell was equal to that 
now on the side of the galvanometer, and vice versa. 
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IV. By the Method of Compensation (v. Waltenhofen, Beetz). 

^5 is a thin stretx^hed platinum wire of known resistance, 
upon which are two movable contact pieces. E is the battery 
of which the resistance W (in 
which we include the resistance 
of its connecting wires) is to be 
measured, e is another constant 
battery, of less electromotive force 
than E, The batteries must be 
connected with A by their similar 
poles. The contact -pieces are p^ ^^ 

now moved so that no current 

passes through the galvanoscope G. We denote the two resist- 
ances of the platinum wire so included by a and h. 

Bepeating the experiment with two different resistances, 
of and 6', we have — 

W = (a'6-a6')/(a-a0 

Proof, — Since no current passes through the branch Oe^ the 

circuit AahE must be traversed throughout by the same current. 

Calling this t, we have (63, I. h) E={fF+a + b)i; and e = ai, 

,,,... E fF+b ^ a- -1 1 1. E fF+b' 

and by division ~ = - +1. Similarly we have — = — -, — + 1 ; 

and therefore -, — = , from which the above equation 

a a ^ 

follows. 

If no point of contact gives a zero current, the variable 
resistance must be increased or a feebler auxiliary battery 
employed, or a shunt-circuit of constant resistance may be 
added to the battery e (Feussner). 

If the circuit be closed for a very short time only (Beetz's 
current-key), the method may be applied to inconstant cells. 
To obtain the resistance with closed circuit, a shunt-circuit 
is arranged to close E, which is broken by the current-key 
an instant before the connection of the batteries with the 
rheostat wire. 

V. In Wheatstone's Bridge (Mance). 
In Fig. 64 on p. 306 let the cell be in the branch W, the 
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galvanoscope in Pj, while the branch Pj can be momentarily 
dosed. If the deflection of the galvanoscope is not altered 
by this closing of G, the resistance of the cell is 

By a constant magnet placed near it the needle of the galvano- 
scope may be kept near the position of rest, and the sensitive- 
ness so increased. 

Here the resistance of the cell is measured while the 
current flows. The strength of the current in the cell may 
be mecisui^ by a tangent galvanometer included in its 
branch of the bridge. 

VI. By Alternating Currents. 

The resistance is most simply measured by 72, II. 
Elements of not too small surface behave like ordinary 
conductors to alternating currents. If the dynamometer be 
used the cells are connected in series with their poles 
alternately in opposite directions. If the telephone is used, 
this opposition of electromotive forces is only necessary if the 
current is so powerful as to be injuriou& 

73a. — Eesistancb of a Galvanometer. 

The resistance 7 of a galvanometer may be measured like 
any other by 70 to 71c ; but the following methods enable us 
to use its own needle. 

I. Direct Closure, 

A constant battery of known and smallest possible resist- 
ance (large Daniell ; on small electromotive forces see 63, II) 
is closed through the galvanometer, if necessary with added 
resistance, w^ being the sum of this resistance and that of 
the battery, and the current-strength being J. The rheostat- 
resistance R is added, and the current -strength is now t. 
The galvanometer resistance 7 is — 

for (7 + w^)J= (y + Wq ■*" -^)* 
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It is desirable that the second current-strength should be 
fully one half less than the first. 

Disadvantages, — From the inconstancy of cells, the difficulty 
of accurately determining their resistance, and especially, 
because with sensitive galvanometers the resistance w^ must 
be relatively too large, the method is rarely exact. 



II. Current-meas2ire with Shunts. 

By this method it is possible, especially with sensitive 
galvanometers, to work with small, and, under conditions, even 
with somewhat changeable current -strengths, so that the 
constancy of the battery may be assumed. The battery of 
known resistance is closed through a circuit which is divided 
in two branches, of which one consists of the galvanometer 7, 
and the other of a known resistance z, which generally should 
not differ greatly from 7. 

W is the total resistance of the undivided part of the 
circuit, including the resistance of the battery. It is 
advantageous that W should be large. Let i be the current- 
strength shown by the galvanometer when the resistances are 
w^ Zy and 7. With mirror-galvanometers i may be taken 
simply as the deflection when it ia small ; otherwise compare 

64 to 67. 

Oeneral Case. — If W be changed to W*, z to 2/, and to 7 
the resistance w is added, the current -strength i' will be 
produced in 7. Then 

_ i \w{W' + /)// + W] - iW 

^"" i{w-\-z)iz-'i'(w'-^/y 

for 

From this general formula the following methods are 
easily derived. The annexed figures show how the arrange- 
ment can be made with a single rheostat RB, if it is provided 
with some plugs with binding screws. Nos. 3, 4, and 7 
especially are easily carried out. 
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Special Cases for Use, 

(1.) JV and z remain unchanged, but a resistance not 

^^ y greatly differing from it in amount is added 

/^^^^\ to the galvanometer branch 7. The current- 

^ii_- 1 1 i? strength is now = i\ For i, W and z see 

abova Then 

Pig. 76.' 'y- (i'i'){l/z-hl/fF) 

If JT be very large compared to z, we have simply 




*' 



y = W-. :,-Z, 



(2.) W and the galvanometer branch is left unaltered in 
the second observation (w = 0), but z is changed to the con- 
siderably larger value «', producing current- 
strength i' in 7. Then 



I -t 



{(l/z+l/W^-iXlls^+llfF), 
If W be very large, we have — 







Pig. 77. 



'^'l/z-i'// 

(3.) W is altered to W' for the second observation, and 

the whole current passed through the galvanometer; that 

is, 2^ = and / = 00 . Then — 

i W-iW 

'^''i{W+z)lz''i 

If the resistance in the undivided circuit 
iy remains unaltered during both observations 
(]Pr= Jr')» then — 

'^^i{llz+l/fF)-'flir 

and if JT is very large, 7 — z{i' — i)/i. 
In general it is desirable that one current-strength should 
be about half the other. 
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The employment of a commutator to the battery is, of 
course, advantageous. 

The methods 1 to 3 are especially applicable to mirror 
galvanometers of not too large resistance, where ordinary 
methods faU. 



III. Division of Circuit with Equal Current-Strength 

In order to apply the methods to galvanoscopes, which 
allow of no actual measurement, the resistances must be so 
regulated that the current -strengths are the same in both 
observations (i = i'). 

In this case, universally (see above) — 

__ w{W' + z' )-¥zV V'-W) 
^"^ IVz-irz 

and we have choice of the following methods. 

(4.) The resistance W of the undivided circuit remains 
constant (]fr= W% To the galvanometer branch 7 a resist- 
ance w is added, which considerably reduces the current- 
strength (say by one hsli), z is then increased to / till the 
originally current-strength is restored. Then — 



wz /, /\ 



and for very high W, simply 7 = wzj{7f — z). 

In carrying out the method according to Fig. 76 (p. 
326), the exact resistance which makes i' = t must if necessary 
be interpolated from two neighbouring resistances and current- 
strengths (6). 

(5.) z remains unchanged, w is added to 7, and W 
diminished to W till the original current-strength is restored, 

when — 

}F'-\'Z 

On interpolation see (4). 

(6.) The galvanometer branch remains unaltered in both 
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observations (w^o). If z and W give the same current- 
strength as J and W\ then — 

_ JF-W 

Cf. Fig. 77, and what is said on interpolation in (4). 

(7.) With the resistance W of the main current, and the 
branch resistance z, we give the galvanometer the same deflec- 
tion as with the larger resistance W^, and without branching 
(i^ = 0, / = 00, Fig. 78). Then — 

y = (jr-JF)IJF 

IV. In the Wheatstone Bridge (Thomson). 

The galvanometer is included in one of the four branches 
of the bridge (Fig. 59, p. 303), forinstance, in d. The bridge 
itself G is formed simply of a connecting wire and contact 
breaker. When the deflection of the galvanometer remains 
unaltered on closing and opening the bridge, a:b = c:d. If 
the deflection of the galvanometer be too large, it may be 
reduced by approaching to it a suitable magnet. In practice, 
the trials before the proper position is found consume con- 
siderable time. 

V. By Damping, 

According to 71c. If the logarithmic decrement of the 
needle is Xq with direct closed circuit, X when the known 
resistance B is included, and X' with the circuit open, the 
resistance of the galvanometer is 7 = B{\ — X')/(X0 — X). 



74. — Comparison of Two Electromotive Forces 

(Potential Difference). 

In order to measure an electromotive force, we may 
compare it with that of some known constant element (Daniell, 
Clark). If the latter is given in absolute measure (volts), (83, 
II., and 76), that of the battery to be compared may be 
expressed in the same terms. 
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In judging of the measurements we must remember that 
no galvanic cell is quite constant in its electromotive force. 
Independently of the variations arising from the time the 
current has passed, the electromotive force of all cells de- 
creases with increasing current. In cells with large plates 
depositing copper from concentrated solutions or, with strong 
nitric acid, the diminution of electromotive force is not per- 
ceptible with moderate current -strength. Elements with weak 
or exhausted solutions, especially of chromic acid, and " incon- 
stant " elements {e,g, Smee, Leclanch^), may show with powerful 
currents a value many times smaller than when "compen- 
sated " or with a quite weak current. 

I. Comparison xoith Galvanoscope and Rhevstai, 

A circuit is formed, including a rheostat, a galvanoscope, 

and an electromotive force E, If necessary, as much extra 

resistance is intercalated as will reduce the deflection to a 

convenient amount The second electromotive force is then 

substituted for the first, and the current brought to the same 

amount as before by mean^ of the rheostat. Calling the total 

resistance in the first experiment W^ and that in the second 

Wy we have-^ 

E \e=W \w, 

W and w are in each case the resistances of the rheostat 
and that of the remainder of the circuit taken together, 
including the internal resistance of the battery itself. If, 
however, the resistance of the rheostat be very large compared 
to that of the remainder of the circuit, which may always be 
made the case by employing a very sensitive galvanometer, the 
latter may be neglected, or at least may be roughly estimated. 

II. Comparison by the Galvanometer, 

If two electromotive forces, E and e, produce in circuits of 
resistance, W and w^ the current-strengths J and i, then — 

E \ e = JW: iw 

The method becomes very simple and independent of all 
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measarement of resistaBoe if we oonnect the faatteiieB duoa^ 
a sensitiTe galvanometer (66^ 7S^ 77) and a Terj large constant 
resistance, so that that of the batteiy maj be neglected. The 
carrent'Stiengths being J and t, we have simplr — 

IIL Poggrndifrff^^ Method of Compensaium. 

The only methods applicable to inconstant elements, of 
which the electromotive force varies with the corrent-stiength, 
are those which bring the current to zero by opposing an equal 
electromotive force- 
Exact compensation is often tedious, since during the testing 
currents are produced, of which the influence on the electro- 
motive force of the batteiy lasts for a tima Hence in seeking 
the correct compensation the closures should be as short as 
possible, but in the final observation should be maintained 

j> long enough to show whether compensa- 

.d\^ tion has been actually reached. 

"^"-^ ^ In the left division of the circuit 

' is the galvanoscope G, and one of the 

electromotive forces i? to be compared ; 

K .V in the right, the auxiliary batteij S, and 

*^' ' ' the galvanometer T, £ and S are so 

placed that their similar poles are turned towards each other. 

B is a rheostat 

As much rheostat resistance li is intercalated as vrill cause 
the current in & to vanish, and the current-strength / in 7 is 
observed. 

The other electromotive force e is now substituted for E, 
and the current in G again reduced to zero by the rheostat- 
resistance r. The current-strength t in 7 is now observed. 
Then — 

E:e=JR:ir 

It follows from (63, L b) that E=JB and e=ir when the current 
in the branch G is zera 

It is sometimes a convenience to intercalate an additional 
resistance in the branch & 





Fig. 80. 
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IV. Bo8scha!s Method of Compensation, 

The electromotive force e of a possibly inconstant element is 
to be compared with E, that of a stronger constant battery (one 
or more Darnell's cells). 



liSt a and h be the lengths 

of rheostat - wires with 

good sliding contacts (say 

stretched wires measured 

from the connected ends 

to the contacts) which are 

required in order that no current may pass through the gal- 

vanbscope G. In a second experiment this is effected by a' 

and }/. Then — 

E , h-h' 

- = 1 + , 

e a-a 

The experiment may also be arranged with only one 

wire with two sUding contacts, 
as in the figure, when the same 
relation holds. In the first 
case the resistance of both con- 
tacts, and in the second that 
behind b, must be constant. 
Small tubes filled with mercury 
and sliding on bright platinum 
^*' ^^ wire are serviceable. 

Compare 73, IV. for the proof and conditions under which the 
method is practicable. 



V. DvhoiS'Rayifaond^s Method of Compensation. 

If, in the last figure, the length a + b ia constant and E is 
unchanged, we have the desired electromotive force e simply 
proportional to the length a, therefore e=C .a. 

For if JT is the resistance of the cell E and its connecting 

wires — 

ei E=a:{W ■\-a-\- h) 
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The factor C may be obtained once for all by using for e a 
known element (Clark or Darnell's cell). 

In order that the methods IV. and V. may be practicable, 
it is necessary that at least one resistance must amount to 
a=: Wel{E — e). If a does not amount to' this, a stronger or 
larger cell E must be used. 



VI. Clark's Method of Compensation. 

Two inconstant electromotive forces may be compared 

directly by means of two galvanoscopes 
(?i and (?2 *^^ ^ more powerful con- 
stant au^dliary battery jK Let R be 
a rheostat and ah b, wire with sliding 
contact. Let E>E^>E^ By un- 
plugging resistance in B, and simul- 
taneous adjustment of the sliding 
contacts, the current in G^ and G^ ^^^7 
Pig. 81. be brought to zero. Then, obviously 

E^:E^ = {a + h):h 

A Resistance Box with Plugs may also be used in IV., V., and 
VI., for the resistances a + 5, by connecting firmly the wires 
from E to the ends of the rheostat, and with the wires from e 
and G touching the two ends of so much of the resistance that 
the current in G disappears. The last-named contacts need 
not be free from resistance. 

For electrostatic methods see 84. 




76. — SiEMENs's Universal Galvanometer. 

This instrument may be used as a sine-galvanometer (66) ; 
it further contains arrangements for determining resistances, 
and for the comparison of electromotive forces by the bridge 
methods. 

The accompanying figure represents, in a diagram, the parts 
and connections of the universal galvanometer. G is the 
galvanometer coil ; R resistances of 1, 10, 100, or 1000 ohms, 
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Fig. 82. 



which are thrown into the circuit by removing the plugs ; a h 

the circular stretched platinum wire. I., II., III., and IV. 

are binding -screws, of which III. 

and IV. can be connected with each 

other by means of a plug. In the 

later instruments there is also a 

binding-screw V., with a contact-key 

to II., and which is used in place 

of the latter for momentary closure ; 

for the same purpose an easily made 

contact with II., such as a plug in 

a conical hole, and fitted with a 

binding-screw may be used. Finally, 

C is the movable contact which can 

be placed on the platinum bridge-wire (the connection of this 

with I. is in reality made under the instrument). 

I. The instrument is used as a sine-galvanometer by simply 
connecting II. (or V.) and IV, with the circuit. By removiug 
a plug from B a resistance may be at the same time inserted. 
The divisions of the platinum wire, which are numbered as 
degrees, are used as the graduation of the circle. 

II. In order to compare resistance W with one of the 
resistances of jB, the screws I. and II. (V.) are connected with a 
cell, 11. and III. with W, and the plug inserted between III. 
and IV. It will be easily seen that the connections are then 
essentially as in the figure in 71b, II. 

That position of the sliding contact G is now sought at 
which the placing of G on the platinum wire communicates no 
deflection to the galvanometer-needle. Then W: jR = b :a. 

B is so chosen that a and h are as nearly equal as possible. 
J + a = 300 ; the zero of the scale is in the centre. A table 
facilitates the calculation. 

III. For the comparison of electromotive forces after the 
compensation methods (74, IV. and V.), the plug between III. 
and IV. is removed, but the plugs of R remain in. The weaker 
electromotive force e is inserted between the screws I. and IV., 
the stronger and constant comparison cell E between II. (V.) 
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and III., their similar poles being connected to I. and III. 
Then the length a is sought at which the galvanometer-needle 
is not moved by a momentary closing of the current. 

If e be inconstant, its circuit must be last closed, which 
may be done either with the key or with the screw I. If the 
resistance W^ of the battery E is known, e:-ff = a:(a + & + w^ 

If e' be a second battery, for which by comparison with E 
the length a' is found, 

e: e =a'. a 



76. — Electromotive Force in Absolute Measure. 

According to Ohm's Law, the absolute measure of an elec- 
tromotive force E is given by the current J which it produces 
through the resistance W, aa E= WJ, 

W and J measured in absolute electromagnetic units 
[cm. g.] give the force in units of the same system ; that is, in 
[cm.* g.* sec.'^ ; ohms and ampei-es give volts (compare 63, I., 
and App. 20). 

1 volt= 10® [cm.* g.* sec."^] ; 1 Siem. unit = 0*9434 legal ohms. 

I. Direct MeasuremerU, 

If the resistances of the current -source Wq and of the 
galvanometer 7 are known, so that w^ + y + R, the total resist- 
ance of the circuit, including the added rheostat resistance R^ 
can be calculated, the curi'ent-strength J gives the electro- 
motive force as above by the equation 

E^{WQ + y + R)J 

With sensitive galvanometers w^ may generally be neglected, 
and even 7 frequently need not be considered (compare also 
77). 

The method can be directly employed even when the 
circuit of current -source (battery or dynamo) is otherwise 
closed, as, for instance, on dynamos of ordinary winding, which 
only have potential when they run closed. The galvanometer 
7, and sometimes the rheostat resistance -ff, then form a shimt- 
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circuit, and E=(y + Il)i is the so-called "terminal potential 
difference " (76a and 77a). 

Voltmeters are galvanometers so graduated as to give 
directly the product resistance x current-strength. 

Compare also the employment of the electrometer in 84. 

II. Ohm's Method. 

By measurement of two current-strengths the battery and 
galvanometer resistance is eliminated. The circuit is closed 
through a rheostat and galvanometer, and the current-strengths 
ij, ig are observed with the resistances -B^, S^, Then 

It is conducive to accuracy of result to so choose resistances 
that the strength of one current is about half that of the other. 
35° and 55"" are the best deflections for the tangent-compass. 

The method is limited to " constant '* cells ; but the RM,F. 
of all batteries is diminished by strong currents (p. 329). 
The method is inapplicable to dynamos, 

III. Poggerulorff's MetJtod. 

By the combination shown in Fig. 79, p. 330. When the 
current in the galvanoscope G is reduced to zero by inter- 
calation of resistance W in the rheostat, if e7"= current-strength 
in T, the electromotive force of the battery B is 

This method is universally applicable. (Compare directions, 
p. 330.) 

76a. — Potential Difference in Closed Circuits. 

To find the difference of potential which exists between 
two points in a circuit, the method given under 76, I. is 
adopted. A sensitive galvanometer, with large added resist- 
ance, is placed in a derived circuit joining the two points. If 
W be the total resistance, and i the current-strength in the 
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derived circuit, the difference of potential for very large W is 
simply P = iW. 

If the remaining resistances cannot be neglected as com- 
pared to W, sl correction must be made. If ^ be the resist- 
ance of the principal circuit between the two points, and Wq 
the resistance of the remainder of the circuit, the tension 
before adding the shunt was 

i measured in am. and w in ohms gives P in volts. 

TAe Terminal Fotential Difference (Ger. Klemmspannuiiff). — 
This is the difference of potential between the two terminals 
of the current-source during the passage of the current, and 
is determined as above. P is only identical with the total 
E,M.F. in case of very great external resistance w^ otherwise, if 
Wq be the internal resistance of the current-source, 

E\P-{w'\'W^\v) 

77.— SiEMENs's AND Halskb's Toesion Galvanombter (Frolich). 

Current 'Measure, — In each measurement the needle is 
brought back to zero, and parallel with the coils of the multi- 
plier, by turning the torsion head through an angle a pro- 
portional to the current-strength i, which is therefore 

C is determined by the silver voltameter (68, I.), with a 
Clark or other constant element (68a), or by comparison with 
a normal galvanometer. Compare 69. Thermo-elements may 
also be employed as a control (69, III.). 

The two patterns of the instrument made by Siemens and 
Halske have C=0001 and C= 0*0001 am., and the resist- 
ances of their galvanometer coils are 1 and 100 ohms respect- 
ively. Strong cun-euts are measured by shunts. The shunt- 
resistance z makes the reduction -factors (7= 0001 (2 -f 1)/^ 
and C= 0*0001 (2:4- 100)/z am. Round numbers are therefore 
attained by taking 2;= 1/9, 1/99, etc., and 2;= 100/9, 100/99, 
etc. 
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Measurement of PoterUiaL — The addition of a resistance of 
-R ohms to the instruments produces vt^ues for 1 scale- 
division of 0-001(i2+l) and 0-0001(5+100) volts respect- 
ively. Eesistances of i?=9, 99, 999 ohms and 5=900, 
9900, 99900 ohms may be added, producing scale -values 
1 div. = 0*01, O'l, 1 volt, and 0*1, 1, and 10 volts. Changes 
of temperature influence the accuracy of the measurements. 
To avoid the heating eflect of the current as far as possible, 
the circuit should be closed only during the measurement. 

On the corrections required in the measurement of potential 
difference (P.-D.), compare 76a. 

The torsion galvanometer is independent of terrestrial mag- 
netism if the needle be in the plane of the meridian. On the 
other hand, variations in the magnetism of the needle by time 
or the action of too strong currents alter the value of the 
constant, which must therefore be redetermined from time to 
time. 

For fuller details see v. Waltenhofen, Zeiis. fiir Elekirotechn. 
p. 154, 1886. On Strong Currents, W. Kohlrausch, Centr. BL fiir 
JSLTechn, p. 813, 1886. 



77a. — Measurements on Dynamos. 

In the first place, we must distinguish between continuous and 
alternating-current machines. 

According to the relation of the armature, the actual current- 
source of the machine, to the other parts of the circuit, the con- 
tinuous-current machines are divided into — 

1. Ordinari/ Series Machines. — The armature is in series with the 
coils of the electromagnet and the outer circuit. With increasing 
external resistance, the E,M.F, diminishes to zero. The terminal 
potential difference has a maximum vnth a certain external resist- 
ance. 

2. Shunt Machines. — The magnet coils and the external circuit 
are connected in parallel circuit. The terminal F,D, is zero with 
small external resistance and increases with increase of the latter 
to a hmiting value. 

3. Compound Machines of Constant E.M,F. — The electromagnet has 
a double winding. One set of coils is in series with the armature 
and external circuit, while the other is a shunt to the latter. 

z 
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Suitable proportions make the terminal P.D, almost independent 
of the external resistance. 

The shunt coils of 2 and 3 are usually provided with adjustable 
resistances. 

I. Current-Strength. 

On the measurement of very powerful currents with the 
tangent galvanometer, or reflecting and torsion galvanometers 
with shunts, or with the technical " anmieters," compare 64, III., 
66, 66a, 67a, 77. In using the mixed gas voltameter, 68, IH., 
it must be noted that it introduces an opposing E.M.F. of about 
2*5 volt into the circuit. 

The fluctuations which always occur in dynamo-currents 
must be rendered as harmless as possible by the use of power- 
ful damping on the galvanometer. To obtain a mean value 
the readings should be made at a series of regular intervals, 
say, every 5 or 10 seconds. On the regulating of currents by 
accumulators compare p. 275. 

11. Resistance. 

On methods of measurement see 70 to 71c. Since for 
technical purposes the practical resistances are those of the 
machine and circuit during use (that is, in warmed condition), 
the measurements are taken immediately after prolonged 
action. 

Most conveniently, a measured current from accumulators 
of the same order of magnitude as that of the machine is 
passed through the circuit, and the terminal potential differ- 
ence is measured. The armature must be fixed if the field 
magnets are included in the circuit. The brushes must come 
well down on the commutator, which must be freshly cleaned 
with emery {cf. 71, II. 2). 

On determination of the resistance of lamps during use 
see 71, II. 

III. Electromotive Force or Potential. 

Here many of the ordinary methods are inapplicable, since 
the E.M.F. lasts only during the passage of the current, and 



/ 



/ 
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is dependent on its strength ; and can therefore neither be 
measured by compensation nor the intercalation of a great resist- 
ance. On the other hand, the terminal P,D. or external and 
disposable EM,F. is directly measurable by 76a. A properly 
adjusted torsion galvanometer (77) has the advantage that no 
calculation is required. 

In series machines the total EM.F., E, is 

E = F{w + Wq)/w or P + WqI 

where w^ is the internal, and w the external resistance, i the 
current-strength, and P the terminal potential difference. 

Current- Work in Unit of Time or Current-Power is the pro- 
duct of electromotive force or potential and current-strength. 
Volt and ampere units give this quantity in volt-amperes 
or watts (as, for instance, the power of a water-power is 
weight of water j sec. x height of fall). According to App. 22 : 

1 volt-ampere or watt = 0*102 kg.wt. x m/scc. = 0*00 136 horse- 
power. 1 horse-power =746 watts. 

The total electrical work of series machines is = -Bi, the 
external or useful work e = Pi, The ratio between the two 
or PjE may be called the electrical efficiency of the machine. 

Efpjciency is the proportion of the useful electrical effect to 
the mechanical work L which is required to drive the 
machine ; that is PijL, If a machine, for instance, for a con- 
sumption of 1 horse -power yields 600 watts outside work, 
corresponding to 600x0*00136 = '8 2 horse-power, the efii- 
ciency is 0*82, or 82 per cent.* 



Alternating Currmts, 

The average external work/sec, is, according to the previous 
definition, the sum of current work, Pi dt in all the single time- 
infinitesimals dt which make up 1 sec, while P is the terminal poten- 



* Ch-09s or ** Commercial" efficiency is the ratio of total electrical effect ; net 
efficiency, that of the useful or external electrical effect to the mechanical power 
required to produce it ; while electrical efficiency is the ratio of the net to the 
gross. — Tr, 
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tial difference. If t be the period of the current (or also a great 
period of time as compared to the latter), we have 



Wpidt, or j/m, or ^^ /«, 



where w denotes the external resistance. The second expression 
is only valid when no external electromotive forces are present, 
and the third generally in the absence of inconstant external electro- 
motive forces, which, however, are frequently present on account of 
self-induction. Through these the maxima of terminal F.D. and 
current-strength do not usually coincide, but the current-curve 
falls behind that of potential (difiference of phase). Then the mean 
of Pi is in general less than ^w or JP^/w, and the first integral 
similarly smaller than the others. 

The actual energy is therefore measured in the following 
way : — The fixed coil of an electrodynamometer, of which the 
self-induction must be very small, is traversed by the current 
i, while the movable coil with a great resistance joins the 
points between which the energy is to be measured (€.g. the 
terminals of the machine when entire P is to be measured). 
e is then obtained by multiplying the deflection by a factor 
determined with a constant current. The deflection is ob- 
viously = Ci'i^C/v/Pi, where (7 is the reduction-factor of the 
dynamometer, i^ the current-strength and v/ the (great) resist- 
ance of the derived circuit ; compare 66a, 69, 76a. 

Mean CurrerU-Strength arid Mean Potential, — If these magnitudes 
are always taken as positive, - lidt and - / Pdt m&y be looked on 

as the mean values. If, however, the mean values are to be so 
defined that the .energy can be calculated from them, as in the case 
of a . constant current (see above), the expressions should be 
chosen 

In these definitions the mean current-strength is measured 
by an electrodynamometer (66a). 

On construction, theory, and measurement of dynamo-machines 
see among others A. Kittler, Handhuch d. Eledrotechnik, i. 297 and 
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361 and seq.y 1886 ; ii. 1, 1889. On measurement of work, ib. i. 
326. Also Frolich, Die Dynama-maschine, Berlin, 1886. 

IV. Photometry of Electric Lamps, 

On photometry compare 47a. In this case measurements 
of light and current - strength or potential must be carried 
out simultaneously. Either a determined current or potential 
is given, and the amount of light measured which it produces, 
or the photometer is set to the light which the lamp is sup- 
posed to give, and the current is regulated with the rheostat, 
etc., till that light is actually produced. For glow lamps the 
latter method is generally employed. 

Arc lamps cannot well be compared directly with a normal 
candle. As an intermediate, a large petroleum lamp, lighted 
half an hour before use, is compared with the standard 
candle. For the sake of convenience this lamp may be 
regulated to a round number as 20, 50, 100 candles. 

In order to measure the light radiated by the electric lamp 
in various directions, a mirror is conveniently employed which 
is inclined at an angle of 45° to the bench of the photometer, 
and capable of rotation on an axis parallel to the latter. 
The mirror, of course, reflects only a portion of the light 
which falls upon it, and the loss must be specially 
determined. 

Cf. Eruss and Voit, BericM d, Miinchener El AtissteUimg, ii p. 76 ; 
V. Hefner-Alteneck, El techn. Zeits. 1883, 445; Leonh. Weber, ib. 
1884, 176 ; Moller, ib, 1884, 370, 405 ; Kriiss, Die el Photometrie, 

77b. — Galvanic Determination of the Horizontal In- 
tensity OF TERRESTRDOi MAGNETISM OR OF A MAGNETIC 

Field. 
I. With Voltameter and Tangent-Compass. 

Let the same current pass through a tangent galvanometer 
of mean radius B and number of windings n, and a volta- 
meter of the electrochemical equivalent A in relation to cm. g. 
In the time t sec. the quantity m is separated, while ^ is 
the mean deflection of the galvanometer. Then according 
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to 64 and 68, the current-strength i is on the one hand 
= tan.<f>BHl2im (cm. g.), and on the other ^imjAt, and the 
horizontal intensity H is 

~ m 2im 1 - V 

^ is in this case ten times greater than for amperes, viz. 

= 1118 mg. silver, 3*280 copper, etc. If the suspension 

thread has torsion, R must be multiplied by the factor (1 + 8). 

As regards corrections for length of needle and section of coils 

see w4, JLXa 

II. With the BiJUar Galvanovieter and Tangent-Compass 

(W. Weber). 

Let the current traverse a bifilar galvanometer (67) of 
directive force D (63), and coQ-surface / (83), and a tangent 
galvanometer (see above). The simultaneous deflections being a 
for the bifilar and <f> for the tangent galvanometer, the horizon- 
tal intensity H is obtained from the following equation — 

jj-a D ^iirn tan a 
^7 R{\ '\-e)tan<l> 

With a small bifilar this method may also be applied to 
strong magnetic fields, e.g. between the poles of an electro- 
magnet (Stenger, Wied, Ann. xxxiii. 312, 1888). 

Current'Strength, — The combination of tangent and bifilar 
also gives current-strength in absolute measure from 

i?=.DIf. R{\ + e)l2'im .tanatan<f>. 

The current is commuted in both instruments. On corrections 
of the tangent galvanometer compare 64, II. 

The expressions are obtained by eUminating i or R from the 
combined equations of the single instruments (64 and 67). 
Cf, F. K, Fogg, Ann, exxxviii. 1, 1869. 

III. With the Bifilar Galvanometer and a Magnetic Needle 

(F. K) 

A short needle is suspended at the distance of a qjxl north 
or south from the centre of the bifilar coil, and at the same 
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height The current which produces the (small) deflection a 
of the bifllar galvanometer deflects the needle through the 
angle '^. r is the mean radius of the bifilar coil and the 
coefiScient of torsion of the magnetic needle (66). 
The horizontal intensity is derived from 

the current-strength from 

P \ ** aV^ ^ cos a 

The proportion of the length of needle, and breadth and 
thickness of windings to the distance a is assunaed to be so 
small that its square may be neglected as compared to 1. 

In order to avoid uncertainty in the determination of a, 
the magnetometer is placed first north and then south of 
the bifilar, and a is taken as half the distance of the two 
positions of the suspending thread, while the 'mean of the two 
deflections is taken as '^. As a matter of course the observa- 
tions are made with the current in both directions. 

Compare also 60a. 

Proof. — ^If the area of windings of the coil =/, the current t 
produces a deflection a given by the equation D , sina =fiH . cos a. 
The deflection ^ of a short needle at the distance a from the 
middle point of the hanging coil, itself deflected through the small 
angle a, is given by 

rr/i t^\ • I ft COS a . 

from which the above expressions are obtained. 

Observations in the First Arrangement (69). — The magneto- 
meter may be placed east and west, instead of north and 
south of the bifilar, when 

■"(a2Tr2)5(l+e) to/T^ 

On the carrying out of the method, and on some corrections, 
compare F. K., Wied. Ann. xvii. 737, 1882. 
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77c. — Electromagnetic Rotation of Light 

(Verdet's Constant). 

Let a beam of polarised light traverse a " magneto-optically 
active " body of the length I in the direction of the lines of 
force of a magnetic field R (App. 16). The angle of rotation 
of the beam is then (Faraday, Verdet) 

is the magneto-optical or Verdet's constant of the body. 
The rotation takes place in the direction of the electric current 
which produces the magnetic field by flowing round it. 

On the measurement of a see 46, I. 2 to 5. The magnetic 
field is produced between the broad poles of an electro-magnet 
with the smallest possible perforation ; or for exact measure- 
ments, in a long, narrow, evenly wound bobbin. In the first 
case ff is determined empirically by 77b, IL, or 81b ; in the 
second H= iwni (cm. g.), if i is the current -strength in 
(cm. g.), n the number of windings on 1 cm. of the bobbin 
(p. 275; App. 19). 

For sodium light at 18° (Arons, H. Becquerel, Bichat, and 
de la Eive, Gordon, Eayleigh) in 

Carbon Bisulphide. Water. 

C= 0-042' 0-Oiy{cm.-^g,'^sec,) 

diminishes with increasing temperature, in the case of 
GS2 about ^^ per 1° C. It is approximately inversely pro- 
portional to the square of the wave-length \ of the light; 
more exactly C = a/\* + hj\^. 

Current Measurement, — Strong currents may be approxi- 
mately measured by the rotation in CS^t etc., in a bobbin by 
the above formula. 



78. — Laws of Motion of a damped swinging Magnetic 

Needle. 

Let 

K be the moment of inertia of the needle (64) ; 

D the directive force (App. 9), which for a single needle 
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p the damping-constant, that is, the factor by which the angular 
velocity at any time must be multiplied to give the moment 
of rotation opposing the movement ; 

Uq the angular velocity at the passage over the position of rest ; 

a the deflection which would take place without damping ; 

C4 o^ 03 . . . the deflections which take place with damping ; 

^ = 04:02=02:08 = the ratio of damping ; 

k=ihg,ky the Briggs logarithmic decrement; 

A = log. not. A: =2*3026 A, the natural logarithmic decrement, 
(which for smaU dampings =h-l)'y 

T the period of oscillation ; 

T the period of oscillation which would occur without damping ; 

Then the following relations hold good — 

PA K T^ T^ 

-=2- O) ll=:I- = _j' (2) 

K T ^^ D TT^ 7r2 + A2 ^^ 

and r=T 'v^l + A2/7r2 = T/7r . Vtt^ + A2 (3) 

For feeble dampings, as tt^ nearly =10, and A is A— 1, 
we may write T = t{1 + -^j^ik — If), A damping of a few 
per cent does not noticeably influence the period of oscillation. 
Compare Table 21b. 

If u^ is the velocity at the first return to the position of 
equilibrium, then 

UQ = h^ (4) 

and o = OiykV»-ton-iir/A (5) 

Lastly, the velocity at the beginning is obtained as 

UQ = ir/T.a = tt/t . OjA:^/' • ^""'^ »/^ (6) 

The exponential factor up to A;= 2, that is, to X= 0*3, or 
A = 0*7, may be written sufficiently exactly as 1 + 1*160X; 
and, for slight dampings, as ^A. Compare also for this and 

for s/iT^ + A^ir Table 21b. 

If the damping-constant p equals or exceeds 2v^jD, 
no further oscillations occur, but the needle approaches its 
position of equilibrium aperiodically. 

On the decrease of the ratio of damping with the arc of oscilla- 
tion see K Sobering, fFied, Ann. ix. 471, 1880. 

Damping, Galvanometer -constant, and Resistance. — If the 
damping is caused by a multiplier, a close relation exists 
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between the I -j-iriihuiic d^cKrmem and the gaIvan<MDeter 
ctjnstant. In'iicarir.j T-v q the liioioent of rcitaticm exerted on 
the ne^e br a im:: curren: in the miJtiplier, that is, the 
s-j-CdUei *■ dTnimic- g-Jvan i-nieter onstant,'' qyi will be the 
EJLF. which is ;r -iuc-el in ihe Eiiilrirlier bv a velocitr k of 
the nee^ile. If \r tie the rrsiscance of the circuit in absolute 
mestsure, the current pr»:idzced will l-e 5 :r. and &x>m this 
arises the damping niomeni of ratativn, which will have Ae 
magnituie 5 - ^ :r = i- 'f \c. Theref- -re ^ "" is the constant 
• •f damping, which we hare calltrd ab»3Te jj, and which, 
according to eij'ia::»n 1, equals 2^V T. Therefore, 

C.T^^K\T (7) 

We mar therefore d-^remiinr q or ir fir»jm JT, A, and T, if 
ir or 5 is kn'>wn- Fcrthrr, let 



G denote the *' static salTanometer coiisiaat ** : that isw the fictor by 
which a current-strecgth in:i«t be multiplied in order to pro- 
dace the corresi-^cdinz permaiient deflection 6 (or its 
tangent I withoat torsion of suspending fibre, and in a field of 
unit terrestrial nLLznetism. Let M be the masnetisni of the 
needle (which for an astatic pair mnst be taken as the 
diflerence of magnetism of the two needles). Since then 
qio^ 0^ = 3/"^.! o., and •', .!/=/.:« Oj = C i, 

l^GM (8) 

Final] V, as in 64 ^/ u>.., lei — 

C be the ordinarv redaction -factor of the ealvanometer, which, 
moltipiied by the deflection 6 « or its tan l gives the cmrent 
strength in absolute measnre, for the terrestrial magnetism K 
and the coefficient of torsion 6. Then — 

i^Clm 6, while /.n 6, = (^1; so GC=i.ir. d. f-u 6 = E(l * 6). 

Then G = H l^S L\ ani fiaallv, 

2 = J///.l-t* C (9) 

As in fact, port of the damping arises from the resistance 
of the air, it is necessary in eq. 7 to substitute A — A' for 
\ where A' is the Ir-j. decrement which is observed with the 
open multiplier. 

It is assumed throu^-hout that the needle makes small 
oscillations, and takes no positions in respect to the omI in 
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which their reciprocal influence is appreciably lessened (com- 
pare end of 82). 

Corollary. — The differential equation of the damped 

oscillating needle is 1.±- —a — x = 0, where x denotes the 

angle of deflection at the time t The integration of the 
equation gives for the case^ = <2 >J KD, the periodic condition 
in the form 

Hence follow the laws 1 to 9. 



78a. — Measurement of Electric Currents of Short 
Duration and of Quantity of Electricity. 

If a current flows through a galvanometer for a time short in 
proportion to the period of oscillation of the needle, it communi- 
cates to the needle a velocity, and consequently a (small) de- 
flection proportional to the quantity of electricity (quantity, 
current-integral, or charge,yirf^), which flows through the section 
of the conductor. Let C be the ordinary reduction-factor of 
the galvanometer (64^ 69). Since the small deflections are 
observed with mirror and scale, we may substitute for C the 
reduction -factor c for 1 scale -division, when, A being the 
distance of the scale, c = (7/2-4. Let t be the period of 
oscillation (62) ; a (or e measured in scale-divisions) the de- 
flection. If the needle be undamped, we have — 

Q^CtJit ,a ov Q = crjir,e (1) 

Proof, — ^If X be the deflection of the swinging needle at the 
time ^, tt = dxjdt, its angular velocity, and if i> = MH{ 1 + 6), the 
directive force, and K the moment of inertia of the needle, the 
equation of motion du/dt= - D/K sin x is applicable. Multiplying 
by u=dx/dt, we have udu= -D/K. sin xdx, which by integration 
gives i(tt^2 - u^) = I)/K{1 - cos x) = DIK2sin^x^ u^ being the velocity 
for «=(). For the instant of the greatest deflection (a; = a) we have 
tt = 0, and ^UQ^=2D/K,sin^a, Remembering that D/K ^tt^/t^ 
we obtain, exactly as in the case of the pendulum, 

UQ = 27r/T . sin J a, and for small a, Uq^tt/t . a 
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If 9 be the djiuunic galr&noineter constant (78), the quantity 
of electricity Q gives the needle the angalar velocity u^ = QqlK. 
Since by (78X eq. 9, q K=Mmi +0) KC=r^;Ci^, u=Qk^jCi^. 
We have seen that w^^xa r, and the c<Hnbination of the two 
equations gives Q = CaT r, Q.E.D. 

Damped Xeedles. — ^In this case the proportion between arc 
of oscillation e^ and quantity of current still subsists, but the 
absolute measurement of the latter requires the ratio of 
damping it to be known (51» compare also 78). 

If we call the logarithmic decrement A = not logk== 2*3026 
Briffljfs hg k, then (Table 21) 

<? = rr>.^^.Ii'''"-'''-^ (2) 

This follows from 78, 6. See same for simplified calculation. 

The quantity of electricity Q is naturally obtained in the 
same units in which the reduction-factor C is measured, ^. in 
[cm. g.] or in ampei-e seconds (coulombs) = 0*1 [cul g.] On 
the charges of Leyden jars see 86, HI. 

K the arc of oscillation is so great that the proportionality 
between arc and scale readings no longer subsists, these must 
be reduced as in (49) to the sine of half the deflection to 
one side (compare proof above), since the velocity of passing 
through the position of equilibrium is proportional to this, as 
in the case of the pendulum. From an observed deflection 
= e scale -divisions, therefore, ^^/-4* is subtracted, where 
A is the distance of the scale fix^m the mirror. (Compare 
also 79.) 

Permanent Deflection. — H the discharge of the quantity of 
electricity Q through the galvanometer can be rapidly repeated 
for a period of time at r^nlar intervals (X times per second), 
the needle takes a permanent deflection a. Then Q = C' ajK, 
or c • ejX. 

Measurement of Short Periods of Tim€, Electromotive Forces, 
or Pesistances hy Current-Impulses. — ^An electromotive force E 
acts through the time t\ the product Et is caUed the ''time- 
integral " or " short integral of EM.FJ' JI E is not constant, 
as, for instance, with an induction coil or an earth-inductor, the 
sum of the products Edt over all the time-elements dt, that is, 
JEdiy must be substituted for Et. 
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1{ w he the resistance of the circuit, the current-strength 
at each instant is i = JE/w, and the quantity of electricity 
passing in time t is 



m .^i_f 



t 



Q=~ or Q = -Edt 



Hence the measurement of Q can be employed — 

(1) with known JE and w, for the measurement of short 
intervals of time during which the circuit is closed, as, for 
instance (Pouillet), times of fall and impact, velocity of shot, etc. ; 

(2) with known JSt or /JSdt, for the determination of a 
resistance (82, II.) ; 

(3) with known resistance for the determination of in- 
tegrals of electromotive force JSt or/Udt (80). 

79. — Methods of Measuring Currents of' Short Duration 

BY Multiplication and Eecoil. 

In measuring currents of short duration with a djtmped 
needle (51), especially, for instance, in the measurement of 
induced currents, it is often advantageous to repeat the im- 
pulse at regular intervals. In this case, from the damping of 
the needle, there finally results a constantly maintained move- 
ment, exactly like that of a clock pendulum, which at each 
swing receives an impulse from the driving weight, but by 
friction and the resistance of the air is so damped that a series 
of swings maintains a constant amplitude. 

Therefore, if this final result be employed, we obtain an 
observation which can be easily repeated, and from which an 
exact mean can be taken; and, further, it is not important 
that the needle should be at rest at the commencement of the 
experiment. 

It is assumed that the oscillations remain so small, or that 
the damping ring is so broad, that a constant ratio of damping 
obtains. 

I. Method of MultiplicatioTL 

The proceeding is quite analogous to the example of the 
clock pendulum already adduced. An impulse is imparted to 
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the needle, which swings ont and turns back. At the instant 
when it passes its position of equilibrium backwards, a second 
impulse is imparted in the opposite direction to the first, so 
that it increases the motion of the needle. At the following 
passage through the point of equilibrium, another impulse is 
imparted in the same direction as the first, and so on. The 
oscillation is each time wider, till it reaches an amplitude at 
which that given by previous impulses is only just maintained, 
and of course this limit is the sooner reached the stronger the 
damping. 

Assuming that small oscillations are employed, which are 
observed by the mirror and scale (48), the limiting arc is pro- 
portional to the increase of velocity through a single impulse, 
and is therefore proportional to the quantity of electricity 
passing through the galvanometer in a current of short 
duration. 

We may calculate the arc of oscillation a, which the needle 
previously at rest receives from a single impulse without any 
damping from the limiting angle A obtained by multiplication, 
the ratio of damping k or the logarithmic decrement \ = % A: 
is known (61). For moderate damping 

a=i^(^•-l)/^/A; 

A h—X 
and, accurately (Table 21b), a = Y ——k^lictan-^wlK^ ^here 

A = log nat k = 2*3026 Briggs' log k. 

From a the quantity of electricity Q corresponding to a 
single current-impulse can be reckoned by 78a, 1. 

Proof, — The needle in swinging out passes through its position 
of equilibrium with the velocity w^ ; therefore by 78, 6 

On its return it has the velocity u^ = ujk. The difference 
UQ-u^ = UQ{k-l)/k = u is the addition produced by the impulse. 
This alone, without damping, would correspond to the deflection 
a = t/tt . ujljc - I) It The substitution of the value of Uq as above 
gives the expression. 
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11. MetJiod of Recoil. 

This method, which is employed with more powerful im- 
pulses, yields at the same time the ratio of damping of the 
needle. 

The needle is set in motion by a single impulse, and is 
allowed to swing out, back, and out in the opposite direction, 
then, at the instant of again passing its position of equilibrium 
(scale-division which the needle indicates when at rest), a 
second impulse is given it in the opposite direction to the 
first. By this the needle will be thrown back again, since it 
has lost velocity by the damping. It is now allowed again 
to turn twice, and again thrown back at the moment when it 
next passes its position of equilibrium, and so on. When 
this proceeding has been several times repeated, the throw of 
the needle takes a constant value, and this takes place the 
sooner, the stronger the damping. When this is the case the 
oscillations are of the form graphically represented in the 
diagram annexed, in which the times are the abscissae, and the 




Fig. 88. 

scale-divisions, reckoned from the position of equilibrium of 
the needle, are the ordinates. 

The establishment of these regular oscillations will be 
hastened if the first impulse be enfeebled, and the more so the 
feebler the damping is. If, indeed, there were no damping, 
the first impulse should only amount to half the succeeding 
ones, as follows from the figure. 

The method of recoil yields, on taking the mean of the 
corresponding observations, four turning-points on the scale. 
The difference a between the two outer we will call the 
greater arc of oscillation, the diflerence h of the two inner 
the smaller arc. (See Fig. 33.) 

Then obviously the ratio of damping is A = ajh. 
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The arc of oscillation produced by a single impulse is — 

Up to i = I'l the exponential factor may be omitted with- 
out an error exceeding yxJW' *^^' ^P ^ Jc=2, may be em- 
ployed in the simpler form A;"^'**. (Compare Table 21b.) 

By multiplying a by tt/t we obtain the angular velocity 
communicated by a single impulse. 

Larger deflections are reduced to the sine of the ^ angle 
(see p. 348). 

Sometimes it is advantageous to give the impulse at the 
end of the third or fourth oscillation instead of as described. 

Proof similar to the above. 

Cf. W. Weber, Electrodynamische Maassbestimmimgen insbeson- 
dere Widerstandsmessungen, Abh, d. K. Sachs, Ges, d, Wiss. 1, 341, 
1846; also J. C. Maxwell, Treatise on Electricity , vol. ii. pars. 750, 
751. On the influence of duration and right timing of the impulses 
see Dom, Wied, Ann, xvii. 654, 1882. 

80. — The Earth-Inductor (W. Weber). 
I. The Production of known Integrals of E.M.F. 

A coil of wire of the total area of coils / (83) is rotated in 
the magnetic field H ; the plane of the coils forming before 
and after the rotation the angles ^^ and 4>^ with the direction 
of H, Then /Edt = S'.f(sinif>^- sin if>^), App. 20. ^ is 
counted from 0° to 360"*. In this way integrals of E.M.F. 
can be produced of any required magnitude. If the plane of 
the coils be vertical, the horizontal component may be taken as 
If, and the azimuth with regard to the magnetic meridian as ^ 

Ordinarily the coils are turned 180° from one east and 
west position to the other, when 

/Edt=^2Hf 

II. Measurement of Iiiclination. 

This measurement rests on a comparison of the currents 
produced by the horizontal and vertical components in the 
same revolving coil (inductor). 




E 
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Since the scale-readings of the galvanometer (reduced when 
large to the sine of ^ deflection to one side; cf. p. 348) 
are proportional to the current-strengths, and the latter to the 
required components, the ratio of the scale-readings gives the 
tangent of the angle of inclination. 

. The axis of rotation M of the earth-inductor may be placed 
horizontally or vertically. An "induction-impulse" will be 
caused by rapidly turning the coil 
through 180^ the plane of the coil ^ 

both before and after the rotation 
being perpendicular to the required 
component of terrestrial magnetism. ^- 

To measure the current produced 
by this rotation, a galvanometer, with ^ 

a suspended needle, which has a suSi- i^ _ 

ciently long time of oscillation, should pj^ ^ 

be employed. Ordinarily a double 

astatic needle is used. The narrow coil of the galvanometer 

serves to damp the needle, and, if these are not sufficient, the 

damping is increased by a copper casing inserted in the coil. 

The coil (or damper) must be so broad that the ratio of 
damping is the same for both sets of inductions, otherwise 
errors arise in the method of multiplication, and to a less 
extent in that of recoil. 

Induction by the Vertical Component. — By turning on LL, 
the coils are placed horizontally, and, by the aid of a magnetic 
needle, the axis M is brought into the magnetic meridian. 

The axis LL must next be carefully levelled by means of 
the foot-screws and a spirit-level, and its position must not be 
afterwards changed. By means of the foot-screw at the back 
(shown in the middle of the figure) the axis of rotation M of 
the coils is now made exactly horizontal ; that is, so that the 
bubble in a spirit-level placed upon it keeps the same position 
in the tube when it is turned end for end on the equally thick 
pins of M, Now a set of induction observations must be made, 
according to I., previous article, in which, for each impulse, 
the coil must be turned 180°. 

Induction by the Horizoiiicd Component, — The inductor is 
placed as shown in the figure, with the coils vertical and 

2 a 
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against one of the stops, and a spirit-level is placed on the top 
of the axis Jf, with its tube in the magnetic meridian, and 
the central foot-screw is turned till the position of the air- 
bubble is unafifected by turning the coils 180°. When this is 
the case, the axis if is in a vertical plane, perpendicular to 
the magnetic meridian. 

We now make a second set of observations precisely as 
before. 

Method of Induction, — Both sets of induction observations 
are similarly carried out, preferably by the method of recoil 
(79, IL), because in this variability of damping has a lesser 
influence. The multiplication is either carried to its constant 
limit of arc ; or, beginning with the needle at rest, the same 
number of impulses is given in each set of observations, and 
in each case a like number of arcs of the same order are added 
together. This sum or the limiting arcs, or, in the method of 

recoil, the expression {a^ + ¥)/fn/ab, are denoted by S, dis- 
tinguished in the diiferent positions of the axis by the indices 
1 and 2, when the inclination J is given by 

Testing of the Instrument. — That the two opposite positions 
given by the two stops really differ by 180"* is known by 
means of a small plane mirror, silvered on both sides, attached 
to the axis if. The eye is brought to the same height as the 
mirror, and perhaps a meter distant, so that a vertieal mark 
{e.g. a window-bar) is visible in it. On rotating to the second 
position the mark must again appear. 

A second test consists in proving that the plane of the coils, 
when resting against the stops, is perpendicidax to the magnetic 
component to be measured. This may usually be determined 
with sufl&cient accuracy for the horizontal component by a 
compass with right-angled case held against the frame, 
and for the perpendicular by the spirit-leveL In other 
cases the annexed arrangement (Fig. 85) may be em- 
^' ""' ployed, which is fixed to the stops, and limits the 
rotatory play to perhaps 30"*. With this limited angle of 
rotation a set of induction observations is made on each side, 
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of which the resulting final deflections will be unequal if the 
position is incorrect. 

An error of 1° in the fulfilment of these two conditions 
only causes a vanishing error in the result, and to provide 
against it the greatest care must be taken in adjusting MM 
with the spirit-level. 

Sources of error are more easily avoided if, instead of 
working with horizontal and vertical axes, observations are 
made with the axis nearly in the angle of inclination, and 
that position exactly determined in which no induction takes 
place (Schering). The inclination of the axis must then be 
determined with the theodolite by means of the attached 
mirror. 

Qf. W. Weber, AlK d. Gott. Ges. d. Wiss, Bd. 5, 1853. 



81. — Magneto-inductor (Gauss, Weber). 

Integral electromotive force of any required magnitude is 
easily obtained by sliding a magnet bar in a bobbin. By 
changing between two fixed positions, integral values are 
obtained in the two directions of equal value but opposite sign. 
In order to have the values very constant, positions are chosen 
such that in their neighbourhood the induction is zero. 

Ahsolvie Integral Values. — The sliding of a magnet of 
magnetism M into the middle of a long narrow bobbiQ of 
n windings per unit of length, gives the value JEdt = 47m . M 
(App. 20). 

Double Magneto ' IndiLctor, — The arrangement shown in 
the figure is specially suitable for 
constant induction - impulses. The 
double magnet is pushed quite 
through • the bobbin, the end posi- 
tions being regulated by adjustible 
stops (pieces of felt, etc.), so that near 
them a small movement produces no 
electromotive force. Care must be taken that the movement 
of the magnet does, not influence the needle of the galvano- 
meter directly. 







Fig. 86. 
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Measurement of Resistance, — If the coil is closed through a 
galvanometer, the quantity of current is inversely proportional 
to the total resistance. The quantity may be measured by 
78a or 79. 

w is the resistance of inductor and galvanometer ; a is the 
deflection with this resistance, and a^ with an added resistance 
w^. Then wjw = (a — d^/cty Here w may be expressed in 
terms of w^, or vice ver^. If w^ be substituted for w?^, the 
deflection a^ is produced. Then y^Jw^ = (a — a^)/(a — Og) . ajtij. 

a is to be understood strictly in the sense of 78, 5, or 79, 
I. or II. If the damping is nearly constant, see also 80, 
methods by induction. 

Induction - impulses with this inductor are also very 
convenient and efiective for comparisons of resistance with 
the diflferential galvanometer or the bridge (71a and b) if the 
resistances give no strong extra currents. The advantage is 
obtained that the magnitudes of the oscillations may be 
employed for interpolation. {Pogg- Ami. cxlii. 418.) 

81a. — Coefficient of Magnetic Induction. 

The magnetism of a bar is altered temporarily by the 
action of a feeble magnetising force (say, not exceeding 
4 [ciiL~^g.*sec.~^] or twenty times the horizontal component of 
the earth's magnetism) in proportion to the force. The co- 
efficients of strengthening and weakening of permanent magnets 
are nearly equal; and in ordinary magnets the change of 
magnetism for unit magnetising force amounts to about 1*5 
to 2 cm. g. units per cm.® of steel, or 0*2 to 3 per grm. 
The amount depends on the form, hardness, and chemical 
character of the steel, and is somewhat greater for unmagnetised 
than for magnetised material. 

A magnet hanging north and south has therefore a some- 
what greater magnetism by some hundredths of a cm. g. unit 
per grm. of steel than one lying east and west. The excess 
in proportion to the magnetism of the bar itself is called in 
measurements of terrestrial magnetism the induction-coeflBcient 
by the horizontal component (Lament). 

For the measurement of this excess Weber employs a 
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narrow extended bobbin, which can be rotated 180°, and 
which must be longer than the magnet bar. The rotation 
is from one north and south position to the other, while the 
coil of the bobbin is closed through a galvanometer with 
slowly swinging needle. The deflection a^ is observed when 
the bobbin alone is turned, a when it is turned with the bar 
in its axis, and o^ when a smaU bar of known magnetism M^ 
(62) is rapidly brought from some distance and inserted to its 
middle in the empty bobbin. 

The magnetism induced in the first magnet by the north 
and south position is then m = ^M^{a + a^ja^ ; the magnetism 
induced by unit magnetic field is mjE where H is the 
horizontal component of the earth's magnetism (69, Table 22) ; 
and, lastly, the induction -coeflBcient A = m/JIf where M is 
the total magnetism of the bar. 

For these observations multiplication will be generally 
employed (79). When the damping is feeble, time may be 
saved by taking for a in each case an arc of oscillation of like 
number of impulses, or better, the sum of an equal number of 
arcs of oscillations of the same order, instead of inducing to 
the limiting arc. 

Observation with a GurrerU. — Instead of reversing the posi- 
tion of the bobbin and magnet with regard to the earth's 
magnetism, it may remedn unchanged if they are surroimded 
with a second coil woimd round or slid over the first, in which a 
measured current i can be closed and opened, or rapidly com- 
muted. The inner coil then receives an electromotive force 
from the magnet, and another from the outer coiL The 
observations are exactly similar to those above described. The 
magnetic field in the current coil is = ^irni, if n be the number 
of windings in the unit of length. 

Cf, F. K, Wied, Ann. xxii. 417, 1884; Sack, ibid, xxix. 53, 
1886. 

81b. — Determination of a Strong Magnetic Field. 

I. By Induction (Verdet). 

A small plane conductor (wire hoop) of the area of coil /, 
with its plane perpendicular to the lines of force, is suddenly 
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brought into the field from a great distance, or withdrawn from 
it. It is connected with a mirror galvanometer of not too 
small period of oscillation. 

If JT be the strength of the field, an electromotive force of 
the integral value /ff will be induced. Turning through 180° 
instead of withdrawal will produce 2/ff. 

If the galvanometer needle makes a first deflection e 
(measured in scale-divisions), then 

H^P.ejf 

Determination of the Experiviental Constant P. 

1. With the Earth-Inductor (80). — ^An earth-inductor of area 
of coils /q is permanently included in the same circuit, and 
when turned through 180°, gives the deflection e^] H^ being 
the intensity of terrestrial magnetism perpendicular to the 
plane of the inductor coil (69). Then (Quincke, Wied. Ann. 
xxiv. 349, 1885) 

P = 2H,fJe, 

2. With the Magn^to-IndiLctor. — A long bobbin with N 
windings per unit of length of its axis is permanently con- 
nected in circuit with the galvanometer and small inductor. 
A short magnet of moment M (62) is rapidly pushed into, or 
withdrawn from, the middle of the bobbin. Let the galvano- 
meter needle make a first deflection ef. Then (end of 63, and 
App. 20) 

P^iirNMje' 

3. Froni the Reduction^ Factor of the Galvanometer. — ^Let the 
ordinary reduction-factor for cm. g. sec. be = C (64, II. ; 69), or 
the reduction-factor C for 1 scale-division be C = /2-4, where 
A is the scale-distance (66). If, further, k be the ratio of 
damping, A = n/U log h (51), t the time of oscillation of the 
undamped needle, and w the resistance of the galvanometer 
and small inductor in absolute measure, i,e. for cm. g. the resist- 
ance in ohms multiplied by 10® (App. 21) ; then 

On the calculation of the exponential factor see Table 21b, 
and the remarks on 78, 6. 
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Proof, — ^The E.M.F. integral is by measurement Hf (App. 20) ; 
in the first determination of P, 2fl^^ (80, I.) ; in the second, 
^ttNM (App. 20). Since the resistance is the same, it immediately 
follows that 

P = Efje = lEJ^\e^ = ^irNMle' 

The expression under 3 is derived from the fact that on the one 
hand the quantity of electricity of the impulse Q = Hf/w, and on the 
other, by 78a, 2, 

II. With a BiJUar Galvanometer, see 77b, II. 

III. From the Cliange of Resistance of Bistnuth. 

The resistance of bismuth increases in the magnetic field 
(Righi) : for small JST more rapidly, but from about j5r= 10000 
(cm. g.) with approximate uniformity, till at £"=20000 to 
23000 it reaches double its original value. A spiral of com- 
pressed bismuth wire experiences the greatest change when 
placed across the lines of magnetic force. 

The method of measurement is obvious when we know the 
resistance to be a function of the magnetic field. The table or 
curve must be obtained empirically. For spirals of pure 
pressed bismuth wire, Lenard gives the mean resistance w in 
the magnetic field ff as 

H=0 2000 4000 6000 8000 10000 12000 14000 16000 cm. g. 
w=l 1-049 1-126 1-217 1-316 1-420 1-527 1634 1740 

Lenard, fFied. Ann. xxxix. 619, 1890. 



81o. — Distribution of Magnetism in a Magnet. 

A short narrow bobbin of JV coils is brought from a great 
distance over a determinate section of a magnet, or, more con- 
veniently, is removed from it. The integral of JEJf.F. thus 
induced in the coil (78a, App. 20) is equal to the product of 
47riy and the magnetic moment m of the unit of length of the 
bar at the place from which the coil is drawn off (or the 
number of lines of force which pass through this place). 
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If the coil be drawn rapidly o£F while connected through a 
galvanometer, the quantity Q of an impulse may be measured 
by 78a. If w is the total resistance of the circuit, Qw is the 
integral of EMJF,,^ and 

m = Qw/{iirN) 

The sum of m for all the units of length, or the integral 
/mdx over the entire bar, is the magnetic moment of the bar. 

82. — Absolute Measurement of Eesistance (Weber). 
Compare 78-80, and App. 19-21. 

I. From tlhe Damping of an Oscillating Magnet, 

Let — 

K be the ratio of damping of a magnetic needle in closed 

galvanometer (51) ; 
A = log. nai, k^ the natural logarithmic decrement ; 
A' the same with open circuit (air-damping) ; 
T the period of oscillation of the undamped needle ; 
G the statical galvanometer constant, ie. the ratio of the (small) 

deflection to the current-strength in unit magnetic field, 

with torsionless suspension (p. 346) ; 
M the magnetism of the needle ; 
6 its coefficient of torsion ; 
H horizontal intensity of terrestrial magnetism. 

1. The absolute resistance in Weber's electromagnetic 
units is then — 



TT G^ M 



ix/' ^ ^ <•> 



2t A-A'if(l + e) 

On the determination of M/ff see 69, 11. 

Constant of Sensitiveness. — For a circular multiplier of n 
windings of radius J2 with a short needle in the centre, 
G = 27m/R (64, II.) The breadth I, and the thickness h of 
the coils, and the polar separation { of the needle, if small 
compared to R, may be taken into calculation by multiplying 
G^by 

1 - iJViP + ^h^IP + T^viv^ 

For a close coil with a long needle, G must be determined 
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empirically by a current which is passed entire through a 
tangent compass, and with a shunt through the galvanometer 
(Dom). If the angles of deflection are (f> and (f/, and the 
torsion-coefi&cient 6 and 9' respectively, while G^ is the constant 
of the tangent compass, and v the shunt-factor (64, III.)> then 

G = vG\ tan <f>/tan </>'(! + ©)/(l + ^1 



11. With the Earth-Indvjctor, 

Let an earth-inductor with vertical axis of rotation (80) 
be closed through the galvanometer. Eetaining the signs 
as above, and adding 

/ the area of coils of the inductor (83) ; 

a the deflection of the needle by a single induction-impulse 

without damping, in the sense of 78a, and turning on its 

vertical axis as in 80. 

2. If the constant of sensitiveness of the galvanometer is 
known, or determined as above, the ratio of damping is only 
required so far as is needed for the calculation of a ; and 



9^ fG 
1 +eaT 



w= . -p.— (2) 



3. Instead of the constant of sensitiveness an exact 
knowledge of the damping will suffice. K being the moment 
of inertia of the needle, 

4. K may be eliminated by aid of the known equation 
(App. 10), Jr= MH(l + eyiir\ yielding 

The quantity a may be determined in 2 by multiplication 
or recoil, but in 3 and 4, in order to obtain the damping at 
the same time, the method of recoil must be used. If the 



n 
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two stationary arcs of oscillation in absolute measure 
= a and b, we must write (79, II.) 

and 

A = 2-3026 {log a- log b) 

On simplification of calculation see Table 21b and pp. 345, 351. 

The above methods are derived from 78, from eqs. 7 and 8 

of which 

3PCP „^A-A' ^,^ A-A' 
= 2K ^— or =2K- - 

10 T tv1+AV 

whence 

M^T G'^ 

«;= J-^ A^T '^^ "^ '^^^'"^ 

Substituting MH(l + Q)T^/it^ for K we obtain eq. 1. 

An induction-impulse from the horizontal component ff gives 
further the current-quantity 2fHjw^ and thus imparts to the needle 
an angular velocity (eq. 7) : 

'8(A - A') 
KT 



^ w K wKSI T y/wV 



Hence follows w =PE^ju^ . 8(A - M) IKT. If we further write 

(78, eqs. 6 and 3) UQ = TrJT . a and T—tJ\+ A^/ir^y we obtain eq. 3. 
Eq. 2 is obtained from eq. 3 by inserting from 78, eqs. 7 and 3, 



A - A' = q^T/2wK= G^APr x/tt^ + A^j^wKir 
and then instead of IP writing 3/2^2(1 + e)2T*/7r*. 

All quantities are to be expressed in cm. g. sec. w divided 
by 10^ then gives the resistance in ohms. 

Methods 2 and 3 allow of the use of an astatic needle. 

On inconstant ratio of damping comp. K. Schering, Wied. Ann. 
ix. 471, 1880. Also the self-induction of the coil involves a 
correction, on which see Dorn, Wied, Ann. xvii. 783, 1882. 
Local variations of terrestrial magnetism may also demand 
correction. 

III. From the Reciprocal Induction of two Condv/itors (Kirchhoflf), 

Let the reciprocal induction-coefl&cient of two coils =P. 
This is calculated from the form and position of the coils, and 
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is in general very complicated. A simple case is that of a 
long bobbin of radius r, uniformly wound with s windings 
per unit of length, and encircled by a narrow short coil of m 
windings (Roiti, Himstedt). Neglecting a correction dependent 
on the limited length of the first bobbin, P then = 47rV5m. 

Let the current i arise or vanish in the primsiry bobbin, 
inducing an E.M.F. integral y!Bi^ = Pi. 

The current-quantity induced in the secondary circuit is 
then Q=:Pi/w, which, measured by 78a, gives w in absolute 
measura 

By aid of a contact breaker in the primary circuit, by 
which the current i is interrupted If times per sec. (37a), and 
which is provided with a disjunctor which allows only the 
opening or closing current to pass, the measurement of Q may 
be made by permanent deflection (Roiti, Himstedt). 

The deflection of a galvanometer in the secondary circuit 
being thus a^, wbile the inducing current gives with the same 
galvanometer 02, we have 

w = NF . tail a J tan a^ 

For NFi/w = Ctana^ and i = Ctana^ For arrangement and 
corrections see Himstedt^ Wied, Ann. xxvL 547, 1885. 

IV. From the Heat produced. 

Let A current i cm.*g.*sec.'^ (64) evolve in a conductor in 
t sec. the quantity of heat q (29 to 31) ; then the absolute 
resistance w of the conductor is — 

J q cm. 

w=A .^. — 

iH sec. 

A is the absolute mechanical equivalent of the unit of heat, 
e.g. -4 = 42,000,000 cm.^5r.sec.Ywater-gram calories (App. 7). 

83. — Determination of the Area of the Coils of a 

Bobbin of Wire. 

I. From the Measwred Diameters. — A direct (but either 
troublesome or inexact) method is that of measuring the 
diameter of each layer of wire in many places (with the katheto- 
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meter or calipers), or the circumference (with tape measure). 
Of course, the thickness of the wire must be deducted from 
the diameter measured to the outer surface of the layer. 

K the number of windings is JT, and the inner and outer 
diameters r^ and r^ with uniform winding, the area— 

IL From the Length of Wire, — K the wire is not too thin 
the sum of the coil-areas of a bobbin may be measured while 
winding it by determining the number of coils and the length 
of the wire wound on. 

If the coils are circular and form a layer of rectangular 
section; calling — 

/=tlie total length of wire ; 
n = the number of coils ; 

h = the depth of the layer of wire — (the breadth is of no con- 
sequence) y 

the effective area of the coils when acting on a distant object 

From the sinking in of the wire and the compression of 
the covering, the value obtained in this way will be more or 
less too larga 

Compare H. Weber, Der Botaiiansindudor, Leipzig, 1882. 

III. By Magnetic Effect (F. K.). — Let the same current 
traverse the bobbin and a mirror tangent galvanometer with a 
coil of radius B, and a short needle which is acted on by both 
parts of the current. 

The axis of the bobbin lies east and west Its centre has 
the distance a from the needle, which is placed alternately 
either east and west of it (first position), or north and south 
(second position), 69, II. 

Let the deflection of needle be ^ when both parts of the 
current act in the same direction, and ipf when that in the 
tangent compass alone is commuted. 
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The required area of coils is then for the first position 

._ aV tan (ft + tan <f/ 
R tan <t> - tan <t> 

and in the second position 

2aV tan <f> + tan <f> 



/= 



R tan <f} - tan <f/ 



For since the moment of rotation of the needle, caused by 
the current i in the coil and the tangent compass together 
must balance that of terrestrial magnetism jET, we have (for 
the first position) 2Mifla^ . cos if> + Mi2irlR .cos<j> = MH sin if>, 
or 

2i(//a8 + w/R) = Htan<f> 
and similarly 2i{f/a^ - w/R) = H tan<f> 

which by division yield the above expression. 

Corrections, — 1. The pole-separation I of the needle is taken into 
account if 5(1 - ^V/R^) be substituted for R. 

2. The diminution of force in proportion 1/a^ is not rigidly 
accurate. Let L be the length and r^ and Tq the inner and outer 
radii of the bobbin, while a is so large that L^ and R^ may be 
neglected in comparison. Let O'l*" - »'o^)/(^i* - ^o*) be called k 
Then the above expressions for / are divided, in the first position 
by 1 + l/a2 . (|Z2 _ ^ic)^ and in the second by 1 + l/a^. (f J^ - ^L^), 

Distance of Coils is measured by placing the tangent 
compass successively on opposite sides of the bobbin and 
taking ^ the distance between the two positions of the sus- 
pending fibre for a. 

Variations of current are the less important, the smaller 
<}/ is. If <j>^ is on the opposite side to <f>, it must be taken as 
negative. 

Compare F. K, fFied. Ann. xviii. 513, 1883. 



83a. — Self-Induction of a Conductor (Maxwell). 

The coefl&cient of self-induction (or electromagnetic capacity 
or potential of a conductor on itself) is the factor by which 
the velocity of change di/dt of the current in the conductor 
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must be multiplied, in order to obtain the EJU. of induction 
(of the extra current). The measnrement may be made by 
the bridge. 

1. After Dam. — The conductor to be measured is in- 
serted in the branch a, (7 is a mirror galvanometer of con* 
siderable period of oscillation, and resistance 7. A seccmd 
galvanometer is placed in the undivided current. The re- 
sistances are so arranged that there is no current in G, when 
the galvanometer in the undi\ided current shows the deflection 
^. The current is now interrupted, and the extra current 
caused in a gives the needle of G the (momentary) deflection e. 
Its time of oscillation is r and its ratio of damping k (51) 
\ = log. nat. L S=[y(a + b + c + d)-\'(a'\'b){c + ([)ld, 

Then the coefficient of self-induction 11 of the conductor 
a is 

C and (f are the reduction -feu; tors of the principal and 
bridge galvanometers respectively (6i» IL, 66, 68a, 69X If the 
former is a tangent-compass, tn.n ^ must be substituted for ^ 

Proof. — ^If J =€<(>, the principal current^ and i^ the current in 
a^ then in the first case we have i=J{b ■bd)(a-i-b + c + d), Ift^ 
vanishes, the E.M.F. in a for the time / is IL^«|, dL, the cnonent t in 

G (tt) is 1=113? =^ y- — ; Y- j^. Substituting /for 

f, and recollecting further that ad=bc because there is no current 
in the bridge ; and therefore {b + d){r + J) = (a + 6 + f + d)dj we find 
that i = ndJ dt . 1 S. Therefore 

fidt=UJiS, orU^^Sfidt . i;/=5. (T t V . « . iJA'toVA, ijc^ 
C and C being the redaction-factors of the two galvanometers. 

The difference of sensitiveness of the two galvanometers would 
be too great to allow of direct comparison (see 69 on methods 
of comparison of (f i C by aid of resistances, shunts, etc). 

The resistances being expressed in [cm./secj, we obtain 11 
in absolute measure, i.€. in [em.]; if the resistances are 
measured in ohms, 11 is obtained in ohm-sees, or earth-quad- 
rants (App. 20). 

On calculation see p. 345 and Table 21a 
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2. After Rayleigh. — Instead of measuring the principal 
current J, it is simpler to measure on G itself the permanent 
deflection e' caused by the insertion of a small resistance w in 
the branch a. Then — 

n = w . t/tt . eje . ^•'/'^ • '«'»-''^/^^ 

For, after the insertion of w, a current arises in the 
bridge 

(a + b){c + d) + y{a + b-¥ c + ct) S 

3. Comparison of two Self-Induction Coefficients (Maxwell). 
— The conductors with self-induction coeflBcients 11 and 11' are 
inserted in the branches a and c, together with rheostat resist- 
ances, while h and d are free from induction. The resistances 
are adjusted so that the needle of Q is unaffected either by 
the permanent current, or by opening or closing the circuit. 
Then 

njiv^ild 

This relation follows from No. 1 (p. 366), for we can conceive 
the deflection as the sum of two opposite deflections arising from 
n and n', viz. a = A , TL/S and a = A H'/^, where a stands for the 
expression C/C , r/ir , l/<t> ./;^/»ton-VA.^ which is common to both. 
S and S\ however, only differ by their numerators d and b. Thus 
U/U' = S/S'^b/d, 

4. Comparison of a Self-induction Coefficient loith the Capacity 
of a Condenser (Maxwell). — The bobbin, with the self-induc- 
tion coefficient n, is placed in the branch a ; while a condenser 
of capacity C in electromagnetic measure (86) is connected on 
parallel with the branch rf, ix, the ends of d are connected by 
short wires with the coatings. If the needle of remains at 
rest, both when the current is flowing and at opening and 
closing, irjC^a ,d = b.c. 

Compare also — 1. Dorn, IFied, Ann, xvii. 783, 1882 ; 2. Lord 
Raleigh, FhU, Trans, 1882, ii. 661 ; 3. Maxwell, Mectric. ii. Art 
757 ; 4. ibid. Art. 778. On determination of self-induction and 
capacity by alternating currents with the telephone, M. Wien, JFied, 
Ann, xliv. 689, 1891 ; on methods with the magneto-inductor, 
F. K, ibid. xxxi. 594, 1887. 



ELECTROSTATICS. 



8i. — Oy Electrostatic Work in general. 

Insulaiknu — Shellac fomiBhes good insalating supports Smface- 
conduction of glass is preyented by washing and drying in dust-free 
air, and it is permanently lessened by coating with shellac by aid 
of heat. Paraffin is a good insulator, but easily put out of shape: 
Quartz plates cut parallel to the axis are serviceable at high tem- 
peratures. 

Induction machines are most easily kept dry by aid of small 
petroleum lamps. Care is required with regard to fibres of the 
puUey-cord and similar interferences. 

Protecting Cavers. — In order to prevent inductive action from and 
on surroundings, enclose apparatus and conductors in metal casings 
connected to earth (cardboard lined with tinfoil, wire netting or 
strips of tinfoil pasted on, or, better, inside the glass-covers, etc.) 

Precautions in Measuring with Separated (Quantities of Eledritity. — 
To avoid frictional electricity, mercury in commutators is contained 
in thimbles placed on an insulating support. 

Measurements of small capacities require conductors, commuta- 
tors, and such-like also of small capacity. Commutators, for in- 
stance, may be made of fine platinum wire on sticks of shellac, and 
the connections may be made by arches of platinum wire held in 
the same way. 

Condensers for exact measurements must retain no residual 
charge. Air-condensers, or those insulated with paraffin, are to be 
preferred ; in making the latter, the plates are completely immersed 
in melted paraffin ; impurities, such as oil, being carefully avoided 
(see Arons, Wied. Ann. xxxv. 291, 1888. 

Carriers free from residual charge may be made from small metal 
tubes filled not quite to the ends with paraffin, in the axes of which 
the conducting wires are carried. 

Produdian of Constant Potentials. — ^Best by batteries of many cells, 
e.g. Spamer's chromic acid elements (p. 269). Higher potentials are 
given by Leyden batteries. 
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Zero of Fotentiai. — Differences of potential only are measurable. 
To obtain in all the apparatus of an experimental arrangement a 
common point of commencement, and fix a potential ^' zero," all the 
conductors which belong to it are connected to earth (water-pipes,- 
gas-pipes, earth-plates). 

In the following sections potential is always understood to 
mean potential-difference from the chosen zero. 



84a. COMPAKISON OF ELECTROSTATIC POTENTIALS. 

I. With the Sine Electronneter (R. Kolrausch). 

The force is measured with which a magnetic needle is 
repelled by a hoiizontal arm which can be rotated, together 
with the casing of the instrument, about a vertical axis over a 
graduated circle. 

If the needle is deflected through the angle <f>, while the 
repelling arm is retained at a position with regard to it which 
has been once for all determined, the potential to which the 
needle and arm are charged is 

V= C fjsin <t> 

The constant position is known by the coincidence of a 
mark on the needle -mirror with the image of one on the 
casing of the instrument reflected in it. Both are seen through 
a slit, reflected in a second mirror attached to the case. ^ is 
the angle through which the instrument must be turned from 
zero to bring this about. 

According to the strength of the potentials to be determined 
the observations may be made either with different needles or 
with different angles between these and the repelling aim, 
adjusted by rotating the case of the instrument in its base 
plate, which permit of very different values of C These must 
be made comparable with each other by experiment. For this 
purpose, the same Leyden battery of large capacity is suc- 
cessively connected with the instrument under the conditions 
to be compared and <f> observed. The loss of electricity during 
the intervals of observation is eliminated by alternated obser- 
vations at equal short intervals. 

2b 
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In order that no loss may occur by the production of a 
residual charge in the battery, it is advisable that the batteiy 
should have been already kept some time charged (compare 
R Kohlrausch, Pfxfg. Ann. voL IxxxviiL p. 497, 1853). 

II. QuadrarU'Electromeicr (Thomson). 

Setting up. — ^The two pairs of quadrants must act equally 
on the ''needle." All parts being connected to earth, the 
instrument is adjusted so that the centre of symmetiy of the 
needle is brought over a diameter separating the quadrants. 

Exad Adjustment. — The needle is turned by means of the 
suspension so that with quadrants to earth the deflection on elec- 
trifying the needle to a high potential will be a minimum, or, better, 
that in changing to an equally high potential of opposite sign, the 
opposite deflections shall be equal 

After a fresh strong charge of the needle, the equilibrium is 
sometimes unsteady. Mere waiting is often sufficient, but other- 
wise, if practicable, a quadrant may be moved, or a change in the 
position of the needle may be tried ; or, lastly, a weaker charge 
may be given. 

If the quadrant pairs and the needle are charged to the 
potentials Q^y Q^, and N respectively, the needle is deflected to 
the angle a (measured with mirror and scale, 48, 49). If C be 
the electrometer-constant (84c) 



a=C(0,-(2,)(j\r--^>±^«) 



With Aicociliary Cfiarge, ffetcrostatic Arrangement, 

1. Quadrant Connection. — One of the quadrant pairs is kept 
permanently at zero potential, and the needle at a potential, 
high compared with that to be measured, either by means of 
a battery of many cells, of which the other terminal is put to 
earth, or, where great constancy is not necessary, by a 
Zamboni pile or a Leyden jar, which often forms part of the 
instrument. 

If the second quadrant pair, which had also been put to 
earth, be now charged to potential F", the needle will be 
deflected to an extent nearly proportional to V. The usual 
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inequality of deflection to the two sides of the position of 
rest is eliminated by commutation of V and measurement of 
the double deflection. 

The deflections for + V and - V differ, according to the formula, 
by ± VJ^N of the entire deflection ; e.g. about 4 per cent if the 
needle is charged with 50 chromic acid elements (100 volts), and 
2 volts are measured. 

2. Needle Connection. — The two pairs of quadrants* are 
permanently charged to opposite and equal potential by con- 
nection with the poles of a battery of many cells, of which 
the middle is put to earth. If the needle, previously brought 
to zero potential by connecting to earth, be now raised to the 
potential V which is to be measured, a deflection is produced 
(see above formula) which is proportional to V. The sign of 
V may then be changed by a commutator as above. Absolute 
equality of the opposite potentials of the quadrants is not 
important. 

In observations with auxiliary charge, the sensitiveness 
must be determined from time to time (84o, I.) because of 
variation in the auxiliary potentials. 

Without Auxfiliary Cfiarge {Idiostatic Arrangement) for 

Larger Potentials. 

The needle and one quadrant pair are put to earth. The 
second quadrant pair, previously put to earth, is raised to the 
potential F", and gives a deflection e. Then 

F==2C s/e 

Instead of putting to earth the quadrants connected with 
the needle, these and the needle may be charged, and the 
opposite pair put to earth. 

Large scale-deflections must be reduced to arc (49); but the 
correction may be combined with that for calibration of the instru- 
ment (84c). In exact measurements the square root of the total 
deflection, caused by the simultaneous changes of the quadrants 
and the potential sign, must be used in calculation, which elimin- 
ates the contact potential diflerences of the different materials 
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To damp oscillations a vane in a liquid ^sulphuiic acid free 
from ihvily is generally emploved, which often causes disturb- 
ance's of zero and other inconveniences^ The little vane 
mast be hung by a very fine platinum wire (0*1 -0"05 mm.), 
which passes through the surface of the liquid at the oentre 
of rotation. On avoidance of liquid damping, see Hallwachs, 
loc, cit, pp, 19-28. For forms of quadrant electrometers see 
Kirchhoff, Brauly, ilascart, Edelmann, HaUwachs. 

III. Capillary Electrometer (Lippmann). 

A very finely drawn out glass tube contains mercury and 
60 per cent sulphuric acid in contact with each other. A 
potential difference between them causes a change of capillaiy 
pressure at the point of contact, and hence a displacement, 
which for small potential difference is proportional to the 
latter. Either the displacement may be observed with the 
microscope, or the change of pressure required to restore the 
point of contact to zero. 

For larger electromotive forces, which, however, must not 
exceed 2 volts, a table of displacements may be empirically 
constructed The contact to the sulphuric axjid is made by 
means of mercury. Care must be taken to ensure good 
wetting of the surfaces by motion before an observation. 
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IV. Other Electrometers. 

1. HwnkeCs Electrometer, — In this instrument a gold or 
aluminium leaf, and a pair of lateral charged plates, play the 
same parts as the needle and pairs of quadrants of II. ; and 
the same modes of connection are employed. A microscope 
with ocular micrometer measures the displacement of a fine 
tooth on the leaf. For sharp focussing, this must be lighted 
with a small gas-fiame at some distance. 

The instrument has very small capacity and instantaneous 
reading. At its maximum sensitiveness it will indicate to 
0*01 volt. The sensitiveness may be varied by approach or 
separation of the lateral plates, or alteration of the auxiliary 
charga With idiostatic connection (i.e. without auxiliary 
charge) it will measure to about 100 volts. 

2. Leaf Electroscopes, — Aluminium or gold-leaf electroscopes 
with suitable graduated arcs may be employed to measure 
potentials of from 50 to 1000 volts. The gold leaves should . 
be surrounded as far as possible by metal casings connected 
with earth (84). The scale must be empirically graduated. 

On an electroscope for potentials of 50 to 200 volts see Exner, 
Wienei' Berichte, 95, II., 1088, 1887 ; for a similar one with a strip 
of aluminium turning on an axis, for 500 to 10,000 volts, Braun, 
Wied. Ann, xxxi. 857, 1887, and xliv. 771, 1891. 

3. RigMs Reflecting Electrometer, for potentials of 3000 to 
25,000 volts, is specially suited as an auxiliary to the absolute 
electrometer (84b). This instrument is a modified quadrant 
electrometer. Its deflections e, measured with mirror and 
scale, are nearly proportional to the potentials V. Empirical 
graduation is necessary (84c); which may be based on the formula 

F=cV^(l— c'e) as a simplification. On liquid damping see 
end of 11. 

Comparison of Electromotive Forces. — The E,M,F, of a 
battery is proportional to the potential difference of its poles, 
and hence to the deflections of the electrometer. 

The potential difference between different points of a closed 
circuit, e.g, the terminal P.J9. of a dynamo, may also be deter- 
mined by electrometry. 
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Comparison of Resistances. — The resistances to be compared 
are arranged in series in the same circuit, and the two ends of 
one are connected with the opposite terminals of the electro- 
meter, and its deflections observed. If similar observations 
are made with the others, the measured potential differences 
are proportional to the resistances. The constancy of the 
current during the measurements must be tested. 

To determine electrolytic resistances in this way, the ends of 
the electrolyte, which is contained in a calibrated narrow glass 
tube, are connected with the electrometer by electrodes with- 
out polarisation (zinc in vessels with zinc -sulphate solution 
which are suitably united to the ends of the tubes). 

• Bouty, Jnn, der Ch, (6), iii. 433, 1884. 

Measurement of Current - Energy. — An electrometer in 
idiostatic connection is united with one end of a resistance to 
in the circuit, while the other end of w; is put to earth. The 
deflection, divided by w, is proportional to current-energy /sec. 
in the length w if the latter contain no electromotive force. 
This is true also of alternating currents. 

84b. — Absolute Measurement of an Electrostatic 

Potential (W. Thomson). 

A movable plane circular plate of area /, surrounded with 
a guard-ring, stands at the distance a above a lai^r fixed 
plate. The potential difference V— Vq then causes an at- 

tractive force k = — l \ . If this force and also /and a 

are measured, F— Vq, or where FJ, = 0, V itself may be cal- 
culated. 

It is more accurate to substitute for/ 

J 2^^' ^^ '^^l+a/(0-226) 

where R and Rf are the radii of the movable disc and of the 
aperture of the guard -ring respectively, and h — Rf^R, the 
breadth of the narrow separating space. 

To avoid the difficulty of exact measurement of a> the 



ADJUSTMENT AND CALIBKATION OF ELECTROMETEES 375 

following method may also be adopted. The fixed plate is 
permanently electrified to a constant and sufficiently large 
potential of the opposite sign to that to be measured, while 
the movable plate is brought to zero by putting to earth. 
Let the attractive force in this case be k. The movable plate 
is now brought to the potential F" which is to be measui'ed. 
In order to bring the plate to its normal position, the distance 
a must now be increased by I, when 



Kirchhoff^s Balance. — ^The movable plate forms the scale 
of a balance which is in the same plane as its guard-ring 
when the index of the balance is at 0. A stop on the 
opposite scale prevents its closer approach to the fixed plate 
helow it. If the latter is charged to V, p grams must be 
placed in the opposite scale to make the balance begin to tip. 
The potential is calculated by the formula given above, sub- 
stituting k = g ,p. The instant of tipping is determined by the 
breaking of a galvanic current which flows through the stop 
into the second scale. 

For details see Quincke, Wied. Ann. xix. 561, 1883; Czermak, 
Wiener BmcMe, xcvii. 307, 1888. 

The electrostatic unit adopted here is =300 volts (App. 
20). 

Compare Maxwell, Elecbicity, i. §§ 217, 218; Wiedemann, 
EledricUdt, 3rd ed. i. p. 175. 

StriMng Distance, Length of Spark, is sometimes a con- 
venient means of estimating absolute potentials (see Table 27 b). 

84c. — ^Adjustment and Calibration of Electrometers. 

The deflections are observed which are produced by known 
potentials applied to the electrometer. 

I. Instruments for Small PoterUials, 

Known potentials are given by normal elements of known 
KM,F. (p. 269). The deflections produced by diflferent elements, 
singly and together, are used in calibration. 
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Potentials of more exactly known value, and more easily 
controlled as to constancy, may be obtained by connecting the 
electrometer with different points of a rheostat of high resist- 
ance, traversed by a current, and of which one terminal is 
put to earth. The entire terminal potential difference of the 
rheostat must be as laige as the greatest potential which is 
rei^uiied for calibration. The current-strength i is measured 
in amperes. If a resistance of tc ohms is contained between 
the electrometer connection and the terminal to earth, the 
potential at the electrometer is iir volts. 

II. In^ruj/uni^fi'r Hinh Pc4rniiaL 

1. With an Ah<L\i!te Eltdromciyr. — For potentials of about 
1000 volts and over. The potentials are produced by an 
induction miwhine connected with a Leyden battery. It is 
Ivst tir^t to adjust the al>solute instrument to the required 
poiontiid, and then to chai^ the two instruments to one 
somewhat hi-rher. By apprvxichin^ a point connected with 
earth, louvhiug with a hanvikerxihief, or some samilitr deTice, 
the jx^:<r.::Al is very gradually revliic^d, and as soon as the 
alx^^^Iure nistmiiicnt indi.^itc^ iha: r^-^uircd, the instrxmienc 
which is K^iUiT tcsuxi is r^avi c:f. 

2. ir,;", 1' !.'.■! -.iV /i.:::.-;. — F:t p^rendals to some thoo- 
$5i:ivi Yvl:sw Even wh^n ihe p»::ei:iiil of the lottery is 

\  » The Ki::<:rv is o;rj::^:oi wi:ii cne terminal of a 

%^N* x«^*> » »,«». ..». " .- »• ^ *■■ * •^'-i •". ^'■.■* "■■«»•"'*"•■ ^-•-i^* ^r~~** •^'^ "^''^T It • 
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and connected with P^, which is disconnected from earth, and 
raised by an electric machine, or other source of potential, to 
the potential V, as shown by the electrometer being again 
deflected to n^. The pole Pg ^ ^ow at a potential of 2 V. 
Proceeding in an analogous way any required multiples of V 
may be obtained, and communicated to the electrometer. It 
is essential that the Leyden battery should be of very large 
capacity as compared with the electrometer. Compare F. 
Braun, loc. dt. 84a. 



85. — QuANTrrY of Electricity in a Leyden Jar. 

I. With the Ulectroyneter, 

Since the quantity of electricity in a given condenser is 
proportional to the potential, diflferent charges of the same 
battery may be compared by means of the electrometer (84a). 
The " residual charge," i,e. that quantity of electricity which 
remains in a jar after a momentary discharge, has no effect 
on the potential. The indications of the electrometer are 
therefore proportional to the " available " charge, i.e. to that 
quantity which is discharged by a momentary connecting of 
the two coatings. 

IT. With Lane's Unit Jar, 

In charging the battery, the quantity of electricity added 
may be determined by carefully insulating the battery, 
connecting one coating with the electrical machine and the 
other with a unit jar. Every spark discharge of the unit 
jar corresponds to a definite increase of the charge in the 
coating of the battery connected with it. The residual charge 
is included in the measurement. 

The indications of the unit jar, when the striking distance 
is varied, are reduced to each other experimentally by com- 
paring with the sine electrometer the potentials to which the 
diflferent striking distances correspond. If the striking 
distances are not too small, they may be assumed to be 
approximately proportional to the potentials. Compare also 
Table 27b. 
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IIL With the Galvanometer, 

The quantity of electricity in a battery may be determined 
by its discharge through a galvanometer with sufficiently 
insulated winding, as explained in (78a). The danger of the 
discharge striking through the insulation of the wire or 
changing the magnetism of the needle is diminished by 
including in the circuit a great resistance, sudi as a wet 
thread. 

The unit quantity of electricity, as measured in electro- 
magnetic measure, 1 [cm. ^.] is 10 amp. sees., or 3 x 10" 
electrostatic [cm. ff.] units. (Compare App. No. 11 and 19a.) 

IV. With the Air Thermometer (Kiess). 

The depression of the column of fluid by an electrical 
discharge traversing the wire is proportional to the product 
of the quantity of electricity discharged and its potential 
before the discharge. It is here assumed that the resistance 
of the wire in the thermometer bulb is very great compared 
with that of the remainder of the circuit through which the 
discharge is effected. 

In this way quantities discharged &om the same Leyden 
jar or battery may be compared by the air thermometer, for 
since the charge is here proportional to the potential, the 
quantities discharged vary as the square roots of the depres- 
sions produced in the air thermometer. 

86. — Electrical Capacity. 

The capacity c of a conductor is that quantity of electricity 
which it holds when it is charged to the unit potential while 
the^ conductors within its sphere of induction are kept at 
zero potential. Capacity depends not only on the form of the 
conductor, but also on its position with regard to surrounding 
objects (observer, table, wall, etc.) 

Condensers. — Capacity here means simply that of one (the 
inner) coating of the " collector." For purposes of accurate 
measurement, air -condensers (R Kohlrausch), or sometimes 
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those with paraffin insulation (84) are employed. Those in- 
sulated with glass, mica, or oiled silk do not exactly follow 
the simple laws of condensers on account of residual charge 
and surface conduction. Their capacity usually rises with 
increasing temperature up to over 1 per cent per 1**. 

I. From the Dimensions {in Electrostatic Units), 

The capacity of condensers of simple form may be calcu- 
lated, a is the constant distance apart of the coatings, and 
the formulae suppose air as the dielectric. When this is not 
the case, the results must be multiplied by the specific in- 
ductive capacity (86a). 

Parallel Surfaces, — ^At a distance a relatively very small to 
the surface /, approximately c =fl{4:7ra). 

Circular Plate Condenser of radius r. Approximately 
c==^fa (since /=r^7r). More accurately, d being the thick- 
ness of the plates, by multiplication by the factor 



1 + 



ir , ^l^Ttria + d) , , ^a + d'^ 
— \ a + a , log nat -j ■' -^-d , log nat —-j— I 



Ouard-Ring CondeTiser. — Let jB be the radius of the coUector- 
plate, iJ' the inner radius of the guard-ring, and h — Pf — -B, 
the ¥ddth of the narrow separating space between them. Then 
approximately c = (i? -|- iJ')Y(l 6a). More accurately by multi- 
plying the expression by the factor 

1 - 8a(^ tan ^-^ log nat cos /3)I{R + K) 

where fi = tan~^^/a. The formula assumes J to be small as 
compared to the tliickness of the plates. 

Kirchhoff, Abhandl, p. 113; for another formula see Maxwell, 
EledricUyy L § 201. 

Cylindrical Condenser of length I, inner radius R and outer 
R + a. If a be small compared to r and Z, approximately 
c = ^i . Rja. 

Isolated sphere of radius r. c = r. 

An electrostatic capacity measured in cm., divided by 
900,000, gives the capacity in microfarads (App. 20a). 
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11. Jrith the Electromder. 

The remarks in 84 and at the beginning of 86 must be 
carefiilly noted, especially with small capacities. The con- 
ductors which are being compared must be so placed that they 
do not influence each other by induction. 

The oscillations of the electrometer may be rapidly brought 
to rest by suitable shunting in and out of elements in the earth 
connection of the proper part of the electrometer. 

1. By Division of Charge, — ^The conductor L, connected 
with the electrometer (of capacity 7), is charged to the poten- 
tial V. The conductor II., which has previously been put to 
earth, is now connected, and the potential sinks to V\ Then 

The method is especially suitable for large capacities on 
which 7 has little influence. It makes considerable demands 
on the insulation. 

The capacity 7 of an electrometer may be similarly com- 
pared by division of charge with a condenser. 

Capacities, especiaUy of quadrant electrometers and of connec- 
tions, are apt to be underrated. The chaDge of y with the deflec- 
tion must b\so in some cases be taken into consideration. 

2. By Neutralisation. — A galvanic battery of many elements 
is closed through a large (rheostat) resistance -B, and the con- 
ductors I. and II. (of which the capacity is to be compared) 
are connected respectively with the two ends of R. An earth 
connection is made with a suitable point in R, so chosen that 
if the conductors are disconnected from R and connected to- 
gether, their (opposite) charges should exactly neutralise each 
other. When this is the case their capacities are inversely as 
the corresponding sides of jB. In this case the capacity of the 
electrometer which is used to prove neutrality is of no conse- 
quence. 

For proof see 63, I., p. 267. 

The method may be modified in several ways. The conductors 
may, for instance, be connected with the two poles of the open 
battery, and earth connection made to such a point in the latter 
that the cells are divided in the ratio c^ : c^ 
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Also in comparing nearly equal capacities, cells closed through a 
resistance may be added to one pole of the open^ battery, and by 
connecting one conductor with a suitable point in this resistance the 
potentials may be brought to such a relation that the charges exactly 
neutralise. On the carrying out of the method see Lebedew, PTied, 
Ann, xliv. 289, 1891. 

3.^ In the Wheatstone Bridge. — If the earth-contact is bo 
adjusted that on making contact at 
a with an electrometer previously 
put to earth it remains undeflected, 
then 

A battery of many cells and a large ""^^ — I U U U U 
resistance must be used. Fig. 87. 

Proof, — ^The potentials of the outer coatings are - iw^ and iw^. 
If p be the common potential of c^ and c^, their charges are (jp + iw^ 
and {j> - iw^c^. Since on account of the insulation their sum must 
= 0, it follows that i?(Ci + Cg) = *(^2^2 "" ^iO> ^^^ hence for2?=0. 

Methods 2 and 3 are suitable for the calibration of sets of 
standard capacities. 

III. With the Ballistic Galvanometer, 

These methods are only satisfactory for condensers of large 
capacity. 

1. By Single Charge, — The two condensers to be compared 
are charged to the same potential, and discharged singly 
through the same galvanometer (78a). The capacities are 
proportionate to the deflections. A galvanic battery (p. 270) 
gives equal potentials, so that the multiplication method (79) 
may be employed with advantage. Leyden jars may also be 
charged to the same potential by the electric machine if con- 
nected during charging, or by connection with an electro- 
meter. 

2. By Neutralisation, — The charges are of opposite signs 
as in II. 2. Equality of charge is tested by the galvano- 
meter, through which both condensers are discharged at once. 



n 




3S2 

3- /» tM iTk/ai^o-i/'i Bri*^7< 'SactTt — If w and nf are 
so resulat^d th^t on ccnii^Tirinj tLe toial cmrent no deflec- 

t::Q is producied, r :/ = •/: ic. If 

f>r the batterr and sdvanometer 

we suhtftimte indocdon oml and 

telephone, the method becomes ap- 

plica'^'Ie to small capacities. Caie 

most be taken that the lesistanoes 

are free from self-induction (Pdaz). 

-L Ai»ji^t€ Caj<^^\t}f. — ^Diadiaige 

tbrocgh a galTanometer (compare 

Na 1 ; gives the capacity € in ekctio- 

magceric measure 'App. 20a), if the 

electromotive force E of the charging battery be known. The 

quantity Q of electricity is calculated by 78a, when c = Q,E. 

5- According to Jfa-rir^ii. — E and the galvanometer con- 
stant are eliminated Y»v the following method : — ^llie batterv 
is closed through the galvanometer and a resistance -B, which 
must be very large compared to that of the battexy. A 
constant deflection = f^ is produced. A condenser chained by 
the same battery gives on discharge through the galvanometer 
the deflection <. The resistance of the battery and galvano- 
meter = W, the period of oscillation of the undamped needle 
= T, the ratio of damping = k and A = nai log k (51). Then 



F:*.«. 



T 
C=- 



B^fFt,, 



'-.k' 



-IrA 



(Table 21b). II the deflections are large, e is corrected to 
double the sine of the half-angle, and ^^ to the tangent 
(49, Table 21a). 

If a sutficiently large resistance E is not at disposal, the 
elements may be arranged in parallel groups of equal num- 
bers, when the above expression must be divided by the number 
of the groups. A shunt to the galvanometer may also be 
employed ; compare 64, III. 

T in sees., E and 7F in ohms, and in 4, ^ in ampere-sees., and 
E in volts give the capacity in farads (App. 20a). 1 micro- 
farad =10"* farads = lO"*^ electromagnetic = 9*10* electro- 
static cm. g. units. 
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IV. With the Galvanometer (after Siemens). 

1. Comparison. — The condenser is connected alternately 
with the battery and the galvanometer by a 
rapidly vibrating commutator (tuning-fork 
contact-breaker). The permanent deflection 
of the needle (or its tangent, 49) is, cet. par., - 

K(irth 

proportional to the capacity. The smaller  <f 

the latter, the faster may the contact HHHtllll 

breaker vibrate without fear of incomplete p. ^ 

charge or discharge. The capacity of the 
conducting wires must, however, be independently determined 
and allowed for. 

2. Absolute Determination, — From the known i*eduction- 
factor c of the galvanometer (64, 69), the electromotive force 
JE of the battery, and the rate of vibration N of the commu- 
tator (37a), the capacity is obtained in absolute measure, since 
obviously cEN is equal to the mean current-strength which 
is obtained from the deflection e as ce. It is, however, simpler 
in this case also to close the battery through the galvano- 
meter and a great resistance B. Adopting the same notation 

as in III. 6, we have 

1 1 e 



c = 



NR+fF' e^ 




It is advsmtageous to take - not far from 1, in which case 



^0 



the influence of correction to the tangents is inconsiderable. On 
methods with insufficiently great B, see III. 5. 

3. Zero Methods, — The continuous series of discharge 
currents may be passed through one coil of a differential galvano- 
meter, while through the other is passed a constant current 
from the same battery regulated by intercalated resistance. 
The condenser may also be inserted in a branch of the Wheat- 
stone bridge. The derived circuit in which the condenser 
and commutator are inserted acts like a resistance of 1/iVb. 

> 

SiemenSy Pogg. Ann, cii. 66, 1857. For details of these methods 
and of the tuning-fork contact-breaker see Klemencic, JFien, Berichte, 
Ixxxix. 298, 1884; Himstedt, Wied, Ann, xxix. 560, 1886; and 
xxxiii. 1, 1888. 
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86a. — SPBCinc IxDCcnvB Capacity (Faraday). 

L With the Condenser. 

The capacity of a condenser is, ceteris paribiLS, proportional 
to the specific inductive capacity or " dielectric constant " K 
of the intermediate insulating layer or « dielectric." K is 
taken as unity for air, but the capacity of gases is also fre- 
quently referred to vacuo. 

A specific inductive capacity may thus be measured by 
the ratio of two capacities (86) ; but the choice of methods is 
limited by the conductivity of the dielectric ; and the errois 
so produced are those which must be principally considered 
These are generally diminished by rapid alternation of charge 
and discharge. 

Plate or cylindrical condensers are employed ; the latter 
best fulfil the theoretical requirement that the whole of the 
lines of force should pass through the dielectric The capacity 
of the conducting wires, eta, must be deducted in each 
measurement 

Complete Insulators. — By the methods in 86. 

Fluids. — It is advantageous to compare the experimental 
condenser which contains air or the fluid with a second 
constant condenser of similar capacity. The method of 
Siemens (86, IV. 1), and especially that with alternating 
currents and telephone (86, IIL 3), are suitable for the 
measurement 

Gases require a zero method since their S.I.C. is little 
different from 1 ; e.g. with the electrometer and neutralisa- 
tion (86, II. 2), or with the galvanometer and contact- 
breaker (86, IV. 3). 

For liquids see among others Silow, Fogg. Ann. clviiL 306, 
1876 ; Palaz, /. de Phi/s. (2), v. 370, 1885. On gases and vapours, 
Klemencic, jrien. Berichi. xci. 712, 1885 ; Lebedew, loc. eit. 

Solid Bodies are interposed between the plates of a con- 
denser in sufficiently broad plane-parallel discs. If a be the 
separation of the condenser plates (small as compared to their 
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radius), c^ the capacity with air alone, and c that with the 
plate of the dielectric of thickness d (18) interposed, then 

l/K= 1 - a(l - cjc)d 

Proof, — CQ = lr^/a (66y I.) The disc of dielectric acts like a 
layer of air of the thickness d/K. In addition to this there is still 
a layer of air of the thickness a - rf, and therefore c = ^r^/{(i - ^ + 
d/K). r is eUminated by division ; see Boltzmann, Fogg. Arm, 
di. 482 and 531, 1874. 

Separation of Plates, — The measurement of a and the 
correction for the connections is avoided if the condenser- 
plates can be separated parallel to each other in a measurable 
degree. After interposing the solid plate, an increase of 
separation of e is needed to restore the original capacity. 
Then (compare above proof) — 

K^^dlid-e) 

The method is also applicable to liquids, which are poured 
into a plane-parallel trough between the plates. 

A zero method is most convenient to prove equality of 
capacity. A system of five equidistant condenser - plates 
(Gordon, Phil, Trans. 1879, 417) may 
be used for this purpose. One of the 
external plates (No. 1) is movable, and 
together with the other (No. 5), is con- 
nected to earth. No. 3 is connected with 
the needle of an electrometer, and with 
one pole of an induction apparatus, of 
which the other is put to earth. The 
connections of the electrometer corre- 
spond to those of the electrodynamometer 
in the Wheatstone Bridge (Fig. 70, 
p. 318). When No. 1 is so adjusted that the needle is 
unaffected, the capacities have the ratio (1, 2) : (2, 3) = 
(4, 5) : (3, 4). The adjustment is made with and without 
the dielectric plate, the difference of position being e. The 
gi-eater K is, the more important are errors in the adjust- 
ment. 

2c 
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A telephone may be substituted for the electrometer 
(Winkelmami). 

On employment of three plates only see Winkelmann, JFied, Ann, 
xxxviii. 161, 1889 ; but compare also Cohn, ibid, xlvi. 1892. On 
employment of the differential inductor, Elsas, ibid. xliv. 654, 
1891. 

Incomplete Insulators. — The results of the above methods may 
be materially vitiated by mere traces of conduction. The two 
following methods give correct results with bodies with a con- 
ductivity up to about 5 X IQ'^Hg. 

(1.) If a condenser c discharges itself through a coil of 
coefficient of self-induction 11 (83a), electrical oscillations are pro- 
duced between the condenser-plates of the period T = 7r n/cIT, and 
T is therefore, cet. par., proportional to tjc. On the production, 
measurement, and employment of oscillations for the determination 
of c and if see Schiller, Fogg. Ann. clii. 535, 1874. 

(2.) The method of Cohn and Arons, JFied. Ann. xxviii. 454, 
1886, depends on the measurement of the rate of charge of 
condensers. 

II. By Measurement of Force (Attraction or Eepulsion). 

The reciprocal force exerted by two conductors kept at 
constant potential is proportional to the specific inductive 
capacity of the medium in which they are placed. 

The deflections produced by a constant potential (Daniell's 
batteries, accumulators) in a suitably constructed quadrant elec- 
trometer in idiostatic connection (84a, II.) ai-e observed when it 
is filled with air and with the fluid to be examined (Silow, 
Pogg. Ann. clvi. 389, 1875). The deflections, corrected to 
proportionality with the square of the potential diflference 
(84c), are proportionate to the dielectric constant or specific 
inductive capacity of the medium. The needle is suspended 
by a fine wire, which serves at the same time as a conductor. 

Traces of conduction cause interference by polarisation ; 
and on this account it is advisable to charge with alternating 
currents (72; induction coil, rotating commutator), and by 
this means even such bodies as alcohol, water, and solutions 
up to A =10"* may be measured (Cohn and Arons). The 
variability of potential is eliminated by an ordinary electro- 
meter connected in parallel, and read at the same time. 
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Convection currents from variations of temperature, evapora- 
tion, eta, must be carefully avoided, 

Cohn and Arons, Wted, Ann. xxxiii. 13, 1888; Tereschin, Und, 
xxxvi. 792, 1889. 

III. From the Velocity of Translation of Electrical Waves, 

According to Maxwell the dielectric constant is equal to 
the index of refraction for infinitely long waves. The optical 
extrapolation of the latter has proved in general unreliable ; 
but Hertz's electric waves of meter length fulfil the necessary 
conditions. The measurement of their velocity in various 
media offers, therefore, a further method of determining the 
dielectric constant. 

Arons and Rubens, Wied, Ann. xlii. 581, 1891 ; xliv. 206, 
1891 j Cohn, ibid. xlv. 370, 1892. 



Dielectric Constants. 

(The agreement of different observers is in many cases 
very unsatisfactory.) 

Ordinary glass 

Optical glasses 

Different micas 

Sulphur 

Shellac 

Ebonite 

Vulcanised caoutchouc 

Ordinary 



. K= about 6 


Paraffin 


2-0 


6 to 10 


Water . 


. 84 


6*6 and 8 


Alcohol, 95 per cent 


27 


3-9 


Castor oil . 


4-6 


. 8 to 8-7 


Carbon disulphide 


2-6 


2-2 to 2-8 


Benzol . . . . 


2-34 


.houc 2-8 


Turpentine . 


2-2 


2-2 


Petroleum . 


2-1 



86b. — Measurement of very great Resistances. 

Special methods are often necessary for the measurements 
of extremely great resistances, such as those of the insulation 
of cables. It is to be observed in practice that when the 
large resistances are also of considerable capacity, the powerful 
batteries employed must be very constant (Daniell, p. 270), 
or the feeble currents to be observed will be disturbed by 
those of charge and discharge. 

1. If sufficiently sensitive galvanometers, powerful batteries, 
and large comparison resistances are at hand, the methods 70 
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to 71b may be employed ; and especially the bridge arrange- 
ment (71b, L) will serve for resistances up to 10,000,000 
if we have a rheostat up to 10,000, and take the ratio of the 
branch circuits 1 : 1000. 

2. K j^ is the EMJF. of a battery in volts, C the reduction 
factor of the deflections of a mirror galvanometer to am., then 
the deflection e of the galvanometer shows the total resistance 
of the circuit W-^lje . EjC ohuL 

3. One element closed through a mirror galvanometer of 
resistance 7 and a rheostat resistance R gives a deflection J\ 
k elements through the same galvanometer, and the resistance 
w give e ; then, assiuning that the elements are similar, and 
that their resistance may be n^lected, 

w={y-k-E)k.e/e-"Y 

Frequently 7 may also be neglected. 

4. The use of a shunt to the galvanometer gives more 
exact results than 2 and 3. A battery closed through ta, the 
resistance to be measured and a galvanometer of resistance 
7 without shunt gives the deflection e. The same battery with 
the known large jpesistance B, and the galvanometer in a 
derived circuit of resistance z ^ves ef. If Wq is the resistance 
of the battery, we have accurately 

w=e/e . [(R + Wq){z + y)/c + y] ~ y - ta^^ 

With very large resistances 7 and Wq may mostly be neglected 
as compared to R and w. Then, simply 

w=e/e, R{z'k-y)/z 

5. With the CondeTiser (Siemens). — Eesistances of so-called 
non-conductors, e.g. the diflferent sorts of gutta-percha and the 
like, are sometimes too large for galvanometric methods. In 
these cases, the time of charge or discharge of a condenser may 
be used. K the potential (84a) of a condenser of capacity e 
(86) sinks in the time t from the value F^ to V^, the resist- 
ance of the path of discharge is 

1 i 



c logT\-logF^ 
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If in this way the value W is found when the condenser 
stands alone, and Wi when the two coatings are connected 
through the resistance w to he measured, the value of w 
alone (63, p. 268) is 

If c is given in absolute measure (farads), the resistance is 
obtained in similar measure (ohms) by the use of natural logs. 
( = 2*303 Briggs' log.) It is indifferent in what measure V 
is determined. 

Proof, — ^The potential F corresponds to the quantity of charge 
Q = cF. In the time-infinitesimal dt there is lost of this dtVjW== -dQ 
z= -cdV, By integration we obtain the above expression. 

Conversely we may determine the capacity of a condenser 
by discharge through known JV (Siemens and Halske). 

For refinements of the method and formulae for the rate 
of the discharge see Klemencic, Wien. Ber. xciii. 470, 1886. 
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DETERMLS^ATIONS OF TIME AND PLACE. 



87. — Some Astronomical Terms. 

(1.) In the determination of the place of a heavenly body 
the following definitions are made use of: — 

AzimiUh A : The arc of the horizon hetween the south of the 

horizon and the vertical circle of the star. 
AUUude h : The arc of the vertical circle hetween the horizon 

and the star. 
Hour or Declination Circles: Great circles through the pole of 

the heavens. 
How Angle r : The arc of the celestial equator hetween the 

south point of the meridian and the hour circle of the star. 
Dedinalion S : The arc of the hour circle hetween the equator 

and the star. 
AlUhide of the Pole <l>: The geographical latitude of the place. 
Parallactic Angle : The angle hetween the hour circle and Uie 

vertical circle of the star. 

These angles have, among others, the following relations : — 



sin S =sin <f> sin h - cos <f> cos h . cos A 

sin h=sin <f> sin 8 + cos ifi cos 8 , cos t . 

coshsinA^cosSsinr 

cos h cos A = -cosif> sin S + sin ifiCOsS, COST 

sin T cot A = -cos <f> tan 8 ■¥ sin <l> cos r 



(1) 

(2) 
(3) 
(4) 
(5) 



Vernal Equinox : The ascending node of the ecliptic. 

Bight Ascension of a Star a : The arc of the equator hetween the 
vernal equinox and the hour circle of the star. The equator 
is divided into 24 h. or 360°. The RA. is reckoned in a 
direction contrary to the diurnal motion. 

The other arcs of the equator or horizon are reckoned in 
the same direction as the diurnal motion. 
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For the places of some of the principal stars see Table 35. 
(2.) In detenninations of time the following terms are 
used: — 

Sidereal Time z : The arc of the celestial equator between the 
south point of the meridian and the vernal equinox, the 
entire equator being reckoned equal to 24 hours. 

Sidereal Day : The time between two consecutive culminations 
of a fixed star. 1 mean day = TOO 2 7 38 sidereal days = l 
sidereal day + 235*9 mean seconds. 

The sidereal day begins with the passage over the meri- 
dian of the vernal equinox. A heavenly body therefore 
passes the meridian (culminates) at the instant when its 
right ascension is equal to the sidereal time. 

In general terms, sidereal time = hour angle + right ascen- 
sion of a star, or t = « — a. 

True or Apparent Noon : The time of the passage of the sun's 

centre across the meridian. 
True Solar Time : The hour angle of the sun. 
Equation of Time : The mean or civil time minus the true solar 

time. 

The astronomical solar day begins at noon, is reckoned 
from h. to 24 h., and bears the date of the civil day in 
which it begins. 

Since the introduction of " unit time," which is related to 
a given meridian of geographical east longitude Iq (15° for 
Middle Europe, 0'' for England, Greenwich), the mean time of 
a place of east longitude I = unit time + 4 (Z — Iq) min. 

For declination of the sun, sidereal time, and equation of 
time, see Table 31. 

More extended tables in Naviischen Jahrlmch, the Berlin 
Astr. Jahrlyuchy or the Nautical Almanac; also in Bremiker's 
Logarithms. Further or more exact methods. A- Briinnow, 
Sphdr. Astronomic ; Jordan, Zeit. und Ortbestimmung ; Wis- 
licenus, Oeogr. Ortsbestimmungen, Leipzic, 1891, etc. 

88. — Theodoute. 

For the measurement of angles of azimuth and altitude, 
one axis of the instrument must be vertical, the other hori- 
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zontal, and the optical axis of the telescope must be perpen- 
dicular to the horizontal axis. 

To be independent of the possible eccentricity of the 
divided circles, readings should always be taken by two 
Verniers ISC' apart It is most convenient to take the 
number of degrees from Vernier I. and use the mean of 
the two readings for the subdivisions only. 

I. Adjustment of the Vertical Axis. — The axis is vertical 
when the bubble in the level does not change its position on 
rotation round this axis. This is most conveniently attained 
by first placing the level parallel to the line joining two 
of the foot-screws, and by the use of these bringing the 
bubble to the centre. The instrument is then turned through 
ISO"", and if any change has been produced in the position of 
the bubble Iialf the difference is corrected by the aid of the 
foot-screws. Finally, a rotation of 90'' is given to the instru- 
ment, and by the aid of the third foot -screw the previous 
position of the bubble is produced. If this process has left 
any error the first time it must be repeated. 

It will, of course, be understood that if necessary the level 
must be first corrected, so that when horizontal the bubble 
is exactly in the middle. 

II. Adjvstmeni of the Horizontal Axis. — (a.) The ordinaiy 
method assumes that the two pivots of the telescope axis are 
of equal size. This is tested by levelling the axis and then 
reversing the telescope (changing the positions of the pivots), 
and again placing the level in its previous position : the same 
position of the bubble shows the equality of the pivots. 

This being assumed, the axis is known to be horizontal 
when the level gives the same reading as before, when reversed 
end for end. 

The roundness of the pivots of the telescope axis are 
tested by turning them while the level is standing on them. 

(&.) The horizontal position of the axis is tested independ- 
ently of the equality of the pivots by hanging a long plumb- 
line at a distance from the theodolite, and observing it at 
various heights. 

(c.) Finally, the two theodolite axes are known to be i)er- 
pendicular to each other as follows : — ^First, two rather distant 
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objects are found Ijring one immediately above the other, which 
are observed in the telescope by simply rotating it on the 
horizontal axis. Then the instrument is turned through 180°, 
and the two former objects observed again. If they both 
f^in come into sight by a simple rotation round the hori- 
zontal axis, the two axes are perpendicular to ecu^h other. A 
previous adjustment with the level is here unnecessary, but the 
absence of collimation error (compare III.) is assumed. 

III. Test whether the Optical Axis of the Telescope is 
Perpendicular to the Horizontal Axis {Collimation Error), — 
(a.) The instrument is directed towards an object lying 
nearly in the horizon, and then rotated through exactly 180® 
round the vertical axis ; the telescope is then again brought to 
its former position by rotating it on the horizontal axis. If the 
same object is again exactly on the cross-wires it shows that 
there is no collimation error. If there is any difference, half 
of it must be corrected by moving the cross-wires, and the 
test then be repeated. 

(&.) Or after directing the telescope to an object as before, 
the instrument remains fixed, and the telescope is reversed on 
its supports, and again directed to the same object, which 
must still appear on the cross-wires. 

The equality of the telescope pivots is here assumed. 

rV. Measurement of an Ahsolvle Altitude. Determinaiion of 
the Horizon and Zenith Points of a Theodolite. — (a-,) The instru- 
ment is adjusted aa in I. to III. The telescope is then directed 
to the object, and the vertical circle is read off; the instrument 
is then turned through 180** on the vertical axis, the telescope 
brought round and again directed to the object, and the verti- 
cal circle is again read. The diflTerence of the two readings 
(attention being paid to their signs) gives twice the zenith 
distance of the object, the half difference, therefore, subtracted 
from 90** furnishes the altitude. 

The arithmetical mean of the two readings gives the zenith 
point of the vertical circle, and by adding 90° to this the hori- 
zontal point is obtained. 

(6.) Artificial Horizon. — Instead of rotating the instrument, 
an artificial horizon (mercury bath) may be placed in front of 
the telescope, and we then obtain the altitude of the object by 
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measnnng the angle between it and its image in the mercoiy. 
The zenith and horizon points of the instrument are, of comse, 
readily obtained hv this method. 

The artificial horizon mav also be nsed in meas;aring aid* 
tudes with the reflecting: sextant. 

This method is directly available for heavenly bodies at 
their time of calminati«.»n. At other times the altitude is 
for the mean of the times of the two observations if thev are 
made qnicklv following one another. 

The observation of objects of high altitode is made possible 
or more easy bv placing over the eve-piece a small total reflect- 
ing {e.g, right-angled) prism. The cross- wires may be illnmin- 
ated by placing at an angle in front of the objective some sq. 
muL of white paper illuminated from one side. 

Angle hdvrten two Objects — From the altitudes h and V of 
two objects and the difierence A of their azimuth, their angular 
distance tr may be found by the equation 

cos w=sin h sin li + cos h cos h\ cos A. 

Bepeating Theodolite. — To increase the accuracy of measure- 
ments of azimuth, a second vertical axis is provided, concentric 
with the first, and on which the whole instrument may be 
rotated, when employed in the following manner: — After 
adjusting on the second object, the whole instrument with the 
circle is turned so as to bring the first object again on the 
cross-wires, and the telescope alone is then turned again to the 
second, and this is repeated as often as desired. If the' tele- 
scope has been turned n times, the total angle read on the 
circle is divided by ik 

The total angle is the difierence between the first and last 
reading -has many times 4 right angles (360*") as the index 
has passed 0^ 

89. — ^Determination of the Meridian of a Plack 

I. From Observations of the Greatest Elongation of a Star. — 
The meridian of a place is most simply determined by observa- 
tions on a circumpolar star, preferably the pole-star itself, 
at the time when it attains its greatest easterly or westerly 
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elongatioiL Since at this time the movement of the star 
is vertical, it is easy to make the adjustment conveniently 
and accurately. 

If the star is observed at both elongations, east and west, 
the meridian bisects the angle between the two vertical circles ; 
but since the declination 8 of the star and the altitude of the 
pole (f> are known (Table 35, Nautical Almaruic, etc.) an obser- 
vation on one side only sufiBces. For the vertical circle of the 
greatest elongation makes with the meridian the angle 0, which 
is found by the formula — 

sinO = cos 8 /cos <f}. 

For the meridian, the vertical circle of the star and its hour 
circle form at the time of the greatest elongation a right-angled 
triangle with the hypothenuse 90 — <^, one side 90 — S, and the 
angle opposite this latter side. 

The nearer the star is to the pole the more suitable the star 
is for these observations. The pole-star's greatest elongations 
are approximately at 7 h. 13 m. and 19 h. 26 m. sidereal time 
(Table 31). 

II. An observation of the pole-star ai any knoum time is 
often sujBBciently accurate. From the mean time is calculated the 
sidereal time z (Table 31), and from this and the right ascen- 
sion a of the pole-star (Table 35) the hour angle t = 2 — a of 
the latter, and, lastly, its azimuth A by 87, 5 ; or approxi- 
mately ^ = (90 — S) siTi t/cos (j). 

III. From Equal Altitudes, — The telescope of a theodolite 
of which the axis has been made vertical (88, I.) is directed to 
a heavenly body, and the horizontal circle is read oflP. With- 
out touching the position of the vertical circle the same body 
is again observed after its culmination, the telescope being 
so placed that the body passes over the intersection of the 
cross-wires. The meridian of the place bisects the two read- 
ings of the horizontal circle. The instrument need not have 
a vertical circle. It is well, for the sake of accuracy, that the 
change of altitude should be as quick as possible at the time 
of observation, and therefore the star must not be too near the 
meridian. 

When the sun is observed the vertical wire is placed in 
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the morning on the one edge, in the afternoon on the other, 
while the horizontal wire touches, say, the upper edge. The 
bisecting line of the two positions, however, will not in general 
pass exactly through the meridian on accoimt of the variation 
of the sun's declination between the observations, but must be 
subject to a correction, which may amount to some minutes.. 

Let t be half the diflferenoe of time in hours between the 
two observations; the hour angle of the sun in d^iees is 
therefore = 15^. Further, let e be the variation in the 
sun's declination during a day (see Table 31 and Bremiker's 
Five-Figure Logarithms, p. 131) and €^/24 the amount of 
this change in the half time. Then, if ^ be the altitude of the 

1 €t 1 

pole, is the required correction. Of course 

€08 ^ 24: sin 15t 

the observed bisecting line lies west of the true meridian in 
spring, and east of it in autumn. At the solstices the correc- 
tion disappears. 

For the longitudes of Middle £uroj>e, and for observations 
made between 8 and 10 A.H. and 2 and 4 P.M., the correction 
may be written = 0'27€, with an accuracy always within 1 m. 
of arc. 

Let the declination of the sun have increased AS between its 
two passages through the altitude A, and by this means the second 
azimuth have been found ^A too great The relation A8.co$S= 
^A . cos <f> cos h sin A is found between A$ and ^A by differentia^ 
tion of the equation 1 (87). Substituting tos h sxn t lot cos h sv^ A 
according to equation 3 (87X we have A8= A^ , cos if> sin r. The 
arithmetical mean of the two observations must be corrected by 
|A^ = J A6/(c»s ^ sin t). We have only to write further AAS = ^^ 
and sin T = sin 1 5^ to obtain the above expression. 

IV. I^om the ObservcUion of the Sun at Noon, — ^If the true 
time (92) is known, the meridian is obtained by observation of 
the sun's centre at 12 h. true solar time ( = m^^ time of the 
place minus the equation of time. Table 31). The theodolite 
is directed to the east or west edge of the sun, and the observed 
azimuth ia corrected eastwards or westwards by 

A=p/5ifi(^-8) 

Here p denotes the semidiameter (Table 33), and 5 the 
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declination of the sun, and <f> the altitude of the pole (lati- 
tude of place). 

For the meridian, the altitude circle of the sun's edge, 
and the semidiameter of the sun to its point of contact with 
the altitude circle, form a right-angled triangle with the 
hypothenuse <f> — S, of which the small side p is opposite the 
angle A. Therefore sin A: 1= sin p: sin (^ — S). For sin A 
and sin p, we may write A and p. 

90. — Determination of the Altitude of the Pole for 

ANY Place. 

I. The geographical latitude or the altitude of the pole at 
any place is most easily deduced from the observed altitude 
of a heavenly body at its culmination. If the meridian is 
already known (89) the passage of the body over the meri- 
dian is simply observed, otherwise the object is followed 
with the theodolite in the neighbourhood of the meridian, 
and the highest (or lowest) position of the telescope is read 
off. 

The observed altitude must be diminished by the amount 
given in Table 34 for refraction by the atmosphere. If 
the altitude so corrected is \ and the declination of the 
body is S (Table 35), the altitude of the pole is — 

</, = 90 - A + 8 or <^ = 90 + A - 8 

according as it was the upper or lower culmination that was 
observed. 

The measurements are most conveniently and accurately 
made on the pole-star on account of its slow motion. 

To know beforehand the time of culmination of a star, 
the sidereal time at noon is deducted from the right ascension 
of the star (T(ible 35). This gives the time of the upper 
culmination reckoned in sidereal time from noon. The sidereal 
hour = 0*9973 mean hours. 

The sidereal time is taken from Table 31. On account 
of the periodical variation of the vernal equinox which is 
corrected by leap year; and farther, since noon is later the 
farther west a place is, the table cannot be the same for all 
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years and far aU plaoe& If the sidereal time conespond- 
ing to the mean time T is lequiied far a place r £. loi^ 
from Greenwich, we most therefore nse as aigoment in the 
table, not T^ but the corrected value (expressed in fractions of 
a day) — 

h has a different value every year, which is found in TaUe 32. 
I may be taken from Table 30, or from a map. 

If T is the ''unit time" of Middle Europe, only T+i 
must be taken. 

IL Without moving the horizontal circle of the theodolite 
the tv>o heights of the pole-star are observed at which it passes 
the vertical wire in the course of one circuit round the pola 
The mean is taken, which after correction for refraction gives 
the altitude of the pole. 

IIL A single observation of the pole-star at an approxi- 
mately known time gives the altitude of the pole since 
(90 — 8) COS T (compare 89, 2) may usually be taken with 
sufficient exactness as the vertical height of the star above 
the pole. 

On the declination of the sun compare p. 401 and Table 
31. Necessarily the position observed in this case by 
observation of the upper or lower limb of the sun must be 
corrected by the sun's semidiameter (Table 33). 



9L DETERMiyATIOX OF THE RaTE OF A WaTCH OR CLOCK, 

OR KEEPING True Time. 

Two determinations of time (92) give, of course, the 
rate of the clock used in making the observations. More 
simple, however, and often more accurate, are the observa- 
tions of a heavenly body at some definite azimuth. 

I. Observatio7is on Fixed Stars. — For this purpose any tele- 
scope which is provided with cross-wires and is movable on a 
horizontal axis can be used. The azimuth to be employed is 
defined when at any particular place a distant mark is used 
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to adjust the telescope. Observations near the meridian are 
best. 

It is still simpler and easily accurate to 1 sec. to use the 
appearance or disappearance of a fixed star behind a distant 
object as observed with the naked eye. As the fixed point 
for the place of the eye, a window bar or any similar object 
is sufficiently accurate when the other object is distant 100 
yards or so. Hot chimneys are unsuitable objects behind 
which to observe the disappearance of stars. 

Of course, it is best to choose stars near the equator. 
Between two passages of a fixed star through the same point 
a sidereal day has elapsed which is 235*9 seconds = 3*932 
min. = 0*06553 hrs. = 0*002730 day shorter than the mean 
day. 

II. Observations on the Sun. — Two successive passages of 
the sun over the meridian give the length of the mean day, 
regard being had to the daily variation of the equation of time 
(Table 31, and Bremiker's Five-Figure Logarithms, p. 137). 
It is not here necessary that the meridian should be quite 
accurately determined. An error of 1° makes the day as 
observed at most about 2 sees, in error. At the equinoxes 
and solstices this uncertainty is the smallest. 

A telescope on a horizontal axis is used for the observa- 
tions, the time of the passage of the two edges of the sun 
over the wire being noted. Where moderate accuracy only 
is required, even the shadow of a plumb-line, or the image 
of the sun thrown by a narrow opening, is sufficient. The 
time is noted when this shadow or the sun's image is bisected 
by a mark on the floor, or on a waU opposite. A good sun- 
dial £dso allows of pretty accurate timing of a clock over 
longer intervals 

True time once obtained may be kept by these simple 
means. 

92. — ^Determination of the Time from Altitudes of 

THE Sun. 

I. From a Single Altitude. — For a place of known 
geographical longitude and latitude the simplest method of 
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detennining the time is afforded by obeervatioiis of the alti- 
tude of the sun above the horizon, which is measured by the 
sextaat or theodolite. Those times are the most suitable for 
the observations in which the ascending or descending motion 
of the sun is as rapid as possible, — when, therefore, its 
position is directly east or west The nearer noon, the less 
accurate is the determination. 
Let 

<f> = the geographical latitude of the place, or the altitude <d 

the pole ; 
5 » the declination of the sun at the time of observation (see 

following page) ; 
h=the true altitude of the sun's centre; 

then the sun's hour angle t, or the *' true solar time " of the 
observation, will be got by the formula — 

, sin h — sin <l> . sin S 

cos t = r 

COS <f> .COS o 

The angle ^ is in the first instance obtained from the trigono- 
metrical tables in ordinary angular measurement. If ex- 
pressed in degrees, it must be divided by 15 to give solar time 
in hours. It is in the morning negative, in the afternoon 
positive. 

In the spherical triangle, which is formed by the meridian 
and the altitude and declination circles of the body, and 
has the sides 90 — ^, 90 — h, and 90 — S, while the hour angle 
t is opposite the side 90 —A, we must have 

sinh = sinif>sin8-^cos4>cosBeost, 



Correction of Observed to Actual Altitudes, 

The observed place appears too high on account of the 
atmospheric refraction, and must be corrected by subtracting 
from it the refraction given in Table 34. 

Further, the observations are not made directly on the 
centre, but on either the upper or lower edge of the sun. The 
position of the centre is found by adding or subtracting, as 
the case may be, the radius (Table 33). 
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If, however, the horizon point of the altitude circle is 
not already known, but has to be eliminated by reversal, a 
second observation being made with the instrument turned 
through 180°, the sun's diameter may be eliminated also by 
observing first one edge and then the other. It is necessary 
to make the two observations quickly following each other 
if we want to use the mean of the two observations as the 
altitude of the sun's centre at the mean of the times of 
observation, since the rate of the sun's rising is not uniform. 

Some GeographicoU Latitudes are given in Table 30. The 
latitude of a place may be taken from a good map to about 
0''01. For the method of determining it see (90). 

The Sun's Declination for the time of the observation is 
interpolated from Table 31 after correction by +k (Table 
32) or +ft + (15 — 0/360 as required. Compare 90, end 
of I. An error of 3 min. in the time gives at most an 
error of 0*0 01 m S. 

Mean Time. — The equation of time (Table 31) must be 
added to the true solar time t to give the mean time of the 
place ; and for the Middle Europe " unit time," in addition 
to the equation of time +(15— i)x4 min. (For Greenwich 
time this becomes — 41 min. for E. and + 41 min. for W. 
longitudes.) 

Other Bodies. — Instead of the sun, another heavenly body 
of known declination and right ascension (Table 35), and which 
is not too near to either horizon or pole, may be made use of. 
The value of t calculated from the formula given (p. 400) is 
then the hour angle of the body. If to this the right 
ascension be added, the sidereal time of the observation is 
obtained, from which the mean time may be found by Table 
31, or more accurately from the astronomical almanacs. 

The tables and directions here given neglect corrections 
of less than O'^'Ol. 

IL Fro7n Observations of Equal Altitydcs. — If the two 
points of time are observed at which a heavenly body before 
and after its culmination passes the horizontal wire of a 
telescope fixed at a constant altitude, the arithmetical mean of 
the times is the moment at which the body culminated. The 
true time of the culmination is found from the Tables. 

2 D 
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For a Fixed Star this coincides with its southern meridian 
passage. At this instant the right ascension of the star 
(Table 35) is therefore equal to the sidereal time, and from it 
the civil or mean time may be obtained from Table 31, or the 
nautical almanacs. 

If the Sun is observed, the greatest altitude coincides with 
the meridian passage (t.e. the true noon) at the solstices. In 
general, however, a correction is necessary on account of the 
daily alteration of the sun's declination, in consequence of 
which the sun attains its greatest altitude somewhat after noon 
in the first half of the year, and somewhat before noon in the 
second half. If as before 

(^ = the polar altitude (or geographical latitude) ; 

8 = the declination of the sun (Table 31) ; 

€=the daily alteration of the declination in degrees (Table 31, 
or Bremiker's Five-Figure Logarithms^ p. 139) ; and lastly 

r = half the interval of time in hours between the two observa- 
tions (therefore' ±\br the hour angle of the sun in degrees); 

this correction in seconds of time amounts to 

10€T(!5an <l}-ianSco3 I5r)lsin 15t. 

The mean time of the place is found by adding to the " true 
solar noon" the value given by the equation of time 
(Table 31). 

Let t be the hour angle of the sun at the observation. But for 
the change of declination the absolute value of i before and after 
noon would be the same. If, however, between the first and the 
second passage through the altitude h the declination is increased 
by AS, the value of t at the second passage will be found too great 
by At, for which, by differentiation of equation 2 (87), the relation 
is obtained 

== AS . (sin <f> cos 8 - cos <f} sin 8 cos t) - At . cos 4> cos 8 sin L, 

Therefore At = A8{tan <f>-tan8cos t)/sin t 

It is obvious that to reduce the arithmetical mean of the tiro 
observed times of passage to that of the passage through the 
meridian, the correction \At must be made. If we consider further 
that ^ s 15r, and that ^A^ in degrees of arc =fr/24, or in seconds of 
time =86400/360 . €t/24 = 10«t, we obtain the above expression. 



DETERMINATION OF THE TIME FROM ALTITUDES OF THE SUN 403 

As to instrumental means this method of time determina- 
tion is very simple, requiring, in addition to a clock of uniform 
rate, only a telescope with a vertical axis of rotation (88, I.) 
without any graduation. For ordinary purposes no account 
need be taken of the atmospheric refraction, and in observa- 
tions of the sun only the upper or lower edge is observed each 
time without our being obliged to reduce the altitude to that 
of the centre. 

To make the determination as accurate as possible, the 
heavenly body should be observed as far from the meridian 
as possible. 

On the simple methods of keeping a knowledge of the 
true time when it has once been found, compare 91. 
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THE ABSOLUTE SYSTEM OF ELECTRICAL 

MEASUREMENT. 

Every kind of magnitude requires for its measurement — 
that is, its numerical expression — some unit of the same 
nature as itsel£ This unit is at first arbitrary, and may be 
defined, for many kinds of magnitude, as a preserved original 
measure (scale, standard) ; but in other cases, as, for instance, 
velocity, or quantity of heat, or electricity, such a definition 
is impossibla Hence, such magnitudes are expressed by 
means of geometrical and physical laws, in terms of other 
quantities which can be so defined; as, for instance, velocity 
by length and time, a quantity of heat by a mass of water 
and temperature, and a quantity of electricity by the force 
it exerts upon another quantity. As distinguished firom 
the arbitrary or primary measures, we may odl the latter 
" derived measures." 

The introduction of such measures, unavoidable in the 
first instance, will be seen on further consideration to be also 
very advantageous. For it is obvious that the diminution 
of the number of arbitrary primary measures is in itself an 
advance, while the new units may be so chosen that they 
give the simplest form to the mathematical or physical law 
which is used to define them. For instance, the space I 
traversed by a moving body is universally proportional to the 
velocity u and the time t, or /= Const, ut — the numerical 
value of the constant depending on the unit selected. Should 
we take as unit of velocity that of a falling body at the end 
of the first second, this constant =^7. If, however, we take as 
unit the velocity with which the body traverses unit distance 
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in unit time, the constant becomes 1, and the law will take 
its simplest form, I = tU, 

The geometrical relations are similarly simplified if we 
employ for the measurement -of area and contents, instead of 
arbitrary units, the square and cube of the unit of length, an 
advantage of which science has always availed itself, but 
which is not yet fully carried out in common life. In this 
manner each " derived unit " serves to eliminate the constant 
of a natural law. 

Among the objects to which preserved elementary standards 
are inapplicable we may count almost all magnetic and 
electrical quantities, and hence we have here a specially 
prominent application of the system of derived units. This 
application was carried out by Gauss and Weber, who showed 
that all these quantities might be expressed in units of 
length, mass, and time. Units deduced in this manner are 
specially called " absolute " measure.* 

The choice of primary units of length, mass, and time is 
in the first instance entirely arbitrary. If, however, water 
is taken for the determination of the unit of density, the 
unit of volume of water is fixed as the unit of mass, and then 
necessarily we have for units — 

of length : miUimeter, centimeter, decimeter, meter ; 
of mass : milligiam, gram, kilogram, 1000 kilo. 

It must also be distinctly understood that, in the absolute 
" dynamic " system of measures, a gram means the mass of 1 

* The term '* absolute" was first applied in this manner to the unit of 
intensity of teirestrial magnetism defined by Gauss. In opposition to the 
arbitrary practice, previously common, of taking the intensity at London as 
unity, and making other observations merely relative to this, Gauss gave in 
his IfUensitas vis magneticce terrestris ad mensuram ahsolutam revocata an 
absolute (that is, not a merely comparative) unit for terrestrial magnetic in- 
tensity, deduced from the primary units of length, mass, and time only, and 
applicable to magnetic quantities in generaL In a similar manner W. Weber, 
in supplying the need of independent, and not merely comparative measures, 
for the various electrical quantities, has retained the same designation. 

The name *' absolute measure" has now become a scientific phrase of deter- 
minate meaning, and must therefore be unconditionally retained, although it 
must be admitted that the term ''derived measure" hits more exactly the 
essential point of the system {Bril, Assoc. Hep, 1863, p. 112). 
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cubic centimeter of water ; whilst, in popular language, grains, 
etc., are usually spoken of as weights. For example, the moment 
of inertia of a small body of m^P"* or grm., and distant a™™- 
or cm. from an axis of rotation, is, in the absolute system, 
= ahn, and riot ahajg. On the other hand, the weight of this 
body is mg, and on this account the moment of rotation, which 
it experiences from the attraction of the earth, at a horizontal 
distance a from an axis of rotation = amg, where by g we 
denote the acceleration by gravity, measured in mm- and sec, 
which at latitude 45° = 9806. To avoid confusion it is 
advisable, when the gram is used as the name of a weight, to 
speak of it as a gram weight. 

It is worth mentioning that Gauss in his first treatise on 
this subject {Erdmagnetismus und Magnetometer, Schumachers 
Jahrbuch, 1836 ; Gauss, Werke, voL v. p. 329) defined the 
absolute magnetism of a bar by means of the unit of iceight, 
and that it was only at a later date that he assumed the 
gram as a mass. 

^ If a general answer be desired to the question whether 
grams, etc., have to serve as units of mass or weight, there 
can be little doubt as to the scientific reply : — That, as the 
weight of a body is clearly entirely indeterminate, and is even 
variable on the earth's surface to the extent of ^ per cent, the 
weight of a body can never serve as a unit of weight It 
would also be wrong to say that as unit of weight we take a 
cubic centimeter of water at 45° latitude; since then a set of 
weights would have to be specially adjusted for each d^ree 
of latitude. What is really meant by the phrase "set of 
weights " is nothing but a set of masses ; and a weighing with 
an ordinary balance is no measurement of weight, but one of 
mass. The weight, that is, the force with which a body is 
attracted by the earth, is obtained by the measurement of 
velocity of falling ; as, for instance, by the time of oscillation 
of a body suspended by a thread. 

In fact, also the aim of weighing is generally measurement 
of mass. The chemist, the merchant, and the doctor, have 
nothing to do with the pressure of a body on what supports 
it, but solely with its mass, for to this its chemical power, its 
nutritive or its money value, is proportional. 



THE ABSOLUTE SYSTEM OF ELECTRICAL MEASUREMENT 407 

In physics the conception of the gram as a unit of mass is now 
almost universal. The scattered cases (such as elasticity, capillarity, 
etc) in which it is still used in another sense from old habit, and, 
it must be admitted, with practical convenience, will gradually die 
out. As regards the expressions " specific gravity " and " density,'* 
although the one belongs to the dynamic and the other to the static 
system of measurement, their numerical values are identical, since 
both adopt water as imit. 

 

DimeTmons. — All magnitudes may be expressed as functions 
of length [/], mass [m], and time [t] ; a velocity, for instance, 
as length / time, a volume as length^, a force as length 
X mass / time ^. These " dimensions " (after Maxwell and 
Jenkin, Brit» Assoc, Rep, p. 132, 1863) will be given for each 
magnitude in the following article in square brackets. Thus 
the dimensions of a velocity are [/^"~^], of a volume [Z^], of a 
force \lmt'^\ etc. 

The " dimension " is a very useful test for the correctness of a 
physical equation; since, if for each of the magnitudes which it 
contains, we substitute their dimensions, the same must be found 
for both sides. 

The work, for instance, done in time t, by an electrical current i, 

of which the E,M,F, or potential difference in a given conductor 

= E\&L = Eit, The dimensions (Table 28) of E are [l^mH-^\ of 

% [ZW^"^]; therefore those of Eit are [Z^^"*], which are the 

dimensions of Work. 

The " dimensions " give the power to change from one group of 
primary units to another, say from mm., mg., to cm., g.* For if a 

* For many years the system founded on the fundamental units mm., mg., 
and sec., was universally used. It was in England, where the British Association, 
and especially J. C. Maxwell and Sir W. Thomson, have done so much for the 
knowledge and dissemination of the absolute measurements, that cm. and g., 
instead of mm. and mg., were introduced by general agreement. 

In fact mm. and mg. are inconveniently small units for many purposes, and 
the magnetic and electrical measures derived from them have in some cases this 
disadvantage to a tiresome extent. There is some advantage in this respect in 
using cm. and g. It is nevertheless doubtful whether it was expedient to destroy 
the uniformity before existing in the absolute system, since the disadvantages 
are but partially removed. The resistances and electromotive forces, for instance, 
which occur in practice are even in the cm. g. system expressed by quantities of 
many millions of the units. On the other hand, the galvanic unit of current 
reaches such a magnitude that most currents which are used are expressed as 
only small fractions of it. And if the physics of the future has more to do with 
the absolute numbers of atoms than we have at present, even the cubic mm. 



n 



408 PHYSICAL MEASUREMENTS 

primaiy anit occurs in the deduced unit in the pth power, the 
deduced unit is changed in the ratio n^ if the primarj be changed 
in that of ft. The numerical value of the magnitude thus expressed 
will be changed in the ratio n~P. Thus the number repres^xting a 
velocity Ijt will, by the change from mm. to cm. as unit of 
length, be changed itself in the ratio 10~^; by change from see. 
to min. in that of 60+^ The numerical ^ue of a force /m//^ 
expressed in cm. g., instead of mm. mg., will be diminished in the 
ratio 10-1 . lOOO'^ = y^^^ (Table 28). 

The "technical" system of electrical measurement intro- 
duced by the British Association, in which the ohm, ampere, 
volt, and farad are the units of resistance, current -strength, 
electromotive force, and capacity respectively, is related to a 
system of primary units, which beside the second as miit of 
time, contains the earth-quadrant = 10^ cm. as unit of length, 
and the 10^^ part of a grm. as unit of mass. If the dimen- 
sions of a magnitude = /^ . tti/* . r", the unit of the " technical " 
system is 10®^. 10"-^^^ greater than that founded on cddl g. 

A current-strength, for instance = /^m^/-\ therefore the ampere 
= 10^ . 10"^= 10-1 gu^ g curi'ent units (compare No. 19). The 
unit of work 1 volt- ampere -sec. or watt-sec. = [ft?i^-^], or 
101® . 10-11 = 10^ absolute cm. g. units of work. 

The prefixes mega- or micro- {e,g, megohm or microfarad) 
denote 10^ times larger or smaller units. 



Measures of Space and Time. 

(1.) Surface f=[P]. — As the unit of surface the square of 
the unit-length is used. 

(2.) Volume v = [/*]. — Unit-volume is the cube of the unit 
of length. 

(3.) Angle if>. — ^An angle is, in mechanics, equal to the arc 

would be inoonveniently lai^. Every ctmsisUrU syBtem of measurement moit 
give rise to awkward numbers. 

However, the gram is move convenient to have to do with than the mg., 
and the most easily understood, and frequently occurring magnitudes of mechanics, 
force, work, moment of inertia, and so on, are usually expressed in much more 
convenient numbers in the cm. g. system. The extent to which it is used and the 
authority of the British Association also lend it considerable weight. Table 28 
gives the ratios of the units in the two systems. 
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which subtends it divided by the radius. That angle, therefore, 
is the unit of which the arc is equal to the radius ( = 57°'296). 
Small angles are numerically equal to their sines or tangents. 
Dimensions = ///=! (i.e. is independent of the fundamental 
units). 

(4.) Velocity u = [lt~'^]. — Velocity is measured by the 
space passed over divided by the time occupied. The unit 
velocity, therefore, is that of a point traversing unit-length in 
unit time. Angular velocity of rotation is measured by the 
angle traversed by a radius in unit time. Dimensions = [t'^], 

(5.) Acceleration & = [ft"*]. — If the velocity increases by 
the quantity u in the time t, the body experiences an accelera- 
tion b=^ujt The unit is therefore that acceleration which 
produces the unit velocity in unit time. 

The acceleration by gravity amounts to 9806 mm. sec."*^ or 
9-806 m. sec.-2 or 9*806 x 60^= 35302 m./min,2. 

Mechanical Measures. 

(6.) Force k = \lnit ~ ^\ — By an elementary law of mechanics, 
the force k which communicates the velocity w to a body of mass 
m in time ty is directly proportioned to the quantities m and u, 
but inversely to t\ or k = C . um/t, the constant C being de- 
pendent on the unit selected. Taking C= 1, with unit u, t, 
and m, k must also = 1, and therefore unit of force is that force 
which in unit time communicates unit velocity to a unit mass. 

The force exerted on 1 mgr. by the earth*s attraction 
= 9806 muL mg. sec."* = 0*9806 cm. g. sec*. The absolute 
cm. g. unit of force or "dyne" (Clausius) is therefore a little 
greater than the attraction of the earth for 1 mg. 

(6a.) Pressure d = [l''^mt''^], — If forces are uniformly dis- 
tributed over a surface, the total force acting vertically on the 
unit of surface is called pressure. 

The pressure of 1 cm. of mercury is = 13"596 x 980*6 
= 13332 cm.-i g./sec* or dyne/cm.^; of 1 atm. = 76 x 13332 
= 1013200 cm.-i g./sec.2 

(7.) Work, Energy, Vis viva, Heai, L = \Jhat'^^\ — Work is 
performed when the point of application of a force is moved by it. 



^ 
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We express work as the product of force and distance, L^ld^ 
and therefore unit work is performed when a point, acted on 
by unit force, is moved by it through unit distance. 

Potential Energy of a body or a system is the sum of the 
work which the body or system can perform by movement undo* 
the influence of the acting forces. 

Kinetic Energy or vis viva of a mass m moving with velocity 
u is ^mu^y and is of the same value as '^vorh. 

The unU quantity of heat is that which is equivalent to the unit 
of work. 

In raising 1 kg. 1 meter (technical " kilogrammeter **), the work 
1000 X 980-6 X 100 = 98060000 cm.* g./sec,*, is performed (l"erg" 
of Clausius). 

The unit of heat ordinarily used, or *' water-gram-ealorie," which 
heats 1 grm. of water from 0^ to 1^, and which is equivalent to 428 
gram-weight x meters of work, is in absolute measure 428 x 980*6 
X 100 = 42000000 cm.' g. /sec* absolute work-equivalents of heat 
An increase of volume of r cm.^ under constant pressure of p cm. 
of mercury yields the work rp x 13332 (compare 6a) ; if j) = 1 atm., 
rx 1013200 ergs. 

irork doiie by Expatision of Gases, — Let a volume of gas F' be 
warmed at constant pressure d from the absolute temperature T to 
r+1. The dilatation is FT, and the external work VdjT-^R, 
If tlie mass of gas is 1 g., i? is the ''gas-constant " ; for air, it equals 
773-4 X 1013200 273 = 2870000 cm.* g. sec* 773-4 cm.» is the 
vol. of 1 grm. air at 0^^ G. and 760 mm. 

Work of Gxisnciition. — 1 gram-molecule (for instance, 2 g. hydro- 
gen) has, at 0' and 1 atm., the volume r= 773*4 x 28-9 = 22350 
cm.^ The external work of gasification is 22350 x 101 3200 = 22650 
X 10*^. At the absolute temperature J, this becomes 22650 x 10* 
X 7' ,73 = S30 X 10*^r cm.* g. secA The amount <rf external heat 
consumovl in gasification under constant pressure is therefore 830 x 
H>T v420 X 10^) = 2-07 water-g.<aloriea. 

^S,'' .V.^* > •;/ of Eofiicio:* P= [.'^rsf"^]. — ^Taking the moment 
of Tvnation P as the prvxluot of a force k into the length of its 
lovora4^> / jha: is. its disianc^ firv^m axis of rotation), P = i/; 
;.v w"*',; /• m":K-nt of '^x.\':^'% is given by unit foroe acting 
thTv>;:j::ix a U ver of unit-!c:ir:h. 

^^^"^ i\r\':::cY J'^^'^v /' = ^^"'.r^. — If a Kxly, movaUe round 
a t:\<\t Axisk hAS a $:aMo jVi$::::a of ev^uilibrium, a moment of 
rv^zatu a P i$ exor;t\i on i; in any other posidon, which, for a 
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small angle of deflection <l>, is proportional to ^. The constant 
ratio P/<l> = 1) is the directive force exerted on the body (the 
angle being measured in arcual units). 

The directive force of a pendulum moved by gravity, of which the 
mass m = 1 k. and the length ^ = 1 m. from the point of suspen- 
sion to the centre of gravity, is therefore 1000 x 100 x 980*6 = 
98060000 cm.2 g. sec."*, for the moment of rotation for a deflection 
<f> = Igm sin <t>, and for small angles, <f> may be taken as = ^n <^ 

The directive force due to weight of a bifilar suspension (64) 
with a separation of threads of 10 cm. and a length of thread of 
200 cm. is for the mass of 1000 g. = ^10 x 10/200 x 1000 x 980*6 
= 122600 cm.3g.sec.-2. 

(10.) Moment of Inertia K=[P7n], — Taking the moment 
of inertia ^ of a mass m at the distance I from its axis of 
rotation, K=l!hn, or, if several masses are present, K=^%Pm ; 
therefore the unit of moment of inertia is represented by a 
point, of unit mass, at unit distance from an axis of rotation. 

The moment of inertia of the above pendulum is therefore 100* 
x 1000 = 10^ cm.* g. A rectangular bar of 10 cm. length and 1 cm. 
breadth, and weighing 50 g., has in relation to its centre the moment 
of inertia (54) xV(10^ + 1*) ^ 50 = 421 cm.* g. 

Moment of inertia K, directive force J), and time of oscil- 

lation t for small arcs, are connected by the equation — - = — , 

7r* D 

as the dimensions themselves show, sinoe Pm divided by Pm^~* 

gives the square of a time. 

(10a.) Modulus of Elasticity i7 = [i~%^*]. — If we write 

\=l/ri ,k Z/P for the elongation X which is produced in a 

bar of length L and of sectional area P by a tensile strain K^ 

the modulus of elasticity i; is the force which, acting on a 

section of unit area, would double the length of the bar. 

The kg.-weight/mm.* moduli of elasticity in practical use must be 
multiplied by 98100000 to bring them to those of the absolute 
cm. g. system. Compare p. 129. 

Electrostatic Measurk 

(11.) Electrical Quantity € = [Z'm*^"^]. — Two quantities of 
electricity, e, e', considered as concentrated in points, and at 
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the distance /, repel each other with the force k^C . ec'/i* in 
which the numerical value of C depends on the unit selected 
Putting the constant £7=1, and so giving the law its simplest 
form, h = ee'/i*, the so-called mechanical unit of electrical quan- 
tity is that quantity which repels an equal quantity at unit 
distance with unit force. 

For the square of a quantity of electricity is given as a force 
{Imt'^y compare 6) multiplied hy the square of a length, therefore 
the dimensions of a quantity of electricity in mechanical units = 

Lines of Force (Faraday). — The action of electrical quantities 
may be represented by lines. Each unit of electricity gives 
out 47r lines of force. The direction of these lines at any 
place in an " electric field " gives the direction of the latter ; 
their density — that is, their number in a bundle of unit 
section, gives the strength of the field or force exerted on a 
unit quantity of electricity at that place. 

(12.) Electrostatic Potential or " Pressure" V=[fim}r-^]. — 
When we have to do with mjisses which attract or repel as the 
inverse squares of their distances, the potential function or 
potential of these masses on any point in their neighbourhood is 
that expression the variation of which in any direction gives the 
force exerted at that point in that direction on unit mass. By 
variation we mean the amount by which the expression 
diminishes when we pass from the point considered to another 
near to it, divided by the distance between the points; in 
short, the negative differential coefficient of the expression in 
the given direction. Therefore the potential of the quantity of 
electricity 6 on a point distant I is given by c/l ; if there are 
several quantities e^, Cg, . . . present, their potential on a pdnt 
distant l^, l^ . . . from them is ejl^ + €2/^2 + . . . . The unit 
of electrostatic potential is therefore the potential of the unit 
quantity of electricity on a point at unit distance. 

The potential has further the important significance that it 
measures the quantity of work which is done by the electric 
forces when the unit quantity of electricity is removed fix)m 
that place to a very great distance from the quantity producing 
the potential. 
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(13.) Electrostatic Capacity (electrostatically measured) 
c = [fj. — In order that a quantity of electricity € may be in 
equilibrio on a conductor, it must be so distributed that its 
potential V is equal on all points of the conductor. Let the 
surroundings of the conductor be at zero potential. Then the 
potential is proportional to the quantity of electricity on the 
same conductor ; € = c. K The ratio c = e/ F is called the elec- 
trostatic capacity of the conductor. 

The capacity of a sphere is equal to its radius, for the quantity 
of electricity c uniformly distributed over a spherical surface of 
radius' r exerts on the centre, and consequently on every point of 
the sphere, the potential c/r. 

The potential of a charged conductor is therefore measured by 
the quantity of electricity which it communicates to a very distant 
sphere of unit radius connected with it by a fine wire. 

That conductor has the unit capacity which is charged to 
unit potential by unit quantity of electricity, as, for instance, 
a sphere of radius 1. 

(13a.) Dielectric Constant, or Specific Indtcctive Capacity K= 
[PmH^I, A condenser of surface /, at the relatively small dis- 
tance I from a parallel surface connected to earth, has the 
capacity K .fjiiirl where K is dependent on the nature of the 
medium separating the surfaces (dielectric of Faraday), and is 
called the dielectric constant, or specific inductive capacity of 
the medium. It is independent of the primary units. 

Magnetic Measure. 

(14.) Free Magnetism, or Strength of Magnetic Pole fi = 
[PmH~^]. — Exactly as above for electrical quantities, we may 
write the elementary law of the interaction of two hypotheti- 
cal quantities fi fi of free magnetism (or two magnetic poles 
of the nature of points, of strength fi and fi) which at the 
distance I repel each other with the force k, as k^fifi/P, 
and so obtain as unit quantity of free magnetism (or strength of 
unit pole) that quantity or pole which exerts unit force on a 
similar one at unit distance. 

(15.) Magnetism of Bar, or Magnetic Moment M=[l^H'^]. 
— Each magnet has equal quantities of free positive and nega- 
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tive magnetism. The simplest bax-magnet would consist of 
two opposite poles of the nature of points, and of equal 
strengtL If ± /* be the quantity of magnetism which is con- 
tained in each pole, and I the distance between them, the 
action of the bar at a distance will be proportional to Ifiy which 
is the magnetic moment, or, shortly, the magnetism of the bar. 
A magnet which consists of two poles, with the quantity db 1 of 
free magnetism (or of unit strength), and separated by unit 
distancefrepresents the unit of strength of a bLmagnet 
The unit [cm. g.] is 10000 times greater than [mm. mg.] 
The Specific Magnetism of a Bar is the ratio of the 
magnetic moment to the mass or volume of the magnet. It 
amounts in very thin bars to at most about 100 cm.* g."* 
sec."^ for each grm. of steeL . 

Action at a Distance. First Position. — The magnetic pole 
fjL lies in a line passing through the two poles, at a distance L 

from the centre of the magnet /a ( . M 

The total force exerted on fi is the difference between that 
exerted by the two poles, or 

* = ;«y.'[l/(i - iO^ - 1/{L + m = tV-'  2il/(i» - iP)* 

I/A = M, the magnetism of the bar, and therefore 

k = 2M/L/{L^ - iP)2 = 2Mf//D . (1 - iP/^«) -^ (i ) 

or by expansion in series (p. 10, formula 1) 

k = 2Mf//L^ . (1 + JP/Z* + rWZ* + . . .) 

It is desirable to work at distances sufficiently great to admit in any 
case of the third term being neglected. If X be sufficiently large 
as compared to I for |P/-^* ^ ^® neglected compared to 1, the ex- 
pression becomes simply k = 2MfijL\ 

Second Position, — The magnetic J)ole fi is placed on a line 
perpendicular to the axis of the magnet^ and passing 
through its centre, and at the distance L from the 7^* 

middle of the magnet. The dissimilar pole exerts an /a' I ( 
attractive force = /"./^'/(Z'* + JP), and the similar pole a ' ' 
repulsion of like amount. Both forces are resolved, "^ ^ 

according to the parallelogram of forces, into a single force acting 
parallel to the axis of the bar. , 

k = /x/x7(L2 + iI2) . l/v/i^^2 = Ml/ ID . (I + iIVZ«)-l (2) 
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for which we may write 

k = Mfj:/L^,{l-i^/L^ + ^l^/L^+ . . .) 

At a very great distance Z, the expression becomes k = Mfi/L^. 

If we replace the magnetic pole fjf by a short magnetic needle, 
at right angles to the direction of the force, and of the length V, 
and of which each of the poles has .the strength //, a couple 
will be produced exerting a moment of rotation 2kV/2 = kl upon it. 
Since /xT is the magnetic moment of the needle M\ the moment of 
rotation exerted on it by another magnet M at the distance L 
(great compared with the length of the magnets) will be — 

In the first position to it, P = 2MM'IL\ 
In the second position P = MM'fl?, 

Hence we may also define the unit of bar-magnetism as 
follows : — 

The unit of bar-magnetism is possessed by a bar which 
exerts on a similar bar at the (great) distance Z, in 
^^ first position (compare previous page), the moment 
of rotation 2/Z^, or in the second position, that of 

1/Z8. 

If the length t of the needle is not small enough for P to be 
neglected as compared to L^, the following factors must be included 
in the expressions for k, i,e. 

In the First FosUum 1 - ^t^LK 
In the Secmd Position 1 + f r^/Z*. 

If the deflected magnet makes an angle <^ with the direction 
of the force, the moment of rotation will obviously be obtained by 
multiplying the above result by cos <^. 

What is here indicated for ideal magnets, with points for poles, 
is also true of the actual. For, in action at a distance, in slender 
magnets at distances at which I^ may be neglected as compared to L\ 
there are two mean points in which we may consider the positive 
and negative magnetism to be concentrated. Ordinarily, the distance 
apart of these " poles " (the " reduced length ") is about ^ that of 
the bar. If this is not assumed, the length of the magnet must be 
eliminated by the Gauss method (59, II.), by observations at two 
distances. Calculation by the unabridged formulae 1 and 2 (see 
previous page) is more accurate than that by expansion in series 
with a correcting term, and the expressions for M/H on p. 244 are 
so obtained. 

Separation of a Magnet in Components* — A magnet M which 
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forms the angle a with the connecting line may be considered 38 
regards action at a distance as consisting of two bars of the 
strengths M cos a and M sin a acting from the first and second 
positions respectively. 

(16.) Magnetic InUnsity of a Place, or Strerigth of a Mctgnelic 
Fidd H= \l'^rn^t'^\ — ^At any place a magnetic pole is usually 
acted on by a force k proportional to the strength /t of the 
pole, or A; = fJT. The quantity H, which is the force exerted 
on a unit pole, is the intensity of magnetic force at the place, 
or, shortly, the magnetic intensity, or strength of magnetie 
field. 

The dimensions are [klii'\ = [lmf'^l\l^mH'^'] = [l'^mH'^\ 
Quantities given in mg. mm. must therefore be divided by 10 
to convert them to cm. g. 

The intensity produced at ^ by a magnet M at A is given by 
the right-angled triangle ABC, Let AD=^AC. Then BD is the 

direction, and M . AR^ . BDjAD is the 
intensity of magnetic force at B> Proof 
is easy by separating in components (Na 
15, end). 




■^ The moment of rotation of a 

magnet perpendicular to the direction 
of force, and with two poles d=A^ at a 
distance I apart, is 2/iff .^l = fdE'=MB', where M is the 
magnetic moment of the needle. We may therefore define the 
u7iU of magnetic intensity as that which exerts a unit moment 
of rotation on a bar of unit magnetic moment at right angles 
to the direction of the force. 

Supposing that the magnet makes the angle ^ with 
the direction of the force, we have a moment of rotation 
= MH sin (f). But MH is that magnitude which we have 
previously called directive force, and it determines, therefore, 
the equation fi/Tr^^K/MIT for time of oscillation t, and 
moment of inertia K. (See No. 10.) 

For horizontally oscillating magnets, ff is the horLzontal 
component only of the intensity. 

Let the horizontal intensity H amount to 0*2 cm,~^g.isec'\ A 
thin magnetic bar is 10 cm. long and weighs 20 g. Its moment of 
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inertia ir=20x 102/12 = 167 cm,\ Let the maguetism of the 
bar be if = 400 cmAg.hecr^ ; then the time of oscillation is 

i = 3-14 n/167/(400 x 0-2) = 4*5 sec. 

The angle through which a short magnetic needle is deflected 
from the magnetic meridian by another magnet is obtained as 
follows : — 

The magnet M is placed in the '^ first position ** (59, II.) to the 
needle, of which the moment is M' and distance L, If <^ be the 
angle of deflection, the moment of rotation exerted by the magnet 
for this angle = 2MAr/L^. (1 + ^l^/L^) cos <f>, which is equal to that, 
Af'H sin exerted by the terrestrial magnetic force. Therefore — 
tan.<l>= 2/^3 . M/H, (1 + ^i^D). 

In the '^ second position '' the factor 2 disappears, and instead 
of JP we have - f l^. 

The quantity expressed by t; on p. 242 has also the significance 

that the polar separation of the magnet is represented by V 2?/ in 
the first, and V - f ?; in the second position. 

Lines of Force. — The magnetic intensity may be repre- 
sented by lines (Faraday) of which the direction gives that 
of the force and the density (number per unit of surface 
measured at right angles to their direction) represents its 
intensity. 

From a magnetic pole + /a or — /a, iirfi positive or negative 
lines of force pass into surrounding space. Within an ideal 
magnet the lines run parallel to the axis from the south to 
the north pole. The number of lines divided by 47r is the 
magnetic moment of the magnet per unit of length. From 
an actual magnet lines of force also pass out laterally, each 
line passing out representing the quantity of free magnetism 
l/47r. 

Constant of magnetisation k (" susceptibility ") is the ratio 
of the specific magnetism (per unit of volume) of a body to 
the total force which causes the magnetisation. 1 + 47r/e is 
called " permeability." 

Galvanic Measure. 

(17.) Current-Strength. Mechanical or Electrostatic Measure 
i = [ZW^~^]. — This is the electrostatically measured quantity 
of electricity (No. 11) which passes through a section of the 

2 E 
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circuit in unit of time, and hence the unit of currerU-sirength 
is that current in which unit quantity of electricity passes. 

(18.) Chemical Current -Measure. — Here the unit is that 
current which in unit time effects unit chemical action. 

If we knew the absolute number of the atoms in a body 
this unit of electrical quantity would be most simply deter- 
mined as that which separated 1 (univalent) atom. So long 
as we do not know the nimiber of the atoms, and can refer 
only to the weights separated, this measure is not absolute in 
the full sense, for the quantity of an electrolyte decomposed 
by the current is dependent on the nature of the substance; 
and hence, not only on units of mass, length, and time, but on 
an arbitrary quantity of the substance employed. Since the 
decomposition of equivalent weights is proportional (Faraday), 
and since the chemist takes that of hydrogen as unit, we 
employ in current -measurement the separation of a unit of 
hydrogen as unit of chemical action. 

(19.) JSlectromagnetic (or Weber's) Current -Measure t = 
[fimH"^]. — The (transverse) force exerted between a rectilinear 
portion of a current of length I and of strength i and a magnet 
pole fi, at a distance L from the current-element, measured at 
right angles to its direction, is k = Clifi/Z^. Taking C= 1, we 
may define the electromagnetic unit of current-strength as a cir- 
cular current of which unit length exerts unit force on a unit 
magnetic pole in its centre, 

A closed circular current i of the radius B exerts on a magnetic 
pole in its centre the force k=fd2irE/IP=fd . 2'!r/B. Compare 64 

Electrodynamic CurrerU- Measure is identical with electro- 
magnetic, if Ampere's law be stated as follows : — ^Two similarly 
directed currents i and i' in the straight conductors I and f, 
at the (relatively great) distance L apart, attract each other 
with the force 2lil'i'lL^ when they are perpendicular to the 
connecting line between them, and repel each other with the 
force lU'i'jL^ when they lie in the Une. In other positions 
they are reduced by the parallelogram of forces to components, 
which either have one of the above relative positions, or are 
perpendicular to each other, and which therefore have no 
mutual action. 
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Magnetic Moment of a Closed Circuit, — A plane surrounded 
hy a current i measured as above, which encloses the surface 
f, acts at a distance like a magnet perpendicular to the sur- 
£iBM5e, of which the moment M=fi, We may therefore define 
a unit current as that current which, enclosing a unit area, 
acts at a distance as a unit magnet. 

Proof for a circular current of radius r, which acts on a magnetic 
pole fM, in its axis at the distance L, Each small portion A. exerts 
the force k=Xifi/{L^ + i^), The component of this force towards 

the axis is =k.r/ iJD -h r^ = A. . r%\L\(I}' + r^)*. The sum of all these 
components is 27rr . r%\i,\(I}' + r^)*, or, for a large Z, is equal to 
2irr* . i/A/Z^ The other force -components are eliminated. The 
current^ therefore, acts like a magnet of moment tttH, 

Bobbins, — A cylindrical bobbin, uniformly wound with n coils 
per unit of length, acts externally exactly as if the two end surfaces 
were coated with free magnetism of the surface-density ni. In the 
interior of a bobbin, which is long in proportion to its diameter, a 
magnetic field of the strength of 2Tmi is produced at the end sur- 
faces, and at some distance within it becomes constant = iirni 

The cm. g. unit of current -strength is 100 times greater 
than the mm, mg. unit. The current 1 cm.* g.* sec.""^ or 1 
weber passes in 1 sec. through each section 30 x 10® electro- 
static cm. g. units ; it decomposes in 1 sec. 0*933 mg. of water, 
or separates 11*18 mg. silver (Table 27), Weber's "electro- 
chemical equivalent." 

Technical Unit, 1 ampere = 0*1 cm.* g.* sec."^ * — The 
qtiantity of electricity of 1 ampere-sec. corresponds to 30 x 10* 
electrostatic units or 0*0933 mg. water or 11 18 mg. silver. 

(19a.) Cv/rrent-Qaantity, Electrical Quantity {Electromagnetic 

* This unit has the disadvantage that current-strengths obtained from direct 
measurements with the tangent compass, etc., must be multiplied by 10 to ex- 
press them in it, and that it cannot be used direct to calculate the magnetic action 
of a current, e,g, the magnetic field within a bobbin, but must be first reduced 
to absolute cm. g. measure by division by 10, in order to calculate further with 
cm. g. If we calculate, as is customary teclmically with ampere windings per 
cm. of a bobbin, the result is the same as if we had adhered to the mm. mg. 
system. 

It would have been much better at once to have introduced the current- 
strength 1 cm. g. as technical unit, since very powerful currents are often 
practically employed. (Perhaps such a unit might provisionaUy be called a 
• ' decampere. " — Trarw. ) 
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Mecuure) e = [/^m^]. — ^The quantity passed through a section of 
the dicuit in unit time by unit current forms the unit quan- 
tity in this measure. 

Technical Unit, — ^The quantity which passes through section 
of circuit in 1 sec. with 1 ampere current or 1 amperes-sea is 
called 1 conlamb = 0'1 cm.* g.^ and is 30 x 10® electrostatic 
units. It separates 1*118 mg. silver (19). 

(20.) Electromotive Force or Potential Difference {EUetro- 
magnetic Measure) e = \l^mH^^. — The absolute measure for 
this magnitude is deduced by Weber from the phenomena of 
magneto -induction. The law may be stated in its simplest 
case as follows:— In a field of uniform magnetic intensity 
JT (16) a rectilinear conductor of length I is moved perpendica- 
larly to itself and to the direction of H with a velocity u. By 
this motion an electromotive force e is induced in the con- 
ductor proportional to the length /, the magnetic intensity H, 
and the velocity u. Taking simply e = lffu, we have as 
unit of electroTnotive force that force which is induced in 
a rectilinear conductor of unit -length, moving with unit 
velocity across a unit magnetic field in a direction at right 
angles to itself and to the magnetic force. 

The electromotive force is given above as length x magnetic 
intensity x velocity =i x I'^m^t'^ x //'^ss/t-m*/"*. 

If, for instance, in Central Grermany, where the total magnetic 
intensity =0*45 cm."^ g.* sec.~^, we hold a straight wire of 1°- 
length perpendicular to the line of dip, and move it perpendicular 
to itself, and to the magnetic dip, with a velocity of 1 m. per second, 
the induced electromotive force = 100 x 0*45 x 100 = 4600 
cm.' g.* sec."^. 

Law of Magnetic Induction after Neuinann. — The same 
absolute unit of electromotive force in the following form 
forms the basis of the law of induction. A conducting wire of 
any form is moved in the vicinity of magnets with the 
velocity u. To obtain the EM,F, induced in the conductor, 
it may be figured as traversed by a current of 1 weber. 
Forces will then be exerted by the magnets on the unit 
current, of which p is the sum of the components at any 
instant in the direction of the actual motion. The induced 
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E.M.F. at this instant is then e = — -jpt^. In the case of rotation 
p is the component of the moment of rotation in the plane of 
rotation, and u the angular velocity. 

Liries of Force. — In many cases the law of induction is 
conveniently put in the following way. If a conductor be 
moved in a magnetic field (or a magnet in the neighbourhood 
of a conductor), the EM,F. is equal to the number of lines of 
force cut by the conductor in unit of time (comp. 16), regard 
being had to their sign. 

The EMF, 1 cul' g.* sec.'^ is 1000 mm.' mg.* sec."^ = 
^ 10® electrostatic cm. g. units of potential, or about t^r ■'^^^ 
Daniell or ^^ 10^ Bunsen elements. 

Technical Unit, — 1 volt =10® cm.' g.* sec."*. 1 electro- 
static cm. g. unit of potential =300 volts. 1 Daniell 
element = about 1*1 — 12 volts. 1 Bunsen = about 1'9 
volts. 

Induction by Earth-Inductor (80, 82) is given in absolute measure 
by the following considerations. 

We figure the coils as projected on a plane perpendicular to the 
direction of the earth's magnetism. Let the sum of the surfaces 
surrounded by all the coils change its amoant at a certain instant 
during the revolution by the small magnitude df in the short time 
dt At this instant, therefore, the induced electromotive force in 
absolute measure = the magnetic intensity H multiplied by the 

velocity -^ of the change of plane ; and e = H jr- 

If the inductor be turned through 180° from an original position 
perpendicular to the direction of H, the integral value of this 
induction impulse is y€<^< = 2/£r. 

This rule is included in the following more general statement. 
A closed conductor of the surface of coils / is moved in a magnetic 
field, which is not necessarily homogeneous. H^ and J?^ ^® ^^® 
components of magnetic intensity perpendicular to the coil surfaces 
at the beginning and end of the motion ( + or -). Then the 
integral value of the induced E.MF. i&fedt=^f{H^-H^. If an 
inductor perpendicular to a field of intensity H is completely with- 
drawn from \tyfedt=fH, 

Mctgnekhlndudor (81). — ^A short magnet of moment M, from a 
great distance, is pushed into the middle of the axis of a bobbin 
which is long in proportion to its diameter, or similarly withdrawn. 
The integral value of the E.M.F, so induced is ^imM^ where n is 
the number of coils per unit length of the bobbin axis. 
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Potential Difference, — ^The KM.F. of a batteiy is pro- 
portional to the PJ). of the poles when the circuit is open. 
Considering the two magnitudes as identical, we obtain the 
conception of potential in the electromagnetic system also, 
which may be defined as the magnitude of which tiie diminu- 
tion, or negative differential coefficient, gives the force exerted 
on unit quantity of electricity. 

Formerly it was usual to express resistances in Siemens unitfl^ 
and current-strengths in mm. mg. units, and following Ohm's law, 
the unit of E.if.F. was expressed as SienL units x mm.^ mg.^ 
sec."^, which is =0*094 volts. 

(20a.) Cap<icity {JElectramagnetie Measure) e=[t'^^ — The 
Unit of Capacity in electromagnetic measure is that of a con- 
denser which, charged by the £J£J'., or to the potential 
1 cuL* g.* sec"* (20) contains the quantity of electricity 
1 cm.* g.* (19a). 

Since in the electrostatic cul g. system the unit of eL 
quantity is 3x10^^ times smaller, and that of potential is 
3 X 10^® times greater than in the electromagnetic system, the 
unit of capacity of the latter is 9 x 10^ times smaller than 
the electrostatic 

Technical Unit. — The capacity of a condenser which 
contains the quantity 1 coulomb or ampere-sec when charged 
to the potential 1 volt is 1 feirad =10"^ cm."^ sec* or 
= 9x10" electrostatic units of capacity (comp. 13). The 
microfarad iei looiooo P^^^ ^^ ^^^ farad 

An air condenser of BMcfacef cm.' and (small) separation I aa 
has a capacity f/^irl cm. electrostatic units (13 and 13a) or 
//(4iri X 9 X 10^) microfarads. For /=100 cm.* and Z=0-1 cm., 
for instance, the capacity is 100/(4 x 3-14 x O'l x 9 x 10^= 
0000088 microfarads. 

(206.) Coefficient of Self -induction or Electrodynamic Sdf 
Potential of a Condii^or, n = [/]. — ^This is the &ctoT with 
which the rate of change di/dt of a current must be multiplied 
to obtain the opposing EMJP. e induced in the conductor; 

di 

that is e = n -r- 

dt 
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The el. dynamic potential of two closed conductors on each 

other is j j- cos (dl^, dl^ x dl^ dl^ where dl^ and dl^ are the 

elements of length of the conductors at angles measured in a given 
direction, and r the distance between d\ and dl^ (Neumann). 

(21.) Resistance to Conduction {Mectromagnetic Measure), 
w — [lt'^]. — In the absolute (Weber's) system of measurement 
we make use of Ohm's law to obtain a unit of resistance from 
the units of current and electromotive force, and take as unit 
the resistance of a condv/^or, in which unit electromotive force 
produces a unit current. Dimensions = lt~^. 

^ . , electromotive force Ihn^t'^ -. , 

For resistance= : = ?r— m = ** 

current /*mu"^ 

A current-strength may therefore be expressed as a velocity, 
and may actually be so physically conceived. For instance, 
the resistance of a straight wire of unit-length is that velocity 
with which it must move through a unit magnetic field, under 
the normal conditions (p. 420), in order to produce in it a 
unit current, its ends being connected by a conductor without 
resistance, and which does not experience induction. 

1 cm.* cube of mercury at 0° C. has the resistance 94080 
cni./sec. 

1 electrostatic unit cm."^ sec. = 900*10^® cm./sec. electro- 
magnetic units. 

Technical Unit. — 1 ohm =10® cm./sec. = 1 volt/ampere, 
= 1'063 Siemens's units or m./mm.^ Hg. at 0° 0. = ^^ 10'® 
electrostatic cm. g. sec. units of resistance. 

" Legal " System. — 1 legal ohm ((Jerman) = 1060 m./mm.^ 
Hg. at 0*" C. Probably in the future the legal definitions will 
be 1 ohm = 1*063 m./nmi.^ Hg. at 0°; 1 ampere = 
1*118 mg. Ag. /sec. ; 1 volt = ohm x ampere ; 1 watt = volt x 
ampere. At present the legal ohm and volt are probably 
1*063/1*060 = 1*0028 too small 

Specific Besistance [Pt~^]. — A conductor has unit specific 
resistance, which in a column of unit length and section 
possesses unit resistance. 

In the electromagnetic cm. g. sec. system the specific resistance 
of mercury (that is, the resistance of a 1 cm. cube of Hg. at 0° C.) 
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is 94080 cm./8ec. If, however, the resistance is measured in ohms, 
the length in m. and the section in nun.^, the specific resistanoe 
is 0-9408 ; or with the " legal " ohm 0-9437. 

(22.) Current-Work, Current-Heat, — The internal work of 
the current, which manifests itself in the warming of a 
conductor, is proportional to the sq. of the current-strength x 
resistance x time of action ; or, what means the same, to the 
E,MJF. X current-strength x time (Joule). 

The advantage of the absolute system is again evident in 
the fact that by its employment the above proportionality 
becomes equality, and the current- work L may be expressed as 

L = ?vi = eii. 

This statement is true not only in the electromagnetic, 
but in the electrostatic system, as it is easily seen that in 
both cases the product of electromotive force (potential) x 
current -strength x work has the dimensions Pmt'^, which 
is that of work. If we adopt as unit of heat the quantity 
which is equivalent to unit of work, then Z is the current 
heat (Clausius, Thomson). 

Technical Unit of Current-Action, ie. Current- Work per sec — 
1 watt = 1 volt X 1 amp. (see also above). 

The above statement requires no proof for the electro- 
static system. For the electromagnetic, it follows from the 
law of magnetic induction in a moving conductor, as ex- 
pressed on p. 420, in connection with that of the conserva- 
tion of energy. In a closed conductor, which is moved 
under the influence of a magnet, an induced current is pro- 
duced, which exerts a mechanical (*' ponderomotive ") force on 
the magnet, which is always opposed to that causing the 
actual motion. By this motion, therefore, work is done 
which is equal to the product of the resisting force and 
the distance passed over. The distance is vi, where u = the 
velocity, and t the duration of the motion; the force is 
always proportional to i, the strength of the induced current 
"We may take the force as pi, and hence have ^w/=rthe 
work performed. 

p obviously signifies that force which will be exerted by 
a unit-current in the conductor on the magnet under the given 
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conditions. But as the law of induction (p. 420) asserts 
that jm is the electromotive force e in absolute measure, we 
have also for the work performed, pint = eit. If, therefore, 
we move a conductor under the influence of magnetic forces, 
and under such conditions that the MM,F. e and the current 
i arise by magnetic induction, we perform in the time t the 
mechanical work eit or ihoL 

Now, since in a metallic conductor the heat produced by 
the current is the only result of this work (in electrolysis the 
chemical action would also come into consideration), it follows 
from the law of the equivalence of work and heat that eU 
or ihut stands for that quantity of heat into which the 
mechanical work is converted by means of the current ; and 
that quantity of heat is naturally taken as unit which is 
equivalent to unit of work. 

But necessarily the heat liberated in the conductor is due 
to the interior action of the current, and hence we have in 
ihot or eit the amount of heat liberated by a current i when 
it traverses a conductor of resistance w, or is produced by the 
electromotive force e; or, in other words, its interior work. 

Take, for instance, the current 1 cm.* g.* sec."^ in a con- 
ductor of resistance of 1 ohm= 10* cm. sec.-\ In this case 
the work per sec. = 10* cm.^ g. sec."^ Now, since 42000000 
of such units correspond to 1 water-g. calorie (see No. 7), the 
current 1 [cm. g.] in the resistance 1 ohm develops heat 
= 10^/42000000 = 24 g. calories. According to the expres- 
sion i = ihi?t, and since also 1 amp. = 01 [cm. g.], the current 
i over vj ohms resistance develops in t sees. 0*24 ihat g. calories 
of heat. 

We may also say an EM.F, of 1 volt =10® cm.^ g.* 
sec."^ in producing a current of 1 amp. = 0*1 cm.* g.* sec."^ 
performs the work of 1 volt-amp.-sec. = 10*^ cm,* g. sec.'*. 
If we wish to convert this into kilogrammeters, we find (No. 7) 
that 1 kg.-wt. X meter =98060000 cm.* g. sec."*. By division, 
the work 1 volt-amp.-sec. = 0*102 kg.-wt. x meter. Beckoned 
into heat, this gives, as before, 102/428 = 0*24 g. calories. 

If we reckon 1 horse-power = 75 kg.-wt. x meters, then 
1 volt x ampere = 1 watt = 0'102 kg.-wt. x meter/sec. = 
0*00136 horse-power. 
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We may now define Weber's units in relation to the unit 
of current in the following manner : — The unit of deettxmudive 
farce is that force which, in producing a unit current, performs 
unit work in unit tuna 

Or the unit of resistance is the resistanoe of that con- 
ductor in which unit current performs unit work in unit 
time. 
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TABLE 1. — Densitt of somb Bodies. 



Alaminiom . 2*6 


Cast Steel 


. 7-8 


AcetioAcidatl6°l-068 


Biamath . 9*8 


Ivory . 
Lead . 


. 1*9 


Alcohol „ 0*7987 


Brass . . 8*1-8*6 


. 11*3 


Amyl Alcohol „ 0-809 
Anilin . „ 1-028 


Bronze 8*7 


Nickel 


. 8-9 


Calcspar 2*71 


Platinum 


. 21*6 


Benzol . ,, 0*884 


Cooper . 8*6-8*9 
Cork . 0-2 


Quartz 


. 2*66 


Carbon Bisul- 


Silver . 


. 10*4 


phide . „ 1*270 
Chloroform ,, 1*499 


German Silver 8*6 


Sulphur 


. 2*0 


Glass . . 2*4-2*6 


Tin . - , 


. 7-8 


Ether. . „ 0*720 


Flint Glass 8*0-5-9 


Wax . 


. 0*96 


Formic Acid ,, 1*21 


Gold . 19-8 


Wood, Eboi 


ly . 1*2 


Glycerine . „ 1*260 


Ice . . 0*9167 


,1 B^ec 


h . 0-7 


Nitrobenzol •,> I'^O 


Iron, Wrought 7*8 


„ Oak 


. 0-7 


Olive on . „ 0-916 


„ Cast . 7*1-7*6 


,, Pine 


. 0*6 


Toluol . „ 0*885 


„ Wire . 77 


Zinc . 


. 7*1 


Turpentine. „ 0*87 


Mei 


rcury 


at 0** 18*596 





At or Temp, and 


Compared to 
Air at Bimilar 






760ziuxi.PreBsure 


Oomparedto 
Hydrogen. 




compared to 
Water. 


Presaoreand 
Tempeiature. 


Air 


0-0012931 


1-00000 


14-446 


Oxygen 


0-0014291 


1*1052 


15*964 


l^itrogen .... 


0-0012644 


0*9701 


14-013 


Hydrofijen .... 


0*00008962 


0-06928 


1*000 


Carbonic Dioxide . 


001965 


1*520 


21*96 


Mixed Gases from Electrolysis 








of Water .... 


0-0005360 


0-4146 


6*987 


Aqueous Vapour 


0*000804 


0*6218 


8-982 



TABLE 2. — Reduction of Arbitrart Hydrometer Scales. 



LlOHTBR THAN WaTEB. 


Hbavibr than Watbb. 


8p.gr. 


Baami. 


Beck. 


Oartier. 


8p.gr. 


Baum^. 


Beck. 


Twaddell. 


0*75 


68*4 


66*7 


o 

• • • 


1-0 


o 

0*0 


0-0 


0*0 


0*80 


46*3 


42-6 


48 


1-1 


13*2 


16*4 


20-0 


0*86 


85-6 


80*0 


33*6 


1-2 


24-3 


28*3 


40*0 


0-90 


26 1 


18-9 


25-2 


1*8 


38*7 


39-2 


60-0 


0-95 


17-7 


8*9 


17-7 


1-4 


41-8 


48*6 


80-0 


1*00 


10-0 


0*0 


11-0 


1-6 


48-8 


66-7 


100-0 










1-6 


54-9 


63*7 


120*0 










1*7 


60-0 


70-0 


140-0 










1-8 


66-0 


76 


160-0 










1-9 


69-0 


81*0 


180*0 










2-0 


73-0 


85-0 


200*0 
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TABLE 3. 

Specific Gravity of Aqueous Solutions at IS"" referred 

TO Water of 4°. 

Mostly from Geriach (Zeiisch. /. Anal. Chemie, viiL 279, 1869) 
and Rohlrausch (Pogg. Ann. clix. 257, 1876; JFied. Ann. tl 
38, 1879), also from Carius, Lunge, Mendelejeff, Schiff. 

The percentage signifies the weight of the sabstance contained 
in 100 parts by weight of the solution. The salts are anhydrous. 



X 



KHO. 
0-999 


KCl. 


KBr. 1 KI. 


0-9991 


0-999 


0-999 


5 


1-045 


1-0316 1-034 i 1-037 


10 


1-092 


1-0649 


1071 1-077 


15 


1-141 


1-0994 


1-112 1-119 


20 


1191 


11351 


1-155 1 1-165 


25 


1-242 


(1-17-2) 


1-203 1-217 


30 


1-295 




1-253 1-270 


35 


1-349 




1-308 1-330 


40 


1-406 




1-367 


1-395 


45 


1*466 




1-431 


1-468 


50 


1-528 




1-499 


1-545 


55 


• •  




V « • 


1-635 


60 


 •• 




•  • 


1-733 



KNO). 


K^4. 


KaOO». 


KsCrjOr. 


% 




0-999 


0-999 


0-999 


0-999 


1-031 


1-040 


1-045 


1-036 


5 


1064 


(1083) 1-092 


1-072 


10 


1-099 


• •  


1-141 


1109 


15 


1135 


• • 




1-192 


a •  


20 




•  




1-245 






25 




 • 




1-300 






30 




• • « 




1-358 






35 




... 




1-417 






40 




• • 1 




1-479 






45 




m • % 




1-543 






50 




m m 




• •  






55 




m • 




 •  






60 



v. 




NU,. NH4CL 


1 
N«H0.. N»a- 

1 


XaNOj. 


_ 1 
NaA. Na,S04. NasPO». 


X 



0-999 0-9991 


0-999 0-999 


0-999 


0-999 0-999 


0-999 


5 


0-978 10149.1-056 1-035 


1-032 


1026 1-045 


1-052 


5 


10 


0-958 1-0299' I'lll  1-072 


1-067 


1052 1092 


1-105 


10 


15 


0-941 10443; 1-166 1110 


1-103 


1-078 1148 (1-169) 


15 


20 


0-924 1-05S4 . 1-222 1-150 


1141 


1-105 ' ... 




20 


25 


0-910 1-0721 : 1-277 1191 


1-181 


1-133 1 ... 






25 


; 30 


0-897 . ... 


1-333 ; ... 


1-223 


1-161 ... 






30 


35 


0-885 


1-387 1 ... 


1-267 


 * * 


* • « 






35 


40 


• » • 1 • • « 


1-442 


1-314 


• • • 


* * a 






40 


45 


• •• ••• 1 X 4«fO ••• 


1*365 


1 

• • » ••< 






45 


50 


• • • 


• « • 


1-548 ' ... 

1 


1-417 


 •  


« •  






50 
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Tablb 3 — continued. 



•/. 


Lia. 


BaCls. 


SrCla. 


CaClj. 


MgClj. 


Mg804. 


ZnSO^. 


cuao4. 


7o 





0-999 


0*999 


0-999 


0*999 


0-999 


0-9991 


0-999 


0*999 





5 


1-029 


1-046 


1-044 


1-042 


1-041 


1 -0607 


1-052 


1*050 


6 


10 


1-057 


1-094 


1-092 


1-086 


1-085 


1-1044 


1-108 


1-103 


10 


16 


1-085 


1-148 


1-148 


1*188 


1-130 


1-1612 


1-168 


1*161 


15 


20 


1-116 


1-206 


1-198 


1-181 


1-177 


1-2211 


1-236 


(1*226) 


20 


25 


1-147 


1-269 


1-257 


1-232 


1-226 


1 -2837 


1-307 


• • « 


25 


80 


1-181 


• • • 


1-321 


1-286 


1-278 


 •  


1*882 


•  • 


80 


85 


1-217 


• • • 


•  • 


1-843 


1-388 


• • • 


a • • 


 • • 


85 


40 


1-255 


• • • 


• • • 


1-402 


• • • 


m • • 


• • • 


• • • 


40 



7. 



AgNOj. 


PbAj. 


Ha. 


HNOg. 
0-999 


HaS04. 


H8PO4. 


Alcohol. 


Sugar 
at 17-5°. 


7. 



0*999 


0-999 


0-9991 


0-9991 


0-999 


0-9991 


0-9987 


5 


1-043 


1-037 


1-0242 1-029 


1 -0334 


1-027 


0-9904 


1-0184 


5 


10 


1*090 


1-076 


1-0490 


1-058 


1 -0687 


1-056 


0-9831 


1-0388 


10 


15 


1-141 


1-119 


1 0744 


1-089 


1-1048 


1-084 


0-9769 


1-0600 


15 


20 


1*197 


1-164 


1-1001 


11 21 


1-1430 


1-115 


0-9708 


1-0819 


20 


26 


1-267 


1-218 


1-1262 


1154 


1-1816 


ri47 


0-9644 


1-1047 


25 


30 


1*323 


1-266 


1-1524 


1-187 


1-223 


1-181 


0-9569 


1-1282 


80 


85 


1-396 


1-324 


1-1775 


1-220 


1-264 


1-216 


0-9485 


1-1626 


85 


40 


1-479 


1-388 


1 -2007 


1 -253 


1-307 


1-253 


0-9390 


1-1780 40 


45 


1-672 




• •  


1-287 


1-352 


1-292 


0-9287 


1-2041 


45 


50 


1-677 




•   


1-320 


1-399 


1-838 


0-9179 


1-2313 


50 


65 


1-792 




ft • » 


1-350 


1-449 


1-376 


0-9068 


1 -2693 


56 


60 


1*919 




• ft • 


1-377 


1-503 


1-421 


0-8964 


1-2883 


60 


66 


• • • 




• ft t 


1-402 


1-669 


1-467 


0-8838 


1-3183 


65 


70 


•  • 




ft ft ft 


1-424 


1-616 


1-615 


0-8720 


1-3494 


70 


75 


• « • 




• • • 


1-443 


1-675 


1-566 


0-8601 


1-8818 


76 


80 


• • • 




ft ft • 


1-461 


1-733 


1-619 


0-8479 




80 


86 


• •  




• ft ft 


1-479 


1-785 


1-676 


0-8354 




85 


90 


 • • 




ft ft • 


1-497 


1-819 


1-700 


0-8224 




90 


96 


• • • 




ft ft ft 


1-514 


1-839 


• • • 


0-8086 




95 


100 


•  • 




ft • • 


1-630 


1 -8384 


ft  • 


0-7937 




100 
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TABLE 3a. 

Aqueous Normal Solutions at 18**; Contents, Density, 
Electtrioal CoNDUCTivrry, and Transference of Ions. 

A Equivalent weight (0 = 16*00) equal to the contents gnn/lit 
p Percentage in 100 parts by weight 
'i8 Specific gravity of the solution. 
A«j8 Decrease of « for 1* at 18° (Gerlach). 
ik^g Electrical conductivity, referred to Mercury 0°. 
Aik/ikj8 Relative increase of A; for 1** at nearly 18*. 

n Electrical transference number of the Anion (Hittorf, EuBchel). 

«, k, and Aifc &om F. Kohlrausch, Wied, Ann. vi. 148, 1879 ; xxvi. 174 

and 195, 1885. 





A 


P 


«18 


^18 


lOB.itia • 


A*/*18 


ft 


KOH 


66-14 


5-857 


1-0479 


0-00020 


1719 


0-0186 


0-74 


KCI 


74-69 


7-138 


1 -0460 


0-00028 


917 


0-0193 


0-51 


KBr 


119-1 


11-01 


1-0814 


 • • 


960 


0-0190 


0-52 


Kl 


166-04 


14-845 


1-1186 


 • • 


970 


0-0190 


0-61 


kno. 


191-18 


9-643 


1-0602 


  • 


762 


0-0200 


0-49 


KC,H.O, 


98-14 


9-375 


1-0468 


• • • 


694 


0215 


0-38 


87-17 


8-177 


1-0660 


0-00026 


672 


0-0205 


0-50 


JKaCOs 
NH4Ci 


6914 


6-687 


1-0577 


0-00027 


662 


0-0215 


0-43 


63-49 


5-268 


1-0163 


0-00024 


906 


0-0194 


0-51 


NaOH 


40-06 


3-844 


10422 


0-00022 


1490 


00197 


0-82 


NaCl 


68-61 


6-630 


1-0392 


0-00028 


696 


0-0212 


0-63 


NaNO, 


85-10 


8-071 


1-0544 


• •  


617 


0-0215 


0-61 


NaCsHaOg 


82-06 


7-898 


1-040 


0-00022 


386 


0-0260 


0-42 


iNa^04 


7109 


6-704 


1-0604 


0-00031 


477 


0-0286 


0-64 


JNasCO, 


63-06 


5-046 


1-0517 


0-00029 


426 


0-0246 


0-66 


LiOH 


24-08 


2-843 


1 0258 


 •  


1253 


0196 


0-88 


LiCl 


42-48 


4 157 


1 -0228 


0-00022 


591 


0-0220 


0-74 


iLiaSG^ 


66-06 


5-271 


1-0446 


• • • 


887 


0-0281 


(0-7) 


iBaCls 


104-0 


9-560 


1-0890 


0-00031 


658 


0-0202 


0-64 


iSrCl, 


79-20 


7-420 


1 -0674 


0-00028 


640 


0-0207 


0-66 


iCaCl, 


65-46 


5-313 


1 -0436 


0-00026 


633 


0-0207 


0-68 


iMgCl, 


47-68 


4-689 


1-0379 


0-00023 


693 


0-0217 


0-71 


iMgS04 


60-22 


6-695 


1-0574 


0-00027 


271 


0-0225 


0-66 


iZnCIa 


68-1 


6-435 


1-0583 




614 


0*0022 


(0-7) 


iZnS04 


80-7 


7-480 


1 -0789 




248 


0-0022 


0-68 


4011804 


79-7 


7-397 


1-0776 




241 


0022 


0-70 


Yc?« 


170-0 


14-91 


1-140 




634 


0-0210 


0-50 


36-46 


3-587 


1-0162 




2780 


0-0169 


0-17 


HNOj 


68-04 


6-109 


1-0319 




2770 


0-0160 


0-17 


JH^04 


49-06 


4762 


1-0802 


0'0(k>24 


1820 


0-0120 


0-17 



Dbnsitt Q op Water at 
Tbhfebature f. 

(From detenniDationa of 

Deepretz, Hagen, HallBtrom, 

J0II7, Kopp, Matthieasen, 

Kerre, and RosettL) 

Also Volome V ol a glora veuel at 15°, 
wfaicli at the tamperatare id the table 
appeal* to contain I gem. of water when 



•■ 


Q- 


Dlir, 


"- 


Diff. 


0° 


0-69988 




1-00166 






99993 


1-00148 






0-S9997 




1-00142 






'89999 


100187 






l-OOOOO 




1-00134 


- 2 




-99999 




1-00132 




0-99997 


1-00132 


+ 1 
+ 2 
+ 4 
+ 5 

-t- 7 
+ 8 
+ 6 




'99993 




1-00133 




0-99988 


1-00186 




0-99982 


100139 




89974 


1-O0144 




0-69865 


1-00151 




0-99655 


1-00169 




0-66943 


1-00168 




0-69930 


1-00179 


+ 12 
+ 13 

+ 16 
+ 16 
+ 18 
+ 19 
+ 19 
+ 21 
+ 21 
+ 22 

+ 24 
+ 26 
+ 26 
+ 27 




0-99616 


1-00191 




0-B99O0 


18 
19 
20 
21 
22 
23 
23 
25 
25 
27 
27 
28 
29 


1-00204 




0-9B884 


1-00218 


IS 


0-99868 


1-00233 


19 


0-99S17 


1-00249 


20 


0-86827 


1-00267 


21 


0-99806 


1-00286 


22 


0-69784 


1-00305 


23 


0-98761 


1-00326 


24 


0-99738 


1-003*7 


25 


0-99713 


1-00869 


26 


0-86688 


1-00862 


27 


0-66661 


1-00416 


28 


0-99634 


1-00441 


28 


0-88606 


1-00487 


80 


0-96677 


1-00464 



Speoifio Volume op 
Water. 

Volume of 1 Grm. of 
Water in Cubic Ceoti- 
meters between 0° and 
100°. 



1 Temp. 1 Volu»*. 


,.™.„,r. 


1 100 1 1-0432 


0-00012 
0-00018 
0-00024 
0-00028 
0-00032 
0-00086 
0-00040 
0-00048 
0-00048 
0-00060 
0-00058 
0-00068 
0-00062 
0-00064 
0-00066 
0-00070 
0-00074 
0-00076 
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TABLE 6. 



DkXSITT of I>RT AnOSPHKRiC AlK. 



Compared vith Water mt 4* C 



For Tanperature t and 



(CompL 16.) 



H 



5. 45*; 



u 


H=:u^u 


.r.^ 


:,^ 


• ^R^^^^ 


m '^^P^HL 


• 9f^^^^ 


<4VB^k 


-w 




S: 




0-'» 


0->J 


O'-'O 


:•> 


0<A 


Oi>:« 


o-<«o 


0-05 






0' 


1191 


120? 


1225 


1242 


1-259 


1276 


12M 


I^- ' 




Xa 


1 


iia; 


1204 


l.r2l 


1237 


1254 


1271 


12*^? 


I y.z 


-1 


— - -t 


2 


11^2 


r.>& 


1216 


1233 


125*D 


1267 


12M 






3 


3 


1179 


1195 


12:1' 


122? 


1245 


1262 


1279 


A  ^^9 




5 


4 


1174 


11:^1 


1-.' 7 


1224 


1241 


125S 


1274 


1291 




• 


5 


1170 


11^6 


l-.»3 


lir^j 


1236 


1253 


1270 


12s« 




S 


6 


1H5 


ll*'-' 


ll;<» 


1215 


1232 


124> 


lL'65 


12S2 




10 


7 


1161 


117? 


1194 


1211 


lr27 


1244 


1261 


1277 


• 


12 


8 


1157 


1174 


1190 


12v»7 


1223 


1240 


1256 


1273 


« 

^ 


14 


9 


1153 


11G9 


ll!>6 


1202 


1219 


1:^35 


1252 


126S 


9 


15 


10' 


1149 


1165 


11?1 


1195 


1214 


1231 


1247 


12»4 




16 


11 


1145 


1161 


1177 


1194 


1210 


1227 


1243 


1259 


i» 


■^ 2 


12 


1141 


1157 


1173 


1190 


12':-5 


1-222 


12SS 


1255 


2 


3 


13 


1137 


1153 


1169 


11 ?5 


12J2 


121s 


1234 


1-250 


3 


5 


14 


1133 


1141^ 


1165 


11^1 


i:vs 


1214 


1-230 


1246 


4 


6 


15 


1129 


1145 


1161 


1177 


!ly:i 


1209 


1226 


1242 


5 


S 


16 


1125 


1141 


1157 


1173 


11S9 


1205 


1221 


1237 


6 


10 


: 17 


1121 


1137 


1153 


1169 


11n5 


1201 


1217 


1233 


4 


11 


1 18 


1117 


1133 


1149 


1165 


11%1 


1197 


1213 


1229 


8 


13 


I 19 


1113 


1129 


1145 


1161 


1177 


1193 


1209 


1225 


9 


14 


j 20" 


1110 


1125 


1141 


1157 


1173 


1189 


1205 


1220 




15 


21 


1106 


1122 


1137 


1153 


1169 


1185 


1200 


1216 


1" 


-^ 1 


' 22 


1102 


• Ills 


1133 


1149 


1165 


1181 


1196 


1212 


2 


3 


. 23 


1098 


1114 


1130 


1145 


1161 


1177 


1192 


120s 


3 


4 


1 24 


ir»95 


1110 


1126 


1141 


1157 


1173 


1198 


1204 


4 


6 


|25 


1091 


1106 


1122 


113S 


1153 


1169 


1184 


1200 


5 


7 


26 


10S7 


1103 


1118 


1134 


1149 


1165 


1180 


1196 


6 


9 


27 


10S4 


101*9 


1115 


1130 


1146 


1161 


1176 


1192 


7 


10 


 28 


lOSO 


1095 


nil 


1126 


1142 


1157 


1173 


IISS 


8 


12 


29 


1076 


1 10^2 


1107 


1123 


113S 


1153 


1169 


1184 


9 


13 


30' 


1073 


10S8 


1103 


1119 


1134 


1149 


1165 


1160 
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TABLE 7. 



Rbdvction of Volume of Gas to 0° C. and 760 mm. 



t. 


1+at. 


(. 


l+a<. 

• 


t. 


l+at. 




H. 


H. 

760* 


H. 


H. 

760* 




1-0000 


4r 


1-1606 


82* 


1 -3009 


0* 


mm. 




mm. 




1 


1-0037 


42 


1-1541 


83 


1 *3046 




700 


0-9211 


740 


0-9737 


2 


1-0073 


43 


1-1678 


84 


1*3083 




701 


0*9224 


741 


0*9760 


3 


1-0110 


44 


1-1616 


86 


1-3119 




702 


0*9287 


742 


0-9763 


4 


10147 


45 


1 -1651 


86 


1*3156 




703 


0-9260 


743 


0-9776 


5 


1-0183 


46 


1-1688 


87 


1-3193 




704 


0-9263 


744 


0*9789 


6 


10220 


47 


1-1725 


88 


1-3230 




705 


0*9276 


745 


0-9803 


7 


1-0267 


48 


1-1762 


89 


1*3266 




706 


0*9289 


746 


0-9816 


8 


1-0294 


49 


1-1798 


90 


1*3303 




707 


0-9303 


747 


0-9829 


9 


1-0330 


60 


1-1835 


91 


1*3340 




708 


0*9316 


748 


0-9842 


10 


1-0367 


61 


11872 


92 


1 *8876 




709 


0*9329 


749 


0*9855 


11 


1-0404 


52 


1-1908 


93 


1*3413 




710 


0*9342 


760 


0*9868 


12 


1-0440 


63 


1 -1945 


94 


1 *3450 




711 


0*9365 


751 


0*9882 


13 


1-0477 


54 


1-1982 


95 


1 *3486 




712 


0-9368 


762 


0*9895 


14 


1 -0614 


55 


1 -2018 


96 


1*3623 




713 


0*9382 


753 


0*9908 


15 


1 -0650 


56 


1 -2056 


97 


1*3560 




714 


0*9895 


764 


0*9921 


16 


1-0587 


57 


1 -2092 


98 


1 -3597 




716 


0*9408 


766 


0*9934 


17 


1-0624 


68 


1-2129 


99 


1 *3683 




716 


0*9421 


766 


0*9947 


18 


1-0661 


69 


1-2166 


100 


1 *3670 




717 


0-9434 


767 


0*9961 


19 


1-0697 


60 


1 -2202 


101 


1*3707 




718 


0*9447 


758 


0-9974 


20 


1-0734 


61 


1-2239 


102 


1-3743 




719 


0*9461 


769 


0*9987 


21 


10771 


62 


1-2276 


103 


1 -3780 




720 


0-9474 


760 


1 *0000 


22 


1-0807 


63 


1-2312 


104 


1 *3817 




721 


0*9487 


761 


1*0013 


23 


1-0844 


64 


1-2349 


105 


1*8853 




722 


0*9500 


762 


1 *0026 


24 


1-0881 


65 


1 -2385 


106 


1-3890 




723 


0*9613 


763 


1-0039 


25 


1-0917 


66 


1*2422 


107 


1 -3927 




724 


0*9626 


764 


1 -0063 


26 


10964 


67 


1*2469 


108 


1*3964 




725 


0*9639 


765 


1 -0066 


27 


1-0991 


68 


1*2496 


109 


1 *4000 




726 


0*9663 


766 


1 0079 


28 


1-1028 


69 


1 *2632 


110 


1 -4087 




727 


0*9666 


767 


1 -0092 


29 


1 -1064 


70 


1 *2669 


111 


1 *4074 




728 


0*9679 


768 


1-0105 


30 


1-1101 


71 


1-2606 


112 


1-4110 




729 


0*9692 


769 


1-0118 


31 


1-1138 


72 


1 -2642 


113 


1*4147 




730 


0*9605 


770 


1*0132 


32 


1-1174 


73 


1*2679 


114 


1*4184 




731 


0*9618 


771 


1*0145 


33 


1-1211 


74 


1*2716 


116 


1*4220 




732 


0*9632 


772 


1-0158 


34 


1-1248 


75 


1 -2762 


116 


1*4257 




733 


0*9645 


773 


1*0171 


35 


1-1284 


76 


1*2789 


117 


1 -4294 




784 


0*9668 


774 


1-0184 


36 


1-1321 


77 


1 -2826 


118 


1*4331 




785 


0*9671 


775 


10197 


37 


11868 


78 


1 '2863 


119 


1*4367 




736 


0-9684 


776 


1*0211 


38 


1*1395 


79 


1*2899 


120 


1*4404 




737 


0-9697 


777 


1 *0224 


39 


1-1431 


80 


1 '2936 








738 


0*9711 


778 


1*0237 


40 


1 1468 


81 


1*2973 








739 


0-9724 


779 


1 *0250 


41 


1-1606 


82 


1*3009 






740 


0-9737 


780 


1 *0268 



2f 
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TABLE «, — ^KeipCCtios or a WwhansG 

TO WjCOHT nt TArro. 



c 



1-0 

1^ 
1^ 
l-a 

1-4 
1-5 
l-< 
1-7 
1 ^ 
1^ 
2-0 



• -*# 

1 :* 

a^ 
0-7^ 
0-71 

0-<51 
0'-V5 
0-52 
0'45r 
4« 



2^ 
2-S 

4^ 
415 

7-5 



4.'- 

C^i-i7 

124 

0-*>42 
0<r2& 

0-»7 



• ^r <jf. 



11 
12 
13 
14 
15 

17 
1ft 

19 
20 
21 



 4 «.••-* 

0-0*4 
0-045 

O-'.'i.i 
0-0*5 
0-072 
0-«'7« 
0-v«0 
0-0S3 ' 

o-os«! 



— #»-•■ 



if Oat boCT 



to red 



be 
Cf.TLlL 



TABLE 8a. — Gravitt ^ akd Lksgtb I or the Scconds 
PEia>ULrM IN LAirruDK ^ (20, 3)l 

In Utitade 45*, ^|,= 980*62 em/sec*. 



! ^ 



/ 



0* 



10 



20 



30 



40 



50 



80 



70 



80 



90 



g 9781 978-2 9787 979*3 9^0-2 9811 981-9 982-6 , 983-0 983-2 

j cm/sec* 



^ .0-9974 0-9976 0*9980 0*9987 0*9995 1*0005 1-0018 1-0020 1-0024 1-0026 



99-10 99*12 , 99*15 99*23 99*31 j 99*40 99*49 99-56 ' 99*60 ! 99*62 

' ' ' . I ! cm. 



TABLE 9. — (Coefficients of Expansion for 1** C. 

The length X of a body is increased by fiL for each degree of increased tempem- 

tare, and its volume Kby SfiV. (Compare 26.) 



Alnmininm 


. 0*000023 


Brass . 


0*000019 


Lead . 


. 0-000029 


German Silver 


0*000018 


Iron 


. 0000012 


Platinum 


0-000009 


Glass . 


. 0*0000085 


Platinum-iridium . 


000009 


Gold . 


. 0*000015 


Silver . 


0*000019 


Copper 
Valcanite 


. 0000017 


Zinc 


0*000029 


. 0*00008 


Tin . . . 


000023 



Wood with the grain 



0-000003 to 0-0000010 



The volume Fof mercury increases 0*000181 of its volume at 0"* for 1*. 

At 15"* a solution of p per cent of the following substances expands for 1":— 
Strong spirits of wine, 0*0003 + 0-000009^; sugar, 0*00016 + 0*000004/); common 
salt, dilute sulphuric acid, 0*00016 + 0*000010 j?. 

Cf, for expansion of solutions Table 3a. 
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TABLE 10. — Conducting Power for Heat. 

(From Angstrom, Neumann, Kirchhoff and Hanseman, H. Weber, F. Weber, 

Lorenz, F. Eohbrausch.) 

Through a cube of 1 cm. of which two opposite sides have a difference of 
temperature of l** there passes in 1 sec. a quantity of heat measured in Gram- 
calories as follows : — 



Bismuth 


. 0-01 


Lead . 


. 0-08 


Brass 


0-15 to 0-30 


Platinum 


. 0-1 


Copper . 


0*50 to 0-90 


Silver . 


. 1-0 


German Silver 


. about 0-08 


Steel 


. 0-06 to 0-14 


Glass ^ 


. about 0*001 


Tin 


. 0-14 


Iron 


0-15 to 0-18 


Zinc 


. 0-26 



TABLE 10a. — Solubilities in Water. 

(From the detailed table by Less in Landolt and Bomstein's tables.) 

100 parts by weight of water dissolve the following parts by weight of the 

anhydrous salt. 



At Temp. 


0' 
28 


20" 


100' 


At Temp. 


0' 


20" 


100" 


KCl 


35 


67 


CaCl, 


49 


74 


155 


Kl 


128 


144 


209 


CaSO* 


0-19 


0-21 


017 


KClOj 


3 


7 


56 


MgSO, 


27 


86 


74 


KNO, 


13 


31 


250 


ZnS04 


43 


53 


95 


K^A 


8 
5 


11 
12 


26 
94 


CuSO. 
NiS04 


18 
29 


24 
40 


76 


K-CO3 
NH4a 


83 
28 


94 
37 


154 
73 


1© 


120 
6 


240 
7 


900 
54 


NaCl 


35-5 


36-0 


39-6 


Cane Sugar 


186 


203 




Na^COj 


7 


26 


47 










LiCl 


64 


80 


130 










Bads 


21 


36 


59 











TABLE 10b. — Absorption of Gases in Water at Atmosphere 

Pressure. 

(Mostly from Bunsen.) 

1 Liter contains when saturated 

0' 



At Temp. 

Air 

Oxygen 

Nitrogen 

Hydrogen 

Chlorine 

Carbon dioxide . 

Sulphuretted hydrogen 

Sulphur dioxide . 

Ammonia 



0*032 gnn. 
0-059 
0-026 
0-002 



»i 



II 



8-6 
6-6 

228 

800 



II 
II 
If 
II 
)i 
II 



20' 

0-022 

0-041 

0-018 

0-002 

6-8 

1-8 

4-4 

113 

500 



grm. 



II 
i> 
II 
II 
II 
II 
II 
II 
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TABLE 11. 

Reduction of the Barometer Beading to 0' 

on account of the expansion of the Mercury and of the Scale. 

(Comp. 20.) 

If h is the height of the column of mercury as read off, t the 
temperature, /? the coefficient of expansion of the scale, we 
must^ in order to obtain the reading reduced to 0^, subtract 
from h the amount (0 000181 -/?) A/. The table contains 
this correction for a brass scale with /7= 0*000019. 

If the scale is engraved on the glass tube it is sufficient to increase 
the numbers of the Table by 0'008f. See the last column. 



i 


Observed height (A) in mm. 


1 ^VaAftfU 


w 






















+0'006t 




680. 


690. 
mm. 


700. 


710. 


720. 


730. 


740. 


750. 


760. 


no. 






mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


1 


0-11 


0-11 


Oil 


012 


0-12 


0-12 


0-12 


0-12 


0-12 


0-12 


+ 0-01 


2 


0-22 


0-22 


0-23 


0-23 


0-23 


0-24 


0-24 


0-24 


0-25 


0-25 


0-02 


8 


0-33 


0-84 


0*34 


0-35 


0-35 


0-35 


0-36 


0-86 


0-87 


0-87 


02 


4 


0-44 


0-45 


0-45 


0-46 


0-47 


0-47 


0-48 


0-49 


0-49 


0-50 


0-03 


5 


0-55 


0-56 


0-67 


0-58 


0-58 


0:59 


0-60 


0-61 


0-62 


0-62 


004 


6 


0-66 


0-67 


0-68 


0-69 


0-70 


0-71 


0-72 


0-73 


0-74 


0-75 


0-05 


7 


0-77 


0-78 


0-79 


0-81 


0-82 


0-83 


0-84 


0-85 


0-86 


0-87 


0-06 


8 


0-88 


0-89 


0-91 


0-92 


0-93 


0-96 


0-96 


0-97 


0-98 


0-99 


06 


9 


0-99 


1-01 


1-02 


1-04 


1-05 


1-06 


1-08 


1-09 


1-11 


1-12 


0*07 


10 


1-10 


1-12 


1-13 


1-15 


1-17 


1-18 


1-20 


1-22 


1-28 


1-25 


0-08 


11 


1-21 


1-23 


1-25 


1-27 


1-28 


1-30 


1-32 


1-34 


1-85 


1-87 


0-09 


12 


1-32 


1-34 


1-36 


1-38 


1-40 


1-42 


1-44 


1-46 


1-48 


1-60 


0-10 


18 


1-43 


1-45 


1-47 


1-50 


1-62 


1-54 


1-66 


1-68 


1-60 


1-62 


0-10 


14 


1-64 


1-66 


1-59 


1-61 


1-63 


1-66 


1-68 


1-70 


1-72 


1-75 


0-11 


16 


1-65 


1-68 


1-70 


1-73 


1-75 


1-77 


1-80 


1-82 


1-85 


1-87 


012 


16 


1-76 


1-79 


1-81 


1-84 


1-87 


1-89 


1-92 


1-94 


1-97 


2-00 


0-18 


17 


1-87 


1-90 


1-93 


1-96 


1-98 


2-01 


2-04 


2-07 


2-09 


2-12 


0-14 


18 


1-98 


2-01 


2-04 


2-07 


2-10 


2-18 


216 


2-19 


2-22 


2-25 


0*14 


19 


2 09 


2-12 


2-15 


2-19 


2-22 


2-25 


2-28 


2-81 


2-34 


2-87 


0-15 


20 


2-20 


2-24 


2-27 


2-30 


2-38 


2-37 


2-40 


2-4$ 


2-46 


2-49 


0*16 


21 


2-31 


2-35 


2-38 


2-42 


2-46 


2-48' 


2-62 


2-56 


2-59 


2-62 


017 


22 


2-42 


2-46 


2-49 


2-63 


2-57 


2-6q 
2-72 


2-64. 


2'67 


2-71 


2-74 


0*1^ 


28 


2-53 


2-57 


2-61 


2-66 


2*68 


27^ 


2-79 


2-88 


2-87 


0*18 


24 


2-64 


2-68 


2-72 


2-76 


2-80 


2-84 


2-88, 


2-92 


2-96 


2*99 


0-19 


25 


2-76 


2-79 


2-84 


2-88 


2-92 


2-96 


8-00 


8-04 


3-08 


8 12 


0-20 


26 


2-86 


2-91 


2-96 


2-99 


3-08 


3-07 


3-12 


8-16 


3-20 


8-24 


0-21 


27 


2-97 


3 02 


3 06 


3-11 


3 15 


319 


3-24 


3-28 


3-82 


8-87 


0-22 


28 


3-08 


3-13 


3-18 


8-22 


3-27 


3-31 


8-36 


3-40 


8-45 


8-49 


0-22 


29 


319 


3-24 


3-29 


3*34 


3-38 


3*48 


3-48 


3-52 


8-67 


3-62 


0-28 


30 


3-30 


3-35 


3-40 


8-45 


3-50 


8-65 


3-60 


8-65 


8-69 


8-74 


0-24 
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TABLE 12. 

Mean Height b of Barometer at Elevation H above the 

Sea-level. 

Temperatiire of Air taken at lO"" C. 



s. 


H. 


&. 


b. 


H. 


H. 

• 


b. 


b. 


meters. 


Bng. feet. 


mm. 


inches. 


meters. 


Bng. feet. 


mm. 


inches. 








760 


29-92 


1000 


8280 


674 


26-53 


100 


828 


751 


29-57 


1100 


3608 


666 


26-22 


200 


656 


742 


29-21 


1200 


3936 


658 


25-90 


800 


984 


733 


28-85 


1300 


4265 


650 


25-59 


400 


1812 


724 


28-50 


1400 


4592 


642 


25-27 


500 


1640 


716 


28-19 


1500 


4920 


635 


25-00 


600 


1968 


707 


27-83 


1600 


5248 


627 


24-68 


700 


2296 


699 


27-52 


1700 


5577 


620 


24-41 


800 


2624 


690 


27-17 


1800 


5905 


612. 


24-09 


900 


2952 


682 


26-85 


1900 


6238 


605 


23-82 


1000 


8280 


674 


26-53 


2000 


6561 


598 


23-54 






TABLE 12 a, 



Reduction of Millimeters to Inches. 



mm. 


inches. 


mm. 


inches. 


100 


8-93708 


710 


27-9532 


200 


7-87415 


720 


28-8469 


800 


11-81124 


730 


28-7406 


400 


15-74832 


740 


29-1343 


500 


19-68539 


750 


29-5280 


600 


23-62247 


760 


29-9217 


700 


27-55955 


770 


80-3155 


800 


31 -49663 


780 


30-7091 


900 


35-43371 


790 


31-1029 


1000 


39-37079 


800 


31-4966 



1 
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PHYSICAL MEASUREMENTS 



TABLE 13. 

Tension e of Aqueous Vapour (in mm. of McrcuryX and 
Weight / of Aqueous Vapour (in 1 ciTin grms-X satur- 
ated AT Temperature t 

According to Magnus and Regnault (28). 



1. 


e. 


/ 




e. 


1 


t. 


e. 


L 


c 






*rv 






»h/. 












mm. 


g/ov 




min« 


gAA : 




mm. 




mm. 


-lO' 


2-2 


2-4 


13 


11 -v 


11-2 1 


36 


44-2 


64 


178^ 


-9 


2-8 


2-5 


14 


11-9 


12 1 


37 


46-7 


65 


186-9 


-8 


2-5 


2-7 


15 


12-7 


12-8 , 


38 


49*3 


66 


195-4 


-7 


2-7 


2-9 


16 


13-5 


13-5 


39 


52-1 


67 


204-3 


-6 


2-9 


3-1 


17 


14-4 


14-4 ' 


40 


54-9 


68 


213-5 


-5 


3-2 


3-4 


18 


15-3 


15-2 


41 


57-9 


69 


223-0 


-4 


3-4 


3-7 


19 


16-3 


16-2 j 


42 


61 1 


70 


232-9 


-3 


8-7 


4-0 


20 


17-4 


17-2 


43 


64-4 


71 


243-3 


-2 


3-9 


4-2 


21 


18*5 


18-2 


44 


67*8 


72 


253-9 


-1 


4-2 


4-5 


22 


19-6 


19-2 


45 


71-4 


73 


265-0 





4-6 


4-9 


23 


20*9 


20-4 . 


46 


75-2 


74 


276-4 


+ 1 


4-9 


5-2 


24 


22-2 


21-6 ' 


47 


79-1 


75 


288-3 


2 


5-3 


5-6 


25 


23-5 


22-8 


48 


83-2 


76 


300-6 


3 


5-7 


6-0 


26 


25-0 


24-2 


49 


87*5 


77 


313*4 


4 


61 


6-4 


27 


26-5 


25-6 


50 


.92-0 


78 


326-6 


5 


6-6 


6-8 


28 


28 1 


27-0 


51 


96-6 


79 


340-2 


6 


7-0 


7*3 


29 


29-7 


28-5 


52 


101-5 


80 


354-4 


7 


7-5 


7-8 


30 


31-5 


30-1 


53 


106-6 


81 


369-0 


8 


8-0 


8-2 


31 


33-4 


i 


54 


111-9 


82 


384-2 


9 


8-5 


8-7 


82 


85-4 


1 

• • • 


55 


117-4 


83 


399-9 


10 


9 1 


9*3 


33 


37-4 


•  • 


56 


128*2 


84 


416-1 


11 


9-8 


10-0 


34 


39-6 


%•• 


57 


129*2 


85 


432-7 


12 


10-4 


10-6 


85 


41-9 


« • • 


58 
59 


135*4 
141-9 


86 

87 


459-1 
467-9 














60 
61 
62 


148-7 
156*7 
1630 


88 
89 


486-4 
505-4 














63 


170*6 
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TABLE 13 a. 

Tension op Aqueous Vapour 
Between 90° and 101'' in mm. of Mercury of 0° (Eegnault). 





90" 


91" 


92' 


98" 


94- 


1 

95' 


96* 


97' 


98" 


9ft"* 


100' 


inin. 


min. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


•0 


526-5 


545-8 


566-7 


588-8 


610-6 


633-7 


657-4 


681-9 


707-1 


733-2 


760-0 


•1 


627-6 


647-8 


568-8 


590-5 


612-9 


686-0 


659-8 


684-4 


709-7 


735-8 


762-7 


•2 


529-5 


549-9 


6710 


592-7 


615-2 


638-3 


662-2 


686-9 


712-8 


738-5 


765-5 


•3 


681-5 


552-0 


578 1 


595*0 


617-5 


640-7 


664-7 


689-4 


714-9 


741-1 


768-2 


•4 


633 -5 


554-1 


575-3 


597-2 


619-8 


643-1 


6671 


691-9 


717-4 


748-8 


771-0 


•5 


535-5 


556-2 


577-4 


599-4 


622-1 


645-4 


669-5 


694-4 


720-0 


746-5 


773-7 


•6 


637-6 


558-3 


579-6 


601-6 


624-4 


647-8 


672-0 


696-9 


722-7 


749-2 


776-5 


•7 


639-6 


560-4 


581-8 


603-9 


626-7 


650-2 


674-5 


699-5 


725-3 


751-9 


779-3 


•8 


641-7 


562-5 


584-0 


606-1 


629 


652-6 


676-9 


702-0 


727-9 


754-6 


782-1 


•9 


648-7 


564-6 


586-1 


608-4 


631-3 


655-0 


679-4 


704-6 


730-5 


757-3 


784-9 



TABLE 13b. 
Boiling Temperature t of Water at Barometer Pressure b, 

(From Eegnault's observations.) 



h 


L 


h 


t. 


b 


u 


b 


L 


h 


u 


iiun. 


a 


mm. 


m 


mm. 


• 


mm. 


 


mm. 


e 


680 


96-92 


700 


97-72 


720 


98-50 


740 


99-26 


760 


100-00 


81 


96-96 


01 


•76 


21 


-54 


41 


•30 


61 


•04 


82 


97-00 


02 


•80 


22 


-57 


42 


•33 


62 


•07 


83 


-06 


03 


-84 


23 


•61 


43 


•37 


63 


•11 


84 


•09 


04 


•88 


24 


•65 


44 


-41 


64 


•15 


86 


•13 


05 


•92 


25 


•69 


45 


•44 


65 


•18 


86 


•17 


06 


•96 


26 


•73 


46 


•48 


6Q 


•22 


87 


•21 


07 


97^99 


27 


•77 


47 


-52 


67 


•26 


88 


-25 


08 


98-03 


28 


•80 


48 


•56 


68 


•29 


89 


•29 


09 


•07 


29 


-84 


49 


•59 


69 


•83 


690 


•82 


710 


•11 


730 


•88 


750 


•63 


770 


•86 


91 


•36 


11 


•15 


31 


-92 


61 


•67 


71 


•40 


92 


•40 


12 


-19 


32 


•96 


52 


•71 


72 


•44 


93 


•44 


13 


'23 


33 


98*99 


53 


•74 


73 


•47 


94 


•48 


14 


•27 


34 


99-03 


54 


•78 


74 


•61 


96 


•52 


15 


-31 


35 


•07 


55 


•82 


75 


•56 


96 


•56 


16 


-34 


36 


ni 


66 


•85 


76 


•68 


97 


•60 


17 


•38 


87 


•14 


57 


-89 


77 


•62 


98 


•64 


18 


•42 


38 


•18 


58 


•93 


78 


•65 


699 


•68 


19 


•46 


39 


-22 


59 


•96 


79 


•69 


700 


97-72 


720 


98-50 


740 


99-26 


760 


100-00 


780 


100^73 
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PHTSICAL MBASUBEMEKTS 



TABLE 14. — Tension of Mercurial Vapour. 
In mm. of mercury (Begnault, Hagen, Hertz, Samsay, and Young). 



nun. 



0' 


0-01 


20 


0-02 


40 


0-03 


60 


0-06 


80 


010 


100 


0-8 


120 


0-8 


140 


1-9 


160 


4-4 


180 


9-2 



mm. 



200** 


18-3 


220 


84 


240 


59 


260 


97 


280 


156 


300 


244 


320 


871 


340 


548 


360 


790 



TABLE 15. — ^Capillary Depression of Mercury in a 

Glass Tube. 

Interpolated from observations of Mendelejeff and Gutkowsky. 



Diameter 


0-4 


0-6 


Height of the MeniscuB in mm. 


0-8 


1-0 


1-2 


1*4 


1-6 


1-8 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


mm. 


4 


0-83 


1-22 


1-54 


1-98 


2-37 


• • • 


  • 


. • « 


5 


0-47 


0-66 


0-86 


1-19 


1-45 


1-80 


• • • 


•«■ 


6 


0-27 


0-41 


0-66 


0-78 


0-98 


1-21 


1-48 


•  . 


7 


0-18 


0-28 


0-40 


0-53 


0-67 


0-82 


0-97 


I'lS 


8 


• • • 


0-20 


0-29 


0-38 


0-46 


0-56- 


0-65 


077 


9 


• • • 


0-15 


0-21 


0-28 


0-33 


0-40 


0-46 


0-52 


10 


• • • 


• • • 


0-16 


0-20 


0-25 


0-29 


0-38 


0-37 


11 


« • • 


• • • 


0-10 


0-14 


0-18 


0-21 


0-24 


0*27 


12 


• • • 


• •• 


0-07 


0-10 


0-13 


0-16 


0-18 


019 


13 


•   


• • • 


0-04 


0-07 


0-10 


0-12 


0-13 


0-14 



TABLE 16.— Specific Heats. 



Alcohol 


(17') 


0-68 


Gold 15-100* 






0-082 


Aniline 


>» 


0-49 


Iron ,, 






0-118 


Mercury 


It 


0-034 


Lead ,, 






0-032 


Toluol 


99 


0-40 


Nickel 






0-11 


Turpentine 


>» 


0-43 


Platinum „ 






0-082 


Brass 


16-100° 


0-094 


Quartz „ 






0-191 


Calcspar 


>i 


0-208 


Silver „ 






0-057 


Copper 


»» 


0-094 


Tin 






0-056 


Glass 


»» 


0-19 


Zinc ,, 






094 
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TABLE 16 a. 

Melting-Point and Boiling-Point, and the Depression 
(and Rise) A produced by the Solution of 1 gram- 
molecule IN 1000 GRAMS OF THE SOLVENT. 

(Cy. Beckmann, L. S., Phys. Chenu viii. 226, 1891.) 





Melting- 


A 


Boiling- 


A 




point. 




point. 




Acetic Acid . 


o 

16-5 


o 

-3-9 


o 

118 


o 

• • • 


Acetate of Soda 




58 




• • • 


•  • 


Alcohol . 




•   




78-3 


-M-15 


Amyl Alcohol 




• • • 




137 


3-2 


Aniline . 




-8 




183 


2-4 


Benzol . 




-1-5-4 


5 


80 


2-7 


Carbon Bisulphide 




• • • 




46-8 


2-4 


Carbonic Anhydride 


-57 




-79 


• • • 


Chloride of Potassium 


730 




• • • 


• • • 


Chloride of Sodium 


800 




• • • 


• • • 


Chloroform 


• • • 




61-1 


3-7 


Ether 




• • • 




34*9 


2-1 


Formic Acid . 




-♦-8-5 


2-8 


103 


 • • 


Lead 




326 




• * • 


 • • 


Mercury 




-39-5 




358 


• « « 


Methyl Alcohol 




• • • 




65 


• • • 


Naphthalin 




80 




214 


• •  


Nitrobenzol 




6-3 




210 


• • • 


Phenol . 




18 




186 


30 


Rose's Metal . 




95 




• « • 


• • • 


Sulphur 




115 




448 


• • • 


Stearic Acid . 




69-5 


• • • 


370 


 •  


Tin 




230 




• • • 


• • • 


Toluol . 




• • • 




110 


• • • 


Water . 







1-89 


100 


0-52 


Wood's Metal . 




68 




• • « 


• • • 


Xylol 




15 




137 


• • • 


Zinc 




410 




 • • 


• • • 
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PHYSICAL JCEASUBEHENTS 



TABLE 17. — ^Modulus of Elastictit E, Bbeaking Strain p, 

AND VSLOCITY OF SoUND IN SOME MBTAI^ WHEN STRETCHED 

AT IT"" C. (After Wertheim. Cf, 33.) 

If ft wire be employed of 1 sq. [mm. aectioii, E sigiufies the wei^t in 

kilograms which would be required to doable its length ; and p the weight in 

kgr. which woold break it It follows that the increment of length, \ of a 

wire of length I and section q mm.* caused by a stretching weight of P kgr., 

I P 
will be X=- -^, and a wire of q mm.' will break with a strain oiqp kgr. 
q a 

The nnmbers most only be used as approximations. 



/ 


£. 


V' 


«. 


\*mA 


1 flOO^"''^ 


gkg-wt. 


1300 °*" 


liW<l 








^'^^ mm.a 


mm.* 


AVVV ^^_ 


Iron . 








19,000 


60 


5000 


Steel . 








21,000 


80 


5100 


Gold . 








8,100 


27 


2100 


Copper 








12,400 


40 


3700 


Brass. 








9,000 


60 


3200 


Platinum 








17,000 


80 


2800 


Silver . 








7,400 


29 


2700 


Zinc . 








8,700 


13 


3500 


Tin . 








4,000 


2 


2300 


Glass . 








7,000 


 • • 


5000 


Wood fibre 








5 to 1,200 


 • « 


3 to 4000 



TABLE 18. — Pitch and Number of Vibrations per Second 

OF Musical Notes. 



G 


c-a. 


C-i. 


C. 


c 


c,. 


cs- 


c.. 


c*- 


16-86 


32-70 


65-41 


180-8 


261-7 


523-3 


1047 


2093 


t 


17-32 


34-65 


69-30 


138-6 


277-2 


554-4 


1109 


2218 


18-35 


86-71 


73-42 


146-8 


293-7 


587-4 


1175 


2350 


9 


19*44 


38-89 


77-79 


155-6 


811-2 


622-3 


1245 


2489 


20-60 


41-20 


82-41 


164-8 


329-7 


659-3 


1319 


2637 


-P,, 


21-82 


43-65 


87-31 


174-6 


849-2 


698-5 


1397 


2794 


f 


23 12 


46-25 


92-50 


185-0 


370-0 


740-0 


1480 


2960 


24-50 


49-00 


98-00 


196-0 


392*0 


784-0 


1568 


3136 


t 


25-95 


51-91 


103-8 


207-6 


415-3 


880-6 


1661 


3322 


27-50 


55-00 


110-0 


220-0 


4k40*0 


880-0 


1760 


3520 


# 


29*13 


58-27 


116-5 


233 1 


466-2 


982-3 


1865 


3729 


30-86 


61-73 


123-6 


246-9 


493-9 


987-7 


1975 


3951 
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TABLE 19. — Lines of the Flame-Spectra of the most 

IMPORTANT Light Metals, 

according to Bunsen and Eirchhoff's scale ; the sodium line being taken as 50, 
and the slit havinc a breadth of 1 division. 

The first nnmber denotes the position of the middle of the line upon the 
scale, the Roman figure indicates the brightness, I being the brightest, and the 
third number gives the breadth of the oand when it exceeds 1 scale-division, 
the breadth of the slit. 

S signifies that the line is ^uite sharp and clearly defined, 8 that it is toler- 
ablyso ; the remaining lines bemg nebulous and ill-defined. 

The lines most characteristio of each body are printed in thick type. 

The brightness of the lines of (7a, Sr, and Ba is that of a constant spectrum. 
If the chlorides be employed, the spectra are at first much brighter. For 
Fraunhofer*s lines see Taole 19a. 

The colours of the spectrum are approximately — red to 48, yellow to 52, green 
to 80, blue to 120, and violet beyond. 



jr. 


Na. 


Li, 


Co, 


Sr. 


Bcu 


17-5 n. 8 




320 L S 


88-1 IV. 2 


29-8 III. 






36-7 IV. 


321 IL 












33-8 II. 




Faint con- 


500 L S 


45-2 IV. 8 


41-7 L 1-5 
46*8 IIL 2 


86-3 II. 

39-0 in. 


86-2 IV. 2 
41-5 IIL 8 


tinuous 
spectrum 


» 




49-0 IIL 


41-8 IIL 
45-8 I. 


45-6 IIL 1-5 


from 55 to 










52 1 IV. 


120 






52-8 IV. 
54-9 IV. 
60-8 L 1-5 




56 IIL 2 
60-8 II. 8 
66-5 IIL 3 








68-0 IV. 2 


105.0 III.^ 


71-4 IIL 3 
76-8 IIL 2 


163 IV. 8 






136-0 IV. S 




82-7 IV. 4 
89-3 IIL 2 



TABLE 19a. — Wave-lengths in Air for the most 

IMPORTANT Lines 



in the spectra of the chemical elements and the solar spectrum with their place 
in Bunsen and Kirchhoffs scale. The ultra-violet lines of Cd. , Zn, and Al accord- 
Scale 
NamlMr. 

17*5 Cadmium 

18 

28 

28-2 

82*0 

34 



ing to Mascart and Comu. 

10— «min. 
Potassium a 
A 



768 

760-4 

718-6 

687-0 

670-8 

656-3 

689-621 

589-02/ 

584-9 

527 



a 
B 
Lithium a 

C (Hydrogen a) 

j^ }- Sodium 

Thaflium 

E . ._. . 

h (Magnesium middle line) 517 *3 

jP (Hydrogen /3) 486-1 

Strontium d 460*8 

Hydrogen 7 484-0 

G 430-7 

h (Hydrogen 5) 410-2 

Potassium /3 . 404*6 

Hi 396*6 

H2 . 393-4 



50-0 

68 

71-3 

76 
.90 
105 
126 
128 
147 
153 
162 
166 



Zinc 



Aluminium 



10— • mm. 
398-6 
360-8 
346*3 
328*8 
274-5 
257-8 
231-8 
226*6 
220-6 
214-4 
213*8 
209-9 
206*2 
202-4 
198-8 
198 1 
185-6 
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TABLE 20. 

Indices of Refraction of some Bodies and Rotation of 

Quartz at I mm. thick. 

(From Beer's Optica; Eetteler, Pogg, Ann, cxL, and Landolt and Bomstein's 
Tables from observations by Baden Powell, Dale and Gladstone, Frannhofer, 
Grailich, Eohlrausch, Knndt, v. Lan^, Mascart, Quincke, Rndbeig, Schranf, 
Soret and Sarasin, Stefan, Yerdet, van aer Willigen, Wiillner and others. Cf. St 
and 46). 

The index of refraction decreases at medium temperatures for 1*" increase of 
temperature by 0-00009 in the case of Water ; by O'OOOS for D and 0*0009 for H 
in the case of Carbon bisulphide. 

For Biaxial crystals, the numbers given are, when not otherwise stated, for 
the mean index. 



Wave-Length 
A.io-« = 


A 


B 


C 


D 

589 


E 


F 


O 1 H 1 


760 mm. 


687 656 


527 


480 


431 397 


Water, 17**-5 
Alcohol, 15'-0 . 
Carbon Bisulphide, 16''-0 . 
Oa of Cassia, 17''-5 . 

,, „ light 
Crown Glass, heavy . 

„ „ light 
Flint Glass, heavy 

„ ,, ordinary . 
Calcspar, extraordinary ray 

„ ordinary ray 
Quartz, extraordinary ray . 
Selenite, mean . 
Arragonite, mean 
Topaz, mean 
Bock salt .... 


1-3291 

1^3598 

1-6118 

1 -5858 

1-51Q0 

1-6097 

1-5986 

1-7350 

1-6500 

1-4828 

1-5390 

1-5481 

1-518 

1-674 

1-608 

1-538 


•3306 

•3,611 

•6181 

•5924 

•5118 

•6117 

-6020 

-7405 

-6530 

-4840 

-5409 

-5500 

-519 

-676 

•610 

-540 


•3314 

•3618 

•6214 

•5958 

•5127 

-6126 

-6038 

•7434 

•6545 

•4847 

•5418 

•6509 

•520 

•678 

•611 

-541 


-3332 

-3635 

•6308 

•6053 

-5153 

-6162 

-6085 

-7515 

-6685 

•4864 

•5442 

•5533 

-523 

•682 

-614 

-545 


-3353 

-3658 

■6438 

•6194 

-5186 

•6185 

-6145 

-7623 

•6636 

-4888 

•5471 

•5563 

-525 

•686 

•617 

•560 


•3874 

-3679 

-6555 

-6340 

-5214 

•6213 

•6200 

•7723 

•6679 

•4908 

-5497 

-5589 

-528 

•691 

-619 

-554 


•3407 

-3716 

•6794 

•6652 

•5267 

•6265 

•6308 

•7922 

•6762 

-4946 

•5543 

•5637 

•532 

•698 

•624 

•562 


-3436 
•8748 
•7032 
•7009 
•5312 
•6308 
•6404 
•811 
•6833 
•4978 
•5582. 
-5677. 
... > 
•705 I 
•627 1 
•569 


Rotation in Quartz at 20" . 


12'-7 


15' -7 


1 


21'''7 


27'^5 


32' -8 


42' -6 


5r-2 



Air . 




1 00029 


Heavy Spar 


. 1-64 


Arsenious Bromide 




1-78 




Ice . 


. 1-31 


Augite (Diopside) 




1-68 




Monobromnaphthalin 


. 1-66 


Benzol 




1-50 




Nitre . . . . 


1-50 


Beryl 




1-57 




Phosphorus in CSa 


. 1-97 


Canada Balsam (hard) 




1-54 




Rape oil . 


. 1-47 


Ether 




1-36 




Sugar . . . . 


156 


Felspar 




1-52 




Tourmaline 


1^65 


Fluorspar . 




1-44 




Turpentine 


. 1^48 


The throe principal 


Indices of Refrac 


tion for " Sodium Yellow " ai« 


— 


Selenite . 


 


• 


1629 


1-522 1-520 




East Indian Mica 


• 


1-600 


1 -694 1 561 




Arragonite 


 


• 


1-686 


1-682 1-530 




Topaz 


• 


• 


1-621 


1-614 1-612 
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TABLE 20a. — Colours of Newton's Eings. 

Shown by a film of Air of thickness d in reflected and transmitted 

light for perpendicular rays. 

(According to Quincke, Fogg. Ann, cxxix. 180, 1866.) 



d. 


Reflected. 


Transmitted. 


d. 
ram 


Reflected. 


Transmitted. 


mm 


1 ORDER. 




3 ORDER. 


" ' 


10* 






106 









Black 


White 


564 


Bright blue 


Yellowish 


20 


Iron gray 


White 




violet 


green 


48 


Lavender gray 


Yellowish wh. 


675 


Indigo 


Impure yel- 


79 


Gray blue 


Brownish wh. 






low 


109 


Clear pay 
Greenish wh. 


Yellow brown 


629 


Blue (green- 


Flesh colour 


117 


Brown 




ish) 




129 


Almost pure 


Bright red 


667 


Sea green 


Brown red 




white 




688 


Intense green 


Violet 


133 


Yellowish wh. 


Carmine red 








137 


Pale straw 


Dark red 


713 


Greenish yel- 


Gray blue 




yellow 


brown 




low 






w 




747 


Flesh colour 


Sea green 


140 


straw yellow 


Dark violet 


767 


Carmine red 


Fine green 


158 


Pure yellow 


Indigo 


810 


Dull purple 


DuU sea green 


166 


Bright yellow 


Blue 


826 


Violet gray 


Yellowish 


215 


Brown yellow 


Gray blue 






green 


252 


Red orange 
Warm red 


Blue green 








268 


Pale green 








275 


Deep red 


Yellow green 




4 ORDER. 


• 




1 




841 


Gray blue 


Greenish yel- 




a ORDER. 








low 








855 


Dull sea green 


Yellowish 


282 


Purple 
Violet 


Bright green 
Greenish yel- 






gray 


287 


872 


Bluish green 


Grayish red 






low 


905 


Fine clear 


Carmine red 


294 


Indigo 


Golden yellow 




green 




332 


Skyblue 


Orange 


963 


Clear gray 


Grayish red 


364 


Greenish blue 


Brown orange 




green 




374 


Green 


Bright car- 












mine red 


1003 


Gray, almost 
wnite 


Grayish blue 


413 


Bright green 


Purple 












1024 


Flesh colour 


Green 


421 


Yellowish 


Violet purple 








433 


green 
Greenish yel- 
low 


Violet 




6 ORDER. 




455 


Pure yellow 


Indigo 








474 


Orange 


Dark blue 


1169 


Dull blue 


Dull flesh 


499 


Bright red 


Greenish blue 




green 


colour 


550 


orange 
Dark violet 


Green 


1334 


Dull flesh 


Dull blue 




red 






colour 


green 
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TABLE 21. 

For Reduction of Time of Oscillation to an Infinitely 

Small Arc. 

If tlie observed time of oscillation of a magnet or pendulum be t, 
with an arc of oscillation of a degrees, kt must be subtracted from, the 
observed value in order to reduce the time to that of an infinitely small 
ascillation (63). 



a. 

0"* 

1 

2 

3 

4 

5 

7 

8 

9 

lO'' 


k. 


a. k. 


a. 

20- 

21 

22 

23 

24 

25 

26 

27 

28 

29 

30* 


k. 


30- 

31 

32 

38 

34 

35 

36 

37 

38 

39 

40** 


k. 


0-00000 
000 
002 
004 
008 
012 
017 
023 
030 
039 

0-00048 



2 
2 
4 
4 
5 
6 
7 
9 
9 


10- 0*00048 

11 058 

12 069 

13 1 080 
. 14 1 093 
, 16 ' 107 

16 : 122 

17 1 138 

18 1 154 

19 172 
20" 0-00190 


10 
11 
11 
13 
14 
15 
16 
16 
18 
18 


0-00190 
210 
230 
251 
274 
297 
822 
347 
373 
400 

0-00428 


20 
20 
21 
23 1 
23' 

25 : 

25 
26 
27 
28 


0-00428 
457 
487 
518 
550 
583 
616 
651 
686 
723 

0-00761 


29 
30 
31 
32 
33 
33 
35 
35 
37 
38 



TABLE 2lA. 

Reduction of Deflection e observed on a Divided Scale 
when the Distance from the Mirror is A Scale-divisions (48). 

By subtracting the number in the Table the scale-reading becomes 
proportional to the angle of deflection. The corrections for the tangents 
are equal to ^, for the sines to f , of the numbers given. 



A. 


f = 50. 


100. 


150. 


200. 


250. 


soo. 


850. 


400. 


450. 


5oa 


1000 


04 


0-33 


1-11 


2-60 


5 02 


8-54 


13-33 


19-6 


27-1 


36-3 


1200 


0-03 


0-23 


0-77 


1-82 


3-53 


6-03 


9-45 


13-9 


19-5 


26-2 


1400 


0-02 


0-17 


0-57 


1-34 


2-61 


4-47 


7-03 


10-4 


14-6 


19-7 


1600 


0-02 


0-13 ! 0-44 


1*03 


2-00 


3-44 


6-43 


8-0 


11-3 


16-4 


1800 


0-01 


0-10 


0-35 


0-82 


1-59 


2-73 


4-30 


6-4 


9 


12-3 


2000 


0-01 


0-08 


0-28 


0-66 


1-29 2-22 


3-51 


5-21 


7-37 


10-05 


2200 


01 


0-07 


0-23 


0-65 


1-07 1-83 


2-91 


4-32 


6-12 


8-35 


2400 


01 


0-06 


0-19 


0-46 


0-90 1-54 


2-46 


3-64 


6-16 


7-05 


2600 


01 


0-05 i 0-16 


0-39 


0-77 1-32 


2-09 


3-11 


4-42 


6-03 


2800 


0-01 


0-04 


0-14 


0-34 


0-66 


1-14 


1-81 


2-69 


3-82 


5-21 


3000 


0-00 


0-04 


0-12 


0-29 


0-58 


0-99 


1-58 


2-35 


3-83 


4-55 


3200 


0-00 


0-03 


0-11 


0-26 


0-61 


0-87 


1-38 


2-07 


2-98 


4-01 


3400 


0-00 


0-03 


0-10 


0-23 


0-46 


0-77 


1-23 


1-83 


2-60 ; 


3-56 


3600 


0-00 


0-03 


09 


0-21 


0-40 


0-69 


1-10 


1-64 


2-32 


8-lS 


3800 


0-00 


02 


0-08 


0-18 


0-36 


0-62 


0-98 


1-47 


2-09 


2-86 


4000 


0-00 


0-02 


0-07 


0-17 


0-32 


0-56 


0-89 


1-33 


1-88 


2-58 
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TABLE 2lB. 

Tor the Eeduction of Observations of the Oscillations 
OF A "damped" Magnet Needle (6! and 78.) 

T and a = Time and amplitude of oscillation for ratio of damping k. 
r and a=the corresponding time and amplitude without damping. 
Then T/t= ViTa^ and o/«,=« ^' <»»-' '/A=;fcl/'. <»n-i m-Ja. 



x=log fc. 


Aslognat ik. 


fc=l(r^=e^ 




jj. l/r.tan -l wfA. 


v'l+AVir*. 


0-00 


0^0000 


1^000 


1 -0000 


1 -0000 


•01 


•0230 


1-023 


1-0000 


1-0115 


•02 


•0461 


1^047 


1-0001 


1^0231 


•08 


•0691 


1^072 


1-0002 


1^0347 


•04 


•0921 


1^096 


1 -0004 


1^0463 


•05 


•1151 


1^122 


1 -0007 


1-0578 


•06 


•1382 


1^148 


1-0010 


1^0694 


•07 


•1612 


1-175 


10013 


1-0811 


•08 


•1842 


1-202 


1-0017 


1^0927 


•09 


•2072 


1-230 


1^0022 


1^1044 


•10 


•2303 


1^259 


1-0027 


1^1160 


•11 


•2533 


1^288 


1-0032 


1-1277 


•12 


•2763 


1^318 


10039 


1-1393 


•13 


-2993 


1-349 


1-0045 


1^1510 


•14 


•3224 


1-380 


10052 


11626 


•15 ' 


•3454 


1^413 


1 ^0060 


1^1748 


•16 


•3684 


1-445 


1^0069 


1^1859 


•17 


•3914 


1^479 


1 -0077 


1-1975 


•18 


•4146 


r514 


1-0087 


1^2091 


•19 


•4375 


1^549 


1-0097 


1 ^2208 


•20 


•4605 


1^585 


1 0107 


1 ^2324 


•21 


•4835 


1-622 


1-0118 


1^2440 


•22 


•5066 


1-660 


10130 


1^2655 


•28 


•5296 


1^698 


1-0142 


1 ^2670 


•24 


•5526 


1-738 


1^0155 


1^2785 


•25 


•5756 


1^778 


1^0167 


1^2900 


•26 


•5987 


1^820 


10180 


1-3014 


•27 


•6217 


1-862 


10194 


1 ^3128 


•28 


•6447 


1-905 


1 ^0208 


1 ^3242 


•29 


•6677 


1^950 


1 ^0223 


1^3866 


•30 


•6908 


1-995 


1^0239 


1^3469 


•81 


•7188 


2-042 


1 -0255 


1 •3582 


•82 


•7868 


2-089 


1-0271 


1 -3694 


•33 


•7599 


2138 


1^0288 


1 -3806 


•84 


•7829 


2-188 


1-0306 


1 ^3918 


•35 


-8059 


2^239 


1 ^0324 


1^4029 


•36 


•8289 


2-291 


1 -0342 


1^4140 


•37 


•8520 


2-344 


1-0361 


1 -4260 


•38 


•8750 


2-399 


1 -0381 


1 -4360 


•89 


•8980 


2-455 


1-0401 


1 -4469 


•40 


•9210 


2-512 


1^0421 


1 ^4578 


•41 


•9441 


2^570 


1^0442 


1 -4686 


•42 


•9671 


2-630 


1 -0463 


1 "4794 


•43 


0-9901 


2-692 


1-0485 


1 ^4901 


•44 


1-0131 


2-754 


1-0507 


1-5008 
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0-217 
213 
200 
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192 
188 
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177 


1 
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TABLE 22a. — ^Horizontal Intensity in the United States 






FOR 1885, IN CM.a UNITS. 


, NOETH 
Latitude. 


LoMOiTDDB West from Greenwich. 


«6' 


TCT 


76' 


80* 


86" 


90* 


96" 


lOO* 


106* 


110' 


116' 


120" 


125" 


• 


• 


• 


• 


• 


a 


« 


• 





• 


• 


• 


o 


25 




























26 


• « ft 


 ft • 


• ft • 


•299 




















27 


• ■• 


• •• 


• • « 


•291 




















28 


•  « 


• ft « 


ft ft • 


•284 


•295 


•294 


•298 


•800 


•301 


•302 


•303 






29 


• • • 


• • ft 


• ft ft 


•276 


•289 


•287 


•298 


•294 


•294 


•295 


•298 






30 


• • • 


a ft ft 


ft ft • 


•270 


•282 


•278 


•286 


•288 


•288 


•289 


•293 






31 


• • • 


ft ft • 


ft ft ft 


•265 


•274 


•272 


•277 


•281 


•282 


•283 


•288 






32 


• • • 


ft • ft 


ft ft ft 


•259 


•266 


•266 


•269 


•274 


•276 


•278 


•283 






33 


• •• 


ft • ft 


• • • 


•264 


•259 


•269 


•263 


•269 


•272 


•273 


•277 


•280 




34 


   


• •■ 


ft ft ft 


•246 


•252 


•252 


•257 


•268 


•268 


•269 


•272 


•274 




35 


• • • 


ft ft • 


•230 


•238 


•244 


•245 


•260 


•256 


•262 


•263 


•266 


•268 




36 


 •• 


ft ft ft 


•223 


•229 


•233 


•237 


•242 


•249 


•255 


•257 


•261 


•263 




37 


• ■• 


ft ft ft 


•216 


•221 


•223 


•230 


•236 


•242 


•248 


•262 


•255 


•268 




38 


•  • 


 ft • 


•209 


•213 


•215 


•222 


•227 


•234 


•242 


•246 


•249 


•252 




89 


• • • 


ft ft ft 


•196 


•205 


•208 


•214 


•220 


•226 


•233 


•289 


•243 


•246 




40 


• ft • 


 ft ft 


•192 


•197 


•200 


•205 


•211 


•219 


•226 


•283 


•237 


•240 


•242 


41 


• ft • 


•182 


•184 


■189 


•192 


•196 


•203 


•212 


•220 


•226 


•231 


•236 


•238 


42 


ft  • 


•174 


•176 


•180 


•185 


•187 


•196 


•204 


•213 


•219 


•224 


•230 


•233 


43 


•163 


•165 


•168 


•172 


•174 


•178 


•187 


•196 


•206 


•213 


•218 


•223 


•228 


44 


•158 


•158 


•159 


•161 


•166 


•170 


•179 


•189 


•198 


•206 


•211 


•216 


•222 


45 


•162 


•152 


•153 


•155 


•158 -162 


•170 


•181 


•190 


•199 


•206 


•209 


•214 


46 


•147 


•146 


•145 


•149 


•150 


•155 


•161 


•171 


•182 


•192 


•198 


•202 


•206 


47 


•140 


•140 


•133 


•189 


•140 -148 


•154 


•161 


•175 


•188 


•190 


•196 


•200 


48 


 « • 


ft  ft 


ft ft ft 


•130 


•133 


•142 


•147 


•154 


•166 


•176 


•182 


•189 


•194 


49 


ft * ft 


ft ft ft 


 ft ft 


•123 


•124 


•134 


•139 


•146 


•168 


•169 


•176 


•183 


•188 


50 


• ft « 


ft ft ft 


ft • ' 


• ft ft 


•113 


•125 


•132 


•139 


ft • ft 


• ft ft 


•170 


•177 


•183 



The thick figures represent a region of no annual chan^ (in 1886). North of 
these the horizontal force is increasing ; south of them, diminishing. 



TABLE 23. — ^West Declination. 



North 
Latitude. 


Longitude East (h>iii Greenwich. 


6' 


6» 


1 


8' 

12-4 
12-9 
13*4 


9' 


10' 


ir 


12' 

1 10^7 
11^0 
111 


18- 


46'* 

60 

55 


13-5 
14^3 
14-7 


13^1 
13-8 
14-4 


12^7 
13-3 
14^0 


12-0 
124 
12-8 


11^6 
11^9 
12-3 


11-1 
11^4 
11^7 


10-3 
10^4 
10^4 




14' 


16' 


16' 


17" 

8-6 
8^4 
8-0 


,18- 


19- 


20* 


21* 


22' 

64 
6 
5-6 


46'' 

50 

55 


10^1 
9-9 
9 6 


9-5 
9-4 
8-6 


9-1 
8^9 
8^3 


8-1 
8-0 
7-7 


7-6 
7^5 
7^2 


7-2 
7 
6^7 


6-8 
6-5 
6-2 



2o 



450 



FHTSIGAL MSASUBEMENTS 



-J L- o 



QC > CE 



z 

ID 



CO 

H 



00 



03 
O 

Q 



o 

o 



I 

i 

i 

& 

+ 






a 
o 






^ 



• 

o 

i 

O 

o 
« 

M 
O 

Z3 

H 

s 

3 




« * • 

• i-i040« 
1 1 1 




1 1 1 1 


QOOlOO«D 

• • • • • 

1 • f-H ri r-« i-H r^ . 
I 1 1 1 1 

1 


r4 


" i-« i-H I-* i^ i-« Oi 
1 1 1 1 i 1 


'8 


O »0 «D O »-• i-^ "^ 
• ^ • , • • • * 

1 1 i 1 1 1 i 


lO t-^ eo 7^ 7^ op ca 

. r»aooft*-tc«ookO 

• !-• »^ »-< ^H 

i 1 1 1 1 i 1 


's 


«D 00 ■« -« C4 t^ O 

• •••••■ 

«o «o r<«> 00 a» o r^ 
1 1 1 1 1 1 1 


W3 K3 r« r^ ip op o 

• lo Ma o M3 wa w3 1>> 

1 1 1 1 1 i 1 


s 


oioo «<'eoc9 

• ••••• 

• •«'«'<«• C4 ?« o : 
1 1 1 1 1 + • 


k 


• c«9«^ooaia : 

1 1 1 1 + + • 


• 


d C4 oot^to 

• « ... 

1 + + + + 


fe 


too 

• . 

+ + 


's 


oo 

• • • * • Ofc • 

. * . « . r^ . 
+ 


1 -aaaj 


Lixyq 

[Oil 





Ij 



>• •= 






o o 

•** »• 

S ^ 

s s 






•8 "5^ 



p4 eo 
- o 



J! Oft 

.O CO 
d r-l 






60 

:3 . 



e 

a 



C3 

o 



a 



.a 

8 



O 



•:3 
s 






s 



E S 



^i:i 



O g B 60 
 • ^ fc 

*• a o I? 

0-2-S '^ 

s ^ a a 

•9 - ** 
Ai d •< s 

U3 -o Q _, 

i s.^ J 

2 ^^^-^ 

* o o  

1 S 



s 






TABLES 



451 



TABLE 24. — Inclination. 



North 
LaUtude. 


Longitude Bast from Qreenwlch. 


North 
Latitude. 


Longitude East from Greenwich. 


6' 


10- 


16' 


20' 


6' 


10- 


15* 


20* 


45** 
46 

47 
48 
49 
50 


62-4 
81 
3-8 
4-6 
5-3 
6-0 


61-6 
2-8 
8 1 
8-9 

4-7 
6-6 


61-0 
1-8 
2-6 
8-3 
4-1 
6 


60-6 
1*4 
2-3 
3*0 
8-8 
4-6 


51 
52 
58 

54 
55 


66-6 
7-2 
7-9 
8-5 
9-2 


66-1 
6-7 
7-3 

8-0 
8-7 


65-7 
6-4 
7-0 
7-7 
8-4 


65*2 
6-1 
6-8 
7-5 
8-1 



TABLE 24a. — Inclination in thb United States for 1886. 



i! 

• 

25 


LoNOiTUDB West tbou GRXSirwiCH. 

« 


«6* 


7(f 


76' 80' 


85' 


90' 


95' 


100' 


105' 


110' 


116' 


120" 


126* 


 • • 


e 

 « • 


o 

• • • 


55-2 


a 

54-5 


53-6 




52-6 




51-8 


a 

51-3 


• 
50-4 


• 





O 


26 


 • • 


• • • 


• • • 


66-5 


55-6 


54-9 


53-8 


53-2 


52-6 


51-6 








27 


• •  


• • • 


•  • 


67-7 


56-9 


56-1 


65-0 


54-4 


53-7 


52-9 


51-6 






28 


•   


• • t 


• • • 


59*0 


58-1 


57-4 


56-4 


55-8 


55-0 


58 -9 


62-8 






29 


• • • 


• • • 


• • • 


60-4 


59-3 


58-5 


57-7 


57-1 


56-2 


55-2 


54-0 






30 


• • • 


•  • 


• • • 


61-4 


60-6 


69-8 


59 


58-3 


57-4 


56-4 


55-1 






81 


 • • 


• • • 


• • • 


62-5 


61-7 


61-1 


60-fl 


60-4 


58-5 


57-5 


56-5 






82 


 • • 


• • • 


 •  


63-4 


63-0 


62-2 


61-4 


60-6 


59-6 


58-6 


57-7 






83 


• • • 


 •  


... 


64*4 


68-8 


63-4 


62-4 


61-6 


60-7 


59-7 


68-8 


57-8 




84 


w •  


•  • 


•   


65-6 


65-0 


64-4 


63-5 


62-7 


61-7 


60-8 


59-7 


58-7 




35 


 • • 


•  • 


66-8 


66-7 


66 


65-4 


64-5 


63-7 


62-8 


61-8 


60-7 


59-7 




36 


• • • 


• • • 


68-1 


68-0 


67-1 


66-3 


65-7 


64-7 


63-8 


62-8 


61-7 


60-8 




37 


• • • 


• 4 1 


69-0 


68-7 


68-1 


67-5 


66-8 


65-8 


64-9 


63-9 


62-8 


61-9 




38 


• • • 


•  • 


70-0 


69-5 


69-3 


68-5 


67-8 


66-8 


65-9 


64-8 


63-9 


62-9 




39 


 • • 


• • t 


70-9 


70-5 


70-0 


69-4 


68-8 


67-8 


66-9 


65-8 


64-8 


64-0 


ea-7 


40 


• • • 


• • • 


71-7 


71*5 


71-2 


70-3 


697 


69-0 


68-0 


66-8 


65-7 


64-7 


63-5 


41 


 • • 


• • • 


72-8 


72-4 


72-0 


71-3 


70-8 


70-0 


68-9 


67-8 


66-6 


65-6 


64-3 


42 


• • • 


73-2 


73-5 


73-0 


72-8 


72-4 


71-9 


71-1 


69-9 


68-8 


67-6 


66-5 


65-1 


43 


• • • 


73-9 


74-1 


73-9 


73-6 


73-2 


72-7 


71-9 


70-9 


69-7 


68-6 


67-3 


66-1 


44 


• • • 


74-6 


74-8 


75-0 


74-5 


74-1 


73-6 


72-7 


71-8 


70-7 


69-5 


68-4 


67-1 


45 


74-8 


75-4 


75-6 


75-7 


75-4 


75-0 


74-4 


73-5 


72-6 


71-5 


70-4 


69-4 


68-0 


46 


75-8 


76-1 


76-4 


76-4 


76-3 


75-9 


75-2 


74-4 


73-4 


72-8 


71-2 


70-8 


68-9 


47 


76-7 


76-6 


77-3 


77-1 


77-0 


76-7 


75-9 


75-2 


74-2 


73-1 


71-9 


70-9 


69-8 


48 


77-5 


77-2 


• • • 


77-9 


78-0 


77-4 


76-7 


75-9 


75-0 


78-8 


72-7 


71-6 


70-8 


49 




 * • 


 • • 


78-8 


78-8 


78-2 


77-5 


76-7 


75-7 


74-7 


78-4 


72-3 


71-7 


50 


• • • • • • 


•   


79-7 


79-7 


79-0 


78-3 


77-5 


76-6 


75-4 


74-8 


73-1 


72-6 



The thick figures represent a region of no annaol change (in 1885). North of 
these the dip is decreasing ; sonth of them, increasing. 
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TABLE 25. — CoNDUcnviTY of some Metals. 

Most of the figures are only approziniate. 

Reedstance increases at mean temperatore for a rise of 1* 
in mercury . about 0*00090 of the whole 

in pure solid metak . about 0-004 „ „ 

In German silver, the temperature-coefficient varies from +0-00024 
to 0-0006. This may be approximately estimated as 1-lOOOOth of the 
conductivity as referred to mercury. Good " nickelin " 0*00023. 

The resistance of alloys of 88% Cu with 12% Mn, as well as of 
84Ca, 4Ni, and 12Mn (" Manganin '^ and 60Cu with 40Ni (^'Gon- 
stantin"), is at mean temperatures almost independent of vaiistionB 
(Feussner and Lindeck). 25% nickel-copper (''patent nickel") has the 
temperature -coefficient +0-0002; 20% platinum -silver +0-00033. 
Compare note, p. 273. 

The resistance of carbon diminishes with the temperature. The 
temperature-coefficient averages about 0*0002 to 0*0008. 

The resistance of a wire of Im length, and q section is =^a:l/q ohm, or 
=aZ/g Siem, «= 1-06. o* and k^l/s. 

The numbers are for pure soft metaL Hardness, and especially 
impurities, lessen the conductivity. 











Specific Resistance. 


Condae- 

tirityas 

compared 

toMerciuy 

atO. 


At 18". 


A m.mm.'-wire has the 
resistance 




In ohms. 


In Siem. units. 


Silver 


= 0016 ! « = 0-017 


ib = 59 


Copper 
Gold . 








0-0172 
0-023 


0-0182 
0-024 


55 
41 


Zinc . 








0-063 


0-067 


15 


Iron 








009-0*15 


0-10 -016 


6-10 


Steel . 








015-0-43 


016-0-46 


2-6 


Platinum 








0-14 


0-15 


6-5 


Lead 








0-21 


0-22 


4-6 


Antimony 

Mercury 

Bismuth 








0*45 

0-958 

1*2 


0-48 

1-016 

1-2 


2-1 

0-984 

0-8 


Gas-carbon 








50-0 


50*0 


0-02 


Brass . 








0-07 - 0-09 


0-07 - 0-10 


10-14 


20% Platinum-silver 






0-20 


0*21 


4-8 


German-silver 






0-16-0*40 


0*17-0-42 


2-4-6 


Nickelin 






0-42 


0*44 


2*3 


40% Nickel-copper 
12% Mangauese-copper 
30% Manganese-copper . 






0*48 
0-34 
108 


0-51 
0-36 
1-14 


2-0 
2-8 
09 
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TABLE 26. 

Electrical Conductivity of some Salts and Acids in 
• Aqueous Solution at 1 8"" referred to Mercury at 0°. 

(Z11SO4 according to Beetz ; KCl, NaCl, NH^Cl, and HNO. accord- 
ing to Grotian and Kohlrausch ; the others according to the 
author's observations.) Compare Pogg, Ann. clix. 257, and 
JFied, Arm, vi. 37. 

By the percentage is meant the weight of the dissolved sub- 
stance in 100 parts of the solution. The salts are anhydrous. 

k is the conductivity at 18°, M the increase of A; for 1"" tempera- 
ture, in percents of K^g. 



Solu- 
tion. 


KCI. 


KaCl. 


NH4CI. 


Na2S04. 


KSO4. 


MgS04. 


CUSO4. 




fe.l07 


Afc 


fc.lO' 


£ik 


ik.l07 


AA; 


Jfc.lO' Afc 


k.W 


' A* 


k.\{p AJk 


Jk.107 £ik 


5% 


64 


2 


63 


2-2 


86 


2-0 


38 2-4 


43 


2-2 


24 2-3 


18 2-2 


10 


127 


1-9 


113 


2-1 


166 


1-9 


64 2*5 


81 


2 


39 2-4 


30 2-2 


15 


189 


1-8 


153 


2-1 


242 


1-7 


83 2-6 


•  • 


• • • 


45 2*5 


39 2-3 


20 


250 


1-7 


188 


2-2 


315 


1-6 


• • • • • • 


• • • 


«  fl 


45 2-7 


• • •  • • 


25 


«  • 


• • • 


200 


2-3 


376 


1-5 


• • • • •  


 • • 


• • • 


39 2*9 


• • • • • « 


Solu- 
tion. 


HN0». 


HCl. 


HaS04. 


KI. 


ZnS04. 


A«N08. 


KHO. 




fc.l07 


Ak 


L107 


Ak 


Jt.l07 


Ait 


Jk.l07 a;; 


Jfc.107 


AJb 


IcW AX; 


Jl'107 AJk 


6% 


241 


1-50 


369 


1-59 


195 


1-21 


32 21 


18 


2-3 


24 2-2 


161 1-9 


10 


431 


1-45 


590 


1-57 


366 


1-28 


64 2-0 


30 


2-3 


44 2-2 


295 1*9 


15 


673 


1-40 


698 


1-56 


508 


1-36 


98 1-9 


39 


2-3 


64 2-2 


399 1-9 


20 


665 


1-38 


713 


1-55 


611 


1-45 


136 1-8 


43 


2-4 


81 2-1 


468 2*0 


25 


720 


1-38 


677 


1-54 


671 


1-54 


175 1-8 


44 


2-6 


99 2-1 


506 2 1 


30 


734 


1-39 


620 


1-53 


691 


1-62 


215 1*7 


41 


3-0 


116 2-1 


508 2-3 


35 


719 


1-43 


553 


1-52 


678 


1-70 


257 1-6 


33 


4-0 


131 2-1 


477 2-4 


40 


686 


1-49 


483 


• • • 


636 


1-78 


296 1-5 




• •  


146 2-1 


422 2-7 


50 


590 


1-6 


• •  


• • • 


505 


1-93 


367 1-4 




• • • 


173 2-1 


• •  •  • 


60 


480 


1-6 


• • • 


• • • 


349 


2-13 


416 1-4 




• • a 


196 2-1 


• • • • • • 


70 


370 


1-5 


• • • 


« • • 


802 


2-56 


• • •  • • 




• • • 


• • • • • • 


• • • • • • 


80 


250 


1-3 


• « • 


• • • 


103 


3-49 


• •  • • • 




• • • 


• • •  •  


• • • • • • 



Maximum Conductivity of Solutions, 



HNO, ;fc.lO' = 734 at 29 '7 per cent. 


Sp. gr. 1-185 


HCl 717 at 18-3 ,, 


„ 1-092 


H3SO4 692 at 30*4 ,, 


„ 1^224 


KHO 510 at 28 „ 


„ 1-274 


MgS04 46 at 17 


„ 1-183 


ZnSO^ 44-2 at 23*5 .. 


,, 1-286 
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TABLE 26a. — Resistances of Metals (J. C. Maxwell). 

*' In the following Table E is the resistance in ohms of a column 1 meter long, 
and 1 ffram weight, at 0"* C. ; and r is the resistance in centimeters per second 
of a cuDe of 1 centimeter, according to the experiments of Matthiessen." 

Percentage Incr»- 
R. T. ment of Besistuioe 

forrc. ataorc. 

0-1689 1609 0-377 

0-1469 1642 0-388 

0-4160 2164 0-365 

2-257 19847 0'387 

13 071 96146 0-072 

1-668 10988 0-066 

6xl0» 1-00 



Specific Gravity. 

10*50 hard drawn 
8-95 „ 

19-27 

11-391 pressed 
13-696 liquid 
15-218 hard or annealed 



Silver 

Copper 

Gold 

Lead 

Mercury 

Gold 2, Silver 1 

Selenium at lOO** C. crystalline form 



TABLE 26b. — Electromotive Force of Constant Batteries 

(J. C. Maxwell). 



Daniell I. Amalgamated Zinc H2SO4+ 4 Aq 
n. .. ,. +12 Aq 



f} 



„ III. 
Bunsen I. 

„ II. 

Grove 



+ 
+ 
+ 
+ 4Aq 



»i 



It 



Concentrated Solntioii of 
CuSOi Copper 
CUSO4 „ 
CuNO, „ 
HNGj Carbon 
sp. gr. 1-38 „ 

HNO, Platinum 



Vdit. 
1-079 
0-978 
1-00 
1-964 
1-888 
1-956 



TABLE 27. — ^Electro-chemical Equivalents. 

A cuirent of 1 ampere = O'l [cm. g. sec. ] = 10 [mm. mg. sec.] decomposes or sepamtes 





Mg. silver. 


Mg. copper. 


Mg. hydrogen. 


Mg. water. 


Co. mixed gases at 
0' C. and 760 miiL. 


In 1 sec. 
In 1 min. 
In 1 hr. 


1-1181 
67-09 
4025 


0-3284 
19-70 
1182 


0-01039 
0-623 
37-41 


0-0933 
5-60 
336 


0-1740 
10-44 
626 



TABLE 27 a. — Comparison of Measures of Elbotric 

Current-Strength. 



A Current-Strength which 
la measured in 


Must be multiplied by the following Numbers 
to reduce it to 


Cubic Cm. 

Water 

Oases 

per Minute. 


Mgr. 

Water 

per minute. 


Mgr. 

Copijer 

per Minute. 


Mgr. 

Silver 

per Minute. 


Magnetic 
Measore 

Mm.^Mgr.i 


Sec 


Cub. Cm. Water Gases 

per min. 
Mgr. Water per Min. 
Mgr. Copper „ 
Mgr. Silver „ 

Magnetic Measure 
Mm.a Mgr.i 
Sec. 


1-865 

0-5294 

0-1566 

1-054 


0-5363 

0-2839 
0-0834 

0-5653 


1-889 
3-622 

0-2937 
1-991 


6-432 
11-99 
3-406 
... 

6-779 


0-9484 
1-769 
0-5028 
0-1476 

... 
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TABLE 27b. — ^Molecular CoNDUcmviTY ^//* of some Electro- 
lytes AT 18° C. in aqueous solution containing /a equivalents. 
\F. K, JFied. Ann. xxvi 195, 1885.] 

fi in the strength ^i liter in gram-equivalents ; compare Table 8a. 

k is the conductivity as compared to mercury at 0° C. 

The limiting values are graphicallv extrapolated, as well as the bracketed 
values for acids, upon the hypothesis tnat the first observed conductivities are 
depressed by the impurity of the water. 





KCl. 


NaCl. 


HCl. 


JKa804. 


iMgS04. 


iHsS04. 


Approximate Limit- 
ing Value . . . 


1230 


1040 


[3660] 


1290 


[1100] 


[8800] 


M= 0-0001 
0-0002 
0-0005 


1215 
1210 
1201 


1026 
1021 
1016 


[3500] 
[3490] 
[3480] 


1125 
1240 
1224 


1034 

1015 

976 


[8580] 
[3520] 
[8440] 


0-001 
0-002 
0-006 


1198 
1185 
1165 


1008 
999 
981 


3460 
3455 
3445 


1207 
1181 
1140 


935 

881 
790 


[3350] 
3250 
3050 


0-01 
0-02 
0-05 


1147 
1123 
1083 


962 
938 
897 


8416 
8390 
8330 


1098 

1044 

959 


715 
632 
534 


2860 
2650 
2340 


0-1 

0-a 

0-5 


1047 

1009 

958 


865 
826 

757 


3240 
3140 
8020 


897 
832 
736 


467 
408 
330 


2090 
1960 
1900 


1 

2 
5 


917 
864 

• • • 


696 
604 
898 


2780 
2340 
1420 


672 


271 

202 

82 


1820 
1700 
1270 


10 
20 
80 


• • • 

• •  

• • • 


• • • 

•  • 
 • • 


600 

•  • 

• • • 




• • • 

• •  

• a • 


655 

147 

80 



TABLE 27c. — ^Electrical Potential and Striking Distance 

S IN Air. 

(From Baillei Quincke, Bichat and Blondloti Paschen, Freyberg.) 
R= Radius of ball in cm. y= Electrostatic potential in [cm. g. sec] 







300 V. 


gives the 


potential 


in volts. 










R in cm. 








Rin cm. 




s 








8 






« 




10 


0-6 


8-0 




ID 


0-5 


8-0 


cm. 


V. 


V. 


V. 


cm. 


V. 


V. 


V. 


0-02 


6-2 


5-1 


• • • 


0-4 


48 


48 


45 


0-04 


8-2 


8-1 


• • • 


0-5 


57 


57 


55 


0-06 


11-0 


10-8 


• •  


0-6 


65 


66 


65 


0-08 


13-5 


13-3 


• •  


0-7 


72 


75 


75 


0-1 


16 


16 


15 


0-8 


78 


88 


87 


0-2 


28 


28 


26 


0-9 


82 


91 


98 


0-8 


38 


88 


36 


1-0 


85 


97 


109 
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TABLE 28. — Units of the Absolute System of Measurement. 

Fnndamental magnitudes : — Length Z, mass m, time L 

Each kind of magnitude is expressed in the form ^, wm, tr; X, m> ^i ^hig 
the dimensions of the magnitude in respect to length, mass, and time. 

The unit of time is the second. 

Belated units of length and mass are : dm.k,; cm,g, ; rnvrumg. 

The numbers in the last column show the ratio N in which a unit increases 
by the change from mrtLmg. to cin,g,; or from em.g. to drn.k. 

Quantities given in mnumg, units (Gauss-Weber system) must therefore be 
divided by N to reduce them to em.g. 

The middle column contains the names of various units in use, and Ha 
number of them which make up the corresponding em. g. unit. 

If we put 300 X 10 cm. sec, then the ratio Electromag. unit/Electrostat. nnit 
for electno quantity or current is v; for electric potential l/v; for electiic 
capacity v' ; and for electric resistance l/iP. 





X 






T 




N 


Angle 







1 


Length .... 


1 








1 centimeter 


10 


Linear curvature . 


1 










10-^ 


Area of surface 


2 










10" 


Volume .... 


3 










10» 


MaAR 





1 





1 gram 


10» 


Density .... 


-3 


1 







1 


Time, period of oscillation 








1 


1 second 


1 


Velocity .... 


1 





-1 




10 


Angular velocity . 








-1 




1 


Acceleration 


1 





-2 




10 


Angular acceleration 








-2 




1 


Force 


1 


1 


-2 


1 dyne 


10* 


Moment of rotation, directive 












force .... 


2 




-2 




10» 


Pressure .... 


-1 




-2 




10' 


Modulus elasticity 


-1 




-2 




10« 


Capillary constant 







-2 




10» 


CoeflBcient internal friction 


-1 




-1 




10" 


Moment of inertia . 


2 









10» 


Work, energy, vis viva quantity 












of heat .... 


2 


1 


-2 


1 erg. 


10» 


Number of oscillations, pitch . 








-1 




1 


Index of refraction 













1 


Rotatory power 


-1 










10-^ 


Electrostatic System. 












Electric quantity . 


3 


I 


-1 


J 10~* coulombs 


10* 


Potential .... 


^ 


1 


-1 


300 volts 


10« 


Capacity .... 


1 








i 10-" farads 


10 


Dielectric constant 













1 


Electric current 


f 


h 


-2 


J 10-* am. 


IC 


Resistance .... 


-1 





1 


9 X 10" ohm. 


10-* 
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TABLE 2S— continued. 



Electro-magnetic System 

Magnetic pole 

Magnetic potential 

Magnetism of bar . 

Magnetic intensity 

Spea Magnetism (vol.) 

Const of magnetisation 

Electric cnrrent 

Current density 

Electric quantity . 

Electro-chemical equivalent 

Electro-magnetic force, potential 

Capacity 

Resistance . 

Specific resistance . 

Current efficiency . 

El. dyn. potential ) 

Self-induction coefficient J 




h 

i 

s 
IT 

1 
1 
2 
2 



i 








1 
1 
1 
1 
1 


1 
1 



2 
2 
1 
1 
3 



10 amperes 

10 coulombs 

10-« volts 
10" farads 
lO-* ohm 

10"'' watts. 



N 



10» 

10« 

10^ 

10 

10 

1 

10» 

1 

10« 
10 

10* 

10-^ 

10 

10» 

10« 

10 



TABLE 28b.— Birmingham Wire Gauge (Holtzapffel). 



wa. 


Diameter in 
inches. 


BWG. 


Diameter in 
inches. 


BWG. 


Diameter in 
inches. 





0-340 


14 


0-083 


28 


0^014 


2 


•284 


16 


•065 


30 


•012 


4 


-238 


18 


•049 


32 


•009 


6 


•203 


20 


-035 


33 


•008 


8 


•165 


22 


-028 


34 


-007 


10 


-134 


24 


•022 


35 


•006 


12 


•109 


26 


•018 


36 


•004 



TABLE 28c. — Mean SpEcmc Heats of Water and Platinum. 



Water (Regnault). 


Platinum (Pouillet). 


From O** to 40° C. 1^0013 
„ „ 80 1-0035 
„ ,,120 1-0067 
„ „ 160 1-0109 
„ „ 200 10160 
„ „ 230 r0204 


From 0° to 100° C. 0^0335 
„ „ 300 0343 
„ „ 500 0-0352 
„ „ 700 0-0360 
„ „ 1000 0-0373 
„ „ 1200 0-0382 
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TABLE 29. — Symbols, Atomic Weight, Valence, and Specific 

Heat of some Elements. 

Tha Atomic Weight is the smallest proportion in which the element enters 
into combination ; hydrogen being taken as 1, or practically oxygen as 16. 

Th^ Faience or Atomicity indicates the largest number of atoms of hydrogen 
or other univalent element which one atom usually replaces or combines with. 
In many cases the element acts as if its valence were less by 2 or 4 than that 
given. Equal quantities of electricity liberate ecjual valenoes. 

Specific ffeat multiplied by atomic weight is nearly constant for the same 
physical state in all elements. 

The JEleetro-negative elements, or those which in electrolysis appear at the 
positive pole or zincode, are printed in italics; the electro-positive, or those 
which appear at the negative pole or platinode, in Roman type. The difference, 
however, is only one of degree. 



Name. < 


Symbol. 


Atomic 
Weight. 


Valence. 


Specific Heat of 
Equal Farts. 


Aluminium 


Al 


27-1 


vL in. 


0*202 


Antimony 


Sb 


120-3 


V. 


0-0508 


Arsenic 


As 


76 


V. 


0-0814 


Barium 


Ba 


137-0 


IL 


• • • • • • 


Bismuth . 


Bi 


208 


V. 


0-0308 


Boron 


B 


11-0 


IV. 


0-25 


Bromine . 


Br 


79-96 


I. 


/ 0-1060 Liquid 
1 0-0843 Sofid 


Cadmium . 


Cd 


112-1 


IL 


0-0548 


Calcium . 


Ca 


40-0 


IL 




Carbon 


C 


12-0 


IV. 


ro459 Charcoal 
\ 0-467 Diamond 


Chlorine . 


CI 


35-45 


I. 


0-1210 Const press. 


Chromium 


Cr 


62-2 


VL 


0-100 


Cobalt 


Co 


59-0? 


VL 


0-1070 


Copper 


Cu 


63-3 


IL 


0-0952 


Fluorine . 


F 


19-0 


I. 




Gold . 


Au 


197-2 


in. 


0-0824 


Hydrogen . 


H 


1-003 


I. 


0-4090 Const press. 


lodiTie 


I 


126-86 


I. 


0-0541 


Iron . 


Fe 


56-0 


VL in. 


0-1138 


Lead 


Pb 


206-9 


IV. 


0-0314 


Lithium 


Li 


7-03 


I. 


0-941 


Magnesium 


Mg 


24-4 


IL 


0-2499 


Manganese 


Mn 


55-1 


VL in. 


0-122 


Mercury . 


Hg 


200-4 


IL 


0-0319 Solid 


Nickel . 


Ni 


58-5 


VL III. 


0-108 


Nitrogen .. 


N 


14 04 


V. 


0-2438 Const press. 


Oxygen 





16 00 


IL 


0-2175 Const, press. 


Phosphorus 


P 


31-0 


V. 


0-170-0-189 


Platinum . 


Pt 


194-8 


IV. 


0*0324 


Potassium 


K 


39 14 


I. 


0-166 


Selenium . 


Se 


79-1 


VI. 


0*074-0 -086 


Silicon 


Si 


28-4 


IV. 


0-203 


SQver 


Ag 


107-94 


I. 


0*0560 


Sodium 


Ni 


23 06 


I. 


0*2934 


Strontium . 


Sr 


87-5 


IL 




Sulphur . 


S 


32-06 


VL 


0-163-0 -178 


Tin . 


Sn 


118-1 


IV. 


0548-0-0562 


Zinc . 


Zn 


65-4 


IL 


0-0932-0*0955 
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TABLE 30. 



0,1 ■• 



Geographical Position and Height of some Places 

ABOVE the Sea. 

East longitude reckoned from Berlin is about 13*39 smaller, and 

from Ferro 17*66 larger than Greenwich. 



Aix-la-Chapelle 

Amsterdam 

Basle . . 

Berlin . . 

Berne . 

Birmingham 

Bonn . . 

Boston 

Bremen 

Breslau 

Bmnswick 

Brussels 

Cambridge 

Ck>logne 

Copenhagen 

Carlsrohe . 

Cassel . . 

Dantzig . 

Darmstadt 

Dorpat 

Dresden 

Edinburgh 

Freiburg in B 

Giessen 

Glasgow . 

Gottmgen . 

Greenwich 

Halle . . 

Hamburg . 

Hanoyer . 



East 


North 


Height 


Green- 
wich. 


Lati- 
tude. 


above 
Sea. 


6-1 


60-78 


160-200 


4*9 


52-87 


• • • 


7-8 


47-66 


260 


18-4 


52-50 


40 


7-4 


46-95 


550 


-1-9 


52-29 


140-145 


7*1 


50-73 


50 


-70-0 


42-87 


   


8-8 


58-08 


 • • 


17-0 


51 -11 


180 


10-5 


52-27 


100 


4-4 


50-85 


90 


0-1 


52-20 


• • • 


7-0 


50-94 


40 


12-6 


55-69 


 • • 


8-4 


49-01 


120 


9-6 


51-82 


160 


18-7 


54*35 


 • • 


8-7 


49-87 


140 


26-7 


58-88 


60 


13-7 


51-04 


100 


-3'2 


55 '95 


• • • 


7-8 


47-96 


280 


8-6 


50-59 


140 


-4-8 


56-85 


• •  


9*9 


61-53 


130 


0-0 


61-48 


• • • 


12-0 


51-49 


100 


10-0 


63*55 


• • • 


9-7 


52-38 


70 



Heidelberg 
Jena . . 
Innsbruck 
Kiel . . . 
Eonigsberg 
Leeds . . 
Leip^ 
Madrid 
Marburg . 
Milan . . 
Montreal . 
Munich 
Miinster . 
New York 
Paris . . 
Pesth . . 
Philadelphia 
Prague . . 
Rome . . 
San Francisco 
Stockholm 
St. Petersburg 
Strassburg 
Stuttgart . 
Sydney . 
Tiibingen . 
Vienna 
Washington 
Wiirzburg . 
Zurich . . 



East from 


North 


Height 


Green- 


Lati- 


above 


wich. 


tude. 


Sea. 


8*7 


49*41 


100 


11*6 


50-94 


160 


11*4 


47-27 


670 


10*2 


54-34 


• • • 


20-5 


54*71 


• • • 


-1*5 


53-78 


60-100 


12-4 


51-34 


100 


-3-7 


40-41 


660 


8-8 


50-81 


180-240 


9-2 


45-47 


ISO 


-73*6 


46-50 


• • • 


11*6 


48-15 


580 


7*6 


51-97 


60 


-74*0 


40-71 


• • • 


2*3 


48-83 


60 


19-1 


47-60 


70 


-75-0 


40-00 


• • • 


14-4 


50-09 


200 


12*4 


41-90 


30 


- 122-4 


37-77 


• •  


18-1 


59-34 


• • • 


30-3 


59-94 


• • • 


7*8 


48-68 


150 


9-2 


48-78 


270 


151-1 


33*85 


•   


9-1 


48*62 


320-380 


16-4 


48-23 


180 


-77-0 


38-89 


• •  


9*9 


49-79 


170 


8*6 


47*38 


420-600 
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TABLE 31. 

DECLIKATrON OF THE SVH, EQUATION OF TiME, AKD SiDKEKAL 
Trao: FOR Mean Noon of 15° E. moH Gkeknwich. 

(Central Earopesti " Unit Time.") 

Sidereal Time at Noon increases daily 3 min. 56 '6 sec. =236'6 aee. 

Hean time of a place = Solar Tune + Equation of Time. 

The figares in brackets are for Leap Year. 





rwllM- 


Diffar- 


Kr 


8idai«l 




Dacli- 


DHTer- 


■3?^ 


Bidcnal 


Day. 


tLon of the 
Bon. 


T^r" 


-nine It 
Noon. 




udd or Uw 


Idiy. 

0-068 
0-102 
0138 
0-164 
0-194 
0-222 


ThMtt 
Koon. 


Jan. 






m. s. 


h. m. s. 




n. B. 


b.m. s. 


(1) 


-23-10 


0-092 
0130 
0-168 
0-2OO 
0-230 
0-260 


+ 325 


18 38 42 




+ 22-92 


+ 40 


S48 4 


6 (8) 


-22-84 


+ 5 34 


18 58 24 




+ 22-41 


+ 4 49 


7 7 47 


10 (11) 


-21-99 


+ 7 42 


19 18 7 


14 


+ 21-73 


+ 5 29 


7 27 30 


15 (16) 


-21-18 


+ 9 38 


19 87 60 


19 


+ 20-91 


+ 5 58 


7 4713 


20(21) 


-20-18 


+ 11 13 


19 67 33 


24 


+ 19-94 


+ 6 18 


8 658 


25(26) 


-lfl-01 


+ 12 33 


20 17 16 


29 


+ 18-83 


+ 613 


826 33 


80(81) 


-17-71 


+ 13 32 


20 36 58 


Ang. 




0-248 
0-272 
0-294 
0-314 
0-330 
0-846 






Feb. 




0-288 
0-308 
0-830 
0-348 
0-304 






3 


+ 17-59 


+ 6 57 


8 46 21 


i (6) 


-18-27 


+ 14 10 


20 56 41 


8 


+ 18-23 


+ 6 27 


9 « 4 


9(10) 


-14-73 


+ 14 27 


21 IB 24 


18 


+ 14-76 


+ 4 42 


9 25 47 


1* (15) 


-13-08 


+ 14 25 


2138 7 


18 


+ 13-19 


+ 3 44 


945 29 


IS (20) 


-ll-3i 


+ 14 5 


21 55 49 


23 


+ 11-54 


+ 233 


10 512 


24 (25) 


- 9-52 


+ 13 28 


22 16 32 


28 


+ 9-81 


+ 1 11 


10 S4 55 


March 

1 


- 7-86 


0-874 
0-384 
O'SM 
0-394 
0-394 
0-394 
0-890 


+ 12 36 


22 35 15 


S.p,. 


+ 8-01 


0-380 
0-370 
0-378 
0-384 
0-390 
0-390 


- 020 


10 44 38 


6 


- 6-73 


+ 1131 


22 54 68 


7 


+ 6-16 


- 159 


11 4 21 


11 


- 3-78 


+ 10 15 


23 14 41 


12 


+ 4-27 


- 3 41 


1124 3 


16 


- 1-81 


+ 8 52 


23 34 23 


17 


+ 2-36 


- 626 


11 43 46 


21 


+ 0-16 


+ 7 23 


23 54 6 


22 


+ 0-40 


- 7 12 


12 8 29 


26 


+ 2-13 


+ 6 52 


13 49 


27 


- 1-55 


- 866 


12 23 12 


81 


+ 4-08 


+ 4 19 


33 32 


Oct 




0-388 
0-388 
0-880 
0-374 
0-360 
0-348 






r 


+ e-00 


0-384 
0-374 
0-364 
0-352 
0-334 
0-318 


+ 2 49 


53 14 


2 
7 


- 3-49 

- 5-42 


^10 34 
-12 4 


12 42 51 
18 2 87 


10 


+ 7-87 




112 67 


12 


- 7-32 


-13 24 


13 22 SO 


15 


+ 9-69 


+ 04 


182 40 


17 


- 9-19 


-14 31 


13 42 3 


20 


+ 11-45 


- 1 6 


152 28 


22 


-10-99 


-15 23 


14 Hi 


2fi 


+ 18-12 


- 2 4 


2 12 6 


27 


-12-73 


-18 


14 2128 


30 


+ 14-71 


- 2 62 


2 3148 


Not. 




0-330 

0-312 
0-288 
0-288 
0-236 
0-208 






M., 


+ 1619 


0-298 
0-278 
0-260 
0-224 
0-196 
0-164 


- 8 27 


2 61 81 


1 
S 


-1438 

-15-94 


-1618 
-1616 


14 41 11 

16 OH 


10 


+ 17-57 


- 8 48 


311 14 


11 


-17-38 


-15 62 


16 20 8; 


IS 


+ 18-82 


- 8 53 


3 30 67 


18 


-18-71 


-15 7 


IS 40 11 


20 


+ 19-94 


- 8 45 


3 50 39 


21 


-19-89 


-14 2 


16 ! 


26 


+ 20-92 


- 823 


4 10 22 


28 


-20-92 


-12 36 


1619 4! 


30 


+ 21-74 


- 2 49 


4 30 6 


Dec 




0-174 






June 




O-l.'id 






1 


-21-78 


-10 53 


16 38!! 
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TABLE 32. 

CORKBGTION TaBLB FOR THE BEGINNING OF THE YeAR. 



Year. 


Correction. 


Year. 


Correction 


1891 . 


+ 0-161 


1897 . 


+ 0-699 


1892 . 


+ 0-909 


1898 . 


+ 0-457 


1893 . 


+ 0-667 


1899 . 


+ 0-214 


1894 . 


+ 0-426 


1900 . 


-0-028 


1895 . 


+ 0-182 


1901 . 


-0-270 


1896 . 


+ 0-941 


1902 . 


-0-612 



TABLE 33. 



Sun's Eadius. 



Date. 

January 1 
February 1 
March 1 . 
April 1 . 
May 1 . 
June 1 



Radius. 

0-272 
0-271 
0-269 
0-267 
0-265 
0-263 



Date. 

July 1 . 
August 1 . 
September 1 
October 1 
November 1 
December 1 



Radius. 

0-268 
0-263 
0-265 
0-267 
0-269 
0-271 



TABLE 34. 



Eefraction at Different Altitudes., 



Altitude. 


Reftaction. 


Altitude. 


Reftaction 


o 

6 . 


o 

0-16 


o 

50 . 


o 

0018 


10 . 


0-09 


60 . 


0-009 


15 . 


0-06 


70 . 


006 


20 . 


0-04 


80 . 


0-003 


30 . 


0-028 


90 . 


0-000 


40 . 


019 
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TABLE 35. 
Mean Places of some Principal Stars for 18930. 





Right Ascension. 


Yearly 
Variation. 

sec 
+ 8-37 


Declination. 


Yearly 
VariaUon. 


a GasBiopeisB 


hr. 



min. 
34 


sec 
26-1 


• 
55 


57 


m 
1 


m 

+ 19-8 


a ArietLs .... 


2 


1 


8-4 


+ 3-37 


22 


57 


23 


+ 17-2 


a Penei . 


3 


16 


41-0 


+ 4-26 


49 


28 


48 


+ 13-1 


a Tauri (Aldebaran) . 


4 


29 


46-8 


+ 3-44 


16 


17 


37 


+ 7-6 


a AnrigiB (Capella) . 


5 

« 


8 


47-1 


+ 4-43 


45 


53 


19 


+ 4-0 


a Orionis . ' . 


5 


49 


22-7 


+ 3-25 


7 


23 


12 


+ 1-0 


a Canis Majoris (Sirius) . 


6 


40 


26-1 


+ 2-64 


-16 


34 


11 


- 4-7 


a Geminomni (Castor) 


7 


27 


46-2 


+ 3-84 


32 


7 


22 


- 7-6 


a CaniB Minoris (Procyon) 


7 


33 


42-1 


+ 3-14 


5 


29 


56 


- 9-0 


a Hydne .... 


9 


22 


19-8 


+ 2-95 


-8 


11 


42 


-15-4 


a Leonia (Regulus) . 


10 


2 


40-4 


+ 3-20 


12 


29 


24 


-17-5 


a Ursse Majoria . 


10 


57 


7-4 


+3-76 


62 


19 


43 


-19-4 


/3 Leonia .... 


11 


43 


36-1 


+ 3-06 


15 


10 


18 


-20-1 


a Vii^is (Spica) 


13 


19 


33-3 


+ 3-15 


-10 


36 


10 


-18-9 


a Bootis (Arcturus) . 


14 


10 


46-8 


+ 273 


19 


44 


23 


-18-9 


a Coronse (Gemma) . 


15 


30 


9-5 


+ 2-64 


27 


4 


30 


-123 


a Scorpii (Antares) . 


16 


22 


50-8 


+ 3-67 


-26 


11 


40 


- 8-3 


a Ophiuchi 


17 


29 


58-0 


+ 2-78 


12 


38 


17 


- 2-8 


o Lyre (Vega) . 


18 


33 


18-9 


+ 2-03 


38 


41 


8 


+ 3-2 


a Aquilie (Altair) 


19 


45 


33-7 


+ 2-93 


8 


35 


9 


+ 9-3 


a Cygni . . . • 


20 


37 


47-1 


+ 2-04 


44 


53 


58 


+ 12-7 


a Piscia Auatralia (Fomal- 


22 


61 


44-2 


+ 8-32 


-30 


11 


22 


+ 190 


haut) 
a Pegasi .... 


22 


59 


25-8 


+ 2-98 


14 


37 


47 


+ 19-8 


a Urea Minoria (Polaris) . 


1 


19 


41-7 


+ 23-9 


88 


44 


15 


+ 18-9 


d Urs» Minoris . 


18 


6 


49-2 


-19-5 


86 


36 


44 


+ 0-6 
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TABLE 36. 
Numbers frequently required. 

(The fractions in brackets are approximate values.) 
T=3-1416 (V), ir2=9-8696, - = 0-81881, ^='7864, log. ir=0-497l499. 

IT 4 

Basis of natural logarithms «= 27183 ; log. «= 0*48429. 
The modulus of natural logarithms M=l/log. 6=2'8026 ; log. M= '86222. 
The angle of which the arc is equal to the radius =57*-2958 = 8487 76' =206266*. 
Ratio of the probable to the mean error =0*6745 (|). 
1 Paris foot =0-82484 meter {\%), 1 meter =8-0784 Paris feet. 
1 Paris line =2-2688 mm. (i). 1mm. =0-44880 Paris line. 

1 Rhenish foot=0-81886 meter (i^). 1 meter =8*1862 Rhenish feet. 
1 English foot =0-80479 „ (^). 1 meter =8-2809 English feet. 
1 Geogr. mile =7*4204 kilom. (V)- 1 kilom. =0*18476 Geogr. mile. 
1 English mile=l-60929 „ 1 kilom. =0-62188 English mile (f). 



Half the mcg'or axis of the earth = 6878*2 kilometers. 

,, minor ,, =6356-5 „ 

The mean semidiameter of earth =63 67*4 



ft 



Mean length of civil year, 865 days 5 hours 48*8 min. 
Sidereal day = mean day- 3 min. 56*9 sec. =0*99727 mean day. 

meter 

Velocity of sound at 0° C. in dry air =331 , 

sec. 

Coefficient of expansion of gases 0*00867 {^h[), 

1 grm. wt at 45* lat. =980*6 cm.g. sec.-^. 

1 at. pressure =1088 g.-wt./cm.2= 1013200 cm.-^ g. sec.-^. 

1 water gram, calorie =428 g. wt. m = 42000000 cm,*g. sec.-^. 

Latent heat of water=79*9; of steam=636 (1 lb. water 1° Fah.=772 foot- 
pounds.) 

Specific heat of air at constant pressure =0*237. 

Ratio of specific heats of air or H ; constant pressure to constant vol. = 1 '40. 

Capillary constant of water, 7*8 ; alcohol, 2*8 ; mercury, 60 mg./mm. 

Ratio of molecular wt. to vapour density (air) = 28 '9 ; to H = l. 

1 liter H. at 0° C. and 760 mm. weighs 0*0896 g. 

Velocity of light in vacuo =ZOQO00 km. /sec. 

Index of refraction of air =1*00029. 

Wave-length of Na light (D. Fraunhofer) = 0*0005893 mm. 

A quartz plate 1 mm. thick rotates Na light 21° *7. 

Ratio of electro-magnetic to electrostatic unit of electricity i;= 800*10^ cm./sec. 

1 Ampere =0*1 cm.* g.* sec.-^ el. -mag. =300x10' cm.5 g.5 sec.-^ el.-stat 
muts/sec. = 1*1181 mg. A^sec. 

1 Ohm = 10® cm. sec~* eL-mag. = 1/9 x 10-" cm.-i sec el.-stat. = 1*063 m./mm.^ 
Hg. 0° C. = 1 -014 B. A. units. 

1 Volt = 10^ cm.2 g.* sec.-' el.-mag. = 1/800 cm.i g.* sec.-^ el.-stat. (Ger. legal 
Ohm and Volt see, p. 423.) 

Bunsen cell=l'9 ; Daniell=l*l to 1*2 ; Clark at 16''=1*483 volts. 

1 Volt-ampere or Watt =0*102, kg.-wt. m./sec. =0*24 water g. cal./sec. 
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TABLE 37. — Squares, Square Boots, and Eeciprocals. 

Conversion of degrees of Arc into absolute Angular Measure. 
Table for use with the Wheatstone-Kiichhoff Bridge. 



n. 


n«. 


V^ 


1^ 

n 


n-'-. 
180 


n 


100-» 


1 


1 


1000 


1-0000 


0-0175 


0-0101 


2 


4 


1-414 


0-5000 


0-0349 


0-0204 


3 


9 


1-732 


0-3333 


0-0524 


0309 


4 


16 


2-000 


0-2500 


0-0698 


0417 


5 


25 


2-236 


0-2000 


0-0873 


0-0526 


6 


86 


2-449 


0-1667 


0-1047 


0-0688 


7 


49 


2-646 


0-1429 


0-1222 


0-0753 


8 


64 


2-828 


0-1250 


0-1396 


0*0870 


9 


81 


8-000 


0-1111 


0-1571 


0*0989 


10 


100 


3-162 


0-1000 


0-1745 


0-1111 


11 


121 


3-817 


0-0909 


. 0-1920 


0-1236 


12 


144 


3-464 


0-0838 


0-2094 


0-1364 


13 


169 


3-606 


0-0769 


0-2269 


0-1494 


14 


196 


3-742 


0-0714 


0-2443 


0-1628 


15 


225 


8-873 


0-0667 


0-2618 


0-1765 


16 


. 256 


4-000 


0-0625 


0-2793 


0-1905 


17 


289 


4 123 


0-0588 


0-2967 


0-2048 


18 


324 


4-243 


0-0556 


0-8142 


0-2195 


19 


361 


4-359 


0-0526 


0-3316 


0-2346 


20 


400 


4-472 


0-0500 


0-3491 


0-2500 


21 


441 


4-583 


0-0476 


0-3665 


0-2658 


22 


484 


4-690 


0-0455 


0-3840 


0-2821 


23 


529 


4-796 


0-0435 


0-4014 


0-2987 


24 


576 


4-899 


0-0417 


0-4189 


0-3158 


25 


625 


5-000 


0-0400 


0-4363 


0-3883 


26 


676 


5-099 


0-0385 


0-4538 


0-3514 


27 


729 


5196 


0370 


0-4712 


0-3699 


28 


784 


5-292 


0357 


0-4887 


0-3889 


29 


841 


5-385 


0-0345 


0-5061 


0-4085 


30 


900 


5-477 


0-0333 


0-5236 


0-4286 


31 


961 


5-568 


0-0323 


0-5411 


0-4498 


32 


1024 


5-657 


0-0313 


0-5585 


0-4706 


33 


1089 


5-745 


0-0303 


0-5760 


0-4925 


34 


1156 


5-831 


0-0294 


0-5934 


0-5152 


35 


1225 


5-916 


0-0286 


0-6109 


0-538 


36 


1296 


6-000 


0-0278 


0-6283 


0-562 


37 


1369 


6-083 


0-0270 


0-6458 


0-587 


38 


1444 


6-164 


0-0263 


0-6632 


0-613 


39 


1521 


6-245 


0-0256 


0-6807 


0-639 


40 


1600 


6-325 


0-0250 


0-6981 


0-667 


41 


1681 


6-403 


0-0244 


0-7156 


0-695 


42 


1764 


6-481 


0-0238 


0-7330 


0-724 


43 


1849 


6-557 


0-0233 


0-7505 


0-754 ' 


44 


1936 


6-633 


0-0227 


0-7679 


0-786 


45 


2025 


6-708 


0-0222 


0-7854 


0-818 


46 


2116 


6-782 


0-0217 


0-8029 


0-852 


47 


2209 


6-856 


0-0213 


0-8203 


0-887 


48 


2304 


6-928 


0-0208 


0-8378 


0-923 


49 


2401 


7-000 


0-0204 


0-8552 


0-961 


50 


2500 


7-071 


0-0200 


0-8727 


1-000 
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TABLE 37 — cmUinued. — Squares, Square Roots, & Reciprocai^. 

Conversion of degrees of Arc into absolute Angular Measure. 
Table for use with the Wheatstone-Kirchhoflf Bridge. 





A 


^—■i 


1 


T 


n 


n. 


i»8. 


vT 


n 


180" 


100-n' 


50 


2500 


7-071 


0-0200 


0-873 


1-000 


51 


2601 


7-141 


0-0196 


0-890 


1-041 


52 


2704 


7-211 


0-0192 


0-908 


1-083 


53 


2809 


7-280 


0-0189 


0-926 


1-128 


54 


2916 


7-348 


0-0185 


0-942 


1-174 


55 


3025 


7-416 


0-0182 


0-960 


1-222 


56 


3136 


7-483 


0-0179 


0-977 


1-273 


57 


3249 


7-560 


0-0175 


0-995 


1-326 


58 


3364 


7-616 


0-0172 


1-012 


1-381 


59 


8481 


7-681 


0-0169 


1-030 


1-439 


60 


3600 


7-746 


0-0167 


1-047 


1-500 


61 


3721 


7-810 


0-0164 


1-066 


1-564 


62 


3844 


7-874 


0-0161 


1-082 


1-632 


6S 


3969 


7-937 


0-0159 


1-100 


1-703 


64 


4096 


8-000 


0-0166 


1-117 


1-778 


65 


4225 


8-062 


0-0154 


1134 


1-857 


66 


4356 


8-124 


0-0162 


1162 


1-941 


67 


4489 


8-185 


0-0149 


1-169 


2-030 


68 


4624 


8-246 


0-0147 


1-187 


2-126 


69 


4761 


8-307 


0145 . 


1-204 


2-2-26 


70 


4900 


8-367 


0-0143 


1-222 


2-333 


71 


5041 


8-426 


0-0141 


1-239 


2-448 


72 


5184 


8-485 


0-0139 


1-257 


2-571 


73 


5329 


8-644 


0-0137 


1-274 


2-704 


74 


5476 


8-602 


0136 


1-292 


2-846 


75 


5625 


8-660 


0-0133 


1-309 


3-000 


76 


5776 


8-718 


0-0132 


1-326 


3-167 


77 


5929 


8-775 


0-0130 


1-344 


3-348 


78 


6084 


8-832 


0-0128 


1-361 


3-645 


79 


6241 


8-888 


0-0127 


1-379 


3-762 


80 


6400 


8-944 


0-0126 


1-396 


4-00 


81 


6561 


9-000 


00123 


1-414 


4-26 


82 


6724 


9*066 


0-0122 


1-431 


4-56 


88 


6889 


9-110 


0-0120 


1-449 


4-88 


84 


7056 


9-165 


00119 


1-466 


5-25 


85 


7226 


9-220 


00118 


1-484 


5-67 


86 


7396 


9-274 


00116 


1-601 


6-14 


87 


7569 


9-327 


0-0115 


1-618 


6-69 


88 


7744 


9-381 


0-0114 


1-536 


7-33 


89 


7921 


9-434 


0-0112 


1-563 


8-09 


90 


8100 


9-487 


0-0111 


1-571 


9-00 


91 


8281 


9-689 


0-0110 


1-588 


10-11 


92 


8464 


9-692 


0-0109 


1-606 


11-50 


98 


8649 


9-644 


0-0108 


1-623 


13-29 


94 


8836 


9-695 


0-0106 


1-641 


16-67 


95 


9025 


9-747 


0-0106 


1-668. 


19-0 


96 


9216 


9-798 


0-0104 


1-676 


24-0 


97 


9409 


9-849 


0-0103 


1-693 


32-3 


98 


9604 


9-899 


0-0102 


1-710 


49-0 


99 


9801 


9-950 


0-0101 


1-728 


99-0 


100 


10000 


10-000 


0-0100 


1-745 


00 
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TABLE 38. 
Logarithms to 4 Places. 



N. 





1 


2 


8 


4 


5 


e 


7 


8 


9 


DiC 


10 


0000 


0043 


0086 


0128 


0170 


0212 


0253 


0294 


0334 


0374 


42 


11 


0414 


0453 


0492 


0531 


0569 


0607 


0645 


0682 


0719 


0755 


38 


12 


0792 


0828 


0864 


0899 


0934 


0969 


1004 


1038 


1072 


1106 


35 


13 


1139 


1173 


1206 


1239 


1271 


1303 


1335 


1367 


1399 


1430 


32 


14 


1461 


1492 


1523 


1553 


1584 


1614 


1644 


1678 


1703 


1732 


30 


15 


1761 


1790 


1818 


1847 


1875 


1903 


1931 


1959 


1987 


2014 


28 


16 


2041 


2068 


2095 


2122 


2148 


2175 


2201 


2227 


2253 


2279 


26 


17 


2304 


2330 


2355 


2380 


2405 


2430 


2455 


2480 


2504 


2529 


25 


la 


2553 


2577 


2601 


2625 


2648 


2672 


2695 


2718 


2742 


2765 


23 


19 


2788 


2810 


2833 


^856 


2878 


2900 


2923 


2945 


2967 


2989 


22 


20 


3010 


3032 


3054 


3075 


3096 


3118 


3139 


3160 


3181 


3201 


21 


21 


3222 


3243 


3263 


3284 


8304 


3324 


3345 


3365 


3385 


3404 


20 


22 


3424 


344'4 


3464 


3483 


3502 


3522 


3541 


3560 


3579 


3598 


19 


23 


3617 


3636 


3655 


3674 


3692 


8711 


3729 


3747 


3766 


3784 


18 


24 


3802 


3820 


3838 


8856 


3874 


3892 


3909 


3927 


3945 


3962 


18 


25 


3979 


3997 


4014 


4031 


4048 


4065 


4082 


4099 


4116 


4183 


17 


26 


4150 


4166 


4183 


4200 


4216 


4232 


4249 


4265 


4^1 


4298 


16 


27 


4314 


4330 


4346 


4362 


4378 


4393 


4409 


4425 


4440 


4456 


16 


28 


4472 


4487 


4502 


4518 


4588 


4548 


4564 


4579 


4594 


4609. 


15 


29 


4624 


4639 


4654 


4669 


4683 


4698 


4713 


4728 


4742 


4757 


15 


30 


4771 


4786 


4800 


4814 


4829 


4843 


4857 


4871 


4886 


4900 


14 


31 


4914 


4928 


4942 


4955 


4969 


4983 


4997 


5011 


5024 


5038 


14 


32 


5051 


5065 


5079 


5092 


5105 


5119 


5132 


5145 


5159 


5172 


13 


33 


5185 


5198 


5211 


5224 


5237 


5250 


5263 


5376 


52^9' 


5302 


13 


34 


5315 


532d 


5340 


5353 


5366 


5378 


5391 


5403 


5416 


5428 


18 


35 


5441 


5453 


5465 


5478 


5490 


550^ 


5514 


5527 


5539 


5551 


12 


36 


5563 


5575 


5587 


5599 


5611 


5623 


5635 


5647 


5658 


5670 


12 


37 


5682 


5694 


5705 


5717 


5729 


5740 


5752 


5763 


5775 


5786 


12 


38 


5798 


5809 


5821 


5832 


5843 


5855 


5866 


5877 


5888 


5899 


11 


39 


5911 


5922 


5933 


5944 


5955 


5966 


6977 


5988 


5999 


6010 


11 


40 


6021 


6031 


6042 


6053 


6064 


6075 


6085 


6096 


6107 


6117 


11 


41 


6128 


6138 


6149 


6160 


6170 


6180 


6191 


6201 


6212 


6222 


10 


42 


6232 


6243 


6253 


6263 


6274 


6284 


6294 


6304 


6314 


6325 


10 


43 


6335 


6345 


6355 


6365 


6375 


6385 


6395 


6405 


6415 


6425 


10 


44 


6435 


6444 


6454 


6464 


6474 


6484 


6493 


6503 


6513 


6522 


10 


45 


6532 


6542 


6551 


6561 


6571 


6580 


6590 


6599 


6609 


6618 


10 


46 


6628 


6637 


6646 


6656 


6665 


6675 


6684 


6693 


6702 


6712 


9 


47 


6721 


6730 


6739 


6749 


6758 


6767 


6776 


6785 


6794 


6803 


9 


48 


6812 


6821 


6830 


6839 


6848 


6857 


6866 


6875 


6884 


6893 


9 


49 


6902 


6911 


6920 


6928 


6937 


6946 


6955 


6964 


6972 


6981 


9 


50 


6990 


6998 


7007 


7016 


7024 


7033 


7042 


7050 


7059 


7067 


9 

1 


51 


7076 


7084 


7093 


7101 


7110 


7118 


7126 


7185 


7143. 


7152 


8| 


52 


7160 


7168 


7177 


7185 


7193 


7202 


7210 


7218 


722d 


7235 


si 


53 


7243 


7251 


7259 


7267 


7275 


7284 


7292 


7300 


7308 


7316 


8 


54 


7324 


7332 


7340 


7348 


7356 


7364 


7872 


7380 


7388 


7396 


8 


55 


7404 


7412 


7419 


7427 


7435 


7443 


7451 


7459 


7466 


7474 


8 





1 


2 


3 


4 


5 


(5 


7 


8 


P 


Diff. 
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TABLE dS—c(mt%7md. 
Logarithms to 4 Places. 



N. 





1 


3 


8 


4 


5 


6 


7 


8 


9 


Diff. 


55 


7404 


7412 


7419 


7427 


7435 


7443 


7451 


7459 


7466 


7474 


8 


56 


7482 


7490 


7497 


7505 


7518 


7520 


7528 


7636 


7543 


7551 


8 


67 


7559 


7566 


7574 


7582 


7589 


7597 


7604 


7612 


7619 


7627 


8 


58 


7634 


7642 


7649 


7657 


7764 


7672 


7679 


7686 


7694 


7701 




59 


7709 


7716 


7723 


7731 


7738 


7746 


7752 


7760 


7767 


7774 




60 


7782 


7789 


7796 


7803 


7810 


7818 


7826 


7832 


7839 


•7846 




61 


7853 


7860 


7868 


7875 


7882 


7889 


7896 


7903 


7910 


7917 




62 


7924 


7931 


7938 


7945 


7952 


7969 


7966 


7978 


7980 


7987 




63 


7993 


8000 


8007 


8014 


8021 


8028 


8035 


8041 


8048 


8066 




64 


8062 


8069 


8075 


8082 


8089 


8096 


8102 


8109 


8116 


8122 




65 


8129 


8136 


8142 


8149 


8156 


8162 


8169 


8176 


8182 


8189 




66 


8195 


8202 


8209 


8216 


8222 


8228 


8236 


824f 


8248 


8264 




67 


8261 


8267 


8274 


8280 


8287 


8293 


8299 


8306 


8312 


8319 


6 


68 8825 


8331 


8338 


8344 


8351 


8367 


8363 


8370 


8376 


8382 


6 


69 8388 


8395 


8401 


8407 


8414 


8420 


8426 


8432 


8439 


8446 


6 


70 


8451 


8457 


8463 


8470 


8476 


8482 


8488 


8494 


8606 


8506 


6 


71 


8518 


8519 


8525 


8531 


8537 


8543 


8549 


8656 


8561 


8667 


6 


72 


8573 


8579 


8585 


8591 


8597 


8603 


8609. 


8616 


8621 


8627 


6 


73 


8633 


8639 


8645 


8651 


8657 


8663 


8669 


8676 


8681 


8686 


6 


74 


8692 


8698 


8704 


8710 


8716 


8722 


8727 


8733 


8739 


8745 


6 


76 


8751 


8756 


8762 


8768 


8774 


8779 


8735 


8791 


8797 


8802 


6 


76 


8808 


8814 


8820 


8825 


8831 


8837 


8842 


8848 


8864 


8859 


6 


77 


8865 


8871 


8876 


8882 


8887 


8893 


8899 


8904 


8910 


8916 


6 


78 


8921 


8927 


8932 


8988 


8943 


8949 


8954 


8960 


8^66 


8971 


6 


79 


8976 


8982 


8987 


8993 


8998 


9004 


9009 


9016 


9020 


9026 


5 


80 


9031 


9036 


9042 


9047 


9053 


9058 


9063 


9069 


9074 


9079 


6 


81 


9085 


9090 


9096 


9101 


9106 


9112 


9117 


9122 


9128 


9133 


6 


82 


9188 


9143 


9149 


9154 


9159 


9165 


9170 


9176 


9180 


9186 


5 


83 


9191 


9196 


9201 


9206 


9212 


9217 


9222 


9227 


9232 


9238 


5 


84 


9243 


9248 


9253 


9258 


9263 


9269 


9274 


9279 


9284 


9289 


6 


85. 


9294 


9299 


9304 


9309 


9315 


9320 


9326 


9330 


9336 


9340 


5 


86 


9345 


9350 


9355 


9360 


9365 


9370 


9375 


938b 


9386 


9390 


6 


87 


9395 


9400 


9405 


9410 


9415 


9420 


9425 


9430 


9435 


9440 


5 


88 


9445 


9450 


9455 


9460 


9465 


9469 


9474 


9479 


9484 


9489 


6 


89 


9494 


9499 


9504 


9509 


9513 


9618 


9628 


9528 


9633 


9638 


6 


90 


9542 


9547 


9552 


9557 


9562 


9666 


9671 


9676 


9581 


9586 


6 


91 


9590 


9595 


9600 


9^05 


9609 


9614 


9619 


9624 


9628 


9638 


5 


92 


9638 


9643 


9647 


9652 


9657 


9661 


9666 


9671 


9675 


9680 


5 


93 


9685 


9689 


9694 


9699 


9703 


9708 


9713 


9717 


9722 


9727 


6 


94 


9731 


9736 


9741 


9745 


9750 


9764 


9759 


9763 


9768 


9773 


5 


95 


9777 


9782 


9786 


9791 


9796 


9800 


9806 


9809. 


9814 


9818 


6 


96 


9823 


9827 


9832 


9836 


9841 


9845 


9850 


9854 


9859 


9863 


5 


97 


9868 


9872 


9877 


9881 


9886 


9890 


9894 


9899 


9903 


9908 


4 


98 


9912 


9917' 


9921 


9926 


993^ 


9^4 


9939 


9943 


9948 


9962 


4 


99 


9956 


9961 


9965 


9969 


9974 


9978' 


9983 


9987 


9991 


9996 


4 


N. 





1 


2 


3 


4 


6 





7 


8 


9 


Dlff. 
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TABLE 3S— continued. 



Logarithms to 4 Places. 



N. 


1 


1 


1 


2 


8 


4 


6 


6 


7 


8 


9 


Diff. 


100 


00000 


0043 


0087 


0130 


0173 


0217 


0260 


0303 


0346 


0389 


43 


101 


00432 


0476 


0618 


0661 


0604 


0647 


0689 


0732 


0775 


0817 


43 


102 


00860 


0903 


0945 


0988 


1030 


1072 


1115 


1157 


1199 


1242 


42 


103 


01284 


1326 


1368 


1410 


1452 


1494 


1686 


1578 


1620 


1662 


42 


104 


01703 


1746 


1787 


1828 


1870 


1912 


1953 


1995 


2036 


2078 


42 


105 


02119 


2160 


2202 


2243 


2284 


2326 


2366 


2407 


2449 


2490 


41 


106 


02631 


2572 


2612 


2653 


2694 


2735 


2776 


2816 


2857 


2898 


40 


107 


02938 


2979 


3019 


3060 


3100 


3141 


3181 


3222 


3262 


3302 


40 


108 


03342 


3383 


3423 


3463 


3603 


3543 


3683 


3623 


3663 


3703 


40 


109 


03743 


3782 


3822 


3862 


3902 


3941 


3981 


4021 


4060 


4100 


40 


110 

N. 


04139 


4179 


4218 


4258 


4297 


4336 


4376 


4415 


4464 


4493 


39 
IMff. 





1 


2 


8 


4 


6 


6 


7 


8 


9 



TABLE 39. 
Trigonombtrical Functions. 



INDEX 






AjnOLUTB acceleration, 409 

angle, 408 

caUber, 74 

conductivity, heat, 126 

directive force, 410 

electrostatic measure, 411 
„ potential, 874 

energy, 409 

force, 409 

galvanic measures, 417 

heat, 409 

kinetic energy, 410 

magnetic measures, 418 

magnetism of bar, 258 

measure, E.M.F., 384 

mechanical measures, 409 

modulus of elasticity, 411 

moment of inertia, 411 
„ of rotation, 410 

potential energy, 410 

pressure, 409 

resistance, 860 

space, 408 

surface, 408 

system of measurement, 404 

time, 408 

unit of light, 206 

velocity, 409 

volume, 408 

weighing, 88 

work, 409 
Absorption of light, 208 
Accumulators, 275 
Air thermometer, 92 
Altitude of pole, 397 
Altitudes, measurement, 398 
Amalgamation of zinc, 269 
Angle of optic axes, 201 

of polarisation, 189 
Angular aperture of objective, 188 

measurement with mirror, 214 
Apertometer, 188 
Approximation formulae, 6, 10 
Arc, infinitely small, 225 



Area of coils, 863 
Areometers, 45 
Artificial horizon, 393 
Astatisation of needles, 234 
Astronomical terms, 890 
Atmospheric pressure, 76 
Auguste's psychrometer, 109 
Avogadro's law, 44 

Babinet's compensator, 209 
Balance, ratio of arms, 86 

sensitiveness, 84 

testing and adjusting, 30 

use of, 32 
Ballistic galvanometer, 381 
Barometer, 76 

Barometric measurement heights, 78 
Batteries, efficiency of, 274 

galvanic, 268 

internal resistance, 321 
B.A. unit, 265 
Beats, musical, 141 
Bichromate battery, 269 
Bifilar galvanometer, 285 

magnetometer, 250 

suspension, 226 

variometer, 253 
Boiling point of fluid, 104 

of thermometer, 82 
Bridge, Wheatstone's, 303 
Bridge- wire, calibration, 311 

Calculation by equal intervals, 16 

numerical, 28 

of corrections, 24 
Caliber, absolute, of tube, 74 
Calibration of electrometers, 375 

of rheostat or bridge-wire, 309 

of thermometer, 86 

of tube, 73 
Calomel cell, 269 
Calorie, 111 
Calorimeter, 111 

ice. 111, 120 
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Calorimeter, Taponr, 123 
Capacity by weighings 71 

electric, 378 
Capillarity, coefficient of, 143 
Capillary electrometer, 372 
Carbons for battery, 269 
Cathetometer, 69 
Circiiits, dirided, 274 
Clark's normal cell, 269 
Clock, rate of, 398 
Coefficient of absorption of light, 208 

of capillarity, 143 

of expansion, 98 

of friction in liquids, 146 

of magnetic induction, 356 

of torsion of magnet, 231 
Coils, area o^ 363 
Colorimetry, 206 
Commutator, 272, 300 
Comparison of RM.F., 328 

of horizontal intensity, 256 
Compass, magnetic, 239 
Compensated magnetometer, 249 
Condensers, 884 
Conduction of heat, 124 
Conductivity, absolute for heat, 126 
Conductor, self- induction, 365 
Constant errors, 2 
Contact-comparator, 68 
Contact measures, 68 
Copper voltameter, 289 
Correction of weights, 40 
Corrections, calculation, 24 
Crystals, angle of axes, 201 

biaxial, 201 

measurement of angles, 148 

positive and negative, 200 

unaxial, 198, 199 
Current measure with rheostat, 292 

Damped magnetic needles, 219, 344, 

447 
Damping, resistance by, 308 
Daniell's battery, 269 
Declination of terrest magnetism, 237 
Deflection variometer, 254 
Density, 43 

and weight, 30 

correction for temperature, 50 

of gases, 53, 63 

„ by time of escape, 64 

of moist air, 54 

of solids, 46 

reduction to vacuo, etc., 48 

vapour, 55 
Derived currents, 267 
Dew-point hygrometer, 108 
Dielectric constant, 384 
Differential galvanometer, 298 
Diffraction gratings, 173 



DimenrioDS, 407 
Divided drcaita, 267, 274 

currents, 267 

scale or rule, 65 
Dividing engines, 66, 67 
Double quartz plate, 193 

refraction, 198 

weighing, 38 
Dust figures, velocity of sound by, 188 
Dynamo currents, 275 
Dynamos, measurements on, 337 

Earth inductor, 352, 361 
Efficiency of batteries, 274 

of dynamos, 339 
Elasticity by bending, 133 

by stretching, 128 

by vibrations, 132 

modulus of, 128 
Electric capacity, 378 

currents of short duration, 346 

lamps, photometry of^ 341 

quantity, ele. mag., 348 

thermometer, 378 

waves, velocity of, 387 
Electrodynamic balance, 285 
Electrodynamometer, 283 
Electrolytes, resistance, 316 
Electromagnetic rotation of light, 344 
Electrometers, calibration, 375 

capillary, 372 

quadrant^ 369 

sine, 369 

various, 373 
Electromotive force, 266 

forces, small, 270 
Electrostatic potential, absolute, 374 

potentials, 369 

quantity, 377 
Electrostatics, 368 

general methods, 368 
Elliptically pokrised light, 209 
EM.F., comparison of, 328, 373 

in absolute measure, 334 

of batteries, 454 

short integral of^ 348 
Empirical constants, 11 
Equal intervals, calculation by, 16 
Equations, solution of, 17 
Errors of observation, 1 
Expansion-coefficient, 98 
Expansion of liquids, 100 

Focal length of lens, 177 
Focometer, 183 
Fraunhofer lines, 156 
Freezing point, 81, 101 

of fluids, 101 

of solutions, 103 
Friction, coefficient of, in liquids, 146 
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GiLTANlc batteries, 268 

connections, 271 

determination of magnetic field, 841 

resistance, 264 

resistance coils, 272 
Galvanism, 264 
Galvanometer, ballistic, 881 

bifilar, 285 

differential, 298 

mirror, 282 

resistance of, 824 

Siemens's universal, 882 

sine, 282 

tangent, 276 

torsion, 336 
Galvanometers, efficiency of, 274 

graduation, 293 

various, 286 
Gauss's method for linear equations, 21 
Goniometer, 148 

Graduation of current measures, 293 
Great resistances, 387 

Halp-bhadow polarimeter, 194 
Heat, 81 

conduction, 124 

specific. 111 
Heights by barometer, 78 
Heterostatic arrangement^ 369 
Horizon, artificial, 393 
Horizontal intensity, 240 

galvanic measure of, 341 
Humidity of air, 107 
Hydrometers, 45 

Nicholson's, 47 
Hygrometer, absorption, 110 
Hygrometry, 107 
Hygroscopic bodies, 110 
Hypsometry, 78 

Ice calorimeter, 111, 120 
Idiostatic arrangement, 371 
Inclination, magnetic, 235 
Induction coefficient, magnetic, 856 
Inertia, moment of, 228 
luflaence of errors on result, 4 
Insulation, 368 
Interference refractor, 164 
Internal resistance of battery, 321 
Interpolation, 27 

Jamin's compensator, 169 

interference refractor, 165 
Jolly's spring balance, 47 

KlbmmspannvnQj 336 

Latitude, 397 
Least squares, 11 
Lens, focal length, 177 



Light, electromagnetic rotation, 844 

wave-length, 173 
Linear equations. Gauss's method for, 21 
Liquids, expansion, 100 
Logarithmic decrement, 219 
Lummer-Brodhnn prism, 205 

Magnet, separation of poles, 262 

temperature coefficient, 260 
Magnetic compass, 239 

declination, 237 

field of bobbin, 275 

fields, strong, 357 

inclination, 235 

induction coefficient, 856 

intensity, horizontal, 240, 341 

theodolite, 248 
Magnetism, 233 

absolute measure, 258 

distribution in magnet, 359 
Magneto-inductor, 355 
Magnetometer, bifilar, 250 

compensated, 249 
Magnifying power of lens, 184 

of microscope, 187 

of telescope, 184 
Mean error, 1, 16 
Measurement of size, 65 
Measures, contact, 68 
Melting point, 101 
Mercury, purification, 72 

resistances, 315 
Meridian of a place, 894 
Microscope, measurement by, 66 
Minimum deviation, 153 
Mirror galvanometers, 282 
Mixtures, specific heat by. 111 
Modulus of elasticity, 128 

of torsion, 186 
Mohr's balance, 45 
Moment of inertia, 228, 411 

of roUtion, 247, 410 
Monochord, 142 
Multiplication method, 349 
Musical note, number of vibrations in, 
140 

Nicholson's hydrometer, 47 
Numerical aperture of objective, 188 
calculations, 28 

Ohm, 265 

Ohm's laws, 264, 267 
Ophthalmometer, 70 
Optical rotating power, 190 

telephone, 288 
Oscillation period, 221 

Parallelism of glass plate, 152 
Period of oscillation, 221 
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Photometry, 203 

of coloured light, 206 

of electric lamps, 341 
Plane Borfaoes, testing, 177 
Platinising silTer, 270 
Polarisation, angle of, 189 
Polaristrobometer, 193 
Polar seperation, 233 
Porous cells, 270 

Position of equilibrium of needle, 218 
Positive and negative crystals, 200 
Potential difference, 328 

in closed circuits, 335 

terminal, 836 
Potentials, electrostatic, 369 
Probable error, 112 
Psychrometer, 109 
Purification of mercury, 72 
Pyknometers, 45, 46 

QUADBA5T electrometer, 369 
Quantity of electricity, 346 

ele. Stat., 377 
Quartz wedge saccharimeter, 195 

Radius of curvature, 174 
Rate of clock, 398 
Ratio of balance arms, 36 

of damping, 219 
Recoil method, 351 

Reduction of scale to angular measure, 
216 

of weight to vacuo, 38 

to infinitely small arc, 225 
Refiactive index, 150 

by microscope, 157 

determination, 152 
Refractometer, 162 
Resistance, absolute measure, 360 

by damping, 308 

by measuring currents, 297 

coils, 272 

comparison of unequal, 306 

galvanic, 264 

internal, of battery, 321 

of copper wire, 265 

of electrolytes, 316 

of galvanometers, 324 

of mercury, 315 

very great, 387 
Rheostat, 272 

calibration, 309 
Rotation of light, electromagnetic, 344 

of polarisation, 190 
Rule, divided, 65 

Saccharihetry, 190 
Savart*8 plate, 193 
Self-induction of conductor, 365 
Sensitiveness of balance, 34 



Separation of poles of magnet, 238, 262 
Short integral of KM.F., 348 
Shunts, 264, 280 

measurement of strong currants by, 280 
Siamens's unit, 265 

universal galvanometer, 332 
Silvering glass, 215 * 
SUver voltameter, 289 
Sine electrometer, 369 

galvanometer, 282 
Size, measurement of, 65 
Solution of equations, 17 
Sound, velocity, 138 
Specific gravity, 43 

of gases, 53, 63 

of liquids, 44 

of solids, 46 
heat, 111 

by cooling, 119 

by galvanic method, 118 

by ice-calorimeter, 120 

by mixture, 113 

by vapour-calorimeter, 123 

inductive capacity, 384 

rotation, 190 

Spectrometer, 150 
Spectrophotometer, 207 
Spectrum analysis, 169 
Spherometer, 68 
Spring balance. Jolly's, 47 

current bahtnoe, 288 
Squares, least, 11 
Stroboscope, 141 
Surveying with compass, 239 
Suspension, bifilar, 226 

of magnets, 234 
Swinging of balance, 32 

of needle, 218 
Syren, 141 

Tanobnt galvanometer, 9, 276 
Taring, weighing by, 38 
Telephone, optical, 288 
Temperature by'thermo-element, 97 

calculation, 84 
Temperature-coefficient of conductor, 313 

magnet, 260 
Tension of vapour, 105 
Terminal potential difference, 336 
Terrestrial magnetism, measurement, 240 
TheodoUte, 391 

magnetic, 248 

reptoting, 394 
Thermo-chemical measurements, 124 
Thermo-elements, 97, 271 
Thermometer, 81 

air, 92 

calibration, 86 
Time from altitudes of sun, 399 
Time measurement by short currents, 343 



